
JAAS

PAPER

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 2

5 
K

ud
o 

20
25

. D
ow

nl
oa

de
d 

on
 0

5/
06

/2
02

5 
2:

52
:2

4 
PM

. 
 T

hi
s 

ar
tic

le
 is

 li
ce

ns
ed

 u
nd

er
 a

 C
re

at
iv

e 
C

om
m

on
s 

A
ttr

ib
ut

io
n 

3.
0 

U
np

or
te

d 
L

ic
en

ce
.

View Article Online
View Journal  | View Issue
TOFHunter—unlo
aRadioisotope Science and Technology Divisi

E-mail: andrewshb@ornl.gov
bUniversity of Vienna, Austria
cNuclear Nonproliferation Division, Oak Rid
dChemical Sciences Division, Oak Ridge Nat

† Electronic supplementary information
been authored in part by UT-Battelle, LL
with the US Department of Energy (DOE
publisher, by accepting the article for p
government retains a nonexclusive, paid
publish or reproduce the published form
do so, for US government purposes. DO
results of federally sponsored research
Access Plan (http://energy.gov/downloa
https://doi.org/10.1039/d4ja00331d

‡ These authors contributed equally to th

Cite this: J. Anal. At. Spectrom., 2025,
40, 910

Received 12th September 2024
Accepted 17th February 2025

DOI: 10.1039/d4ja00331d

rsc.li/jaas

910 | J. Anal. At. Spectrom., 2025, 4
cking rapid untargeted screening
of inductively coupled plasma–time-of-flight–
mass spectrometry data†

Hunter B. Andrews, ‡*a Lyndsey Hendriks, ‡b Sawyer B. Irvine, c

Daniel R. Dunlap d and Benjamin T. Manard d

This study provides an overview of a newly developed open source program written in Python, TOFHunter,

which permits the rapid and untargeted screening of inductively coupled plasma (ICP)-time-of-flight (TOF)-

mass spectrometry (MS) datasets. ICP-TOF-MS is an analytical tool capable of providing quasi simultaneous

detection of all nuclides from Li to Pu. This capability has triggered an increase in studies investigating

single-particle analysis in which the TOF-MS provides correlated elemental/isotopic signatures on

a particle basis in time. Similarly, laser ablation mapping has seen rapid growth owing to ICP-TOF-MS's

capacity to handle fast washout times (<10 ms) while providing a broad nuclide coverage. The caveat to

this broad mass coverage and high time resolution comes in the form of large, overwhelming datasets.

With datasets typically on the scale of gigabytes, it is easy for a user to only focus on very targeted

analytes; however, this focus diminishes the opportunity offered by the TOF-MS detector. TOFHunter

applies chemometric methods, principal component analysis (PCA), and interesting features finder (IFF)

on ICP-TOF-MS data, allowing for investigation of correlations, major and minor variance sources, and

sample screening. The unique spectra identified by the (IFF) are used to generate a list of mass peaks,

which are then matched with both nuclides and potential interferences before being exported for the

user to investigate. Several case studies are discussed herein, demonstrating TOFHunter's ability to

screen aqueous injections, single-particle/single-cell analysis, and probe laser ablation mapping files for

unique regions of interest.
1. Introduction

Inductively coupled plasma (ICP)-time-of-ight (TOF)-mass
spectrometry (MS) is an analytical technique combining the
benets of ICP with the simultaneous multielement detection
capabilities of TOF-MS. In short, the working principle of TOF-
MS is that ions are accelerated and travel through a ight tube,
with lighter ions reaching the detector faster than heavier ones.
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This process allows the mass-to-charge ratio (m/z) of the ions to
be determined based on their ight times. As opposed to
quadrupole MS, in which nuclide lists must be dened prior to
acquisition, with TOF-MS, full mass spectra are recorded with
each data point, enabling the identication and quantication
of multiple elements within a sample simultaneously. This
feature is particularly attractive for screening purposes. For
example, when analyzing nanoparticle (NP) mixtures, prior
knowledge of the particle composition is not required because
the complete elemental composition of the different NP types is
detected, thereby allowing their differentiation based on their
multielemental ngerprint.1 The multielement detection capa-
bility offered by TOF-MS is not only benecial for single-particle
(SP) analysis but also highly effective when combined with laser
ablation (LA) sampling.2 LA-ICP-TOF-MS allows for the direct
analysis of solid samples; a focused laser beam ablates material
from the sample's surface, enabling high-resolution spatial
mapping of elemental distributions within the sample.3 Overall,
ICP-TOF-MS provides rapid, high-throughput analysis with
broad elemental coverage, making it a powerful tool in various
elds such as Earth science,4–7 environmental monitoring,8–10

forensics,11,12 and biomedical research,13,14 among others.
This journal is © The Royal Society of Chemistry 2025
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However, despite its advantages, the analysis of ICP-TOF-MS
data can be challenging. Indeed, the large amount of data
generated in a single run, including complete TOF mass spectra
and integrated data for each nuclide, can be complex. Thus, the
technique would greatly benet from automated data reduction
approaches. Similar to other high-dimensional analytical
methods such as laser-induced breakdown spectroscopy (LIBS),
the need for rapid and untargeted screening methods in various
scientic domains drives the development of new processing
approaches.15,16 Consequently, effective data analysis tools are
crucial for harnessing the full potential of ICP-TOF-MS,
enabling researchers to identify interesting features and
patterns within their data quickly. Here, a novel approach is
presented for untargeted screening of ICP-TOF-MS data
through the application of chemometric tools such as principal
component analysis (PCA) and interesting features nder (IFF)
with the goal to ease the burden on laboratory staff when
measuring known and unknown samples.

Notably, over the past years, the eld of SP analysis has
witnessed the development of various automated data analysis
schemes triggered by a need to differentiate various NP pop-
ulations such as engineered, incidental, and natural NPs. Hol-
brook et al.17 applied a LightGBM multiclass classier to
automate the labelling of multielement particles from wear
samples and Bland et al.18 used machine learning (ML) for
source appointment of soil particles. Pushing further in the
direction of ML, Buckman et al. developed a two-stage, semi-
supervised ML method to classify Ce-containing nanoparticles
as engineered, incidental, or natural.19 Similarly, clustering
analysis has been used to differentiate between engineered and
natural NPs in environmental systems,20,21 as well as to compare
multimetal NP composition in wastewater treatment plants.9

More recently, to support larger datasets, Gundlach-Graham
et al. introduced TOF-SPI, a LabVIEW-based program for accu-
rate SP analysis, including compound Poisson particle detec-
tion, split-event correction, and quantication, which is now
available as a Windows executable.22 Similarly, Lockwood et al.
provided a Python based tool for SP-ICP-TOF-MS data process-
ing which takes into consideration compound Poisson and
Gaussian statistics for detection limits.23 Although these
approaches have demonstrated their potential and efficacy in
their respective applications, they generally (1) require user
input regarding nuclide composition through an “Analyte
selection step” and (2) in some cases, they rely on preprocessed
data (i.e., thresholded SP data) and are consequently tailored to
address particular research questions or scenarios.

Commercial data reduction platforms such as iolite 4 and
HDIP are specically designed to work with LA-ICP-TOF-MS
data and cannot be universally applied to all ICP-TOF-MS
analysis. A recent effort by Lockwood et al. has extended their
previous soware into a tool called SPCal which also includes
a non-targeted screening tool.24 This tool assumes a single ion
area and then screens the data to determine when any mass
channel has a corresponding particle event. This is comple-
mentary to the soware tool presented in this study; however, it
is only applicable to SP-ICP-TOF-MS data. In contrast, the
methodology presented herein offers a more generalized and
This journal is © The Royal Society of Chemistry 2025
adaptable solution by directly handling unprocessed ICP-TOF-
MS data, regardless of application, thereby eliminating the
need for application-specic preprocessing steps and, most
importantly, eliminating the need for a priori knowledge of the
sample. This inherent exibility enables the approach to be
seamlessly applied to diverse datasets (e.g., analysis of steady,
continuous signals, as well as short transients) and research
contexts independent of the application at hand. This study
leverages PCA and IFF on raw data directly from the instrument,
this method is not inuenced by preprocessing steps, thereby
enhancing the interpretability and robustness of the results. By
maintaining the integrity of the original data and extracting key
features through chemometric tools, this approach offers
a comprehensive yet efficient means of data exploration and
pattern recognition. Although previous approaches have made
signicant contributions to automated data processing in
specic application area, this methodology differentiates itself
through its versatility, efficiency, and applicability to a wide
range of datasets and research contexts. Through this work, the
aim is to advance the eld of data analysis by offering a robust
and adaptable tool that maximizes the utility of raw mass
spectrum data for diverse applications.

In summary, the study presented here aimed to enhance the
capabilities of ICP-TOF-MS through the implementation of
advanced multivariate analysis techniques. The goal was to
develop an efficient workow that reduces the time and effort
required for data interpretation, ultimately unlocking the
potential for rapid, untargeted screening. This methodology is
subsequently tested amongst various case studies (e.g., ionic
solutions, SP-ICP-TOF-MS, and LA-ICP-TOF-MS applications).
These case studies were used to demonstrate the soware's
functionality and effectiveness in different analytical contexts. It
is the hope that this tool becomes one of many helpful open-
source soware available for the community to better realize
the powerful analysis enabled by ICP-TOF-MS.

2. TOFHunter description

The primary purpose of the TOFHunter script is to perform
a rapid, untargeted screening of ICP-TOF-MS data. For every
data point recorded within a TOF-MS time trace, complete TOF
mass spectra are acquired alongside integrated data for each
isotope. The script has been developed to work with raw hier-
archical data format (HDF5, https://www.hdfgroup.org) and
les from icpTOF instruments (TOFWERK AG, Switzerland),
but may be extended to other ICP-TOF-MS instruments in the
future with minimal modications. A notional diagram of the
script's structure is shown in Fig. 1. This peak data matrix
contains the integrated peak areas for greater than 300
nuclides.

To explore the data from the ICP-TOF-MS in an untargeted
approach, two chemometric techniques were applied. The rst
was PCA, which was performed using the scikit-learn library.25

PCA is a dimension reduction technique that identies
orthogonal vectors, or principal components (PCs), which
explain the variance in the dataset. Correlation amongst
features can be investigated by examining the loadings of these
J. Anal. At. Spectrom., 2025, 40, 910–920 | 911
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Fig. 1 Notional diagram of TOFHunter program structure, including (a) data file selection, (b) PCA, (c) IFF, (d) loading of full-resolution mass
spectra, (e) peak finding and (f) a nuclide and interference summary table.
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PCs. When running PCA in TOFHunter, the user may dene
‘pca_components’ as an integer number of PCs or a fraction of
the explained variance. This denition will include as many PCs
as required to fulll that level of explained variance. Note that
the default value is set to 0.99, or 99% explained variance. Here,
explained variance refers to the amount of dispersion in
a dataset that can be accounted for by a model (e.g., PCA). This
section concludes with a plot showing an explained variance
versus PC plot and a plot of the PC loadings (see Fig. 1b). In
TOFHunter, this plot is interactive, allowing the user to zoom in
and out as needed. Note, no preprocessing is performed prior to
PCA stemming from the ideology that the user would have no
prior knowledge of the samples being screened; however, if
desired the code can be augmented to trim the mass ranges
considered and/or perform normalization.

The second chemometric tool, known as IFF, was originally
designed to be used with LIBS data to rapidly evaluate large
datasets and identify unique features regardless of their
contribution to the overall variance.26 Since its inception, IFF
has been applied in various LIBS-based application spaces,
including studying archaeological mortar with LIBS imaging,27

exploring rare earth elements in mineral phases,28 and investi-
gating lung diseases.29 In this way, IFF has been shown to
912 | J. Anal. At. Spectrom., 2025, 40, 910–920
capture minor signatures that may be missed using more
traditional approaches such as PCA. This ability is particularly
vital for LA-ICP-TOF-MS, in which very small compositional
regions in mapping may only contribute a handful of mass
spectra in a dataset with tens of thousands. Similarly, for SP-
ICP-TOF-MS applications, a particle population may be
diluted in a much larger matrix population. For these applica-
tions, the use of IFF on ICP-TOF-MS data may better enable the
identication of elusive compounds—much like nding a nee-
dle in a haystack—without prior knowledge. Note, this study
presents the rst application of the IFF algorithm to ICP-TOF-
MS data.

Detailed discussions of the IFF algorithm and how it works
can be found elsewhere,26,29 but a brief explanation is provided
here. These large datasets can be represented as a cloud of data
points in multidimensional space. The IFF is used as a tool to
estimate the convex hull of these data points, which is the
enclosing edge of this data cloud. The IFF produces random
vectors positioned through this data cloud and then projects the
data onto these vectors. The rst and last data points (spectra)
projected onto these vectors are recorded as potential vertices
for the convex hull. This process is iterated as a list of vertices
(unique spectra), and the frequency with which they are
This journal is © The Royal Society of Chemistry 2025
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identied are recorded. For a visual representation of this
process, refer to a recent study by Ferreira et al.29

For the IFF in TOFHunter, the algorithm is run on the peak
data matrix, which aids in computational time because the
memory requirements are less than running the full spectra
through the algorithm. Similar to the PCA portion, the user may
dene the number of unique features for the IFF to identify. For
example, the ‘unique_spectra’ may be set as 0.1, which would
determine the minimum frequency needed to extract a spec-
trum from the IFF tool as 10% of the most frequently selected
spectrum's occurrence (i.e., 10% of 3030 would lead to a 30
frequency needed). This option allows for the code to dynami-
cally adjust to the dataset being analyzed. Conversely, the user
can explicitly identify the number of unique spectra as a dened
integer. The unique spectra extracted from the IFF are then
appended to a list and imported as their full-resolution mass
spectra into the program. This section includes an interactive
plot showing an IFF frequency versus spectrum number plot and
a plot of the unique mass spectra themselves (Fig. 1c). Note, the
rawmass spectra are in units of millivolts, but for simplicity, the
y-axis is labelled as ‘Intensity’ with arbitrary units (a.u).

At this point, the provided plot of the IFF-determined unique
mass spectra can be explored manually to better understand the
dataset. However, in the interest of further expediting the
screening process, the functionality was added to detect mass
peaks and then match them with known masses and interfer-
ences. This section of TOFHunter uses the ‘nd_peaks’ tools
available from the SciPy library.30 Each IFF spectrum is parsed
with mass peaks being identied based on three parameters
that the user can ne-tune: peak height, prominence, and
distance (Fig. 1e). Peak height refers to the minimum threshold
in TOF-MS counts for a peak to be detected. Prominence is
a measure of how well the peak stands out amongst its neigh-
boring peaks. Lastly, distance refers to the space between peaks
and acts as a constraint to prevent multiple points being
detected amongst a single mass peak. Based on the testing done
on the data presented in this study, the default values were
dened as 5 and 60 for prominence and distance, respectively.
Peak height is adjusted more frequently based on signal
intensity. To aid in tuning these parameters, an additional plot
is provided in this section, which illustrates a selected IFF
spectrum and identied peaks with a marker. The result of this
section is a tabulated list of peak masses and intensities tied to
their IFF spectrum number.

The last section of TOFHunter matches the previously
generated peak list with matching nuclides and potential
interferences. Two reference sheets are used for this step. The
rst is a Microso Excel le version of the National Institute of
Standards and Technology's Atomic Weights and Isotopic
Compositions for All Elements database.31 The second sheet is
a database of interferences assembled by Lomax-Vogt and Ole-
sik.32 Note that this reference sheet was modied such that
doubly charged species originating from odd atomic masses
were notated by only the half-mass at which they would appear
rather than the two nearest integer masses. Additionally, other
known interferences or molecular masses that were not present
in the list (e.g., 238U16O+) were added as necessary. All
This journal is © The Royal Society of Chemistry 2025
interferences identied in this database are positively charged
ions unless otherwise noted. The nuclides and potential inter-
ferences were matched with the peak list from the peak iden-
tier by rounding peak masses to their nearest 0.5 amu and
then recording matches. A summary data frame is the result of
this section, which includes spectrum number, peakmass, peak
intensity, matching nuclides, and potential interferences
(Fig. 1f). The option to export the summary table to a separate
Excel sheet at a user-dened ‘export_path’ is provided in the
forefront of the script.

The TOFHunter program is available for download (http://
github.com/andrewshb/TOFHunter) for free use by the ICP-
TOF-MS community. Note that this approach should be
considered as a screening tool and not a clustering tool. There is
no ltering, no thresholding, and no consideration of critical
values related to sensitivity. Although the program is powerful
for untargeted screening and dataset exploration, it is not
a classication tool in its current form and does rely on user
judgment. TOFHunter is designed to provide analysts a rapid
inspection of their data to inform further analysis. For example,
the screening feature of TOFHunter can be used to reevaluate
the planned standards such that subsequent analysis can be
thorough and better equipped for statistical analysis and
quantication.
3. TOFHunter use case examples

To both test the developed program and demonstrate the ways
in which it can be used, four example use cases are provided in
this article. Following scientic norms to reuse existing data-
sets, most of the datasets used in this study were repurposed
from previous collaborations.
3.1. Aqueous injections

As discussed previously, PCA is commonly dominated by high-
intensity signals, which signicantly contribute to the variance.
Thus, for conventional steady-state signals such as those
produced from ionic standards or digested samples, plasma
species (e.g., Ar+, ArH+, O2

+, N+, ArO+, Ar2
+) and background

signals (e.g., H2O
+, Si+) may overshadow lower-concentration

analyte signals in the PCA results. This effect is illustrated in
Fig. 2, where a multielement solution was measured at different
concentrations. Nominal concentrations of 0.01, 10 and 100 mg
mL−1 of the multielement standard were investigated, but for
simplicity, only 0.01 and 100 mg mL−1 are shown in Fig. 2. The
multielement solutions were measured using an icpTOF S2
(TOFWERK, Switzerland) with the standard sample introduc-
tion system comprising a cyclonic quartz spray chamber with
a MicroMist nebulizer. The multielement solution calibration
series was prepared from 10 mg mL−1 29 element ICP
calibration/quality control standard (IV-Stock-21, Inorganic
Venture) and 10 mg mL−1 rare earth, U, Th ICP Standard (CMS-1,
Inorganic Venture). The 1 mg mL−1 multielement solution
contained the following 46 elements: Ag, Al, As, Ba, Be, Bi, Ca,
Cd, Ce, Co, Cr, Cs, Cu, Dy, Er, Eu, Fe, Ga, Gd, Ho, In, K, La, Li,
Lu, Mg, Mn, Na, Nd, Ni, Pb, Pr, Rb, Sc, Se, Sm, Sr, Tb, Th, Tl, Tm,
J. Anal. At. Spectrom., 2025, 40, 910–920 | 913
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Fig. 2 PCA loading plot illustrating the effect of increasing analyte concentration in a multielement solution. At lower concentrations, the PCA
was dominated by plasma species. As the concentration of analytes increased from (a) 0.01 mg mL−1 to (b) 100 mg mL−1, their signal intensity
surpassed that of the plasma species, ultimately simplifying the results.
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U, V, Y, Yb and Zn. As expected, at the lowest concentration of
0.01 mgmL−1, Fig. 2a shows a predominance for plasma species,
as shown by the large loadings associated with argide interfer-
ences (e.g., 40Ar14N+, 40Ar16O+, 40Ar40Ar+). However, when the
concentration of the multielement solution was increased, the
analyte peaks gained in signal intensity, surpassing the plasma
species as the superior source of variance and signicantly
altering the PCA loading plot. However, the IFF was designed to
better capture low-variance signals and was less drastically
affected by the change in the magnitude of the signal intensity,
a difference was still observable.

The effectiveness of PCA and IFF in identifying analytes and
key features in TOF-MS datasets is not only determined by
signal magnitude but is also inuenced by time resolution used
during the acquisition. Similar to observations made regarding
the effectiveness of baseline subtraction, higher time resolu-
tion, achieved through shorter integration times, results in
fewer ions detected per spectrum, leading to a less well-dened
spectrum, which may prevent an accurate characterization.33

Alternatively, longer integration times allow the accumulation
of more ions per spectrum, thereby enhancing the signal-to-
noise ratio and improving the ability of PCA and IFF to accu-
rately identify and characterize analytes. This effect is investi-
gated in Fig. S1,† where the same 100 mg mL−1 multielement
solutions were measured at 1 ms, 10 ms, and 100 ms. High time
resolution resulted in less well-dened mass spectra, leading to
an increase in unique spectra selected by IFF. Conversely,
slower integration times averaged multiple spectra together,
reducing variance and resulting in fewer unique spectra. Ulti-
mately, the choice of time resolution depends on the user's
application and the IFF will result in more or less unique
features accordingly when assuming a consistent sample
914 | J. Anal. At. Spectrom., 2025, 40, 910–920
transient, which is not the case for many SP-ICP-TOF-MS and
LA-ICP-TOF-MS applications.
3.2. SP-ICP-TOF-MS: upconversion nanoparticles and
nanoplastics

In the case of sparse analyte signals, such as when monitoring
the short transient signals generated from NPs in SP-ICP-MS
applications, background events typically greatly outnumber
NP events. Here, up-conversion NPs (UCNPs) were used to
demonstrate the different information extracted from PCA and
IFF. UCNPs are nanomaterials typically composed of a host
matrix such as NaYF4 doped with rare earth ions such as Yb3+

and Er3+, which convert low-energy infrared light into higher-
energy visible light. Depending on the desired properties or
the end-use application, the synthesis process is adjusted, and
in this case, the following elements were expected to be detec-
ted: Y, Ce, Er and Yb. In this specic case, 22 802 UCNPs were
detected within the 250 000 data points (300 s acquisition time
with 1.2 ms integration time), representing a ratio of UCNPs to
background data points of 9%. The samples were measured on
an icpTOF S2 (TOFWERK, Switzerland) using the standard
sample introduction system comprising a cyclonic quartz spray
chamber with a MicroMist nebulizer. As shown in Fig. 3, the
UCNPs signals were absent in the PCA loadings, but IFF
correctly identied them. The reason for this is that PCA focuses
on explaining the most sample variance, whereas IFF nds the
unique sources of variance, which, in this case, are the UCNPs.
Notably, the IFF also identies a subpopulation of Sn particles
which were unexpected. This is an example of signals that
account for 9% of the overall dataset not necessarily accounting
for 9% of the experimental variance. Variance is dened as how
much values deviate from the mean of the dataset; because the
This journal is © The Royal Society of Chemistry 2025
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Fig. 3 (a) PCA results and (b) IFF results for the UCNP samples with explained variance levels and IFF frequencies provided in the corresponding
legends (IFF offset = 2000 a.u). The UCNP signature is denoted in the IFF2 spectral plot. Note: the first most-frequent IFF spectra, IFF1, only
contains plasma species owing to the sparse nature of SP-ICP-TOF-MS; this is the large source of variance that prevented PCA from capturing
the UCNP signatures.

Fig. 4 The unique mass spectra for a sample containing exposed THP-1 cells.34 The first four unique spectra identified by IFF describe the entire
dataset (bottom to top): (IFF1) cells, (IFF2) nanoplastics, (IFF3) a subpopulation of potentially fragmented cells and (IFF4) joint events. The
application of IFF accurately identified these four distinct groups, demonstrating its effectiveness in distinguishing complex mixtures.

This journal is © The Royal Society of Chemistry 2025 J. Anal. At. Spectrom., 2025, 40, 910–920 | 915
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plasma species dominated the mass spectra, the UCNP signals
contributed little to the variance in comparison. The predomi-
nance of plasma species and background species (H2O

+, Si+),
which have a constant signal, was not ignored in the IFF but
reected in the most frequently identied unique mass spectra.

As mentioned previously, IFF identies unique sources of
variances and thus has the potential to reveal different
subpopulations. In another example dataset using THP-1 cells
exposed to Pd-doped nanoplastics, one can expect to identify
three subpopulations: cells only, Pd-doped nanoplastics only,
and joint events where cells and nanoplastics are associated.34

These samples were measured on an icpTOF S2 using a single-
cell sample introduction system (Glass Expansion Inc., Aus-
tralia). In the initial work, cell events were identied based on
the detection of their elemental ngerprint comprising P and
Zn. In Fig. 4, the IFF frequency plot reveals the presence of the
expected three subpopulations with their corresponding unique
mass spectrum (IFF1) cells only, (IFF2) Pd-doped nanoplastics
only, and (IFF4) joint events where cells and nanoplastics were
associated. An unexpected subpopulation of cells of lower
signal intensity was detected and attributed to cell fragmenta-
tion (IFF3) during the sample introduction process. An abbre-
viated version of the peak summary table can be found in the
ESI (Table S1).†

Other than population identication, the simultaneous
multielement detection capability of TOF-MS permits the
identication of various m/z values, as illustrated in Fig. 5,
where IFF2 from the UCNPs is overlaid with IFF2 from the THP-
1 cells sample. An abbreviated version of the peak summary
table is provided in Table 1. A signal observed at m/z = 105
could naively be attributed to 105Pd considering that Pd has
isotopes in this mass range. However, 105Pd is not the most
abundant isotope; its natural abundance is relatively low
(22.3%). In a typical Pd isotopic distribution, one would expect
to see prominent signals corresponding to other isotopes such
Fig. 5 Overlay of the unique spectra from UCNPs and THP-1 cells
exposed to 5 mg mL−1 Pd-doped nanoplastics. A signal at m/z = 105
could naively be attributed to 105Pd. However, 105Pd is not themajor Pd
isotope, and other Pd isotopes should be detected. The isotopic Pd
pattern is identifiable in Pd-doped nanoplastics but not in UCNPs.
Instead, an intense peak at m/z = 89 indicates m/z = 105 as 89Y16O+,
the oxidized species of Y.

916 | J. Anal. At. Spectrom., 2025, 40, 910–920
as 106Pd (27.3%), 108Pd (26.5%), and 110Pd (11.7%). Although
this isotopic pattern can be correctly identied in Pd-doped
nanoplastics, it was not observed in UCNPs samples. Instead,
an intense peak at m/z = 89 was detected, indicating the pres-
ence of Y. This result suggests that the signal at m/z = 105 was
not due to 105Pd but rather to 89Y16O+. This example demon-
strates the power of additional information from TOF-MS
measurements to accurately identify different m/z values. By
leveraging isotopic patterns, the presence of various species can
be better validated. The detection of doubly charged species is
conrmed based on the presence of corresponding singly
charged species, and similarly for oxide forms, the nonoxidized
form needs to be present. Consequently, the presented algo-
rithm provides a robust and reliable method for feature
extraction and conrmation in ICP-TOF-MS data analysis.
Although this capability presently relies on the user, future
additions to the program could leverage the nuclide library and
isotopic signatures from the included National Institute of
Standards and Technology database to computationally
perform this analysis.
3.3. LA-ICP-TOF-MS: meteorite mapping

Another common use of ICP-TOF-MS is for LA mapping of
geological and biological samples. The quasi simultaneous
detection enabled by the TOF-MS permits faster scan rates,
allowing megahertz imaging. Again, these samples generate
incredibly large data les, and when unknown or exploratory
samples are run, analysis can be overwhelming. Here, TOF-
Hunter can be leveraged for untargeted screening of LA-ICP-
TOF-MS data to investigate zoning and correlations as well as
help distinguish nuclides from their isobaric interferences. For
this example, an LA-ICP-TOF-MS map of an Al Bir Lahlou
meteorite cross section is presented. Al Bir Lahlou 001 is
a noritic achondrite primarily comprising Ca-rich plagioclase
(60 vol%) and low-Ca pyroxene (35 vol%) withminor amounts of
olivine, low-Ni metal and Cr-spinel.35 The meteorite was
acquired as a cross section cut from a large fragment and, as
such, only required polishing prior to being analysed. The
meteorite was analysed with an ImageGEO193 (Elemental
Scientic Lasers, Bozeman, Montana) and an icpTOF R (TOF-
WERK, Switzerland) using a 20 × 20 mm spot at 80 Hz with
a scan speed of 504 mm s−1. The sample was approximately
0.36 cm2 and took 70 min to map, resulting in a large 2.6 GB
data le. The TOFHunter script completed its screening anal-
ysis in less than 30 s.

The rst two PCA components explain 90% of the sample
variance, with eight additional PCs required for the remaining
9% variance to reach the desired 99%. When PC1 was investi-
gated, it was clear that Ba, conrmed based on the isotopic
signature in the mass spectrum, was a dominating source of
variance. In this case, TOFHunter was used to identify corre-
lated and anticorrelated mass signatures. The PC1 loadings
reveal Ba isotopes correlated with 44Ca and anticorrelated with
52Cr and 24Mg. The PC1 loading results described well the
dominant source of mineralogic variance in this meteorite, with
Ca-rich plagioclase (low Mg and Cr) and low-Ca pyroxene (high
This journal is © The Royal Society of Chemistry 2025
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Fig. 6 PCA components (a) PC1 and (b) PC2 used for identifying correlated and anticorrelated masses. RGB maps were generated in iolite 4.
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Mg and Cr) being the most volumetric components. This
example is visualized in Fig. 6, where the PCA loadings and
corresponding RGB maps were generated in iolite 4 (Elemental
Scientic Lasers, Bozeman, Montana). Notably, iolite 4 does
contain PCA functionality, but the user must select TOF-MS
masses to use in the PCA, whereas TOFHunter performs the
PCA in an untargeted approach and provides visual loadings for
inspection. HDIP offers PCA functionality as well; however, the
integration of the IFF functionality offers the ability to identify
low variance signatures as well.

As shown in Fig. 6, a user can readily leverage TOFHunter
and iolite 4 for rapid image analysis. The utility of this untar-
geted approach is highlighted by the presence and relationship
of Ba, which would not likely have been the target of initial
investigation. The presence of discrete Ba-rich regions, as well
as the anticorrelated behavior with Mg and Cr, should provoke
Fig. 7 (a) IFF-identified mass spectra used for identifying unique region

918 | J. Anal. At. Spectrom., 2025, 40, 910–920
further investigation. For example, if the Ba is hosted in the
sulfate mineral, barite (BaSO4), then the origin is likely terres-
trial chemical weathering.36 Note that in Fig. 6a and b, the Ba
isotopic ratio appears to change; this change was due to satu-
ration of the major 138Ba isotope. Simply, Fig. 6b shows that as
Mg and Si increased, so did Ba. However, because 138Ba was
likely saturating the detector, all other isotopes of Ba increased
more than 138Ba, generating this deviance from the natural
isotopic ratio. This is an excellent example to warn users not to
rely solely on PCA isotopic ngerprints, but rather inspect the
spectra themselves using IFF where saturation is readily visible.

Like with PCA, IFF can be used to identify unique regions
within the mapped sample. IFF should be more sensitive to
minor regional signatures than PCA, which is dominated by the
larger regions that contribute the most to the data variance.
Here, many unique spectra were identied, and the top four
s in the (b and c) mapped Al Bir Lahlou meteorite.

This journal is © The Royal Society of Chemistry 2025
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were each counted at least 15% of the time as unique signa-
tures. Additionally, the signal response in this mapping sample
was far more intense than previous examples, so the pea-
k_height parameter was modied to 1000 a.u. to minimize
erroneous peaks in the summary table.

Upon further investigation of the IFF results, it was
conrmed that saturation of the TOF-MS detector led to more
IFF unique spectra being identied. For example, as the Ba
saturated the TOF-MS, the minor Ba isotopes continued to grow
in intensity while the major isotopes remained constant at the
saturation limit. This effect is seen in the PCA as well. This
essentially tricks the algorithm into considering the saturated
and unsaturated spectra as being unique from one another. The
IFF spectra revealed several nuclides that were not as evident in
the PCA analysis, highlighting its benet. The IFF spectra and
RGB maps are shown in Fig. 7. The IFF spectra agree well with
the expected mineral compositions. In Fig. 7b, the map of 59Co,
54Fe and 24Mg identies a unique region with the Co-bearing Fe-
metal described in the classication.35 The Sr (plagioclase) was
anticorrelated with the Fe and Mg (pyroxene), agreeing with the
PC1 results. An interesting result is the relationship between
88Sr, 140Ce and 134Ba shown in small, discrete regions as indi-
vidual and mixed components, which were not described in the
original classication of this meteorite and warrant further
investigation.

4. Conclusions

ICP-TOF-MS offers the advantage of fast data acquisition rates
collected both rapidly and with a high degree of dimensionality.
This benet is accompanied by a reliance on a degree of data
handling that has otherwise not been needed in ICP-MS
analytical measurements using conventional quadrupole MS.
Whereas these traditional measurements rely on users dening
the species of interest prior to analysis, ICP-TOF-MS offers the
opportunity to perform untargeted screening. Although
programs have been made to aid users in data analysis
including SP event detection, advanced calibration approaches,
and clustering tools, no universal untargeted screening tools
have been developed to replace inefficient user parsing of data
during or aer collection. Conversely, TOFHunter is designed to
be agnostic to the source of the ICP-TOF-MS application and is
designed to be a preliminary tool to allow users to rapidly
understand their complicated data. Based on the TOFHunter
results, it would be expected for users to then repeat measure-
ments with proper calibrants and utilize other soware tools to
further analyze their results with proper statistical consider-
ations for quantiable results.

TOFHunter allows researchers to analyse their ICP-TOF-MS
data in a systematic and untargeted screening manner,
enabling the conrmation of known and identication of
unknown analytes, thereby providing a comprehensive view of
the sample composition. The tool leverages two powerful che-
mometric approaches—PCA and IFF—to inspect correlated
signatures, as well as high- and low-variance sources. The novel
combination of PCA and IFF offers a unique inspection of ICP-
TOF-MS data not provided elsewhere. In SP-ICP-TOF-MS
This journal is © The Royal Society of Chemistry 2025
applications, particle signals very oen constitute less than 10%
of the dataset; consequently, IFF has been shown to be powerful
for detecting several of these minor populations within the
examples given. Similarly, for LA-ICP-TOF-MS, both PCA and
IFF were demonstrated as powerful tools to access which
features should be considered for further analysis (e.g.,
mapping) and relationships between analytes that would have
otherwise gone unnoticed. In both cases, TOFHunter generates
an output summary le listing the peaks detected along with
their corresponding nuclide matches and potential interfer-
ences. This tool provides the foundation for a user to investigate
isotopic trends and further decipher the analytes of interest for
a given sample. This tool can be used for screening sample data
to dene which calibrations are needed.

Data availability

Data is available upon reasonable request and approval from
data owners. TOFHunter is available for download at (https://
github.com/andrewshb/TOFHunter). Both a standard Python
script and GUI are available.
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