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lon mobility spectrometry (IMS), which can be employed as either a stand-alone instrument or coupled to
mass spectrometry, has become an important tool for analytical chemistry. Because of the direct relation
between an ion's mobility and its structure, which is intrinsically related to its collision cross section (CCS),
IMS techniques can be used in tandem with computational tools to elucidate ion geometric structure.
Here, we present MobCal-MPI 2.0, a software package that demonstrates excellent accuracy (RMSE
2.16%) and efficiency in calculating low-field CCSs via the trajectory method (<30 minutes on 8 cores for
ions with <70 atoms). MobCal-MPI 2.0 expands on its predecessor by enabling the calculation of high-
field mobilities through the implementation of the 2" order approximation to two-temperature theory
(2TT). By further introducing an empirical correction to account for deviations between 2TT and experi-
ment, MobCal-MPI 2.0 can compute accurate high-field mobilities that exhibit a mean deviation of <4%
from experimentally measured values. Moreover, the velocities used to sample ion-neutral collisions were
updated from a weighted to a linear grid, enabling the near-instantaneous evaluation of mobility/CCS at
any effective temperature from a single set of N, scattering trajectories. Several enhancements made to
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field (i.e., oscillating or static) and its magnitude. When ana-
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The use of ion mobility spectrometry (IMS) as standalone tech-
nique or when coupled to mass spectrometry (MS) continues
to gain traction within the analytical and biophysical commu-
nities. This trend stems from the ability of IMS to separate ana-
lytes and probe their geometric structure. Several groups have
shown that IMS-MS, which encompasses several variants,"™
can solve challenging analytical problems as either the sole
separation dimension or when coupled to liquid chromato-
graphy (LC).>® Each IMS technique uses electric fields to accel-
erate ions through the mobility region, with instrument vari-
ations being predominantly associated with the nature of the
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lytes enter the mobility region, which is filled with an inert gas
(typically N,), ion-neutral collisions create drag, countering
field-induced acceleration. These opposing effects determine
the velocity with which the analyte travels through the mobility
cell and ultimately facilitates analyte separation. For each
unique analyte, these interactions lead to a constant drift vel-
ocity for the analyte’s ensemble (vp) that is proportional to the
applied electric field (E; eqn (1)):

vp = KE (1)

The proportionality factor, K, is colloquially known as the
ion mobility coefficient, although it is far more common for
practitioners to report the reduced mobility coefficient (Ko;

eqn (2)),

N

Ky=K Fo (2)
where N is the particle density (molecules per m®) within the
IMS device, and N, is the particle density at 273.15 K and 1
atm (2.6868 x 10*> molecules per m?), which is also called the
Loschmidt constant. Rewriting eqn (1) using the reduced
mobility coefficient yields eqn (3), showing definitively that
collision dynamics are influenced by the field strength and
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particle density, as represented by the reduced field strength
term E/N. The E/N term is typically expressed in Townsend
(Td), where 1 Td = 107" V m?>.

E
vp=KoNy — (3)
N

Simply put, eqn (3) indicates that increasing the field
strength induces greater acceleration of the ion, whereas
increasing the particle density (i.e., the pressure) increases the
collision frequency such that the time for acceleration
becomes shorter. Ultimately, this interdependency indicates
that the reduced field strength is directly proportional to the
mean collision energy of any ion-neutral collision.”

Within the low-field regime,” an ion’s velocity responds lin-
early to changes in the reduced field strength, and thus,
enables relation of an ion’s low-field mobility coefficient, K(0),
to its collision cross section (CCS) via the Mason-Schamp
equation (eqn (4)),° whose derivation dates back to the early
work on ion mobility by Langevin.’

3 /2t \"? ¢
K(O):E(m) NQ(T) (4)

Here, p is the reduced mass of the ion-neutral pair, kg is
Boltzmann’s constant, T is the absolute temperature of the
bath gas, g is the absolute charge of the ion and €2 is the CCS.
The CCS represents the orientally-averaged collision area of
the analyte with the buffer gas that fills the mobility cell, and
as such, is intrinsically related to the 3D structure of the ion.
The ability of IMS to discern molecular geometric structure
from an ion’s CCS depends on two crucial factors: (1) the
precise measurement of ion mobility under strictly controlled
experimental conditions (i.e., temperature and pressure within
the mobility region),”'® and (2) the meticulous modeling of
CCS/ion mobility from the computed geometry of the analyte.
Owing to the significant role CCSs play in chemical separ-
ations, modelling CCS has become an integral component of
IMS research. Calculating an ion’s CCS in silico often mitigates
ambiguity in IMS-based structural assignments and provides
valuable insight into the nature of the IMS-based separation
mechanism." When modeling ion mobility, practitioners are
primarily concerned with capturing the dynamics of a collision
event between an ion and a gas particle, as collisions strongly
depend on the electric field, pressure, and temperature. To
express this relationship, the ion mobility is adjusted by the
alpha function, which is usually expressed as a Taylor series
composed of even-ordered alpha coefficients (,,; eqn (5a) and
(5b), respectively).'

K(%) = K(0) {1 + a(}%)} (5a)
a (g) =a, (%) 2+(l4 (g) 4+a6 (g) 6+ . (5b)

The alpha function is approximately zero if the reduced
field strength is within the so-called low-field limit (ca. 0-10
Td), which is why low-field IMS techniques such as drift-tube
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IMS (DT-IMS) can be used as a tool for both structural elucida-
tion and analytical separations. Structural elucidation is typi-
cally performed within the low-field limit, where an ion’s vel-
ocity distribution is characterized by a Maxwell-Boltzmann
distribution at the temperature of the bath gas (T), and hence,
renders the Mason-Schamp relation valid.

While advances in instrumentation have enabled high-
throughput measurements of CCS on many low-field IMS
platforms,""**"'® development of computational frameworks
for relating an ion’s structure to its CCS has progressed at a
much slower pace. Several methods (and software that
implements these methods) have been published over the
years to calculate CCSs, a summary of which is provided in the
ESI (section S1}) and in ref. 17. However, most of the common
CCS packages are limited to calculating thermal CCSs and/or
low-field mobilities, and unfortunately are falling behind the
surge in popularity of IMS techniques that operate at high
field strengths.'®!® Both MobCal-MPI*° and IMoS>*'** are
notable exceptions, as they have been modified to allow calcu-
lations of ion mobility at arbitrary field strengths. The calcu-
lation of mobilities above the low-field limit is based on the
work of Kihara,”® Mason and Schamp,® and Viehland and
Mason,**?® the latter of whom devised two-temperature theory
(2TT) to account for the non-negligible acceleration of ions in
electric fields that surpass the low-field limit. Viehland and
Mason define an effective temperature (Z.¢) that is composed
of thermal and field-induced contributions that describe the
relative velocity distribution of the ion-neutral pair, which,
when incorporated into eqn (5), generates eqn (6).>*>°

3( 2n )1/2q(1+a)

K=—
16 ﬂkB Tett N.Q(Teff)

(6)

Note that Tee can be expressed in terms of the drift velocity
(eqn (7a)), mobility coefficient (eqn (7b)), or reduced mobility
coefficient (eqn (7c)), where M represents the molecular mass
of the bath gas particle (i.e., 28 Da for N,).

Teff=T+%v2D(1+ﬁ) (7a)
— M 2
—T+%(KE) 1+p) (7b)
2
:TJF?)MTB (KONO g) (1+p) (7¢)

Eqn (6) and (7) feature two correction factors, a and f, the
former of which is distinct from the alpha function shown in
eqn (5). These correction factors are non-zero when higher
order approximations of 2TT are implemented but always
result in an ion’s T.¢ being greater than T for any field strength
greater than 0 Td. However, for low-field conditions (ca. <10
Td), the contribution of the electric field to an ion’s drift vel-
ocity is negligible, resulting in a relative velocity distribution of
the ion-neutral pair that resembles its thermal velocity.
Consequently, under low-field conditions T and T are equal,
and eqn (6) simplifies to eqn (4). It is worthwhile to mention
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that modelling ion mobilities at arbitrary field strengths can
be further improved by using three temperature theory
(3TT)***” or the Gram-Charlier (GC) approach.*® However, due
to their computational complexity, these methods are not com-
monly employed within the ion mobility community.

Despite our prior success in implementing the 2TT
approach in modelling mobilities above the low-field limit,*
we have yet to formalize our approach within the IMS litera-
ture. Here, we report on an update to the parallelized CCS cal-
culation suite MobCal-MPI, which is now capable of accurate
ion mobility calculations at arbitrary field strengths. This
update also optimizes the treatment of ion-neutral collisions
with N,, where evaluating the ion-neutral interaction potential
from both nitrogen atoms of N, instead of its centre of mass
results in more accurate CCS calculations. By coupling the
updated treatment of ion-neutral collisions with an empirically
corrected 2TT implementation, MobCal-MPI 2.0 enables
precise and efficient calculations of high-field mobilities that
accurately reproduce ion behaviour on high-field IMS
platforms.

Methods

Modelling an ion’s 3D structure and partial charges

Similar to its predecessor, MobCal-MPI 2.0 computes CCSs
based on the ion’s geometric structure given as xyz-coordi-
nates, partial charges, and atom classes defined by the
MMFF94 force field.***° In order to evaluate accuracy and cal-
culation efficiency, we employ four different test sets: the cali-
bration set (N = 162), validation set (N = 50), high-field vali-
dation set (N = 132), and peptide set (N = 12). The calibration
and validation sets are composed of analytes with known CCSs
(obtained from ref. 15, 16, 31-38), which encompass each
atom type defined by the MMFF94 forcefield. Multiple confor-
mers are considered for each analyte, which were obtained
using the protocol outlined in the original MobCal-MPI publi-
cation.®® The high-field validation set is composed of small,
rigid analytes (with a maximum of five conformers), for which
our group has previously measured high-field mobility
data.””*>*! Finally, structures in the peptide set were gener-
ated from the lowest energy structure determined from their
amino acid sequence using the I-TASSER suite,*>** and are
used exclusively for benchmarking. The peptide set contains
12 species ranging in length from 9 to 22 amino acid residues.
To remove ambiguity in charge site assignment, the
N-terminus and all basic residues (i.e., His, Lys, and Arg) of
each peptide were protonated, leading to charge states ranging
from +2 to +5.

All structures in the calibration, validation and high-field
validation sets were reoptimized using density functional theory
(DFT) at the «B97X-D3/def2-TZVPP level of theory.***®
Subsequent calculation of partition functions (via computation
of vibrational frequencies and rotational constants) at the same
level of theory enables Boltzmann weighting of different confor-
mers for each ion. Atomic partial charges were computed via
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the CHELPG partition scheme using a grid composed of points
spaced apart by 0.1 A, where each grid point is at most 3.0 A
away from any atom in the molecule.”” Due to the size of the
molecules within the peptide set, calculations were conducted
using the faster TPSS-D3/def2-TZVPP level of theory’® and a
coarser grid for partial charges (0.3 A spacing, 2.8 A cut-off).
DFT optimization of the structures obtained from I-TASSER was
not necessatry as the peptide set merely served for benchmark-
ing. All DFT calculations were conducted with the ORCA 5.0.3
program suite’”®® and were uploaded to the ioChem-BD
database®”* (see https:/iochem-bd.bsc.es/browse/review-collec-
tion/100/285126/7ae31bce0ab75f49f8043e51). Subsequent deter-
mination of the MMFF94 force field atom types was undertaken
using OpenBabel.”> We note that the level of theory chosen for
the DFT calculations can influence the subsequent CCS calcu-
lations through the accuracy of determining the ion structure
(bond lengths and angles), the atomic partial charges, and the
thermochemistry in case a Boltzmann weighting scheme is used
to weight the CCS of multiple conformers. A systematic investi-
gation of the performance of different basis sets and functionals
has been conducted before with MobCal-MPL>® 1t was found
that the performance was comparable between different hybrid
functionals in conjunction with double or triple zeta basis sets
augmented with polarization basis functions. We expect that
MobCal-MPI 2.0 can be employed for structures determined
using several model chemistries, although for consistency, we
recommend users conduct geometry optimizations and evaluate
thermochemistry using the methods employed for the cali-
bration and validation sets (#B97X-D3/def2-TZVPP).

Evaluating collision integrals using the Chapman-Enskog
formalism

The motion of ions through a gas is governed by the
Boltzmann transport equation.’” The quantity of interest in
this framework is the ion velocity distribution, fi,,. One can
calculate the drift velocity (vp) as a moment of the ion velocity
distribution (fion; eqn (8)), for which we use the convention
that the electric field points along the z-axis. Note that n is a
normalization factor.”

Vp = <VZ> = %J.Vzﬁondv (8)

Although the velocity distribution of the bath gas particles
(fvg) can be described by a Maxwell-Boltzmann distribution at
temperature 7, fion, will be distorted compared to fp,e due to the
acceleration caused by the electric field. Within the framework
of 2TT, field-induced acceleration of the ion is accommodated
by introducing a second temperature (T},,) that accounts for
the skewed velocity distribution. The effective temperature
described in eqn (7) reflects the distribution of relative vel-
ocities between bath gas particles and ions. In general, Tion >
Toe > T.

To solve for f,,, one can apply the Chapman-Enskog
formalism,’®”° which expresses fio, as a Taylor series of basis
functions. 2TT expands on this formalism by using Burnett-
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like basis functions, which are defined in eqn (9a) and
(9b):24’25

Vi Wion) = WonS1y, W) YT (6, 9) (9a)
wiz(m = mVZ/ZkBTion (gb)
Here, S§?1 J» are Laguerre polynomials, Y;* are the spherical

harmonics, m is the molecular mass of the ion, and v is its vel-
ocity. Wj,, acts as dimensionless velocity to simplify the
equations. Rather than solving for the full ion velocity distri-
bution, 2TT attempts to find solutions only to the moments of
these basis functions. This is sufficient for ion mobility

because the drift velocity can be expressed as moment of 1//(1%),

as per eqn (10).
2k Tion
"D—_\/i]3 i) (10)

Iterative computation is used to solve for these moments,
with higher-order approximations requiring additional iter-
ations. The specifics of the iterative procedure are beyond the
scope of this manuscript, although interested readers are
directed to ref. 24 and 25 for further information. Within this
formalism, the matrix elements a,(!) appear, which can be
expressed as linear combinations of irreducible collision inte-
grals, Q). For simplicity, we report the form of the 2(*) only
for spherically symmetric ion-neutral interaction potentials in
eqn (11a)-(11c).

00

Q“’”(Teff):J QY ()" (g, Terr)dg (11a)

0

1 " s+2
(s) —
o (g, Teff)*23+1(s+ 1! (kBTeff) X

2
2543 oy (7 Hg )
£ P 2kp Tett

(11b)

0" (g)=2x {1 - 12? GV r [1—cosi()bdb  (11c)

0

1+1)

Here, b is the impact parameter, g is the relative velocity
between the collision partners, y is the scattering angle of the
collision event (see Fig. 1), and Q) are the momentum transfer
integrals. Note that the collision integrals (22**)) depend on
Tegr since it is this temperature that describes the collision
dynamics between ions and neutrals. In the first order approxi-
mation of 2TT, eqn (6) can be solved by computing solely Q*
since a = 0. However, MobCal-MPI 2.0 employs the 2" order
approximation of 2TT, which requires calculating collision
integrals up to 2% so that all necessary matrix elements (i.e,
ays(l)) can be derived. The linear combinations needed to
obtain the a,(I) from the Q" are tabulated for 2" order 2TT,’
and were hard coded into MobCal-MPI 2.0. It should be noted
that the relationship between the a,(l) and 2** can also be
obtained algorithmically if higher order approximations are
desired,**® although our research has indicated that 3" order
2TT provides only a slight improvement in the accuracy of
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Fig. 1 Schematic representation of how the trajectory method is
employed for CCS calculations, using NMe,* as an example. Two col-
lision events are shown (striking vs. glancing) that exhibit different
impact parameters (bstriking < DPglancing) and relative velocities (gpue <
Jreq). the latter of which corresponds to differing effective temperatures
(higher T is associated with higher g). The scattering angle, y, is calcu-
lated from the angle between the initial and final velocity vectors. Note
that ion-neutral collisions are treated elastically, so the remission vel-
ocity (g¢) is equivalent to the incident velocity (g;). Isosurfaces corres-
pond to the envelope of vdW radii of the atoms contained within the
molecule.

mobility calculations compared to 2" order 2TT for the
systems typically studied in IMS.>°

Sampling collision events using the trajectory method

Fig. 1 shows a schematic depicting the general methodology
of the trajectory method (TM) to compute collision integrals.
Importantly, the collision dynamics must be sampled to
evaluate the scattering angle (y), which depends on three
variables: the relative velocity of the ion-neutral pair (g), the
impact parameter (b), and the orientation of the ion relative
to the starting position of the collision partner (N,).
Evaluation of y requires simulation of the trajectory that the
buffer gas takes upon colliding with the analyte. Depending
on the initial conditions (i.e, g, b, and ion-neutral orien-
tation), substantially different collision behaviour can be
observed. For example, N, will be scattered to a much
greater extent for collisions defined by a small impact para-
meter (striking collision) compared to a large impact para-
meter (glancing collision). In terms of the relative velocity of
the ion-neutral pair, which is determined by the effective
temperature, the degree of scattering diminishes for glancing
collisions with increasing g. In contrast, the relative velocity
has a significantly smaller impact on y for striking collisions
(see Fig. S1t). After remission of the gas molecule, y is calcu-
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lated as the angle between the initial and final vectors that
define the trajectory of the buffer gas, the magnitude of
which are equal because MobCal-MPI 2.0 treats collisions
elastically. With y in hand for all starting conditions
sampled, the CCS can be obtained via integration as per
eqn (11).

Within eqn (11), integration over b and the orientation of
the ion (eqn (11c)) is accomplished using Monte-Carlo (MC)
sampling. In other words, the ion is randomly rotated in
space and an impact parameter is randomly chosen between
0 and an initially derived b, (see section S3 of the ESI} for
details). The sample size of this MC integration is termed
imp in MobCal-MPI. In contrast, the integration over the rela-
tive velocity of the ion-neutral pair is sampled on fixed grid
points, which are denoted inp. In the previous implemen-
tation of MobCal-MPI, a weighted grid was used to efficiently
integrate over velocity space (eqn (11a)).>**“®? However,
changing the temperature that defines the velocity distri-
bution requires the weighted grid to be modified for every
collision integral because the weighting functions (@)
depend on s and T. (as per eqn (11b)). Since our goal is to
efficiently calculate multiple collision integrals (up to Q%)
over the range defined by the temperature of the bath gas
(T) and the highest effective temperature desired by the user
(Tett,max)y We implemented a linear grid of velocity points
defined by the temperature range. Because the linear grid of
velocities is shared between all CCS integrations, only one
set of N, scattering trajectories is required to evaluate all col-
lision integrals. In other words, using a linear grid to sample
collision events between T and Teg,max €nables the simul-
taneous evaluation of the ion’s mobility and CCS at any
temperature within this range.

Statistical analysis of the sampled collision events

The integration over the MC sampled trajectories for a fixed
relative velocity (g) yields the momentum transfer integrals
(QY) for that particular velocity. To estimate the statistical
uncertainties associated with the sampling, the integration is
repeated itn times (yielding Ql(.l)(g) for i = 1, ..., ith), which in
turn produces an average, standard deviation, and confidence
interval (CI) according to eqn (12a), (12b), and (12c),
respectively.

A(g)=>" 0" (g) (12a)

in 150 (o) — oW 2
6(Q(l>(g)): Z[Q(l)(g;iniQi (8)] (12b)
ca(@V(g)) = t%f) 50" () (12¢)

Here, ¢ (99%) = 2.57 is the two-sided, 99% quantile of the
standard normal distribution. Increasing the amount of MC
sampling points (imp) will lower the variances of the ng(g),
and increasing the number of repetitions (itn) will increase
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confidence in the average. Consequently, both values affect the
uncertainty, which is represented by the 99% confidence
interval.

The above analysis is performed for each point within the
velocity grid, which has a size of inp. The momentum transfer
integrals are then integrated over these velocity grid points to
yield the collision integrals (eqn (11a)). This integration can
also be viewed as taking a weighted average of the QU(g),
whereby ®®(g) reflects the weighting function. Thus, the
uncertainties associated with each Q(l)(g) can be propagated
according to eqn (13), where Ag is the spacing of the velocity
grid.

inp
oa(@) =\ 3" [ (QV (1)) (g1) Ag]? (13)

i=1

Increasing inp decreases Ag, and hence, decreases the
uncertainty of the calculated CCS. Given that Q™" is the
primary contributor to the mobility for all field strengths, and
that other Q2** provide only small corrections, we consider
only 6¢1(2"") when evaluating the uncertainty of the mobility
coefficient (K). It is worth noting that eqn (13) does not require
an additional normalization factor, as 3 @) (g;) Ag=1.

Evaluating high-field mobilities via 2TT

To calculate high-field mobilities, the user is prompted to give
a range of effective temperatures, whereby the lowest tempera-
ture (T) is equivalent to the bath gas temperature of their IMS
instrument, and the highest temperature (Te,max) denotes the
maximum effective temperature for which they wish to
compute mobilities. The velocity grid is set up accordingly,
and the momentum transfer integrals are computed for each
velocity grid point. Then, for a given T.g, all required collision
integrals 2“9 and matrix elements a,,(I) are computed. Next,
the truncation-iteration procedure from 2TT theory is used to
calculate the required moments W) using the 2™ order
approximation.’®*® From this, the drift velocity (¢f eqn (10))
and the reduced field strength are obtained, whose ratio yields
the ion mobility coefficient as per eqn (3). Due to the quadratic
relationship between T.¢ and E/N (¢f. eqn (7)), the distribution
of E/N values obtained from the linear grid of effective temp-
eratures is non-uniform, with a greater density of grid points
at higher field strengths. Fortunately, the ion mobility coeffi-
cient exhibits larger changes as the field strength increases, so
the denser sampling of points at higher E/N enables more
accurate reproduction of its behaviour.

Results and discussion
Optimizing the accuracy of CCS calculations

In MobCal-MPI 2.0, we retain the form of the ion-neutral inter-
action potential (Vioa1) from its predecessor, which consists of
a van der Waals (vdW) term composed of a modified
Buckingham potential (Exp-6) used in the MM3 forcefield
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(Veaw; eqn (14a)),%* an ion-induced dipole term (Vyp; eqn
(14b)), and an ion-quadrupole term (Viq; eqn (14c)).*

N 12r; N\ °
VvdW:Zei <1.84 x 10° exp(— r*‘) —2.25 (r—'> > (14a)

i=1 i !

N 3 2

1 qiq;e
Vig= 14c
Viotal = Vvaw + Vb + Viq (14d)

With increasing buffer gas polarizability, the Vyp term
plays an increasingly significant role in the ion-neutral
potential. If the buffer gas possesses a quadrupole moment
(e.g., Ny), the addition of an ion-quadrupole potential is
crucial for the evaluation of accurate scattering
trajectories.®®> To effectively mimic the quadrupole moment
of molecular nitrogen (4.65 + 0.08 x 107*° C cm?),*® partial
charges of —0.4825e are assigned to each nitrogen atom and
balanced by a point charge of +0.965e at its centre of mass.
This simplifies the calculation of the ion-quadrupole poten-
tial using eqn (14c), where the atomic partial charges on the
analyte (gq;) are iterated over their distance to each pseudo
charge-site of N,.

In the original MobCal-MPI publication,*® the ¢ and r]
parameters were based on the implementation from the Kim
group,”® who combined atomic parameters from the
MMFF94 force field for the ion with parameters for mole-
cular N,.”°?° The enhanced accuracy of this approach can be
attributed to the distinction of atom types within the
MMFF94 framework (e.g., sp® versus sp’> hybridized carbon
centres have different ¢ and r; ), allowing for the more accu-
rate evaluations of the vdW component of the ion-neutral
interaction potential. Because the MMFF94 parameters
derived for N, describe a molecular entity (i.e., diatomic
nitrogen), the distance term in the V,qw pairwise interactions
(r;) can be evaluated in two ways (Fig. 2). In the first case, N,
can be treated as pseudo atomic entity, whereby pairwise
interactions are calculated with respect to its centre of mass
(CoM). Alternatively, ion-neutral interaction potentials can be
evaluated by considering the pairwise interaction between
each atom in the analyte and each nitrogen atom in N,, and
then averaging the result (Avg-N,). The latter case seems to
be more reasonable, especially at short ion-neutral distances
where the orientation of the N, molecule significantly
impacts the repulsive portion of the interaction potential (see
Fig. S37).

Owing to the inherent parameterization of vdW terms
within the MMFF94 forcefield, linear scaling parameters (pq;s
and pener) could be applied uniformly to the ¢ and r; corres-
ponding to each atom type, greatly simplifying their optimiz-
ation (eqn (15a) and (15b)). This suggests that the same optim-
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Fig. 2 The two variations of calculating interaction potentials with N,
depicted for N-protonated 2-aminophenol. In the averaged N, version,
the potential is calculated from each atom of the ion to both atoms of
N,, and subsequently averaged. In the centre of mass version, the
potential is calculated from each atom of the ion to the centre of mass
of the N,. Isosurfaces correspond to the envelope of vdW radii of the
atoms contained within the molecule.

ization methodology for pgist and pener can be applied to either
the CoM or Avg-N, version of the potential.

' =Paise - 17 (15a)
€'i = Pener " & (15b)

To assess the accuracy of both the CoM and Avg-N,
approaches, we calculated the CCS of the 162 compounds in
the calibration set using various combinations of pgis¢ and
Peners and compared the results with their experimentally
measured CCSs obtained from ref. 15, 16, 31-38. Fig. 3A and
B show the root mean square errors (RMSE) between the cal-
culated and measured CCSs as contour plots for the Avg-N,
and CoM approaches, respectively. Similar to the previous
version of MobCal-MPI, there is no single set of scaling para-
meters that performs best for MobCal-MPI 2.0, but rather a
range of values that yield RMSEs of <2.5%. Interestingly, the
CoM and Avg-N, methods exhibit comparable accuracies
despite the Avg-N, approach being more physically realistic.
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Fig. 3 The RMSE, shown as a contour plot, for the optimization of pgist and pener Using the (A) Avg-N, or (B) CoM approach for the calibration set
(162 molecules). To validate the accuracy of (C) Avg-N, or (D) CoM approaches, we employed the values of pgist and pener Yielding the lowest RMSE
to calculate the CCS of 50 distinct molecules that were not present in the calibration set (validation set). All CCS calculations were performed at

298 K with itn = 5, inp = 104, and imp = 512.

It is possible that the similar accuracies observed for both
approaches stem from the flexibility of the optimization of
paist and pener Wwhen only considering a finite set of test mole-
cules. To validate the accuracy of both approaches, we
selected a set of scaling parameters that performed well for
the CoM (pgist = 1.000 and pener = 0.580) and Avg-N,
approaches (pgist = 0.825 and peper = 1.275), and assessed
their accuracy using a separate set of 50 molecules (vali-
dation set; Fig. 3C and D, respectively).

By examining the differences between the experimentally
determined and calculated CCSs of the validation set, it can
be concluded that the Avg-N, and CoM methods both
produce accurate results. We were surprised to find that the
RMSE of the CoM version (2.27%) is only slightly larger than
the RMSE of the Avg-N, approach (2.16%). The reason for
their similarity is likely due to the prevalence of glancing col-

This journal is © The Royal Society of Chemistry 2023

lisions at 298 K, which account for approximately 75% of all
collisions for a molecules with a CCS of 160 A%>“” The
CoM approach, which does not accurately capture the repul-
sive portion of the interaction potential (Fig. S37), still pro-
duces accurate CCSs at room temperature because the repul-
sive portion is only important when evaluating striking col-
lisions. However, usage of the CoM rather than the Avg-N,
approach is not justified at high reduced field strengths
because an inaccurate treatment of ion-neutral repulsion will
result in erroneous CCSs under conditions where striking
collisions dominate (i.e., at high T.s). For this reason, we
implemented the Avg-N, approach in MobCal-MPI 2.0. We
expect the Avg-N, approach will ensure greater internal con-
sistency of the code when adding other collision gases (e.g.,
CO,, SF¢), for which an explicit treatment of all atoms will
be important.
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Assessing CCS calculation uncertainty via the statistical
analysis of collision events

After optimizing the scaling parameters for the Avg-N,
approach, we assessed the ability of our new method to propa-
gate statistical uncertainties that determine the uncertainty of
CCS calculations. In the previous version of MobCal-MPI, the
uncertainty in a CCS calculation was determined by the stan-
dard deviation in the CCS measured during each itn mobility
cycle. While this methodology does assess uncertainty in a
reasonable manner, it does not explicitly consider the effects
of all integration parameters on the final uncertainty (i.e., itn,
imp, and inp). Our new methodology for treating uncertainty is
depicted in Fig. 4 using protonated caffeine as an example.
Here, the standard deviation in the calculated momentum
transfer cross sections (Q); panel A) and the integrand for the
cCS (QYw); panel B) are shown as a function of the relative
velocity (g). Because we only sample a finite number (imp) of
randomized trajectories per velocity point, the individual le)
(g) for each itn will be slightly different, the standard deviation
of which is shown by the shaded areas in Fig. 4A. The confi-
dence interval describes that the value of Q")(g) upon infinite

103 [ 1 v 1 v 1 v 1
AN
<L
e}
102 |
1_0-_ 137.1 £ 2.0 A? B i
S osl Q" (298 K) |
c | Q4 (800 K)
~ 06} —
@ I
3 B
S 04y 77.1+0.7 A2
G o2l o -
0.0 i
0 1000 2000 3000
g/ms™’

Fig. 4 (A) Momentum transfer integrals and (B) CCS integrands of pro-
tonated caffeine. The standard deviations from eqn (12b) are shown as
shaded areas, and the final uncertainty for 2 corresponds to that from
eqn (13). CCS calculations were performed using itn = 10, inp = 104, imp
= 512 and T = 298 K (panel B; red) for %Y, and T¢max = 800 K for
224 (panel B; blue).
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sampling of trajectories (i.e., the statistically “true” value) lies
within Q0 (g) + 6¢1(Q¥(g)) with 99% confidence (c¢f eqn
(12c¢)); this value is reported in the output of MobCal-MPI 2.0.
Thus, increasing the number of trajectories sampled (imp)
reduces the standard deviation, while increasing the number
of iteration cycles (itn) reduces the uncertainty with respect to
the “true value”. Further, increasing the number of velocity
points (inp) yields a finer grid along the x-axis, which in turn
increases the accuracy of the numerical integration, and leads
to a decrease in the final uncertainty of the collision integrals,
ocr(@4Y).

In this statistical analysis, we observe a general trend where
collision integrals of higher order (i.e., s) or at higher tempera-
tures always exhibit smaller uncertainties. For example, Fig. 4A
shows that the degree of momentum transfer decreases as the
relative velocity between collision gas and ion increases. This
decrease occurs because the contribution of glancing col-
lisions to the total momentum transfer continually decreases
with g until all collision events are striking (see Fig. $21).>°
Consequently, the standard deviations o(Q") also decrease
with g, leading to differing uncertainties for the two collision
integrals shown in Fig. 4B (2.0 A” vs. 0.7 A). This disparity is a
consequence of the respective weight functions (), which
are centred at different relative velocities owing to their evalu-
ation at distinct values of s and T, Note that the functional
dependency of Q" on g is influenced by the various terms in
the interaction potential.®®

Although the decrease in CCS uncertainty with increasing
temperature cannot be avoided unless a weighted grid for g is
used, our implementation of the linear grid enables the near-
instantaneous evaluation of an ion’s CCS for any temperature
within a user-specified range once the Q) are determined.
This occurs because an ion’s CCS is determined from the area
under the curve of Q(I)w(s), the calculation time for which is
practically instantaneous compared to the time required to
evaluate N, scattering trajectories from ~10° collision events.
However, accurate numerical integration necessitates that
QYw® goes to zero as it approaches the integration limits. To
ensure this condition is met, we establish integration bound-
aries encompassing the relative velocities that contribute to
collision integrals at a given Ty Fig. 4B illustrates this
process, where the lowest order collision integral (') evalu-
ated at the lowest temperature specified by the user (ie., T)
determines the lower velocity integration limit. Similarly, the
highest-order collision integral () evaluated at the highest
user-specified effective temperature (i.e., Tefr,max) establishes
the upper velocity integration limit. The exact method for
determining integration limits using QWo™ and QPw is
provided in the ESI (section S2t). Since the upper and lower
limits of the effective temperature determine the range of rela-
tive velocities sampled, assessing trajectories on a common
velocity grid produces internally consistent Q). This enables
the use of the same trajectories to evaluate QUw®) at any temp-
erature between T and Tegmax, thereby enabling straight-
forward determination of any CCS within the temperature
range via numerical integration. By implementing the linear
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grid, MobCal-MPI 2.0 offers significantly faster CCS calcu-
lations for multiple temperatures compared to its predecessor,
where collision integrals had to be recalculated for each user-
specified temperature. In other words, if a user wants to
compute CCSs at n effective temperatures, calculation via the
original MobCal-MPI code would take n-times longer com-
pared to MobCal-MPI 2.0.

An in-depth analysis of the uncertainty in CCS calculations

Owing to the impact of the size of inp and imp on the final
uncertainty of calculated CCSs, a comprehensive analysis is
required to understand their exact effect. This was accom-
plished by calculating the CCSs (T = 298 K) of the validation
set using discrete sampling sizes for the impact parameter
(imp; 256, 512, 768, and 1024) and the relative velocity of the
ion-neutral pair (inp; 56, 104, 152, and 200). For optimal CCS
calculation efficiency within the parallelized framework of
MobCal-MPI 2.0, sampling sizes for inp and imp were chosen
to be divisible by the number of cores used for the CCS calcu-
lation (here, N ores = 8)- The distribution of final relative uncer-
tainties (oc(2*)/Q2™*Y) is shown as a violin plot for each
(imp,inp) combination, with the mean relative uncertainty
noted in blue (Fig. 5). As expected, the relative uncertainty
decreases as the number of sampling points in either the imp
or inp dimension increases. The average computing time also
increases with increasing imp and inp because the number of
trajectories sampled during one itn cycle is given by the
product of imp and inp.

Our statistical analysis of uncertainty indicates the presence
of a partial invariance along the diagonals of Fig. 5. For
example, the mean relative uncertainty and calculation time
for (imp,inp) = (768,104) is similar to that observed from the
(imp,inp) = (512,152) set. Using these relatively large inp grid
sizes was necessary because of the changes implemented to
MobCal-MPI 2.0, whereby velocities are sampled using a linear
grid. Compared to its predecessors,’"*> which used a weighted
velocity grid that confined the velocity distribution to values
populated at the temperature of the CCS calculation, only 48
inp points were required to achieve a mean relative uncertainty
of 0.95%.° However, since the linear grid does not confine the
velocity distribution to values populated at the effective temp-
erature of the CCS calculation, additional velocity points are
necessary to achieve an equivalent level of precision.
Consequently, users should choose a set of (imp, inp) such
that: (1) the statistical uncertainty of MobCal-MPI 2.0 parallels
that of its predecessor, and (2) the statistical uncertainty does
not exceed the RMSE between calculated and experimental
CCS (2.16%; cf. Fig. 3B). We recommend settings of imp = 512
and inp = 104 for routine CCS evaluations, e.g., when different
analytes in an IMS spectrum are well separated, as this offers a
balance between good precision and calculation time. If
higher precision is desired, e.g., when two isomers or proto-
mers with very similar CCS are to be distinguished, we rec-
ommend settings of imp = 768 or imp = 1024 in tandem with
an inp setting of 200 (Table 1). This should allow for a confi-
dent assignment of closely eluting species, even if there is a
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Fig. 5 Distributions of relative CCS uncertainties, oc(Q%Y)/Q%Y, for the
validation set (N = 50) for different combinations of velocity sample
points (inp) and orientation/impact parameter sample points (imp). Blue
numbers below each distribution correspond to mean relative CCS
uncertainties and black numbers to average computing time.

Table 1 Recommended settings for CCS calculations in MobCal-MPI
2.0 under low-field conditions

Parameter
Calculation type itn inp imp
Routine 10 104 512
High-precision 10 200 768 or 1024

systematic  deviation
calculations.

We would like to remind readers that the uncertainties
shown in Fig. 5 are not reflective of the deviation between an
experimentally measured and calculated CCS, but rather

pertain to the uncertainties in the statistical sampling of col-

caused by the wunderlying DFT
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lisions and how this uncertainty is propagated within the com-
putational workflow. Moreover, the statistical uncertainties of
the CCSs depend on the range of effective temperatures used
in the calculation. Fig. 4B illustrates that for a considerable
fraction of the velocity grid points, Qw(®) values become negli-
gible when the upper end of the velocity grid is defined by a
relatively high effective temperature (i.e., Tefrmax > T), thereby
negating their contribution to the CCS integrand at high Teg.
To evaluate the effect of grid sizes on CCS calculations per-
formed for a range of effective temperatures, we undertook an
analysis akin to that of Fig. 5. In this case, the relative uncer-
tainty for CCSs when evaluated between 7 = 298 K and Tegtmax
=800 K are approximately 30% larger than those for a CCS cal-
culation performed solely at T = 298 K (1.26% vs. 0.97%; see
Fig. S47). Because this comparison was made for the suggested
sampling sizes of inp = 104 and imp = 512, we recommend that
users seeking CCSs at various effective temperatures employ
the high-precision sampling sizes. For T = 298 K and Tefs,max =
800 K, inp = 200 and imp = 1024 yields a mean relative uncer-
tainty of 0.64% for Q'Y at T = 298 K, which decreases further
for the higher temperatures. Despite the high-precision set-
tings being more computationally expensive, the linear grid
significantly decreases the computing time because the trajec-
tories determining the Q) need be evaluated only once. Thus,
the added computational expense is offset, making this draw-
back relatively minor in terms of the efficiency of MobCal-MPI
2.0.

Implementing 2TT within MobCal-MPI for mobility
calculations at arbitrary fields

In the MobCal-MPI 2.0 interface, users are prompted to input
the bath gas temperature and an upper limit for the ion
effective temperature (ie, T and Tegmax respectively).
Specifying a temperature range calls the 2TT module, which
initiates calculation of the ion’s CCS and reduced mobility at
reduced field strengths that fall within the given temperature
range. Users can also specify a grid size for the temperature
range such that CCSs and reduced mobilities are printed at
desired increments of Ty Table 2 shows an example output
from MobCal-MPI 2.0, where the CCS and reduced mobility of
protonated amoxapine in N, was calculated between 7' = 373 K
and an arbitrary choice of Tegmax = 700 K on a temperature

Table 2 Example output data from MobCal-MPIl 2.0 for protonated
amoxapine, showing relevant mobility data in N, for a range of effective
temperatures (T = 373 K and Te¢t,max = 700 K)

Teri/K E/N/Td Ko/em?v ' s7t CCS/A? Uncertainty
373.0 0.0 1.2250 154.27 0.64%
402.7 50.0 1.2162 150.08 0.63%
449.0 81.3 1.2028 144.50 0.62%
501.8 107.9 1.1878 139.19 0.61%
551.4 129.1 1.1742 135.02 0.61%
600.9 148.2 1.1609 131.44 0.60%
650.5 166.1 1.1479 128.34 0.59%
700.0 183.0 1.1353 125.63 0.58%
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grid composed of 8 points. For brevity, we opted to remove the
drift velocity from the printout, as this quantity is easily
obtained from the reported data via eqn (3). T = 373 K corres-
ponds to the bath gas temperature, which yields a CCS and
reduced mobility in the zero-field limit (i.e., E/N = 0). Because
all collision integrals are evaluated on the same linear velocity
grid, users can increase the number of points sampled within
the temperature range up to Tegmax Without incurring an
increase in calculation time.

Notably, the CCS and its uncertainty decreases at higher
effective temperatures, which is a consequence of the
decreased efficiency in momentum transfer with increasing
relative velocity (¢cf Fig. 4).>°°>°7°® The inverse relationship
between CCS and mobility leads one to expect that K, should
increase with Teg, but this is not the case. The decrease of K,
with T is a consequence of the kinetic theory of gases, which
states that the apparent viscosity of the collision gas increases
with T.°%7° This underscores the fact that the ion mobility is
not a constant, but is rather a function of the field strength.
Since the reduced field strength computed by MobCal-MPI 2.0
is determined by the effective temperature of the ion, the
alpha function can be readily obtained from the calculated
mobility data using eqn (16) and subsequently fit to an even
order polynomial of the form given by eqn (5b) to determine
the alpha coefficients. Employing this workflow for protonated
amoxapine results in a, = —2.935 x 107° Td™?, a, = —3.080 X
107" Td™* and ag = —2.553 x 107 Td~°.

a<£) _Ko® (16)

N/ Ko(0)

To assess the accuracy of 2TT in calculating high field
mobilities, one can compare the alpha curves obtained
through experimentation and computation. This comparison
is shown in Fig. 6A for protonated amoxapine (blue trace),
whose experimental alpha curve (black trace) was determined
using the protocol outlined in section S7 of the ESI.f MobCal-
MPI 2.0 captures the general trend of amoxapine’s alpha
curve, which adopts increasingly negative values as the
reduced field strength increases. However, the computed
alpha curve exhibits more negative values than the experi-
mental curve, indicating that calculated mobility coefficient
decreases faster with field strength compared to the actual
measurement. This finding aligns with the observations made
by Siems et al.,”* who reported that the 2TT approach yields
accurate mobilities at low and medium field strengths, but
underestimates  mobilities at high field strengths.
Consequently, alpha curves evaluated using 2TT will almost
always exhibit a systematic, negative deviation, especially at
high field strengths.

To address the systematic deviation between the computed
and measured alpha functions, we introduced an empirical
correction to 2TT, inspired by the form of the deviations found
by Siems et al. (see section S6 of the ESIT for details).”* Briefly,
a field-dependent correction factor (f.or) is used to adjust the
mobilities calculated from 2TT (K,rr) using eqn (17).
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Fig. 6 Investigation of the empirical correction to 2TT. (A) Comparison
of experimental and calculated alpha functions for protonated amoxa-
pine. Optimized parameters are A = 4.4% and B = 132 Td. (B) 2D distri-
bution of optimized A and B parameters of the empirical correction,
feorr, OVEr 132 test cases.

Keorr :fcorr - Korr (173)

Seorr (1%) =1+A exp (— E/iN) (17b)

The parameters A and B, which represent the maximum
deviation at infinitely high field strengths and the field
strength at which deviations become significant, respectively,
can be tuned for a specific ion such that the deviation between
the computed and measured alpha curves is minimized. For
protonated amoxapine, optimizing A and B leads to almost
perfect alignment of the computed and experimental alpha
curves (Fig. 6A; red trace). Moreover, the value obtained for A
(4.4%) is consistent with the range reported by Siems et al
(5-7%), and the value of B = 132 Td indicates that the correc-
tion becomes most significant at high field strengths.
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To investigate the general performance of the empirical cor-
rection, we assessed its ability to correct high-field mobilities
for a large set of compounds. An efficient means of obtaining
a dataset of high-field mobilities is via differential mobility
spectrometry (DMS), which is also known as field-asymmetric
ion mobility spectrometry (FAIMS).">'®7> In DMS, the ions are
subjected to an asymmetric waveform (separation voltage; SV)
that consists of high-field and low-field components. The SV
induces the off-axis displacement of the ion by an amount pro-
portional to its alpha function. The application of a species-
specific compensation voltage (CV) to the SV enables ions to
traverse the DMS device; at a given SV, each analyte is trans-
mitted at a distinct CV that is intrinsically linked to the ion’s
alpha function. By monitoring the dependence of the CV
required for analyte transmission at different strengths of the
SV field, the corresponding SV vs. CV relationship (i.e., a dis-
persion plot) can be employed to derive the alpha function
using the method described in section S7 of the ESL{'

Dispersion plots for 132 compounds were procured from
previously published datasets from our group to generate the
high-field validation set.>>*>*! Each analyte’s dispersion plot
was recorded on the SelexION DMS platform (SCIEX; 1 mm
gap and T = 373 K) in a pure N, environment between SV =
0-4000 V. In theory, each analyte’s dispersion curve can be
converted to the corresponding alpha curve using the method-
ology outline in section S7.f However, because our goal is to
reproduce experimentally measured quantities, we employed
an iterative method previously published by our group to cal-
culate dispersion plots from the mobility data generated by
the 2TT implementation within MobCal-MPI 2.0.”* In general,
the calculated dispersion plots displayed positive compen-
sation voltage (CV) shifts relative to those determined experi-
mentally (Fig. 7A). Positive CV shifts indicate that the systema-
tic underestimation observed for protonated amoxapine is also
observed for most compounds in the high-field validation set.

Since the empirical correction to 2TT could be employed to
replicate the alpha curve of amoxapine, it is reasonable to
assume that the same approach can be employed to address
the systematic CV shift observed in the dispersion plots. To
this end, A and B were optimized such that the deviation
between the calculated and experimental dispersion curves
was minimized (for select examples, see Fig. S71). Fig. 6B
shows the distributions of the A and B parameters obtained for
each compound in the high-field validation set, the majority of
which align with the results found by Siems et al. (5-7% for A
and 100-200 Td for B).”" The parameters exhibit unimodal dis-
tributions when considered independently or together, the
latter of which is best visualized in the contour plot. The data
also suggests little to no correlation between the two para-
meters, although it is worth noting that B becomes undefined
as A approaches zero.

Expanding the applicability of the empirical correction to
various chemical systems necessitates knowledge of values for
A and B a priori such that they can be applied to a broad range
high-field mobilities predicted by 2TT. Because these para-
meters are uniformly distributed about their respective means
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and are seemingly uncorrelated with properties relevant to col-
lision theory (see Fig. S8t), we chose to use the average values
of A (6.1%) and B (143.0 Td) to test the accuracy of this
approach. A,,, and B, were hard-coded into MobCal-MPI 2.0,
enabling the calculation of high-field mobility data using a
uniform set of correction factors. The deviations between cal-
culated and experimental dispersion plots that either employ
or exclude the empirical correction to 2TT are shown in Fig. 7.
As previously mentioned, exclusion of the empirical correction
results in a systematic overestimation of the CV values for all
132 species, especially at high field strength. Using the empiri-
cal correction with A,y and B,,, removes the systematic devi-
ation, shifting the average error in CV towards zero for all SVs
sampled in the dispersion plot. Fig. 7C shows the distribution
of CV deviations at SV, = 4000 V. When applying the empiri-
cal correction, over 88% of the data falls within a +4 V range of
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the experimental value. The mean deviation between calcu-
lated and experimental CV is —0.4 V at SV = 4000 V, equivalent
to a relative deviation of approximately 4%. The full width at
half maximum (FWHM) of this distribution is 5.7 V, which is
comparable to the experimental FWHM at this separation field
amplitude (=3 V).'® It is worth mentioning that the variances
are virtually unaffected by the empirical correction, meaning
that this approach strictly corrects the general deviations of
2TT in determining high-field mobilities but does not impact
uncertainties specific to individual analytes.

Although we derived the empirical correction based on fun-
damental deviations of 2TT at high fields,”" it is not possible
to deconvolute the error incurred from breakdown of 2TT at
high-fields from other sources of error. As was recently dis-
cussed by Larriba-Andaluz and Prell, a number of simplifica-
tions are still made in modern CCS predictors utilizing the tra-
jectory method.” For example, MobCal-MPI 2.0 treats all col-
lisions elastically,>°"** and as such, ignores the inherent
inelasticity of ion-neutral collisions with molecular entities
such as N,. In an inelastic collision, energy exchanges between
the buffer gas and the ion’s rotational and vibrational degrees
of freedom, which changes the degree of momentum transfer
for each collision event.”” Further, energy uptake through
inelastic collisions can cause vibrational broadening of the
ion.”® Both effects alter the ion’s CCS and thus mobility.
Moreover, this effect is expected to increase with field strength,
further complicating the situation. MobCal-MPI 2.0 also does
not consider that the ion can rotate/distort during an ion-
neutral collision event, which is an approximation even for
purely elastic collisions.”® Tons with large dipole moments will
also (partially) align with the electric field, requiring an asym-
metric orientational averaged CCS.”” The complexity of these
problems currently preclude the development of a compu-
tational framework that can model these effects. Such a model
requires exact knowledge of how internal energy is exchanged
between the collision gas and the ion’s rovibrational states. As
advances are made in treating the inelasticity problem,”®”® we
expect that the width of the distributions shown in Fig. 7C will
decrease.

It is also worth mentioning that the enhancements made to
MobCal-MPI 2.0 that allow calculation of ion mobility at arbi-
trary field strengths are also applicable to TWIMS and TIMS
instrumentation. Analysis of survival yields for a range of
thermometer ions with a m/z between 200-300 Da resulted in
significant fragmentation and/or isomerization on both
platforms,®* "> indicating substantial increases to the ion’s T
despite operating within the low-field limit. For example, when
employing “soft” conditions on commercial TWIMS and TIMS
systems, the measured T.g for a specific chemical thermo-
meter, the p-methoxybenzylpyridinium ion, exceeded 500 K.
This finding could potentially explain the class-specific CCS
calibration challenges inherent to TWIMS and TIMS,* where
the elevated T causes the experimentally relevant CCS value
to deviate from the DTIMS CCS value to which they are fit (T
= 298 K). Consequently, it is reasonable to compare CCS
measurements obtained via TWIMS/TIMS with MobCal-MPI

This journal is © The Royal Society of Chemistry 2023


https://doi.org/10.1039/d3an00545c

Published on 21 2023. Downloaded on 18-10-2025 9:14:27.

Analyst

2.0 calculations conducted at various field strengths within the
low-field limit to assess the degree in which an ion’s CCS
evolves with T Further, obtaining T.s via MobCal-MPI 2.0 as
a function of field strength could help predict the amount of
ion heating occurring through, e.g., the focusing fields in
TIMS/TWIMS.

Benchmarking the performance of MobCal-MPI 2.0

Having demonstrated the accuracy and precision with which
MobCal-MPI 2.0 can model mobility data at arbitrary field
strengths, we sought to benchmark code performance on a
parallelized high-performance computing (HPC) architecture.
Proper benchmarking requires the explicit consideration of
parameters that affect CCS calculation times, which include
the number of atoms within an analyte molecule and the
number of HPC cores used. This was accomplished by moni-
toring the time taken to calculate the CCS for each conformer
of the 50 species in the validation set (N = 238 unique confor-
mers). Since trajectory method calculations are often used for
short and medium length peptides, we opted to supplement
the validation set with the peptide set, which comprises 12
peptides ranging in length from 9 to 22 amino acid residues
that can adopt charge states between +2 to +5. Combining the
validation and peptide sets yields 250 conformers that range
in size from 16 to 374 atoms. The time required to calculate
the CCS for each conformer at 7' = 298 K was measured using
4, 8, 16, and 32 cores in parallel with itn = 10, inp = 96, and
imp = 512. The benchmarking process uses a different value
for the inp parameter than the recommended setting of 104, as
MobCal-MPI 2.0 requires inp (and imp) to be divisible by the
number of cores utilized for parallel computing. Because 104
is not evenly divisible by 16 or 32, we chose the nearest integer
that is evenly divisible by 4, 8, 16, and 32, which is 96.
Additionally, it is important to consider that the random seed
number used to determine the starting orientation of N, rela-
tive to the ion influences the runtimes. Because certain start-
ing conditions may lead to “lost” trajectories (i.e., those where
the N, gets captured by the ion) calculation times can be artifi-
cially inflated. To account for this effect during benchmarking,
we conduct CCS calculations using three random seeds and
averaged the respective runtimes. This approach ensures that
any increase in calculation time caused by lost trajectories
from one seed will be averaged out.

The averaged runtimes for the 250 conformers as a function
of the number of atoms are presented in Fig. 8A. As expected,
runtimes increase with an increasing number of atoms owing
to the iterative nature with which the ion-neutral interaction
potential is evaluated. Calculation times increase linearly with
the number of atoms in the ion when the validation set and
the peptide set are considered independently (O(N); Fig. S97).
However, extrapolation of the line of best fit determined from
linear regression of the validation set indicates that the pep-
tides do not conform to the same trend line, requiring slightly
longer runtimes to complete. The increased runtimes for the
peptides are likely a consequence of their greater charge,
which can induce the capture of N, molecules at low relative
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Fig. 8 (A) MobCal-MPI 2.0 runtimes for CCS calculations (T = 298 K) of
the validation set and 12 peptides as a function of the number of atoms.
Calculations used 4 (black), 8 (red), 16 (blue), or 32 (green) cores in par-
allel. Linear regression is performed on the validation set, the lines for
which are extrapolated to the peptides. (B) Violin plot showing the distri-
bution of speedup factors from using 8, 16, or 32 cores compared to 4
cores. All runtimes are reported as the average from three CCS evalu-
ations that employ different seed numbers on the same grid size (itn =
10, inp = 96, and imp = 512).

velocities. In other words, N, trajectories with small relative
velocities are more susceptible to becoming “lost”, and thus
artificially increase the runtime. It is hard to gauge the exact
behaviour of how runtimes might evolve for systems larger
than those studied here, but we expect that the scaling of
these times will always outperform O(N?), where N is the
number of atoms.

Linear regression of the averaged runtimes for the vali-
dation set with respect to the number of atoms yields slopes
that follow an inverse relationship with the number of cores
(Fig. S9t). This indicates efficient code parallelization, where
doubling the number of cores approximately halves the
runtime. This trend can also be observed in Fig. 8B, where the
distributions of the individual speedup factors for all confor-
mers in the validation and peptide set are shown as violin
plots. The averages of these distributions reflect the aforemen-
tioned speed increase, which is to be expected as the total
number of collision events sampled is evenly distributed
among all cores (i.e., itn x inp x imp). Only for 32 cores do we
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observe a slightly lower average speedup than the expected
value of 8 (as compared to runtime for 4 cores), suggesting
the presence of a small parallel execution overhead.
Naturally, the absolute runtimes heavily depend on the com-
puting system used, so the runtimes reported here, which
were assessed using ond generation AMD EPYC processers
(AMD Rome 7532 @ 2.40 GHz), will vary from other systems.
Nevertheless, calculation of “routine” small molecules (i.e.,
those containing less than 70 atoms) complete in less than
30 minutes on 8 cores, highlighting the efficiency with
which MobCal-MPI 2.0 can compute accurate CCSs to comp-
lement experimental results.

Conclusions

This study presents the latest version of the parallelized CCS
calculation suite MobCal-MPI 2.0, which significantly
improves the handling of collision dynamics with N,. Owing to
the diatomic nature of molecular N,, the vdW component of
the ion-neutral interaction potential can be evaluated in two
ways. In the first approach, N, can be treated as pseudo-atomic
entity, whereby the pairwise interactions that determine the
vdW component of the ion-neutral interaction potential are
calculated with respect to its centre of mass (CoM). The CoM
approach was shown to be erroneous at short ion-neutral dis-
tances, where the repulsive portion of the interaction potential
is strongly affected by the orientation of N, relative to the
molecule. Consequently, the methodology to evaluate the vdW
component was modified to a second approach that considers
the averaged, pairwise interaction between each atom in the
molecule and each nitrogen atom in the N, collision partner
(Avg-N,). By optimizing the vdW parameters for both the CoM
and Avg-N, methods and evaluating the RMSE between com-
puted and experimental CCSs, it was determined that the Avg-
N, approach slightly outperforms the CoM in terms of calculat-
ing CCSs at T = 298 K. Specifically, the Avg-N, approach exhi-
bits a RMSE of 2.16%, whereas the CoM approach exhibits a
RMSE of 2.27% for a diverse set of 50 molecules that were not
used to optimize the vdW parameters (i.e., the validation set).
This increased accuracy will provide practitioners with greater
confidence in assigning experimental mobility data to analyte
structures.

Because the calculation of CCSs is based on a finite
number of collision events, there are inherent statistical uncer-
tainties associated with the computed values. We have made
modifications to the workflow to evaluate these uncertainties
accurately. In MobCal-MPI 2.0, uncertainties in CCS calcu-
lations emerge from the choice of the three sampling para-
meters, namely: (1) the number of cycles in which collision
events are sampled (itn), (2) the number of relative velocities of
the ion-neutral pair that are sampled (inp), and (3) the number
of impact parameter and ion-neutral orientations (imp). For
routine CCS and low-field mobility calculations, we find that
settings of itn = 10, inp = 104, and imp = 512 yield an uncer-
tainty of 0.97%. For higher precision, we recommend settings
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of itn = 10, inp = 200, and imp = 768 or 1024, which reduces the
uncertainty in the calculated CCS and low-field mobilities to
0.57%.

To meet the growing demand for high-field mobility com-
putations, the second-order approximation of 2TT was
implemented in MobCal-MPI 2.0 alongside an empirical cor-
rection. This addition allows for the evaluation of CCS and
ion mobility at multiple field strengths that are defined by a
range of effective temperatures. When augmented with the
empirical correction to 2TT, which corrects for the underesti-
mation of ion mobilities at high field strengths,”* MobcCal-
MPI 2.0 accurately predicts the high-field mobilities of a set
of 132 analytes. Specifically, the high-field mobility data gen-
erated by MobCal-MPI 2.0 was used to reproduce the DMS
dispersion plots of the 132 analytes, yielding an average
error of only —0.4 V in compensation voltage (CV) at the
highest separation voltage sampled (4000 V). This deviation
translates to a relative error of less than 4% in the capability
of MobCal-MPI 2.0 to compute high-field DMS data at 136
Td (with an electrode spacing of 1 mm, T =373 K, and p = 1
atm).

Another notable change of MobCal-MPI 2.0 compared to its
predecessor is the modification of the velocity grid (inp) from a
weighted approach (ie., greater density of points at the
maximum of the distribution of velocities at T.¢) to a linear
grid spacing. Implementing the linear spacing for the inp grid
enables the evaluation of collision integrals using a single set
of trajectories. In contrast, the non-linear spacing of the
weighted inp grid in the previous version of MobCal-MPI
required the revaluation of collision integrals for each temp-
erature desired by the user. The introduction of the linear grid
in MobCal-MPI 2.0 results in considerably faster CCS compu-
tations compared to the previous version; if a user requires
CCSs at n effective temperatures, MobCal-MPI 2.0 can accom-
plish the task n times faster than MobCal-MPI.

Further benchmarking of MobCal-MPI 2.0 reveals its ability
to compute low- and high-field mobility data with exceptional
efficiency. For example, the CCS of an ion composed of 70
atoms can be obtained in approximately 30 minutes when
using 8 cores in parallel. We also find that the decrease in cal-
culation times scales roughly linearly with the number of cores
employed; a small parallel execution overhead is observed only
when 32 cores are used. We believe that MobCal-MPI 2.0 will
be a valuable tool for the IMS community, who can use this
code to support their experimental findings with accurate
models of analyte mobility/CCS. Although no CCS calculation
method is free of systematic biases, the calibration, validation,
and high-field validation sets were meticulously selected to
encompass a diverse range of functional groups that span the
molecular space defined by the MMFF94 forcefield. However,
our datasets do not contain anionic or metal adducted
species, begging the question of whether the accuracy of
MobCal-MPI 2.0 extends to these analytes. As we continue to
broaden our collection of low- and high-field mobility data, we
plan to evaluate the capability of MobCal-MPI 2.0 to model the
mobilities of anionic and metal-adducted species, and to
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investigate the impact of inelasticity and vibrational broaden-
ing on computed mobilities.
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