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atus of metrology for
metalloproteins

Claudia Swart*a and Norbert Jakubowskib

Metalloproteins, which represent about 30% of the total proteome, are often important markers for

distinguishing between healthy and diseased states of patients. As such markers have become

increasingly important in clinical diagnostics, some of these proteins are routinely analysed in clinical

laboratories. Reliable and comparable results are the basis for the investigation of changes in the

proteome due to different health conditions. Nevertheless, for many proteins the results achieved with

different routine measurement procedures or in different laboratories vary widely, thus hampering

medical insights and the development of treatments. Reference measurement procedures with results

traceable to the International System of Units (SI) will also help to greatly improve the performance of

routine measurement procedures and, this way, they support the understanding of changes in the

metallome. This perspective will give an overview of the efforts during the last three years to achieve

reliable quantification of metalloproteins. The analytes covered were chosen due to their importance in

clinical diagnostics. Haemoglobin (HGB), transferrin (TRF), superoxide dismutase (SOD) or ceruloplasmin

(CER), for example, can serve as markers for diseases such as Down's syndrome in prenatal diagnostics

(e.g. SOD), inflammation (acute-phase proteins such as TRF) or deficiency diseases (e.g. HGB, TRF, and

CER). Moreover, they are used for the control of treatment efficiency, e.g. total HGB as the most

important marker for anaemia treatment or the glycosylated form of haemoglobin A (HBA1c) for the

treatment of diabetes. On the other hand, selenoproteins, namely glutathione peroxidase (GPX), seem to

play an important role in cancer prevention and in reducing the side effects of chemotherapies.
1. Introduction

As metalloproteins represent around 30% of the whole pro-
teome they have become increasingly important in clinical
diagnostics. A metalloprotein is “a protein whose function is
conferred by a metal. [.] Metal is usually bound as a hydrated
ion or a metal-containing cofactor”.1 They have to be distin-
guished from metal-containing proteins which bind the metal
nonspecically, not in their active centre, and whose function is
not dependent on the presence of this metal.

In clinical diagnosis the comparability and reliability of the
results for the determination of the respective analyte inde-
pendent of time, place and equipment are crucial. However, the
comparability of the results for many proteins obtained with
different measurement procedures in different laboratories is
still an issue in clinical chemistry.2 The best way to achieve this
goal is to establish a traceability chain for each protein as
already established for many inorganic and smaller organic
analytes. For these analytes, a database for the calibration and
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measurement capabilities of various National Metrology Insti-
tutes (NMIs) exists and is hosted at the Bureau International des
Poids et Mesures (BIPM) (http://kcdb.bipm.org/). “The ideal aim
of a metrological traceability chain is that measurement results
produced by a routine measurement procedure are the same as
if the quantity in the patient samples had been measured by the
reference measurement procedure”.2 However, for many met-
alloproteins such a traceability chain is quite challenging to
establish. Before a meaningful reference system can be set up,
the analyte has to be dened unambiguously. Considering, for
example, that about 750 different genetic and posttranslational
variants are known for haemoglobin (HGB) the task is enor-
mous. A practical compromise is oen that a group of modi-
cations, which are clinically indistinguishable, is used as the
analyte in question. So rst of all analytical chemists, biologists,
and physicians together have to agree on the clinically relevant
form(s) of the protein in question. For the glycosylated form of
HGB the denition is that all the forms of haemoglobin A
(HBA0) which are glycosylated at the N-terminal valin of the b-
chain, independently of other possible modications in the
protein, are summarised as HBA1c. Only for HBA1c a reference
system is provided by the International Federation of Clinical
Chemistry and Laboratory Medicine (IFCC), but its imple-
mentation worldwide was met with unexpected resistance.3 Due
This journal is © The Royal Society of Chemistry 2016
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to the lack of a reference system, harmonisation of the results
obtained with the most commonly used routine methods can
only be achieved by using a common calibrator. However, the
provision of a reference system is preferable whenever possible
as it guarantees long-term stability.4 Methods used for harmo-
nisation are mainly immunoassays such as enzyme linked
immunosorbent assays (ELISAs), immunonephelometry, and
immunoturbidimetry or optical methods used in routine anal-
ysis, while for standardisation mass spectrometry (MS) or
optical methods combined with chromatographic separation
are used to establish a reference system and certify reference
materials. In the best of cases, the traceability chain allows us to
trace the results back to the International System of Units
(Système international d'unités, SI) via a pure substance refer-
ence material whose purity has to be well known.2 However,
even in the rare cases such a material is available in clinical
diagnostics thorough control of the fate of the analyte has to be
ensured regarding losses or changes of the analyte during
sample preparation, separation and detection. In principle, this
can best be achieved with an internal standard behaving as
similarly to the analyte as possible, preferably identically, which
is best fullled when the analyte is applied in an isotopically
enriched form. This is called species specic isotope dilution
(ID). This isotopically labelled protein is added to the sample
prior to any sample treatment and, thus, shares the fate of the
analyte. This way it can be accounted for possible losses or
species transformation. In the case of many metalloproteins,
the metal incorporated into the protein can be exchanged by its
isotopically enriched form for the labelling. Fig. 1 shows
a possible approach to produce such a species specic spike
material. By detecting the isotope ratio, the metal content and,
thus, the protein content can be determined. However, quan-
tifying metalloproteins via their metal content assumes that the
metal is preserved in the protein structure during sample
preparation and separation. For detection and quantication
ICP-MS can be used which is a selective and sensitive elemental
detector. Furthermore, as only the metal is detected, it has to be
ensured that all other compounds carrying the same metal are
separated from the analyte.

To improve the situation, the project Metrology for Metal-
loproteins (HLT05) was launched in the framework of the
European Metrology Research Programme (EMRP)5 dealing
with the iron (Fe) containing proteins transferrin (TRF) and
HGB, the copper (Cu) containing proteins Cu, Zn-superoxide
Fig. 1 Example of the production of a species-specific spike material
for the quantification of metalloproteins using ID (reproduced from
ref. 8 with permission from the Royal Society of Chemistry).

This journal is © The Royal Society of Chemistry 2016
dismutase (SOD1) and ceruloplasmin (CER) and the seleno-
proteins glutathione peroxidase (GPX1) and selenoprotein P
(SEPP). A short outline was given in an editorial of the RSC
journal “Metallomics”.6 Besides, several efforts were made
worldwide to improve the situation in clinical routine analysis
regarding the sensitivity, reliability and comparability of
results. As an extensive review was compiled and published in
2013,7 only a perspective is given here for each of the covered
metalloproteins and the main focus will be on achievements
since the end of 2012.
2. Quantification of selected
metalloproteins
2.1. Transferrin

TRF is an Fe transport protein synthesised in the liver which can
bind up to two Fe ions.9 TRF has a varying degree of glycosyla-
tion resulting in so called sialoforms. Nine different sialoforms
are known depending on the number of glycan branches with
terminal sialic acids bound to the protein. The natural pattern
of these sialoforms is changed in the case of some diseases. The
most prominent one is chronic alcohol abuse which results in
an increase of the ratio of TRF with a low glycosylation level to
total TRF. The content of the so called S4 form (two biantennary
N-glycans with four sialic acids), usually the most abundant
form, is shied to a higher content of S2 (two sialic acid resi-
dues) and even S0 (no sialic acid), which is called carbodecient
TRF (CDT), in the case of alcohol abuse.10

Besides the methods used for quantication already
described elsewhere,7 some new approaches were developed in
the last few years. For total TRF quantication the focus of the
last few years was on the optimisation of existing assays. Gao
et al. used chemiluminescence resonance energy transfer
(CRET) based competitive immunoassay and enhanced the
quenching effect by using amorphous carbon nanoparticles
(ACNPs) bound to TRF.11 For this, a 96-well microplate was
coated with anti-TRF and horseradish peroxidase. Without the
addition of TRF bound to ACNPs as a uorescence quencher the
intensity of the luminol emission catalysed by the peroxidase
reached a maximum. When adding the sample containing TRF
and the TRF bound to ACNPs the intensity of the luminescence
decreases with increasing TRF concentration in the sample as
more quencher can bind to the antibody in the assay. The linear
range of the method was (20–400) ng mL�1, with a limit of
detection (LOD) of 20 ng mL�1. As the concentration in real
samples is much higher, the samples have to be diluted. The
relative standard deviation (RSD) for the determination of TRF
in real samples is below 7.84%. A similar approach was taken by
Kong et al. who developed a label-free electro-chem-
iluminescence immunosensor.12 The label-free approach was
chosen, as labelling carries the risk of damaging the protein.
Furthermore, it is time- and labour-intensive and the quanti-
tative conversion has to be guaranteed. Their goal was to
develop a disposable, simple, low cost and sensitive sensor for
total TRF quantication based on a commercially available
ELISA kit. The silver (Ag) immunosensor consisted of an
J. Anal. At. Spectrom., 2016, 31, 1756–1765 | 1757
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Fig. 2 LA-ICP-MS analysis of gel electrophoresis spots containing 50
ng, 10 ng and 5 ng of MeCAT(Yb)-IA labeled HSA spiked with isoto-
pically enriched MeCAT(171Yb)-IA labeled HSA in a proportion 1 : 2: (a)
signal intensities of isotopes 171Yb and 172Yb. (b) Isotope ratio
172Yb/171Yb (reproduced from ref. 8 with permission from the Royal
Society of Chemistry).
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Ag/AgCl reference electrode, a carbon auxiliary electrode and
a carbon working electrode which was modied with gold (Au)
nanoparticles coated with luminol and chitosan. The TRF
antibody was then immobilised on the surface of the dried
unfunctionalised nanoparticles. Aer adding the sample, the
sensor was immersed in buffer/H2O2 solution to detect the
resulting electro-luminescence. The LOD achieved with this
method is 0.033 ng mL�1 TRF with a RSD of 5.8%. Although
these methods achieved low LODs, they are hardly t to serve as
reference measurement procedures as many factors such as
unblocked unspecic binding sites and interferences are diffi-
cult to control. Besides no information was given by the authors
concerning the reproducibility of the production of the sensor
and, thus, nothing is known about the comparability of results
from different devices.

A completely different approach was investigated by Esteban-
Fernández et al. who separated TRF and human serum albumin
(HSA) from human serum samples with gel electrophoresis (GE)
aer labelling with metal coded affinity tag (MeCAT).13 As the
tag, 1,4,7,10-tetraazacyclododecane-1,4,7,10-tetraacetic acid
(DOTA) loaded with ytterbium (Yb) including an iodoacetamide
cysteine-reactive group was used. TRF and HSA labelled with
isotopically enriched 171Yb were added to the sample prior to
separation and ID was performed by means of laser ablation
(LA)-ICP-MS detection and also by direct infusion aer spot
mineralization. A requirement for this method is that the ana-
lyte labelled with isotopically enriched and natural MeCAT
behaves identically on the gel and during LA. To determine the
mass bias, TRF and HSA labelled with natural Yb MeCAT were
always run on a separate lane in each gel. As the protein is not
distributed homogeneously over the whole spot, LA was per-
formed at the centre of the spot. An RSD of 4.2% could be
achieved. In Fig. 2a, the signal intensity of the isotopes 171Yb
and 172Yb from a transversal ablation of spots is shown con-
taining different amounts of protein but always with the same
natural : enriched proportion. Fig. 2b demonstrates that the
172Yb : 171Yb ratio is constant for all spots even when the protein
distribution inside the spot is not homogeneous. However, to be
used as a reference method, a complete labelling has to be
ensured for every sample. Due to the fact that biological
samples show a wide variety regarding fat content, high
albumin (ALB) content, etc. and the label binds to every protein
containing cysteins (Cys), this is hard to achieve. Another way of
labelling was applied by Bustos et al.14 using CdSe/ZnS quantum
dots conjugated with a polymeric layer, streptavidin and bio-
tinylated antibodies. A second antibody was then bound to the
heavy chain of rst antibody. The quantication was performed
either with spectroscopy using ultraviolet or visible light exci-
tation (UV/Vis) (565 nm) or by detecting cadmium (Cd) or
selenium (Se) with ICP-MS. The latter showed one order of
magnitude lower LOD (0.15 ng mL�1) and a far larger linear
range but the RSD was twice as large as with UV/Vis detection
(14% versus 7%). However, as the number of atoms per
quantum dot has to be known and might vary from dot to dot
and the stability of the functionalised quantum dots inuences
the result, the use of this method as a reference method is
limited.
1758 | J. Anal. At. Spectrom., 2016, 31, 1756–1765
Ameasurement procedure for the quantication of total TRF
content via its Fe content, rst developed by del Castillo Busto
et al.15 using HPLC-ICP-MS, was improved and validated within
the EMRP project HLT05 to serve as a candidate reference
measurement procedure. A species specic spike material was
produced and thoroughly characterised regarding its protein
structure, Fe load and isotopic composition.16,17 A similar
approach was developed by Ordonez et al., who besides total
TRF also quantied the sialoforms using postcolumn ID-ICP-
MS.18 Both methods shall be used for the certication of the
SRM-909c reference material in future. To reduce the inuence
of Fe background and low isotopic enrichment in the spike
material, triple isotope dilution mass spectrometry (IDMS) was
used for the quantication of total TRF.19

Besides the determination of total TRF, the quantication of
the various sialoforms is important as described above. One
method to separate the various sialoforms of TRF in serum is
the use of capillary electrophoresis (CE) coupled with UV/Vis or
MS detection aer purication of the sample using an immu-
noaffinity cartridge. MS enables the identication and quanti-
cation of proteins with less risk of interferences compared to
UV/Vis. However, the coatings normally used in CE show
considerable bleeding which interferes with MS detection.
Medina-Casanellas et al. developed a coating based on a physi-
cally adsorbed polyacrylamide monolayer which shows a lower
bleeding and can be applied for MS and prepared
This journal is © The Royal Society of Chemistry 2016
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a microcartridge for immunoaffinity purication of TRF in
serum.20 The disadvantage of the MS detection was that the
sialoforms are not resolved properly as the ionisation source of
the MS disturbed the CE separation due to a sucking effect of
the nebulizer gas ow. Furthermore, it turned out that a small
amount of ALB was un-specically bound in the cartridge. As
the concentration of ALB in serum is signicantly higher than
that of TRF, it interfered with the UV/Vis detection of TRF. A
similar approach is the use of capillary zone electrophoresis
(CZE). To avoid the adsorption of proteins to the walls, a coating
is needed to cover reactive –SiOH groups. Again bleeding of the
coating of the capillary walls poses serious problems in con-
necting CZE to MS. Kohler et al. tested various possible coatings
and found that anionic coatings such as hexadimethrine
bromide–dextran sulphate (each 10%) in combination with
20 mM ammonium acetate (pH 8.5) as a background electrolyte
was the best compromise between the resolution of the sialo-
forms, protein adsorption and coating stability.21 With UV/Vis
detection, the system achieved good separation and stability.
However, when the CZE is coupled to a time-of-ight MS with
electrospray ionisation (ESI-TOF-MS), signal suppression and
loss of separation capability were observed. Using two routine
methods based on CZE with UV/Vis detection Caslavska et al.
monitored genetic variants in 7290 patient samples.22 They
found that the separation of sialoforms and of genetic variants
is possible. However, subtypes of the same phenotype such as
C1C2 could not be resolved and the two assays gave different
results for the genetic subtypes. Without a reference, there is no
way to decide which assay (if any) gives the right results.

As the results of the determination of CDT as a marker for
chronic alcohol abuse might also have legal consequences and
the comparison of results obtained with three different
measurement kits revealed signicant differences;23 the Inter-
national Federation of Clinical Chemistry and Laboratory
Medicine (IFCC) established a working group for the stand-
ardisation of CDT measurements in 2005.4 The goal was
a reference system based on a primary reference measurement
procedure with S2-sialoform of TRF as the calibrator. It turned
out that, as the candidate reference measurement procedure
measures S2 in relation to the sum of all sialoforms and every
sialoform has a different absorption coefficient, this was not
feasible. Furthermore, the S2 form is not available in the purity
required for calibration purposes. Therefore, only a comparison
measurement procedure was developed using HPLC with UV/
Vis detection at 470 nm which can be used for the harmoniza-
tion of routine measurement procedures. Serum samples
spiked with S2 and lyophilised serum samples were tested as
candidate reference materials, but they turned out to be
unsuitable. Finally, a candidate referencematerial was prepared
using patient samples which is stable for at least 3 years when
frozen at �70 �C. The commutability was tested for the refer-
ence measurement procedure and the routine measurement
procedures. The relationship between the reference measure-
ment procedure and the routine measurement procedures was
found to be linear so that a harmonization is feasible. However,
some routine methods are interfered by high S3 concentrations.
This shows once again that actual standardisation is preferable
This journal is © The Royal Society of Chemistry 2016
to harmonization due to the long-term stability of the reference
system. Landberg et al. investigated the cases where the
proposed HPLC reference method cannot separate S2 and S3
sialoforms due to a shortened retention time of the S3 form
(0.6% of all samples). First the CDT ratio was determined with
the proposed HPLC-UV/Vis and total TRF with immunone-
phelometry. Then the glycans were released from the protein
and these oligosaccharides were analysed with matrix assisted
laser desorption ionisation (MALDI) TOF-MS. It turned out that
patients with TRF containing the inseparable S2 and S3 forms
have more triantennary branches and partly fucosylated
antennae. They could not nd any genetic reasons for this
anomaly, but suggested a possible association with liver
diseases. As S3 is not related to alcohol abuse but an interfer-
ence with S2 would increase the peak height, and, thus the
result for the relevant S2 form, this shows how important
a reliable reference measurement procedure is.

In these procedures every step should be under control to
avoid losses or transformations. For most methods for TRF
discussed here this is difficult either because they contain
a separation step in which TRF can be adsorbed to the wall of
capillaries or columns or they contain a labelling step where
100% conversion cannot be guaranteed in all samples.
Furthermore, some methods show matrix effects whether from
the sample or from the separation phase. In the case of CDT, an
additional challenge is the separation of the relevant sialoforms
to avoid interferences. A solution would be to add TRF in an
isotopically enriched form (either in the amino acid backbone
or in the metal) to the sample directly aer sampling so that this
ideal internal standard has the same fate as the analyte.
However, this still leaves the challenge of incomplete separation
to deal with.
2.2. Haemoglobin

Haemoglobin (HGB) is an Fe-containing protein responsible for
oxygen transport in vertebrates, which consists of four subunits,
each containing a haeme group which can bind one O2 mole-
cule.24 The most abundant form in humans with (96–98)% is
HBA0 which consists of two a-chains and two b-chains. Total
HGB serves as a marker for anaemia while the glycosylated form
HBA1c is used for the long-term monitoring of diabetes.24 The
determination of HGB can also be used to monitor the effec-
tiveness of cleaning procedures for reusable devices in hospitals
using, for example, uorescence detection.25 For HBA1c it was
recognised early that standardisation is necessary and different
regional systems were implemented, for example the National
Glycohemoglobin Standardization Program (NGSP) system in
the USA, Mono-S in Sweden (named aer the separation column
used for separation) and the system of the Japan Society of
Clinical Chemistry (JSCC). An IFCC working group was estab-
lished in 1995 to implement a universal reference system. The
rst step was to dene the analyte as HBA0 glycosylated at the N-
terminal valine of the b-chain. This denition still includes
a number of variants as it says nothing about further post-
translational changes, but, nevertheless, it is a clinically rele-
vant parameter. The next step was the implementation of
J. Anal. At. Spectrom., 2016, 31, 1756–1765 | 1759

http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c6ja00181e


JAAS Perspective

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 0

3 
 2

01
6.

 D
ow

nl
oa

de
d 

on
 5

.1
1.

20
24

 . 
16

:4
1:

40
. 

 T
hi

s 
ar

tic
le

 is
 li

ce
ns

ed
 u

nd
er

 a
 C

re
at

iv
e 

C
om

m
on

s 
A

ttr
ib

ut
io

n 
3.

0 
U

np
or

te
d 

L
ic

en
ce

.
View Article Online
a reference system including reference measurement proce-
dures and reference materials.26

As an IFCC reference measurement procedure exists for
HBA1c (ref. 27) the number of new approaches is quite limited.
Besides reference measurement procedures, point-of-care
testing devices for HBA1c are still rare. One cheap approach is
the lateral ow immunoassay developed by Ang et al.28 For the
preparation of the capillary ow kit, detection strips containing
the capturing antibodies were mounted on a nitrocellulose
membrane. Au colloids modied with antibodies were adsorbed
on a conjugate pad. Aer the sample passed the capturing
antibody the modied colloids were mobilised to form a sand-
wich immunoassay. The assay showed an enhanced sensitivity
compared to others without the use of Au nanoparticles.
Interferences from other glycated HBA0 forms and the colour of
the blood could not be detected. The kit consists of three test
lines which indicate the HBA1c concentration for untrained
users, namely the patient, depending on how many of these
strips change their colour. Aer calibration of the intensity the
kit can also be used for quantication of HBA1c. The linear
range for the ratio HBA1c/HBA0 was (4–12)% in quantitative
mode which covers most of the clinically relevant range. It
would have been interesting to see a comparison of the results
obtained with this method and the IFCC reference method to
ensure the traceability of the proposed point-of-care kit and the
comparability with other methods in use.

Besides the main form of HGB, HBA0, various other genetic
variations are known such as HBA2 and HBS. Tang et al.
developed a novel GE method using the concept of moving
reaction boundaries.29 The different buffer systems deployed
resulted in sharp protein zones with a coefficient of variation of
below 9%. The identication of the HGB forms was achieved
using MALDI-TOF-MS while the quantication was performed
optically.

For total HGB, the World Health Organisation (WHO) rec-
ommended a referencemethod based on the conversion of HBG
to haemiglobincyanide (HiCN) already in 1965.30 However, due
to the toxicity of the reagents used in the method, it cannot be
applied in many countries with restrictions on the use of
potassium cyanide. Therefore, possible replacements of this
method were investigated avoiding toxic reagents. Balderas-
López et al. used a photoelectric approach without any conver-
sion of HGB necessary at all.31 When comparing their method to
the reference method they found higher concentrations of HGB
in blood which might hint at an inuence of the conversion of
HGB to HiCN on the results. An electrochemical detection
method for HGB was developed by Prasad et al. using a pencil
lead modied with L-Cys bound to quantum dots adsorbed to
multi-walled carbon nanotubes, which were then coated with
a polymer imprinted with HGB on the surface.32 They achieved
a LOD of 7 ng mL�1 with a RSD of 1%. However, blood samples
have to be diluted 105 to be in the linear range and avoid matrix
effects, the stability of the lm and the binding sites may vary
from sensor to sensor and some other proteins were found to
interfere with HGB. Neither the reproducibility for the produc-
tion of the sensor nor possible memory effects or the number of
samples which can be measured with one sensor are given,
1760 | J. Anal. At. Spectrom., 2016, 31, 1756–1765
which makes the assessment of its potential as a reference
method difficult.

Further on the way to become a reference measurement
procedure is the approach using the alkaline haematin deter-
gent (AHD) for the conversion of HGB before UV/Vis detection.33

In 2015, it was also implemented, besides the established HiCN
method, in an improved version of the German standard DIN
58931 “Haematology – Determination of haemoglobin concen-
tration in blood – Reference method” as a routine measurement
procedure for total HGB in clinical laboratories with results
traceable to the SI via comparison with IDMS methods.34,35 In
the AHD method, the haemolysate is treated with sodium
hydroxide and Triton X-100 and haemin chloride is used as the
calibrator for UV/Vis detection.

As described in the Introduction, species specic IDMS is
a promising approach for the development of reference
measurement procedures. This requires the protein to be in an
isotopically enriched form. Recently, Brauckmann et al.
developed an elegant method to produce HGB containing
isotopically enriched Fe as a spike for IDMS allowing species
specic ICP-IDMS to be used for the quantication of total
HGB via Fe.8 They applied this spike material for the quanti-
cation of total HGB and HBA0 in the reference material
IRMM/IFCC-467 certied for total HGB. The resulting value of
(122.1 � 1.8) mg g�1 was in good agreement with the certied
value of (0.956 � 0.005) mol mol�1 corresponding to (119.7 �
3.7) mg g�1. For HBA0 (117.0 � 1.6) mg g�1 was found using
ion exchange chromatography to separate the various HGB
variants. The low expanded uncertainty of 1.6% and the
addition of isotopically labelled HGB at the beginning of the
sample preparation as an ideal internal standard make this
approach perfectly suitable as a reference measurement
procedure. Furthermore, compared to the HiCN or AHD
approach no conversion of the analyte, which is always subject
to kinetic control, is necessary. As it uses the whole analyte as
spike, it also has the advantage compared to the IFCC refer-
ence method that no quantitative release of the signal peptide
has to be ensured.
2.3. Cu, Zn-superoxide dismutase

Superoxide dismutase 1 (SOD1) is a homodimeric enzyme
containing one Cu and one zinc (Zn) ion in each subunit.36,37

The structure of SOD1 is highly conserved in eukaryotes. It is
responsible for the conversion of the superoxide radical (O2

�) to
oxygen (O2) and hydrogen peroxide (H2O2). As an acute phase
protein, it is a marker for inammatory processes. Furthermore,
reactive oxygen species are also suspected to be involved in
neurological disorders such as Alzheimer's and Parkinson's
diseases.38 Therefore, the distribution of SOD in neurons and
astrocytes would be enlightening which was investigated by
Hare et al. using size exclusion chromatography (SEC) coupled
with ICP-MS.39 However, the quantication was performed
using external calibration which cannot account for analyte
losses in sample preparation and separation. Furthermore,
quantitative results are only given for the amount of metal in
the fractions not for metalloproteins.
This journal is © The Royal Society of Chemistry 2016
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In routine analysis the enzyme is usually measured using
enzymatic activity assays. Already in 2006 Attar et al. demon-
strated that different kits show signicantly different activi-
ties.40 However, there is still no reference method or material
available for the harmonisation or even standardisation of
SOD1 measurements. As the active form of SOD1 necessarily
contains Cu and Zn, the quantication of the enzyme can also
be performed via the metal content. As described above species
specic IDMS is the most reliable method provided that
a species specic spike material exists. In the case of SOD1 the
metals can be chemically removed41,42 and replaced with their
isotopically enriched form.43,44 This method is a good starting
point for the development and validation as a reference
measurement procedure for SOD1 in human erythrocyte lysate
which was successfully conducted within the EMRP project
HLT05 by Gleitzmann et al.45 As discussed before this approach
is less prone to matrix effects and interferences compared to
external calibration or activity assays and is, therefore, more
promising than other approaches.
2.4. Ceruloplasmin

Ceruloplasmin (CER) is a blue a2-glycoprotein which is
synthesized in the liver and serves as the Cu storage protein. It
binds (90–95)% of the whole amount of Cu in the body and is
involved in the Fe metabolism as ferroxidase catalysing the
oxidation of Fe(II) to Fe(III), which can then be incorporated into
TRF. CER contains six tightly bound Cu ions and one or two
labile Cu ions.46,47 CER is also discussed to be involved in
neurodegenerative diseases.48 As CER is mainly produced in the
liver, the correct synthesis of CER and its activity can be inu-
enced by liver diseases. Siotto et al. showed that for some
diseases it might be useful to determine the ratio of intact CER
to the total concentration of CER rather than only the total
concentration.49 Nevertheless, the methods on the market and
under development are mainly for the quantication of total
CER. A potential method for the separation and detection of
CER is the use of native polyacrylamide GE (PAGE). However, as
Cu is a ubiquitous element the Cu background in the gel and in
the applied buffers has to be controlled carefully.49 A new
approach for the quantication of CER is the use of an elec-
trochemical magneto-immunosensor based on magnetic
nanoparticles functionalised with anti-CER developed by Ojeda
et al.50 They compared two different sensors, both based on
competitive immunoreactions with alkaline phosphatase
labelled CER conjugates and the detection of the enzymatic
reaction, regarding the dynamic range, LOD and RSD. They
found that the sensor using streptavidin and biotinylated anti-
CER for the immobilisation of the antibody was more t-for-
purpose for real samples aer 1 : 1000 dilution of the samples
to reduce matrix effects than the one based on protein A used
for immobilisation. The developed assay showed a LOD of
0.018 mg mL�1 with a RSD of about 9% in serum samples and
a recovery of spiked CER of (90–100)%. The modied magnetic
nanoparticles were stable for up to 42 days when stabilised with
phosphate buffered saline with Tween20®. However, all these
assays have still to be investigated carefully regarding possible
This journal is © The Royal Society of Chemistry 2016
interferences and the reproducibility between the various
batches of antibodies and assays.

For all methods it has to be taken into account that CER is
highly sensitive especially to protease induced degradation,51,52

which may hamper the reliability of some methods consider-
ably. The addition of isotopically labelled CER directly aer
sampling would reveal such changes in the sample and would
allow the correction to some extent. Again the labelling is
possible both via the amino acid sequence and via the metal. In
the case of the latter the Cu background has to be controlled
carefully due to the ubiquity of Cu.
2.5. Selenoproteins

Se is an essential element for humans found in so called sele-
noproteins. In contrast to Se containing proteins, which incor-
porate selenomethionine (Se-Met) unspecically instead of
methionine (Met), they contain the genetically encoded amino
acid selenocysteine (Se-Cys). This amino acid is considered to
be the 21st amino acid, encoded genetically with UGA (otherwise
used as a stop codon) and a Se-Cys incorporation sequence
(SECIS).53,54 The selenoproteins investigated so far are GPX,
responsible for the reduction of peroxides, and SEPP, the Se
storage protein in the body containing 10 Se-Cys. As seleno-
proteins, namely GPX, seem to play an important role in cancer
prevention and in reducing the side effects of chemotherapy, Se-
supplementation is oen used in parallel to chemotherapy.
However, the range between deciency (daily intake of less than
30 mg for adults) and toxicity (daily intake of more than 700 mg
for adults) is rather narrow.55

Recent developments in measurement procedures for
selenoproteins are mainly based on the detection of Se with
ICP-MS. Gómez-Espina et al. used SEC-ICP-MS with post-
column IDMS for the separation and quantication of GPX1
in red blood cells.56 Before separation HGB was precipitated.
As the selectivity of SEC is rather limited, the peak purity was
veried by collecting the relevant fraction, which was then
tryptically digested and identied with ESI-Q-TOF-MS. As
post-column IDMS was used, the column recovery as well as
the amount of GPX1 co-precipitated with HGB has to be
known. This was investigated by measuring the enzymatic
activity of GPX1 and total Se in the samples before and aer
column passage and resulted in an overall recovery of about
90%. To be able to determine a number of Se-species in the
corresponding serum and cerebrospinal uid (CSF) samples,
Solovyev et al. used an orthogonal approach with both SEC
and strong anion exchange (SAX) chromatography coupled
with ICP-MS or SAX and CE coupled with ICP-MS.57 For the
quantication a SEPP standard, produced by purifying the
protein from human plasma with AFC, was proposed.
Rhodium (Rh) was added as an internal standard either
directly to the samples for analysis of total Se or to the post-
column for the separation methods. Se containing ALB (Se-
ALB), SEPP, GPX1, and thioredoxin reductase (TRXR) as well
as inorganic Se could be detected in the samples. An even
more elaborate approach was taken by Garćıa-Sevillano et al.
who used a number of SEC, SAX and AF columns (up to ve
J. Anal. At. Spectrom., 2016, 31, 1756–1765 | 1761
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columns) in-line to separate selenoproteins and Se-metabo-
lites in human serum.58 The recovery along such a sophisti-
cated separation line might be an issue, but the sum of all Se
containing peaks was within the uncertainty of the certied
value for Se when analysing the reference material BCR-637.
The quantication was achieved with post-column IDMS. The
standard deviation in real samples was up to 10%. For
speciation of selenoproteins in cell cultures, Bianga et al.
used a combination of isoelectrofocusing (IEF) on electro-
phoretic strips with LA-ICP-MS.59 Aer protein extraction and
precipitation the selenoproteins were separated by IEF.
Aerwards, the Se containing proteins were localised with LA-
ICP-MS and the protein was then identied using ESI-Orbi-
trap-MS/MS. No quantication was performed although the
determination of total Se in the single spots should be
possible with LA-ICP-MS. However, matrix matched stand-
ardisation is difficult.

The presented measurement procedures are all convincing
approaches to quantify selenoproteins in biological samples.
However, as they use external calibration or post-column IDMS,
they have insufficient control over possible sample losses or
conversions. This problem can only be solved using species-
specic IDMS. A special challenge here is the production of the
species specic spike material. As Se is covalently bound in
selenoproteins, it is not possible to remove and replace it. The
isotopic label has to be introduced already during the biosyn-
thesis of the protein itself which can elegantly be done using
a method developed by Konopka et al.60 They introduced
simultaneously isotopically labelled selenomethionine and
stable isotope-labelled amino acids in a cell-free protein
synthesis.

An alternative and novel strategy for the absolute quanti-
cation of selenium included in SEPP1 was presented very
recently by Deitrich et al.61 This strategy is based on the use of
species specic double IDMS by using protein specic
peptides [namely ENLPSLCSUQGLR and AEENITESCQUR
(where U is SeCys)] which are custom synthesised and
enriched in the 76Se isotope. These peptides have been spiked
to blood plasma samples. Aer spiking a tryptic digestion of
the plasma proteins and alkylation of the resulting peptides
have been performed, followed by isotope ratio determina-
tions using HPLC-ICP-MS/MS. Protein bound Se down to the
peptide level in a complex plasma matrix was accurately
detected with a total content of Se of 105.5 mg kg�1. The
method enabled the selective Se speciation analysis of human
plasma samples without the need of extensive clean-up or pre-
concentration steps. For the assessment of accuracy of the
method, two plasma reference materials (BCR-637 and
SRM1950) were analysed using hyphenated methods and the
species specic approach. The Se mass fractions obtained via
the isotopic ratios of 78Se/76Se and 82Se/76Se for each of the Se-
peptides were found to agree within 2.4% with the literature
data of the reference material. This work represents a system-
atic approach to the accurate quantication of plasma SEPP1
at clinical levels and is pioneering the concept of species
specic isotope dilution for quantitative metalloproteomics,
which can be applied for other metalloproteins as well, as soon
1762 | J. Anal. At. Spectrom., 2016, 31, 1756–1765
as protein specic peptides are synthesised. However, the
quantitative release of the signal peptides has to be ensured.
Furthermore, peptides may behave differently during sample
preparation and may, thus, degrade during digestion. This has
to be checked carefully.

3. Conclusions

During the last three years many efforts were made in interna-
tional projects and committees to develop and validate candi-
date reference measurement procedures and protocols for
various clinical parameters. However, the main efforts in
method development are still focused on the development of
methods which are more sensitive and easier to handle and can
be used for point-of-care diagnostics and, thus, need to be
robust as well. An overview of all methods and their gures of
merit is summarised in Table 1. However, especially those
instruments need to deliver reliable results to enable the
medical practitioner/patients to act on them and this requires
a reference system to which those methods can be linked.
Nevertheless, many methods are too complex and time
consuming to be used as routine methods. In particular the
methods involving several separation steps are too elaborate to
be used in routine laboratories. Furthermore, the MS technique
is too expensive and is hardly used in routine analysis. However,
they allow insight into different aspects of protein behaviour in
a research context.

In this perspective, new approaches based on species
specic ID for the quantication of metalloproteins via the
metal are critically highlighted. These approaches are coming
close to a fully transparent traceability chain, because primary
traceable standards can already be obtained for elements such
as Cu. Cell-free protein synthesis is a promising approach for
the production of isotopically enriched proteins or peptides in
case the metal is covalently bound and cannot be exchanged by
its isotopically enriched form in the native protein. Such
approaches offer new opportunities also for the synthetic
production of proteins where elements such as carbon (C),
nitrogen (N), oxygen (O) and hydrogen (H) are fully replaced by
enriched isotopes for instance by 13C, 12N, 17O and 2D. Novel
organic MS can already analyse intact proteins with all their
posttranslational modications leading to the vision that in
future ID analysis of intact proteins will become the gold
standard to either produce novel certied reference materials
or to develop standard protocols or even quantitative results in
clinical diagnosis. All the concepts are developed already for
inorganic standards and protocols but joint interdisciplinary
efforts are still needed to reach this goal also for proteins. To
quantify whole proteins reliably is not only a challenge in
proteomics research, but also more and more important in
clinical diagnosis. Therefore, joint efforts of analytical and
clinical chemists as well as physicians are of paramount
importance. In the case of the quantication of metal-
loproteins atomic spectroscopy, which allows the sensitive and
reliable quantication of the metal and thus the correspond-
ing protein, can take an important place. It is for the sake of
everybody's health!
This journal is © The Royal Society of Chemistry 2016
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Table 1 Summary of the methods for the quantification of TRF, HGB, SOD1, CER and selenoproteins published in the literature between 2012
and 2016a

Method Analyte LOD RSD Linear range Reference

CRET based competitive
immunoassay enhanced
by using ACNP bound to TRF

Total TRF 20 ng mL�1 7.84% (20–400) ng mL�1 Gao et al.11

Label-free electro-
chemiluminescence immunosensor

Total TRF 0.033 ng mL�1 <5.8% (0.1–18) ng mL�1 Kong et al.12

GE-LA-ICP-MS with MeCAT labelling Total TRF 50 mmol L�1 4.2% n.g. Esteban-Fernández et al.13

GE-LA-ICP-MS with
CdSe/ZnS quantum dots

Total TRF 0.15 ng mL�1 14% n.g. Bustos et al.14

HPLC-ICP-MS Total TRF n.g. U ¼ 3.5% n.g. Castillo Busto et al.;14,15

Frank et al.17,19

Postcolumn ID-ICP-MS Total TRF,
sialoforms

n.g. <6% n.g. Ordonez et al.18

CE-MS Sialoforms 50 mg mL�1 5% n.g. Medina-Casanellas et al.20

CZE-MS Sialoforms n.g. n.g. n.g. Kohler et al.21

HPLC-MS (IFCC reference
measurement procedure)

HBA1c/HBA0 n.g. u ¼ 0.8% (0–20)% C. Weykamp et al.27

Lateral ow immunoassay HBA1c/HBA0 n.g. n.g. (4–12)% Ang et al.28

GE method using moving
reaction boundaries

HBG isoforms Only qualitative n.g. n.g. Tang et al.29

Photoelectric detection Total HGB n.g. n.g. n.g. Balderas-López et al.31

Electrochemical detection
using L quantum dots

Total HGB 7 ng mL�1 1% (27.8–444.0) ng mL�1 Prasad et al.32

AHD method Total HGB n.g. U ¼ 0.5% (0–200) g L�1 Heuck et al.,33

K. Witt et al.34

Species specic ICP-IDMS Total HGB n.g. U ¼ 1.6% n.g. Brauckmann et al.8

Species specic ICP-IDMS SOD1 n.g. U ¼ 1.5% n.g. Gleitzmann et al.45

PAGE CER 11.58 IU L�1 u ¼ 3.2% n.g. Siotto et al.49

Electrochemical magneto-
immunosensor

CER 0.018 mg mL�1 9% (0.05–1.04) mg mL�1 Ojeda et al.50

SEC-ICP-MS with
post-column IDMS

GPX1 n.g. 4% 0–20 ng mL�1 Gómez-Espina et al.56

SAX-ICP-MS Se-ALB, SEPP,
GPX1, TRXR

0.032 mg L�1 n.g. n.g. Solovyev et al.57

SEC, SAX and AF column ICP-MS GPX 0.2 ng g�1 21% n.g. Garćıa-Sevillano et al.58

SEPP 0.7 ng g�1 12%
Se-ALB 0.9 ng g�1 9%
SeO3

2� 1.1 ng g�1 2%
SeO4

2� 1.3 ng g�1 n.g.
IEF-LA-ICP-MS SEP15, GPX1, GPX4,

TRXR1, TRXR2
Only qualitative n.g. n.g. Bianga et al.59

Species specic HPLC-ICP-IDMS/MS SEPP1 1.38 mg kg�1 U ¼ 5% n.g. Deitrich et al.61

a u: uncertainty calculated with k ¼ 1; U: uncertainty calculated with k ¼ 2; n.g.: not given in original publication.
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