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Introduction

Advancing cerumen analysis: exploring innovative
vibrational spectroscopy techniques with respect
to their potential as new point-of-care diagnostic
toolst

Edoardo Farnesi, I 3 Matteo Calvarese,° Chen Liu,®® Carl Messerschmidt,”
MohammadSadegh Vafaeinezhad, ' Tobias Meyer-Zedler, ©'° Dana Cialla-May,”
Christoph Krafft, 2 ® Jonas Ballmaier, 2 ¢ Orlando Guntinas-Lichius, ¢

Michael Schmitt © @ and Jurgen Popp () *&°

Cerumen, commonly known as earwax, is a complex mixture composed of secretions from ceruminous
glands. These secretions are heterogeneous mixtures mainly composed of lipids and proteins. Despite its
prevalence, the potential diagnostic value of cerumen remains largely unexplored. Here, we present an
in-depth analysis of cerumen utilizing well-known vibrational approaches such as conventional Raman
spectroscopy or surface-enhanced Raman spectroscopy (SERS) together with advanced vibrational spec-
troscopy techniques such as coherent Raman scattering (CRS), i.e. broadband coherent anti-Stokes
Raman scattering (CARS) or stimulated Raman scattering (SRS), as well as optical photothermal infrared
(OPTIR) spectroscopy. Through the integration of these vibrational spectroscopic methods, lipids and
proteins can be identified as the main components of cerumen; however, they contribute to the final
spectral information to various extents depending on the vibrational detection scheme applied. The inher-
ently weak Raman signal could be enhanced by linear (SERS) and non-linear (CRS) processes, resulting in
efficient acquisition of fingerprint information and allowing for the detection of marker modes, which
cannot be addressed by conventional Raman spectroscopy. OPTIR spectroscopy provides complemen-
tary information to Raman spectroscopy, however, without the contribution of a fluorescence back-
ground. Our findings underscore the utility of these cutting-edge techniques in unveiling the intricate
molecular landscape of cerumen, paving the way for novel point-of-care diagnostic methodologies and
therapeutic interventions.

surely improves the prognosis of a patient, increases the prob-
ability of survival and also results in better quality of life.

In point-of-care personalized medicine, accurately detecting
diseases in early stages is one of the crucial challenges.
Prompt diagnosis leads to successful and rapid therapy, which
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The quest for progress in point-of-care diagnostics has
recently gained momentum in the field of liquid biopsy, which
seeks to provide a valid and reliable assay for diagnosing and
identifying illnesses from body fluids."”* Since any change in
homeostatic balance alters the status of human health, the
analysis of biological fluids provides a fast, reliable and non-
invasive way to reflect what is occurring inside an affected
body. Moreover, these point-of-care trials are of pivotal impor-
tance, as some disease-associated biomarkers can be found in
peripheral biomatrices at the very early stage of pathology
when successful therapies and the improvement of patient sur-
vivability are much more likely.”> Numerous studies have been
conducted over the past decades on countless diseases,
especially cancer, exploring clinically relevant body fluids for
the detection and follow-up of pathologies such as oral
cancer,” pancreatic cancer,” lung cancer,® ovarian cancer,” and
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breast cancer.® Point-of-care biomarker tests for non-blood
fluids (e.g. saliva, urine, stool, tears, sweat, breath, seminal
fluid, and cerumen) are not yet available for all of these
matrices and require further research before translation into
routine clinical procedures.’

Cerumen, a yellowish waxy substance that is often over-
looked, plays a crucial role in the health and functionality of
the auditory canal. Composed of a heterogeneous mixture of
lipids (including saturated and unsaturated fatty acids,
60-70%), proteins (high percentage of keratin, 20-30%), and
other organic compounds, cerumen serves as a protective
barrier, shielding the delicate structures of the ear canal from
foreign particles, pathogens, and water."®"> Apart from the
forensic contexts, e.g. post-mortem drug overdose and alcohol
abuse evaluations, this body fluid has not been sufficiently
valued in clinical diagnostics over time, except in only a few
cases. In the diagnosis of some metabolic diseases, such as
allergic rhinitis and otosclerosis, some genetic disorders, such
as maple syrup urine disease and alkaptonuria, and only
recently in detecting breast cancer and some cancer bio-
markers, testing has been conducted using earwax.'®"”

Despite being a neglected body fluid, cerumen is less prone
to contamination from ambient air and/or cosmetics, and
most importantly, accessing it is easy and the sampling is
painless and non-invasive, with a storage time longer than
that for other bio-matrices such as saliva, urine and serum.'®

Traditional methods of cerumen analysis have primarily
focused on physical characteristics such as color, texture, and
odor, offering limited insights into its biochemical compo-
sition and potential diagnostic significance.

In recent years, vibrational spectroscopy has emerged as a
powerful tool for the non-invasive, label-free analysis of bio-
logical samples, enabling detailed molecular characterization
with high sensitivity and specificity. Here, we explore to the
best of our knowledge for the first time the potential of a mul-
titude of different vibrational spectroscopy techniques in ana-
lyzing and characterizing cerumen based on its unique
vibrational spectroscopic signature. In detail, we apply Raman
spectroscopy (RS), surface-enhanced Raman spectroscopy
(SERS), broadband coherent anti-Stokes Raman spectroscopy
(BCARS), stimulated Raman scattering (SRS) and optical photo-
thermal infrared (OPTIR) spectroscopy to characterize human
cerumen samples. These vibrational spectroscopy techniques
are invaluable for a wide range of bioanalytical applications,
including disease diagnosis and fundamental biological
research.'®' RS provides molecular vibrational information,
allowing for the identification and characterization of various
biomolecules.”>** However, the inherently weak Raman signal
can sometimes be overwhelmed by background noise, limiting
its sensitivity. SERS, on the other hand, overcomes the weak
signal intensity of traditional Raman spectroscopy. By lever-
aging the electromagnetic enhancement by plasmonic nano-
particles, SERS greatly enhances the Raman signal from ana-
lytes adsorbed onto the nanoparticle surface. Additionally, a
chemical enhancement mechanism is observed in SERS, pro-
viding a minor contribution to the overall enhancement of
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SERS. The SERS technique has been extensively used to detect
trace amounts of biological molecules, enabling sensitive and
selective analysis with potential applications in diagnostics
and therapeutics.>*>> BCARS and SRS are nonlinear Raman
methods that provide alternative approaches to enhance the
Raman signal from weak scatterers, making them suitable for
the study of biological samples. Both BCARS and SRS have
been proved to be valuable tools for studying lipid metab-
olism, drug delivery, and other cellular processes, where lipid
droplets, lipoproteins, and other lipid-rich structures can be
visualized.**™° OPTIR spectroscopy is a technique that
measures the absorption, reflection, and transmission of infra-
red light to identify specific functional groups (such as
hydroxyl, carbonyl, and amide groups present in lipids, pro-
teins, and carbohydrates) in biomolecules, providing detailed
information about molecular structures, hydrogen bonding,
and conformational changes.?**!

Comparing the outputs from RS, SERS, BCARS, SRS and
OPTIR spectroscopy, and leveraging the unique strengths of
each spectroscopic technique, we aim to unravel the complex
molecular architecture of cerumen, shedding light on its bio-
logical functions and diagnostic implications. This first com-
prehensive vibrational spectroscopic study of cerumen aims to
advance the frontier for the development of new clinical diag-
nosis methods using non-invasive techniques and an easily
collected biomatrix.

Materials and methods
Cerumen sample preparation

Cerumen samples (Fig. 1) were collected from two healthy
individuals. This study was approved by the Jena University
Hospital Ethics Committee (RAMTUMAR study; no. 2021-2305-
Material), and all volunteers provided written informed
consent for enrolling in this study. By limiting our investi-
gation to two specimens, we were able to focus on carefully
characterizing the collected spectra, ensuring that any
observed patterns or anomalies could be confidently attributed
to the inherent properties of the cerumen rather than to inter-
sample variability.

Fig. 1 Cerumen specimens analyzed using vibrational techniques. (A)
Human semi-solid cerumen on a microscope glass slide. (B) Human
liquid cerumen after pre-processing preparation, i.e. supernatant. (C)
Artificial cerumen.

This journal is © The Royal Society of Chemistry 2024
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Around 50-100 mg of earwax from both ears of each indi-
vidual were collected in the hospital without damaging the ear
canal and immediately stored at —80° C until vibrational spec-
troscopic analysis. Through visible inspection, only samples
with no sign of blood contamination were used for measure-
ment. After thawing at room temperature, cerumen samples
were analyzed both directly in their typical sticky semi-solid
condition and under liquid conditions after solubilization. For
this pre-processing part, samples were transferred to 1.5 mL
centrifuge tubes and 0.5 mL of PBS was added to the tube, fol-
lowing an established procedure taken from the literature.**??
After 1 h of sonication at 36 °C, the samples were centrifuged
at 13 000g for 10 min, and then each supernatant was trans-
ferred to a new tube, ready for measurements.

Human earwax has been compared with artificial cerumen
(Pickering Laboratories, Mountain View, CA, USA) representing
the lipid component of naturally secreted cerumen. It contains
oleic acid (20% w/w), linoleic acid (20% w/w), lanolin (20%
w/w), paraffin oil (10% w/w), palmitic acid (20% w/w), and myr-
istic acid (20% w/w).

For RS measurements, semi-solid, artificial and liquid
cerumen samples were placed on a silicon chip, while for
CARS, SRS and OPTIR analyses, a microscope glass slide was
used as the substrate (as illustrated in Fig. 1A).

For SERS analysis, both silver (Ag)-coated and gold (Au)-
coated silicon nanopillar substrates (SERStrates™), purchased
from Silmeco ApS (Copenhagen, Denmark), were incubated in
liquid cerumen within the tubes for 20 min. After incubation,
each SERS chip was placed on a microscope glass slide and
left to dry slowly at room temperature, thus favoring the
leaning process of the vertically oriented and highly packed
(~20 pillars per pum?) nanopillars thanks to the surface
tension.

Raman and SERS

RS and SERS measurements were performed using a WITec
alpha300 R confocal Raman microscope (Ulm, Germany)
equipped with a 785 nm laser as the excitation source. The
Raman scattered light was collected using a 10x objective lens.
RS spectra were collected in the range of 600 to 3100 cm™,
using a laser power of 50 mW incident on the sample, a
300 grooves per mm grating and an integration time of 5 s
with one accumulation. The acquisition was performed over a
2 x 2 mm? area in the middle of the deposited sample with a
50-point map (5 points per line and 10 lines per scan).

Setting the laser power on the sample to 5 mW, SERS
spectra were recorded using the same Raman instrumentation
as described before, within the range of 600 to 2200 cm™,
using a 600 groove per mm grating, a 10x objective lens, and
an integration time of 5 s with one accumulation. The acqui-
sition was performed over a 1.5 x 1.5 mm? area in the center of
the chip with a 150-point map (15 points per line and 10 lines
per scan).

Spectral analysis was performed using Origin Pro 2022
(OriginLab, Northampton, MA, USA) software. After removing
possible outliers, which show spectral features such as sharp
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spikes or strong fluorescence background signals, Raman and
SERS raw spectra were processed with baseline correction
(fifth-order polynomial fit), smoothing, and normalization by
area (see Fig. S1 and S2} for the background-corrected Raman
and SERS spectra). Mean intensity profiles were obtained for
each sample. Band assignment was conducted based on data
from the literature.** >’

BCARS and SRS

A home-built BCARS platform was used to acquire broadband
CARS spectra. The setup, shown in Fig. S3,7 employs a multi-
plex CARS approach in which a narrowband pump pulse at
1032 nm and a broadband Stokes pulse ranging from about
1100 nm to nearly 1600 nm are superimposed on the sample
to generate a broadband anti-Stokes signal, containing
Raman-spectral information between 700 and 3200 cm™. A
complete description of the setup is included in the ESIf, and
Fig. 4A illustrates a simplified diagram of the setup.
Broadband CARS spectra of the liquid, semi-solid and artificial
cerumen samples were acquired using an average power of
15 mW for the pump pulse and 2 mW for the Stokes pulse at
the sample plane, at a repetition rate of 1 MHz. A 20%/NA 0.4
objective lens was applied.

To prevent photodamage to the specimens, the laser focus
was scanned across the sample and an image was acquired,
with a pixel acquisition time of 20 ms over a 50 x 50 um? field
of view. To remove the inherently present non-resonant back-
ground (NRB),*® a Kramers-Kronig (KK) phase retrieval algor-
ithm was employed.*>*® Before processing, the BCARS images
were processed by K-means clustering and the clusters of
spectra with highest intensity were averaged. The KK algorithm
was then applied to the average spectrum of each sample
using a mean BCARS spectrum of the glass slide as the refer-
ence NRB.

Stimulated Raman scattering (SRS) spectra of the three
samples (see Fig. 1) were acquired using a commercial multi-
modal microscopy platform (Stellaris 8, Leica Microsystems
GmbH). The microscope is equipped with an SRS detection
system and enables the acquisition of broadband SRS spectra
in a hyperspectral configuration, i.e. the Stokes wavelength is
fixed and the pump wavelength is sequentially scanned. The
system features a CARS and SRS excitation laser (picoEmerald,
A.P.E. GmbH) that provides a Stokes pulse at about 1031 nm
and a tunable pump pulse in the 700-990 nm range at a rep-
etition frequency of 80 MHz. For SRS acquisition, the Stokes
pulse is modulated at 20 MHz and a lock-in detection system
is employed. Fig. 4B illustrates the schematics of the setup.

The three samples (see Fig. 1) were measured by acquiring
images over a field of view of 1.55 x 1.55 mm?, with 512 x 512
pixels, a 3.16 ps pixel acquisition time and using a 10x/NA
0.40 objective (HC PL APO CS2 DRY) for excitation. In the
900-1800 cm™" wavenumber range, the power was set to about
12 mW for the pump pulse and 29 mW for the Stokes pulse. In
the CH stretching wavenumber region, due to high signal
intensity, the power was reduced to around 4 mW and 8.5 mW
for the pump and Stokes pulses, respectively.

Analyst, 2024,149, 5381-5393 | 5383
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K-means clustering was performed on the SRS images to
group and average only the spectra with the highest intensity.
Being a background-free technique, no further processing,
except for a fifth-order polynomial fit baseline correction, was
required to retrieve Raman spectral information from the SRS
signal.

Fig. S4 and S5f show the raw SRS spectra after K-means
clustering and the BCARS spectra after clustering and NRB
removal. The SRS spectra clearly show greater variability in the
data, which can be attributed to several factors. These include
high heterogeneity of the sample surface in the wide FOV, low
signal due to sample thickness and short pixel dwell time, and
low spatial sampling (more information is provided in the
ESIY).

OPTIR spectroscopy

OPTIR spectra and images of cerumen presented in this work
were acquired using the mlRage+R™ infrared microscope
(Photothermal Spectroscopy Corp., Santa Barbara, CA, USA),
controlled by PTIR Studio software. The instrument is
equipped with a four-chip pulsed and broadly tunable high-
power quantum cascade laser (QCL) covering the spectral
ranges of 934-1800 cm™" and 2700 to 2999 cm™" (MIRcat 2400,
Daylight) and a 785 nm probe laser (Cobolt). Spectral and
imaging data were collected in reflection mode by focusing the
IR laser on the sample using a 40x/NA 0.78 reflective
Cassegrain-style objective. The power of the QCL IR laser was
set to 21% at a 10% duty cycle and the power of the probe
laser was set to 37%. Cerumen samples were deposited on
microscope glass slides. OPTIR spectra at a resolution of
6.6 cm™' were acquired in high-speed mode at a rate of
1000 cm™" s™" with two averages. All spectra were automatically
normalized to the collected background spectrum, as dis-
played in Fig. S6.1 Discrete wavenumber OPTIR images were
recorded from 70 x 70 pm® regions of interest at a speed of
70 pm s~ and step size 1 pm at 2850 and 1650 cm™'. DC
images record the intensity of the probe laser reflection, which
resembles white-light images.

1

Comparison of the measurement techniques

Table 1 compares the different vibrational spectroscopy tech-
niques used in this study to highlight the strengths and weak-
nesses of each, especially from the perspective of point-of-care
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analysis of earwax or body fluids in general. The “Acquisition
speed” column refers to that used for measurements in this
study. The “Setup/level of maturity” column indicates whether
the spectra were acquired using a commercial or homemade
setup and to what level of maturity the technique has been
developed. The “Background” column indicates whether the
techniques inherently show a background signal that must be
removed by post-processing to recover spectral information.
The “Quantitative analysis” column deals with the possibility
of performing quantitative analysis on the chemical compo-
sition of samples under examination. It mainly relates to the
linearity of the techniques with respect to the concentration of
chemical species and their reliability and reproducibility.
Since the SRS hyperspectral cube is generated by sequential
sweeping of each wavenumber, it is not possible to directly cal-
culate the acquisition time of a spectrum. The table shows the
sweeping time required to tune the wavelength, as provided on
the official excitation laser documentation page (https:/www.
ape-berlin.de/en/cars-srs/#specification). Laser wavelength
tuning time is the limiting factor in hyperspectral SRS, as the
actual exposure time can be on the order of ms as for BCARS.
Laser systems designed specifically for SRS can achieve a
much smaller sweeping time than our system, as low as
5 ms.*" The QCL is also tuned at a speed to 1000 cm™ ' per
second to collect IR spectra, which gives the minimum collec-
tion time of ca. 2 s.

Results and discussion

Raman spectroscopy as a vibrational spectroscopic gold
standard for the identification of potential diagnostic
biomarkers in cerumen

RS serves as a powerful tool for biomolecular analysis. In this
section, we report, to the best of our knowledge for the first
time, the vibrational characteristics of human semi-solid,
human liquid and artificial cerumen using RS. Fig. 2 shows
spontaneous Raman spectra of all earwax specimens depicted
in Fig. 1 deposited on silicon wafers. All spectra highlight, to a
large degree, lipid contributions in both the fingerprint and
high-wavenumber regions with the most prominent bands
being at 2940, 2888, 2856, 1450, 1298, 1125 and 1060 cm ™.
Table 2 provides detailed band assignments as well as the
corresponding references.

Table 1 Comparison of the capabilities and characteristics of the different spectroscopic techniques

Acquisition
Technique speed Setup/level of maturity Background Quantitative analysis
Raman 5 s per spectrum Commercial system/high Fluorescence Possible and well established
SERS 5 s per spectrum Commercial system and commercial ~ Fluorescence Limited reproducibility
substrates/high
Hyperspectral SRS 5 s per spectral Commercial system/medium None Possible*?

point

Multiplex Broadband 20 ms per spectrum  Custom-made system/low
CARS
OPTIR 2 s per spectrum Commercial system/medium

5384 | Analyst, 2024, 149, 5381-5393

Limited due to nonlinear
dependence on concentration
Possible*’

Non-resonant background

None
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Fig. 2 Averaged Raman spectra of earwax samples displayed in Fig. 1.
Artificial cerumen (black spectrum), human semi-solid cerumen (red
spectrum) and human liquid cerumen (blue spectrum). Wavenumber
range between 900 and 3100 cm™ . The spectra are cut in the silent
region between 1800 and 2750 cm™. Spectra are offset for clarity.

At high wavenumbers, the CH, symmetric stretching
vibration of lipids results in the most intense peak at
2856 cm ", followed by Fermi resonance of the CH, defor-
mation overtone at 2888 cm™" and anti-symmetric CH, stretch-
ing at 2940 cm™" of lipids, with smaller contributions of pro-
teins. In the fingerprint region, the main Raman peaks are
assigned to CH, scissoring (1450 ¢cm™') and CH, in-phase
twisting (1298 cm™) attributed to lipids. Symmetric and asym-
metric C-C modes of fatty acid chains show bands at 1060 and
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1125 cm™', respectively. Unsaturated fatty acid chains are
evident from C=CH (1265 cm ') and C=C (1658 cm™)
vibrations. Weaker molecular vibrations typical of proteins are
observed only in the semi-solid cerumen spectrum, in particu-
lar a shoulder near 1004 cm™" (phenylalanine) and 1658 cm™
(amide I), which slightly broadens the C=C band of lipids.
Furthermore, f-carotenoid (1156 and 1536 cm™') modes are
detected in semi-solid cerumen (see Fig. 2, red spectrum). The
lipid unsaturation degree can be calculated as the ratio of
Raman band intensities at 1660 and 1450 cm .** Altered
secretions of lipids have considerable diagnostic relevance,
especially in cancer diagnostics. Increased lipid metabolism
results in the most substantial metabolic defect in tumors.
Abnormal lipid synthesis contributes to fast cancer cell growth
and tumorigenesis. In fact, an increasing number of studies
highlight that cancers depend on fatty acid and lipid
supply.**** These molecular Raman spectroscopic signatures of
cerumen might be used in the future as potential pre- or post-
operative diagnostic and prognostic tools in cancer liquid biop-
sies. The detection of pathological alterations in lipids and pro-
teins through RS relies on changes in the intensity ratio of
specific aforementioned Raman peaks associated with these
biomolecules. Changes within this unique Raman spectroscopic
fingerprint might therefore allow for the identification of mole-
cular signatures indicative of various diseases and pathological
conditions within cerumen. Pathophysiological variations in
lipids are often accompanied by changes in their relative abun-
dance, composition, and structural properties. These alterations
are manifested in Raman spectra as shifts in the intensity
ratios of characteristic Raman peaks corresponding to lipid and
protein vibrational modes (see Table 2), reflecting underlying
biochemical changes associated with disease progression. These
changes in Raman intensity ratios may be attributed to vari-

Table 2 Tentative band assignment for the spectra acquired using the different techniques

RS Ag SERS Au SERS BCARS SRS OPTIR Band assignments
3010 1(=CH) unsaturated lipids®**°
2940 2940 2930 2958 vas(CH3) proteins/lipids®***
2920 Vas(CH,) lipids®**®
2888 2888 2903 Fermi resonance §(CH,) lipids®***
2856 2850 2856 2850 v4(CH,) lipids***°
1740 1(C=0) esters lipids®***
1658 1623 1635 1660 1660 1650 1(C=C) lipids/amide I proteins**
1586 1590 Proteins®**’
1536 1545 Raman: carotenoids/IR: amide II
1445 1440 1450 1450 1440 1455 5(CHy,y5) lipids/proteins®®
1380 1380 1382 S(COH) sphingoglycolipids®*
1325 1350 Protein AAs**%7
1298 1325 1295 1298 1298 1272 7(CH,) lipids/amide III proteins®***
1208 1200 Proteins®®
1156 Carotenoids™*
1125 1130 1140 1130 1125 1(C-C) lipids***°
1060 1065 1065 (CC) or A(COH) sphingoglycolipids***°
1004 1000 Protein AAs**%7
824 828 Protein AAs*®?7
723 Protein AAs>®
660 650 Protein AAs*®

Key: as — asymmetric, s - symmetric, v — stretching, 6 - deformation, - in-plane bending, = - in-phase twisting. AAs — amino acids.

This journal is © The Royal Society of Chemistry 2024
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ations in lipid synthesis or the presence of disease-specific bio-
markers within earwax samples.

For instance, previous studies showed that RS serves as a valu-
able tool for detecting lipids and providing insight into their com-
position and distribution in various pathological conditions,
including brain tumors, breast cancer and atherosclerotic plaques.
These diseases are commonly characterized by the accumulation
of lipids, particularly cholesterol and triglycerides.**™*® While it
presents several advantages, such as non-destructive analysis,
chemical specificity, and minimal sample preparation, RS also
faces limitations related to signal intensity and possible fluo-
rescence interference. Weak signals, especially for diluted analytes
or low-concentration biomarkers in complex biological fluids,
limit the detection sensitivity and acquisition speed. Indeed, the
Raman spectral analysis of liquid cerumen (blue spectrum, Fig. 2)
droplets reveals very weak Raman signals for proteins in the fin-
gerprint wavenumber region. To overcome this limitation, the use
of advanced Raman signal enhancement techniques or coherent
amplification strategies shows great potential to improve the
detection sensitivity of biomarkers for a possible point-of-care
diagnosis. Recent advancements in SERS and CRS have advanced
the field beyond the capabilities of traditional RS.

Boosting the Raman spectroscopic efficiency with plasmonic
and coherent enhancement techniques

SERS analysis. SERS can achieve Raman signal enhance-
ments of several orders of magnitude, effectively overcoming
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the intrinsic limitations of conventional Raman spectroscopy
mentioned above. This increased sensitivity enables the detec-
tion of trace-level analytes in complex matrices, surpassing the
detection limits of spontaneous Raman spectroscopy by a sig-
nificant margin.

Here, we performed a SERS analysis of earwax for liquid
and artificial cerumen absorbed on Ag-coated and Au-coated
silicon nanopillars as SERS substrates. These SERS substrates
(purchased from Silmeco ApS, Copenhagen, Denmark) have
been chosen due to their high sensitivity. More details about
these potent SERS substrates can be found in the
literature.*>>°

As shown in the SEM images (Fig. 3A and B), the leaning
mechanism after the air-drying process induces silicon nano-
pillars to pull together, trapping the cerumen molecules in hot
spots. Having the analytes localized in several hot spots is
pivotal for a significant enhancement of the earwax Raman
signal due to the coupling effect of localized surface plasmon
resonances between close nanopillars.*®

To observe uniform SERS signals, spectra were collected in
the central area of the leaning nanopillar chips. Fig. 3C and D
shows spectra with the deformation and skeletal CC stretching
of amino acids. The SERS signal at 1004 cm™" is characteristic
of the ring breathing mode of phenylalanine, and the band at
1130 cm™" corresponds to the CC stretching of fatty acids in
lipids.>* The SERS peaks at 1325 and 1586 cm ™" are due to the
CH, in-phase twisting and C=C out-of-phase stretching of

c o]
oo % I O @ 0! o0m Qoo ——Liquid [[@ =) o wo o o w
g~ & S Z8 ¢ 3T BeE i@ 5 8 F 889 828
3 ~ ) ] -
s e : 3
& i s
2 i >
£ ﬁ\’\/\/\ 2
E ¥ £
2 o
w o
) i}
\I \/ \‘J ’

- T — T :n T T
600 800 1000 1200 1400 1600 1800 2000

Wavenumber (cm™)

2200 600

T - T T - - T T
800 1000 1200 1400 1600 1800 2000
Wavenumber (cm™")

Fig. 3 SEM images of Ag-coated silicon nanopillar substrates (A) before and (B) after their leaning mode due to the drying process. Averaged SERS
spectra of artificial (black) and liquid (red) cerumen absorbed, respectively, on (C) Ag-coated and (D) Au-coated SERS substrates. Spectral range:

600-2000 cm™. Spectra are offset for clarity.
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amino acids/lipids, respectively. Moreover, protein amide I
(1623 cm™) and C=C in-phase stretching (1682 cm™)
vibrations of lipids are also visible. In comparison with the
artificial cerumen (Fig. 3C, black line), no distinct vibrational
pattern was observed for the liquid cerumen from healthy vol-
unteers. One explanation could be the variation in the chemi-
cal composition between these two sample classes; moreover,
due to the viscous properties of artificial cerumen, the leaning
effect of the Ag nanopillars is less pronounced and, thus, the
mean SERS spectra show lower intensity, resulting in bio-
chemical feature assighment only in the 1500-1700 cm™
region.

On the other hand, the SERS spectrum of artificial cerumen
absorbed on Au nanopillars (Fig. 3D, black line) helps identify
fatty acids (i.e. palmitic acid) through the characteristic peaks
at 1140 cm™" (C-C stretching), 1295 cm ™' (CH, in-phase twist-
ing) and 1590 cm™ (C=C out-of-phase stretching). Other pro-
minent SERS peaks in liquid cerumen (Fig. 3D, red line) are
assigned to protein amide I (1635 cm™'), protein/lipid CH
deformation or CH,/CH; bending (1450 cm™") and protein CH
wagging (1350 cm™'). The SERS peaks at 650, 828 and
1000 cm™* are assigned to amino acid COO~ deformation,
amino acid C-C stretching and aromatic amino acid ring
breathing vibrations, respectively.

Overall, this band assignment shows that cerumen SERS
analysis highlights the possible detection of vibrational contri-
butions from two well-known biomarkers traditionally used as
point-of-care diagnostic and prognostic tools, namely fatty
acids and keratins via the SERS bands at 1586 and 1140 cm™*
for the fatty acid and 1623, 1350 and 660 cm™" for the protein,
respectively. Palmitic acid and keratin, which play a key role in
anti-inflammatory processes and in the regulation of lipid
metabolism, are cancer biomarkers in neuroblastoma, breast
cancer and oral cancer.’>>* Keratins, with their altered levels
in blood, are also extensively recognized as diagnostic tumor
markers (i.e. epithelial and oral cancers), but increasing evi-
dence has indicated their role as prognostic markers and as
active regulators of tumorigenesis.>

This difference between the cerumen SERS spectra collected
using Ag-coated and Au-coated substrates indicates that
specific biochemical components of cerumen that have stron-
ger affinity to either Au or Ag nanopillars dominate the
respective spectra, leading to the stark differences observed.
These interactions between analytes and metal surfaces can
cause shifts in peak positions, changes in intensity as well as
their ratio, and even the appearance or disappearance of
certain vibrational modes, contributing further to the disparity
between the SERS spectra obtained from the two metals.

BCARS and SRS analysis. Coherent Raman scattering (CRS)
in a single-wavenumber configuration has emerged in recent
decades as a powerful tool for rapid, label-free imaging of bio-
logical media by exploiting the vibrational information of a
single characteristic Raman peak of large intensity. Its broad-
band configurations, namely broadband CARS (BCARS) and
broadband SRS, combine the high acquisition speed of CRS
with the high spectral information content provided by Raman

This journal is © The Royal Society of Chemistry 2024
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scattering. In this section, we show the BCARS and broadband
SRS spectral characterization of liquid and semi-solid human
cerumen and artificial cerumen. The difference between these
two techniques mainly lies in how the Raman spectroscopic
information is detected. In the BCARS process, the anti-Stokes-
scattered signal is collected and spectrally unmixed using a
conventional spectrograph. In hyperspectral SRS, specifically
in the setup we utilized, the small change in the pump inten-
sity (stimulated Raman loss) is observed by a complex lock-in
detection system. A multiplex BCARS approach, like the one we
implemented, allows for fast acquisition with exposure times
on the order of ms, even for biologically relevant samples.>”
SRS acquisition speed, on the other hand, strongly relies on
the wavelength tunability speed of the excitation laser. Faster
multiplex SRS approaches with multi-channel lock-in plat-
forms have been already developed but are still limited to few
spectral channels.>®

Despite the slower speed and greater complexity of the
detection system, SRS provides a background-free signal that
needs no further processing, whereas BCARS requires
advanced computational techniques to eliminate the non-res-
onant four-wave-mixing background. Furthermore, while the
BCARS signal shows a quadratic dependency on the density of
scatterers in the sample, the detected SRS intensity varies line-
arly with concentration, thus allowing for greater sensitivity at
lower concentrations and possible quantitative analysis similar
to that achievable with spontaneous Raman spectroscopy.*?

The spectral analysis of cerumen recorded using the BCARS
and SRS setups depicted in Fig. 4A and B shows the potential
of these vibrational techniques to detect lipids, especially in
the high-wavenumber region. Consistent with the Raman
spectra shown in Fig. 2, spectral contributions of proteins are
weak. Here, BCARS spectra (Fig. 4C) highlight the possibility of
tracing unsaturated fatty acids present in human cerumen
through the characteristic bands of C=C stretching vibration
at 1660 cm ™" and the =CH stretching vibration at 3010 cm ™,
enabling detection of saturated and unsaturated lipids.
Moreover, the relative intensity ratio of CARS signals belonging
to lipid CH, and protein CH; stretching modes (2888 and
2940 cm™") suggests a clear traceability of protein-to-lipid vari-
ations in the human-derived liquid media.>”

The same spectral trend of the characteristic vibrational
bands is detectable in SRS measurements (Fig. 4D), where the
peak at 2933 cm™" shows the highest intensity. SRS also allows
evaluating the lipid content at around 2850 cm™, a typical
band of the CH, symmetrical stretching vibration highly abun-
dant in lipids. In the fingerprint wavenumber region, which is
dominated by lipid peaks at 1440 and 1663 cm™*, the human
earwax SRS spectra also show some peaks assigned to the COH
in-plane bending vibration at 1380 cm™", indicative of sphin-
goglycolipids.>® Both SRS and BCARS mainly probe fatty acid
contributions. The analysis of the BCARS and SRS fingerprint
regions shows comparable spectral profiles to those of the
Raman spectra plotted in Fig. 2, but these spectra are acquired
in a much shorter measurement time (as mentioned in
Table 1).
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OPTIR analysis as a complementary tool

The Raman analysis presented above shows that Raman spec-
troscopy mainly displays molecular vibrations of non-polar
biomolecules. IR absorption spectroscopy might complement
the Raman analysis by also highlighting molecular vibrations
exhibiting a large dipole moment, such as those of hydroxyl,
carbonyl, and amide bonds present in lipids, proteins, and
carbohydrates. Usually, the application of IR spectroscopy to
native biomedical specimens is hindered due to the presence
of water. In this context, OPTIR spectroscopy in combination
with an IR quantum cascade laser offers a solution for also
studying aqueous biomedical samples. OPTIR spectroscopy
offers high-resolution, non-invasive analysis and enhanced
contrast of non-transparent biological samples in reflection on
ordinary glass windows as compared to the commonly used
FT-IR approach.

5388 | Analyst, 2024, 149, 5381-5393

Here, we have also applied OPTIR spectroscopy to study
human semi-solid, human liquid and artificial cerumen to
obtain Raman complementary information about the bio-
molecular composition of cerumen.

Fig. 5 shows DC and OPTIR hyperspectral images of human
semi-solid earwax. The OPTIR imaging mode enables high-
resolution exploration of the spatial heterogeneity of the
sample by setting the IR laser to two fixed wavenumbers. Here,
we have chosen the CH, symmetric stretching vibration at
2850 cm™' associated with lipids (Fig. 5B) and the amide I
vibration at 1650 cm™' associated with proteins (Fig. 5C).
Evidencing the predominant and homogeneous distribution
of lipids, OPTIR maps also reveal some protein-rich spots.

A representative OPTIR spectrum of semi-solid cerumen in
Fig. 5D (red line) clearly shows the amide II and amide I bands
at 1545 and 1650 cm™ ", respectively. The band at 1065 cm™" is
typical of COH groups,®® which supports the detection of

This journal is © The Royal Society of Chemistry 2024
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sphingoglycolipids in SRS spectra (Fig. 4D). The lipid C=0
stretching band is found at 1740 cm™" in semi-solid cerumen
and shifts towards lower wavenumbers for artificial cerumen.
The amide bands of proteins are untypically broad, and the
C=O0 band is weak in liquid cerumen. Only typical CH, bands
at 1455 (deformation mode) and 2850/2920 cm™" (stretching
modes) are properly resolved and are evident also in the other
cerumen OPTIR spectra (Table 2). Some of these vibrational
contributions have already been reported by Elkins®® in a
cerumen study through ATR-FTIR spectroscopy. However,
OPTIR spectroscopy offers superior identification and lateral
resolution capabilities, especially for inhomogeneous
specimens.

Discussion

Table 2 summarizes the vibrational spectroscopic cerumen
analysis presented above. The main spectral contributions in
all samples with all modalities were assigned to lipids, in par-
ticular CH, stretching vibrations in the high wavenumber
range. Raman marker bands indicate the degree of unsatura-
tion of fatty acid chains. Raman and IR marker bands of COH
groups indicate the presence of sphingoglycolipids that are
made up of fatty acid chains and a ceramide backbone linked

This journal is © The Royal Society of Chemistry 2024

to saccharine residues such as galactose. Furthermore, Raman
spectra allow detection of typical bands of carotenoids. IR
spectra allow detection of the amide bands of proteins that are
much weaker in Raman spectra. An indirect detection of lipid-
to-protein variations can be achieved by the ratio of CH, and
CH; stretching vibrations in the high wavenumber range.
Protein bands seem to be enhanced in SERS spectra relative to
lipid bands. The SERS spectra differ from those obtained
using conventional Raman, CARS, SRS, and OPTIR techniques
due to the fundamentally distinct principles underlying these
methods. Conventional Raman spectroscopy, for example,
directly measures vibrational modes based on the inelastic
scattering of monochromatic light, without requiring enhance-
ment mechanisms. This results in spectra that reflect the bulk
properties of the sample rather than being dominated by
surface interactions, as is the case with SERS. In contrast,
SERS amplifies the Raman signal of molecules in close proxi-
mity to the metal surface, leading to a more surface-specific
and often highly sensitive detection of molecular species that
might otherwise be undetectable in bulk Raman measure-
ments. This surface selectivity can result in SERS spectra that
enhance different vibrational modes or molecular species com-
pared to those observed in conventional Raman spectra.
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Additionally, CARS and SRS, which are nonlinear Raman tech-
niques, involve the coherent interaction of multiple laser
beams to generate the Raman signal. While these techniques
offer high spatial resolution and the ability to selectively probe
specific vibrational modes, their operation is based on prin-
ciples that differ from those of SERS.

The combination of the advanced vibrational spectroscopy
techniques may offer a multimodal point-of-care approach,
enhancing diagnostic capabilities and enabling comprehen-
sive characterization of body fluids in general. Raman spec-
troscopy is well established to collect the full molecular finger-
print. Challenges in terms of sensitivity may arise for low-con-
centration molecules and for those with inherent fluorescent
emission that overlap with weaker Raman signals. SERS, in the
fingerprint wavenumber region, provides higher detection sen-
sitivity and enables trace-level analysis of specific biomarkers
in cerumen media. For the high wavenumber region, SRS and
especially BCARS offer unparalleled capabilities for molecular
analysis, allowing for the possible detection of variations in
lipid and protein content, which is essential information for
diagnostic and prognostic tools in cancer liquid biopsies.
OPTIR spectroscopy is a variant of IR spectroscopy that gives
complementary information to Raman-based methods.
Benefits of OPTIR spectroscopy and imaging include data
acquisition in reflection mode, sample preparation on in-
expensive glass slides, images with submicrometer resolution
and spectra with minimal background interference, compar-
able to established FTIR spectroscopy of thin films or thick
samples in attenuated total reflection mode.

Conclusions

Multiple vibrational spectroscopy techniques were applied,
offering a powerful approach for the comprehensive analysis
of cerumen and shedding light on its complex molecular com-
position and biological significance. By leveraging the unique
strengths of the used vibrational spectroscopic approaches, we
uncovered the molecular signatures embedded within
cerumen, paving the way for innovative diagnostic method-
ologies and therapeutic interventions. The insights gained
from this interdisciplinary study not only enhance our under-
standing of cerumen biology but also highlight the potential
of vibrational spectroscopy in biomedical research and clinical
practice.

The primary goal was to obtain preliminary data that would
either support or refute the hypothesis that vibrational spec-
troscopy could serve as a viable diagnostic approach for
cerumen analysis. The successful application of these tech-
niques to the samples from two healthy individuals has pro-
vided encouraging results, offering a solid basis for future
research that will systematically investigate cerumen samples
from a broader population, including those with various
health conditions. Ultimately, this study marks the initial step
in a promising investigation, setting the stage for more com-
prehensive research that will assess the clinical utility of
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vibrational spectroscopy in diagnosing and monitoring health
conditions through cerumen analysis. As technology continues
to advance, vibrational spectroscopy is poised to revolutionize
point-of-care diagnostics, transforming healthcare delivery and
improving patient outcomes worldwide.
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