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Introduction

Rapid, portable and cost-effective yeast cell
viability and concentration analysis using lensfree
on-chip microscopy and machine learningt

Alborz Feizi,®*° Yibo Zhang,? Alon Greenbaum,?® Alex Guziak,® Michelle Luong,"
Raymond Yan Lok Chan,? Brandon Berg,®® Haydar Ozkan,® Wei Luo,® Michael Wu,?
Yichen Wu? and Aydogan Ozcan*@*<"

Monitoring yeast cell viability and concentration is important in brewing, baking and biofuel production.
However, existing methods of measuring viability and concentration are relatively bulky, tedious and ex-
pensive. Here we demonstrate a compact and cost-effective automatic yeast analysis platform (AYAP),
which can rapidly measure cell concentration and viability. AYAP is based on digital in-line holography and
on-chip microscopy and rapidly images a large field-of-view of 22.5 mm?. This lens-free microscope
weighs 70 g and utilizes a partially-coherent illumination source and an opto-electronic image sensor chip.
A touch-screen user interface based on a tablet-PC is developed to reconstruct the holographic shadows
captured by the image sensor chip and use a support vector machine (SVM) model to automatically classify
live and dead cells in a yeast sample stained with methylene blue. In order to quantify its accuracy, we var-
ied the viability and concentration of the cells and compared AYAP's performance with a fluorescence ex-
clusion staining based gold-standard using regression analysis. The results agree very well with this gold-
standard method and no significant difference was observed between the two methods within a concen-
tration range of 1.4 x 10° to 1.4 x 10° cells per mL, providing a dynamic range suitable for various applica-
tions. This lensfree computational imaging technology that is coupled with machine learning algorithms
would be useful for cost-effective and rapid quantification of cell viability and density even in field and
resource-poor settings.

fermentation parameters, which is crucial for both research
laboratories and the industry.* '° Therefore, biofuel, alcoholic

Yeast cells are frequently used in alcoholic beverage and bak-
ing industry to make e.g., beer, wine, and bread.'” Further-
more, with the rapid depletion of fossil fuel reserves, biofuel
production using yeast is emerging.*” Monitoring the con-
centration and viability of these cells allows for fine-tuning of
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beverage and baking industries can benefit from a rapid and
cost-effective yeast viability and concentration analysis
method.

On the other hand, current methods of yeast viability test-
ing are time-consuming and require expensive equipment.
The most common method is to use a haemocytometer cas-
sette together with a bench-top microscope and manually
identify cells in a stained sample. This method is tedious
and time-consuming'' and the use of a lateral mechanical
scanning stage is highly recommended to achieve high accu-
racy with this method,® further exemplifying its expensive
and laborious nature. Alternatively, flow-cytometers can be
used to quickly assess the viability of yeast cells.'> However,
this method also demands relatively expensive and bulky
equipment, and typically requires a technician to operate.
More recently, imaging cytometry systems have made the
counting process automatic by combining fluorescence and
bright-field imaging modalities and applying automatic
counting algorithms."® However, such systems are also rela-
tively costly and bulky due to the need for lenses and
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motorized hardware assemblies. Home-brewers, small brew-
eries, restaurants and citizens producing ethanol fuel at
home,"*™"” typically do not have access to such equipment.
Here, we present a portable and cost-effective automatic
yeast analysis platform (AYAP) that rapidly measures the con-
centration and viability of stained yeast cells. As seen in
Fig. 1, AYAP features a lens-free on-chip microscope® " that
weighs approximately 70 g and has dimensions of 4 x 4 x 12
cm. This lens-free setup uses a light-emitting diode (LED)
coupled to a multimode optical fibre (core size: 0.1 mm) and
a band-pass optical filter, outputting partially-coherent light
that illuminates the sample. A complementary metal oxide
semiconductor (CMOS) image sensor chip captures the holo-
graphic shadows of the sample, which are sent to a user-
friendly touch-screen interface for automated analysis, run-
ning on a tablet-PC. This graphical user interface recon-
structs an image of the object plane using these holographic
shadows and utilizes a pre-trained machine-learning model
to rapidly identify live and dead cells in a stained sample.
For the stain, we used methylene blue, which is stable at
room temperature, making it ideal for our portable platform.
AYAP rapidly captures and analyses a large imaging field-of-
view (FOV) of ~22.5 mm?, allowing for the analysis of an or-
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Fig. 1
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der of magnitude larger sample area compared to a conven-
tional 10x microscope objective-lens.

This manuscript reports, for the first time, automated
measurement of cell viability using a machine learning algo-
rithm implemented on lens-free reconstructed images of
colour-stained cells and demonstrates the success of this
computational approach in measuring the viability and con-
centration of Saccharomyces cerevisiae - the most common
yeast species used in the food, alcoholic beverage, and biofuel
industries.'®**?® There exist many strains within this species
with very similar morphology and size.>****> Among these,
we selected the distillers active dry yeast of the Saccharomyces
cerevisiae due to its wide-scale use in various applications
and industries. By varying the viability and concentration of
these yeast cells in our experiments, we compared AYAP's per-
formance with fluorescence exclusion staining using regres-
sion analysis. No significant difference was found between
the two methods within a large concentration range of 0.14
million to 1.4 million cells per millilitre, validating the accu-
racy of yeast viability and concentration analysis performed
using our computational platform. This light-weight, compact
and cost-effective platform will be useful for rapid and accu-
rate quantification of cell viability and concentration.

(a) Schematic setup of the lens-free microscope. An optical fibre section is coupled to a single LED (1 = 590 nm). The emitted light passes

through a band-pass filter (4 nm bandwidth, centred at 590 nm) and illuminates the microfluidic chamber containing the sample, and a CMOS im-
age sensor, approximately 6 cm away from the illumination source, captures in-line holograms of the sample. The dimensions of the lens-free
microscope are 4 x 4 x 12 cm and it weighs ~70 g. (b) The photo of the lens-free microscope and the touchscreen interface. Each captured holo-
gram is transferred to the touchscreen interface for image reconstruction and automatic labelling of stained/unstained cells using a trained
machine-learning model. The concentration, viability, and other statistics are displayed to the user.
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Materials and methods

Sample preparation

Distillers active dry yeast (DADY) was rehydrated in distilled
water. 1:1 volume of 0.1% w/v methylene blue was added to
the yeast solution to stain the dead cells.

The microfluidic counting chamber consists of two cover-
slips and an adhesive tape (CS Hyde, 45-3A-1) used as a
spacer. In order to build the microfluidic chamber, adhesive
tape was cut in the shape of a square and was attached to a
coverslip (0.13-0.17 mm thickness). Before adding the yeast
solution to the chamber, a second coverslip was placed on
top of the adhesive tape, with a small opening at the edge.
The sample was slowly injected into the microfluidic cham-
ber through the small opening. The yeast solution disburses
through the chamber via capillary action, allowing uniform
distribution of the yeast cells within our imaging FOV. Lastly,
we slid the top cover slip to close the small opening and to
prevent evaporation.

Design of the field-portable lens-free microscope

The sample was directly placed on top of a CMOS image sen-
sor chip (ON Semiconductor, MT9J003STM) with a pixel size
of 1.67 um. An LED with a peak wavelength of 590 nm
(Kingbright, WP7113SYC/]J3) was used as the illumination
source. A hole was drilled into the lens of the LED using a 300
pm-diameter drill bit. A multimode fibre (100 pm core diame-
ter, Thorlabs, AFS-105/125Y) was inserted into the drilled hole
and fixed using optical glue. The beam exiting the optical fibre
passes through a band-pass filter (4 nm bandwidth, centred
around 590 nm, Thorlabs, FB590-10) to improve the temporal
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coherence of the illumination light at the sensor plane. The
distance between the cleaved end of the optical fibre and the
image sensor is approximately 6 cm. A 3 V coin battery powers
the LED. All the components fit within a 3D printed housing
(3D printer: Stratasys, Dimensions Elite) made using acryloni-
trile butadiene styrene (ABS) material (see Fig. 1a).

Hologram reconstruction

The captured holograms of the sample are back-propagated
to the object plane using the angular spectrum method.>*™°
The hologram is first transformed to the spatial frequency
domain using a fast Fourier transform (FFT). Then a phase
factor, which is a function of the wavelength, propagation
distance, and refractive index of the medium, is multiplied
with the angular spectrum.?” Finally it is inverse-Fourier-
transformed to the spatial domain to obtain the back-
propagated image of the specimen.?” For cell viability analy-
sis, we did not perform any additional phase retrieval or twin
image elimination routines, although these could also be
used for refinement of the reconstructed images, if needed.

Automated counting and labelling of imaged cells using
machine-learning

We developed a machine-learning algorithm to classify
stained and unstained cells from a reconstructed digital holo-
gram and quantify cell viability and concentration (see
Fig. 2). This algorithm uses an SVM model*"*> based on 10
spatial features extracted from each cell candidate: area, pe-
rimeter, maximum pixel value on the phase image, maximum
pixel value on the amplitude image, minimum pixel value on
the phase image, minimum pixel value on the amplitude

2. Propagate to a
range of distances

1. Capture hologram candidates

4. Extract each
candidate’s features

[ \> 3. Identify cell 'ﬂ:}’

6. Label each cell as

ik stained or unstained
5. Auto-focus » -
" 7. Calculate viability

and concentration

Fig. 2

1

1

1

i
viability % !
+ i
1

1

1

1

1

1

cells/mL

amplitude

e i e e e

Image processing and machine-learning algorithm. After capturing the holographic image of the stained yeast sample, the hologram is

back-propagated to a range of distances (z,) from the CMOS image sensor. For each of the propagated images, cell candidates are identified using
thresholding and mathematical morphology operations. For each of the candidates, 10 features (including e.g. mean intensity and standard devia-
tion, etc.) are extracted from the amplitude and the phase images. A trained support vector machine (SVM) model is used to classify each of the
cell candidates as stained or unstained. Each classification results in a classification score, which represents the signed distance from the decision
boundary. The propagation distance with the largest mean absolute classification score is chosen as the optimal distance, and is used for labelling
and viability calculations with the same classifier. Cells classified into live and dead are labelled using green and red markings and displayed to the
user. Finally, viability percentage and the concentration are calculated based on the number of labelled unstained and stained cells.
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image, mean pixel value on the phase image, mean pixel
value on the amplitude image, standard deviation of the pixel
values on the phase image, and the standard deviation of the
pixel values on the amplitude image. The training data was
populated from two experiments, where 260 stained and 260
unstained cells were manually identified on the
reconstructed digital hologram and individually confirmed
using a high-resolution bench-top microscope (Olympus
BX51, 10x objective lens with 0.3 NA, and Retiga 2000R CCD
camera) as ground truth. In order to validate the predictive
capabilities of this library, 5-fold cross-validation was
performed.** We found that the percentage of unstained cells
correctly identified was 96.5%, the percentage of stained cells
correctly identified was 96.9%, the percentage of unstained
cells falsely identified as stained was 3.5%, and finally the
percentage of stained cells falsely identified as unstained was
3.1%.

The image processing and cell classification algorithm
digitally divides the full-FOV hologram into six tiles (each
with a FOV of ~3.8 mm®) and processes each sub-FOV indi-
vidually, which helps to minimize the effects of (1) the possi-
ble tilting or misalignment of the sample chamber with re-
spect to the sensor chip plane, and (2) variances in the
thickness of the sample holders. Our algorithm performs dig-
ital auto-focusing at each sub-FOV using the trained
machine-learning library. In order to do so, we reconstruct
the acquired digital holograms at multiple distances (z,) from
the image sensor chip. Next, the cell candidates are identified
at each z, using thresholding and mathematical morphology
operations and fed into the trained SVM model for classifica-
tion. An SVM classification score s; (i = 1, ..., N) which refers
to the signed distance from our decision boundary is calcu-
lated for each cell candidate in a given tile, where N is the to-
tal number of cell candidates. The distance with the largest
mean absolute classification score is chosen as the optimal
2z, distance for that specific sub-FOV, i.e.:

X lsi

argmax f(z,) =#

This focus criterion described above is also used for label-
ling and cell viability calculations using the same trained
classifier. Next, among all the cell candidates within a given
sub-FOV, the majority of clumps, dust particles, and twin-
image related artifacts are removed based on an SVM classifi-
cation score threshold. Most of these micro-objects lie close
to our decision boundary and have the lowest absolute classi-
fication scores. An SVM score threshold was determined in
order to exclude some of these false classifications from our
viability calculations. The number of cell candidates elimi-
nated based on this SVM classification score threshold is ap-
proximately 15% of the total number of cell candidates in a
given FOV. The remaining cells that are classified into
stained and unstained cell categories based on their SVM

This journal is © The Royal Society of Chemistry 2016
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classification scores are accordingly labelled using colour
markings on the reconstructed image (see Fig. 3 and 4) and
the viability percentage of the entire FOV is calculated by di-
viding the number of unstained cells by the total number of
cells. Finally, the concentration is calculated by dividing the
number of identified cells by the sample volume (~4.5 pL)
that is analysed by our imaging system.

Touch-screen graphical user interface (GUI)

A custom-designed touch-screen interface based on a tablet-
PC (Lenovo Yoga 2, Intel Core i7, 8GB RAM) was created to
work with our field-portable lens-free microscope. This inter-
face allows the user to load a previously captured sample ho-
logram or directly capture a new hologram using the field-
portable microscope, automatically setting the image capture
settings (Fig. 3a and b). Next, the user has the ability to run
our machine-learning algorithm on the holographic image
that is captured. The tablet interface either uses the auto-
focusing algorithm described earlier, in which case the entire
analysis can take 5-10 minutes to run for each test,
depending on the number of cells within the sample volume.
Alternatively, we can also use a list of previously calculated
optimal propagation distances (z, per-tile), in which case the
entire processing takes less than 30 seconds to run on our
tablet-PC. In our experiments, we noticed that the optimal
propagation distances are consistent from test-to-test when
using the same batch of coverslips in our microfluidic sam-
ple chambers; therefore, we ran the auto-focus algorithm only
once, and applied the same optimal distances to later experi-
ments using the same batch of sample holders (see Fig. 5).
SVM-classified stained and unstained cells, labelled using the
red and green markers respectively, are then displayed to the
user. The user has the capability to digitally zoom within a
given image and inspect each labelled cell. Through the same
GUI, the user can observe the unstained cell concentration,
total cell concentration, and the viability of each of the six
tiles/sub-FOVs in three separate bar graphs. Additionally, the
average concentration and viability information along with
the standard deviations within the tiles are all displayed to
the user (Fig. 3d and e).

Results and discussion

There is a large number of methods that can be used for
quantifying the viability of cells. One of the established
methods of determining cell viability is exclusion staining. In
this method, dead cells are stained, and after counting the
number of stained and unstained cells, a number between
0% and 100% is used to indicate the cell viability of the
sample.>*3® There are multiple exclusion stains used in in-
dustry to perform yeast viability testing.*”° One commonly
used stain is methylene blue,’**" which is inexpensive, can
be stored at room temperature, and has a relatively low toxic-
ity to humans.”> However, conventional methylene blue ex-
clusion testing methods suffer from (1) false positive results
at longer exposure times,® and (2) operator subjectivity,

Lab Chip, 2016, 16, 4350-4358 | 4353


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c6lc00976j

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

Open Access Article. Published on 23 September 2016. Downloaded on 1/22/2026 4:13:27 AM.

(cc)

' Start with

A

Select Image Capture Hologram Find % Viability

Total Concentration: 1.288e6 cells/mL ~ Count: 4541 cells  Viability: 82.08%

(e) Full Results:
Concentration: 1.288e6 cells/mL
Unstained concentration: 1.057e6 cells/mL

Viability: 82.08%

Total number of cells classified: 4541

View Article Online

Lab on a Chip

=

) 2 O/Ml: |

Concentration: - Viability: --

i

Total Concentration: 1.288e6 cells/mL  Count: 4541 cells  Viability: 82.08%

Standard deviation: 7.692e4
Standard deviation: 6.782e4
Standard deviation: 2.19

10

Total Concentration (cellsmL)
Unstained Concentration (cells/mL)

4
Tile Location

5 6 mean 1 2

4
Til Location

4
Tile Location

Fig. 3 Automatic yeast analysis platform (AYAP) touchscreen interface. (a) The user has the ability to capture a hologram directly using the lens-
free microscope or load a previously captured hologram. (b) Clicking the “Find Viability” button analyzes the full field of view either using auto-
focusing (based on the mean absolute SVM score) or by loading a list of optimal propagation distances obtained from a previous experiment. The
image is divided into six tiles processed individually. (c) All cell candidates are labelled as stained and unstained using red and green markers re-
spectively. The total concentration and viability are displayed at the bottom of the screen. (d) The user can digitally zoom in each image in order to
inspect every labelled cell candidate. (e) The user has the ability to see per-tile statistics of total concentration, unstained concentration, and viabil-

ity. Furthermore, standard deviations within the tiles are also displayed.

which is an important disadvantage compared to
fluorescence-based staining methods (e.g., using propidium
iodide).****

Our computational platform does not suffer from these
reported disadvantages of methylene blue because (1) it cap-
tures an image of the sample over a large field of view and
volume (~4.5 pL) in less than 10 seconds, therefore, reducing
false positives, and (2) our machine-learning algorithm elimi-
nates operator subjectivity. For these reasons, methylene blue
provides a very good staining method for our computational
platform due to its more practical and cost-effective nature.

The automated yeast viability and concentration results
obtained using methylene blue in our lensfree computational

4354 | Lab Chip, 2016, 16, 4350-4358

imaging system were compared with manual measurements
of viability and concentration based on fluorescence staining
of dead cells using propidium iodide. These two methods
were compared at various levels of cell viability and concen-
trations. We divided each sample under test into two sub-
samples of equal volume, staining one with our choice, meth-
ylene blue, and the other with propidium iodide. For each
test, four to five 10x objective lens (NA = 0.3) images of the
propidium iodide stained samples were captured and manu-
ally labelled using benchtop fluorescence microscopy. A sin-
gle lensfree image of the methylene blue sample was cap-
tured via AYAP. AYAP divides the large FOV into six tiles and
processes each tile independently. In our experiments we

This journal is © The Royal Society of Chemistry 2016
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20 um

10x Objective (0.3 NA)

Fig. 4 Full field of view (FOV) reconstruction and cell classification using AYAP. A lens-free amplitude image of a yeast sample stained with methy-
lene blue is shown. The total area processed in a single hologram is ~22.5 mm?2. This FOV is approximately 10 times larger than the FOV of a typi-
cal 10x objective lens. Zoomed-in regions of the lens-free amplitude image are shown as insets. A 10x objective lens (0.3 NA) comparison image is
shown next to each zoomed-in lens-free amplitude image. The red marking indicates a stained classification and the green marking indicates an
unstained classification made by the machine-learning algorithm. The scale bars indicate a 20 um length.

found out that when using the same batch of cover slips for
our microfluidic chambers, the optimal propagation dis-
tances are consistent from chamber to chamber, eliminating
the need for repeated digital auto-focusing, which makes the
total analysis time for each sample less than 30 seconds, even
using a modest tablet-PC.

In these experiments, viability of the yeast cells was varied
by mixing different ratios of heat-killed yeast with the origi-
nal yeast solution, and linear regression analysis was
performed for each method (i.e., AYAP using methylene blue
vs. benchtop fluorescence microscopy using propidium io-
dide), the results of which are summarized in Fig. 5a and b.
These results show that the AYAP measurements agree very
well with the gold-standard fluorescence-based exclusion
staining method. The slopes and Y-intercepts are also sum-
marized in Fig. 5b, which further illustrate the similarity of
the results of these two methods.

In order to test the performance of AYAP at various yeast
concentrations, serial dilution was performed and analysed
using linear regression (Fig. 5¢ and d). Once again, AYAP
measurements agree well with the fluorescence-based exclu-
sion stain within a concentration range of approximately 1.4

This journal is © The Royal Society of Chemistry 2016

x 10° to 1.4 x 10° cells per mL. Above this concentration
range, cell overlap and clumps increase, leading to measure-
ment and cell counting inaccuracies (see e.g., Fig. S11). Below
this concentration range, on the other hand, the variability in
concentration measurements due to statistical counting error
increases, which is also shared by other microscopy based
cell counting schemes due to the low number of cells per im-
aging FOV. Similarly, existing haemocytometers that are com-
monly used for laboratory and industrial applications claim
accurate measurements between a minimum concentration
of ~2.5 x 10° cells per mL and a maximum concentration of
~8 x 10° cells per mL,* and samples with larger concentra-
tion of cells are diluted. For example, for fermentation appli-
cations, the yeast sample is typically diluted by a factor of 10
to 1000, prior to manual counting with a haemocytometer.®
Therefore, our platform's dynamic range of cell densities is
quite relevant for various cell counting applications.

These results illustrate that the viability percentages and
concentrations measured using AYAP are in close agreement
to the gold-standard fluorescent staining method. The small
differences between the two methods may be attributed to a
few factors: (1) the channel height of our micro-fluidic

Lab Chip, 2016, 16, 4350-4358 | 4355
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Fig. 5 Concentration and viability measured by AYAP compared to propidium iodide based counting. (a-d) The viability measured by AYAP (solid
blue line) agrees with the propidium iodide based counting results (solid red line). The unstained cell concentration measured by AYAP (dashed
blue line) also agrees with the propidium iodide based results (dashed red line). In (a) the viability of the yeast cells was varied by mixing heat-killed
yeast with the original yeast solution at different ratios. In (c) cell concentration was varied through serial dilution. In (b) and (d) four or five 10x ob-
jective lens images of the propidium iodide staining were captured and manually labelled for each sample. The large FOV of a single AYAP image
was digitally divided into six tiles and each tile was independently processed by our machine learning algorithm. (e) Manual counting comparison
between propidium iodide and methylene blue. Dry active distiller's yeast cells were manually counted and labelled as stained/unstained using a
benchtop microscope. No statistically significant difference was observed between the two staining methods. Mann-Whitney test (non-parametric

method, N = 3) was used as the statistical analysis method. P < 0.05 was considered as a statistically significant difference.

chambers may slightly vary from test to test leading to
changes in the sample volume, which may cause our compar-
isons to have some systematic error; and (2) our machine-
learning algorithm currently ignores cell clumps, whereas in
the manual counting results for the fluorescent stain, we also
counted the cells within the clumps to the best of our ability.

In addition to these comparisons between AYAP and fluo-
rescence based standard exclusion method, we also
performed a control experiment to compare the viability per-
centages obtained from propidium iodide manual counting
and methylene blue manual counting - both using a stan-
dard benchtop microscope to better understand and only fo-
cus on the differences between the two stains, everything else
being same (Fig. 5e). For this goal, we divided our rehydrated
yeast sample into six samples of equal volume. Three sam-
ples were stained via propidium iodide and three samples

4356 | Lab Chip, 2016, 16, 4350-4358

were stained via methylene blue. Five different 10x objective
lens images were captured from each sample (fluorescence
and bright-field for propidium iodide and methylene blue, re-
spectively) and manually labelled. As seen in Fig. 5e, Mann-
Whitney test’® was used as the statistical analysis method
and no significant difference was observed between the via-
bility percentages of these two staining methods.

We would like to emphasize that AYAP's design is cost-
effective and field-portable as it approximately weighs 70 g
(excluding the tablet-PC) and has dimensions of 4 x 4 x 12
cm. Furthermore, the viability stain used in our platform,
methylene blue, is commercially available and does not re-
quire special storage conditions, making it especially appeal-
ing for field use. Furthermore, our platform allows for rapid
assessment of yeast viability and concentration: it performs
automatic labelling in 5-10 minutes when using auto-

This journal is © The Royal Society of Chemistry 2016
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focusing mode and in <30 seconds in cases where auto-
focusing is not needed. These processing times can be fur-
ther improved by using more powerful tablet-PCs or laptops.
In fact, to better put these computation times into perspec-
tive, the process of manual counting of some of our more
confluent samples (see e.g., Fig. 5a-d) took more than an
hour by lateral scanning using a benchtop microscope with a
10x objective lens.

AYAP achieves accurate yeast viability and concentration
analysis because the on-chip nature of our microscopy plat-
form allows imaging of a large FOV of ~22.5 mm’ (see
Fig. 4), which is more than an order of magnitude larger than
the FOV of a typical 10x objective lens (1-2 mm?), and there-
fore it permits the analysis of a significantly larger number of
cells in a short amount of time. Furthermore, our large imag-
ing FOV is captured in less than 10 seconds, limiting the
number of false positives associated with staining methods
that expose cells to toxic environments. And finally, operator/
user subjectivity is also eliminated in our system by using a
machine-learning based statistical cell classification algo-
rithm running on a tablet-PC.

Conclusions

We demonstrated a portable and cost-effective yeast viability
and concentration analysis platform that uses a lens-free
microscope and a trained machine-learning model to rapidly
image a large FOV of ~22.5 mm” and automatically classify
cells as live or dead. We used regression analysis in order to
compare the performance of our platform against a
fluorescence-based exclusion viability test and no significant
difference between two methods was observed within a large
cell concentration range of 0.14 million to 1.4 million cells
per millilitre. This cost-effective device and computational
method would be especially useful for the brewing and etha-
nol fuel production laboratories and industries.
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