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sed multiplex fluorescence
quenching immune chromatographic strips for the
simultaneous determination of sulfonamide and
fluoroquinolone residues in chicken samples†

Gaoshuang Hu, a Wei Sheng,a Shijie Li,a Yan Zhang,a Junping Wanga

and Shuo Wang*ab

A novel multiplex fluorescence quenching immune chromatographic strip (FQICS), using quantum dots

(QDs) as a fluorescence donor, was proposed to screen sulfonamide (SA) and fluoroquinolone (FQ)

residues in chicken samples, simultaneously. The principle of the proposed FQICS is on the basis of the

fluorescence quenching effect, and colloidal gold was used as the fluorescence quencher. The limit of

detection (LOD) in standard solution was 3 ng mL�1 and 0.6 ng mL�1 for sulfaquinoxaline (SQX) and

norfloxacin (NOR), respectively, through visual detection using UV. For specificity analysis, results

obtained indicated that this established method could be applied in broad-spectrum detection of SAs

and FQs. Then the proposed FQICS was successfully applied in semiquantitative analysis of SQX (30 mg

kg�1) and NOR (6 mg kg�1) in spiked chicken samples. The results obtained using the strips showed great

agreement with those obtained using an ELISA kit, which indicates the good accuracy of the strips. As

a conclusion, the proposed FQICS with a signal “turn-on” mode provides a suitable immunoassay for

rapid, sensitive and simultaneous screening of SAs and FQs in chicken samples on-site.
Introduction

Sulfonamide (SA) and uoroquinolone (FQ) belong to the class of
antibiotics, and are widely used in preventing and treating animal
infection worldwide.1–3 However, the misuse of these chemicals
caused their residues in food samples and results in potential
hazards to human health, such as toxic reaction, allergic reaction
and the increasing formation of antimicrobial resistance.2,4 To
protect consumers against side effects related to SA or FQ residues,
maximum residue limits (MRLs) in foods have been proposed.5,6

Various instrumental analytical methods were established to
detect SAs and FQs in biological matrices, like capillary electro-
phoresis,7–9 gas chromatography–tandem mass spectrometry,10

liquid chromatography11–13 and high-performance liquid chroma-
tography coupled with mass spectrometry.14–19 However, because
these methods require expensive instruments, professional oper-
ators and complex procedures for pretreating samples, they are not
suited for rapid screening of large numbers of samples and eld
assays. The enzyme linked immunosorbent assay (ELISA)1,20 has
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attracted much attention due to its high sample throughput and
has been successfully applied in detecting SQX or FQs. However, it
is still restricted by time-consuming incubation processes and
multi-step operations.

Immune chromatographic strip (ICS), as one of the typical
rapid on-site detectionmethods, had become a dominant point-
of-care test technology for rapid screening due to its low costs,
simple manipulation, and less analysis time.6,21,22 The conven-
tional gold nanoparticles-based ICS usually have relative low
sensitivity because of the limited signal amplication effect.23

Fluorescent particles-based ICS are characterized by enhanced
sensitivity.24 However, the uorescent particles have the pecu-
liarity of sticking to the nitrocellulose (NC) membrane, due to
their large size and tendency to agglomerate.25 Futhermore, this
kind of ICS with signal “turn off” mode, still suffers from rela-
tively not high sensitivity because of requiring large amount of
target analytes to eliminate the signals on the test (T) line. New
immune chromatographic strip research efforts are focusing on
the development of multi-analyte-residue analysis and the
improvement of assay sensitivity.

Recently, some research groups25–30 reported a novel
uorescence-quenching ICS to improve the assay sensitivity. The
uorescence donors used in the above study were mainly uo-
rescein, uorescein-doped microspheres or Ru(phen)3

2+-doped
silica nanoparticles (RuNPs). QDs, as common uorescent parti-
cles, have a high-uorescence quantum yield, and a broad-
RSC Adv., 2017, 7, 31123–31128 | 31123
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excitation spectrum compared to organic dyes and uorescent
proteins, and have been frequently used as uorescent labels in
immunoassays.31,32

In this study, a rapid and sensitive uorescent quenching
immune chromatographic strips (FQICS) with turn-on signal was
established for simultaneous determination of SAs and FQs resi-
dues in chicken samples on-site, using QDs (the emission wave-
length was 532 nm under the excitation of 370 nm) as uorescent
donors, and colloidal gold (the absorption wavelength was 520
nm) as uorescent quenchers. Most of the above-mentioned
published paper stated that the primary cause of uorescence
quenching is attributed to the uorescence resonance energy
transfer (FRET) between AuNPs and uorescein or uorescein-
doped microspheres. Therefore, we suggest the FRET maybe the
main cause of uorescence quenching in our proposed assay.
Based on antibody–antigen interactions, the gold nanoparticles
labeled antibody will be captured and coated on test (T) line, and
which will cause the uorescence quenching of T line. And when
free analytes were added, the uorescence of T line cannot be
completely quenched by gold nanoparticles, and will be visible.
Assay results could be obtained by observing the uorescence
change present in the T line. This proposed method with turn-on
model produced positive signals correlated with the detected
targets, greatly improving the sensitivity. Besides, the proposed
method showed advantage of multi-analyte-residue analysis on-
site, shortening analytical time.
Materials and methods
Materials and instrument

SAs and FQs standards, chloroauric acid (HAuCl4), ovalbumin
(OVA, MW 45 kDa), 1-ethyl-3-[3-(dimethylamino)propyl]
carbodiimide (EDC) were obtained from Sigma Aldrich Co. Ltd.
(St Louis, USA). The QDs (ZnCdSe/Zns) was from Wuhan Jiayuan
Quantum Dots Co., LTD, Wuhan, China. Anti-SQX and anti-NOR
monoclonal antibody, SQX hapten were all produced in our labo-
ratory. The commercial ELISA kit was from Reagent Technology
Co. Ltd, Shenzhen, China. All the other reagents were of at least
analytical grade and used without further treatment.

Absorbent pad, glass ber membrane (SB 06), lter paper
and polyvinyl chloride sheets were obtained from Kinbio Tech
Co. (Shanghai, China). Three types of NC membranes (HF180,
HF135 and HF90 with capillary ow rates of 180, 135 and 90 s
per 4 cm, respectively) were from Millipore (Bedford, MA, USA).

Ultraviolet-visible (UV-vis) absorption spectra were obtained
with Shimadzu UV-2300 UV-vis spectrophotometer (Shimadzu,
Japan). The uorescence intensity of QDs was determined using
F-4500 uorescence spectrophotometer (Hitachi Co., Japan).
The strips were determined by using a portable analyzer with
a UV lamp (Shanghai Jiapeng technology co., China). The strips
were prepared using a guillotine cutter (ZQ2000) and dispenser
(HM3035) (Shanghai Kinbio Tech. Co., Ltd., China).
Preparation of monoclonal antibody and coating antigen

Sulfaquinoxaline (SQX) and noroxacin (NOR) monoclonal
antibody were puried using caprylic acid–ammonium sulfate
31124 | RSC Adv., 2017, 7, 31123–31128
method.33 And the coating antigen (SQX–OVA and NOR–OVA)
were prepared using activated ester methods.34,35
Preparation of OVA–QDs complexes

The OVA–QDs complexes were prepared according to previously
described protocol with some modication.36,37 100 mL QDs
(QD-COOH) (8 mM, dissolved in 50 mM pH 8.4 borate buffer)
was rst diluted using 10 mM sodium borate (pH 8.6) into
a nal concentration of 1 mM. Subsequently, 24 mL EDC solution
(10 mgmL�1 in sodium borate) and 0.3 mg OVA were added and
stirred gently for 4 h at room temperature. Finally, the obtained
mixture was concentrated to 100 mL and collected off sunlight.
Preparation of colloidal gold and gold labeled McAb

The colloidal gold was produced referring to the previous
method.38,39 And the synthetic colloidal golds were uniformly
spherical and presented high monodispersity with respective
average sizes of approximately 20 nm.

Then the gold labeled SQX McAb was prepared as follows. 10
mL 0.2 mol mL�1 K2CO3 was appended to the prepared colloidal
gold (1 mL) to adjust its pH value to 8.5, 18 mL anti-SQXMcAb at
the concentration of 1 mg mL�1 was then added. Aerwards,
the reacted solution was kept at room temperature for 1 h. Then
20% BSA solution (20 mL) and 20% PEG-20 000 (10 mL) were
added and incubated at room temperature for 15 min to block
the unreacted surface of the colloidal gold. The solution was
then centrifuged for 30 min (10 000 rpm, 4 �C). The precipitate
was re-suspended in dilution buffer and nally the gold labeled
SQX McAb were obtained.

For the preparation of gold labeled NORMcAb, 15 mL 0.2 mol
mL�1 K2CO3 was appended to the prepared colloidal gold (1
mL) to adjust its pH value to 9.0, then 18 mL anti-NOR McAb at
the concentration of 1 mg mL�1 was added. Aerwards, the
solution was placed without stirring at room temperature for
1 h. The rest procedure was the same as the above procedure
about preparing gold labeled SQX McAb.
Construction of FQICS

The test strip was made up of sample pad, conjugate pad, NC
membrane, absorbent pad and PVC sheet from the top down.
The PVC sheet (30 cm � 6 cm) was applied as the backing plate,
and the NCmembrane (2.5 cm wide) was placed on the center of
the PVC sheet.

FQICS were developed referring to the work reported by Fu
et al. and Shi et al.,25,29 and performed as following. OVA–QDs
complexes were diluted with a suitable amount of 0.01 M, pH
7.4 PBS. And 20 mL of the OVA–QDs and NOR–OVA immobilized
on NC membrane (0.8 mL cm�1) at lowest side to form T2 line,
20 mL of the OVA–QDs and SQX–OVA were distributed on NC
membrane (0.8 mL cm�1) in the middle to form the T1 line. 20
mL OVA–QDs (0.8 mL cm�1) was immobilized in the upper side
to form the C line. The treated membrane was then dried at
37 �C. Then the strips were assembled and cut into individual
strips (0.37 cm wide).
This journal is © The Royal Society of Chemistry 2017
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Test principle

For FRET, the emission spectrum of the donor must strongly
overlap with the absorption spectrum of the acceptor, and the
uorescence donor must be sufficiently close to the uores-
cence acceptor. In this proposed FQICA, as shown in Fig. 1B, the
colloidal gold showed an absorbance wavelength of about
520 nm, and the emission wavelength of QDs was 532 nm under
the excitation of 370 nm. A large spectrum overlap exists
between the uorescence donor and uorescence acceptor,
which offered a necessary condition for the occurrence of the
FRET. Besides, the exible chains of the antibody will then
provide a suitable distance, so that the space between QDs and
colloidal gold is short enough to cause FRET. Therefore, we
inferred the FRET maybe the main cause of uorescence
quenching in our proposed assay.

The principle of the FQICS is illustrated in Fig. 1. Firstly, the
sample was mixed with the gold labeled antibody mixture and
then dropped onto the sample pad. Then the liquid sample
containing gold labeled antibody mixture migrates via capillary
action. If the added samples were negative without SQX or NOR,
the mixtures reached the T2 line coated with NOR–OVA coating
antigen and OVA–QDs, the gold labeled NOR McAb bind to
NOR–OVA coating antigen. Since the QDs was simultaneously
settled at the same place, the binding of gold labeled NORMcAb
to NOR–OVA coating antigen will cause the uorescent intensity
on T2 line to be quenched and become weak. The liquid sample
containing gold labeled SQX antibody continue migrating and
when they reach the T1 line coated with SQX–OVA and OVA–
QDs, the gold labeled SQX McAb bind to SQX–OVA, and the
same phenomenon will happen, causing the uorescent at T1
line to be quenched. If a positive sample solution with NOR is
added, rstly the free NOR will react with the gold labeled NOR
McAb, which will cause less gold labeled NOR McAb to
Fig. 1 Schematic illustration of the fluorescent quenching immune ch
under an excitation of 370 nm, and UV-Vis absorption spectrum of collo

This journal is © The Royal Society of Chemistry 2017
conjugate with NOR–OVA settled on T2 line. On this condition,
the uorescence at T2 line cannot be quenched completely and
will be visible. If the added sample containing enough NOR, the
uorescence intensity at T2 line will recover to the maximum.
And if a positive sample solution with SQX is added, which will
cause less gold labeled SQX antibody combine with SQX–OVA
settled on T1 line. On this condition, the uorescence at T1 line
will be visible. If sample solution containing both NOR and
SQX, the uorescence at both T2 line and T1 line will recover.

As a conclusion, the change of the uorescence intensity at
T2 and T1 lines reect the quantity of the NOR and SQX. The
proposed FQICS present a positive correlation relationship
between the uorescence intensity and the analyte concentra-
tion, allowing users to obtain visual results from weak uores-
cent signals.

Sample assay

Chicken samples (certied without SQX or NOR) were spiked
with a known amount of SQX (0, 30 mg kg�1), a known amount
of NOR (0, 6 mg kg�1), and a known amount of SQX (0, 30 mg
kg�1) and NOR (0, 6 mg kg�1) mixture, respectively, and kept
frozen until use. 1.0 g sample were placed in 50 mL centrifuge
tube, subsequently 0.1 mol L�1 NaOH (0.2 mL) and methanol
(0.8 mL) was added to each tube. The mixture was then treated
with vigorous vortex oscillation and extracted for 5 min. Aer
centrifugation (10 000 rpm, 15 min, 4 �C), the supernatant was
collected and diluted with PBST at a ratio of 1 : 10, and then
used for analysis.

Results and discussion
Optimization of the FQICS assay

The conditions of the FQICS assay (as shown in Table S1†) were
optimized in this study to achieve the optimal detection
romatographic strips (FQICS) (A). And fluorescence spectrum of QDs
idal gold (B).

RSC Adv., 2017, 7, 31123–31128 | 31125
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Fig. 2 Sensitivity analysis in PBST solution with different NOR and SQX
concentrations using the proposed FQICS.
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performance. NC membrane and dilution ratio of the coating
antigen, gold labeled antibody and uorescence labels (OVA–
QDs), each has a signicant effect on the strip sensitivity and
performance in this study. Three different types of NC
membranes (capillary ow rate of 90 s/4 cm, 135 s/4 cm and 180
s/4 cm) were tested, and the membrane of 135 s/4 cm was found
to be the most suitable one, it might be because the membrane
of 135 s/4 cm provides the most suitable capillary ow rate,
thereby resulting in the most suitable reaction time and
allowing the assay achieving good sensitivity. The dilution ratio
of uorescence labels OVA–QDs were 1 : 8 on the T1, T2 and C
line, because enough uorescence intensity for visual signal
could be ensured on this condition by the naked eye under the
portable UV lamp at 370 nm. On T2 line, OVA–QDs mixed with
NOR–OVA was settled, and the dilution ratio and solution of
NOR–OVA was 1 : 8 in PBS. On T1 line, OVA–QDs mixed with
SQX–OVA was settled, and the dilution ratio and solution of the
SQX–OVA was 1 : 10 in PBS. The dilution ratio of gold labeled
NOR McAb was 1 : 100, and the dilution ratio of gold labeled
SQX McAb was 1 : 50. It was because the antibody and antigen
will react fully under these conditions and the uorescence on
T1 and T2 line will be totally quenched. At C line, OVA–QDs
mixed with PBS containing 3 mg mL�1 OVA was settled, and the
function of OVA was to x the same amount of OVA–QDs to C
line as the amount of OVA–QDs on T1 and T2 line, allowing the
same uorescence intensity on all the three lines. Under the
above conditions, the assay can not only achieve reliability of
visual detection, but also present good sensitivity.

Visual assessment of the FQICS

The visual LOD for the proposed FQICS was dened as the
minimum concentration of NOR and SQX resulting in the
appearance of uorescence band on T2 and T1 line of the strip
by the naked eye under the portable UV lamp at 370 nm.
Different concentration of NOR (0, 0.6, 2 ng mL�1) and different
concentration of SQX (0, 3, 10 ng mL�1) were studied to deter-
mine the sensitivity of FQICS in PBST (PBS buffer containing
0.05% Tween-20). As shown in Fig. 2, the concentration of the
targets inversely correlated with the uorescence intensity on
the test lines. Faint bright uorescence band appeared on T2
line at 0.6 ng mL�1 of NOR and on T1 line at 3 ng mL�1 of SQX.
Accordingly, three bands appeared indicating that the concen-
tration of NOR and SQX was at or above 0.6 ng mL�1 and 3 ng
mL�1, respectively. If only the uorescence on C line and T2
band appeared, indicating that the concentration of NOR at or
above 0.6 ng mL�1, while the amount of SQX was below 3 ng
mL�1. And if the uorescence on C line and T1 band appeared,
indicating that the concentration of SQX at or above 3 ng mL�1,
while the concentration of NOR was less than 0.6 ng mL�1.

Specicity

Specicity of the FQICS was tested by evaluating the reactivity of
the antibody with other analogues. In this study, thirteen
analogues of SAs type were studied as follows: sulfa-
chloropyridazine, sulfamethoxypyridazine, sulfamethoxazole,
sulfametoxydiazine, sulfadimethoxine, sulfathiazole,
31126 | RSC Adv., 2017, 7, 31123–31128
sulfapyridine, sulfamoxol, sulfamethoxazole, sulfadiazine, sul-
soxazole, sulfadimidine, sulfadoxine. The concentration of
each compound at 10, 50, and/or 1000 ng mL�1 in PBST were
applied for the strips, as shown on Fig. 3A. The T1 line showed
faint bright uorescence recovery when the concentration of
sulfachloropyridazine, sulfamethoxypyridazine, sulfamethox-
azole and sulfametoxydiazine was 10 ng mL�1, respectively. For
sulfadimethoxine, sulfathiazole, and sulfapyridine, at concen-
trations of 50 ng mL�1, the uorescence intensity of T1 line
showed recovery. While for the other six analogues, even at 1000
ng mL�1, no obvious uorescence recovery on T1 line was
observed. The obtained results demonstrated that the strips can
be applied in not only detecting SQX, but also detecting seven
other SAs, at certain concentration.

Eleven analogues of FQs were also studied. As shown in
Fig. 3B, the concentration of each compound at 5, 20, and/or
1000 ng mL�1 in PBST were applied for the strips. The uo-
rescence recovery appeared on T2 line, when the concentration
of ciprooxacin, nalidixic acid, enrooxacin, ooxacin, oxilinic
acid, umequine, eroxacin and lomeoxacin was 5 ng mL�1,
respectively. For enoxacin, marbooxacin at concentrations of
20 ng mL�1, the uorescence intensity of T2 line showed
recovery. For cinoxacin, at concentrations of 1000 ngmL�1, only
week uorescence recovery was observed on T2 line. The results
indicated that the strips can be applied in not only detecting
NOR, but also detecting other ten other FQs, at certain
concentrations.

As a conclusion, the FQICS proposed in this study can be
applied for qualitative detection of 8 SAs and 11 FQs, due to the
broad spectra property of antibody prepared by our lab.
Samples analysis

Commercial ELISA kit was used to verify the accuracy of the
FQICS (NOR and SQX were taken for example). As shown in
This journal is © The Royal Society of Chemistry 2017
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Fig. 3 Specificity analysis using the QDs-based FQICS. (A) Compounds from left to right, (1) PBST, (2) SQX (3 ng mL�1), (3) sulfachloropyridazine
(10 ng mL�1), (4) sulfamethoxypyridazine (10 ng mL�1), (5) sulfamethoxazole (10 ng mL�1) (6) sulfametoxydiazine (10 ng mL�1), (7) sulfadime-
thoxine (50 ng mL�1), (8) sulfathiazole (50 ng mL�1), (9) sulfapyridine (50 ng mL�1), (10) sulfamoxol, (11) sulfamethoxazole, (12) sulfadiazine, (13)
sulfisoxazole, (14) sulfadimidine, (15) sulfadoxine, and their concentration were all 1000 ng mL�1. (B) Compounds from left to right: (1) PBST, (2)
NOR (0.6 ng mL�1), (3) ciprofloxacin (5 ng mL�1), (4) nalidixic acid (5 ng mL�1), (5) enrofloxacin (5 ng mL�1), (6) ofloxacin (5 ng mL�1), (7) oxilinic
acid (5 ng mL�1), (8) flumequine (5 ng mL�1), (9) fleroxacin (5 ng mL�1), (10) lomefloxacin (5 ng mL�1), (11) enoxacin (20 ng mL�1), (12) mar-
bofloxacin (20 ng mL�1), (13) cinoxacin (1000 ng mL�1).
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Table 1, when the concentration of NOR reached to 6 mg kg�1,
positive results (+) on T2 line could be observed by using the
FQICS. And when the concentration of SQX reached to 30 mg
kg�1, positive results (+) on T1 line could be observed by using
the FQICS. Besides, all the results obtained using the strips were
in good agreement with those performed using ELISA kits,
indicating the high accuracies of the proposed assay. It is worth
noted that, the proposed QDs-based FQICS could be applied in
simultaneous detection of SQX and NOR in chicken samples.
Table 1 Recoveries of the spiked chicken samples using comercial
ELISA kits and the proposed FQICSa

Spiked analytes Comercial ELISA kitsc
QDs-based
FQICSd

SQX
(mg kg�1)

NOR
(mg kg�1)

SQX kits
(mg kg�1)
(n ¼ 3)

NOR kits
(mg kg�1) (n ¼ 3)

T1 line
(n ¼ 3)

T2 line
(n ¼ 3)

0 0 NDb NDb �,�,� �,�,�
30.00 0 27.26 �

0.79
NDb +,+,+ �,�,�

0 0 NDb NDb �,�,� �,�,�
0 6.00 NDb 6.87 � 1.79 �,�,� +,+,+
0 0 NDb NDb �,�,� �,�,�
30.00 6.00 28.80 �

1.30
7.11 � 0.32 +,+,+ +,+,+

a Visual assessment of T line: (�) negative result, (+) positive result.
b Not detected. c Two kinds of comercial ELISA kits were needed to
detect these two drugs (NOR and SQX) in chicken samples. d The
proposed FQICS could be applied in simultaneous detection of SAs
and FQs in chicken samples according to the occurrence of
uorescence signals on T1 and T2 line.
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However, two kinds of commercial ELISA kits were needed to
detect these two drugs (SQX and NOR).

Conclusions

In summary, a multiplex sensitive FQICS based on the uores-
cence quenching effect was established to determine SAs and
FQs in chicken samples, simultaneously. The FQICS presented
a turn-on mode method and allowed users to obtain visual
results from weak uorescent signals, greatly improving the
sensitivity of the assay. The developed FQICS was then
successfully applied in sensitive and rapid detection of SQX and
NOR in chicken samples. The results showed good agreement
between the developed FQICS and the ELISA kits. In addition,
the assay was simple to perform, and the detection could be
completed within 10 min. The proposed method provides
a sensitive, fast, on-site, and user-friendly method for detecting
SAs and FQs present in chicken samples, simultaneously.
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