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Precise control of the size, shape, and composition of nanocrystals will be required to fully explore and
utilize unique properties of nanomaterials with a broad range. In this manuscript we have designed
colloidal QD chains, using carboxyl-modified red fluorescent cadmium telluride (CdTe), which were self-
assembled by the mediation of trithiocyanuric acid (TTCA). Furthermore, a ratiometric fluorescent sensor
with dual-emissions was constructed by mixing the QD chains with blue fluorescent carbon dots (CDs)
for the visual ultrasensitive detection of As(il) in environmental water. In the process of As** detection, it
could react with the third sulfydryl, which resulted in the agglomeration of QD chains and quenching of
the red emission of the QDs, while the blue fluorescent CDs were insensitive to the analyte. So the
variation of fluorescence intensity ratios produces an obvious change of the fluorescence color from
fushia to blue, which can be conveniently observed by the naked eye under a UV lamp without any
complicated instrumentation. The LOD of this ratiometric fluorescent probe could reach as low as 1 ppb,
which is much lower than the maximum level of 10 ppb As®* in drinking water stipulated by WHO.

Following the sensing mechanism, a paper-based sensor has been prepared by printing the ratiometric
Received 15th September 2017 b filt hich id ient and simol h for the visual detecti £ ASSH
Accepted 19th November 2017 probe on filter paper, which provides a convenient and simple approach for the visual detection of As™".
Therefore, the very simple and effective strategy reported here could be extended to the visual detection

DOI: 10.1039/c7ra10259¢ of a wide range of analytes in the environment by the construction of highly efficient ratiometric

Open Access Article. Published on 23 November 2017. Downloaded on 10/29/2025 6:45:35 PM.

Thisarticleislicensed under a Creative Commons Attribution-NonCommercial 3.0 Unported Licence.

(cc)

rsc.li/rsc-advances nanoprobes.

Introduction

Inspired by recent impressive development in colloidal
synthesis and assembly mechanism, the past few decades have
witnessed the emergence of a general synthetic strategy for
sculpting inorganic solid units into functional nanomaterials
with unprecedented physical and chemical properties
compared with their bulk counterparts.’® Precise control of
size, shape, and composition of nanocrystals will be required to
fully explore and utilize optical,** electronic,® magnetic,” and
catalytic properties® of nanomaterials with a broad range. In the
case of semiconductor quantum dots (QDs), the relation
between the geometry and the electronic structure is encoded in
quantum confinement: the nanocrystal surface serves as
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a boundary to confine the electron and hole wave functions.*™*
The control over size and shape of quantum-confined QDs
might obtain function nanomaterials with desired optical and
other properties.

Self-assembly of nanocrystal (NC) building blocks into
mesoscopic superstructures with well-defined symmetry and
geometry has proved to be essential for creating new materials
with rationally designed structures and novel properties.'”
Despite the tremendous progress in colloidal assembly, it still
remains a fundamental challenge to assemble isotropic spher-
ical NCs into one-dimensional (1D) ordered superstructures.
The assembly challenges related with 1D NC ordered super-
structures are mainly because of the lack of directional inter-
actions arising from the isotropic nature of spherical NCs. As
aresult, external assistance is usually needed in order to achieve
linear organization of NCs.”* Over the past few years, much
effort has been devoted to explore the anisotropic assembly of
NCs, aiming to develop a general approach that enables the 1D
organization of colloidal NCs over long distances.** It has been
reported that the intrinsic magnetic-dipole moment is capable
of inducing the linear assembly of NCs in the presence of
a magnetic field, yet this strategy is only applicable to certain
types of magnetic NCs.">'® The linear arrangement of NCs can
also be realized with the aid of templates such as
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lithographically patterned surfaces and rolled sheets.'”™°
However, these methods usually suffer from either low yields or
short-range NC ordering. On this point, great efforts have been
made to precise engineer the structure of nanocrystals, so as to
generate targeted structures with unique functions. Gaining
deeper insight into structure-property relationships and
finding an effective method for precisely controlling architec-
tures are two of the central issues in both materials and
chemical science. The goal is not only to expand material
applications but also to shed light on the development direction
of material synthesis and design.

Most of reported fluorescent probes respond to targeting
analytes through quenching the fluorescent intensity, which are
not suitable for practical use, because the intensity of the single
emission sensor changes while the fluorescence remains the
same. Besides, the change of the single fluorescence intensity is
not highly reproducible due to the interference of instrumental
efficiency and environmental conditions.”>* Two individual
fluorescence emission wavelengths used for ratiometric fluo-
rescent sensing could reduce the above limitations by means of
self-calibration. Because one emission peak as reference is
constant and another can be severely quenched as a signal
report unit, the colour change of dual-emission fluorescent
sensors is obvious and easily recognized by the naked eye under
a UV lamp. Meanwhile the background interferences could be
effectively eliminated and the sensitivity of the sensor could be
improved. To this end, one emitter of the dual-fluorescence
sensor should be sensitive to the analyte, while the other
should not respond.

Arsenic is one of the most highly toxic elements in water
which has numerous threats to global health.?” The major
arsenic species found in environment are inorganic arsenite
(As*") and arsenate (As®) salts, organic forms of arsenic,?** but
exposure to different oxidation state of arsenic is quite varied. It
is well-know that the inorganic arsenic is more toxic than
organic arsenic, and arsenite is more toxic than arsenate.>® The
carcinogenic effect of As(u) has already been confirmed
according to the experiment, where it has been found that
normal stem cells were exposed to 5 uM arsenite in vitro could
result in a cancer stem cell phenotype by 18 week.*” In consid-
eration that arsenic exposure have a strong impact on humans,
the U.S. EPA and the WHO to lower the maximum contaminant
level (MCL) for As(m) in drinking water from 50 to 10 ppb in
2001.>® Nowadays, this lower MCL has stimulated many
research to develop new methods for monitoring arsenic. There
have been several methods used to detect trace levels of arsenic.
For example, high performance liquid chromatography
(HPLC),” atomic fluorescence spectrometry (AFS),* inductively
coupled plasma-mass spectrometry (ICP-MS),** etc. These
methods all have extremely low detection limits, but as we all
know that it's all expensive methods, and we cannot monitor
real time and realize on-site detection.

In this manuscript, we have designed the colloidal QD
chains, which were self-assembled by the mediation of trithio-
cyanuric acid (TTCA). The TTCA molecules can replace the
mercaptopropionic acid (MPA) molecules from the surfaces of
MPA-QDs, and the steric effect prevent the QDs from reacting
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with the third sulfydryl, so that it could form colloidal QD
chains. Furthermore, a ratiometric fluorescent sensor with
dual-emissions was designed by mixing the QD chains with blue
fluorescent carbon dots (CDs) for the visual ultrasensitive
detection for the more poisonous As(m) in the environmental
water. In the process of As®" detection, it could react with the
remained sulfydryl, which resulted into the agglomeration of
QD chains and quenching red emission of the QDs while the
blue fluorescent CDs are insensitive to the analyte. So the
variation of fluorescence intensity ratios produce an obvious
change of the fluorescence color from fushia to blue, which can
be conveniently observed by the naked eye under a UV lamp
without any complicated instrumentation. The LOD of this
ratiometric fluorescent probe could reach as low as 1 ppb,
which is much lower than the maximum level of 10 ppb As*' in
drinking water stipulated by WHO, and it is a breakthrough of
As(m) detection by fluorescent method. Following the sensing
mechanism, a paper-based sensor has been prepared by
printing the ratiometric probe on a filter paper, which provides
a convenient and simple approach for the visual detection of
As®". Therefore, the very simple and effective strategy reported
here could be extended to the visual detection of a wide range of
analytes in the environment by the construction of highly effi-
cient ratiometric nanoprobes.

Experimental
Chemicals and materials

All chemicals used were analytical grade. Cadmium chloride
hydrate (CdCl,-2.5H,0), tellurium powder, sodium borohy-
dride (NaBH,), sodium hydroxide (NaOH), sulfuric acid
(H,S0,), citric acid and ethylenediamine were obtained from
Sinopharm Chemical Reagent Company, Ltd. (Shanghai,
China). 3-Mercaptopropionic acid (MPA), arsenic standards
(As®", As®, organic As) and trithiocyanuric acid (TTCA) were
bought from Aladdin (Shanghai, China). Ultrapure water (18.2
MQ cm) was prepared by a Millipore water purification system.

Instruments

Fluorescent spectra were recorded with a Cary Eclipse fluores-
cence spectrophotometer. The structure and morphology were
examined using a JEM-2100F transmission electron micro-
scope. Infrared (IR) spectra were performed on a Thermo Fisher
Nicolet iS10 FT-IR spectrometer. The UV-visible absorption
spectra were obtained with a Shimadzu UV-2550 spectrometer.
Fluorescent photos were taken under AGL-9406 portable UV
lamp (365 nm) by a Canon 600D digital camera.

Synthesis of MPA modified CdTe QDs (MPA-QDs)

The red-emission CdTe QDs were synthesized according to the
reported method with some modification in the aqueous
phase.** Firstly, 0.0638 g (0.5 mmol) of tellurium powder and
0.2 g of NaBH, were added to 4 mL of deoxygenated water under
a nitrogen atmosphere in an ice bath, the black mixture
changed into white by stirred under a nitrogen atmosphere for
10 h to get the NaHTe solution. Meanwhile, 0.2284 g (1 mmol) of

This journal is © The Royal Society of Chemistry 2017
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CdCl,-2.5H,0 and 210 pL (2.5 mmol) of MPA were dissolved in
100 mL of ultrapure water and adjust the pH value of the
mixture to 9 with 1.0 M NaOH, and the mixture was stirred
under nitrogen for at least 30 min to remove the oxygen. Then,
20 mL of 0.5 M H,SO, was injected into the as-prepared NaHTe
solution and the freshly prepared H,Te was transferred into the
above solution under a nitrogen atmosphere, the CdTe
precursor (final molar ratio, Cd**/Te*> /MPA = 1: 0.5 : 2.5) was
immediately formed with a colour change from colorless into
red. The mixture was refluxed for 48 h at room temperature and
then the red-emission MPA-QDs were obtained. Finally, the QDs
were precipitated with acetone and purified by centrifugation.
The purified MPA-QDs were dispersed in ultrapure water for
further use.

Synthesis of TTCA-QDs

TTCA-QDs was prepared by further modified MPA-QDs with
TTCA. Typically, 10 mL of MPA-QDs was added to 20 mL
deionized water and 250 pL 0.01 M of TTCA was then gradually
added into the above mixture and stirred for 12 h in the dark.
Finally, the obtained TTCA-QDs were purified by dialysis for
10 h and then stored in the dark.

Synthesis of carbon dots (CDs)

According to the previously reported method in literature.*
Typically, 1.05 g of citric acid and 0.34 mL of ethylenediamine
were first dissolved in 10 mL ultrapure water. Then, the solution
was transferred to a polytetrafluoroethylene autoclave (30 mL)
and heated at 200 °C for 5 h. After reaction, the reactor was
cooled to room temperature naturally and the CDs were further
purified by dialysis for 24 h.

Detection of As** with the ratiometric probe

Typically, 100 pL the as-prepared TTCA-QDs and 20 pL CDs were
mixed in 2 mL DI water to form the dual-emission ratiometric
fluorescent probe, and was added into a quartz cuvette for
following detection. Then, 100 ppb As®>" was dropped into the
quartz cuvette in batches. And the fluorescence spectra of the
ratiometric probe under a single wavelength excitation at
350 nm were recorded by a fluorescence spectrophotometer. All
the sensitivity and selectivity measurements were conducted in
triplicate. The color changes were observed under a 365 nm UV
lamp.

Selectivity and interference experiments

To investigate the interference of other metallic ions (Co*", K%,
Ba®", Ni**, Ca®", Li*, Mn**, Na", Mg**, Zn*", Cd*", AI**, Pb*", Ag",
Fe*", Fe*", Cu®*, Hg”", As®* and organic As) on the detection of
As®", the fluorescent responses of the ratiometric probe to these
metal ions were performed following the same procedure to
that of As®* mentioned above. For the interference study,
13.4 uM of Co>", K*, Ba**, Ni**, Ca®*, Li*, Mn**, Na*, Mg**, Zn*",
cd*, A", Pb*, Ag", Fe**, Fe**, Cu®’, Hg**, As®" and organic As
were mixed with the ratiometric probe respectively. In the cases
of coexisting metal ions, then 1.34 pM As®>" was further added
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into the probe solution and the fluorescence spectra were
collected again.

Preparation of test papers

A common cartridge of a commercial inkjet printer was washed
with ultrapure water thoroughly until the ink powder was
cleared away, followed by drying in an oven at 50 °C for 6 h. The
mixture solution of TTCA-QDs and CDs (100/20 pL in 2 mL
ultrapure water) as “ink” was injected into the vacant cartridge.
The filter paper without any background fluorescence was
sticked on a piece of A4 paper. The rectangle pattern of 11 x 3
cm? was printed on the filter paper by the printer connected
with a computer, and the printing was repeated for 30 times.
After air-drying for 5 minutes, the pattern was cut into 3 x 1 cm?®
pieces for the visual detection of As(u).

Results and discussion

The CdTe QDs used in our research were first synthesized by the
functionalization of QDs with mercaptopropionic acid (MPA)
according to the reported method with some modification in
the aqueous phase, resulting into MPA-QDs with red emission
at 630 nm wavelength. Then a weak acid, trithiocyanuric acid
(TTCA), was chosen as the structural mediator for the formation
of the colloidal QD chains in solution. TTCA exhibits a perfectly
regular structure that is applied extensively in synthetic chem-
istry, and the two-dimensional hydrogen-bonding networks and
rich donor atoms of TTCA make it a strong candidate for the
synthesis of supramolecular structured materials. As illustrated
in Scheme 1, when mixed the MPA-QDs with TTCA aqueous

()

Scheme 1 Schematic illustration of the self-assembly process of
colloidal quantum dot chains in solution in the presence of trithio-
cyanuric acid (TTCA). (1) The TTCA molecules replaced the MPA
molecules from the surfaces of MPA-QDs; (2) and (3) TTCA-QDs
gradually self-assembled with each other to form dimer, trimer, and
chains.
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solution with stirring for 12 h in the dark, the TTCA molecules
can replace the MPA molecules from the surfaces of MPA-QDs
(1), and because of the TTCA molecules is much smaller than
MPA-QDs, the steric effect might prevent the QDs from reacting
with the third sulfydryl so it could form colloidal.

QD chains (2 and 3). The TEM characterizations of the
samples further demonstrated the formation mechanism of the
colloidal QD chains with TTCA molecules, as shown in Fig. 1.
There are no such chain-like structures noticed in the samples
without TTCA solution added into the mixtures (Fig. 1A). Long
chains were obtained in the final samples while mixed the MPA-
QDs with TTCA solution, and the chains contain several tens of
QDs which were formed by end-to-end connection just like the
neck-chain shown insert in Fig. 1B. The high resolution TEM
further confirmed the detailed structures of the colloidal QD
chains (Fig. 1C), and the TEM image in Fig. 1D demonstrated
that the obtained QD has good crystal essential and the QD
chains have some crystal defects along the connect areas of the
end-to-end. The replacement of TTCA molecules with MPA from
the surfaces of the QDs can also be proved by FTIR spectrum
(see Fig. S11), the peak at 2520 cm ™" in the left panel belongs to
the -SH groups of TTCA molecules, so the similar peak at
2515 cm~ ' wavelength in the right is from the third -SH of
TTCA. The normalized absorption spectra (Fig. S2t) and the
normalized fluorescence spectra (Fig. S31) of the TTCA-QDs
further demonstrated the replacement of TTCA with MPA
from the QD surfaces, insert digital photos in Fig. S2+ imply the
colour changes from red to light yellow and the weak red shift in
Fig. S3,T which was caused by the replacement of functional
groups on the surfaces on the QDs.

Fig. 1 TEM images of the samples. (A) CdTe QDs modified with 3-
mercaptopropionic acid (MPA); (B) low resolution TEM images of the
TTCA-QD chains, and insert shows a photo of a chain; (C) high
resolution TEM images of the TTCA-QD chains and (D) indicated
structural details of the QD chains.
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It should be noticed that the size of the nanocrystals also
play an important role for the final formation of the QD chains
in current system. If used smaller QDs in this system (green-
emission QDs with the diameter of about 2 nm), the resulting
samples are not QD chains but only aggregates of QDs (Fig. S47).
On the other hand, if larger size nanoparticles (Au NPs with the
size of about 12 nm) were adopted to perform the experiments,
there are no QD chains and aggregates of QDs in the obtained
samples. The smaller QDs have the trend to aggregate in solu-
tion because of noncovalent interactions (hydrogen bonding, -
stacking, van der Waals force, etc.). Among the neighbouring
QDs, and the steric effect cannot have effective influence on the
lager nanoparticles. Furthermore, the amounts of TTCA used in
the process also has influence on the final formation of QD
chains. As shown in Fig. S5, when added little amount of TTCA
into the system, the obtained samples only contain several
random QDs (see Fig. S5At). Some short chain-like structures
were noticed in the TEM images if increased the amount of
TTCA (Fig. S5B and Ct) gradually. However, there are no QD
chains in the final products but only aggregated QDs if higher
amounts were adapted to functionalize the QDs (Fig. S5E and
Ff). Little amount of TTCA is not enough to connect the QDs to
form long chains, and suitable amount can be utilized to form
QD chains in solution. However, too much amount of TTCA
added into the system would induce more noncovalent inter-
actions among the neighboring QDs and cause the aggregates
in the final samples. Fig. S5GT indicates there is weak red shift
during the QDs assembled.

Furthermore, the formation of colloidal QD chains should
have some unique optical properties originated from the chain-
like structures. To extend the potential applications of the QD
chains in optical sensing, a ratiometric fluorescent sensor with
dual-emissions was designed by mixing the QD chains with blue
fluorescent carbon dots (CDs) for the visual ultrasensitive
detection of As(m) in the environmental water, as shown in
Scheme 2. The remained sulfydryl on the surface of the TTCA-
QDs could act as reaction site of arsenic, upon the addition of
As® in the system, the formed As-S bonds induce the aggre-
gation of TTCA-QDs to quench the red fluorescence of QDs
fastly, resulting into the colour change from fushia to blue
(inserted photos) and visual/ratiometric detection of arsenic in
environmental water.

This dual-emission ratiometric fluorescence probe possesses
two emission peaks at 445 and 640 nm under a single wave-
length excitation of 350 nm with a fluorescence colour fushia
(see Fig. S61). With adding dosage of As®*, the red emission will
be quenched, while the blue fluorescent CDs are insensitive to
the analyte (see Fig. S71). The influence of temperature and pH
was investigated before the work, the stability of probes and the
sensitivity to As** must be in considered in detection, so pH =
6.5 and T = 25 °C was chosen for detection (Fig. S8%).
Furthermore, for obtaining the widest colour variation with the
mixture of blue and red, we have investigated five different ratio
of blue/red, as shown in Fig. S9 and S107 is the chromaticity
data of the optimum choice for CDs and TTCA-QD chains ratio.
Thus, blue CDs and red QD chains are mixed and the ratio of
emission intensity of blue to red is adjusted to 1:2, which

This journal is © The Royal Society of Chemistry 2017
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Quenching red
As(II)

Scheme 2 Schematic illustration of the ratiometric fluorescent sensors for the detection of As(i), the insets show the corresponding fluorescent
photo under 365 nm UV lamp from fushia (left) to blue (right) upon the addition of As®* in the sensing system.

could display a very wide/consecutive luminescence “from
fushia to blue”, Fig. S111 is the agglomeration of QD chains
after adding dosage of As®* due to bond with -SH. Fig. 2 shows
the variation of fluorescence intensity ratios produce an obvious
change of the fluorescence color from fushia to blue, which can
be conveniently observed by the naked eye under a UV lamp
without any complicated instrumentation. And the limit of
detection could be obtained by the definition, the ratio of 3
times the standard deviation of background and the slope of the
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Fig. 2 (A) The fluorescent spectra of mixture of blue CDs and red QD
chains at ratios 1: 2 with the addition of As(i). The insets show the
corresponding fluorescent photo under 365 nm UV lamp. (B) Fluo-
rescent intensity ratio, In (lg40//445), vs. the concentrations of As(in) in
the TTCA-QD chains/CDs.
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liner function (30/S), was calculated to be as low as 1 ppb,
compared to 5 ppb of MPA-QDs to As>" (Fig. S127), obviously the
QD chains improved the sensitivity to As** about 5 times than
QDs, it is a breakthrough of ion detection by the fluorescent
method (Table S17). The stability of the ratiometric probe is also
systematically investigated by fluorescence spectra in aqueous
solution under UV lamp, as in Fig. S13f the fluorescence
intensity ratios (Is40/I145) Of the probe remain unchanged over
3 h, demonstrating its excellent photostability. Fig. S141 shows
the dynamics of fluorescent responses of TTCA QD chains/CDs
to 50 and 100 ppb As®*". The reaction between -SH and As®*
could be completed in 1 minute, the reaction velocity is much
more outstanding than the method by instrument (Fig. 3).

In addition, the selectivity is also very important to a probe.
To investigate the interference of other metallic ions of the As®*
detection, the spectral selectivity were evaluated by measuring
the fluorescence intensity of the ratiometric probe and the
luminance colour. In Fig. 4, it can be seen that when 13.4 uM
Co*, K, Ba®", Ni**, Ca®", Li*, Mn>*, Na*, Mg**, Zn”*, Cd**, AI*",
Pb**, Ag®, Cu®*, Fe**, As®* and organic As was added into the
mixture, respectively; the ratio Is40/I445 almost unchanged, and
the color kept fushia under the illustration of UV lamp, sug-
gesting an excellent selectivity to As®>*. Although the Fe’" and
Hg>" have a little effect on the detection, we can add $,05>” to
eliminate the Fe*" and I, RhB to masking the Hg>* completely*
(Fig. S157). Then add 1.34 pM As®>" to the above system sepa-
rately to further investigate the interference to As®>" detection, it
is obviously shown that most of the metallic ions have no
interference to the detection of As*",

Furthermore, paper sensors have attracted much research
interests with wider applications in explosive analysis,** bio-
logical detection® and environmental monitoring.*® In partic-
ular, the unique advantages of paper sensors include visible
results, quick response, portability and low cost, making them
more suitable for practical use. In order to realize real time and
on-site monitor with above ratiometric probe, we apply the
probes on the filter paper to get a test paper for the visual
fluorescent detection of As** conveniently. The fluorescent test
papers were prepared using TTCA-QDs/CDs probe as fluores-
cent ink and was printed on a piece of filter paper through an

RSC Adv., 2017, 7, 53977-53983 | 53981
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Fig.3 (A) Fluorescent responses of TTCA-QDs/QDs to As(i) and other
metal ions with the excitation at 350 nm. (B) The black bars represent
the addition of an excess of cations (13.4 uM) in the absence arsenic
ions, the fluorescence ratio of the ratiometric probe towards various
metal ions. The red bars represent the subsequent addition of 1.34 uM
As** to the above solution to study the interference of the mixing
probe to As>*. The insets show the corresponding fluorescent photo
under 365 nm UV lamp.
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Fig. 4 (A) Visualization dosage of As(i) using the fluorescent test
papers prepared by printing TTCA-QDs/CDs ink on a piece of filter
paper. (B, C) Visual determinations of As(in) in tap water and lake water,
respectively. The photos were taken under 365 nm UV lamp that this
mixing probe could work efficiently in natural water sample.

inkjet printer connected with a computer, to confirm its visual
quantification with the wide and consecutive colour variations.
When the As** was evenly added on a piece of 3 x 1 cm” test
paper, the remarkable colour changes from fushia to blue at
different concentration of As** were seen under UV lamp clearly
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in Fig. 4A, which was similar to visual results of pH test paper.
Meanwhile, the effectiveness and reliability of test paper were
checked in the application for the detection of As®" in the lake
water and tap water. We used Fig. 4A as the standard color card,
spiked As®* of 40, 60, 100 ppb into it respectively and found the
displayed colors at 40, 60, 100 ppb were almost identical to the
standard (Fig. 4B and C). The results confirm that the as
prepared TTCA-QDs/CDs test papers can be actually applicable
for the detection of As** in the water sample. Moreover we have
added different amounts of As®" into the tap water and the lake
water to test the practicability of this ratiometric fluorescent
probe (Table S21), it shows the recoveries in the range of 99.4-
103% and 97.2-103.4% of the tap water and the lake water
respectively. It suggests that this mixing probe could work
efficiently in natural water sample.

Conclusions

In summary, a novel colloidal QD chains have been designed
with the mediation of trithiocyanuric acid (TTCA) to fully
explore the unique optical properties of CdTe quantum dots
(CdTe QDs). Furthermore, a ratiometric fluorescent sensor
with dual-emissions was constructed by mixing the QD chains
with blue fluorescent carbon dots (CDs) for the visual ultra-
sensitive detection of As** in the environmental water. With
adding dosage of As®**, the red emission QD chains could be
quenched because of the bond between -SH and the remained
sulfydryl, while the blue fluorescent CDs are insensitive to the
analyte. So the ratiometric fluorescent probe could display
a wide-colour-varying for visualized detection without any
complicated instrumentation. The LOD of this ratiometric
fluorescent probe could reach as low as 1 ppb, which is much
lower than the maximum level of 10 ppb As®" in drinking water
stipulated by WHO. Following the sensing mechanism,
a paper-based sensor has been prepared by printing the
ratiometric probe on a filter paper, which provides a conve-
nient and simple approach for the visual detection of As®".
Therefore, the very simple and effective strategy reported here
could be extended to the visual detection of a wide range of
analytes in the environment by the construction of highly
efficient ratiometric nanoprobes.
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