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Tuneable plasmonic gold dendrimer nanochains
for sensitive disease detection†

Antonio J. Ruiz-Sanchez, * Claudio Parolo, Benjamin S. Miller,
Eleanor R. Gray, Kristina Schlegel and Rachel A. McKendry *

We report the development of a tuneable plasmonic nanochain

immunoassay with increased sensitivity over traditional mono-

disperse nanoparticle lateral flow tests. Our approach takes advan-

tage of the unique self-assembling properties of polyamidoamine

dendrimers with gold nanoparticles in aqueous media to create

one-dimensional nanochains, with a distinct red to blue colour

change, attributable to a longitudinal plasmon resonance, which

can be readily detected by eye and a digital camera. We optimise

and characterise nanochain formation and stability using UV-visible

spectroscopy, transmission electron microscopy and dynamic light

scattering. As a proof-of-principle we focus on the application of

nanochains for point-of-care diagnostics for p24, an important

biomarker of early HIV infections and successfully detect p24 with

a limit of detection of 5 ng ml�1 in pseudo-serum, 4 fold more

sensitive than comparable studies with gold nanoparticles. These

findings and underlying concepts highlight the potential of advanced

functional organic–inorganic composite nanomaterials to diagnose

infections, with broad applicability to non-communicable diseases.

Infectious diseases rank among the gravest threats to human
health. HIV, Ebola, Zika virus underline the urgent need for
new diagnostics tests for use at the point-of-care (PoC).1 A late
HIV diagnosis has serious consequences for the individual
because treatment is delayed – leading to increased suffering
and reduced life expectancy. Late diagnosis also has consequences
for society due to the increased risk of onwards transmission by
people who are unaware of their infection.2 Gold standard
diagnostic tests, such enzyme linked immunosorbent assays
(ELISA), are well embedded in tertiary laboratories around the
globe, but they typically require samples to be sent by cold-chain
transportation, leading to significant turn-around times, and also
require large and expensive equipment and trained personnel.3

These characteristics limit their use in PoC settings. The ASSURED

requirements for PoC tests state that they should be: Affordable,
Specific, Sensitive, User-friendly, Rapid and Robust, Equipment-
free and Delivered to those in need. ASSURED diagnostics could
revolutionise PoC testing, and support faster initiation of
care and treatment, leading to improved health and economic
outcomes.4

Lateral flow immunoassays (LFIAs) fulfil many of the ASSURED
criteria and are widely used for diagnosis of infectious diseases
(e.g. HIV, flu) and other outcomes (e.g. pregnancy). The funda-
mental principle is simple and relies on the natural capillary-
driven flow of a sample along a nitrocellulose paper microfluidic
strip. The presence of a biomarker of infection is typically detected
by a sandwich immunoassay between a Test line of capture
ligands, a biomarker in solution, and gold nanoparticles (AuNP)
tailored with a complementary capture ligand in solution. A
positive result typically gives rise to a visible red coloured test
line within 5–20 minutes. The manufacturing cost per LFIA test
is typically less than 1 US dollar.5 Nevertheless, LFIAs have
limitations that impede their use in a wider range of diagnostic
applications, primarily a lack of sensitivity means that it is
difficult to detect very low concentrations of target protein,
leading to the risk of false negative results and missed opportu-
nities to access potentially life-saving treatment. Moreover, LFIAs
are notoriously difficult to interpret. Indeed, a recent behaviour
study of HIV self-tests showed that only 26% of naı̈ve testers,
who had not been trained to use the tests, correctly interpreted a
weak positive result.6

Herein we report the development of a novel plasmonic
nanomaterials-based approach to overcome the limitations of
LFIA sensitivity, potentially making these tests easier to inter-
pret and more user friendly. Our novel approach harnesses the
self-assembly of AuNPs with well-defined monodisperse poly-
amidoamine (PAMAM) dendrimers to build one-dimensional
nanochain-like structures. These nanochains have two key advan-
tages over traditional mono-dispersed AuNPs. Firstly, the char-
acteristic plasmonic bands confer a strong blue colour, which is
easily detectable by eye as a positive result and distinct from a red
control line used in lateral flow tests. Secondly, the presence of
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a chain of multiple nanoparticles in principle increases the
sensitivity compared to a single nanoparticle label. PAMAM
dendrimers are monodispersed, highly branched, globular
polymers.7 The multimeric cationic properties of their primary
amine end groups have been used in a range of biomedical
applications, for example in the formation of DNA/PAMAM
complexes in non-viral gene delivery8 and drug delivery.9 A
number of experimental and theoretical studies have explored
the self-assembly of dendrimer-gold nanoparticle composites
but typically they form random, amorphous aggregates driven by
electrostatic interactions between positively charged dendrimers
and negatively charged AuNPs. Such aggregates are far from
ideal for LFIA and can lead to poor reproducibility, and poten-
tially clog tests. Although some researchers have shown that
AuNPs can form organised into one dimensional structures, this
is typically non-trivial, and requires a special template10 or
organic solvents which can denature protein coatings.11,12 By
contrast, we demonstrate that stable gold-dendrimer nanochains
can be readily formed in aqueous media, without the need for
templates or organic solvents by tuning the density of dendri-
mers physisorbed onto each nanoparticle (Fig. 1). We also
demonstrate that this organic–inorganic hybrid plasmonic nano-
material significantly improves the performance characteristics
of LFIAs using model recombinant protein samples.

The preparation of gold-dendrimer-nanochains (GDnC-X) is
shown schematically in Fig. 2, where the suffix-X represents the
number of molar equivalents of PAMAM dendrimer compared
to AuNP. Details of the full synthesis are given in (ESI†) but in
brief, different GDnC-X were obtained by the addition of 30 ml
of PAMAM G5 dendrimer aqueous solution at different con-
centrations (0–200 nM) to 300 ml of commercial citrate-capped
AuNP (1.2 nM), the most common label in commercial LFIAs.5

PAMAM G5 dendrimers were selected due to their highly dense
cationic surface charge (128 primary amines) that can interact
with the anionic AuNPs. Immediately after the addition of the
dendrimers, the colour of the suspension changed and could
be tuned from a deep red to purple or blue by varying the molar
ratio X (Fig. 3).

We characterised the plasmonic properties, stability, physical
morphology and electrophoretic properties of GDnC-X nanocom-
posites using a range of methods, including UV-Vis Spectro-
scopy, Dynamic Light Scattering (DLS), Electrophoretic Light
Scattering (ELS) and Transmission Electron Microscopy (TEM).
Fig. 4A shows the UV-Vis spectra of freshly prepared samples of
GDnC-Xs compared to AuNPs with no dendrimers (GDnC-0.0)
(red line). Increasing X (the number of molar equivalents of
PAMAM dendrimer compared to AuNP) led to a notable decrease
in the intensity of the first plasmonic resonance peak at 524 nm
and the appearance of a new second peak between 600 and
800 nm. The appearance of the second peak indicates that these
aggregates are not randomly formed, but have a preferred spatial
distribution.13 This is the first time such a band has been seen

Fig. 1 Schematic to show the chemical structure of a Generation 5 PAMAM
dendrimer and the proposed self-assembly mechanism of dendrimers with
20 nm gold nanoparticles to generate one dimensional ‘nanochains’, driven
by electrostatic interactions.

Fig. 2 Schematic to illustrate the synthesis of gold-dendrimer-nanochains
(GDnC-X) by tuning the number of molar equivalents of PAMAM dendrimer
(denoted by suffix X) added in relation to of AuNP.

Fig. 3 A digital photographic image of the resulting colour of different
gold-dendrimer nanochains GDnC-X prepared in a 96 well plate on the left,
and the respective characterisation of each GDnC-X by transmission electron
microscopy (TEM). The scale bar on the TEM images represents 100 nm.
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for dendrimer-gold nanochains and this longitudinal plasmon
band14 is characteristic of gold nanorods, nanochains and nano-
wires and is due to the excitation of plasmon resonance along
their long axis. We observed that the longitudinal plasmon band
of the GDnC (l-LPR) increases in intensity and shifts to higher
wavelength, from 640 nm to 710 nm for X = 3.3–13.3 respectively,
as the number of equivalents of PAMAM increases, suggesting a
direct influence of dendrimer concentration on the formation
of GDnCs. For dendrimer additions up to 10 equivalents, an
isosbestic point at 552 nm is observed, indicating that the
species involved are linearly related by stoichiometry. For higher
values of dendrimers, the isosbestic point is lost, thus the linear
relation within these aggregates has disappeared.

UV-visible spectroscopy was also used to investigate the
stability of our nanocomposites over periods of 5 min, 5 hours,
30 hours and 48 hours. The spectra of GDnC-3.3, GDnC-6.6 and
GDnC-10 did not change noticeably, demonstrating good stability
(Fig. 4B). The samples of GDnC-13.3 and GDnC-16.6 formed
precipitates within a few minutes, showing that these structures
are unstable in solution.

While UV-vis analysis is sensitive to the aggregation of
materials in suspension,15 it is unable to accurately discern
the physical size or geometry of the nanochains, and therefore
we turned to DLS and TEM. Table 1 shows that the average
mean hydrodynamic diameter measured by DLS increases
with X from 29.4 � 4 nm, to 49.4 � 3.5, 90.5 � 2.4, 98.5 � 1.4,
124.8 � 1.2 and 505.2 � 51.2 for X = 0, 3.3, 6.6, 10.0, 13.3 and
16.6 respectively. The respective morphologies can be observed
in the TEM images in Fig. 3. Although the dendrimers cannot be
seen in these images, there is a striking change in morphology

with increasing dendrimer concentrations – initially we see a
uniform distribution of individual nanoparticles for X = 0, then
pairs of nanoparticles (dimers) are observed for X = 3.3, followed
by elongated chain-like structures for X = 6.6 and nets of chains
and random aggregates for X = 10.0 and 13.3. We note that a
close inspection of the TEM images shows that not all nano-
particles assemble into dimers or nanochains and isolated
individual AuNPs are also observed for GDnC-3.3, GDnC-6.6
and GDnC-10.0 but not in GDnC-13.3.

Next, we characterised their electrophoretic mobility using
ELS in order to obtain z-potential values (as reported in Table 1)
for GDnC-0, GDnC-6.6 and GDnC-13.3. All measurements were
repeated in triplicate. As expected, the addition of positively
charged PAMAM dendrimers to negatively charged AuNP,
shifted the initial z-potential of �42.4 � 2.4 mV (X = 0) to
increasingly more positive values of �27.9 � 1.3 (X = 6.6) and
�19.8 � 22.3 mV (X = 13.3). These findings strongly support the
hypothesis that nanochain formation is driven by electrostatic
interactions. To further test the role of electrostatic interactions,
we investigated the effect of high pH and high salt concentra-
tions, which should in principle minimise electrostatic forces by
deprotonating dendrimer amine groups and reducing the Debye
length. As expected an increase in pH of a suspension of AuNP
via addition of NaOH, led to no aggregation. Intriguingly, how-
ever, we observed that an excess of added sodium citrate over a
suspension of AuNP did not prevent the formation of GDnC-X.
This suggests that more experimental and theoretical modelling
work is needed to understand the mechanism of nanochain
formation. Finally, we were interested to test the influence of
very high dendrimer concentrations (X = 825), which we anti-
cipated would saturate all possible binding sites on the gold
nanoparticles and inhibit nanochain formation. As expected we
observed no aggregation and the measured z-potential showed
a value of +7.8 mV.

Having characterised different gold-dendrimer nanochains,
we next sought to select lead candidates as labels in LFIAs based
on their stability and size, to increase the number of antibodies
available per label, maximizing the probability of analyte recog-
nition and the sensitivity of the PoC test. On this basis, we
selected GDnC-6.6 and GDnC-10.0 as our lead candidates

Fig. 4 (A) UV-visible spectra of different GDnC-X shows a distinct red to
blue shift with increasing dendrimer equivalents (X), compared to a
reference solution of gold-nanoparticles with no dendrimers (red line);
(B) UV-vis spectra for GDnC-0, GDnC-3.3, GDnC-6.6 and GDnC-10.0
after 5 min, 5 h, 30 h and 48 h of preparation.

Table 1 Table to show the characterisation of different GDnC-X complex
using Dynamic Light Scattering (DLS), including the mean diameters as
determined from the intensity (nm), L-SPR peak position (nm), poly-
dispersity index (PI) and z-potential. Average mean and standard deviation
obtained from three independent experiments. For z-potential, measure-
ments were only made to the chosen GDnC-X

GDnC-X,
where X =

DLS diameter
(nm) PI

l-LPR
(nm)

z potential
(mV)

0 29.4 � 0.4 0.16 — �42.4 � 2.4
3.3 49.4 � 3.5 0.38 640 —
6.6 90.5 � 2.4 0.44 652 �27.9 � 1.3
10.0 98.5 � 1.4 0.28 664 —
13.3 124.8 � 1.2 0.253 710 �19.8 � 2.3
16.6 505.2 � 51.2 0.666 710 —
6.6-Ab 88.6 � 3.3 0.359 652 —
825 29.7 � 1.1 0.183 — +7.8 � 0.2
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(GDnC-13.3 and GDnC-16.6 were not stable enough and the
size of X = 3.3 dimers is not significantly larger than mono-
dispersed AuNPs).

We then functionalized GDnC-6.6 and GDnC-10.0 with a
mouse monoclonal capture antibody specific to the HIV-1 anti-
gen p24 and for comparison we functionalised monodisperse
20 nm AuNPs in an identical way to benchmark our results. We
focused on the detection of p24 because it is an important
biomarker of early HIV infections prior to seroconversion, when
the virus is highly transmissible, because there is an unmet need
for ASSURED PoC tests and thus an ideal test for our plasmonic
nanochain LFIA.16 The functionalization procedure is explained
in details in the ESI,† but briefly colloidal suspensions were
incubated with an excess of capture antibodies, followed by
a blocking step with bovine serum albumin BSA protein to
reduce non-specific interactions.17 The excess of antibodies
was removed by centrifugation, and the pellet (composed of
functionalised AuNP or GDnC) was re-suspended in phosphate
buffered saline. We found that it was not possible to effectively
re-suspend the GDnC-10.0 nanocomposite possibly due to
instability during centrifugation conditions, with resultant
aggregation and precipitation. On the other hand, the functio-
nalization of GDnC-6.6 with antibodies was very robust and the
hydrodynamic diameter and l-LPR were consistent with the
values obtained for the functionalisation, and so we decided to
proceed with solely GDnC-6.6.

We engineered a series of nitrocellulose paper microfluidic
test strips, with a specific anti-p24 capture antibody Test line
and a Control capture anti-mouse antibody to confirm that the
test was functional (Fig. 5). We then premixed either functio-
nalised GDnC-6.6 or AuNPs with different concentrations of
recombinant p24 in a buffer of 2% BSA and 0.05% Tween 20.

Positive test results could be readily detected by eye within
minutes. The intensity of the test and control spots were quanti-
fied using a Canon G15 digital camera and analysed with Image J
and Mathematica software. Fig. 6 shows a plot of the optical
signal intensity as function of the concentration of p24, using
both AuNP (red dots) and GDnC-6.6 (blue dots), and fitted with a
Langmuir adsorption isotherm model (solid line fits, R2 = 0.93
and 0.87 respectively). In addition, the values of the Limit of
Detection (LoD, defined as the average of 3 blank samples plus
three times the standard deviation of the blank samples) are
represented as a red and a blue dotted line for AuNP and GDnC-
6.6 respectively. At low concentration, the signal increases with
increasing p24 concentration. At higher concentrations, above
100 ng ml�1 we anticipate that the signal saturates, presumably
when all the available binding sites are occupied. The lowest
detectable concentration for GDnC-6.6 was found to be 5 ng ml�1

and approximately four times more sensitive than for AuNPs
(20 ng ml�1) due to a smaller LoD for the GDnC. All these
experiments were reproduced in triplicate.

Conclusions

To close, in this communication we demonstrate that the con-
trolled self-assembly of gold nanoparticles and PAMAM G5 den-
drimers into stable, functional nanochains can serve as excellent
labels for LFIA with low ng ml�1 sensitivity and is 4 fold more
sensitive than traditional monodisperse 20 nm AuNPs. This
platform technology highlights the promise of advanced
nanomaterials and is transferable to other infections and

Fig. 5 A schematic to illustrate the concept of LFIAs to detect HIV p24
antigen, using traditional monodisperse AuNP assays which give a distinct red
test and control line; compared to gold-dendrimer nanochains (GDnC-6.6)
which generate a blue coloured test and control line.

Fig. 6 A plot to compare the sensitivity of a gold-dendrimer GDnC-6.6
nanochains (blue) LFIAs to detect the HIV antigen p24 compared to
monomeric gold nanoparticles AuNPs (red). The plot shows the optical
intensity measured on the sandwich immunoassay on LFIA strips (Fig. 5) as
a function of the concentration of recombinant p24 concentration in a
model buffer solution. The solid line fit correspond to the Langmuir
adsorption isotherm models (R2 = 0.93 and 0.87 for GDnC-6.6 and AuNPs
respectively). The dashed line corresponds to the Limit of Detection (LoD,
three times the standard deviation of zero concentration) for AuNPs (red
dotted line) versus GDnC-6.6 (blue dotted line).
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non-communicable diseases; also to different transduction
mechanisms such as electrochemical sensors. Future work
should investigate the influence of different dendrimer genera-
tions compared to other simple polyamines, and investigate the
sensitivity and specificity in real clinical samples.
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