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Direct monitoring of light mediated hyperthermia
induced within mammalian tissues using surface
enhanced spatially offset Raman spectroscopy
(T-SESORS)†

Benjamin Gardner, a Pavel Matousek *b and Nick Stone *a

Here we demonstrate light mediated heating of nanoparticles confined deep inside mammalian tissue,

whilst directly monitoring their temperature non-invasively using a form of deep Raman spectroscopy,

T-SESORS. One of the main barriers to the introduction of photo-thermal therapies (PTT) has been recog-

nised as the inability to directly monitor the local temperature deep within the tissue at the point of therapy.

Here Au nanoparticles with a Raman reporter molecule (temperature reporters) are used in combination with

Au nanoshells (heat mediators) to provide simultaneously heating under NIR illumination and direct spectro-

scopic monitoring of local temperature deep within mammalian tissues. The surface enhanced Raman signal

was read out at the tissue surface using a transmission geometry in this example and the temperature of the

tissue was ascertained from the anti-Stokes to Stokes Raman reporter. This approach opens the prospect of

non-invasive hyperthermia treatments with direct temperature feedback from deep inside within tissue, where

nanoparticles can be used to both provide localised heating and accurately monitor the local temperature.

Introduction

The field of nanomaterials for photonics applications is
rapidly expanding, with increasingly sophisticated materials
being developed to monitor a plethora of physical and chemi-
cal properties, including but not limited to temperature,1,2

pH,3,4 redox,3 glucose,5 DNA6 and proteins such as neurotrans-
mitters,7 with many of these being complex in vivo targets.
One such active area is the development of advanced nano-
materials as therapeutics for the next generation of photother-
mal therapies for cancer treatment.8,9 The clinical need for
such technology stems from the limitations with current
photodynamic therapies (PDT), which are largely non-specific
for cancer cells, depth limited and/or have various side effects
including systemic light sensitivity.9–11 It is envisioned that
nanomaterials would be selectively functionalised to not only
specifically target cancer/tumours, utilising appropriate anti-
bodies,12–17 but also to act simultaneously as a therapeutic
agent. This is often considered in the form of photothermal or

magnetothermal heating. Furthermore, in the case explored
here, a third critical characteristic is considered, where also
the temperatures of the nanomaterial can be remotely moni-
tored and controlled non-invasively, even utilising the same
energy source as the heating. Potential nanomaterial mediated
hyperthermia treatments require the temperature not only to
be elevated, but also accurately monitored and maintained
within relatively narrow therapeutic thermal windows
(41–48 °C) for effective and selective treatments.9 However,
until very recently non-invasive temperature sensing of tissue
at depth was not possible1,2,8,18 representing one of the main
barriers to the introduction of photo thermal therapies (PTT).9

Classically, Raman spectroscopy is seen as a technique limited
to the sample surface in diffusely scattering samples such as
biological tissues, with the sampling depth often limited to a
few hundreds of micrometres. However, with the development
of spatially offset Raman spectroscopy (SORS),19 the closely
related inverse SORS,20,21 as well as resurgence of its variant,
transmission Raman (TRS),22–25 this is no longer the case.
These technical developments have radically improved the
sampling depth by orders of magnitude demonstrating ability
to access depths of several centimetres. The underpinning
concept of these techniques constitutes the separation of the
illumination and Raman collection zone on the surface of a
scattering sample. This allows the contrast of the measured
subsurface signal in terms of the surface signal to increase.
This has led to a rapid expansion of the field with a variety of
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applications, including non-invasive chemically specific measure-
ments of subsurface temperatures (T-SORS).18 It is increasingly
common to couple SORS/TRS with surface enhanced Raman
spectroscopy (SERS),1,26 in a so called SESORS modality, as this
provides a great enhancement of the Raman signal, which is typi-
cally weak and further exacerbated when recovering a signal from
depth. Recently, we demonstrated the coupling of T-SORS and
SERS (T-SESORS) to deliver subsurface temperature probing capa-
bility.1,18 Here we demonstrate the simultaneous heating and
non-invasive temperature monitoring of subsurface nanoparticles.
The measurement was performed on a combination of two nano-
particle types, co-localised at a depth of 5 mm in porcine tissue
10 mm thick. The bulk temperature of tissue was changed
sufficiently (by up to around 20 °C by the addition of the nano-
shells) and monitored using the inelastically scattered light to
render the approach viable for the potential PTT of the future.

Results and discussion

The Raman spectrum of the Au 100 nm nanoparticles labelled
with MBA (the temperature probe) when deposited on CaF2 is
shown in Fig. 1A. This illustrates the spectral range observed
and the ν12 benzene ring mode (1085 cm−1) highlighted in red
which was used for univariate temperature monitoring
purposes throughout. This was selected due to it being the
most intense Raman band, minimally overlapping with other
Raman bands, i.e. porcine tissue signal, and being generally
considered invariant to temperature.27 Initially, the tempera-
ture probe was tested alone. As is to be expected (Fig. 1B),
when labelled nanoparticles are illuminated with a laser
excitation wavelength (830 nm) which is significantly separated
from their maximal absorption wavelength (∼560 nm),
minimal heating is observed (<5 °C). Upon increasing the illu-
mination power, the signal to noise of the measured Raman
spectra improved, thus decreasing the spread of the data i.e.
range of the AS/S ratios measured. Overall, with increasing the
power up to 400 mW, there is a minimal change in the nano-
particle temperature.

When the Au-MBA nanoparticles, with a maximal absorp-
tion at ∼560 nm are co-localised with gold nanoshells (Au-NS),

with a maximal absorption at ∼800 nm, and illuminated with
a 830 nm laser, a clear relationship between illumination
power of the laser and the AS/S ratio of the ν12 benzene ring
mode of MBA is observed (Fig. 2A & B); for raw Raman spectra
see ESI Fig. 1.† At lower power (∼250 mW), a very small
increase is observed in the AS/S ratio compared to the room
temperature baseline established in the absence of the Au-NS
(Fig. 1B), indicating a relatively small change in temperature
(ΔT ∼ 5 °C). However, as the laser power is increased further
(500 and 750 mW) a rapid increase in AS/S ratio is evident,
before reaching a plateau. The maximal change in temperature
corresponds to a ΔT of around 10 °C and 20 °C respectively, as
measured by the thermal imaging camera. This indicates that
for a thin layer of nanoshells (Au-NS), co-localised with the
temperature probe reporter nanoparticles (Au-MBA) on CaF2, a
significant increase in the bulk temperature is seen in the
vicinity of the nanoparticles even though only a small pro-
portion of the excitation beam is absorbed as it passes
through the sample.

As can be seen (Fig. 3), when Au-MBA labelled nano-
particles alone are inserted in porcine tissue of overall thick-
ness of 10 mm at depth (5 mm), there is a notable increase in
temperature observed through changes in the anti-Stokes/
Stokes ratio. This increase in temperature is attributed to
general photothermal interaction of the laser with tissue con-
stituents e.g. water absorption of the illumination beam,28,29

and not significantly due to the nanoparticles, as previously it
was shown there was minimal increase in temperature of the
nanoparticles alone with the same power (Fig. 1B). Measuring
the anti-Stokes/Stokes ratio and calculating a correction factor,
which includes both the effect of instrument response and
differential photon absorption in the tissue, at the initial room
temperature of 25 °C (see Fig. S1†), the Au-MBA labelled NPs
in tissue reach around 40 °C. However, when the heat boosting
Au-NS are introduced there is an observable, considerably
larger increase in the bulk temperature, measured by the
temperature reporters, to approximately 66 °C. This change in
the anti-Stokes/Stokes ratios through calibration at the initial
equilibrium point is equivalent to a ΔT ∼ 2 °C in bulk tissue

Fig. 2 (A) Anti-Stokes/Stokes intensity ratio of the 1085 cm−1 ν12
benzene ring mode of Au-MBA labelled nanoparticles co-localised with
NIR absorbing Au-NS deposited on CaF2, under different illumination
powers (250, 500 and 750 mW) at 830 λex. (B) Peak temperature of the
Au-MBA and Au-NS while illuminated with 830 λex beam under different
laser powers (blue 250 mW, green 500 mW and red 750 mW) measured
by thermal imaging camera.

Fig. 1 (A) Raman spectrum of Au-MBA nanoparticles alone deposited
on CaF2 with the (1085 cm−1 ν12 benzene ring mode) highlighted in red.
(B) anti-Stokes/Stokes intensity ratio (ν12 benzene ring mode) of MBA
labelled gold nanoparticles alone deposited on CaF2 measured between
5–400 mW at 830 nm excitation.
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temperature caused by the nanoshells as opposed to non-
specific heating. This temperature increase is well within the
range required to elevate natural temperature tissue in vivo to
the required therapeutic window range (which is ideally
41–48 °C), demonstrating that either lower powers or treat-
ment of deeper lesions is clearly viable.

Experimental

Temperature reporters were made up of 100 nm diameter gold
citrate coated nanoparticles (0.05 mg ml−1) (NanoComposix)
λmax 563 nm, labelled with mercaptobenzoic acid (Sigma
Aldrich) (Au-MBA) using a previously described method.30 In
brief 100 μl of 1 mM MBA in EtoH was added to 1 ml of the
nanoparticle suspension, the sample was mixed for 5 min
before centrifugation at 3000 rpm for 10 min. For demon-
stration of photothermal heating, the Au-MBA nanoparticles
were combined with 4 ml of (0.05 mg ml−1) polyvinylpyrroli-
done (PVP) coated gold nanoshells (Au-NS) λmax 800 nm.
Raman measurements were carried out on a homebuilt instru-
ment, operating in transmission Raman geometry. In brief, a
tuneable Ti:Sapphire laser (Newport, Spectra Physics) gener-
ated a laser beam at 830 nm. The beam was passed through a
NIR acousto-optic tuneable filter (Gooch and Housego) to
clean up spectrally the laser line. Following transmission
through the sample the laser line was suppressed with two
830 nm notch filters (Kaiser) and the signal was collected
using a deep depletion CCD camera (Andor iDus-420) which
was coupled to a high throughput Raman spectrometer (Kaiser
Holospec 1.8i) operating with a custom low dispersive holo-
graphic transmission grating (Kaiser). Raman spectra were col-
lected for 5 s (10 accumulations of 0.5 s). Initial measurements
testing the heating of the non-NIR absorbing temperature
reporter NPs (Au-MBA) was undertaken by depositing them
onto a CaF2 slide and measuring the anti-Stokes/Stokes (AS/S)
ratio and the surface temperature with an infrared temperature
sensor (PyroMiniusb), as well as a thermal imaging camera

(T430, FLIR). The illumination power at 830 nm was varied
between 5 to 400 mW to explore the measured AS/S ratio versus
power and its relationship with temperature. To monitor temp-
erature induced by the NIR absorbing nano shells, the Au-MBA
temperature reporter and the nanoshells were mixed together
and deposited onto CaF2 and left to dry. The mixture was moni-
tored at three separate powers 250, 500 & 750 mW. The AS/S
ratio of the reporter was monitored simultaneously with temp-
erature monitors (infrared sensor, thermal imaging camera). To
monitor temperature noninvasively at depth, the temperature
reporter (Au-MBA) was deposited in the middle of 10 mm thick
porcine tissue with and without nanoshells present (Fig. 4).

The depth experiments were carried out with 1.2 W illumi-
nation power at the tissue surface (a laser beam diameter of
1 mm) and the at depth temperature being monitored non-
invasively throughout by the aforementioned temperature
monitors. As has been reported in previous work1,18 a cali-
bration point is required for temperature measurements at
depth using Raman, which in this example was taken from
time point one (at the onset of illumination), a reflection of
the closest equilibrium temperature point, i.e. ambient temp-
erature or body temperature for in vivo applications. This is
due to the significant difference in wavelength of the anti-
Stokes & Stokes photons ∼150 nm in this case, the photons
experience significant differences in absorption and scattering
over the large photon pathlengths in scattering media (tissue)
as well as being affected differently by the instrument response
function; both effects changing the expected theoretical ratio-
metric information.25 The use of simple scaling factors derived
from this first equilibrium temperature measurement elo-
quently solves this otherwise complex issue of calibrating the
anti-Stokes/Stokes ratio to temperature (see ESI Fig. 3†). This is
analogous to requiring emissivity information for thermal IR
cameras to accurately report temperature.

Conclusions

This proof of concept demonstrates how deep Raman can not
only be used to non-invasively monitor temperature at depth,

Fig. 3 Anti-Stokes/Stokes ratio of (1085 cm−1 ν12 benzene ring mode)
temperature reporter Au-MBA nanoparticles in the absence (blue) and
presence (red) of Au-NS with a peak absorbance at 800 nm while
inserted in porcine tissue at a depth of 5 mm (with a total thickness of
10 mm) and illuminated with 1.2 W (λex 830 nm). See ESI Fig. 2A & B† for
corresponding raw Raman data.

Fig. 4 Schematic of non-invasive Raman thermometry at depth in
porcine tissue using labelled nanoparticles (Au-MBA) monitoring temp-
erature changes induced by gold nanoshells (Au-NS).
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with chemical specificity if needed, but also be used as a tool
to control the photothermal dose to the treatment zone. This
can be achieved in real-time, to ensure optimum benefit is
achieved and minimum damage to surrounding tissues. This
is of increasing relevance for advancements in disease treat-
ments such as cancer as, to date, one of the main barriers to
the introduction of PTT has been recognised to be the inability
to directly monitor the local temperature within the tissue.
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