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The capabilities of flow injection inductively coupled plasma time-of-flight mass spectrometry

(FI-ICP-TOFMS) were evaluated for accurate multi-element analysis addressing water and serum

reference materials with a sample intake of 5 mL in comparison to FI-ICP-MS/MS analysis. A comparison

of the standard operation mode and the collision/reaction cell technology (CCT) of the ICP-TOFMS

yielded lower limits of quantification, higher mass resolving power and improved precision for most

elements when using H2/He gas. Overall, in the studied water matrix, accuracy of quantification for

a large panel of elements was obtained in both modes (with the exception of low iron concentration in

the standard mode). By increasing matrix complexity, as exemplified in the multi-element quantification

exercise in serum, the FI-ICP-TOFMS approach proved to be fit-for-purpose. Accurate quantification of

key elements with major biological function (Mg, Al, Fe, Cu, Zn, Se and Cd) was possible in serum

ClinCheck reference material in standard operation mode without the need for prior sample

mineralization and dilution. Cross-validation by quadrupole-based FI-ICP-MS/MS was performed

showing the unique capability of ICP-TOFMS regarding accurate high-throughput quantification within

transient signals of few seconds. For accurate FI-ICP-MS/MS analysis, multiple sample injections using

standard mode and O2 gas mode were required for multi-element analysis in a short transient signal.

Hence, this study demonstrates that the presented method is a valuable tool for trace element

determination in environmentally and biologically relevant matrices at unprecedented speed.
Introduction

Inductively coupled plasma-mass spectrometry (ICP-MS)
provides multi-element detection in complex matrices with
high sensitivity at concentrations over a linear working range
that spans several orders of magnitude. Especially clinical
applications demand miniaturization of sample volumes
required for analysis, shortening sample preparation steps and
analysis time to enable high-throughput methods gaining
multi-element information to elucidate elemental pattern or
biomarkers responsible for certain diseases.1 Due to the
complexity of biological matrices, in most cases samples are
either digested or diluted reaching an end volume in the mL
range and the interference removal is addressed by using high
mass resolving power or by collision/reaction cell ICP-MS
technology.2 In recent years, the latter one has gained more
attention due to the upcoming of a tandem mass spectrometry
conguration for ICP-quadrupole-based MS instruments
allowing improved interference control over single quadrupole-
based instruments as demonstrated by various studies.3,4
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However, most of these studies focused on the accurate
interference-free quantication of one or a few elements such as
S, Ti, As, Se, etc. in a complex matrix.5–8 Aiming at multi-element
proling in biological uids, several studies developed ICP-MS/
MS methods for ionomics approaches in serum samples.9,10

These methods were based on 200–500 mL sample intake and
further dilution to the mL range and made use of different gas
modes in one measurement session resulting in increased
sample volume and analysis time due to the transition time
between different gas modes (typically between 10–20 s) while
measuring around 20–30 elements.9,10 Although the further
development of ICP-MS instruments has been on-going over the
last years,11 quadrupole-based and single collector sector eld
(SF) instruments are still the most widely used ICP-MS systems.
A detailed overview of common mass analyzers and detectors
used in the eld of ICP-MS and their limitations for measuring
short transient signals is given by Tanner et al.12 In terms of
analysis involving transient signals, ICP-TOFMS provides multi-
element detection speed unavailable to scanning-based ICP-MS
instruments as it permits the quasi-simultaneous analysis (ions
are sampled simultaneously but read-out sequentially) of a large
part of the full mass range. The advantages of a time-of-ight
ICP-MS compared to a quadrupole-based ICP-MS regarding
the multi-element detection of short transient signals was
This journal is © The Royal Society of Chemistry 2019
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already shown in 2002.13 From the commercially available ICP-
TOFMS instruments, the ‘CyTOF’ instrument from Fluidigm is
a specialized design for single cell analysis and multiplex
imaging using laser ablation (LA) aer labelling of antibodies
with metal tags.14 The instrument provides sensitivities
approaching those of ICP-SFMS instruments, but has at the
same time decreased mass resolving power and a restricted
mass range (m/z¼ 75–209).15 Based on the design of a previously
reported prototype,16 a commercial ICP-TOFMS instrument,
‘icpTOF’ was developed. The icpTOF is available with mass
resolving power (R ¼ m/Dm) of 3000 and 6000 (FWHM deni-
tion) and detection of m/z ranging from 2–256. ICP-MS appli-
cations demanding multi-element detection in the sub-second
time range are for example high spatial resolution imaging by
laser ablation using low dispersion ablation cell setups,17–19

single cell analysis20 and single particle analysis.21–23 There is
on-going discussion about the performance of ICP-TOFMS
instruments as their major limitation has long been recog-
nized to be limited linear dynamic range together with sensi-
tivities below that of quadrupole and sectoreld-ICP-MS
instruments. Recent studies reported on the performance
characteristics of the icpTOF instrument using different intro-
duction systems.24,25One report investigated the impact of using
H2, He or a mixture thereof as collision/reaction gas for multi-
element analysis.26

In this work, we present a ow injection ICP-TOFMS method
using an icpTOF 2R instrument for multi-element quantica-
tion in TM-28.4 Lake Ontario water reference material and in
serum ClinCheck Serum Control reference material based on
a sample intake of 5 mL. The performance characteristics of the
ICP-TOFMS method using standard operation mode and CCT
mode were compared to a tandem ICP-MS/MS conguration
using standard mode and oxygen gas mode.
Experimental
Chemicals and reagents

Ultrapure water (18.2 MU cm, ELGA Water purication system,
Purelab Ultra MK 2, UK) and nitric acid ($69% (m/m), Roti-
puran Supra, Germany) was used for all dilutions for ICP-MS
measurements. A multi-element stock solution containing
aluminum, antimony, arsenic, barium, beryllium, boron,
cadmium, calcium, chromium, cobalt, copper, iron, lead,
magnesium,manganese, molybdenum, nickel, selenium, silver,
sodium, thallium, titanium, vanadium and zinc with a concen-
tration of 100 mg L�1 was purchased from Labkings (The
Netherlands). The TM-28.4 Lake Ontario water certied refer-
ence material (Environment and Climate Change, Burlington,
Canada) was used as reference for environmental matrices. The
serum reference materials Seronorm (Seronorm Trace Elements
Serum L-1, Norway) and ClinCheck Serum Control (Recipe
Chemicals, Munich, Germany) were reconstituted according to
the manufacturer's protocol and were used as reference for
biological matrices. All other reagents and solvents were ob-
tained from commercial sources and have been used without
further purication. Sample preparation and measurements
This journal is © The Royal Society of Chemistry 2019
were carried out in clean room classes 100.000 and 10.000,
respectively.
Instrumentation

ICP-TOFMS. Measurements were performed with an icpTOF
2R (TOFWERK AG, Thun, Switzerland) TOF-based ICP-MS
instrument with a mass resolution (R ¼ m/Dm) of 6000
(FWHM denition). The standard operation mode was used
which balances mass resolving power, sensitivity and ion
transmission across the entire measured mass range and which
allows the analysis of ions with m/z ¼ 14–256 and complete
mass spectra were acquired every 46 ms. For the analysis of ions
with m/z < 14 tuning for low-mass ion transmission is required
due to the cut-off of ions with low m/z values in the RF transfer
optics of e.g. the notch lter. As tuning of low masses is
accompanied by a loss of sensitivity of ions with higher m/z and
the low mass range was not of interest for this study, only the
standard operation mode was used. The sample introduction
system consisted of a MicroFlow PFA-ST nebulizer (100
mL min�1 nominal sample uptake, Elemental Scientic Inc.,
Omaha, USA) and a quartz cyclonic spray chamber (Elemental
Scientic Inc., Omaha, USA) that was Peltier-cooled to 2 �C. The
optimized nebulizer Ar gas ow rate of �1.18 L min�1 resulted
in a net sample uptake rate of �100 mL min�1. The instrument
was equipped with a torch injector of 2.5 mm inner diameter
and nickel sample and skimmer cones with a skimmer cone
insert of 2.8 mm inner diameter. The instrument was tuned
daily in order to achieve maximum intensities based on the
59Co+, 115In+ and 238U+ signal, to achieve a low oxide formation
(140Ce16O+/140Ce+ < 1.5%) and a doubly charged ratio of
138Ba2+/138Ba+ < 2%. In case the CCT mode was used, the
collision/reaction cell was pressurized with a mixture of H2/He
gas with an optimized ow rate of 2.8 mL min�1. The following
CCT parameters were used: CCT focus: 1.5 V, CCT entry lens:
�40 V, CCT mass: 250 V, CCT bias: 1.5 V, CCT exit lens: �160 V.
The instrumental parameters for ICP-TOFMS measurements
are summarized in Table 1.

ICP-TOFMS data were saved in the open-source hierarchical
data format (HDF5, www.hdfgroup.org). Post-acquisition data
processing was performed with Tofware 3.1.0, which is a TOF-
WERK data analysis package and is used as add-on on IgorPro
(Wavemetric Inc., Oregon, USA). The data processing comprised
the following steps: (1) dri correction of the mass peak posi-
tion in the spectra over time via mass calibration (2) deter-
mining the peak shape (3) tting and subtracting the mass
spectral base-line and (4) calculating high-resolution peak ts
for peak deconvolution. For ow injection measurements, the
chromatographic workow implemented in Tofware was used
for data evaluation. Following post-processing in Tofware,
integrated mass-spectral signals were exported as csv les and
further processed with Microso Excel 2016 (Microso Corpo-
ration, California, USA).

ICP-MS/MS. Measurements were performed with an Agilent
8800 ICP-MS/MS unit (Agilent Technologies, Tokyo, Japan). The
ICP-MS instrument was equipped with an ASX 500 autosampler
(Agilent Technologies, Waldbronn, Germany) for
J. Anal. At. Spectrom., 2019, 34, 1272–1278 | 1273
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Table 1 Instrumental parameters for ICP-TOFMS and ICP-MS/MS measurements

ICP-TOFMS ICP-MS/MS

Plasma power [W] 1550 1550
Cone materials Ni Ni
Plasma gas ow [L min�1] 14.0 15.0
Auxiliary gas ow [L min�1] 0.80 0.80
Nebulizer gas ow [L min�1] 1.18 1.10
Masses notched 16O2

+, 37Cl+, 40Ar+ —
Nebulizer nominal uptake MicroFlow PFA-ST 100 mL min�1 MicroMist 200 mL min�1

Spray chamber Cyclonic spray chamber Double-pass spray chamber
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measurements using pneumatic nebulization. The sample
introduction system consisted of a MicroMist nebulizer (200
mL min�1 nominal sample uptake, AHF Analysentechnik AG,
Tuebingen, Germany) and a quartz double-pass spray chamber
(Agilent Technologies, Waldbronn, Germany) that was Peltier-
cooled to 2 �C. The instrument was tuned on a daily basis in
order to achieve maximum sensitivity, low oxide formation
(140Ce16O+/140Ce+ < 1.5%) and low doubly charged ratio
(140Ce2+/140Ce+ < 2%). Elements were monitored in no gas mode
and using oxygen as reaction gas with a ow rate of 0.32
mL min�1 and mass selection steps on both quadrupoles. The
following isotopes with a respective integration time of 0.05 s
were monitored in no gas mode: 24Mg, 27Al, 44Ca, 51V, 52Cr,
55Mn, 57Fe, 59Co, 60Ni, 65Cu, 66Zn, 95Mo, 107Ag, 111Cd, 205Tl and
208Pb. The following isotopes with a respective integration time
of 0.05 s were monitored in oxygen gas mode using mass shi
modality: 24Mg/ 40Mg, 27Al/ 43Al, 44Ca/ 60Ca, 47Ti/ 63Ti,
56Fe / 72Fe, 57Fe / 73Fe, 66Zn / 82Zn, 75As / 91As, 78Se /
94Se, 111Cd/ 127Cd and 208Pb/ 224Pb. The data were recorded
and evaluated with the Agilent MassHunter Chromatography
soware package, MassHunter 4.1 Version C.01.01, 2014.
Instrumental parameters for ICP-MS/MS measurements are
summarized in Table 1.

HPLC system. For ow injection measurements, a Dionex
ICS-5000+ Ion Chromatography system (Thermo Fisher Scien-
tic, Bremen, Germany) was coupled with a PEEK tubing
(0.127 mm ID, length approx. 0.5 m) directly to the nebulizer of
the ICP-TOFMS or ICP-MS/MS instrument. The following
chromatographic conditions were used: injection volume: 5 mL;
ow rate: 0.30 mL min�1; isocratic elution; CH3COONH4

(50 mM, pH ¼ 6.8) or 0.1% (v/v) formic acid aqueous solution
was employed as mobile phase.
Sample preparation

Quantication was performed with external calibration using
two different approaches. For multi-element determination in
the TM-28.4 Lake Ontario water reference material, multi-
element standards were prepared in 3% (v/v) HNO3 by serial
dilution of the multi-element stock solution and the mobile
phase of the HPLC system was based on a 0.1% (v/v) formic acid
aqueous solution. For multi-element analysis in the serum
ClinCheck reference material, matrix-matched standards were
prepared using serial dilutions of serum Seronorm reference
material in NaCl solution (150 mM). External calibration was
1274 | J. Anal. At. Spectrom., 2019, 34, 1272–1278
performed using the target values of the serum reference
material to set up calibration curves. In this case, the mobile
phase of the HPLC system was based on a CH3COONH4 solution
(50 mM, pH ¼ 6.8). All standards and samples were measured
undiluted using ow injection with a sample intake of 5 mL in
combination with ICP-TOFMS detection in standard operation
mode and using collision/reaction cell pressurized with H2/He
gas, and with ICP-MS/MS detection in standard mode and
oxygen gas mode with the instrumental parameters given in
Table 1.
Results and discussion
Limits of detection and quantication for ICP-TOFMS and
ICP-MS/MS

Limits of detection (LOD) and quantication (LOQ) are reported
in Table 2 for a wide range of elements for ICP-TOFMS detection
in standard operation and CCT mode in comparison to ICP-MS/
MS detection in standard operation and oxygen gas mode.
Pneumatic nebulization was used to evaluate the instrumental
performance of both ICP-MS systems. For the ow injection
method used in this study, a metal-free ion chromatography
system was employed in order to ensure a low background from
the sample introduction system. Limits of quantication were
in general lower for ICP-MS/MS than for ICP-TOFMS, however
also for ICP-TOFMS they were in the low mg L�1 range. A
comparison of the standard operation mode and the collision/
reaction cell mode in ICP-TOFMS revealed lower limits of
quantication and higher mass resolving power for most
elements when using H2/He gas. Both setups, pneumatic
nebulization and ow injection using 5 mL as injection volume
in combination with ICP-TOFMS detection proved to be t-for-
purpose for accurate multi-element quantication in lake water
and serum reference materials.
Multi-element analysis of water reference material by FI-ICP-
TOFMS

Multi-element determination was rst carried out in a TM-28.4
Ontario Lake water reference material using ow injection in
combination with ICP-TOFMS and ICP-MS/MS detection. A
signicant advantage of ow injection is the analysis of sample
volumes down to the mL range instead of typically mL-sample
volumes. The analyzed water reference material contains
elements matching the concentration usually found in lake
This journal is © The Royal Society of Chemistry 2019
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Table 2 Limits of detection and quantification using direct nebulization and flow injection with an injection volume of 5 mL and multi-element
calibration standards in 3% (v/v) nitric acid, followed by ICP-TOFMS detection in standard operation mode and H2/He gas mode, and ICP-MS/MS
detection in standard mode and oxygen gas mode. Instrumental LODs and LOQs were calculated using three and ten times the standard
deviation of blank measurements (n ¼ 5), respectively and are given in mg L�1. Isotopes marked with ‘—’ were not measured in the case of ICP-
MS/MS and not detected in the blank in the case of ICP-TOFMS

Isotope

ICP-TOFMS ICP-MS/MS – standard mode ICP-MS/MS – O2 gas mode

Direct
nebulization –
standard mode

Flow injection
– standard
mode

Flow injection
– H2/He gas
mode

Direct
nebulization Flow injection

Direct
nebulization Flow injection

LOD LOQ LOD LOQ LOD LOQ LOD LOQ LOD LOQ LOD LOQ LOD LOQ

27Al 0.022 0.073 9.92 33.0 2.42 8.07 0.080 0.266 3.22 10.7 0.548 1.83 3.70 12.3
47Ti — — 1.46 4.88 6.04 20.1 — — — — — — — —
51V 0.025 0.084 0.325 1.09 0.203 0.678 0.002 0.008 0.106 0.354 0.001 0.002 — —
52Cr — — 0.370 1.23 0.334 1.11 — — 0.376 1.25 — — — —
53Cr 0.074 0.246 0.995 3.32 0.532 1.77 0.016 0.053 — — 0.132 0.440 — —
55Mn 0.003 0.012 1.15 3.81 0.197 0.658 0.003 0.010 0.478 1.59 0.015 0.048 — —
56Fe 0.569 1.90 4.87 16.22 3.42 11.4 — — — — 0.042 0.142 4.18 13.9
57Fe — — 3.85 12.8 1.80 5.99 — — 14.9 49.6 0.474 1.58 8.07 26.9
59Co 0.005 0.016 0.101 0.338 0.086 0.286 0.002 0.006 0.469 1.56 — — — —
60Ni 0.001 0.004 0.311 1.04 0.337 1.12 0.039 0.131 0.402 1.34 — — — —
65Cu 0.033 0.109 2.86 9.55 1.25 4.16 0.017 0.056 2.51 8.35 — — — —
66Zn — — 6.36 21.2 0.704 2.35 — — 7.88 26.3 — — 21.0 69.9
67Zn — — 2.83 9.44 1.56 5.21 — — — — — — — —
75As 0.015 0.048 0.846 2.82 0.062 0.206 0.005 0.016 — — 0.003 0.009 0.304 1.01
78Se — — 0.922 3.08 0.326 1.09 — — — — 0.011 0.036 0.666 2.22
95Mo 0.054 0.181 1.05 3.48 7.40 24.7 — 0.284 0.948 — — — —
107Ag 0.003 0.009 0.672 2.24 1.45 4.84 0.014 0.045 0.603 2.01 — — — —
111Cd 0.004 0.014 0.030 0.098 0.081 0.270 0.001 0.003 0.091 0.304 — — 8.68 28.9
121Sb 0.105 0.349 0.127 0.423 0.337 1.12 — — — — — — — —
137Ba 0.006 0.021 2.09 6.96 0.874 2.91 0.022 0.074 — — — — — —
205Tl 0.003 0.009 0.024 0.081 0.024 0.079 0.001 0.004 0.012 0.041 — — — —
207Pb 0.003 0.011 0.612 2.04 0.345 1.15 0.004 0.013 — — — — — —
208Pb — — 1.54 5.12 0.356 1.19 — — 0.828 2.76 — — 2.02 6.72

Table 3 Multi-element determination in TM-28.4 Ontario Lake water reference material using flow injection with a sample intake of 5 mL in
combination with ICP-TOFMS detection in standard operation mode and in H2/He gas mode, and with ICP-MS/MS detection in standard mode
and in oxygen gas mode, for n ¼ 5 independently prepared samples, respectively

Target value
[mg L�1]

ICP-TOFMS – standard mode ICP-TOFMS – H2/He gas mode ICP-MS/MS – standard mode ICP-MS/MS – O2 gas mode

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

27Al 54.2 � 6.2 48.6 � 4.4 9.0 90 46.3 � 1.1 2.3 85 40.9 � 1.6 3.9 75 52.3 � 2.8 5.3 96
47Ti 8.10 � 0.69 7.60 � 0.19 2.5 94 <LOQ — — — — — 8.36 � 0.18 2.1 103
51V 3.17 � 0.31 2.72 � 0.10 3.8 86 3.00 � 0.05 1.7 95 3.37 � 0.09 2.7 106 — — —
52Cr 4.90 � 0.37 4.47 � 0.21 4.8 91 4.90 � 0.11 2.3 100 4.43 � 0.53 11.9 91 — — —
55Mn 7.00 � 0.44 6.53 � 0.76 11.7 93 7.20 � 0.12 1.7 103 6.81 � 0.49 7.2 97 — — —
56Fe 17.8 � 3.0 <LOQ — — 15.0 � 0.3 2.2 84 — — — 15.5 � 1.5 9.6 87
59Co 3.53 � 0.39 3.44 � 0.02 0.50 97 3.56 � 0.06 1.7 101 3.53 � 0.06 1.8 100 — — —
60Ni 9.90 � 0.92 9.57 � 0.38 4.0 97 9.89 � 0.09 0.95 100 9.25 � 0.20 2.1 93 — — —
63Cu 6.51 � 0.72 9.59 � 0.87 9.1 147 15.7 � 0.2 1.5 242 <LOQ — — — — —
66Zn 29.6 � 3.6 39.9 � 0.50 1.3 135 34.9 � 0.6 1.8 118 34.9 � 2.6 7.3 118 <LOQ — —
75As 6.30 � 0.53 6.34 � 0.10 1.6 101 6.64 � 0.14 2.1 105 — — — 7.02 � 0.36 5.2 111
78Se 4.53 � 0.63 4.66 � 0.17 3.7 103 4.76 � 0.11 2.2 105 — — — 4.58 � 0.44 9.5 101
95Mo 3.75 � 0.84 <LOQ — — <LOQ — — 1.07 � 0.10 9.0 28 — — —
107Ag 3.85 � 0.33 3.01 � 0.22 7.3 78 5.56 � 0.30 5.4 144 10.2 � 0.5 4.6 264 — — —
111Cd 1.90 � 0.15 1.85 � 0.08 4.3 97 1.91 � 0.05 2.6 101 2.14 � 0.04 1.9 113 — — —
121Sb 3.40 � 0.30 3.29 � 0.09 2.6 97 3.57 � 0.05 1.4 105 — — — — — —
138Ba 16.1 � 1.1 14.4 � 0.65 4.5 90 19.0 � 0.2 1.2 118 — — — — — —
205Tl 3.92 � 0.35 3.68 � 0.24 6.5 94 3.88 � 0.04 1.1 99 4.29 � 0.07 1.6 109 <LOQ — —
208Pb 4.34 � 0.38 <LOQ — — 4.53 � 0.09 2.0 104 4.26 � 0.30 7.1 98 <LOQ — —

This journal is © The Royal Society of Chemistry 2019 J. Anal. At. Spectrom., 2019, 34, 1272–1278 | 1275
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water. An overview of the results for TM-28.4 water reference
material using ICP-TOFMS and ICP-MS/MS is given in Table 3.
The calibration range covered two orders of magnitude and the
used integration time of 150 ms resulted in four orders of
magnitude of dynamic range.

According to Table 3, the FI-ICP-TOFMS method provided an
accurate quantication of a wide range of elements in the water
TM-28.4 reference material, including 27Al, 47Ti, 51V, 52Cr, 55Mn,
56Fe, 59Co, 60Ni, 75As, 78Se, 111Cd, 121Sb, 205Tl and 208Pb. Copper,
zinc and silver concentrations could not be accurately deter-
mined by ICP-TOFMS. The use of the CCT mode where the
collision/reaction cell is pressurized with amixture of H2/He gas
improved the precision of the ow injection measurements. For
most elements no pronounced difference between quantica-
tion accuracy under standard conditions and in CCTmode were
found. This was also reported in a study using LA-ICP-TOFMS
with pressurized and unpressurized cell in NIST SRM 612
glass analysis.26 A positive impact of the CCT mode was
observed on the limit of quantication of iron, allowing its
accurate quantication in the analyzed water reference material
(at a concentration of about 18 mg L�1) by measuring the 56Fe
isotope.

Most of the element concentrations certied in the lake
water TM-28.4 reference material were validated by ICP-TOFMS
analysis using single injections of independently prepared
samples. Flow injection experiments in combination with ICP-
MS/MS detection required at least the use of two different
modes (standard mode and O2 gas mode) and consequently the
use of two sample injections to achieve a similar performance
resulting in increased analysis time. In the tandem quadrupole
ICP-MS/MS conguration the transition from one gas mode to
another requires between 10–20 s, whereas the transient signal
delivered by ow injection was approximately 6–8 s. Typical
proles of transient signals of different isotopes of the lake
water reference material are shown in Fig. 1. Using ICP-MS/MS
Fig. 1 Transient signal of different isotopes of lake water TM-28.4 refer

1276 | J. Anal. At. Spectrom., 2019, 34, 1272–1278
detection in standard mode, the less interfered isotopes 51V,
52Cr, 55Mn, 59Co, 60Ni, 111Cd, 205Tl and 208Pb were accurately
quantied in 5 mL of water TM-28.4 reference material. For the
accurate quantication of the isotopes 27Al, 47Ti, 56Fe, 75As and
78Se the oxygen gas mode using mass shi modality was
required. Copper and zinc concentrations could neither be
accurately determined in water TM-28.4 reference material
using ICP-MS/MS in standard mode nor when the collision/
reaction cell was pressurized with O2. Therefore, the use of
different gases such as He, H2, NH3 etc. would be required for
interference removal.3
Multi-element analysis of serum reference material by FI-ICP-
TOFMS

In a second investigation, the capabilities of ow injection ICP-
TOFMS for accurate multi-element determination were evalu-
ated for increased matrix complexity by analyzing a serum
reference material. The ow injection experiments were based
on a sample intake of 5 mL without prior mineralization of the
sample material, thereby minimizing the sample preparation
and enabling a high-throughput method for biological samples.
External calibration was based on matrix-matched standards
using serum Seronorm reference material in sodium chloride
solution mimicking the salt concentration and thus the
resulting matrix interferences in serum sample analysis. The
target values of the serum Seronorm reference material were
used to set up calibration curves resulting in linearity of >0.99
for most analytes. The results for the ow injection ICP-TOFMS
and ICP-MS/MS method are summarized in Table 4 and
concentrations are given for elements that are certied in both
serum reference materials.

The concentrations of elements with major biological func-
tion such as magnesium, iron, cobalt, nickel, copper, zinc,
selenium and cadmium were successfully validated by FI-ICP-
ence material after flow injection ICP-TOFMS analysis.

This journal is © The Royal Society of Chemistry 2019
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Table 4 Multi-element determination in serum ClinCheck reference material using flow injection with a sample intake of 5 mL in combination
with ICP-TOFMS detection in standard operation mode, and ICP-MS/MS detection in standard mode and in oxygen gas mode, for n ¼ 5
independently prepared samples, respectively

Target value
[mg L�1]

ICP-TOFMS – standard mode ICP-MS/MS – standard mode ICP-MS/MS – O2 gas mode

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

Concentration
[mg L�1]

RSD
[%]

Recovery
[%]

24Mg 12 400 � 1200 12 080 � 110 0.91 97.4 11 799 � 125 1.1 95.2 11 973 � 521 4.4 96.5
27Al 22.7 � 6.8 <LOQ — — 21.8 � 3.0 13.9 95.8 26.0 � 3.3 12.6 114
54Fe 719 � 108 751 � 13 1.8 105 — — — — — —
56Fe 719 � 108 759 � 2 0.29 106 777 � 25 3.2 108 708 � 65 9.2 98.5
57Fe 719 � 108 812 � 13 1.6 113 — — — 720 � 73 10.1 100
58Fe 719 � 108 672 � 10 1.5 93.5 — — — — — —
59Co 1.74 � 0.35 1.87 � 0.04 2.02 108 1.92 � 0.04 1.9 110 — — —
61Ni 4.0 � 0.8 3.89 � 0.48 12.3 97.3 — — — — — —
63Cu 801 � 120 760 � 24 3.1 94.9 792 � 22 2.8 98.9 — — —
65Cu 801 � 120 764 � 23 3.0 95.3 817 � 12 1.5 102 801 � 120 15.0 97.9
64Zn 1320 � 200 1124 � 37 3.3 85.1 — — —
66Zn 1320 � 200 1132 � 34 3.0 85.8 1169 � 53 4.5 88.5 1127 � 65 5.7 85.4
67Zn 1320 � 200 1122 � 34 3.0 85.0 — — — — — —
68Zn 1320 � 200 1142 � 37 3.0 86.5 — — — — — —
70Zn 1320 � 200 1137 � 42 3.7 86.1 — — — — — —
78Se 66.1 � 13.2 64.9 � 2.4 3.7 98.3 71.6 � 2.0 2.8 108 69.2 � 2.9 4.3 105
82Se 66.1 � 13.2 74.2 � 2.19 2.9 112 — — — — — —
111Cd 2.28 � 0.46 2.72 � 0.05 1.9 119 2.53 � 0.05 2.0 111 — — —
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TOFMS analysis of serum reference material, proving that the
method is t-for-purpose for serum sample analysis. Only
aluminum in the serum ClinCheck reference material was
below the limit of quantication of FI-ICP-TOF-MS. Using ICP-
TOFMS measurements and data post-processing strategies
including base-line subtraction and peak deconvolution, it was
possible to accurately quantify all iron, copper and zinc isotopes
at biologically relevant concentrations in the serum reference
material. This demonstrates that also isotope dilution strategies
can be employed with ICP-TOFMS for quantication of these
elements in serum samples. Also for selenium, ICP-TOFMS
proved to be suitable to accurately quantify the isotopes 78Se
and 82Se in serum.

Using the ow injection approach, the serum sample
intake and the sample preparation time is signicantly
reduced compared to the established trace element analysis
procedures, relying on mineralization of serum samples (with
sample intakes between 200 mL and 1 mL) and subsequent
dilution to achieve enough volume for analysis.9,10 For FI-ICP-
MS/MS analysis, the instrument was operated in standard
mode or using collision/reaction cell pressurized with O2.
Accordingly, again two injections per sample were required
for accurate quantication resulting in increase of measure-
ment time. Generally, multi-element analysis using ICP-MS/
MS with collision/reaction cell technology involves more
efforts regarding method optimization, requiring a careful
selection of the gas mode for different analytes, which in turn
is facilitated by a priori knowledge about the best suited
isotope/isotopes of an element, the best suited gas mode, the
sample composition and thus possible interferences due to
the matrix. The use of ICP-TOF-MS in contrast does not
require prior knowledge about the sample matrix and
This journal is © The Royal Society of Chemistry 2019
possible interferences or the choice of the best-suited isotope
as elements from the entire mass range are measured for
every sample.
Conclusions

This work demonstrates the capabilities of ow injection ICP-
TOFMS for accurate multi-element quantication in lake
water and serum reference material using a sample intake of 5
mL. The use of the CCT with a H2/He gas mixture improved the
limits of quantication and precision for most elements. The
quantication accuracy for the elements considered was shown
to be unaffected by the use of the CCT but for iron it proved to
be benecial for its quantication at the concentration present
in lake water reference material. A wide range of elements at
trace element concentrations was accurately quantied in the
used reference materials by the developed FI-ICP-TOFMS
method and it was also concluded that the proposed method
is t-for-purpose for isotope dilution strategies for iron, copper
and zinc in serum samples. FI-ICP-TOFMS analysis proved to be
superior in terms of sample throughput compared to FI-ICP-
MS/MS analysis where two sample injections using two
different gas modes are required for multi-element analysis for
a short transient signal. The use of ICP-TOFMS reduces the
need for pre-analytical literature research to dene study-
specic target elements and possible interferences resulting
from the matrix. ICP-TOFMS analysis provides a holistic
approach which is t-for-purpose for multi-element proling in
environmental and biological matrices and thus enables the
application of the proposed methodology to e.g. clinical studies
where a high number of samples needs to be analysed and
limited sample volume is available.
J. Anal. At. Spectrom., 2019, 34, 1272–1278 | 1277
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