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peptide hydrogel for ultrarapid
3D bioassays†

Paola Gagni, ‡a Alessandro Romanato, ‡a Greta Bergamaschi, ‡a

Paolo Bettotti, b Renzo Vanna, c Chiara Piotto, b Carlo F. Morasso, c

Marcella Chiari, a Marina Cretich *a and Alessandro Gori *a
Biosensing analytical platforms rely on the intimate structure–func-

tion relationship of immobilized probes. In this context, hydrogels are

appealing semi-wet systems to locally confine biomolecules while

preserving their structural integrity and function. Yet, limitations

imposed by biomolecule diffusion rates or fabrication difficulties still

hamper their broad application. Here, using a self-assembling peptide,

a printable and self-adhesive hydrogel was obtained and applied to

fabricate arrays of localized bio-functional 3D microenvironments on

analytical interfaces. This soft matrix represents a robust and versatile

material, allowing fast and selective tuning of analyte diffusion, which

is exploited here to run in-gel immunoassays under solution-like

conditions in an unprecedented (<10 min) time frame. The devel-

oped material overcomes major limitations associated with hydrogels

for bioassays, widening the prospects for easy fabrication of multi-

functional bio-interfaces for high-throughput, molecular recognition

assays.
1. Introduction

The array technology advent has set a new paradigm in the
development of multiplexed assays for biomedical applications,
with immune-sensing being a major area of interest.1–3 The
success of such platforms is linked to maintaining the
biomolecule 3D structure and function upon surface immobi-
lization. In this sense, many efforts have been oriented towards
developing innovative surface chemistries that balance stable
binding with retained functionality of immobilized bioprobes.
Such studies mostly exploit the use of polymeric coatings to
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engineer microarray surfaces and complementary chemo-
selective conjugation techniques to circumvent traditional
drawbacks associated with nonselective strategies.4–8 In this
scenario, hydrogels represent ideal systems bridging dry and
wet conditions, as they enable biomolecules to be locally
entrapped on analytical surfaces in their active form under
solution mimetic conditions within the aqueous gel matrix.9,10

Landmark examples of semi-wet microarrays (both for proteins
and antibodies) have been reported, highlighting additional
advantages of 3D platforms, such as increased loading capacity,
smaller nonspecic binding and enhanced signal-to-noise ratio.
Hydrogels for (micro)arrays are commonly based on poly-
acrylamide, alginate, agarose and polyethylene glycol matrices.
Also, low-molecular weight supramolecular hydrogelators have
been exploited to build semi-wet 3D arrays11–17 and hydrogel
sensors.18–20 However, some hydrogel characteristics still
prevent their broad application for bioassay development.
Particularly, one major issue is the ability to match target
diffusion rates through the gel matrix with stable probe
entrapment. Mass transport can indeed be severely limited in
dense cross-linked matrices and, accordingly, extensive incu-
bation times are required to allow large molecules to diffuse
through the gel aqueous cavities.21,22 Consequently, most
current applications focus on arrayed enzymes or antibodies
probed with small substrates/analytes, while only few reported
systems allow permeation of large biomolecules such as anti-
bodies. In this sense, hydrogel droplet microarrays provide
a more accessible format in contrast to hydrogel layered
surfaces, but they can require laborious strategies for chip
fabrication, especially if permeation to large molecules is
desired.23 Gel viscosity is indeed a severe obstacle to direct
microarray printing; therefore, in situ hydrogel formation, aer
spotting of constituent units, is commonly used to circumvent
this issue.13,16,24–27 Oen, this is accomplished by UV-triggered
cross-linking, a process that can however be harmful to the
functionality for sensitive biomolecules. Thus, it is highly
desirable to develop robust strategies enabling user-friendly
and automated array fabrication that entails few, simple and
This journal is © The Royal Society of Chemistry 2019
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benign manipulation steps compatible with established
production workows.

In recent years, self-assembling peptides have experienced
widespread and different applications in nanoscience.28–32 The
spontaneous bottom-up assembly of monomer peptide motifs
can drive the formation of ordered supramolecular architec-
tures in a tuneable and controlled manner, that can easily
generate new functional so materials, including peptide
hydrogels.33–36 These materials are usually formed by entangled
self-assembled nanobers that bundle to form a stable network
that entraps water within it. Ordered noncovalent interactions
are the key driving force for the assembly process, and they can
confer stunning robustness to these brillar nanostructures.37

In the present work, using micromolar concentrations of
a self-assembling peptide we obtained a so hydrogel matrix
with controlled permeability properties for the straightforward
connement of biomolecular probes in arrayed 3D microenvi-
ronments. Using this strategy, we obtained a stable and yet
highly permeable nano-scaffold that enabled us to run uo-
rescence immunoassays under solution-like conditions within
an ultrashort timeframe (<10 min) and a pM detection limit.
The supramolecular hydrogel forms rapidly and spontaneously,
it is printable using a piezoelectric microarray spotter and it
self-adheres onto poly(methyl methacrylate) (PMMA) slides, so
that neither post-spotting cross-linking nor polymerization is
required for gel formation and surface attachment, greatly
simplifying the fabrication process. Overall, our platform is
user-friendly, robust and cost-effective and possesses a combi-
nation of favorable features that are unique in the area of 3D
multiplexed bioassays in hydrogels.

2. Results and discussion
2.1. Hydrogel design and characterization

Self-assembly of proteins and peptides is a frequently found
phenomenon in biological systems.38–40 Assembly can be highly
specic, originating from precisely dened and hierarchical
supramolecular nanostructures. In particular, peptides are
uniquely attractive self-assemblingmonomers with a number of
favourable and distinctive features. Ease of synthesis and
chemical manipulation, and virtually unlimited design possi-
bilities to control monomer assembling properties, have indeed
made peptides key components for the development of new
(bio)nanomaterials.41–43 In this light, the self-assembling Q11
peptide (QQKFQFQFEQQ) is a bril-forming amino acid stretch
previously used as a versatile nanostructured scaffold for several
applications.44–48 This peptide and related analogues were re-
ported to self-organize and to form stable hydrogels within
a wide millimolar concentration range (1–100 mM). While for
many applications the formation of stiff hydrogels is sought for,
in our design we rationalized that working at low peptide
concentrations (micromolar range) was a necessary condition to
obtain a low-viscosity hydrogel that could be handled for
straightforward (micro)array production. Moreover, the possi-
bility of obtaining a mildly dense yet resistant matrix was
considered crucial to allow the fast diffusion of larger molecules
(proteins and antibodies). We also speculated that hydrogel
This journal is © The Royal Society of Chemistry 2019
permeability to differently sized biomolecules could be tuned by
varying the hydrogel microstructure, i.e. the concentration of
the gel-forming peptide hydrogelator. Overall, our envisaged
platform would entail a spontaneously forming, printable and
tunable hydrogel that could be directly applied to array fabri-
cation. Fig. 1 summarizes the designed strategy.

We tested our hypotheses in the fabrication of hydrogel
microarrays using PMMA slides, a hydrophobic material that is
widely used in Biological Micro-Electro-Mechanical Systems
(BioMEMS).49 Upon preliminary screening of a set of Q11
analogues, we used a slightly modied Q11 sequence (Ac-
YFQQKFQFQFEQQ-conh2, YF-Q11) that formed PMMA-
adhesive so hydrogels over a large micromolar concentration
range (25–500 mM). Structural characterization of the new
peptide by circular dichroism (CD) and ATR-FTIR analysis
revealed that YF-Q11 preferentially shows a beta-sheet character
(Fig. 2a–c and S2†), in accordance with the previously reported
behaviour of the Q11 parent molecule.44 Spectrouorimetric
studies (Fig. 2b and S3†) using the hydrophobic uorescent
molecular probe 8-anilino-1-naphthalenesulfonic acid (ANS),
widely used to sense micropolarity variation following the
formation of supramolecular nanostructures, demonstrated
that upon incubation at 40 �C the spontaneous assembly
proceeds rapidly and reaches a stable level within a conve-
nient operative time frame (1–4 hours).50,51 This behaviour
was also observed using thioavin (Fig. S4†). Atomic force
microscopy (AFM) experiments were performed to conrm the
presence of entangled brillar nanostructures responsible for
hydrogel formation, which could be clearly detectable even at
25 mM concentration (Fig. 2d). Peptide chains hierarchically
aggregate in brillary structures that, in turn, self-organize
into larger micrometer sized bundle of bers. The smallest
detectable bers were down to 1 nm in height (Fig. S1†), while
the limited thickness of even the largest brils (about 10–30
nm) and their high aspect ratio are compatible with the
typically observed structures assumed by the Q11 self-
assembling peptide.45,52

We then performed rheology characterization of the YF-Q11
hydrogel, showing that it behaves as a typical viscoelastic uid
under increasing strain excitation (Fig. 3a). The storage
modulus (G0) remains constant up to approximately 0.4% strain
when an oscillation at a constant frequency of 0.2 Hz is applied,
aer which it starts to decrease. Within such a range (LVER),
changes to the gel microstructure are reversibly (instanta-
neously) recovered. The difference between the elastic and the
viscous (G00) modulus indicates that the peptide bers are
loosely connected. At larger shear strain, G00 approaches G0 up to
a point (at about 7%) at which the material behaves essentially
like a liquid. These reduced interactions are conrmed by the
limited viscosity of the material (Fig. 3b), which also displays
shear-thinning properties, that make it compatible with robot-
assisted spotting technology.

Interestingly, by visual inspection, spots produced by the
arrayer rapidly dried out, but instantaneously rehydrated upon
immersion in water regaining their 3D shape (Fig. S5†). To gain
insight into this process, we used a drop shape analyser that
allowed us to monitor microdroplet volume and to verify the
Nanoscale Adv., 2019, 1, 490–497 | 491
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Fig. 1 Overview of the hydrogel bioassay strategy. (a) YF-Q11 is incubated at 40 �C to rapidly self-organize into a soft hydrogel. Protein and
antibody bioprobes are then pipetted into the gel matrix and entrapped within the fibrillary network due to their size whereas (b) peptides can be
immobilized by means of a co-assembly strategy with YF-Q11 that entails covalent conjugation of peptide probes to the YF-Q11 monomer via
click-chemistry and addition to the gel forming matrix. (c) Hydrogels are then deposited onto analytical slides by a non-contact spotting
technology to obtain 3D arrays.
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full reversibility of this process (Fig. 3c). We conrmed that,
upon an initial loss of hydrogel outer shell occurring within the
rst minute of incubation, microdroplets regain their initial
Fig. 2 (a) CD spectra of 25 mM YF-Q11 in water upon incubation at 40 �C
spectra at 50, 100 and 250 mM are reported in Fig. S2.† (b) Fluorescence
YF-Q11 (blue and black lines) at different times (lex ¼ 360 nm). The fluore
spectrum (dotted) and second derivative (solid). Major peaks at 1624 cm�1

helical structure (1653 cm�1) is also present to a lower extent.53–55 (d) A
entangled nanofibers.

492 | Nanoscale Adv., 2019, 1, 490–497
volume over repeated cycles of drying and re-swelling. In this
sense, the brillar matrix behaves like a supramolecular
sponge.
. Increasing traits of beta-sheet character are detectable over time. CD
spectra of ANS (1 mM) in water (red line) and in the presence of 250 mM
scent signal rapidly appears and remains stable over time. (c) ATR-FTIR
and 1696 cm�1 indicate a predominant YF-Q11 beta-sheet character. A
FM representative image of 25 mM YF-Q11 showing the formation of

This journal is © The Royal Society of Chemistry 2019
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Fig. 3 (a) Measurement of the LVER (Linear Visco Elastic Region) for 250 mM YF-Q11. Oscillation amplitude table: frequency 0.2000 Hz, 1.000 �
10�4 Pa to 0.1000 Pa, 5 samples per decade. (b) Yield stress curve showing a decrease in viscosity starting at very low stress (around 0.02 Pa). This
is indicative of the limited cohesive energy endowed by the material. Viscometry shear stress ramp: 0.000 Pa to 1.000 Pa, 500 samples, linear. (c)
Drop shape analysis performed by contact angle measurements. YF-Q11 (25 mM) droplet volume observation by video capturing over three
repeated drying/rehydration steps. (d) Sequential Raman images of two hydrogel drops (8 nL). Empty spot (left) and malachite-green labelled
antibody containing spot (right) were acquired in parallel by a raster-scanning acquisition of the area of interest and by applying a 3 mm pitch in
the Z direction. The false-color maps and intensities correspond to the presence of the typical Raman spectra of malachite-green used as
a Raman label and automatically identified by direct classical least squares (DCLS) component analysis (see the ESI†).
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2.2. Hydrogel allows controllable permeation to
biomolecules

To assess the feasibility of the YF-Q11 hydrogel for bioassay
applications, we designed an experiment providing combined
information on spotted gel permeation to biomolecules while
monitoring its stability under the repeated washing and drying
steps typical of a bioassay protocol. To this aim we exploited
dual uorescence detection (Cy3 and Cy5) on two independent
laser channels of a microarray scanner. To assess stability,
a Cy3-labelled YF-Q11 peptide (0.1 mM) was co-assembled into
different YF-Q11 solutions (25–500 mM range) to monitor the
variation of uorescence intensity of gel spots upon incubation
of the slide in washing buffer at different times. Simulta-
neously, YF-Q11 spots containing Cy5-labelled biomolecules
were scanned for Cy5 residual uorescence to monitor diffusion
through the gel matrix. Labelled probes were added to the
hydrogels immediately before spotting to minimize nonspecic
biomolecule entrapment due to the possible occurrence of
hydrophobic and non-covalent interactions. To screen repre-
sentative biomolecules differing in their hydrodynamic radius
(Rh), we selected anti-a-lactalbumin IgG (150 kDa; Rh ¼ 5–6.5
nm),56–58 streptavidin (53 kDa; Rh ¼ 2.5–4 nm)59 and V5 peptide
(2 kDa; estimated Rh ¼ 1–2 nm).

The whole range of YF-Q11 hydrogel concentrations tested
(25–500 mM) showed good stability over time. Indeed, aer
This journal is © The Royal Society of Chemistry 2019
10 min incubation in a typical wash buffer (0.05 M Tris/HCl pH
9, 0.25 M NaCl, 0.05% v/v Tween 20), spot uorescence was
basically unaltered (Fig. S6†). Biomolecule-containing spots
behaved similarly to empty controls, suggesting that the YF-Q11
brillar network integrity is not affected by the nature of
entrapped biomolecules, and that stability is preserved. Aer 60
minutes of washing, around 15% decay in the Cy3 signal was
observed (Fig. S6†). However, this is largely outbalanced by the
fact that complete biomolecule diffusion occurred in approxi-
mately 2 minutes (Fig. 4a). Notably, by using different YF-Q11
concentrations (i.e. varying the hydrogel microstructure), gel
permeability can be selectively tuned to control differential
analyte permeation and, under selected conditions, free and
fast diffusion is allowed (Fig. 4). The V5 peptide was fully
permeable at all tested concentrations, while streptavidin was
entrapped in the 250–500 mM range but freely diffused below
100 mM. The same concentration allowed only for partial a-
lactalbumin antibody diffusion, which was instead almost
quantitative at 25 mM. These tuneable diffusion properties are
likely related to the combined contribution of the hydrody-
namic radii of the bioprobes and the occurrence of noncovalent
interactions with the hydrogel matrix. When large molecules
such as IgGs are conned within a relatively dense hydrogel
microstructure, as seen at higher (>100 mM) YF-Q11 concen-
trations, probes are mostly retained. In contrast, the highly
porous hydrogel microstructure at 25–50 mM YF-Q11 is ideal to
Nanoscale Adv., 2019, 1, 490–497 | 493
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Fig. 4 (a) Residual Cy5 fluorescence of hydrogel spotted labelled bioprobes upon increasing incubation time in 0.05 M Tris/HCl pH 9, 0.25 M
NaCl, and 0.05% v/v Tween 20 buffer. Anti-LAC IgG (150 kDa; Rh¼ 5–6.5 nm, left) is mostly retained at >100 mM YF-Q11 hydrogel concentration,
while almost complete signal loss indicates that it freely diffuses in the 25–50 mM range within 2 minutes. The hydrogel matrix is fully permeable
to V5 peptide (2 kDa, right) over the entire range tested. Streptavidin (53 kDa, Rh ¼ 2.5–3 nm, centre) shows intermediate properties, being
residual fluorescence stable at >250 mM YF-Q11 hydrogel concentration. The Cy3 fluorescence channel was used to simultaneously monitor gel
stability and exclude a major contribution of gel disruption to the observed Cy5 fluorescence decrease (Fig. S6†). (b) Graphical representation
summary of hydrogel permeation to biomolecules.
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avoid bioprobe entrapment due to nonspecic interactions, and
to enable unimpaired diffusion. The simultaneous monitoring
on the Cy3 channel allowed us to exclude a major contribution
of hydrogel matrix disruption to the observed Cy5 uorescence
decrease.

Overall, these experiments highlighted promising hydrogel
features and, in view of real bioassays using complex samples,
we veried that these properties were unaltered upon immer-
sion of the slides into powdered skimmed milk prior to spot-
ting, a common protocol used to block non-specic interactions
of biomolecules that potentially occur on untreated PMMA
surfaces.

To verify that the biomolecules are distributed in a 3D shell,
confocal Raman imaging experiments were performed on an
antibody-containing hydrogel. A malachite-labelled antibody
was entrapped into a 250 mm YF-Q11 matrix and multiple
images were directly captured in water using a 3 mm pitch in the
Z direction (Fig. 3d and S7†). The results indicated that the
labeled antibody was stably embedded in the hydrogel spots
and uniformly distributed throughout the gel matrix, while the
long acquisition time required for the experiment further
supports hydrogel stability. As previously suggested by contact-
angle experiments, the rendered images conrmed that spotted
microdroplets assume a disc-like shape with a height of
approximately 18 mm (8 nL spot, Fig. 3d). This is due to the low-
viscosity properties of the hydrogel favoring spreading of the gel
on the surface.
494 | Nanoscale Adv., 2019, 1, 490–497
2.3. Hydrogel matrix allows for ultrafast immunoassays

We then veried whether these premises could translate into
specic molecular recognition assays inside the hydrogel
matrix. Accordingly, we designed symmetrical antibody–peptide
recognition tests. In the rst experimental setting, V5 and LAC
peptide epitopes were immobilized within the antibody-
permeable matrix (25 mM YF-Q11) by means of a co-assembly
strategy (Fig. 1b). Hydrogels were then probed with Cy3-anti-
V5 and Cy5-anti-LAC labelled-antibodies (Fig. 5a). In a spec-
ular assay, a 250 mM YF-Q11 concentration was used to entrap
the anti-V5 and anti-LAC IgGs, which were probed by Cy3-V5
and Cy5 LAC labelled-peptides (Fig. 5b). Both experiments
showed that probe-specic recognition occurred only between
respective antibody–peptide pairs. Negligible uorescence
signals were detected in spots containing non-related
antibodies/peptides or in empty spot controls.

The ultra-short antibody incubation time (5 minutes) used in
the assay was optimized by following the kinetic curves for the
saturation of the uorescence signal of the V5-antibody pair.
Comparison of the saturation kinetics proles observed for the
in-gel assay and on a at surface conrms probe
immobilization capacity within the 3D scaffold, as
demonstrated by the higher uorescence response (Fig. S8†).
Antibody diffusion was not hindered by the so peptide
matrix, which conversely behaves as a solution-like environ-
ment. In addition, it allowed short incubation times,
This journal is © The Royal Society of Chemistry 2019

http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/c8na00158h


Fig. 5 (a and b) Histograms showing the fluorescence intensities detected in the Cy3 and Cy5 channels after 5 minutes incubation of hydrogel
spots with themixture of (a) Cy3-anti-V5 and Cy5-anti-LAC IgGs within the antibody-permeable matrix (25 mM YF-Q11) and (b) Cy3-V5 and Cy5-
LAC peptides in the antibody-trapping 250 mM YF-Q11. Correctly, fluorescence is detected in the appropriate channel for the specific probe–
antibody pair interaction; microarray scan images are reported on the right. Inappreciable signals detected in both experiments on the empty
spots reveal the absence of fluorescence noise due to fluorophore interactionwith the hydrogel matrix. (c) Dose–response curve to calculate the
limit of detection using 20% Q11-V5 epitope. (d) Fluorescence signal and unpaired t test (p < 0.001) for two panels of 12 ZIKV+ individuals and 12
healthy controls screened for immunoreactivity on 20% ZEp1 co-assembled with YF-Q11. Experimental details are reported in the ESI.†
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disfavoured nonspecic interactions and molecular adsorption
on the surface, thus reducing the uorescence background
noise. Subsequently, in order to estimate the ideal probe
content of hydrogels, we tested increasing amounts (from 0% to
50%) of co-assembled V5 epitope with 25 mM YF-Q11 and we
calculated the LODs (limits of detection) for different concen-
trations (0 to 100 ng mL�1) of anti-V5 IgG spiked into human
serum (Fig. S9†). The 20% V5 peptide content provided the
lowest calculated LOD of 2 ng mL�1. The R2 (0.94) of the dose–
response curve demonstrated the linearity of the assay outcome
in a clinically relevant antibody concentration range (Fig. 5c).

As the nal benchmark for our platform, we performed
a real immunodiagnostic assay to detect Zika Virus (ZIKV)
infection in human serum samples, using a previously
described immunoreactive epitope (ZEp1) of ZIKV NS1
protein.60 Two panels of 12 ZIKV positive individuals and 12
healthy controls were screened for immunoreactivity against
ZEp1 epitope and results were evaluated by an unpaired t test
(Fig. 5d). Our test effectively enabled discrimination between
the two populations at a statistically signicant level (p <
0.001), conrming the feasibility of our system in the context
of a real serological assay for infectious diseases. It is
remarkable that the incubation times for ZEp1 recognition
took less than 5 minutes, while the incubation time for the
secondary antibody was 2 minutes. Overall, the total time
required for the assay was <10 minutes.
This journal is © The Royal Society of Chemistry 2019
3. Conclusion

Herein we exploited a self-assembling peptide (YF-Q11) to
obtain a so hydrogel matrix for local connement of biomol-
ecules on microarray slides. The developed hydrogel showed
combined favourable properties that overcome many limita-
tions typically associated with hydrogels for bioassays. Firstly,
low viscosity hydrogels obtained using micromolar YF-Q11
concentrations can be directly used for array fabrication,
while being stable enough to locally conne biomolecular
probes. Notably, the diffusion properties of different macro-
molecules (peptides, proteins, and antibodies) through the
hydrogel matrix can be favourably tuned depending on YF-Q11
self-assembling monomer concentration.

Under selected conditions, biomolecule diffusion properties
through the hydrogel matrix closely mimic solution conditions,
so that ultrafast (<10 min) immunoassays, arguably one of the
most challenging bioassay settings, can be run using this plat-
form. This was demonstrated by running a real case diagnostic
immunoassay for the detection of ZIKV infection. Importantly,
the hydrogel matrix did not interfere with the molecular
recognition properties of the entrapped probes, nor did it show
nonspecic interactions in the presence of complex biological
samples such as sera. Based on these results and given the
unlimited opportunities for exible molecular design of
peptides, we envisage that analogous versatile peptide hydrogel
Nanoscale Adv., 2019, 1, 490–497 | 495
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platforms may nd extensive applications as modular 3D
microenvironments with solution-like properties in a wide
range of automated and multiplex bio-assays, including lab-on-
chip devices and cell-based biosensors.
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