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Rapid detection of Shiga toxin type II using lateral
flow immunochromatography test strips of
colorimetry and fluorimetry†
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Qing Zhang d and Shou-Nian Ding *a

Two types of lateral flow immunochromatographic test strips (LFITS) using gold nanoparticles and fluo-

rescent CdTe quantum dots (QDs) as signal labels, respectively, were developed for Shiga toxin type II

(STX2) assays. Under optimal conditions, the corresponding visual detection limits were 25 ng mL−1 and 5

ng mL−1, respectively. The test results of gold based LFITS can be recognized directly by the naked eye,

whereas the visualized results of CdTe QDs based LFITS can be observed by the aid of a UV lamp. Both

assays showed good specificity and stability. The inexpensive LFITS were promising for the rapid clinical

detection of STX2.

1. Introduction

Shiga toxin-producing Escherichia coli (STEC) was first discov-
ered in 1982.1 It is a zoonotic pathogen that causes infectious
diarrhoea, haemorrhagic enteritis, haemolytic-uremic syn-
drome, and thrombotic thrombocytopenic purpura and can
cause death in severe cases.2–4 In some areas of Jiangsu
Province and Shandong Province, between 1999 and 2000,
STEC infectious diarrhoea complicated with acute renal failure
occurred, causing a significant loss of personnel and
property.5,6 In the summer of 2006, STEC infection was caused
by the consumption of contaminated spinach, which affected
26 states.7 STEC comprise O antigens and can be divided into
O157, O26, and O111 serotypes, and the main pathogenic
strain is O157:H7. Shiga toxin (STX) produced by O157:H7 is
currently considered to be the most important pathogenic
factor.

Among the toxins produced by bacteria, STX is one of the
strongest toxins, which can cause cell necrosis, tissue lesions,
dissolution and death.8 Shiga toxins include two types,9 Shiga
toxin type I (STX1) and Shiga toxin type II (STX2), of which

STX2 is the main cause of haemolytic uremic syndrome.10

Compared with STX1, the coding order of STX2 varies greatly,
so STX2 has many different subtypes, such as STX2v, STX2vhb,
STX2e, STX2C and other subtypes.11 STX2 can penetrate intes-
tinal epithelial cells into the blood circulation and bind to its
receptor glycerol sphingosine (Gb3), causing damage to organs
such as the intestines and central nervous system, especially in
kidneys with a high Gb3 receptor content.12 It is easy to cause
haemolytic uremic syndrome, and the mortality rate is high.
Even if one can survive, it will cause serious sequelae.8

In recent years, STX2 has been researched and tested at
home and abroad.13,14 The existing STX2 detection methods
are mainly ELISA and PCR.15–17 These detection methods are
complicated to operate and require instrument assistance, so
developing a simple and accurate method for STX2 detection
is urgently necessary. In this case, it is desirable to develop a
simple and rapid point-of-care (POC) assay for STX2 detection.
Obviously, the most famous method in the POC strategy is the
lateral flow immunochromatographic test strip (LFITS) assay,
which has the advantages of rapidity, low cost, simplicity and
convenience. It relies on capillary force to move the liquid. In
the aspect of LFITS, researchers are constantly exploring signal
substrates, including up-conversion fluorescence materials,18

magnetic nanoparticles,19–21 latex nanoparticles,22 quantum
dots (QDs)23,24 and organic fluorescent dyes.25

Immunochromatography is not only used in the detection of
antigens, but also widely concerned with the detection of
environmental pollution26,27 and food safety.28,29

In this paper, two types of chromatographic immunoassay
methods are developed by us to detect STX2, and the signal
labels were colloidal gold nanoparticles (Au NPs) and CdTe
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QDs, respectively. The preparation of Au NPs was simple and
inexpensive, and they could be stably and uniformly dispersed
in an aqueous solution and had good biocompatibility, and
more importantly, they could be stored for a long period of
time.30 The colour of colloidal gold on the LFITS could be
clearly seen with the naked eye. Colloidal gold based LFITS
were equipped with many advantages, such as simple to
operate, easy to carry, fast detection speed and so on. The prin-
ciple of the test strip is given in Scheme 1A. Compared with
colloidal gold, CdTe QDs have a broad and continuous exci-
tation spectrum, while the emission spectrum was narrow and
symmetrical, with long fluorescence lifetime and large Stokes
shift,31 and more importantly, the carboxyl groups on the
surface of CdTe QDs can bind to antibodies in a better manner,
thereby reducing the detection limit of STX2. Due to the fluo-
rescence properties of the CdTe QDs, the results of the CdTe
QD based test strips were observed by means of a UV lamp. In
addition, under illumination conditions, the fluorescence inten-
sity of CdTe QDs decreased over a period until quenching,
which in turn affected the detection results. Therefore, instead
of using a conjugate pad, the CdTe QDs were premixed with the
antigen and added to the sample pad. The principle of the test
strip is shown in Scheme 1B. For the detection of STX2, the
chromatographic immunoassay method had strong anti-inter-

ference, simple operation and low price. The detection time of
Au NP based LFITS was 10 min and the other was 20 min. The
satisfactory results indicated that the two methods have promis-
ing application prospects in the detection of STX2.

2. Experimental section
2.1. Chemicals and materials

STX2 antigen (Ag), STX2 primary antibody (STX2 Ab1) and
STX2 secondary antibody (STX2 Ab2) were provided by the
Jiangsu Center for Disease Control and Prevention. Sample
pads, conjugate pads (Ahlstrom 8964), NC membranes
(Sartorius CN95, Sartorius CN140, Vivid 170), absorbent pads,
polyvinyl chloride (PVC) baseboards and goat anti-mouse (IgG)
were supplied by Shanghai JieYi Biotechnology Co. Ltd
(Shanghai, China). Other chemicals are shown in the ESI.†

2.2. Instrumentation and characterization

Transmission electron microscopy (TEM) measurements were
carried out by making use of a JEM-2100 transmission electron
microscope (JEOL Ltd), UV-vis absorption spectra were
recorded by using a Shimadzu UV-2600 spectrophotometer
(Tokyo, Japan), and PL spectra were obtained by using a
Fluoromax-4 fluorescence spectrometer (Horiba, USA). All
photos of LFITS were taken by using a digital camera. The data
of STX2 tested by ELISA were provided by the Jiangsu
Provincial Center for Disease Control and Prevention.

2.3. Synthesis of colloidal Au NPs and CdTe QDs

The preparation of Au NPs with a diameter of ∼15 nm (the size
of Au NPs was determined by TEM) and the preparation of
CdTe QDs with a diameter of ∼5 nm (the size of CdTe QDs was
determined by TEM) were carried out according to the
reported methods with appropriate modifications.32,33 The
detailed synthesis procedures are presented in the ESI.†

2.4. Preparation of Au NP coupled STX2 Ab2

According to previous studies,34,35 colloidal gold has the best
coupling capacity with antibodies at pH = 8. To adjust the pH
to 8, 5 μL of potassium carbonate (K2CO3, 0.1 M) was added to
the already prepared 20 μL colloidal gold solution, then 2 μL of
2.4 mg mL−1 STX2 Ab2 was added to the solution and reacted
for 30 min. Thereafter, 25 μL of 5% bovine serum albumin
(BSA) was added and shaken for 30 min to achieve a blocking
effect. The product blocked by BSA was centrifuged at 1500
rpm for 20 min to remove large agglomerates and the super-
natant was further centrifuged at 15 000 rpm for 10 min to
remove fine particles, and the obtained precipitate was dis-
persed to 100 μL with phosphate buffered saline (0.01 M, pH =
7.4, PBS) containing 5% sucrose and 1% BSA. The final
product was stored at 4 °C in the dark.

2.5. Preparation of CdTe QD coupled STX2 Ab2

CdTe QD coupled antibodies were prepared through a classical
carbodiimide coupling reaction.36 100 μL of 3 mg mL−1 CdTe

Scheme 1 (A) Schematic diagram of Au NP based LFITS; (B) schematic
diagram of CdTe QD based LFITS.
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QD aqueous solution, 25 μL of 10 mg mL−1 freshly prepared
1-(3-dimethylaminopropyl)-3-ethylcarbodiimide hydrochloride
(EDC) solution and 100 μL of 2.4 mg ml−1 STX2 Ab2 were
sequentially added to a 2 mL centrifuge tube, and shaken in
the dark (300 rpm, 3 h). The formed CdTe-STX2 Ab2 was centri-
fuged at 1000 rpm to remove the agglomerates of the QDs, and
the product was centrifuged at 8000 rpm for 5 min to remove
CdTe QDs that unbound the antibodies. Purified CdTe-STX
Ab2 was incubated with 1 mL of 2% BSA for 30 minutes to
block non-specific binding sites. The final products were cen-
trifuged, and the supernatant was stored at 4 °C in the dark.

2.6. Preparation of LFITS

Au NP based LFITS consist of five parts, a sample pad (10 × 4
mm), a conjugate pad (8 × 4 mm), an NC film (20 × 4 mm),
an absorbent pad (10 × 4 mm) and a PVC substrate. Except for
the PVC substrate, the other four sections were attached to the
PVC substrate. The Au-STX2 Ab2 complex was dropped onto
the conjugate pad and dried at 37 °C for 2 h after the conju-
gate pad was immersed. STX2 Ab1 and goat anti-mouse (lgG)
solutions were separately prepared at a concentration of 2 mg
mL−1. The prepared solution was separately extracted using a
double-head mark (SJ001, Shenzhen Stationery) having a very
small nib (SJ002, 1.97 × 34 mm, Shenzhen Stationery) to
prepare the control line and test line on the NC membrane.
The NC membrane was treated with PBS containing 1% BSA
(0.01 M, pH = 7.4) and dried at 37 °C.

Unlike the Au NP based LFITS, CdTe QD based LFITS have
no conjugate pad. CdTe QDs were first coupled with STX2 Ab2
to form conjugates, and then the sample was incubated with
the conjugate for 10 minutes. Subsequently, the obtained pro-
ducts were dropped onto the sample pad (18 × 4 mm). The
treatment of the NC membrane and the preparation of C and
T lines were consistent with the above. The prepared LFITS
were stored at 4 °C.

2.7. Test procedures

For the colloidal Au NP based LFITS, 50 μL of the sample was
directly dropped onto the sample pad, passed through the con-
jugation pad to the NC membrane, and the excess liquid
flowed to the absorption pad. After 10 min, the color of the
line of the test strip was visually observed. Since the CdTe QD
based LFITS did not have a conjugate pad, 30 μL of the sample
and 30 μL of the conjugate were first mixed together for
10 min and then dropped onto the sample pad. After 10 min,
the fluorescence of the line on the test strip NC film was
observed using an ultraviolet lamp.

3. Results and discussion
3.1. Characterization of Au NPs and CdTe QDs

The UV-vis absorption spectrum and transmission electron
microscopy (TEM) image of Au NPs are shown in Fig. 1. The
maximum ultraviolet absorption peak of Au NPs was located at
517 nm, which was consistent with the literature,37 and the

narrow peak shape indicated the uniform distribution of par-
ticles (Fig. 1A). The morphology and dispersion of Au NPs
were characterized by TEM, and it can be seen that Au NPs
were about 15 nm with good dispersion (Fig. 1B). The UV-vis
absorption spectra, PL spectra and TEM image of CdTe QDs
are shown in Fig. 2. From Fig. 2A, it was found that the
maximum ultraviolet absorption peak of CdTe QDs was at
560 nm, and the fluorescence emission peak was at 627 nm,
which proved that the as-synthesized CdTe QDs emitted red
fluorescence under UV light.38 The narrow emission spectrum
demonstrated that the synthesized CdTe QDs possessed a
uniform particle size. The morphology and size of CdTe QDs
were observed in TEM (Fig. 2B) with an average particle size of
5 nm.

3.2. Principle of the method

In this experiment, antigen–antibody interactions were used to
form a sandwich type complex for STX2 detection. The pro-
cedure for detecting STX2 by Au NP based LFITS was as
follows. Firstly, Au NPs were conjugated with STX2 Ab2 to form
an Au-STX2 Ab2 complex. Next, the antigen in the sample pad
reacted with Au-STX2 Ab2, and then combined with STX2 Ab1
on the T line of the NC membrane. When the concentration of
the antigen reached a certain condition, the gold particles
would accumulate on the T line and the red colour of the col-
loidal gold could be observed with the naked eye. The
unbound conjugates continued to flow forward by capillary
force and bound to the IgG antibody on the C line, turning the
C line into red. The binding sequence of CdTe QD based

Fig. 1 (A) TEM image and (B) UV-vis spectrum of Au NPs.

Fig. 2 (A) TEM image of CdTe QDs, (B) UV-vis spectra and PL spectra of
CdTe QDs.

Paper Analyst

78 | Analyst, 2020, 145, 76–82 This journal is © The Royal Society of Chemistry 2020

Pu
bl

is
he

d 
on

 2
9 

O
ct

ob
er

 2
01

9.
 D

ow
nl

oa
de

d 
on

 5
/7

/2
02

4 
1:

13
:3

8 
A

M
. 

View Article Online

https://doi.org/10.1039/c9an01996k


LFITS was identical to that of the Au NP based LFITS. Firstly,
the CdTe QDs coupled with the antibody to form CdTe–STX2
Ab2 conjugates, and afterwards the conjugates combined with
the antigen of the sample pad to form an immune complex,
which was then added to the sample pad. Next, the immune
complex combined with antibodies immobilized on the NC
membrane. Finally, the fluorescence on the C and T lines can
be observed under UV light. Therefore, the LFITS is positive or
negative depending on whether there is red on the T line; if
red appears on the T line, LFITS is positive, otherwise negative.
When there is no red on the C line, the test strip is invalid
regardless of whether there is red on the T line (Scheme 2A–C).

3.3. Sensitivity of Au NP based LFITS

The choice of NC membranes greatly influenced the test
results of STX2 detection.39,40 Three different types of NC
membranes were selected for research, namely Sartorius
CN95, Sartorius CN140 and Vivid 170. In general, the fluid
flow rates on the three NC membranes are not much different.
Fig. 3A shows the results of STX2 detection using Sartorius
CN95. The C line of each test strip demonstrated a clear red
colour, indicating that the test strip was effective. When the
concentration was more than 25 ng mL−1, the red on the T
line can be clearly seen, and the colour distribution was also
uniform. At a concentration of 10 ng mL−1, the T line showed
only very light red colour. At lower concentrations, the red
colour of the T line was barely visible to the naked eye. It can
be observed from Fig. 3B that the results using Sartorius
CN140 were not good. When the concentration reached 200
ng mL−1, a weak red T line was observed, and when the con-
centration was lower, the colour on the T line could not be
observed. When using Sartorius CN140, the colours of the T
and C lines were unclear and uneven. When using Vivid 170 to
detect STX2, the detection limit was 25 ng mL−1, please see

Fig. 3C for details. By comparing the results of three different
types of NC membranes, it was found that the minimum
detection limit of Au NP based LFITS was 25 ng mL−1, which
was approximately the same, while Sartorius CN140 had a
higher detection limit. In addition, Sartorius CN95 exhibited a
more uniform colour distribution. Therefore, the Sartorius
CN95 model NC membrane was selected for further
experiments.

3.4. Stability and specificity of Au NP based LFITS

The specificity was also tested by employing several types of
protein as negative controls, including SFTSV, AFP, CEA,
CA125, HCG and STX2 with the concentration of 1 μg mL−1. As
shown in Fig. 4, all C lines were red, which indicated that
Au–STX2 Ab2 coupled with lgG on the C line successfully.
However, except for the red line on the T line when STX2 was
detected, there was no change in the T line during the detec-
tion of other antigen. That is, only in the process of detecting
STX2, the antigen was captured by the T line, and other anti-
bodies could not be captured on the T line. Therefore, the
designed LFITS were only valid for STX2 detection. These
results indicated that our colloidal gold labelled STX2 test
paper had very good specificity. Even if the concentration of
other antigens is high, it does not affect the results. The above
results were repeated multiple times and remained unchanged
(Table S-1†), which also proved that the fabricated LFITS had
excellent stability.

3.5. Sensitivity of CdTe QD based LFITS

Due to the superiority of Sartorius CN95 in the above experi-
ments of detecting STX2 using Au NP based LFITS, this type of
NC film was still applied in the next experiments. The bright

Fig. 3 Au NP based LFITS for STX2 sensitivity detection by using
different NC membranes: (A) Sartorius CN95, (B) Sartorius CN140, and
(C) Vivid 170.

Scheme 2 (A) LFITS signal readout mechanism diagram, (B) negative
and positive actual performance of Au NP based LFITS, (C) negative and
positive actual performance of CdTe QD based LFITS.
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red fluorescence on the C line in Fig. 5 proved that all test
strips were valid. When the concentration of STX2 Ag was 0 ng
mL−1, the T line showed white colour. As the STX2 Ag concen-
tration gradually increased to 5 ng mL−1, a weak red fluo-
rescence on the T line was observed by the naked eye
under ultraviolet light, indicating that the sandwich
immunological structure of the antigen–antibody on the T
line has been formed. On increasing the concentration of
STX2 Ag, the red fluorescence on the T line gradually became
brighter.

3.6. Stability and specificity of CdTe QD based LFITS

Same as the Au NP based LFITS, the stability and specificity of
the CdTe QD based LFITS were also investigated. SFTSV, AFP,
CEA, CA125, HCG and STX2 were separately detected using
CdTe QD based LFITS, and the concentrations of all antigens
were 1 μg mL−1. The results are shown in Fig. 6, in addition to
the detection of STX2, the T line on the LTITS we designed has
red fluorescence, and when detecting other antigens, only the
original white fluorescence of antigen on the T line is seen.
The results attested that the sandwich immune structure was
formed on the T line only when detecting STX2, so the

designed CdTe QD based LFITS were only valid for STX2 detec-
tion. The sensitivity test of CdTe QD based LFITS was repeated
several times (Table S-2†), which also confirmed that CdTe QD
based LFITS also had satisfactory stability.

3.7. Analysis performance of LFITS

The purpose of the study was to establish a test strip platform
using chromatographic immunoassay to quickly and easily
detect STX2. Two different lateral flow assay devices proposed
in this work can meet these requirements. As can be seen
from the above results, the detection limit of Au NP based
LFITS for STX was 25 ng mL−1, and the detection limit of CdTe
QD based LFITS for STX2 was 5 ng mL−1. STX2 antigen and
antibodies in the same batch were also used to perform ELISA
experiment, and the obtained detection limit was 20 ng mL−1

(OD450 = 0.1) (Fig. 7). Obviously, the detection limit of these
two types of LFITS was comparable with that of the traditional
ELISA assay. However, the detection time is greatly shortened,
the detection process is simple and convenient, and no instru-
ment assistance is required. Both of these two kinds of LFITS
have their own advantages. The CdTe QD based LFITS has a
lower detection limit and is more sensitive than the Au NP
based LFITS. However, the Au NP based LFITS can be carried
around and can be stored for a long time without any instru-
ment. According to the actual situation the appropriate detec-
tion method can be selected to detect STX2 under certain con-
ditions. The high sensitivity and high precision of the STX2
detection technology will have broad application prospects in
the future.

Fig. 4 Specificity test of Au NP based LFITS (from left to right: SFTSV,
AFP, CEA, CA125, HCG and STX2, the concentrations of antigens were
1 μg mL−1).

Fig. 5 CdTe QD based LFITS for STX2 sensitivity detection.

Fig. 6 Specificity test of CdTe QD based LFITS: from left to right, STX2,
HCG, CEA, CA125, SFTSV and AFP, all antibody concentrations were 1 μg
mL−1.

Fig. 7 The standard curve of STX2 by the ELISA method.
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4. Conclusions

To sum up, two different lateral flow assay test strips have
been fabricated for the rapid detection of STX2. The col-
loidal gold gel was used as a signal label for the colori-
metric test strip. And CdTe QDs were used as the signal
label for the fluorometric test strip. The Au NP based LFITS
does not require professionals and any instruments, and is
simpler to operate. The CdTe QD based LFITS has higher
detection sensitivity, but it requires an ultraviolet lamp and
some cumbersome steps. Compared with the traditional
ELISA kit, the detection time has been greatly shortened,
the cost is low, and the test results are satisfactory.
Therefore, the two LFITS provide an alternative to detect
STX2, especially in some remote areas, or under some
urgent conditions.
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