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and simple 3D printable device
for nephelometric and fluorimetric determination
based on smartphone sensing †

Ezequiel Vidal, ‡*a Anabela S. Lorenzetti, ‡a Miguel Ángel Aguirre, b

Antonio Canalsb and Claudia E. Domini *a

A new, inexpensive and easy to use 3D printable device was developed for nephelometric and fluorimetric

determination. Its applicability was tested for the quantification of quinine in tonic drinks and sulfate in

natural water with good analytical accuracy. In this way, sulfate determination was carried out by

nephelometry using a red LED, while quinine was determined using a blue LED by fluorimetry. A smartphone

camera was used to take the pictures and afterwards transform them into the RGB color space using the

software ImageJ by a personal computer. The linear range was 2.0–50.0 mg L�1 for sulfate with a LOD of

0.13 mg L�1, and the corresponding quantification limit (LOQ) was 0.43 mg L�1. The linear range for quinine

was from 0.42 to 3.10 mg L�1. The LOD and LOQ were 0.11 mg L�1 and 0.38 mg L�1, respectively.
1. Introduction

A large amount of analysis in low complexity laboratories is
performed using colorimetric determination. Most of these
works solve specic problems but are not adapted to traditional
laboratory hardware.1–4 Many chemical sensors based on image
detection by digital cameras or smartphones have been
employed in recent years with the advantage that the latter are
widely used.5 It is of utmost importance to check and stan-
dardize lighting and capture for reproducible results in this type
of sensor.6 A wide variety of devices of various shapes and sizes
have been developed: from boxes with external lighting7 to
sophisticated systems coupled to the phone through computer
interfaces.8 On the other hand, considering that developing
countries do not have enough economic resources to purchase
adequate instrumentation, new, smart and simple technologies
offer a wide potential to provide a solution to supervise the
quality of water and food.

In order to validate a new device, sulfate and quinine deter-
mination were tested. A high concentration of sulfate in drinking
water can cause gastrointestinal diseases in children.9 The Euro-
pean Council Directive 98/83/EC10 establishes a tolerance of 250
mgL�1, being gravimetric, nephelometric,11 potentiometric,12
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spectrophotometric,13 conductimetric14 and volumetric ones, the
commonly usedmethods for its determination. Quinine is used in
the beverage industry, in tonic drinks and ginger ale. This alkaloid
has a variety of therapeutic benets, such as analgesic, anti-pyretic
and anti-malarial. However, excessively high plasma concentra-
tions of this compound can cause several health disorders.15 There
is a wide variety of techniques which have been developed for its
determination such as HPLC with uorimetric detection,16 capil-
lary electrophoresis using UV detection,17 uorimetry,18 chem-
iluminescence,19 atomic absorption spectrometry,20 gas
chromatography-mass spectrometry,21 and electrochemical
detection.22 Thus, uorimetric and nephelometric measurements
are very common techniques in the analysis of water and bever-
ages. However, versatile devices that provide the ability to perform
both determinations using the same device have never been
described.

In this work, we present an inexpensive, portable and easy use
device for measure uorescence and nephelometry, determining
sulfate in drinking water and quinine in commercial drinks.
Sulfate determination was carried out by a nephelometric method
using a red LED as a source of light, while quinine was determined
by uorimetry using a blue LED, both employing a new 3D
printable device. The results were compared with those obtained
with reference methods, demonstrating that the proposed device
is effective in the determination of both analytes in real samples in
a quick and easy way.
2. Experimental
2.1. Reagents and solutions

Analytical grade chemicals were used to prepare all solutions,
and deionized (DI) water (18.0 MU.cm) was provided by Milli-Q
RSC Adv., 2020, 10, 19713–19719 | 19713
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Fig. 1 Real photograph of the proposed device.
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View Article Online
system (Millipore, Bedford, USA). Stock solutions of quinine
sulfate and sodium sulfate (Merck Darmstadt, Germany) were
prepared dissolving the appropriate amount of solid in DI
water, to obtain concentrations of 50 mg L�1 and 100 mg L�1,
respectively. Stock solutions were maintained al 2 �C until their
use. Standard solutions of sodium sulfate and quinine sulfate
were prepared every day by diluting the stock solutions. Sulfuric
acid (1 M), NaCl, BaCl2, ethanol and glycerin were acquired
from Merck (Darmstadt, Germany).

The conditioning solution was prepared by mixing 50.0 mL
of water, 25.00 g of NaCl, 10.00 mL of concentrated HCl 37%m/
m (Merck, Darmstadt, Germany), 33.0 mL ethanol, 16.7 mL of
glycerine, and nally adding DI water to 100.0 mL.
2.2. Instrumentation

The 3D printable device was designed using the soware
Autodesk from TinkerCAD (San Rafael, California, USA). Aer
that, a 3D Creality CR-10 printer (Creality 3D Technology,
China) was used, employing a 1.75 mm PLA + printing lament
Fig. 2 Location of the study area in Argentina (A). Detail of sampling site
Aires, Argentina).

19714 | RSC Adv., 2020, 10, 19713–19719
from High Quality Speed e-Printing as substrate. Once printed,
a rigid, opaque black device was obtained.

The device was equipped with interchangeable red (620 nm,
0.06 w, 5 mm, HLMP-EH31-SV000, Hewlett-Packard, Avago
Technologies Ltd, Singapore, Singapore) and blue (465 nm, 0.1
w, 8 mm, Patagoniatec, Buenos Aires, Argentina) LEDs for the
determination of sulfate and quinine, respectively. A Motorola
Moto G5Plus smartphone equipped with a 12 MPixel camera
was employed to capture the photos, and the free soware
ImageJ 1.50i was used to analyze them.

An Agilent 8453 spectrophotometer (equipped with diode
array detector) and a JASCO FP-6500 spectrouorometer (with
a xenon lamp) were utilized for validation studies. The UV-vis
absorption spectra were recorded at 450 nm and the uores-
cence measures were registered at 350 nm and 450 nm as
lexcitation and lemision, respectively.
2.3. Image capture

JPEG photos were captured with a Smartphone for the purpose
of evaluating the changes in color aer chemical reactions. The
conditions selected for the capture were: ISO 400, shutter speed
1/3, opening value f/1.53 and focal length of 4.3 mm in the case
of sulfate, and ISO 800, shutter speed 1/3, opening value f/1.7
and focal length of 4.3 mm in the case of quinine. In both cases
the focus of the camera was set manually to innite mode.

The 3D printable capture device (see Fig. 1) was coupled to
the smartphone by means of a bracket, attached to the plastic
cover, which standardizes the distance from the cuvette to the
camera lens. Once the cuvette was placed, the source was turned
on, and the camera conguration parameters were xed until
the determination was completed.
2.4. Image processing

The JPEG les were processed to nd the histograms of the
three RGB channels using ImageJ 1.51q soware. A single
rectangular region of interest (ROI) of 10 000 pixels was used in
every picture.
s (B): Bahia Blanca, Coronel Suarez and San Miguel Arcangel (Buenos

This journal is © The Royal Society of Chemistry 2020
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The ROI was selected looking for a region with the minimum
standard deviation. It was necessary to isolate a homogeneous
region to measure it. The specic region was selected, thereby,
the black background and the gradient effect along the illumi-
nated region were eliminated. The Macro was created with the
Macro Edit function of the soware. Firstly, an example image
of the determination was opened. The color of the image was
split into three different channels (R, G and B). Then, the
Analyze Histogram function was run, and the histogram
graphic and values were displayed. The Macro function was
recorded.

Every image was analyzed separately with the created Macro
function (see Fig. S1†). The maximum value of the histogram
was selected as an analytical signal. Automatically ROI speci-
cation allows to compare the different photographs ensuring
that the variations are due only to differences in concentration.

2.5. Samples

For sulfate determination, ve samples from different origins
were analyzed: surgent water (A), Napostá stream water (B),
groundwater from Bah́ıa Blanca (C), and drinking water from
San Miguel Arcángel (D) and Coronel Suárez (E) (Fig. 2A and B).

In the case of quinine determination, ve tonic drinks (F, G,
H, I and J) were purchased in local supermarkets of Bahia
Blanca. They were previously degassed, using an ultrasonic bath
(TESTLAB model TB 04 TA, 160 W ultrasonic power, 40 kHz
frequency).

2.6. Procedure

The standard nephelometric11 and uorimetric23 reference
methods, for sulfate and quinine were employed for the vali-
dation study. The above mentioned reagents were also used to
test the proposed method.

For the sulfate determination, an aliquot of 10.00 mL of
sample was placed into a 25.00 mL volumetric ask where
1.0 mL of conditioning solution and 5.0 mL of 5% BaCl2 solu-
tion were added for sulfate determination. Five minutes later,
the solution became cloudy and pale white. Firstly a blank
without reagents was measured to avoid interferences for other
sources. The pretreated sample was placed in a 1 cm thick
cuvette and then in the capture device. The red LED was turned
Fig. 3 Details of each part of the proposed 3D printable device. Dark cove
(e), LED light and press-in cover (f), movable slide (g), smartphone (h), p

This journal is © The Royal Society of Chemistry 2020
on, the images were captured and sent to the computer to be
analyzed.

In the case of quinine, 2.5 mL of 1 M H2SO4 were placed in
a 25.00 mL volumetric ask into which 500 mL of sample were
added and lled up to the nal volume with water. In this case,
it was not necessary to wait for reaction time. The conditioned
sample was put into a 10 mm optical path quartz cuvette, and
placed in the capture device. The blue LED was turned on and
the images were captured and sent to the computer for
processing.
2.7. Statistical data analysis

Every parameter of the calibration curves was calculated using
Microso Office Excel® 2010 (Microso, Redmond, WA, USA).
Additional statistical calculations were performed using
MATLAB®, version 6.5 (The Mathworks, Natick, MA, USA).
3. Results and discussion
3.1. Device fabrication

The device was printed in black color (see Fig. 1) to avoid the
ltration of light from outside sources during image capture.
More details about real dimensions of the device can be seen in
Fig. S2† (design les available upon request).

In order to adjust the device to the smartphone, a black
plastic phone case (Fig. 3i) was used with a sliding support
permanently attached to it (Fig. 3c). This support enabled to
easily change different device congurations. A movable slide
(Fig. 3g) was also built to t into the support.

A quartz cuvette (Fig. 3e) was placed inside the cuvette holder
(Fig. 3b) of the device which had a 6 mm square window facing
the camera lens, so that only the central area of the cuvette
could be photographed. With a 90 degree angulation, facing the
other side, was the 2 mm channel through which the light
entered, so as to avoid the LED light dispersion. The LED light
was attached to a press-in cover (Fig. 3f) at the end of the
channel, connected with alligator clips to the micro USB cable
of the smartphone for the measurement process. In order to
capture the images, it was necessary to place a dark cover on the
cuvette as shown in Fig. 3a and d.
r (a), cuvette holder (b), sliding support (c), top of dark cover (d), cuvette
lastic phone case (i). The color of the images is illustrative.

RSC Adv., 2020, 10, 19713–19719 | 19715
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Fig. 4 Real photographs of each point of the calibration plots and the corresponding curves for sulfate and quinine standards (including non-
linear region).

Table 1 Results of real samples analysis

Sample

Sulfate

Sample

Quinine

Proposed methoda Reference methoda Proposed methoda Reference methoda

�X � SD �X � SD �X � SD �X � SD

A 499.98 � 0.02 452.33 � 0.32 F 31.91 � 0.30 31.63 � 0.22
B 75.93 � 0.05 81.03 � 0.15 G 29.30 � 0.40 32.88 � 0.32
C 283.50 � 0.01 284.56 � 0.03 H 20.04 � 0.53 22.91 � 0.48
D 61.32 � 0.14 55.16 � 0.09 I 7.70 � 0.15 8.83 � 0.22
E 247.55 � 0.13 261.80 � 0.08 J 5.47 � 0.29 5.93 � 0.20

a �X: average (mg L�1); SD: standard deviation (mg L�1) (n ¼ 3).
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3.2. Optimization

The best color for LED illumination for the determination of
both analytes was studied, being blue, red, violet, green and
white the lights tested. Red LED (620 nm) was chosen for sulfate
assays to avoid absorption processes al lower wavelengths.24

Blue LED was the adequate for quinine because that wavelength
intensied uorescence intensity (see Fig. S3†).

Optimal dimensions of the device were studied using
different accessories printed in the same way as the device. With
Fig. 5 Elliptical joint confidence region for the BLS regression for the re
circle (o) represents the obtained values for the slope and intercept, and
and unity slope for sulfate (A) and quinine (B).

19716 | RSC Adv., 2020, 10, 19713–19719
the proposed accessories, different distances could be tested
between the camera and the cuvette, and between the light
source and the cuvette (see Fig. S4†). Different congurations of
the device generated distances of 20, 28, 37, 42 and 56 mm for
the capture channel, and 14, 22, 33 and 40 for the lighting
channel. When studying the distance of the illumination
channel, the capture channel was kept steady at the smaller
value. The same procedure was carried out when studying the
distance of the capture channel. Based on the Gintensity for
sulfate and the Bintensity for quinine, 20 and 14 mm were chosen
al samples studied in this work at a significance level of 5%. The green
the red circle (o) corresponds to the theoretical value of zero intercept

This journal is © The Royal Society of Chemistry 2020
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as the best distance for the capture and for the illumination
channel respectively. Shorter capture distances produce
a permanent unfocused image, preventing the possibility of
adjusting that parameter. In the design of the device it can be
seen that the illumination channel has a longitudinal cylinder.
That small tube works as a simple collimator letting partially
coherent light pass. If the distance between the light and the
channel is smaller, the image illumination is disperse, and the
values saturate the detector.

3.3. Analytical performance

The calibration curve for sulfate standard solutions was built
using the blue channel as response (Blueint ¼ (1.28 � 0.05)
[SO4

�, mg L�1] + (3.47 � 1.30)), at concentration ranged from
2.0 to 50.0 mg L�1 (number of standard solutions (N) ¼ 5,
number of replicates (n) ¼ 3). The determination coefficient,
calculated based on the calibration curve, was R2 ¼ 0.992.
Besides, the detection and quantication limits (LOD and LOQ),
calculated in accordance with IUPAC,25 were 0.13 mg L�1 and
0.43 mg L�1, respectively. The values of the relative standard
deviation (% RSD) were obtained from 3 independent deter-
minations of each sample (parallel analysis). Repeatability
(intraday) was evaluated, the values obtained were lower than
1.2% for all analyzed samples.

For quinine analysis, a good linearity was obtained (from
0.42 to 3.10 mg L�1) with a signal corresponding to the intensity
of the green channel. The corresponding equation, aer
applying the regression analysis, was GreenInt ¼ (63.52 � 2.40)
[QN, mg L�1] + (6.56 � 3.45), with a R2 of 0.994 (N ¼ 5, n ¼ 3),
indicating a good linear t. Assessed as the same way as sulfate,
the LOD and LOQ were 0.11 mg L�1 and 0.38 mg L�1 respec-
tively. The % RSD values were 2.1% from 3 repetitions for each
sample, in terms of repeatability (intraday).

In Fig. 4 the real photographs of each point of the calibration
plots and the corresponding curves are shown.

3.4. Analysis of real samples

In order to assess the applicability of the proposed device, ve
samples of commercial tonic drinks and ve water samples of
different origins (see Section 2.5) were analyzed. The obtained
results are shown in Table 1, and they were regressed on the
results obtained by the nephelometric and uorimetric refer-
ence methods for sulfate and quinine, respectively. Therefore,
a straight line is expected. An appropriate technique to perform
the regression would be Bivariate Least Squares (BLS). This
technique considers errors in both axes.

Using the proposed device the obtained results were plotted
versus the values obtained by the reference methods and the
bivariate least square technique gave the following straight
regression lines: [proposed device] ¼ 1.14[reference method]
�0.03 mg L�1 for sulfate and [proposed device] ¼ 0.96[reference
method]� 0.0008 mg L�1 for quinine, with a slope near 1 and an
intercept near 0.

So as to test if signicant differences exist between the
theoretical values of zero intercept and unity slope and the
regression coefficients, the joint condence interval test for
RSC Adv., 2020, 10, 19713–19719 | 19717

http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/d0ra02975k


RSC Advances Paper

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 2

6 
M

ay
 2

02
0.

 D
ow

nl
oa

de
d 

on
 3

/1
9/

20
26

 5
:0

7:
36

 A
M

. 
 T

hi
s 

ar
tic

le
 is

 li
ce

ns
ed

 u
nd

er
 a

 C
re

at
iv

e 
C

om
m

on
s 

A
ttr

ib
ut

io
n-

N
on

C
om

m
er

ci
al

 3
.0

 U
np

or
te

d 
L

ic
en

ce
.

View Article Online
slope and intercept could be used (Fig. 5).26,27 This test conrms
the presence of the theoretical point zero intercept and unity
slope within the limits of the elliptical-shaped joint condence
region centered on the slope and intercept values of the straight
regression line obtained. The results showed (see Fig. 5) no
signicant statistical difference between the reference values
and those obtained by the proposed method, considering an
a ¼ 0.05 as the signicance level.

In comparison with other works (see Table 2), it is the rst
time that a device has developed for two different techniques in
one single low complexity gadget. Moreover, it could be used in
remote analysis since it is totally transportable and it is very
inexpensive because it only needs a 3D printing store and it
does not require the use of a diffraction grating, extra optical
lenses or collimators. All these characteristics make it a very
promising option for routine analysis opening the doors toward
new devices for “point-of-need” assays.

4. Conclusions

The designed device forms a versatile, inexpensive and portable
detection system. It is an excellent option for nephelometric
and uorimetric determinations in real beverages and water
samples by a fast and accurate way. In comparison with the
reference uorimetric and nephelometric methods, which
require non-portable laboratory equipment, the proposed
method applies the same chemical reagents, providing
a portable and inexpensive system for on-site determinations,
especially in resource limited regions.

The device was developed using 3D printing technology and
employing smartphone camera to complete the determination.
This type of device provides enormous potential for “in situ”
environmental and food control determinations. The possibility
of having diverse radiation sources expands the possible
applications of this system, using only the camera of a smart-
phone as a capture device.

Described device could be adapted to any type of smart-
phone. This kind of system could be applied for various uses
such as chemiluminescent reactions or reading of paper-based
analytical microdevices (mPAD).

In this work the device was able to determine the concen-
tration of quinine in tonic drinks, as well as the concentration
of sulfate in drinking water samples below the maximum values
allowed by the European Council Directive 98/83/EC.
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