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mimetic solid dispensing using
a dual-arm robotic manipulator†

Ying Jiang, a Hatem Fakhruldeen,a Gabriella Pizzuto, a Louis Longley,a Ai He,ab

Tianwei Dai,a Rob Clowes,a Nicola Rankina and Andrew I. Cooper *a

Automation and robotics have the potential to transform the landscape of chemistry andmaterials research.

However, there are still many repetitive manual processes in the laboratory that are challenging to

automate. Solid dispensing is a key technique that underpins chemistry and materials science.

Conventionally, a scientist weighs samples using a spatula and balance. While there are commercial

implementations that automate solid dispensing, these can be costly and the methods suffer from

certain limitations in terms of breadth of application, scale, and accuracy. Here, we demonstrate an

automated solid dispensing system that uses a highly dexterous dual-arm robotic manipulator. The

system can transfer milligram up to gram quantities of solids in a bio-mimetic fashion, mimicking the

way that a scientist uses a spatula and an analytical balance. The core of this automated system is the

dual-arm robot coupled with a fuzzy logic control algorithm to select the appropriate motion

parameters and to manipulate spatulas of various sizes to dispense solids. Our early results suggest that

this weighing method could have improved generality across a wide range of solid materials, including

solids that abrade or block solid dispensing units that have moving parts. The dual-arm robot is also

significantly cheaper than most commercially available solid dispensing platforms. Experiments indicate

that our platform can automatically dispense solids with an accuracy as low as 2 mg, with the added

functionality of resetting and dispensing again if the sample weight exceeds a predefined tolerance.
1 Introduction

Automation and robotics are central to the acceleration of
chemistry and materials research, for example to speed up
monotonous and time-consuming processes such as solid
dispensing. The dispensing of solids is necessary for most
chemistry, materials, and pharmaceutical research, and there
have been a number of examples of automating this task using
robotics and specialised solid-dispensing instruments.1–5

Researchers can perform solid dispensing with high accuracy
and precision, but in practice, manual errors are common,
particularly when the number of samples to be weighed
becomes large. For instance, mistakes can be made in terms of
recording and labelling the weights of the samples. Solid
dispensing is a general task in pharmaceutical research and
development,6 as well as other areas of science such as solid-
state inorganic chemistry, where preparations oen involve
solid handling of reagents that cannot be dissolved in common
solvents. For these reasons, a generalizable and relatively
ool, L69 3BX, UK. E-mail: ying.jiang@

te of Technology, MA 02139, USA. E-mail:

tion (ESI) available. See DOI:

the Royal Society of Chemistry
inexpensive automated solid dispensing platform would be
a desirable tool for laboratory-based scientists, allowing them to
focus more on mentally-stimulating tasks. Longer term, mini-
mising the risk of exposure to chemicals is an additional
potential benet of automation.1,3,6

Several solid dispensing platforms are commercially available,
such as Chemspeed GDU-S SWILE, GDU-Pfd, Quantos (Mettler
Toledo) and Chronect XPR robotic solid dispensing systems.3,7–9

These platforms all exploit gravity combined with some kind of
mechanical agitation or force to transfer solids from a dosing
head to the receiving container, although the precise dosing
mechanism differs from instrument to instrument. The Chem-
speed GDU-S SWILE dispenser combines a piston and a glass
capillary tube with an internal measurement balance, and the
dispensing precision is further veried using an external analyt-
ical balance.3,7–9 This allows precise dispensing of very small
quantities of material (100 mg to 100 mg). By contrast, the
Chemspeed GDU-Pfd and Quantos (Mettler Toledo) devices both
employ larger dosing heads withmoving parts, and can deal with
larger volumes of material. The Chemspeed system employs
a crescent-shaped valve inside of the head with the ability to open
and close the dispensing head to a specic size to control the ow
of the solid material. The Quantos device is equipped with spiral
metal impellers inside the dispensing head, which uses a rotary
tapping motion to dispense the solid into the receiving
Digital Discovery, 2023, 2, 1733–1744 | 1733
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container.7,9 In the case of the Chemspeed device, the balance is
suspended andmoves to the receiving container; by contrast, the
Quantos device is static, and the receiving container is delivered
to an analytical balance, either by hand, by using an automated
carousel, or by using a robotic arm. The Chronect XPR robotic
solid dispensing system10 combines the same dispensing tech-
nology as the Quantos system, coupled with a six-axis single
robotic arm to manipulate the dispensing head, thus completely
automating the solid dispensing process for multiple solids,
much as for the Chemspeed GDU-Pfd.

The Quantos device uses a self-adaptive algorithm that
optimises the dosing process based on previous dispenses.11,12

For the Chemspeed GDU-Pfd, the dosing parameters can be
either manually or automatically selected under normal or auto-
mode.7,9

For these instruments to function well, they quite oen
require the pre-treatment for solids with large grains using
methods such as grinding to avoid large particles from blocking
the dispensing heads. Moreover, these instruments can some-
times struggle to dispense particles with high hardness, such as
abrasive materials, and such materials can also reduce the
lifetime of the dosing heads dramatically because they have
moving parts. These factors can limit the range of solid mate-
rials that can be dispensed using these platforms, and impact
the cost of operation in the case of abrasive solids. The
consumables cost for different instruments can also vary
considerably. In case of the Chemspeed SWILE, the glass
capillaries used for dispensing are relatively inexpensive. For
the Quantos device, the dosing heads are consumable items and
they have a pre-programmedmaximum number of usage cycles.
They are also recommended to be paired with a single solid
only,7 which increases the running cost of this platform. The
dosing head of the Chemspeed GDU-Pfd can be cleaned, dis-
assembled, and reused several times before it needs to be
replaced, but again it is ultimately a consumable.7

Here we demonstrate a new, generalised solution for
dispensing a diverse array of solid materials with high accuracy.
Unlike previous methods, we mimic the traditional human
approach to dispensing solids using a spatula and an analytical
balance. To do this, we use a dual-arm robot that can carry out
multiple tasks such as using the spatula, opening and closing the
analytical balance, and moving both weighed samples and
‘hoppers’ of the solids to be dispensed to and from the balance.
We have used a dual-arm robot instead of a single-arm robot, as
in the Chronect XPR robotic solid dispensing platform, because it
increases the versatility of the platform. Our method also over-
come the issue of dispensing head blockage by certain solids;
there are no dispensing heads and no moving parts, other than
the robot itself. The system can be used to dispense amounts as
small as 20 ± 2 mg while also easily scaling to multiple grams of
samples, simply by providing the robot with a variety of spatula
sizes. This makes this approach suitable for a wide range of
applications including materials research, pharmaceutical
chemistry, process chemistry, formulations, etc. Moreover,
because there are no moving parts or dispensing heads, this
system can easily dispense material that comprise large particles
or a mixture of particle sizes, as well as abrasive materials. There
1734 | Digital Discovery, 2023, 2, 1733–1744
are also some materials that are less compatible with the system,
such as highly deliquescent solids, which are generally chal-
lenging for automated platforms. Uniquely, the versatility of the
two-armed robot allows dispensing to be restarted if solid is
added beyond a predetermined threshold amount, thus allowing
very high precision to be achieved, albeit at the expense of speed.

2 Method

Our method is inspired by manual solid dispensing methods;
the dual-armed robot carries out steps that are very similar to
a conventional manual weighing process, using a fuzzy logic
controller to handle the solid dispensing. To better illustrate
our method, we will rst describe a typical manual solid
dispensing technique. We then outline our experiment setup
and automated robotic solid dispensing algorithm. Finally, the
fuzzy logic controller is discussed.

2.1 Manual solid dispensing

A manual solid dispensing process, as performed by
a researcher in the laboratory, can be summarized as follows.
First, the researcher prepares the solid, if necessary – for
example, breaking up any large particulates or agglomerated
material. Second, the researcher scoops some amount of the
solid using an appropriate spatula, typically gauging the target
amount based on experience or knowledge; for example, based
on the material's density. This material is then transferred into
a container, such as a pre-weighed sample vial or weighing boat,
and placed on an analytical balance. Once the balance reading
has stabilized, the amount is recorded and then this process is
repeated until the target weight is achieved. The scientist also
has the option of starting again if the target weight is exceeded –

that is, tipping out the weighed solid and restarting the
weighing process – something that cannot be done with current
commercially available solid dispensing platforms.

One important consideration for the chemist is the selection
of the appropriate spatula size, which is chosen to match the
amount of solid to be dispensed. The scientist also implements
a natural feedback algorithm for dispensing; slower and more
careful dispensing motions are used as the target weight is
approached. All of these steps informed our the design of our
robotic solid dispensing platform, as discussed below.

2.2 Experimental setup

Our solid dispensing method uses a two-armed, seven-degree-
of-freedom robot. The robot dispenses solids primarily by
manipulating the appropriately sized spatulas, scooping the
solid from a hopper and then transferring the solid; the indi-
vidual operations are illustrated in Fig. 1.

An ABB YuMi robot is selected due to its exibility and ability
to use a wide range of human tools and equipment such as vial
racks, hoppers, spatula racks, and analytical balances. All
equipment are placed within the robot's workspace. We use
10 ml sample vials,‡ and a matching size of sample rack. Three
© 2023 The Author(s). Published by the Royal Society of Chemistry
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Fig. 1 Steps involved in automated solid dispensing using a dual-arm robot; (1) first, the robot opens the balance door; (2) and (3) the robot then
manipulates the empty vial and places it on the analytical balance pan, before closing the balance door (not shown); (4) the robot manipulates the
sample hopper that contains the material to be dispense, transferring it from a sample storage area (shown on right of image (11)), and placing it
next to the balance; (5) the robot uses a small spatula tomix the contents of the hopper, breaking up any agglomerates; (6) the robot scoops solid
from the sample hopper using a spatula that is matched in size to the amount to be dispensed; (7) photographs showing the tilting and shaking
operations used to dispense the solids into a glass funnel that delivers thematerial to the sample vial; (8) any excess, undispensed solid is returned
to the sample hopper; (9) tilting operation for smallest spatula; (10) here the robot removes the sample vial and returns all material to the sample
hopper in the case of over-dispensing beyond a preset threshold (i.e., a ‘reset’ operation); and (11) photograph showing the overall layout of the
workflow. Videos of the solid dispensing process are provided in the Data availability section.

Fig. 2 Spatulas that were custom-designed to be used by the dual-
armed robot (from left to right; large, medium, small spatulas).

Paper Digital Discovery

O
pe

n 
A

cc
es

s 
A

rt
ic

le
. P

ub
lis

he
d 

on
 2

8 
Ju

ne
 2

02
3.

 D
ow

nl
oa

de
d 

on
 1

/1
0/

20
26

 1
0:

23
:3

7 
PM

. 
 T

hi
s 

ar
tic

le
 is

 li
ce

ns
ed

 u
nd

er
 a

 C
re

at
iv

e 
C

om
m

on
s 

A
ttr

ib
ut

io
n 

3.
0 

U
np

or
te

d 
L

ic
en

ce
.

View Article Online
spatulas with different sizes are used for solid dispensing; these
tools are stored between use in a vertical spatula holder rack.

Both the medium and large spatulas were designed§ to
dispense 0.1 to 0.8 g{ and more than 0.8 g, respectively. These
spatulas were custom made and 3-D printed and are shown in
Fig. 2. The spatula heads have enough depth to avoid the
spillage of the solid material during transportation and each
spatula has the same handle that is designed for easy and
robust robot grasping. The front view of the medium and large
spatulas is an inverted triangle and this allows the solids to be
delivered precisely from the front of the spatula. For the
smallest spatula, the solid is delivered from the side. The
smallest spoon is designed for amounts of solid lower than
0.1 g, and is hemispherical. In general, an advantage of this
method is that the seven degree-of-freedom robot can be paired
§ Designing model is listed in ESI section.†

{ The value is approximate for tested solid, density matters.

© 2023 The Author(s). Published by the Royal Society of Chemistry
easily with a variety of spatula designs, and the dispensing
motion easily adapted to the specic design.

An analytical balancek with a sliding door was chosen to
obtain better and more consistent weighing results. The only
physical modication is a custom glass closure with a robot-
friendly shaped handle. A matching funnel holder and
k Ohaus Pioneer PX523/E.

Digital Discovery, 2023, 2, 1733–1744 | 1735
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a positioning pin for the solid storage hopper are placed on the
top layer of the balance enclosure.

A detailed demonstration video that shows the robot
carrying out a complete solid dispensing protocol is provided in
the Data availability section.
2.3 Autonomous robotic solid dispensing

Our autonomous solid dispensing approach involves the robot
executing a solid dispensing algorithm, with a closed-loop fuzzy
logic controller tomanage the solid transfer. The Algorithm 1 can
be summarized as follows: rst, the algorithm selects the
appropriate spatula size for scooping the solid from its hopper,
based on the amount that remains to be dispensed. This mimics
the traditional human approach, where a smaller spatula might
be selected as the target weight is approached. A fuzzy logic
controller is used to govern the shaking frequency and the tilting
angle of the dispensing spatula, again based on the difference
between the target weight and the current weight, also factoring
in a measure of the particle size or granularity. To elaborate the
details of the algorithm for autonomous robotic solid dispensing:
(1) The target dispense weight (Wt) and solid particle size (see
below) (Sp) are provided as inputs to the algorithm.

(2) The current dispensed weight (Wc) is initially zero.
Thereaer, the difference between the target weight and the
current weight (DW) is calculated.

(3) Before beginning the dispensing process, the robot
performs a number of preparatory steps that include: (i)
1736 | Digital Discovery, 2023, 2, 1733–1744
opening the balance door; (ii) moving the receiving vial to the
balance pan; (iii) closing the balance door; (iv) moving the
hopper containing the solid to be dispensed to the dispensing
location (this is designed such that the travel distance between
the hopper and the receiving vial is minimized), and; (v) nally,
mixing the solid in the hopper using a spatula to guarantee
a uniform distribution of the solid.

(4) To begin the dispensing process, the ag (keep_-
dispensing) is set to true, where the process will continue as long
as this ag is set.

(5) Depending on the amount that needs to be dispensed, an
appropriate spatula is selected. Three spoon sizes are available;
large, medium, and small. The large spatula is used to dispense
amounts larger than 0.8 g (W_max_l), the medium spatula is
used for dispensing amounts from 0.1 g (W_max_m) to 0.8 g and
the smallest spatula is for amount smaller than 0.1 g. Accord-
ingly, the error DW is used to determine the appropriate spoon
for the robot to pick up.

(6) Aer picking up the appropriate spatula, the robot uses
a scooping motion to pick solid from the hopper.

(7) In preparation for dispensing, pre-dispensing weight (Wp)
is rst recorded. The robot then moves the spoon to a funnel
that delivers the solid into the receiving vial, and carries out
a dispensing episode using the fuzzy logic controller based on
the given particle size Sp, the difference between target weight
and current weight DW to control the dispensing motion. This
controller will be further described in the next section.

(8) Aer completing a dispensing episode, the currently
dispensed weight Wc is updated and the error DW is recalcu-
lated. If the error is within the acceptable dispense tolerance
(et), then the dispensing process is complete, and the ag
keep_dispensing is set to false. The dispensing process is then
deemed successful. If the error is larger than et, then the whole
algorithm is restarted. Specically, the robot places the spatula
down aer emptying its contents into the solid hopper. It then
opens the balance door, picks up the receiving vial, and pours
its contents back into the hopper. The algorithm is then started
again from the beginning.

(9) If the error is less than the tolerance, then the change
between two consecutive dispenses (DC) is calculated. This
change is used to determine whether there is enough solid le
in the spoon to carry out to the next dispensing episode or, if no
solid is le in the spatula, there is a need to change the spatula
size and scoop again. Specically, if DC is bigger than the
dispense change tolerance (ec), then next dispense episode can
be carried out. Otherwise, the algorithm goes back to the
spatula selection step.

The ability to check for over-dispensing and to restart the
dispensing process goes beyond what is available in current
commercial dispensing platforms. This is possible because we use
a versatile dual-armed robot that can manipulate the balance
door, the solid hoppers, the receiving vials, and the spatulas.
2.4 Solid dispensing fuzzy logic controller

2.4.1 Fuzzy logic control. Fuzzy logic control (FLC) is
a control strategy that uses the fuzzy set theory. FLC represents
© 2023 The Author(s). Published by the Royal Society of Chemistry
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Table 1 Relationship between particle size range and FLC input level

Actual particle size (mm) Level

0–0.1 1
0.1–1 2
1–10 3
10–500 4
Else, size = coarse 5

Table 2 Particle size levels for the tested solid materials

Material Particle size (mm) Level

Al2O3 0.55 � 0.45 2
CaCO3 6 � 4 3
Na2SO3 63 � 27 4
NaNO2 115 � 85 4
CH3COOK 100 � 50 4
Pectin 120 � 80 4
Sand 275 � 125 4
SiC 240 � 160 4
Granulated sugar 300 � 100 4
NH4CH3CO2 250 � 50 4
Activated carbon 650 � 250 5
LiOH$H2O 450 � 350 5
Molecular sieve 2500 � 500 5

** Images and instrument information are provided in ESI section.†
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a problem as a sequence of IF-ELSE conditional statements.
These statements are combined using membership degree
functions, which represent their outputs as a probability of
events occurring rather than traditional Boolean 0 or 1
values.13,14

FLCs are used extensively in non-linear real-world control
systems as they can incorporate human experience. They are
also more robust than traditional controllers because they can
allow complex systems to be modelled where mathematical
representations may not be possible.13,14

Our fuzzy controller system structure is shown in Fig. 5. The
main components of such a system are: fuzzication, inference
engine and defuzzication.15,16 Fuzzication is the process of
converting the deterministic input values into their corre-
sponding fuzzy set counterparts. This converts the discrete
numerical inputs into fuzzy sets or variables. Defuzzication is
the inverse, where fuzzy variables are converted back into their
actual numerical values. Both conversion steps are achieved
usingmembership degree functions. In the inference step, rules
that govern the process to be controlled are described using IF-
ELSE statements and are stored in a rule base. These rules are
then applied to the input fuzzy variables such that the output
from each rule is deduced using the inference engine. The
values of these outputs are described using fuzzy variables or
sets. In the end, the discrete numerical output value for these
outputs is obtained in the defuzzication step by combining
them using any of the membership functions combination
methods, such as fuzzy centroids.13–16

2.4.2 Solid dispensing controller design. In the formula-
tion of this solid dispensing problem, the FLC operate by
© 2023 The Author(s). Published by the Royal Society of Chemistry
varying the spatula tilt angle and the shaking routine, based on
certain inputs.

Two FLCs are utilised in our method to control the solid
dispensing process. There is no controller for large spatula,
robot will transfer all solid from large spatula to vials.

(1) FLC1 controls the shaking motion for the medium-sized
spatula, which takes two inputs; the particle size level and the
difference between the dispensed weight and the target weight.

(2) FLC2 controls small spatula tilt angle and takes the same
inputs as FLC1.

The particle size level for each solid is classied into ve
categories in accordance with experimental measurements
(Table 1). Both the particle size and the corresponding particle
size level are illustrated in Table 2. The actual particle size is
measured by SEM (scanning electron microscopy).** We note
that although SEM is used for classication here, our results
suggest that a simple visual, empirical grading (e.g., ne to
coarse, 1–5) could also be employed.

Our FLC system architecture is shown in Fig. 5. It contains
the following components: fuzzication, inference engine, and
defuzzication.15,16 The binary output value is obtained by
computing from ‘fuzzy centroid’ of the composite region of the
output membership functions.13–16

Trapezoidal membership functions are used for both input
and output membership functions in the fuzzication process.
These membership functions are selected because of their
robustness in representing various values and they are
commonly used in the literature.17,18 The Mamdani type infer-
ence minimum function, also known as the max–min inference
method, is employed for the inference step15 because this
provides improved interpretability when using the rule base.19

FLC1 is considered to be a system with two inputs and one
output. The membership function for input 1 – particle size
(Fig. 3 le) – comprises two trapezoidal functions with two
variables (small, large). The membership function for input 2 –

difference (Fig. 3 medium) – includes three linguistic variables
over the range of 0.1 g to 0.8 g (small, medium, large). The
output of the FLC (Fig. 3 right) includes three levels (small,
medium, large), ranging over 0–10 shaking times. The rule
base†† consisted of 6 possibilities (3 difference× 2 particle size)
of the medium spoon fuzzy controller.

Similarly, FLC2 is a two-input, one-output system. The input
1 – particle size level membership function – is the same as for
FLC1. Input 2 – the different membership function (Fig. 4) –
comprises ve fuzzy regions representing the linguistic vari-
ables (VS, S, M, L, VL) over the dispensing range less than 0.1 g.
The output spatula tilt angle membership function (Fig. 4 right)
corresponds to ve variables (VS, S, M, L, VL) ranging over 40–60
degrees from the horizontal. The rule base therefore includes
rules with 10 possibilities (5 difference × 2 particle size) for
FLC2.

Aer the Mamdani inference, a mapping from an input to an
output is formulated, and de-fuzzication is performed to
†† The rule base table is provided in ESI section.†

Digital Discovery, 2023, 2, 1733–1744 | 1737
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Fig. 3 Input 1, input 2 and output membership function for FLC1/medium spatula (left to right).

Fig. 4 Input 1, input 2 and output membership function for FLC2/small spatula (left to right).

Fig. 5 Process for the fuzzy logic controller.

‡‡ Layout of both commercial dispensing systems are listed in ESI.†

§§ Except for the solid-molecular sieve material, where the large particle size
meant that only three target weights were chosen.
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convert fuzzy variables into binary values using the centre of
gravity method. This process performed de-fuzzication by
nding the centre of the area encompassed by all the rules, and
is mathematically described by the following formula:15

mðtÞ ¼
Pn

i¼1

mimvðmiÞ
Pn

i¼1

mvðmiÞ
(1)

where m(t) refers to the defuzzication output, mi refers to the
output variable and mv represented the aggregated membership
function. The defuzzication outputs are robot shaking time
and spatula tilt angle for FLC1 and FLC2, respectively.

3 Experimental

We benchmarked our solid dispensing platform against two
commercial platforms for a range of different solids. These
performance tests were designed to evaluate generality based on
solid type, as well as accuracy and precision. The biomimetic
approach performed well in both respects, especially when one
1738 | Digital Discovery, 2023, 2, 1733–1744
considers that this was a prototype device and not a full
commercial implementation.
3.1 Benchmarking platforms

We benchmarked against two commercial solid dispensing
systems: the Chemspeed gravimetric dispensing unit for ne
powder dosing (GDU-Pfd) and the Quantos (Mettler Toledo
XPE206 dosing system‡‡). We have had signicant prior expe-
rience in our labs with both of these platforms.2
3.2 Methodology

Four target weights§§ were chosen spanning the range 20 mg to
1 g, which covers a signicant percentage of laboratory scale
work. For each material, dispensing of each target weight was
attempted 30 times. The percentage weighing error was used
a one metric to evaluate platform performance. This was
© 2023 The Author(s). Published by the Royal Society of Chemistry
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Table 3 Different solids tested in the experiment

Material Absorption% Bulk density (g cm−3) Mohs' hardness

Al2O3 0.05 3.97 (ref. 24) 8–9 (ref. 25)
CaCO3 0.05 2.03 3 (ref. 26)
Na2SO3 0.10 2.63 (ref. 27) —
NaNO2 0.95 2.168 —
CH3COOK 33.45 1.6 (ref. 28) —
Pectin 8.32 0.96 (ref. 29) —
Sand 0.19 1.63 (ref. 30) 7 (ref. 11)
SiC 0.15 3.21 (ref. 31) 9–9.5 (ref. 32)
Granulated sugar 0.50 0.7 (ref. 33) —
NH4CH3CO2 26.60 1.17 (ref. 34) —
Activated carbon 6.10 1.48 (ref. 35) —
LiOH$H2O 44.77 1.51 (ref. 36) —
Molecular sieve 5.21 — —
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dened as the difference between the dispensed mass and the
target mass, divided by the target mass:9

ðmass dispensed� target massÞ
target mass

� 100 ¼ error% (2)

3.3 Material

To reduce measurement errors, all solids were dried in an oven
at 115 °C for 6 hours before dispensing.

Table 3 listed the thirteen different solids used in these
benchmark tests, chosen to include inorganic materials,
organic materials, and a wide range of particle sizes, abrasive
materials (e.g., sand, SiC) were also included.12,20–22

We also considered three characteristics for these solids; the
water absorption%, the bulk density, and the Mohs' hardness.
The absorption% is expressed as the water uptake (M) per unit
weight of absorbent solid.{{ The water uptake (M) of each solid
was calculated as:23

M ¼ m�mo

mo

(3)

where m referred to the mass of solid with absorbed moisture
and mo is the oven-dried solid mass. As was clear from Table 3,
the solids spanned a wide range of water affinities, ranging from
organic salts such as potassium acetate, which absorb large
amounts of moisture to materials and aluminium oxide, which
absorbed very little water.

Table 3 also gave bulk densities and hardness values for
selected solids, where they have been reported in the literature.
4 Results
4.1 Dispensing performance

We rst analysed how our platform against the two bench-
marked commercial systems in terms of solid-dispensing
accuracy over a range of masses.
{{ For these tests, the specic moisture and dried mass, humidity and
temperature records were recorded and were available in ESI section.†

© 2023 The Author(s). Published by the Royal Society of Chemistry
Fig. 6 and Table 6 showed the accuracy of dispensing thir-
teen materials across the three platforms. Note that the average
results in Table 6 included all dispensing failures, which can
cause a 100% error (that is, the solid was not dispensed).

A primary evaluation metric was the percentage weighing
error at the three different target weights for the 13 different
materials. A positive percentage error represented over-
dispensing or overshooting above the target weight, while
a negative error represents under-dispensing. For some solids,
relatively large over-dispensing errors were observed periodi-
cally when using both the Quantos and the Chemspeed auto-
mated gravimetric solid dosing. This was mainly caused by the
dosing head on the Quantos or Chemspeed dispensing
cartridges failing to close, perhaps because of a partially
blocked dispensing mechanism. We note that this was not
consistently the case; for example, in the case of dispensing
sugar at 1000 mg scale using the Chemspeed platform, there
were two signicant over-dispenses (67.0% and 85.5% error
over-dispensed), while the other 28 dispenses were very close to
the target weight (0.2% error). For other materials (e.g., sand at
50 mg target dispense using the Quantos system), over-
dispensing was much more common because of the coarse
nature of the material, which is not very compatible with the
Quantos dispensing heads. To summarize the overall perfor-
mance of the three platforms across the 13 materials, we
considered the percentage dispensing error at a 200 mg target
scale for (i) the ‘non-challenging’ solids and (ii) for all 13 solids.
As summarized in Table 5, our biomimetic robot approach
performed better on average than the two benchmark systems
for the non-challenging solids at this scale. When the chal-
lenging solids were considered, some of which did not dispense
at all (see Fig. 6), then the average percentage error was much
higher and approximately the same for all three systems.

There were a number of solids where frequent failures
occurred during dispensing; failure means that a single
dispensing procedure was not completed. Table 7 and Fig. 6
summarize these failure rates. Solids with more than a 10%
failure rate across all the runs were considered as ‘challenging
solids’ for the corresponding dispensing platform.
Digital Discovery, 2023, 2, 1733–1744 | 1739
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Fig. 6 Comparison between the different dispensingmethods plotting average percentage dispensing error (see eqn (2)) with standard deviation
for thirteen different solids with different target dispensing weights. Each row of sub-figures represents the data from a different dispensing
platform, while each column represents a different solid.−100% dispensing indicates total failure to dispense the solid, most commonly because
of a blockage.

1740 | Digital Discovery, 2023, 2, 1733–1744 © 2023 The Author(s). Published by the Royal Society of Chemistry
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Table 4 Comparison of the dispensing time (seconds) for sodium
nitrite dispensing on the three platforms with 2 mg tolerance

Target weight
(mg) Dual-arm robot Quantos Chemspeed

1000 552 � 128 40 � 4 134 � 17
500 517 � 72 33 � 2 132 � 21
200 381 � 73 31 � 3 109 � 19
20 239 � 30 285 � 2 62 � 23
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These dispensing failures were due primarily to either: (1)
failure of the dispensing mechanism (i.e., typically, blockage of
the cartridge used in the Chemspeed, the dosing head used in
the Quantos, or the funnel used in our dual-arm robotic
method); (2) the solid was too abrasive, resulting in a failure of
the moving parts in the cartridge or dosing head which applied
to Chemspeed and Quantos; (3) a robot manipulation error (for
our new system only).

As detailed in Table 7, different solids were ‘challenging’ for
different platforms. For the Chemspeed platform, the most
challenging solids were molecular sieves, ammonium acetate,
potassium acetate, lithium hydroxide monohydrate, and
aluminium oxide. However, the Chemspeed system also per-
formed poorly when dispensing sugar, as shown in Fig. 6.

For the Quantos platform, the challenging solids included
potassium acetate, molecular sieves and ammonium acetate.
Also, silicon carbide and sand proved extremely challenging for
the Quantos platform because they are highly abrasive.

For the dual-arm robot platform, the challenging solids were
calcium carbonate, potassium acetate, and ammonium acetate
due to the compressibility (CaCO3) or hygroscopic properties
(NH4CH3CO2 and CH3COOK) that can cause solids to stick on
the inside of funnels and spatulas; in some cases, this caused
the funnel to be blocked.

Overall, these data suggested that the new robotic platform
might be more versatile than the two benchmarking systems,
with the exception of hygroscopic, deliquescent and
compressible materials where funnel blockage was observed, at
least in this rst prototype design.

Table 5 lists the average percentage error which was the
evaluation metric, across the different platforms and for all the
thirteen materials.

For non-challenging solids, the percentage error was less
than 2% for the Quantos system and the dual-arm robot. The
average error for these solids was just 0.07% for the dual-arm
robot at this 200 mg scale. For the Chemspeed platform, the
Table 5 Percentage solid dispensing error result at a 200 mg target sca

Quantos

Non-challenging solids −0.41% � 1.80%
All solids −23.39% � 1.58%

a These tabulated results do not include the solid molecular sieve where

© 2023 The Author(s). Published by the Royal Society of Chemistry
average percentage error was higher because two failures (out
of 30 dispenses) with 100% error occurred in the dispensing
of granulated sugar. Failures were caused by failing to nish
the closing and opening operation of the dispensing
mechanism.

The dispensing time was also measured for sodium nitrite
for all three platforms under different target values with 2 mg
tolerance and the results are listed in Table 4. We note that the
dispensing time was affected by the characteristics of the solid,
the target weight, and the tolerance. Compared with the two
commercial platforms, the dispensing time on our dual-arm
robot platform was signicantly longer, particularly when
compared to the Quantos system. This was because of the time
required to manipulate more tools (vials, hoppers, scales doors
and different sized spatulas). Also, in cases where the
dispensing restarts to correct over-dispensing, this signicantly
added to the average dispensing time. As such, there was
a trade-off between the dispensing time and the target
precision.
4.2 Failure analysis

Failure in the dispensing process was dened as the non-
completion of a single dispensing procedure. Table 7 summa-
rizes the number of failures over 120 runs for all the thirteen
materials previously described.

Note that for the molecular sieve only 90 runs were carried
out because it was not possible to test the lowest target weight
due to the large size of the particles. Table 7 describes the cause
of failures. There were three main reasons for failures:
mechanical, solid deliquescing and robotic errors.

Mechanical failures in the Quantos and Chemspeed (GDU-
Pfd) platforms were due to problems with the closing and
opening operation of the dispensing mechanism, in terms of
our robotic platform, it was either because the funnel or the
spatula outlet became blocked. With the most abrasive mate-
rials, silicon carbon, the Quantos dispensing heads were
damaged irreparably.

Likewise, deliquescent solids of led to material being stuck
to the inner walls of dispensing mechanism, i.e., the dispensing
head for the Quantos, the dispensing cartridge for Chemspeed,
and the dispensing spatula for dual-arm robotic platform. As
a result, the solid failed to be dispensed into the vial. In prin-
ciple, this might be solved by operating the platform in a dry
environment for such materials.

Finally, for the dual-arm robotic platform, a robot error
could occur when the program detected there was no change
on the balance during continuous dispensing. This was
le on three platforms

Dual-arm robot Chemspeed

0.07% � 0.56%a −2.23% � 12.39%
−22.85% � 0.82% −17.39% � 11.98%

the average weight of each sieve particle is 5–10 mg.
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Table 6 Comparison of different dispensing methods and the percentage dispensing error for thirteen solids with different target dispensing
weights

Material Target weight (mg)

Error%

Quantos Dual-arm robot Chemspeed

Al2O3 1000 −0.02 � 0.05 0.06 � 0.10 −91.01 � 26.39
500 −0.15 � 0.09 0.05 � 0.18 −37.92 � 48.67
200 −0.32 � 0.11 0.08 � 0.52 −4.02 � 17.83
20 −6.00 � 0.93 3.00 � 5.42 −9.60 � 10.81

CaCO3 1000 −0.00 � 0.12 −100.00 � 0.00 −0.18 � 0.04
500 −0.15 � 0.05 −100.00 � 0.00 −0.34 � 0.10
200 −0.30 � 0.13 −100.00 � 0.00 −0.80 � 0.28
20 0.40 � 0.45 −100.00 � 0.00 −7.88 � 2.39

Na2SO3 1000 1.02 � 1.07 0.06 � 0.10 −7.04 � 23.08
500 0.77 � 0.69 3.35 � 17.95 −17.49 � 37.01
200 1.39 � 1.63 0.27 � 0.46 −0.69 � 0.30
20 −5.04 � 1.78 −0.67 � 6.02 −8.78 � 1.70

NaNO2 1000 0.16 � 0.17 0.04 � 0.11 0.09 � 0.24
500 0.45 � 0.28 0.01 � 0.16 −0.34 � 0.09
200 0.67 � 0.80 0.22 � 0.51 −0.81 � 0.42
20 −3.96 � 2.40 1.50 � 14.61 −7.10 � 5.41

CH3COOK 1000 100.00 � 0.00 −100.00 � 0.00 −58.04 � 48.45
500 83.20 � 37.58 −100.00 � 0.00 −2.42 � 12.07
200 −0.45 � 1.32 −100.00 � 0.00 −0.30 � 0.98
20 −9.45 � 14.77 −100.00 � 0.00 −8.02 � 3.29

Pectin 1000 −0.01 � 0.10 −0.04 � 0.06 −0.41 � 1.30
500 −0.09 � 0.11 −0.03 � 0.15 −6.88 � 24.89
200 −0.07 � 0.26 −0.23 � 0.28 −0.70 � 0.61
20 −5.87 � 1.37 0.16 � 3.53 −8.50 � 1.35

Sand 1000 −2.47 � 18.15 0.02 � 0.10 −6.73 � 244.93
500 1.54 � 1.1.4 0.07 � 0.22 −6.88 � 24.89
200 −2.12 � 1.34 0.15 � 0.56 −6.61 � 22.97
20 18.35 � 29.64 0.67 � 6.15 −9.73 � 17.09

SiC 1000 −100.00 � 0.00 0.00 � 0.09 −0.17 � 0.09
500 −100.00 � 0.00 0.02 � 0.25 −0.34 � 0.07
200 −100.00 � 0.00 −0.07 � 1.05 −8.20 � 0.17
20 −100.00 � 0.00 1.50 � 4.50 −8.13 � 1.06

Granulated sugar 1000 0.55 � 0.29 −0.02 � 0.08 5.26 � 19.12
500 0.73 � 0.52 −0.01 � 0.21 −8.15 � 41.25
200 0.85 � 1.20 0.07 � 0.42 0.68 � 26.45
20 −6.42 � 17.74 −0.34 � 4.27 −16.63 � 28.45

NH4CH3CO2 1000 −100.00 � 0.00 −100.00 � 0.00 −100.00 � 0.00
500 −100.00 � 0.00 −100.00 � 0.00 −100.00 � 0.00
200 −100.00 � 0.00 −100.00 � 0.00 −100.00 � 0.00
20 −100.00 � 0.00 −100.00 � 0.00 −100.00 � 0.00

Activated carbon 1000 −3.45 � 17.93 0.01 � 0.10 −7.04 � 23.08
500 −0.20 � 0.14 0.04 � 0.20 −17.49 � 37.01
200 −0.53 � 0.24 0.15 � 0.50 −0.69 � 0.31
20 −5.62 � 1.65 1.00 � 4.73 −8.78 � 1.70

LiOH$H2O 1000 −6.32 � 25.06 0.01 � 0.12 −93.35 � 24.89
500 −0.02 � 0.29 0.07 � 0.21 −0.30 � 0.08
200 −0.46 � 0.56 0.00 � 0.45 −3.91 � 17.85
20 −4.76 � 19.50 −1.17 � 1.02 −7.42 � 3.10

Molecular sieve 1000 −100.00 � 0.00 −1.51 � 0.38 −100.00 � 0.00
500 −100.00 � 0.00 −2.93 � 0.76 −100.00 � 0.00
200 −100.00 � 0.00 −4.75 � 5.45 −100.00 � 0.00
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typically caused by a compressible solid clogging up the
spatula outlet.

4.3 Discussion

To assess the overall performance of the three different plat-
forms, three metrics were considered. These were the ability to
dispense a large range of solids, the percentage error when
1742 | Digital Discovery, 2023, 2, 1733–1744
dispensing, and the dispensing time. The dual-arm robot and
the Quantos platform were able to dispense a wider range of
solids than the Chemspeed, as shown in Table 7, at least
within the range of solids that we trialled here. Challenging
solids for the dual-arm robotic platform were compressible
powder materials such as calcium carbonate and highly
hygroscopic solids such as potassium acetate and ammonium
© 2023 The Author(s). Published by the Royal Society of Chemistry
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Table 7 Comparison of different dispensing methods and the
percentage dispensing failure rate (%) for all solids

Material Dual-arm robot Quantos Chemspeed

Al2O3 0 0 31.7a

CaCO3 100a 0 0
Na2SO3 0.8c 0 4.2a

NaNO2 0 0 0
CH3COOK 100b 45.8b 14.2b

Pectin 0 0 1.7a

Sand 0 1.7a 55.8a

SiC 0 100a 0
Granulated sugar 0 0 8.3a

NH4CH3CO2 100b 100b 100b

Activated carbon 0 0.8a 4.2a

LiOH$H2O 0 1.7a 24.2a

Molecular sieve 0 100a 100a

All solids (average) 23.1 26.9 26.5

a Mechanical failure. b Solid deliquescing. c Robot reporting error.
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acetate. For the Quantos platform, the challenging solids
included abrasive materials such as silicon carbide with high
hardness, as well as certain hygroscopic materials and large
granule solids, such as molecular sieve. The Chemspeed
platform showed a different set of characteristics; for example,
abrasive silicon carbide was dispensed effectively, while sand
and Al2O3 were not.

From these tests, it appeared that the main advantages of
using a dual-arm robot for solid dispensing stems from its
ability to dispense a wider range of materials including abrasive
materials and solids with large particles. It was also more
precise (Table 5) for non-challenging solids, albeit at the
expense of speed (Table 4). This speed disadvantage, however,
may be counterbalanced in some applications by versatility,
precision, and the ability to restart the dispensing process if
high absolute precision is needed. Moreover, it was possible
that the dual-arm robot could also be used for other tasks in
autonomous workows, such as capping and decapping
vials.2,37
5 Conclusions

We have developed a unique automated solid dispensing plat-
form using a dual-arm robot that uses a human-like dispensing
method. This approach provides a exible and relatively inex-
pensive platform for solid dispensing that can accelerate auto-
mated chemistry workows in the future. These benets stem
from the versatility and increasing commoditization of
consumer robots such as the ABB YuMi platform, and it further
highlights their potential for automating chemical workows in
laboratories.

This method has certain advantages over current commer-
cial dispensing platforms for widening the range of dispensable
solids, particularly for larger particles and abrasive solids
dispensing. However, compressible ne powders and hygro-
scopic solids can pose problems for our method, and
dispensing fails for some solids with the current conguration.
© 2023 The Author(s). Published by the Royal Society of Chemistry
Longer dispensing times are also a drawback, but this is
counterbalanced by versatility, improved precision and poten-
tially increased automation.

Future work will include technical improvements to the
platform as well as its use in research applications. We envisage
improved dispensing algorithms that incorporate self-learning
for specic solids; it might also be feasible to incorporate
visual feedback to augment the feedback from the analytical
balance. This solid dispensing workstation is modular and
could be extended by connecting it to other stations. For
example, a mobile robot2 could be used to deliver additional
empty vials to the station and to transport lled vials to other
stations, such as a chemical synthesis station. We will also
exploit the versatility of the dual-arm robot to incorporate other
tasks into workows beside solid dispensing. As an example,
the dual-arm robot might double as a capping/decapping
station for sample vials. Thinking more broadly, these results
suggest that other biomimetic approaches could be developed
where robots use relatively simply tools to reproduce, more or
less, the operations carried out by human researchers, rather
than building more bespoke automated laboratory devices.

Data availability

ESI† including codes, models and dispensing results have been
uploaded to https://github.com/fourteenjiang/Solid-dispensing.git.
A detailed demonstration video can be found at https://doi.org/
10.5281/zenodo.8082246.
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Note added in proof

For context, we did not examine the entire range of products
offered by Chemspeed or Mettler-Toledo for solid dispensing
and we focused on tools that we had ready access to. Alternative
tools do exist; for example, for dispensing sub-milligram
quantities of solids, which our robotic system cannot achieve,
and larger dispensing cartridges to handle bigger particles and
larger quantities of solid. Likewise, these manufacturers offer
the ability to manually calibrate dispensing for specic solids,
at some expense of autonomy, which can further improve
dispensing precision.
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