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The mobility of dissolved ions and charged molecules at interfaces underpins countless

processes in science and technology. Experimentally, this is typically measured from the

averaged response of the charges to an electrical potential. High-resolution Atomic

Force Microscopy (AFM) can image single adsorbed ions and molecules at solid–liquid

interfaces, but probing the associated dynamics remains highly challenging. One

possible strategy is to investigate the response of the species of interest to a highly

localized AC electric field in an approach analogous to dielectric spectroscopy. The

dielectric force experienced by the AFM tip apex is modulated by the dielectric

properties of the sample probed, itself sensitive to the mobilities of solvated charges

and dipoles. Previous work successfully used this approach to quantify the dielectric

constant of thin samples, but with limited spatial resolution. Here we propose a strategy

to simultaneously map the nanoscale topography and local dielectric variations across

a range of interfaces by conducting high-resolution AFM imaging concomitantly with

electrical AC measurements in a multifrequency approach. The strategy is tested over

a 500 MHz bandwidth in pure liquids with different dielectric constants and in saline

aqueous solutions. In liquids with higher dielectric constants, the system behaves as

inductive–resistive–capacitive but the adjunction of ions removes the inductive

resonances and precludes measurements at higher frequencies. High-resolution

imaging is demonstrated over single graphene oxide (GrO) flakes with simultaneous but

decoupled dielectric measurements. The dielectric constant is consistent and

reproducible across liquids, except at higher salt concentrations where frequency-

dependent effects occur. The results suggest the strategy is suitable for nanometre-

level mapping of the dielectric properties of solid–liquid interfaces, but more work is

needed to fully understand the different physical effects underpinning the measurements.
1. Introduction

The dynamics of ions and charged molecules at solid–liquid interfaces is central
to numerous phenomena in science and technology. Examples span from charge
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transfer along biological membranes1–3 to electrochemical processes4,5 and energy
storage,6 the growth of minerals,7–9 nanouidics10,11 and lubrication.12,13

Experimentally, deriving quantitative information about the motion of charges
at and along interfaces can oen be challenging. Firstly, solid–liquid interfaces
are intrinsically nanoscale objects. In close vicinity to the solid, liquid molecules
tend to be more ordered and less mobile than their bulk counterpart due to
a combination of direct interactions with the solid and reduced congurational
entropy.14–16 Ions located in this interfacial liquid oen present different
dynamics than in the bulk liquid,12,17–19 but the interface is typically only a few
molecular diameters thick and vanishes rapidly into bulk liquid.20,21 Measure-
ments therefore need to be specically sensitive to the interface, and oen rely on
techniques such as X-ray diffraction18,20,22 or nonlinear spectroscopies.23,24

Secondly any nanoscale structure or chemical heterogeneity of the solid’s
surface can dramatically affect the local molecular dynamics. This last point is
exemplied by the enhanced activity of specic sites in solid–liquid heteroge-
neous catalysis.25,26 As a result, any experimental approach relying on spatial
averaging is likely to miss out important information.

Local probe techniques such as atomic force microscopy (AFM) can sense and
image the details of solid–liquid interfaces with molecular-level precision,17,27–29

including single adsorbed ions and molecules.17,30–33 However, most AFM
measurements are temporally limited by the mechanical response of the probe.
High-speed AFM measurements can reach a temporal resolution of micro- to
milliseconds34–36 with most measurements still taking tens of seconds.7,13,19,37 In
contrast, computer simulations30,38–40 and estimates from the bulk diffusion
coefficient41,42 suggest residence times and interfacial dynamics on the scale of
nanoseconds for ions and moving molecules. This signicant temporal gap with
existing AFM capabilities cannot be solved by brute force since it would require
mechanical parts moving at hundreds of MHz in a controlled manner.

One possible way forward is to keep the high spatial resolution of AFM but
invert themeasurement paradigm. Instead of the tipmoving faster than the ion or
molecule it aims to track, it could be used to sense the response of these ions and
molecules to a highly localised AC electric eld. This can be achieved by broad-
casting the eld with a conducting AFM probe, exploiting the enhancement of the
eld at the sharp tip apex of the probe43 and using a suitable range of frequencies
to explore the desired process such as the ion’s translational motion. The idea is
analogous to dielectric spectroscopy,44 albeit when run in the sub-GHz regime.
Practically, it is not the motion of individual charges or molecules that is directly
probed, but rather the resulting effect it has on the dielectric force experienced by
the tip (Fig. 1). This force is sensitive to the dielectric properties through which
the eld propagates as well as the mobility of the ions and charges in the
medium.45 The idea of using AFM to conduct such measurements is not new,46

with the potential of the approach rst demonstrated in aqueous solutions over
silicon oxide samples47 and biological membranes,48 branding the technique
‘dielectric force microscopy’. More recently, the group of Gabriel Gomila adapted
and rened the technique,49–53 and developed a quantitative model to extract the
local dielectric constant of a given sample.51 The model is similar to that devel-
oped for biosensing with MEMS54,55 and it also works in dilute ionic solution. In
a typical dielectric force microscopy experiment, an AC potential is applied
between the AFM conducting tip and a counter-electrode located underneath the
388 | Faraday Discuss., 2023, 246, 387–406 This journal is © The Royal Society of Chemistry 2023
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Fig. 1 Schematics of a typical AFM setup used for dielectric measurements in solution.
The probe is composed of a sharp tip mounted on a flexible cantilever. The cantilever is
attached to a base (chip) that can be moved in any direction with picometre precision.
When the probe experiences an attractive or repulsive force, the cantilever deflects down
or up vertically (dashed semi-transparent probes) with a magnitude proportional to the
force. The deflection is precisely quantified by a laser reflected on the back of the
cantilever (not shown). The sample is placed atop a thin dielectric layer protecting the
counter-electrode. The whole system is immersed in solution. A high-frequency (HF)
electrical potential is applied between the base/probe and the counter-electrode. The
distance z between the tip and the surface can depend on the force experienced by the
probe for a given position of the base. To control the average tip–sample distance z, the
base is extended towards the sample or retracted away.
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sample. The resulting dielectric force has a capacitive origin and can be derived
from a general expression valid for most electrical measurements with AFM:56

Fðz; tÞ ¼ 1

2

vCðzÞ
vz

V 2ðz; tÞ (1)

where C is the capacitance of the environment between the tip and the counter-
electrode, and V the voltage drop between the two electrodes. Despite the oscil-
lating eld, the resulting force on the AFM probe is constant over time and
depends on probe position with respect to the counter-electrode. For measure-
ments in solution the counter-electrode is typically protected by a thin insulating
layer to ensure a blocking, capacitive setup (Fig. 1). The total capacitance of the
system depends on the dielectric properties of the liquid, the concentration and
mobility of the dissolved ions (if present), the capacitances of the insulating layer,
the sample itself, the tip–sample separation and the eventual formation of elec-
trical double layers at interfaces.50,51 If the electrodes are far apart, the capacitance
of the electrical double layers can be neglected due to being typically much larger
than the other capacitances at play.51,55 In this context, V then represents the
voltage drop across the bulk solution.

When conducting frequency-dependent electrical measurements in liquid
electrolytes, the solution is oen assumed to behave as a resistor–capacitor (RC)
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 389
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circuit. Based on this assumption, Gomila derived an explicit expression linking
the model parameters to a force measurable with AFM.51 The experimental
strategy entails modulating the high-frequency electrical voltage (frequency fH)
that induces the dielectric force with a signal at a lower modulation frequency fM
� fH that is measurable by the AFM: the magnitude of the dielectric force is
simply the probe’s amplitude at 2fM. If fM is chosen well below the mechanical
resonance of the probe, then the dielectric force jF(z,fH)jfM measured is given by:51

jFðz; fHÞjfMz
1

4

303lfH
2

�
2p303s
Lch

�2

1þ fH
2

�
2p303s
Lc

z

h
þ 2p303l

Lc

�2
V0

2 (2)

where 30 is the permittivity of vacuum, 3l the dielectric constant of the liquid (or
solution), 3s that of the sample assumed to be of thickness h, c the bulk
concentration of the dissolved ions and L their mobility, and V0 the applied
voltage. Although the force explicitly depends on the concentration and mobility
of the ions, the formalism was developed assuming a plane capacitor in
a homogeneous and continuous environment. Additionally, measurements are
typically taken a set distance from the interface to avoid disturbing the electrical
double layers and the inuence of ‘surface’ forces inherent to AFM imaging. As
a result, the approach has been mainly used to quantify the dielectric constant of
thin samples such as lipid membranes in an environment with relatively low ionic
concentration.50,57

To apply this technique to solid–liquid interfaces, it is necessary to overcome
two obvious challenges. First, electrical forces measurements need to be decou-
pled from the other short range ‘atomic forces’ responsible for the image
formation in AFM. Second the interface can no longer be seen as a simple,
homogeneous capacitor formed by the electrical double layer. The measuring tip
disturbs the double layer in a locally sensitive manner, something difficult to
account for in a model.

In this paper a strategy is proposed and tested to tackle the rst challenge:
decoupling electrical and mechanical forces to enable high spatial resolution of
the dielectric measurements at the interface. The results are discussed in terms of
the interfacial dielectric constant of the liquid and ion mobilities, but more work
is needed to derive a quantitative handle on the data interpretation.
2. Experimental
2.1 Experimental setup

The measurements were conducted with a Cypher ES microscope (Asylum
Research, Oxford Instruments, Santa Barbara, US) equipped with photothermal
excitation (BlueDrive) and temperature control. Electrical contact to the conducting
probe was achieved through amicro-SMA coaxial cable directly touching the chip to
which the cantilever is attached (base in Fig. 1). To limit possible unwanted elec-
trochemical effects, the probe/contact was held in place with a custom-made
insulating PEEK clip. All the electrical measurements were made using a high-
frequency arbitrary wave functions generator (HDAWG, Zurich Instruments)
working in conjunction with an external lock-in amplier (MFIA, Zurich
390 | Faraday Discuss., 2023, 246, 387–406 This journal is © The Royal Society of Chemistry 2023
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Instruments). The high-frequency voltage applied to the AFM probe is connected
through a high quality 1 m SMA cable. All the other electrical connections are
achieved through standard coaxial cables. Control and modulation of the high-
frequency voltage was achieved through a bespoke soware created in Python
and communicating directly with the HDAWG through an API. The MFIA output
was recorded as additional data channels in the Cypher acquisition soware.

2.2 Measurement procedure

The basic strategy adopted for the measurements is similar to that developed by
the group of Gomila.49–51 The amplitude AD of the probe’s modulated deection
from the dielectric force (Fig. 1) is measured using the external lock-in amplier
which also quanties the associated phase 4D. The magnitude of AD is propor-
tional to the dielectric force. In this paper, 4D is measured but not shown since it
remains constant unless the system is driven away from ideal experimental
conditions. Four types of measurements are conducted, all with the probe fully
immersed in the liquid: dielectric force spectroscopy, frequency sweeps, interface
imaging and li mode imaging.

Force spectroscopy examines the dependence of AD and 4D on the tip–surface
distance z at a given location. This is achieved by extending/retracting the base of
the probe (Fig. 1) towards/away from the sample at a given location of the sample.

Frequency sweeps quantify the dependence of AD and 4D on fH at a set location
and distance from the solid’s surface.

Interface imaging entails high-resolution imaging of the interface in ampli-
tude modulation AFM while simultaneously probing the dielectric force experi-
enced by the tip. The amplitude modulation imaging is conducted at the rst
resonance (exural eigenmode) of the probe which is driven by photothermal
actuation. The measurements of AD and 4D are conducted with fM usually chosen
so that detection at 2fM matches the frequency of the probe’s second exural
eigenmode to improve the signal to noise.

Li mode imaging complements interface imaging and operates in a similar
manner: during a raster scanning of the interface, each line is repeated but with
the tip lied at a set distance z above the sample, faithfully following the local
topographic prole to keep the tip–sample distance always the same. This
effectively provides an interfacial image together with a map of all the experi-
mental parameters (including AD and 4D) at a set distance from the surface.

Before each experiment, the probe, the holder/clip and the substrate were
sequentially cleaned with isopropanol and ultrapure water (18.2 MU, Merck
Millipore, Gillingham, UK) and allowed to dry protected from dust. The temper-
ature of the sample was kept at 25.0 ± 0.1 °C for all measurements except in
hexadecane where the temperature was set to 35.0 ± 0.1 °C to ensure no solidi-
cation of the liquid at the interface.

2.3 Materials

AFM probes were purchased from different sources depending on the purpose of
the measurements. Solid platinum iridium probes (25PtIr300B) with a nominal
stiffness of k = 22 N m−1 and resonance frequency of fres = 21 kHz in air were
obtained from Rocky Mountain Nanotechnology (Bountiful, USA) to test and
characterise the setup. While not ideal for high-resolution measurements, the
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 391
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probes offer two advantages: (i) being made of solid metal, potential measure-
ments artefacts from e.g. trapped charges can be discounted. (ii) The vertical part
of the probe immediately above the tip is particularly long (80 mm), hence limiting
the impact of the cantilever itself on electrical measurements. Single crystal
doped diamond probes (Apex Super Sharp, k = 2.8 N m−1, fres = 75 kHz) were
sourced from Adama Innovations (Dublin, Ireland) for interface imaging and li
mode measurements.

Substrates are made of a conducting material protected by a thin insulating
layer. Here we used highly conductive p-doped silicon wafers (Inseto, Andover,
UK) with the insulating layer formed by the native oxide naturally developing on
the surface when the silicon is exposed to ambient atmosphere (typically 2–10
nm). The use of wafers ensures a substrate as at as possible to deposit any
sample of interest.

Chemicals and liquids were purchased from Sigma-Aldrich (Merck Millipore,
Gillingham, UK) and used without further purication. The graphene oxide (GrO)
was diluted to 0.1 mg ml−1 and deposited as a drop (30 mL) on the silica substrate
and le to dry at 70 °C for 20 min before immersion in the liquid of interest for
measurement. Ionic solutions were prepared from pure salts (99.9%) and ultra-
pure water. Table 1 lists the different liquids and solutions used in this study
together with their respective static dielectric constant at 25 °C.
2.4 Data analysis

The Cypher ES acquires data in the Igor Pro soware environment (Wavemetrics,
Lake Oswego, USA). All the spectroscopy and chirp data were analysed using
bespoke routines programmed in Igor Pro. This includes correction for positional
dri over long acquisitions and data averaging wherever relevant. Image analysis
was done through a combination of the tools available in Cypher soware, home-
made soware programmed in Igor Pro and WsXM.60
3. Results and discussion

Achieving nanoscale dielectric measurements in solution with AFM becomes
increasingly challenging for higher frequencies. To disentangle experimental
Table 1 Static dielectric constants of the liquids and solutions

Liquid/solution Dielectric constant

n-Hexadecane 2.05a (ref. 42)
1-Octanol 10.3a (ref. 42)
Isopropanol (IPA) 19.92a (ref. 42)
Dimethyl sulfoxide (DMSO) 46.68 (ref. 42)
Ultrapure water (UP) 78.4 (ref. 42)
1 mM KCl solution 78.38b

10 mM KCl solution 78.2b

50 mM KCl solution 77.4b

100 mM KCl solution 76.4b

a The dielectric constant of organic liquids can vary signicantly with frequency, something
not taken into consideration here. See e.g. ref. 58. b Calculated from ref. 59. The variations
are mostly negligible for the purpose of this study.
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limitations from fundamental limitations, the setup is rst characterised in close
to ideal conditions before measurements are conducted in progressively more
challenging but relevant conditions.
3.1 Characterisation of the setup in a near-ideal liquid

To test the capabilities of the setup and characterise its high-frequency (fH)
bandwidth, measurements were conducted with solid PtIr tips in hexadecane.
The low dielectric constant of hexadecane and the fact that it is composed of
simple alkanes should minimally impact the propagation of the electric eld over
the range of accessible frequencies (fH ∼ 0–500 MHz). The result of a frequency
sweep is shown in Fig. 2. The response of the setup highlights many local maxima
and minima that deviate from the ideal behaviour predicted from eqn (2). This is,
to some extent, expected due to the natural imperfections of the system from the
capacitance of electrical connections to variations in the shape and geometry of
the tip. Another important feature is the loss of dielectric signal beyond fH ∼ 350
MHz. This is also expected; the AFM probe is not shielded electrically and hence
acts as a broadcasting nano-antenna. Without suitable shielding (see e.g. scan-
ning microwave impedance microscopy61,62) the tip has a limited bandwidth and
the transmission of the electrical signal is expected to progressively cut off beyond
a certain frequency. The specic details of this cut-off depend on the specic
details of the setup and probe, but measurements such as those presented in
Fig. 2 can act as an effective calibration, with the experimental curve representing
the system’s transfer function. Here this is done by tting the experimental data
with a reverse sigmoidal function to determine the idealised cut-off (Fig. 2) and
subsequently dening the ratio of the idealised cut-off with the experimental data
as the setup’s transfer function.
Fig. 2 Characterisation of the setup’s capabilities in hexadecane. The ideal dielectric
amplitude as predicted from eqn (2) should be independent of the applied frequency
(black dashed line). In reality, a cut off is expected at higher frequencies due to hardware
limitations and transmission loss in the probe (blue curve), here obtained by fitting the
experimental data with a sigmoid-type transition. The measured dielectric amplitude (red)
does not behave ideally; it exhibitsmany frequency-dependent variations compared to the
prediction (blue) due to setup imperfections (connections, tip shape, etc.). However, this
experimental measurement can be used as a calibration curve for the setup. All the curves
are normalised to their value at DC to aid visualisation. The experimental measurement is
taken with a solid PtIr cantilever and tip.
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3.2 Sensing at the second vibration eigenmode of the probe

In order to quantify the net effect of the dielectric force on the probe, a modula-
tion of the high frequency voltage is usually applied (see Section 2.2). In previous
work, the modulation frequency fM is taken well below the natural exural reso-
nance of the probe where the dielectric force is simply jF(z,fH)jfM = kAD. While
ideal for spectroscopy measurements, the approach is not suitable for work at the
interface since any mechanical interaction of the tip with the interface would
impact the dielectric measurement. A new strategy is needed where dielectric and
mechanical (imaging) forces can be measured simultaneously but independently
and with minimal crosstalk. Here we propose using the second exural eigen-
mode of the probe to carry-out the dielectric sensing, by choosing fM so that the
detection frequency 2fM coincides with the probe’s second eigenfrequency. This
strategy has two advantages. First, working at an eigenfrequency of the probe can
signicantly enhance the sensitivity of the setup, something routinely exploited
for high-resolution AFM imaging.63,64 Second, this leaves the rst eigenmode of
the cantilever free precisely for high-resolution imaging that can be carried out
simultaneously. In principle, crosstalk between eigenmodes can occur,65,66 espe-
cially if the tip experiences non-linear interactions at the interface. However,
because the effective stiffness of the rst eigenmode is considerably lower than
that of the second eigenmode, a given non-linear interaction will tend to affect the
rst eigenmode signicantly more. This well-known fact is illustrated in Fig. 3:
the rst eigenmode is stimulated photo-thermally while the second eigenmode is
simultaneously stimulated by the (modulated) dielectric force. As the tip
approaches the surface of the immersed solid, the amplitude of the rst eigen-
mode is damped by ∼30% before any effect is visible on that of the second
eigenmode. The principle can be exploited to image the interface with the rst
eigenmode if gentle conditions are applied (setpoint > 70%).28,64 In such a case,
the impact of the imaging on the dielectric force measured with the second
eigenmode is minimal and can be neglected in rst approximation.

While helpful for enhancing resolution, sensing the dielectric force with the
second eigenmode of the probe adds complexity to the data interpretation
because the amplication offered by the eigenmode must be considered and
properly calibrated. To test whether this can be achieved easily, we comparatively
conducted sweeps and force spectroscopy measurements over a range of dielec-
tric frequencies with fM set for detection (i) well below the rst eigenfrequency
(sub-resonance), (ii) at the rst eigenfrequency, and (iii) at the second eigenfre-
quency. The measurements are taken on the same sample, with the same tip and
in immediate succession to ensure comparability (Fig. 4).

The comparison reveals little difference between each sensing strategy except
at lower dielectric frequencies (fH < 30 MHz). These differences do not seem to
affect the overall response of the setup, and direct spectroscopic measurements at
a given fH show no shape differences between curves acquired at sub-resonance or
at the second eigenfrequency (within error, Fig. 4 bottom). Obviously, the
comparison holds for the non-contact region of the curves with mechanical
damping at the interface being mode-dependent: damping of the sub-resonance
vibration is much sharper than that of the second eigenmode. This validates the
strategy of modulating for detection at the second eigenmode of the probe. The
strategy is therefore adopted for the rest of the paper, unless specied otherwise.
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Fig. 3 Example of spectroscopy measurement taken in hexadecane. The extension of the
base can be understood as the tip–sample average distance for values >0. The static
deflection of the probe is used to determine the tip–sample point of contact, arbitrarily set
as zero on the horizontal axis. Simultaneously, the cantilever is driven at its 1st eigenmode
by photothermal excitation, and at its 2nd eigenmode by adjusting the modulation of the
dielectric frequency. Far from the interface, the 1st eigenmode amplitude is constant and
the 2nd eigenmode amplitude behaves as predicted by eqn (2). In vicinity of the interface
(<10 nm), the 1st eigenmode amplitude initially increases due to attractive surface forces
and then rapidly decreases as it enters the interface (inset). The 2nd eigenmode amplitude
remains unaffected until after the 1st eigenmode amplitude has begun its decrease. In
typical gentle imaging conditions (setpoint > 0.7), the operating range corresponds to the
region highlighted in grey in the insets. The dielectric measurement is minimally affected
by the imaging process at the 1st eigenmode. Themeasurements are taken with an Adama
tip in hexadecane, with each curve representing an average over >20 individual curves
acquired at fH = 100 MHz.
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The normalised spectroscopy curves appear almost independent of fH, apart
perhaps for extremes (1 MHz vs. 300 MHz, Fig. 4 bottom). Dependence on fH is
expected for liquids with a relatively high dielectric constant where higher
frequencies tend to focus the eld lines to the tip apex.49,51 In hexadecane, the
system behaves close to ideally.
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 395
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Fig. 4 Comparison of dielectric sensing with modulation at sub-resonance and the first
two eigenmodes. Frequency sweeps (top, normalised) show differences only at lower
frequencies. When comparing spectroscopy measurements taken with detection of the
modulation at sub-resonance (solid line) vs. 2nd eigenmode (dashed), no differences can
be seen over the whole range of frequencies (within error) provided the tip does not enter
the interface (extension > 0 nm). The measurements are taken with the same solid PtIr tip
in hexadecane, with each curve representing an average over >20 individual curves nor-
malised to the maximum value to aid shape comparison. The extension of the base can be
understood as the tip–sample average distance for values >0.
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3.3 Impact of the liquid’s dielectric constant

Before exploring saline solutions, we tested pure liquids with increasing values of
static dielectric constant with frequency sweeps (Fig. 5, top). To allow for direct
comparison, the curves have been corrected by the setup transfer function (see
Section 3.1) and normalised by their amplitude close to DC.

Increasing the dielectric constant of the liquid has two main consequences.
First, it decreases the cut off frequency of the setup with little or no dielectric
amplitude measured beyond fH ∼ 150 MHz in pure water. Second, large reso-
nances progressively appear around fH∼ 50MHz and fH∼ 100MHz. This suggests
the liquid adds an inductive component to the assumed RC circuit. It is not clear
what molecular mechanism could be responsible for the liquid acting as an
electrical inductor during dielectric measurements. However, the fact that the
resonance appears progressively with increasing dielectric constant (Fig. 5)
suggests the effect to be intrinsic to the liquid and not an experimental artefact. In
fact, the frequency of the observed dielectric resonance can be reliably tuned by
adding an external capacitor in series to the setup (data not shown), conrming
396 | Faraday Discuss., 2023, 246, 387–406 This journal is © The Royal Society of Chemistry 2023
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Fig. 5 Frequency sweeps and spectroscopy measurements comparatively acquired in
pure liquids with increasing dielectric constant. All the sweeps have been corrected with
the transfer function obtained in Fig. 2 and normalised to their amplitude at DC to help
comparison. Clear dielectric resonances appear around fH ∼ 50 MHz and fH ∼ 100 MHz.
The inset presents the same data in log scale, highlighting a progressive cut off at higher
frequencies. The spectroscopy curves (bottom) were acquired with fH set to 50 MHz and
using the same tip as for the sweeps (solid lines). The normalised curves were fitted with
eqn (2) (dashed lines), imposing the dielectric constant of the liquid and the same oxide
thickness in all cases (yielding an effective thickness of ∼10 nm). The spectroscopy curves
represent an average of over >10 individual curves normalised at their maximum value. All
the data is acquired with themodulation set for detection at the 2nd flexural eigenmode of
the probe. The extension of the base can be understood as the tip–sample average
distance for values >0.
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an LRC (inductor–resistor–capacitor) behaviour. This behaviour would also
explain the loss of transmission at higher frequencies although not its molecular
origins.

Taking a value of fH = 50 MHz, close to the dielectric force resonance, we
conducted force spectroscopy measurements in each liquid, always with the same
tip for comparability. The curves were then tted with the model proposed in eqn
(2), imposing in each case the liquid’s dielectric constant and the same oxide
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 397
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thickness for all measurements. The results show a good agreement with the
theory (Fig. 5 bottom). The small systematic deviations from the experimental
data can be explained by the non-ideal geometry of the tip (not a plane capacitor,
but identical in all cases) and the inductive nature of the liquid: higher dielectric
constants tend to achieve slightly worse ts.

3.4 Impact of the salt concentration in aqueous solutions

Having examined the behaviour of pure liquids, we now turn to aqueous solutions
with increasing concentrations of KCl. Comparative frequency sweeps analysed as
for Fig. 5 reveal two interesting features (Fig. 6, top). First, the low frequency (<20
MHz) response of the system exhibits the expected actuation behaviour of an RC
circuit: dissolved ions can screen the applied potential provided fH is low enough
for the ions to rearrange in time and cancel the dielectric force. The frequency
Fig. 6 Comparative frequency sweeps and spectroscopy measurements in aqueous
solutions with various KCl concentrations. In frequency sweeps, adding salt quenches the
resonances and the magnitude of measured dielectric amplitude at higher frequencies. At
low frequencies, increasing the salt concentration increases the actuation frequency with
a progressive rise in the amplitude (better visible in the inset, note the log scale). The
spectroscopy measurements do not show an obvious trend with the salt concentration:
the curves at 10 mM and 100 mM KCl sit either side of the curve acquired in ultrapure
water. All the data was acquired with the same solid PtIr probe. The sweeps are normalised
at 30 MHz where all the curves are expected to behave identically. The spectroscopy
curves represent an average over >10 individual measurements acquired at fH = 30 MHz.
All the data is acquired with the modulation set for detection at the 2nd flexural eigen-
mode of the probe. The extension of the base can be understood as the tip–sample
average distance for values >0.
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beyond which the ions are no longer able to follow the applied eld is oen
referred to as the actuation frequency f1. The higher the ionic concentration, the
higher the value of f1, a behaviour well captured by eqn (2).

The second feature is a progressive loss of the resonances highlighted in Fig. 5,
with close to no force measured beyond 50MHz in a solution of 100 mMKCl. This
is not predicted by the theory which implies a frequency- and ionic concentration-
independent force beyond f1. The spectroscopy curves also show salt-induced
variations in shape with no clear trend (Fig. 6, bottom).

Measurements are still technically possible in 100 mM salt, but a different
model may be needed to better capture the conducting nature of the liquid and its
impact on the resulting dielectric force. Generally, a more conducting environ-
ment is expected to make localised experiment more challenging due to the
combination of a loss of locality in the measurement and lower dielectric force.
This is to some extent observed in Fig. 6 where a relatively poor signal to noise is
achieved at 100 mM. Working at concentrations beyond 50 mM of monovalent
salt did not allow for high-resolution measurements, likely due to a signicant
part of the tip contributing to the electrical measurement (see next section).

When operating at lower salt concentrations the setup tends to behave more
closely to dielectric predictions, at least over regions where the tip remains
outside of the interface. When the tip enters the interface, the local salt
concentration and the overall capacitance experienced by the tip change. This can
lead to concentration-, frequency- and tip shape-dependent effects on the
measured dielectric force (not presented here).
3.5 High-resolution probing of the interface

To illustrate the capability of the dual frequency approach, we imaged a model
sample, graphene oxide akes (GrO) deposited on the surface of a silicon
substrate with a native oxide layer. The imaging is conducted at the rst eigen-
mode of the cantilever and the dielectric measurement at the second eigenmode.
An example of results acquired in hexadecane is presented in Fig. 7. Imaging
artefacts induced by the feedback loop near the edges of the ake are clearly
visible (arrows in Fig. 7). None of these artefacts are present in the dielectric
image, conrming that the measurement strategy is suitable and not affected by
the imaging process.

The dielectric force appears smaller (darker contrast) over the akes than over
the surrounding silica substrate. This can be rationalised from eqn (2), assuming
an increase in the effective sample thickness over the ake. The dielectric
constant of the ake is likely higher than that of the silica (3silica∼ 3.7–3.9)42 hence
inducing a smaller dielectric force than the silica layer at a comparatively similar
thickness. It should be noted that the GrO ake is relatively thin (about 1 nm,
prole in Fig. 7), highlighting the sensitivity of the approach which is able to
detect variations in the order of 5–10 pm of the dielectric amplitude. The use of
the second eigenmode with a higher effective stiffness (in the order of 160 N m−1)
considerably helps with improving the sensitivity while minimising the crosstalk
with imaging.

While helpful to conrm the potential of the proposed strategy, it is not clear at
this stage how these results transpose in the presence of ionic solutions, and how
the dielectric information gathered at the interface compares with similar
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 399
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Fig. 7 Example of high-resolution imaging of a GrO flake in hexadecane, applying the
proposed measurement strategy. The interface topography, imaging amplitude used for
imaging feedback (1st eigenmode) and dielectric amplitude (2nd eigenmode) are acquired
simultaneously. In all cases, each scan line is acquired in both directions (trace and retrace)
for comparison. Mechanical interaction of the tip with the sample creates well-known
feedback artefacts at sharp edges which are inversed between trace and retrace. Selected
scan line profiles (dashed lines in the images) highlight the imaging artefacts (arrows). The
dielectric amplitude does not show any such imaging artefact with the trace and retrace
data superimposing perfectly (also profiles), confirming the validity of the approach. The
contrast is as expected in this configuration. The scale bars represent 100 nm, and the
colour scale bars variations of 3 nm (topography), 0.6 nm (imaging amplitude) and 10 pm
(dielectric amplitude). The measurement was taken with an Adama tip at fH = 100 MHz.
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information collected further away in the liquid. To further explore these points,
li mode measurements were conducted in aqueous solutions with various
concentrations of KCl, using the same tip as in Fig. 6, and scanning over the edge
of single GrO akes for direct comparison. The process was repeated at multiple
distances from the interface to evaluate the reliability of the contrast and its
progressive evolution when moving away from the interface. Some representative
results are shown in Fig. 8. In pure water, a similar contrast to that in hexadecane
is obtained with lower dielectric amplitude over the ake, but with a signicantly
better signal to noise due to the increased dielectric constant of the liquid
enhancing the capacitive measurements. When repeating the measurement at set
distances from the interface, the GrO ake still appears darker, but the overall
contrast progressively fades away, although still visible 100 nm away. Very similar
results are obtained in 1 mM KCl in terms of contrast and distance dependence
from the interface, consistent with the relatively similar behaviour of the setup in
both liquids in Fig. 6. There are some important differences though; rst the
400 | Faraday Discuss., 2023, 246, 387–406 This journal is © The Royal Society of Chemistry 2023
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Fig. 8 Example measurements taken in water and KCl solutions at the interface and with
the tip faithfully following the interface but at a set distance (water and 1 mM KCl). In
50 mM KCl, only the interface is explored but at different dielectric frequencies. The scale
bars represent 100 nm. The topography colour variations represent 4 nm in purewater and
1 mM KCl, and 8 nm in 50 mM KCl. In dielectric images it represents 30 pm (water and 1
mM) and 10 pm (50 mM KCl). The measurements were taken with the same tip as in Fig. 7,
at fH = 50 MHz in pure water and 1 mM KCl.
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contrast disappears more quickly when moving away from the interface due to
a slightly lower signal to noise. Second, signicant local variations in the intensity
of the dielectric force are visible across a given ake. By comparison, the
surrounding silica appears relatively homogeneous with only small variations
that can be explained by nanoscale roughness and possible adsorbed contami-
nants. The ake regions responsible for the highest force tend to coincide with
overlaps or folds in the GrO. This is largely due to the locally increased sample
thickness, but small mismatches between the topography and the dielectric
picture suggest that the local curvature of the ake can inuence the eld
intensity and direction. More work is needed to explore this effect, including the
potential inuence of trapped molecules and ions.67

Measurements at 10 mM KCl broadly show a similar behaviour as in 1 mM but
with poorer signal to noise and no clear contrast at 100 nm from the interface (not
shown). To explore the limit of the technique in terms of ionic concentrations, we
attempted measurements at 100 mM KCl but no reliable results could be ob-
tained. A second attempt at 50mMKCl (Fig. 8) still shows poor signal to noise, but
at the interface a weak dielectric contrast can be consistently observed. Interest-
ingly, at lower dielectric frequencies (here fH = 30 MHz), the contrast appears
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 401
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reversed, with a marginally higher dielectric force atop the ake compared to over
the substrate. Although very weak, the contrast suggests that the frequency may
be too close to the actuation frequency to achieve the expected outcome.

Consistently, increasing the dielectric frequency to fH = 90 MHz seems to reset
the contrast back to normal with the ake appearing again slightly darker than
the surrounding oxide. At fH = 30 MHz the silica does not look completely
homogeneous suggesting local uctuations and interfering ions picked up by the
measurement, as expected close to the actuation frequency.

The li mode results conrm beyond any doubt that the dual frequency
strategy is suitable for decoupled electrical and mechanical probing of the
interface. The further the tip is located from the interface, the less localised the
measurement becomes with a progressive loss of detailed contrast and a more
homogeneous picture emerging. Consistently, the magnitude of the force and of
the contrast also decrease.

Beyond high-resolution mapping of the dielectric force across a given sample,
an interpretation of the results in terms of ion mobility is still lacking, partly
because it is entangled with the question of dielectric temporal response. The
bulk mobility L of the ions as described in eqn (2) is not a suitable handle on the
problem, rst because of a predicted weak dependence of the dielectric force on
L, but also because the concept itself becomes questionable at the interface. One
possibility is to comparatively explore a range of dielectric frequencies simulta-
neously or in quick succession at a given location of the interface in order to
derive a ‘local actuation frequency’. This could in turn be related to a local ionic
relaxation and mobility. An interesting experiment would be to explore how this
frequency evolves as a function of the tip–sample distance in close vicinity (<5
nm) to the interface. However, one key element remains to be addressed: the
extent to which any dielectric information obtained is spatially localised.
Specically, what area of the interface is responsible for the dielectric force value
measured at any given point. Operating at higher dielectric frequencies has been
shown to enhance the contribution of the tip apex over the rest of the probe,49,51

but this becomes more challenging in high salt concentrations, as evidenced in
the present work.

Preliminary results conducted using different substrates suggest that it is
possible to tune the effective range of the dielectric interaction to promote highly
localised measurements as well as a dielectric phase contrast in ionic solutions
(data not shown here) but interpreting the results becomes more challenging
because some of the assumptions underpinning eqn (2) no longer apply. Ongoing
experimental work aims at systematically exploring these effects. From a theo-
retical perspective, the model developed by Gomila et al. has proved remarkably
successful in quantitatively describing experimental results when the tip is
outside the interface. Even at the interface, eqn (2) is able to provide some
qualitative insights. Future developments focused on interfacial measurements
may need to take into account the nite size of molecules and ions, as well as the
precise geometry of the tip.

4. Conclusions

This work explores the possibility of mapping the dielectric properties of solid–
liquid interfaces using dual frequency AFM. The ultimate goal is to gain some
402 | Faraday Discuss., 2023, 246, 387–406 This journal is © The Royal Society of Chemistry 2023
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quantitative insights into the nanoscale mobility of charges and ions at interfaces
from the local variations in the probe’s response to locally applied AC electrical
potentials.

When operating in pure liquids, the measurements tend to follow theoretical
predictions well, especially when the tip is at some distance from the interface.
The predictions rely on the system behaving as an RC circuit, something broadly
veried except for the progressive apparition of inductive resonances in liquids
with higher dielectric constants. The physical principles underpinning this
inductive behaviour are not clear from the present work, but the effect appears
linked to a poorer signal to noise at higher frequencies.

The setup’s ability to map the dielectric properties of interfaces is demon-
strated with single GrO akes deposited on a silicon substrate with a native oxide
layer. A clear and consistent dielectric contrast is observed over the GrO, with the
intensity and spatial details of the contrast progressively vanishing when moving
away from the interface into the bulk solution.

The adjunction of salt into the liquid makes measurements more challenging,
rst by decreasing the overall magnitude of the dielectric force measured by the
tip, second by a progressive loss of the inductive resonance and of the overall
dielectric signal at higher frequencies. Consistently interface mapping in saline
solutions is more challenging but measurements are still possible at concentra-
tions up to 50 mM KCl. However, time-dependent effects become visible with
a contrast over the GrO ake that depends on the frequency of the applied voltage.
This can be explained by the dependence of the system’s actuation timescale on
the ionic concentration when an external electric eld is applied.

Overall, the current results indicate that high-resolution dielectric measure-
ments in liquid are possible with dual frequency AFM, but moving beyond
qualitative observations requires a clear understanding of the different effects at
play together with their respective spatial and temporal range. When operating in
close vicinity to or inside the interface, the precise conguration and geometry of
the system can have a signicant impact on the local electrical measurements,
both in terms of intensity and spatial resolution. This offers both an opportunity
for future improvements and a challenge for achieving reproducible and quan-
titative measurements. Developing new theoretical models may also be necessary
to reect the discrete nature of molecules and ions in highly localised
experiments.
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52 G. Gramse, A. Dols-Pérez, M. A. Edwards, L. Fumagalli and G. Gomila, Biophys.

J., 2014, 106, 512a.
53 L. Fumagalli, M. A. Edwards and G. Gomila, Nanotechnology, 2014, 25, 495701.
54 H. V. Panchawagh, T. L. Sounart and R. L. Mahajan, J. Microelectromech. Syst.,

2009, 18, 1105–1117.
55 T. L. Sounart, H. V. Panchawagh and R. L. Mahajan, Appl. Phys. Lett., 2010, 96,

203505.
56 S. Sadewasser and T. Glatzel, Kelvin Probe Force Microscopy, Springer, 2012, vol.

48.
This journal is © The Royal Society of Chemistry 2023 Faraday Discuss., 2023, 246, 387–406 | 405

http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/d3fd00021d


Faraday Discussions Paper
O

pe
n 

A
cc

es
s 

A
rt

ic
le

. P
ub

lis
he

d 
on

 2
7 

Fe
br

ua
ry

 2
02

3.
 D

ow
nl

oa
de

d 
on

 2
/6

/2
02

6 
2:

52
:5

9 
A

M
. 

 T
hi

s 
ar

tic
le

 is
 li

ce
ns

ed
 u

nd
er

 a
 C

re
at

iv
e 

C
om

m
on

s 
A

ttr
ib

ut
io

n 
3.

0 
U

np
or

te
d 

L
ic

en
ce

.
View Article Online
57 L. Fumagalli, A. Esfandiar, R. Fabregas, S. Hu, P. Ares, A. Janardanan, Q. Yang,
B. Radha, T. Taniguchi, K. Watanabe, G. Gomila, K. S. Novoselov and
A. K. Geim, Science, 2018, 360, 1339–1342.

58 K. C. Lawrence, S. O. Nelson and P. G. Bartley, IEEE Trans. Instrum. Meas., 1998,
47, 354–361.

59 A. Stogryn, IEEE Trans. Microwave Theory Tech., 1971, 19, 733–736.
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