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Ultra-thin membrane filter with a uniformly arrayed
nanopore structure for nanoscale separation of extracellular
vesicles without cake formation

In this work, we developed an ultra-thin membrane with
uniformly arrayed nanopores for the efficient separation of
various nanoparticles including extracellular vesicles (EVs).
We employed micro-electro-mechanical systems (MEMS)
technology to finely control the pore size in the nanoscale.
These membranes show high performance in size-based EV
purification with little cake formation and sample loss.
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Ultra-thin membrane filter with a uniformly arrayed
nanopore structure for nanoscale separation of
extracellular vesicles without cake formationy
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Daesan Kim,
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Extracellular vesicles (EVs) have emerged as vehicles that mediate diverse cell-cell communication.
However, in-depth understanding of these vesicles is hampered by a lack of a reliable isolation method
to separate different types of EVs with high levels of integrity and purity. Here, we developed
a nanoporous and ultra-thin membrane structure (NUTS) that warrants the size-based isolation of EVs
without cake formation, minimizing the sample loss during the filtration process. By utilizing the micro-
electro-mechanical systems (MEMS) technique, we could also control the pore size in nanoscale. We
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Introduction

Extracellular vesicles (EVs) are involved in various intercellular
signaling pathways. Since they can deliver a wide range of
cellular factors among cells, they attract much interest for their
potential as a tool for diagnosis and therapeutic agents and
even cosmetics."™ EVs are widely used as a general term for
vesicles derived from cells. According to physical characteris-
tics, biochemical composition, or cell of origin, EVs can be
classified into different types, such as ectosomes, exosomes,
apoptotic bodies, and oncosomes. Despite a significant poten-
tial to provide new biological information and biomedical
applications, EVs are heterogeneous in size, function, and
content to be defined as a single entity. Thus, a desirable
method that can separate EVs to near homogeneity should be
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t Electronic supplementary information (ESI) available: SEM images of
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validated the performance of this membrane to separate EVs according to their size range.

developed. Among many types of EVs, exosomes have a size
range from 40 to 160 nm.“*” Until recent decades, density-
gradient or non-gradient ultracentrifugation was the most
common method used to separate EVs from various types of
biological fluids (e.g., cell-cultured media, plasma, and serum).
Although other methods, such as differential precipitation,
immune-affinity, magnetic beads, microfluidic separation,
column chromatography, and ultrafiltration are also
available,»**** none of them seem to provide a desirable
method to homogeneously separate exosomes with high purity,
integrity, and yield. In fact, they often lose a part of their orig-
inal properties and morphology in most isolation processes and
thus may generate misleading results."***

To investigate the exact biological function of exosomes, they
should be isolated without affecting their intrinsic functional
and morphological characteristics. In this study, to isolate
exosomes without physical damage, we designed a unique
structure of the membrane, which is the core of a filter, with
a cylindrical pore structure and ultra-thin layer, and tested
whether it can isolate undamaged exosomes with a high degree
of purity and high yield of recovery.

In a filtration process, membrane fouling phenomena are
affected by various factors, such as pore blocking, cake forma-
tion, particle adsorption, and polarization of solution concen-
tration.'® Among them, pore blocking causes major problems
to filtration performance. However, it is a very complicated
phenomenon in sub-micro scale filtration. The mechanism of
pore blocking behavior has been debated from theoretical and
practical perspectives. The most classical blocking filtration
law, proposed by Hermans and Bredée, is described as four
distinct mechanisms: complete blocking, standard blocking,
intermediate blocking, and cake filtration (Fig. 1a).

© 2023 The Author(s). Published by the Royal Society of Chemistry
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Fig. 1 Schematics of pore blocking mechanisms and membrane
structures in use. (a) Most commonly recognized four different pore
blocking mechanisms. (b and c) Schematic images of the membrane
structure for the (b) commercial filter and (c) ultra-thin nanopore
membrane (NUTS).

Most previous filter membranes use fabric mesh or poly-
meric heterogeneous structures (Fig. 1b and S1+). Pore sizes are
often determined as the mean size of the pore diameter on the
membrane surface.’”® However, the pore sizes of previous
membranes show uncertain diameters and large distribution
due to their irregular structure, raising a crucial problem to
defining the pore diameter and cutoff size of the membrane.

While the membranes contain irregular porous structures,
analytic models have been established based on ideal structures
with regular and static morphology.”>*”** The gap between
theoretical and actual conditions can make a difference in
predicting the performance of the filter and in designing the
filtration system. Moreover, on a sub-micro scale, inexact
experiment design often leads to completely unexpected results.

Commercial membrane filters mostly comprise irregular
pore size and heterogeneous morphology in a single type of
membrane (Fig. 1b). Meanwhile, the nanoporous and ultra-thin
membrane structure (NUTS), fabricated in this study, has
a homogeneously arranged pore structure, uniform pore size,
and narrow distribution of size (Fig. 1c). This difference in core
filtration structures may result in different blocking mecha-
nisms and superior filtration performance. We then analyzed
the filtration behavior of the NUTS matching with a pore
blocking mechanism. Results indicate a distinct behavior and
filtration performance. Moreover, cake formation is affected by
various factors of filtration conditions (e.g, particle size distri-
bution, flow rate, porosity, packing structure, and friction
coefficient).? In particular, membrane characteristics play
a crucial role in cake formation. The NUTS has a relatively low
friction force than a commercial filter membrane due to its
uniform and flat surface. Additionally, particles deposited onto
a flat surface have the disadvantage of forming a cake layer in
terms of packing structures.

The outstanding characteristics of the NUTS suggested great
potentials for various applications, especially the cutoff size
resolution of filtration. For example, the filter assembled from
the NUTS could achieve an accurate cutoff size and high-
reliability results. For these extraordinary properties, micro-
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electro-mechanical system (MEMS) processes were used to
fabricate the exact structure of the NUTS. Therefore, an MEMS
can provide a precise specification standard for this filter
fabrication.

Results and discussion
Design of the filter device using the NUTS

The NUTS comprises silicon composite to be utilized for the
MEMS process. The fabrication method of the NUTS is briefly
described in Fig. S2.7 The silicon dioxide layer was grown on the
bare silicon wafer. After the oxidation process, the chemical
vapor deposition (CVD) process was carried out for a low-stress
silicon nitride (LSN) layer for high-quality membrane develop-
ment. The pore patterning on the LSN layer was achieved using
the photolithography method. Then, the ion-coupled plasma
(ICP) etching process vanished the unnecessary region. Back-
side patterning was also implemented by using the photoli-
thography process to remove the undesired layer for the devel-
opment of an ultra-thin membrane structure. The residual
oxidation layer was removed by using a buffered oxide etch
(BOE) solution for the pore control process. Finally, the plasma-
enhanced chemical vapor deposition (PE-CVD) was utilized for
the development of a precisely designed pore size.

The NUTS could be used for both direct filtration and
tangential flow filtration (TFF). Direct filtration has a critical
disadvantage in that slug is inevitably stuck on the membrane,
reducing the filtration rate. In contrast, TFF can eliminate part
of the slug or cake layer by the fluidic force perpendicular to the
direction of the pores on the membrane.**

We designed a customized fluidic channel to use the NUTS
as a filter for the application in the TFF system (Fig. 2a and b). In
this system, the fluidic channel was designed to function as
a gasket to prevent solution leakage and membrane damage.
The assembled filter was first tested in nitrogen gas (N,) flow
conditions for stability. The membrane was able to withstand
input pressure of up to 200 kPa with a linear response to the
output pressure (Fig. S3at), indicating no membrane damage
and no leakage during the process.

Physical characteristics of the NUTS

We observed the physical characteristics of the NUTS that was
designed for the development of a novel concept filter. The
NUTS comprises silicon composites, and as mentioned previ-
ously, the LSN and SiO, composite was used for extraordinary
physical characteristics of the membrane. The size of the chip is
approximately 2 cm x 2 cm (Fig. 2a) and consists of 130
windows, each having a few hundreds of millions of evenly
arranged nanopores. Pore structures have nanoscale
morphology while appearing identical to a flat surface in an
optical image (Fig. S4t). Scanning electron microscopy (SEM)
was used to measure the pore structure and other features of the
membrane (Fig. 2c-e). Clearly, the pores are arrayed with
uniformity on the surface, and their diameter is about 187 +
7.56 nm (Fig. S51). The section profile of the membrane shows
that the membrane has uniform thickness and pores have
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Fig. 2 Components of the filter device and physical characteristics of
the membrane. (a) Real image of the assembled filter device. The NUTS
was assembled using the housing and inner gasket parts in the middle
of the device and observed through the translucent housing. Inset: the
optical image of the NUTS. (b) Schematic diagram of the assembly of
housing, inner gasket, and the NUTS. (c—e) SEM image of the surface
and cross-section of the NUTS. (f) Topography image and (g) rough-
ness data of the NUTS surface obtained through AFM. It shows the
homogeneous geometry and structure of pores via the MEMS process.
(h) The force—distance measurement was carried out using AFM up to
~60 uN. Inset: SEM image of the AFM tip used in the measurement.

cylindrical structures. Since the upper pore diameter is nar-
rower than the bottom pore diameter, it could have a positive
effect to maintain the filtration performance by declining the
pore blocking events. Moreover, due to the ultra-thin
membrane, the filter could show much higher performance
than filters with similar porosity.>*>®

Our NUTS was also measured using atomic force microscopy
(AFM) to observe more detailed surface characteristics. Fig. 2f
presents a topographic image with line profiles of the fabricated
NUTS. In the line profiles of the topographic image, the fabri-
cated pores were found to have a gradient slope around pores.
The top SiO,/Si;N, surface of the NUTS exhibited an average
roughness of approximately 2.27 nm, which was sufficiently
smooth for the filtration of bio-fluids without cake formation
(Fig. 2g and S6%). Such morphological features could guide
target materials to be filtrated through the NUTS. To examine
the structural durability of the NUTS, a force-distance (FD)
curve was measured at the surface of the SiO,/SizN, area by
using the diamond tip (Fig. 2h). Various indentation forces were
applied to the NUTS, and the typical indentation depth was
about 0.5 pm. Note that, up to the indentation force of
approximately 60 pN, the surface morphology of the NUTS was
maintained before and after the FD measurement (Fig. S7af).
Upon converting force to local pressure, the NUTS can endure
the local pressure of about 84 GPa without any mechanical
damage. The penetration test was also conducted (Fig. S7b¥).
The NUTS was damaged locally at the points where a high
indentation force, of over 84 GPa, was applied (Fig. S7ct). This
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implies that the pore shape or size on the membrane will not be
affected by fluidic pressure, especially much lower than
~84 GPa. Therefore, the cutoff size could be kept consistent
because the pore structure remains unchanged during the
filtration process. Unlike conventional membrane filters, one of
the most remarkable features of this membrane is the flat
surface morphology with the guided entrance. The filter cake
comprises accumulated particles on a membrane surface
during the filtration process.>®*” An interaction that establishes
energetic stability is the particle adsorption on the surface.
Moreover, the biomolecule structure is unfolded or denatured
by hydrophobic interactions, which is an irreversible process.
Meanwhile, molecular adsorption on a hydrophilic surface is
a reversible process. Surface morphology influences particle
deposition and filter cake formation. This is because the
membrane surface with high roughness parameter has a higher
chance of interacting with surrounding particles. Therefore,
making a filter cake on a membrane with homogeneous
morphology is difficult, such as the membrane in this study.
Due to this feature, cake formation is rarely expected on the
membrane surface.

Early stage filtration behavior using the NUTS

Since pore blocking of particles would result from a complex
combination of different blocking mechanisms, the exact
phenomena of whole physical and chemical pore blocking
events is difficult to dissect, especially in long-term experi-
ments. We thus conducted the experiment to observe the
change of filtration behaviors in the early stage of the total
filtration process.'***

For the typical pore blocking behaviors of filtration under
constant pressure, it could be described as the following
differential equation:***®

dr _ (dr)'
i)
where t is the filtration time, V is the accumulated filtrate
volume, k is the resistance parameter related to the pore
blocking mechanism, and r is the pore blocking index. Each
pore blocking mechanism has the different blocking index;
complete blocking (n = 2), standard blocking (7 = 1.5), inter-
mediate blocking (n = 1), and cake filtration (n = 0). To simplify
the four pore blocking mechanisms, complete and standard
blocking have been relative to the size of pores and particles in
media. Intermediate blocking is affected by the number of open
pores on the membrane surface. The depth of the stacking layer
on the membrane is a critical factor of cake filtration. The pore
blocking phenomenon is a crucial issue that affects the filtra-
tion performance of the filtration system. Nevertheless, the
direct relationship between pore and particle size is difficult to
determine from experimental results because controlling the
exact pore size of the whole membrane area is challenging in
conventional filter products. However, the pore size of the NUTS
was accurately controlled at 187 + 7.56 nm diameter for each
pore on the total membrane surface (Fig. S7f). To clarify the
effect of particle size on the blockage in the pore structure,

© 2023 The Author(s). Published by the Royal Society of Chemistry


http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/d2na00227b

Open Access Article. Published on 22 November 2022. Downloaded on 1/11/2026 12:07:09 PM.

Thisarticleislicensed under a Creative Commons Attribution-NonCommercial 3.0 Unported Licence.

(cc)

Paper

filtration was carried out using the solutions containing the
single size particle beads with 100 and 200 nm diameters.

We examined the particle distribution of the solution before
and after filtration, with different sizes of source solutions.
Fig. 3a and b correspond to 100 nm and 200 nm bead solutions,
respectively. The particle distributions of initial and filtrate
solutions were plotted for both samples. The particle concen-
trations of the initial solution and filtrate containing 100 nm
beads were measured as 2.37 x 10° and 1.24 x 10° ea ml™%,
respectively. While the particle concentration was slightly
decreased after the filtration process, the main peaks of the
initial solution and filtrate show similar values of 77.4 and
74.3 nm, respectively (Fig. 3a).

Meanwhile, the peak size of the initial sample and filtrate
containing 200 nm beads had drastically changed from
192.6 nm to 102.1 nm because the larger particles could not
pass through the membrane of the filter. This clear difference
indicates that the filtration process via the NUTS could separate
and eliminate the particles with diameters larger than that of
the pores (Fig. 3b).

During filtration, the different particle sizes resulted in
varying pore blocking behavior. The tendency of filtrate flux
change shows a clear difference in the results of 100 nm and
200 nm solutions (Fig. 3d).

o

J =—
Jo

Here, J and J, are the filtrate flux and initial filtrate flux,
respectively. The result of 100 nm filtrate flux was almost
constant for the total experimental period, while the 200 nm
filtrate declined to about half of the initial flux value. The
particles of larger sizes than the pore diameter could block the
pores on the membrane and result in a decline of the filtrate
flux, whereas smaller size particles rarely blocked the pores.
The filtrate flux is affected by various factors of a membrane
or solution, and one of the most important factors is trans-
membrane pressure (TMP). The effect of TMP is a complex and
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Fig. 3 Results of filtrate solution containing single diameter particles.
(@ and b) Particle distribution graph before (blue) and after (red)
filtration using the solution containing (a) 100 nm and (b) 200 nm
beads, respectively. (c) SEM image of the NUTS after filtration using
100 nm and 200 nm bead solution. They show no cake formation on
membrane surfaces. (d) Change of filtration flux divided by the initial
filtration flux. (e and f) Calculation of unified membrane fouling index
(UMFI) using the modified filtration flux of (e) 100 nm and (f) 200 nm
bead solution.
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sensitive issue, and a filtration system could have a critical TMP
condition in many cases.***> However, this filtration system was
operated at TMP in the range under 1 kPa because the inlet flow
was modulated at low-level pressure (Fig. S3b and ct).

In low-pressure membrane filtration, the simplified and
modified Hermia's model could be utilized to determine the
total fouling degree, which is the unified membrane fouling
index (UMFI).*** The UMFI could show the accurate tendency
of the pore blocking behavior using the following equation:

1
5 =1+ (UMFDV.

The UMFI value of 100 nm filtrate flux was about 2.9253 X
10~*, which implied that pore blocking occurred infrequently in
this condition. In contrast, the UMFI value of 200 nm filtrate
flux was about 0.0525, which was 179 times higher than that of
the 100 nm filtrate result (Fig. 3e and f). This result showed that
the particle size in the sample solution is a critical factor in the
filtration performance. The SEM image of the membrane after
the filtration showed a clear difference (Fig. 3c). Most of the
pores in the membrane remained open after 100 nm beads
filtration, while part of the pores in the 200 nm membrane was
blocked. This suggests that blocking phenomena occurred in
the filtration using 200 nm beads. Moreover, the image showed
that cake formation did not occur. These results imply that we
could design the filtering system with the exact cutoff size.

The filtrate flux of TFF is generally governed by cake forma-
tion on the membrane because the cake layer is constantly
maintained for the filtration process.*® Among the four pore
blocking mechanisms, the filtration performance is mainly
affected by cake formation in the long-term stage of the filtra-
tion process. In the early stage of the filtration process, other
blocking mechanisms have affected the filtration performance
in a complex manner. Except for cake filtration, other pore
blocking mechanisms are related to the membrane pore and
particle sizes in the solution. If the particle size is larger than
the pore size, complete and intermediate blocking mechanisms
have mainly affected the filtration performance. However, the
pore blockage by particles smaller than pore size could be
explained via a standard blocking mechanism. Previous studies
have attempted to explain the change of filtration performance
by combining cake filtration with another dominant blocking
mechanism.?”**

In this study, however, we attempted to minimize the effect
of cake filtration to overcome drawbacks caused by cake
formation. Cake formation has been considered an inevitable
phenomenon in the previous membrane filter system because
the morphology of the membrane has an irregular and entan-
gled structure even though cake formation is one of the most
significant factors affecting filtration performance.

Analysis of proportional pore blocking behaviors

To simplify the complex problem in pore blocking, we employed
the multiple linear models modified by Iritani for the analysis of
the filtration result.">'® Various pore blocking parameters were

Nanoscale Adv., 2023, 5, 640-649 | 643
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Fig. 4 Analysis of the pore blocking mechanism and filtration results
using the mixture of 100 nm and 200 nm beads. (a—c) Linear
expressions of modified filtration factors J, V, and t for the calculation
of resistance parameters of the pore blocking mechanisms. (d) Drift
line of filtrate volume via a linearly combined model of three types
pore blocking mechanisms. (e) Particle distribution of before and after
filtration.

calculated using simple linear models and utilized into a single
linearly combined model.** Using the methodological way, we
could find the proportional weight of each pore blocking
mechanism to the total degradation of filter performance. To
examine the complex effect of the pore blocking mechanism,
the filtration was carried out using the mixture solution of
100 nm and 200 nm beads for 60 min.

Fig. 4a-c show the linear relationship of resistance param-
eters of the pore blocking mechanism and filtration factors, J, V,
and ¢. Each resistance parameter was calculated using the
equation given in Table 1 linear expression term."'*** The J,
value was used to calculate the average value of each linear pore
blocking mechanism, as it was the common parameter of the
whole mechanism. The values of K, K;, and K; were 0.0126,
0.0036, and 0.0041, respectively, which were calculated by
a linear relationship. Importantly, the resistance parameter of
cake filtration, K., was not used in this analysis because cake
formation did not occur (Fig. 3c). Since the fitted filtration data
using the cake filtration mechanism did not show a reasonable
value, we used the other three pore blocking mechanisms,
except for cake filtration.

In this study, we assumed that each pore blocking behavior
was a coincident, but independent event. Therefore, we depic-
ted the accumulated filtrate volume as follows:

V(Dtotal = qu V(Db + qsV(1)s + qi V(1) + €
(where q» + g5 + ¢ = 1, qv, qs, ; > 0).
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Here, V(t)ioral 1S a total filtrate volume. gy, gs, gi, and V(t)p, V(t)s,
V(t); are the proportional coefficient and filtrate volume of each
pore blocking mechanism, respectively. Here, b, s, and i
represent complete, standard, and intermediate blocking. The
error term, ¢, includes errors from measurements or unexpected
reasons. V(t) of each pore blocking mechanism used the equa-
tion presented in Table 1, V =f{t). The derived parameters from
Fig. 4a-c, resistance parameters, and J,, were used for the
function of V(). The total filtrate volume, V(t)cota1, was calculated
using these parameters to find the proportional weight of each
pore blocking mechanism. The proportional coefficients g, gs,
and g; were found to be 23.51%, 6.14%, and 70.35% of V(t)cotal,
respectively (Fig. 4d). This analytic result was consistent with
the theoretical expectation and experimental result. As
mentioned previously, the standard blocking is an unusual
event under experimental conditions. Complete and interme-
diate blocking behaviors are the major causes of filtrate decline.
However, the ratio of the two mechanisms is quite different. The
complete blocking phenomena could occur at limited points,
whereas the intermediate blocking could happen on any
surface. Therefore, the difference in proportion of the two
mechanisms could increase with the filtration time.

The solution before and after the filtration was measured by
nanoparticle tracking analyzer (NTA) to verify the separation
result of the particles (Fig. 4e). The particle distribution of the
non-filtrate solution showed two major peaks at 94.5 nm and
194.5 nm with similar concentrations (blue line). In contrast,
the filtrate solution showed a single major peak at 100.5 nm.
The peak value of the red line was slightly changed by 6 nm
compared to the blue line. Importantly, the particle distribution
of the filtrate solution does not show the particles larger than
200 nm diameter. This indicates that the particles could be
completely separated by a single filtration process via the NUTS.

Filtration result of the biologic sample

Our filter and its membrane, the NUTS, can have an accurate
cutoff size and remain the same size, as there is no cake
formation during the filtration process. This could be an
advantage for isolating EVs from various biological samples,
such as cell-cultured media, serum, and other body fluids. As
a proof of concept, we filtrated cell-cultured media of HCT116
cells using our NUTS filter system and a Vivaflow 50 (Sartorius,
Germany) for comparison.

First, we took the EV images of the filtrates that passed
through the NUTS and Vivaflow using the negative staining

Table 1 Filtration equation of three pore blocking laws and linear relationship

Function Complete blocking Standard blocking Intermediate blocking
diz:k<g>” n=20 n=15 n=1.0

drz dav

Linear expression J=—-KyV+Jo % _ %t+ Jl } K +Jl0

v =A1) V= %{1 — exp(—Kpt)} V= 7&50/;1 5 y = In(L+ Kiot) J;(iK‘JOt)
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Fig. 5 Analysis of the filtrate results of EVs of enriched cell-cultured
media using NUTS and Vivaflow. (a and b) TEM image of EVs in the
filtrate sample of (a) the NUTS and (b) Vivaflow. (c) Western blot data of
the filtrate and control samples. (d—f) NTA analysis of (d) cell-cultured
media, (e) filtrate of the NUTS, and (f) Vivaflow. (g—i) Tetraspanin
profiles of the filtrate sample obtained by the ExoView platform using
the CD63-, 81- and 9-probes.

method of TEM (Fig. 5a and b, respectively). EVs in both filtrates
showed the cup-shaped morphology, which is expected to result
from the structural characteristics of empty space inside the
EVs,* although EVs in the Vivaflow filtrate showed larger sizes
compared to those in the NUTS filtrate. It may be doubtful
whether the cup-shaped EVs were caused by an external force
during the isolation process. To prevent physical damage to the
biological sample, note that no centrifugation method was used
in these filtration processes. Therefore, the morphology of EVs
suggests that EVs were physically undamaged, not being
squashed or slanted to one side during the separation process.

To analyze the filtering characteristics, we first compared the
filtering efficiency. The collection ratio of the filtrated samples
was calculated in terms of particle number for the filtration
time of 20 min considering biological stability. The collection
ratio of both filters showed similar values: the NUTS was 37.96%
and Vivaflow was 42.29%. Considering the dead volume of the
tubing and filter itself, no significant difference exists in the
filtering efficiency of both methods.

Thereafter, we analyzed the pore blocking behavior. The
tendency of the filtrate flux of the bio-sample was slightly
different from that of bead solutions (Fig. S8 and S9}). The main
reason for the pore clogging was the larger particles compared
to bead solutions' pore diameter. However, the bio-sample has
various size distributions, unlike the bead solution. In this
experiment, small particles have a higher portion than large
particles, which shows the phenomenon close to standard
blocking. A similar analytic method for bead solution was
applied to the bio-sample. The proportions of complete, stan-
dard, and intermediate blocking were 13.02%, 65.17%, and
21.81%, respectively, indicating that standard blocking
occurred five times more than complete blocking.

© 2023 The Author(s). Published by the Royal Society of Chemistry
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Exosomes are sometimes defined as harboring biomarkers
that are often used for verification. CD63 and CD9 are well-
known exosome membrane markers,**” and syntenin is
a protein involved in biogenesis of exosomes.***” We thus
detected CD63, CD9, and syntenin protein via the western blot
(WB). After counting the number of vesicles in the sample using
NTA for the filtration results of both filters and control, the
amount of protein present in the same number of vesicles was
measured by WB. In the WB results, the exosome marker
proteins were better detected in both filtered samples compared
to the control. Furthermore, we validated the presence of
apoptotic bodies in the sample to confirm the sample quality.
However, there was no signal detected by the markers for
apoptotic bodies (Fig. S107).

Then, we compared the particle size distribution of the
filtrates obtained from both filters. All conditions were the same
following the details in the Materials and methods section. The
particle distribution of the original sample showed the single
peak with the mean and mode of 137 nm and 112.8 nm
(Fig. 5d). The value of Dy, was 198.9 nm, indicating that about
10% of particles had larger diameters than 200 nm. The filtra-
tion results of Vivaflow and the NUTS are shown in Fig. 5e and f.
Notably, most of the particles were smaller than 200 nm, which
is the pore diameter of used filters and the mean pore diameters
were similar, 126.8 nm for the NUTS and 124.1 nm for Vivaflow.
However, the mode of the NUTS filtrate showed 100.4 nm, about
10 nm smaller than the Vivaflow filtrate (113.6 nm). The NUTS
filtrate shows a sharper peak at a smaller size than that of
Vivaflow, implying that the NUTS filtrate has a larger portion of
smaller particles than the Vivaflow filtrate.

The filtrate samples were examined using ExoView to analyze
the characteristics of the obtained EVs (Fig. 5g-i). The ExoView
platform uses specific marker proteins, namely, CD63, CD9,
and CD81, which are well-known exosome marker proteins.™*?**
There is no particular difference in the Exoview result of the EV
separation methods. However, MIgG, which is nonspecific
binding, has slightly higher levels in Vivaflow than in others. In
the overall results, the population of CD9 was higher, while
CD63 was lower than other antibodies. Importantly, the CD81
level of the CD81-probe antibody was relatively low than other
data. The plausible explanation is that the lower density of
CD81 in single vesicles, compared to CD63 and CD9, results in
multiple binding events rarely with CD81-probe antibodies.

Materials and methods
Membrane fabrication

Thermal oxidation was performed on 6 inch bare silicon wafers
(100) (PO6P, Nanopia, Korea) to grow a silicon dioxide layer with
the thickness of about 200 nm using a furnace (Alpha-808DN,
TEL, Japan). The low-pressure chemical vapor deposition (LP-
CVD) (PF-D82, P&TECH, Korea) was then carried out on top of
it for the development of a low-stress silicon nitride (LSN) layer,
which has a high-quality property due to its lattice structure.
The positive photoresist (Dongjin Semichem, Korea) was coated
on the LSN layer for the photolithography process (PAS5500,
ASML, Netherlands). After photolithography, the LSN layer was
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etched by the ion-coupled plasma (ICP) etching process (Plasma
Pro 100 Cobra, Oxford Instruments, England). Subsequently,
the PR was removed, and the first front-side pattern was
achieved.

Back-side patterning was implemented for the development
of an ultra-thin layer of the NUTS. The PR was coated for back-
side patterning of the photolithography process (MA200com-
pact, SUSS Micro Tec, Germany). The patterned area was first
etched via the ICP etching process for the LSN and SiO, layers.
On the open silicon wafer region, deep trenches (340 um depth)
were created via deep reactive-ion etching (DRIE) (Multiplex Lite
ASE-SR, STS, England), which is a highly anisotropic etching
process. The residual region of the silicon wafer was etched
through a wet etching process using a potassium hydroxide
solution. The silicon oxide layer, which functions as a barrier on
the wet etching process, was eliminated by a buffered oxide etch
(BOE) solution. The next step was the plasma-enhanced chem-
ical vapor deposition (PE-CVD) (VL-LA-PECVD, Unaxis, USA)
process for the development of the silicon dioxide layer in the
free-standing membrane surface. Through this process, we
could control the pore diameters on the membrane surface to
obtain the designed sizes with high reliability. Finally, oxygen
plasma treatment was performed for two cycles using PR Asher
(YES-CV200RFS, Yield Engineering System, USA) to ash the
organic residues. In addition, the plasma treatment altered the
hydrophobic surface to a hydrophilic surface (Fig. S117).

Filter assembly

A filter for the TFF system was constructed using the custom-
made housing and the inner gasket with the fluidic channel
(Fig. 2b and S12%). The housing (polycarbonate) and inner
gasket (silicone) were ultrasonically cleaned with 70% ethanol
for 10 min and then completely dried. Finally, the dried gasket
and the nanopore membrane were combined and mounted on
the housing (Fig. 2b).

Optical and SEM measurement

The surface of the NUTS was observed by a 50x optical micro-
scope (Nikon E400). The pore structure and section profile of
the membrane were observed using high-resolution field
emission scanning electron microscopes (FE-SEM: MERLIN,
Carl Zeiss, and JSM-7401F, JEOL) to measure the pore diameter
and membrane thickness.

AFM measurement

The membrane morphology was measured by an atomic force
microscope (AFM: XE-7, Park Systems). In detail, a non-contact
mode of AFM was utilized with a cantilever (NCHR, Park
Systems). The scanning rate, size, force constant, and reso-
nance frequency were 1 Hz, 2.2 x 2.2 um?, 42 N m~ ", and 330
kHz, respectively. Force-distance (FD) and penetration tests
were performed through AFM. To prevent any undesired
effects, such as tip distortion, wear, and fracture under high
force conditions, the diamond tip having a four-sided pyramid
shape (PR-NM-RC, Probes), with a constant force of approxi-
mately 350 N m™~" was employed.
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Filtration conditions and equipment

Before injecting the sample solution, a buffer solution was filled
into the channel to prevent excessive pressure on the
membrane. The particle concentration in the solution was
adjusted to about 10% ea m1™*, which was a similar value to the
concentration of EVs in the biological fluid. It had the same
condition at each experiment and differed only in terms of the
particle size. The experiment was repeated three times under
the inlet flow rate of 30 ml min~" using the customized syringe
pump, which could maintain the constant flow.

NTA measurement

Vesicles and polystyrene beads were measured through
a nanoparticle tracking analysis (NanoSight NS300, Malvern,
USA). Each sample was loaded into a 1 ml syringe and measured
three times to obtain the average value and deviation. Extra-
cellular vesicle samples and 200 and 100 nm polystyrene beads
were measured with setpoints of camera levels 13, 13 and, 8,
respectively. The setpoint of detect threshold was fixed at 3 for
all sample measurements.

EV enrichment condition

Human colorectal cancer cell line, HCT-116 cells (Korean Cell
Line Bank) were cultured in RPMI 1640 containing 10% fetal
bovine serum (FBS) and 1% penicillin and streptomycin to 80%
confluency. After cultivation, the supernatants and washed cells
twice were removed using PBS. Serum-free media were added on
the dish and incubated for 72 h. The media under the starvation
condition were collected and centrifuged under x500g for
10 min at 4 °C to remove cells and conducted again x1500g for
15 min at 4 °C to remove debris. After centrifugation, the
supernatants were carefully collected and used for the filtration.

TEM measurement

To obtain negatively stained EM images, 5 ul of each purified
sample was applied to carbon-coated grids, which were glow-
discharged (Harrick Plasma, USA) for 1 min in air. The grids
were then negatively stained using 1% uranyl acetate.*

The prepared grids were observed on a Tecnai 10 trans-
mission electron microscope (TEM) equipped with a lanthanum
hexaboride (LaBs, FEI) cathode operating at 100 kV. Images
were recorded using a 2k x 2k UltraScan CCD camera (Gatan) at
the magnification of 10 000 (1.0 nm per pixel).

Western blotting

The filtrate sample was concentrated by ultrafiltration. Each
sample was transferred to Amicon ultra 15 centrifugal filter
units (100 kDa, Merck), and centrifugation was performed at
2000 rpm for 2 min at 4 °C. After measuring the number of
vesicles in the samples via NTA, we prepared 2 x 10 particles
per sample for SDS-PAGE. The samples were boiled at 100 °C for
5 min with the 5x sample buffer and loaded them to 10%
acrylamide gels and separated the proteins by SDS-PAGE. Then,
the separated proteins in the gel were transferred onto 0.45 um
PVDF (polyvinylidene fluoride) membrane and subjected to

© 2023 The Author(s). Published by the Royal Society of Chemistry
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immunoblotting with CD63 (MX-49.129.5, Santa Cruz), CD9
(EPR2949, Abcam), and syntenin (EPR8102, Abcam) antibody.

ExoView analysis

EVs were characterized by ExoView R100 (NanoView, Bioscience,
USA) based on previous studies and manufacturer's instruc-
tions.**** Briefly, ExoView Tetraspanin chip with the array of
detection antibodies (CD63, CD81, and CD9) and a negative
control (MIgG) was used for the analysis experiments. Each sample
solution of 35 pl was dropped on the chip and incubated at room
temperature overnight. After treatment, the samples were scanned
using the ExoView R100, and data were analyzed by ExoView
Analyzer 3.0. The analysis conditions for the cutoff intensity values
CD63, CD9, and CD81 were adjusted to 350, 350, and 830,
respectively, as the min values. The max value was fixed to 5000 for
all antibodies. Additional data are presented in Fig. S13.}

Conclusions

The NUTS was fabricated using MEMS technology for the
development of a filter system with accurate and quantitative
performance. It has uniform size nanopores and a homoge-
neous array pattern on the membrane. It showed outstanding
physical characteristics despite that the membrane is ultra-thin
and has a flat surface. The NUTS was applied to the TFF system,
and its filtration results were distinct from that of general
filtering experiments. The unique feature of the membrane
significantly reduced standard blocking and cake formation
during the filtration process, while complete and intermediate
blocking was dominantly affected in terms of filtration perfor-
mance. The complete blocking phenomenon is directly affected
by the relation between pore and particle size. Considering that
the pore size of the NUTS could be easily controlled during the
fabrication process using the MEMS technique, the cutoff size
of the filter could be also easily controlled by controlling the
pore size as well. This indicates that NUTS can be easily
customized according to researchers’' needs.

As a proof of concept for biological applications, filtration was
performed using cell-cultured media with enrichment of EVs. The
existence of filtrated EVs was first confirmed by TEM images from
the filtrate passed through the two types of filters. The WB data
for specific exosome marker proteins confirmed the identity of
EVs obtained through filtration. Although the particle distribu-
tion was similar between the two filtrates, the NUTS filtrate shows
a higher population of smaller particles than the Vivaflow filtrate.
Interestingly, the components of the filtrates showed some
differences in the profile of tetraspanins that were analyzed using
the ExoView platform, perhaps resulting from the size-dependent
variation of EV components. The NUTS could be easily modulated
for the cutoff size of the filter. In a further study, we plan to design
various pore sizes of the NUTS to investigate EV characteristics for
different size ranges. This study would help elucidate informa-
tion regarding the relationships and components of EVs accord-
ing to their size ranges. Moreover, this tool could be utilized to
distinguish the property of different clinical samples, such as
urine, plasma, and serum.

© 2023 The Author(s). Published by the Royal Society of Chemistry
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