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Highly sensitive and reproducible analysis of samples containing low amounts of protein is restricted by
sample loss and the introduction of contaminants during processing. Here, we report an All-in-One
digital microfluidic (DMF) pipeline for proteomic sample reduction, alkylation, digestion, isotopic labeling
and analysis. The system features end-to-end automation, with integrated thermal control for digestion,
optimized droplet additives for sample manipulation and analysis, and an automated interface to liquid
chromatography with tandem mass spectrometry (HPLC-MS/MS). Dimethyl labeling was integrated into
the pipeline to allow for relative quantification of the trace samples at the nanogram level, and the new
pipeline was applied to evaluating cancer cell lines and cancer tissue samples. Several known proteins
(including HSP90OAB1, HSPB1, LDHA, ENO1, PGK1, KRT18, and AKR1C2) and pathways were observed
between model breast cancer cell lines related to hormone response, cell metabolism, and cell
morphology. Furthermore, differentially quantified proteins (such as PGS2, UGDH, ASPN, LUM, COEAL,
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Accepted 7th February 2023 and PRELP) were found in comparisons of healthy and cancer breast tissues, suggesting potential utility
of the All-in-One pipeline for the emerging application of proteomic cancer sub-typing. In sum, the All-
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1 Introduction

Mass spectrometry (MS)-based proteome profiling has emerged
as a powerful, unbiased technology for identification and
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the potential to be useful for evaluating mass-limited samples for a wide range of applications.

quantitation of the set of expressed proteins found in complex
biological samples.” The most common approach is “bottom
up” profiling, in which proteins are digested into constitutive
peptides prior to analysis by HPLC-MS/MS and database
searching to identify the proteins that correlate with the
constitutive peptides. State-of-the-art analysis techniques can
identify such peptides when present in zeptomole quantities.>*

There are many exciting current trends in bottom-up pro-
teome profiling for applications in biomedicine. One important
trend focuses on pushing the boundary for how many proteins
can be identified from tiny samples, such as the lysate gener-
ated from a single mammalian cell. As recently as 3-5 years ago,
the record for such studies was a few hundred proteins per
cell.>” More recently, methods that integrate ion mobility
spectroscopy (IMS) in-line with traditional MS approaches have
pushed this record to thousands of proteins per cell.*** Another
trend in bottom-up proteome profiling for applications in
biomedicine is the development of strategies in which samples
are differentially labeled with mass-tags, to allow for semi-
quantitative comparisons between them.”™* These tech-
niques, which are increasingly being applied to clinical cancer
typing,'>*® typically prioritize reproducible detection over the
absolute number of proteins identified. The current report falls
squarely in this category of application.
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Whether a particular study is focused on label-free identifi-
cation of large numbers of proteins per cell, or label-enabled
semi-quantitative comparisons between samples, all bottom-
up proteome profiling techniques suffer from inevitable
sample loss that occurs during the extensive sample processing
that is required prior to analysis.'”*® Specifically, the number of
steps, the number of reaction vessels, and the process of
transferring the sample from a reaction system to the high
performance liquid chromatography-mass spectrometry (HPLC-
MS) system are all known to increase the probability of non-
specific adsorption, sample loss and contamination.'**"
Numerous sample preparation technologies for mass-limited
proteomic samples have been developed to address this chal-
lenge, including SP3,* SODA,** nanoPOTS,*> and on-column
techniques.” While these are important developments, the
operation requirements are typically quite high, such as access
to robotic nanoliter liquid handling or complex capillary and
column connections, which are not accessible to all analysts
(even in well-equipped labs).

One potential solution to the challenges indicated above is
automated processing by digital microfluidics (DMF), a minia-
turized fluid-handling technique that manipulates samples and
reagents as picoliter-to microliter-sized droplets, typically by
application of electrodynamic forces on an array of electrodes,
for automated sample processing and reactions.”® DMF has
been viewed for many years as being a useful tool for processing
samples upstream of analysis by mass spectrometry and pro-
teomics.**?® The smaller volumes in DMF systems provide some
advantages for reactions (including rapid heat transfer into and
out of the system), and the enclosed system and automated
control of DMF reduces the probability of experimental varia-
tion and contamination that can be introduced during manual
operations. DMF has previously been used in proteomics
research to extract analytes from single cells,” to extract proteins
from mixtures by precipitation,” immunodepletion,*® and
immunoenrichment,* as well as to implement protein diges-
tion and related processes,*** and mass-tag labeling.*” These
techniques represent important steps forward for the field, but
none are fully integrated and automated - in each of these
examples, there are still many manual transfers required, which
takes away from some of the potential advantages of the
technology.

Here, we describe the first fully integrated and automated
system for digital microfluidic proteome sample handling and
analysis, to facilitate what we call the “All-in-One” DMF pipeline
for proteomic sample processing. In developing this system, we
encountered numerous challenges, including: (a) complexities
in ensuring temperature control for digestion and other steps,
(b) incompatibility of DMF droplet constituents with HPLC-MS
analysis, and (c) efficient sampling between DMF and HPLC-
MS. Here we describe our solutions to these challenges, real-
izing a fully integrated process and analysis system. Impor-
tantly, the system was applied to the differential analysis of
human breast cancer tissue samples, demonstrating its poten-
tial use for clinical cancer sub-typing. We propose that the All-
in-One pipeline may be appropriate for a wide range of appli-
cations going forward.
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2 Results and discussion
2.1 Droplet control on DMF

The primary goal of this project was to develop a sample-to-
answer pipeline for bottom-up proteomic sample processing
with mass-tag labeling to allow for semi-quantitative compari-
sons between clinical samples. As a first step towards this goal,
a DMF system was developed to integrate digestion, labeling,
and loading processes. A standard DMF device is shown in
Fig. 1a with a DropBot* liquid processing unit (version 3.0)
running MicroDrop software (version 2.31.1) to control droplet
movement (Fig. 1b). As shown in Fig. 1c, droplets in this system
are sandwiched between two plates and are manipulated by
applying AC potentials between driving electrodes on the
bottom plate and the counter-electrode on the top plate. Micro-
holes were fabricated in the top plates to allow for droplet
extraction after sample preparation (Fig. 1a and b inset). In this
system, DMF acts not only as a protein reactor, but also as
a liquid handler and an interface to HPLC-MS to minimize
sample loss and contamination.

2.2 Customized interface between DMF and LC

A number of techniques have been developed to facilitate direct
infusion of processed analytes from a DMF device into a mass
spectrometer, including the powerful “on-the-fly” technique.*®
These methods are useful for many applications, but bottom-up
proteome profiling typically requires high-resolution chemical
separations prior to analysis by MS, meaning that the All-in-One
pipeline must interface with an HPLC (upstream of the MS). In
most DMF/proteomic analyses described previously,”**?” pro-
cessed samples were manually extracted from the device and
then transferred to the autosampler/HPLC (risking sample loss
and cross-contamination). The one exception is a previous
report® of a direct interface between DMF and an HPLC auto-
sampler. Here, we introduce an improved DMF-autosampler
interface (Fig. 1d and e) and describe its use in an All-in-One
(sample-to-answer) protein processing pipeline.

The new DMF-autosampler interface relies on a custom 3D
printed manifold (see STL file included as ESIT) that comprises
(i) a base to hold the DMF device, (ii) four wells for the align-
ment of the injector, (iii) six slots for conventional injection
vials, and (iv) a cover with sampling array holes to guide and
support the injector needle. Compared with the previous
interface,* which aligned the autosampler to arrays of vials, the
new interface was designed to align with 96-well-plates that are
commonly used in modern HPLC instrumentation, including
the EASY-nLC 1200 ultra-high-pressure system used here. The
base of the manifold fits the shape of the DMF bottom plate,
which precisely positions the DMF device to avoid damaging the
injector needle of the autosampler. The cover with sampling
array holes is detachable, which facilitates straightforward
insertion and removal of the DMF device. In all, the manifold
has the same dimensions as a standard multiwell plate, which
should provide compatibility with a wide range of instruments
in use today.

© 2023 The Author(s). Published by the Royal Society of Chemistry
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Fig. 1 All-in-One digital microfluidic (DMF) pipeline for proteomic sample processing and analysis. (a) Cartoon of the DMF device used here,
including a bottom plate and a top plate featuring a sampling micro-hole (blue). (b) Photograph of a DMF device interfaced with the open-source
DropBot control system and computer running the open-source MicroDrop program. Inset: closeup photograph of a DMF device. (c) Sche-
matics of DMF device (side-view) illustrating the components of the DMF device, including glass substrates (white), actuation electrodes on the
bottom plate (grey), the dielectric layer on the bottom plate (blue), the hydrophobic layers (yellow), and the indium tin oxide (ITO) counter-
electrode on the top plate (orange). When no electric potential is applied (top), the droplet is immobile. When an electric potential is applied to
a particular driving electrode (bottom), the droplet moves onto the electrode. Photographs of customized DMF-autosampler manifold without
(d) and with (e) the custom cover. (f) Photograph of the top cover of the manifold bearing sampling array holes that support the autosampler
injector needle. (g) Photograph and schematic (inset) illustrating the sampling process in the DMF-HPLC interface.

The sample loading process involves contact between the
injector needle and the autosampler manifold, extension of the
capillary needle, and finally suction of the liquid from DMF into
the sample loop of the autosampler (Fig. 1f and g). Autosam-
plers are designed to work with conical-bottomed multiwell
plates to facilitate complete collection (or “loading”) of samples
into the needle. The DMF interface has a flat/planar bottom,
which motivated us to evaluate whether there were differences
in loading efficiencies between the two systems. Identical
volumes of BSA digest standard (prepared manually) were
sampled in triplicate using both formats, and the relative
loading efficiency was determined by evaluating the average
MaxQuant® protein intensity of a BSA digest sampled from the
DMF system relative to the same mixture sampled from wells in
conical bottomed well plate. As shown in Fig. S1,T the relative
loading efficiencies were quite similar: 98.9% for the DMF
system relative to the well plate, and indeed, in visual inspec-
tions, there does not seem to be liquid left behind on the DMF
devices after loading, likely facilitated by the hydrophobic DMF
device surfaces (with aqueous contact angles =115°). In sum,
the two systems appear to be roughly equivalent, noting a small
increase in variance for the DMF system that might be improved
in the future with additional engineering.

© 2023 The Author(s). Published by the Royal Society of Chemistry

2.3 Optimization of surfactant concentration

Surfactants are important in bottom-up proteome profiling, as
the addition of an appropriate surfactant can improve recovery
by reducing non-specific protein adsorption to surfaces, as well
as aiding in enhancing digestion efficiency.*>** But proteomics
researchers must be careful with this strategy, as the wrong
surfactant can severely suppress the MS signal during HPLC-MS
identification. This challenge has led to considerable innova-
tion in the development of surfactants that are designed
specifically for MS compatibility, which have become especially
popular for the analysis of low-volume samples.>**** For
methods relying on digital microfluidics, there is an additional
challenge: some surfactants have the right combination of
surface tension and viscosity to enable DMF droplet movement
(and importantly, dispensing without “tailing”), while others do
not.**¢ Unfortunately, the surfactants that are often used in
DMF (including pluronics and tetronics), interfere with peptide
detection of MS. Therefore, the choice of surfactant and its
concentration for a proteomic workflow on DMF is critical. In
previous (independent) reports, we’ and Tholey and co-
workers®” have found success in using maltoside derivatives
that are known to be useful for proteomics [including n-dodecyl-
B-p-maltoside (DDM) and 3-dodecyloxypropyl-1-B-p-maltopyr-
anoside (DDOPM)] as additives for droplet manipulation on

Chem. Sci., 2023, 14, 2887-2900 | 2889


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/d3sc00560g

Open Access Article. Published on 22 February 2023. Downloaded on 12/4/2025 10:35:09 AM.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

(cc)

Chemical Science

DMF devices. In our previous report,” the optimum working
concentration of DDM was not thoroughly investigated, and in
fact, a high concentration/high viscosity/low velocity solution of
0.0125% wt/wt was used. Thus, a primary goal for our work here
was to rationally assess and optimize the concentration of DDM
for analysis.

Force-velocity curves®” were generated for four concentra-
tions of DDM (0.00125%, 0.0025%, 0.00375%, and 0.005%, wt/
wt in water) to identify optimum working conditions. As illus-
trated in Fig. 2a-d and Movie S1,7 the lowest concentration
tested (0.00125%) was found to be challenging to load into the
device, while the three higher concentrations (0.0025%,
0.00375%, and 0.005%) loaded easily and moved smoothly and
reproducibly. Note that aqueous samples with low or no
surfactant can be loaded manually into DMF devices by pipet-
ting onto a bottom plate and then sandwiching them with a top
plate, but in this work, it was desirable to identify conditions in
which samples could be loaded automatically from reservoirs at
the side of the device. Among the three solutions that loaded
easily, the lowest concentration (0.0025%) moved the most
rapidly and with largest saturation force (~25 uN mm™"). This
concentration, which is substantially lower than those reported
previously,”*” was used for all subsequent experiments, allow-
ing for rapid and efficient DMF operations.

2.4 All-in-One pipeline

Bottom-up proteomic sample processing requires the execution
of a long list of repetitive and iterative reaction-steps (including
reduction, alkylation, and digestion), while maintaining careful
control over temperature, pH, and light level. This complexity is
exacerbated when mass-tag labeling is included, which requires
that multiple replicates of each sample (exposed to different
tags) be carried through the same set of steps in parallel. The
DMF community has previously demonstrated the feasibility of
on-chip proteomic reactions**?® or mass tag labeling,*” but
never both, and never before have either set of methods been
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combined with automated loading into HPLC-MS. Here, we set
out to develop a method that does all of these things, which we
dub the “All-in-One” DMF proteome analysis pipeline.

The nine steps in the All-in-One pipeline are listed in Fig. 3a.
Each step involves multiple repetitions of standard DMF oper-
ations, including dispensing (or metering) of reagents onto the
device (Fig. 3b) and merging reagents together so that they react
(Fig. 3c). The open-source DropBot* control system used here
was modified to include two automated heating units - an
auxiliary heating unit (introduced here for the first time) was
used to denature the sample at 70 °C during disulfide reduction
by exposure to TCEP (Fig. 3d), and an integrated unit (reported
previously***°) was used to incubate the sample at 37 °C during
enzymatic digestion by exposure to trypsin, after an alkylation
reaction by exposure to IAA (Fig. 3e), both programmed by the
user and controlled by pulse-width modulation (PWM). The two
different heating units were found to be necessary because the
auxiliary heating unit allowed for much faster heating and
cooling to minimize evaporation. Temperature profiles gener-
ated during replicate experiments using the two systems are
shown in Fig. S2.1 Samples are then mass-tagged in multiple
steps by exposure to isotopically labeled formaldehyde (CH,O,
CD,0, and *CD,0) and sodium cyanoborohydride (NaBH;CN
and NaBD;CN), and then the reactions are quenched by expo-
sure to hydroxylamine. Finally, samples are acidified by expo-
sure to formic acid and loaded into the autosampler via the
manifold described above (Fig. 1d-g). An advantage of
including mass-tags in the procedure is that the samples
bearing different labels can be pooled prior to analysis (Fig. 3f).
In some experiments, the entire pooled sample was loaded into
the autosampler, while in others, a portion of it was loaded,
suggesting the possibility (in the future) for carrying part of the
sample forward for additional processing prior to analysis.
Finally, other labeling schemes might be used in the future;
dimethyl labeling was selected here because it can be used with
virtually any kind of sample.” A schematic summarizing all of
the steps for three samples is shown in Fig. 3g.
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Fig. 2 Effect of DDM concentration on droplet movement. Frames from Movie S17 illustrating the movement of aqueous droplets containing
DDM (0.0025, 0.00375, and 0.005% wt/wt) after (a) O s (during the loading step), (b) 3.04 s, (c) 5.21 s, and (d) 9.08 s. (e) Force—velocity curves for
the three highest concentrations tested (0.0025% — blue, 0.00375% — orange, 0.005% — green). Error bars are + 1 st. dev. for n = 3 replicates per

condition.
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Fig. 3 The All-in-One DMF proteomic pipeline. (a) Workflow illustrating the All-in-One pipeline that includes sample loading (step 1), reduction
(step 2), alkylation (step 3), digestion (step 4), isotopic labeling and quenching (steps 5-7), processed sample pooling (step 8) and loading into the
HPLC-MS (step 9). Samples labeled with light, medium, and heavy mass-tags are illustrated in orange, green, and blue, respectively. Photographs
illustrating various steps in the pipeline, including (b) step 1, (c and d) step 2, (e) step 4, and (f) step 8. (g) Schematic illustrating the entire workflow.

As a first test of the All-in-One pipeline, a BSA standard was
processed according to the scheme illustrated in Fig. 3a,
labeling sub-samples with isotopic light, medium, or heavy
dimethyl labels (nominally +28, +32, and +36 Da per labeled
residue, respectively). Spectra from All-in-One pipeline-
processed samples are shown in Fig. 4a. As expected, singly
labeled peptides like LVVSTQTALA (labeled at the N-terminus)
are separated by m/z differences of 2.01 (Fig. 4a-left), while
doubly labeled peptides like YICDNQDTISSK (labeled at the N-
terminus and at the lysine residue) have m/z differences of 4.02
(Fig. 4a-right). In all, 54 BSA peptides were identified, including
45 peptides with each of the labels (which were thus were
amenable for quantitation) (Fig. 4b). This number of “quanti-
fied” analytes (that are identified in each sample and replicate
tested) is critical for the type of comparative proteome profiling
applications that motivated this work. The distribution of
intensities of the quantified peptides between the different
samples was similar (Fig. 4c), with a relatively low average
coefficient of variation (CV) of 27.2% (Fig. S3f). More

© 2023 The Author(s). Published by the Royal Society of Chemistry

importantly, the intensities of more than 70% of the quantified
peptides (32/45) had CVs between the tagged peptide intensities
of less than 30%, a common threshold®*>* that is applied in
mass-tag experiments for quantitation between samples.

As a control for the All-in-One DMF pipeline performance
(Fig. 4 and S3t), the same amount of BSA standard was
dispensed into tubes and reagents were added by pipette. From
the samples processed in tubes, 49 peptides were identified in
all, and 41 peptides were present in each of the sub-samples
(and thus were amenable for quantitation) (Fig. S4af). The
variation of identified peptide intensity between and within the
labeled groups (Fig. S4bt) was larger than that of the BSA pro-
cessed by the All-in-One DMF pipeline. Specifically, the average
CV of the intensities of the quantified peptides prepared in
tubes was 75.6% (Fig. S51), and less than 10% of the quantified
peptides (4/41) had a CV smaller than 30%.

There are many potential explanations for the improved
performance of the All-in-One DMF pipeline relative to manual
processing in tubes. One possible explanation is the potential

Chem. Sci., 2023, 14, 2887-2900 | 2891
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Fig. 4 Dimethyl labeling of All-in-One pipeline-processed BSA samples on DMF (1 ng of BSA for each channel). (a) Extracted mass spectra of
LVVSTQTALA (left) and YICDNQDTISSK (right) with light (orange), medium (green) and heavy (blue) label. (b) Intensity distributions of each of the
45 quantified peptides bearing light (L, orange), medium (M, green) and heavy (H, blue) labels. (c) Violin plot of distribution of quantified peptide
intensity (log 2) from light (L, orange), medium (M, green) and heavy (H, blue) labeled channel.

for improved digestion kinetics (arising from improved thermal
transfer in the DMF system), resulting in fewer missed cleav-
ages. To test this hypothesis, a mixture of 5 protein standards
was digested on DMF and in tubes. As shown in Fig. S6,t the
distribution of missed cleavages in identified peptides for each
of proteins was similar for the two methods, suggesting that
digestion kinetics were not a dominant factor in the improved
performance of the DMF pipeline. With this in mind, we
suspect that the difference in labeling reproducibility may be
attributed to improved metering reliability and decreased
numbers of different surfaces exposed to the sample (reducing
risk of unpredictable non-specific adsorption) in the All-in-One
DMEF pipeline. More work will be required to know for sure, but
regardless of the reason, the performance was acceptable for the
goals described here, which led us to apply it to a proof-of-
concept application, cancer cell-line profiling.

2.5 Application of All-in-One DMF pipeline to cancer cell line
profiling

The ultimate goal of this work was to develop a technique useful
for cancer sub-typing,’*'® an emerging technique in which
isotopically labeled proteomes are compared to identify protein
expression patterns that correlate with different forms and

2892 | Chem. Sci, 2023, 14, 2887-2900

stages of metastatic cancer. As an intermediate step toward this
goal, two breast cancer cell lines, MCF-7 and MDA-MB-231, were
evaluated using the All-in-One pipeline. These samples were
selected because they are known to have dramatic differences in
cell invasion behavior, with MDA-MB-231 cells being more
invasive into a collagen-I-rich matrix, a proxy for aggressive
metastatic disease.>

In these experiments, MCF-7 cells were labeled with medium
(M) isotope, while MDA-MB-231 cells were split and labeled with
light (L) or heavy (H) isotopes. Assigning two channels to the
same cell line (MDA-MB-231) allows them act as controls for one
another as well as to serve as a reference to compare against the
experimental MCF-7 channel (a practice that is commonly used
to confirm repeatability in mass-labeling experiments'?). Three
replicates (or “batches”) of labelled samples were evaluated
using the All-in-One pipeline. The correlation coefficients
between protein intensities from channels L and H in batches 1,
2, and 3 were 91.5, 95.4, and 97.3%, respectively, confirming the
repeatability of the measurements. A total of 973 proteins were
identified across the three channels tested (Fig. 5a). The
medium channel had the most proteins uniquely identified,
which meets our expectation given that the other two channels
comprised the same cell line (MB-MDA-231). Specifically, as
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shown in Fig. 5b, the average number of proteins identified in
the light and heavy channels (containing MDA-MB-231 cells)
was 806 + 27 and 788 + 27 (average + standard deviation),
respectively, while the average number of proteins identified in
medium channel (containing MCF-7 cells) was 851 + 13. The
relative standard deviation of the number of protein
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identifications in each channel was less than 5%, further
demonstrating the reproducibility of the All-in-One DMF
workflow.

Finally, a heat map of the 597 quantitated proteins (identi-
fied in all nine samples) is shown in Fig. 5c. As expected, the
three medium channels are clustered separately from the light
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Fig.5 Dimethyl labeling of cell lysates using the All-in-One DMF pipeline. (a) Venn diagram of proteins identified from three batches of light ("L",
MDA-MB-231 cells), medium (“M", MCF-7 cells), and heavy ("H", MDA-MB-231 cells) channels. (b) Plot of the number of proteins identified in each
channel from the three batches in the light ("L") medium ("M") or heavy ("H") channels. (c) Heat map of the 597 quantified proteins (columns)
found in each of the nine samples (rows), including three batches (1, 2, 3) of light ("L"), medium ("M"), and heavy ("H") channels. Red, black, and
green shades represent proteins with high, median, and low abundance, respectively. Volcano plots of all proteins identified in the proteome
database for the M/H channels (d) and M/L channels (e). Proteins that were differentially expressed between MCF-7 and MDA-MB-231 in both

volcano plots are highlighted with red boxes.

© 2023 The Author(s). Published by the Royal Society of Chemistry

Chem. Sci., 2023, 14, 2887-2900 | 2893


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/d3sc00560g

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

Open Access Article. Published on 22 February 2023. Downloaded on 12/4/2025 10:35:09 AM.

(cc)

View Article Online

Chemical Science Edge Article

(a) HSPY0AB1

g
=

Regulation

positive regy of protein

sing
reglaon ular protein oosiyve cellular protein
S
S

catal
Res onse reguiation of intdffukin-1 production LoglO(P-value)
P reguiaton catanolicpositive regggation of ATP
g N g N O .
cellular g e to inasi regulation of in kinase 8.7 13
arsenic-contaMing substance reguiatopansiaton Fcgamma v signaling
regulation of ERK-mediated respoﬂseben':smbc reticulum  POSitive regulation of DNA positive regulatign of dendritic cell m
untolded prd¥in response: K biosynthetic process
PO Log eI e & itive regulatign of low-densi
cyokine mediat§@Bignaiing pathway central ystem neuron endopeptidas i@y Invived in positive regui ty
ent requatoug(prolen  apopioticprocess  reguiatefocyosis'POPrOE rebeplor acivy
neutrophil mé@ated immunity dephos| madkialion: biontof host regulation of splicing, via . .
) ) substanta nii development m, posive requiatign of blood vessei SPICEBSome Localization
'de now' poﬂmmmal protein Fc receptor megiated stmulatory endotnel migration
regulation D’ﬂla' response to  signall negative regu of oxdative regulation of If component protein Wm 1o cell-cell
celluiar redfinse to heat L SN cell deam reguiato ooy s reguiation of tglomerase RNA
positie ofcellular
2 e positve reguiation of establishmentiocalization ¥ Cajai body
cellutar res pon: g ricoid cellular respong® to Interleukin-12 biosyn e posnms lr:'s\):l o tracell pos’me afgene otprotinjocal e g
stufflus Tegulatn of response o regulation of GaMphase m positive reguiatgmot establishment
“ v protein tocaiffpn o nucteus of iizaton
neutrophil a involved in resaonfvgersy pproen reguiation ovmwmled positive regufation of protein
immune¥esponse: et A parice Whaiarico a posite regulalign of telomerase  localization 0 Cajal body
response toffffolded protein  immune respdMse to tumor cell reguiation ot«mmmwwe R e et ,,.a,,m,mm
‘endoplasmic redculum to cytosol regulation of ocalization to
wrar¥pont ca maintenance ofgiotein localizaton

n lie
requiation ov.m localization
fegulation of ggein-containing

compieXR@¥sembly

protein a.sc process negatie 'r:’g Ioc i0gen .o 1ve reg sk
fructose 1,6-bispposphate metabolic Compoly SCPIOCESS process
nucieic ada.)ohc process  protess . reguiation of@esicie tusion
retrograde pﬂmzlansp\m, ERto ghvcon@rocess e
mRN&‘sslng plateiet @regaton positive regulation of telomere
ribose mpn’mbo,,c process maintenance via telomere ciliary basal pmhsma membrane
& lengthenin
= shg pentose-pr@@phate shunt fetn i " ::‘naaperone liated protein
b positive reguiati@ of vesicle fusion U"“"’““W complexdssembly
protein §tabilization
carbonydrate @bbolic process stal
{SataNon of figgma ey frane ro!ln-eoﬂhm.m lexassembl
canoxiceed .’“'"" process orgaifation Inner mitochopdrial membrane P ¥
orgaMBation morphogeneg of a polarized
oM
onAgeor@icenange muscieffracion
RNA-templat blosynthetic muscie fi@ent sliding
s
pyruvate mef@olic process
aldehyde biosghthetic process actin r.w;skel. reorganization
malate mesolic process
—_— o.elongg‘:uown se mdoic process negative vegu!amﬂadm flament
polymE#zation

nucleotide-sygar biosynthetic
) : actin flament @potymerization
Fig. 6 Analysis of the identified most variable proteins between MCF-7 and MDA-MB-231 determined using All-in-One DMF pipeline. (a) Heat
map of 118 differentially expressed proteins (columns) found in the nine cell lysate samples (rows). Yellow, green, and dark grey shades represent
proteins with high, median, and low abundance, respectively, and proteins associated with hormone pathways and glycolysis are highlighted in
aqua and pink, respectively. (b) Graphical depiction of the biological processes represented by the 118 proteins from (a). Large circles define
process groupings, markers define specific processes, marker color represents the logo(p-value) that reports the statistical confidence of protein
function assignment (red-low, violet-high), marker size represents the frequency of the gene-ontology (GO) term in the underlying gene
ontology annotation (GOA) database, and gray lines indicate relationships between the specific processes.

2894 | Chem. Sci, 2023, 14, 2887-2900 © 2023 The Author(s). Published by the Royal Society of Chemistry


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/d3sc00560g

Open Access Article. Published on 22 February 2023. Downloaded on 12/4/2025 10:35:09 AM.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

(cc)

Edge Article

and heavy channels. Volcano plots comparing these 597
proteins found in channels M/H (Fig. 5d) and M/L (Fig. 5e) were
then prepared. The redundancy of this type of analysis (evalu-
ating multiple batches of control vs. experimental) allows for
assessments of differential expression with high confidence.*?

Armed with a robust and reproducible comparative dataset,
attention was turned to codifying the specific differences in
protein expression between the two cell lines. From previous
studies, we expected to observe three main distinctions: (i)
MDA-MB-231 cells do not respond to hormones, whereas MCF-7
cells may;* (ii) metabolic strategies differ between the cell types
(MCF-7 cells prefer oxidative phosphorylation under normoxic
conditions, whereas MDA-MB-231 cells prefer glycolysis®**®);
and (iii) MCF-7 cells are more epithelial in morphology, while
MDA-MB-123 cells are more mesenchymal.”**”

A heat map highlighting the expression of the 118 most
variable proteins between the two cell lines is shown in Fig. 6a.
Upon clustering of the normalized (z-score) protein intensities,
distinct blocks of protein expression were found that confirmed
our three key expectations. That is: (i) hormone pathway related
proteins like HSP90AB1 and HSPB1/HSP27 (highlighted in
aqua), are upregulated in MCF-7 cells;* (ii) glycolysis-related
proteins LDHA, ENO1 and PGK1 (highlighted in pink) are
more abundant in MDA-MB-231 cells, and (iii) other proteins
related to the epithelial morphology of MCF-7 (including KRT18
and AKR1C2) are among the most variable of the proteins.

The pathways represented by the 118 variably expressed
proteins were then determined using Enrichr®**(Fig. 6b).
Pathways more active in MCF-7 cells included the estrogen
signaling pathway (KEGG 2021 human, adjusted p-value = 1.84
x 10~*) and carboxylic acid biosynthetic process (GO Biological
process, 0046394, adjusted p-value = 0.0289). The latter is
related to the tricarboxylic acid (TCA) cycle, which has a prom-
inent role in supplying the oxidative phosphorylation
pathway.®* Likewise, pathways that were more active in MDA-
MB-231 cells included those involved with glycolysis (KEGG
2021 human, adjusted p-value = 1.63 x 10~ *°) and actin myosin
filament sliding (GO Biological Process, 0033275, adjusted p-
value = 0.0195), the second of which is known to be more
plentiful in the mesenchymal-like MDA-MB-231 cells.*® In sum,
the differential pathway analysis supported the findings in the
differential protein expression analysis, giving us confidence to
move to evaluating clinical samples.

2.6 Analysis of human breast tissue using the All-in-One
DMF pipeline

Building from encouraging results with breast cancer cell lines,
we turned to applying the new technique to evaluate human
breast cancer tissue samples, as a step toward an automated
technique for cancer sub-typing.”>'® Three samples were
acquired: healthy breast tissue (CP565563), a small breast
cancer tumour that was either not metastatic or was collected
early in the disease progress (CP531533), and a large, metastatic
breast cancer tumour (CP629057). Upon evaluating the three
samples with the All-in-One pipeline, 882 proteins were iden-
tified in total, and 436 proteins were quantified (found in all
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samples). Among this group, 31 proteins (Table S1,} CP531533)
and 56 proteins (Table S2,7 CP629057), respectively, were found
to be differentially quantified for the two cancer samples rela-
tive to healthy tissue. Among this group (differentially quanti-
fied relative to healthy tissue), 15 proteins (higher quantities:
PGS2, UGDH, ASPN, LUM, COEA1, PRELP; and lower
quantitites: PDIA3, AMPL, PDIA4, B2MG, CALR, PLSL, 1A68,
COR1A, D6RGG3) were commonly identified in both breast
cancer tissue samples, and have been reported to be associated
with the progression of breast cancer.®*”® The quantitative
trends for these proteins were consistent in both breast cancer
tissues, which further validated the reliability of identification
and quantification by the All-in-One pipeline.

Intriguingly, 27 proteins were found to be differentially
quantified in a comparison between the two cancer samples
(Table S3t). For example, Decorin (PGS2) was found in higher
quantities in the large/metastatic tumour relative to the small
tumour. This protein, which is related to the regulation of
estrogen”” is associated with tumor size and disease progression
and outcome.”® Other proteins that were identified in the
comparison between large/metatstatic tumour and small
tumour were also flagged in the comparison between the inva-
sive (MDA-MB-231)/non-invasive (MCF-7) cancer cell line study,
including AOA1BOGW44 (CTSD) and K1C18 (KRT18). They are
known promotors of aggressive tumour growth,”*® which
suggests that the All-in-One pipeline may be a valuable tool for
correlating cellular function (i.e., in vitro MDA-MB-231/MCF-7
invasion assays®?) to in vivo progression of disease.

The data presented here demonstrate the potential utility of
the All-in-One DMF pipeline for cancer sub-typing in clinical
samples. These types of samples are by nature precious and
mass-limited, and thus are particularly susceptible to the
problem of analyte loss during processing. As described in the
introduction, there are a number of emerging technologies®**~>*
that are being developed to address the problem of processing
mass-limited samples with minimal exposure to surfaces. We
propose that the All-in-One DMF pipeline is a useful addition to
this list, bringing the combination of flexibility (with the
capacity for real-time reconfigurability depending on the
application) with end-to-end automation to bear. We anticipate
that the proof-of-concept application described here will be the
first of many to leverage these unique properties.

3 Conclusions

We have introduced an All-in-One DMF proteomic pipeline for
digestion, isotopic labeling, and loading of miniaturized pro-
teomic samples. Through the multiplexed control of DMF, up to
three samples in the current system (potentially expandable to
more in the future) can be processed simultaneously and then
(after isotopic labeling) combined for analysis. By integrating
localized heating and a direct-loading interface for HPLC-MS,
user intervention is minimized, and the risk of sample loss
and contamination is reduced. The pipeline has been applied to
cancer sub-typing using model cell lines and clinical tissue
samples. The system as described is appropriate for semi-
quantitative comparisons between different samples, and if in
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the future it can be combined with IMS, it may someday be
appropriate to apply to cutting-edge single-cell protein identi-
fication experiments. In sum, we propose that the All-in-One
DMF pipeline is a powerful new tool for automated proteome
processing and analysis, with the potential to be useful for
evaluating mass-limited samples for a wide range of
applications.

4 Materials and methods
4.1 Reagents

Cell media reagents, acetonitrile (ACN), formic acid, and water
(LC/MS-grade) were purchased from Thermo Fisher Scientific
(Waltham, MA). Dimethyl labeling reagents, n-dodecyl-B-p-
maltoside (DDM), tris(2-carboxyethyl)phosphine (TCEP),
iodoacetamide (IAA), triethylammonium bicarbonate (TEAB),
trypsin, and protein standards were obtained from Sigma-
Aldrich (Oakville, CA). Lys-C was purchased from Promega
(Madison, WI, USA).

4.2 DMF device fabrication and control

DMF devices comprising (i) bottom plates bearing 68 roughly
square (2.2 x 2.2 mm) driving electrodes (where 60 of them
formed a 4 row x 15 column electrode array) and 12 reservoir
electrodes, and (ii) 25 x 75 mm top plates bearing a counter-
electrode, were fabricated as described previously. Each top
plate was modified by drilling a 2 mm dia. Micro-hole in the
center of the piece (relative to the short axis) and approximately
23 mm from one edge (along the long axis) using a micro-drill
press. Top plates and bottom plates were assembled with
~190 pm-thick inter-plate spacers formed from two pieces of
Scotch double-sided tape (3M), such that the access hole was
positioned over row 2 and between columns 2-3 in the driving
electrode array. This spacer defines “unit droplets” (with
volume sufficient to cover a single driving electrode) of approx.
0.9 pL.

Devices were controlled by using a custom version of the
open-source DropBot system?® (version 3.0, https://github.com/
sci-bots/dropbot-v3).#** The DropBot and the built-in heater
unit were controlled using a custom version of MicroDrop
software  (version  2.31.1,  https://github.com/sci-bots/
microdrop), while the auxiliary unit was controlled by
a separate interface (in-house software, written in Python).
Devices were interfaced to the DropBot system through a pogo-
pin connector, and electrodes were actuated in pre-
programmed steps which allowed droplet dispensing, moving,
and mixing by applying (typically) 100 Vgys as square waves at
10 kHz (parameters optimized as described below).

4.3 Auwuxiliary thermoelectric unit

An ESP32 Feather Board (Adafruit Industries, NY) was used to
control a thermoelectric unit (TEC-30-32-127 Digi-Key, MN)
through a VNH5019 motor driver (Pololu, NV). The thermo-
electric unit was sandwiched between an aluminum plate
(1.8 mm x 44 mm x 88 mm) (McMaster-Carr, IL) and a heat-
sink/fan unit (Cooler Master A73, Newegg, CA). The fan was
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connected to the VHN5019 motor driver, and was programmed
to turn on during cooling cycles and off during heating cycles.
Thermal paste (Thermal # 860, MG Chemicals) was applied on
either surface of the thermoelectric unit to ensure good thermal
conductivity with the aluminum plate and the heatsink. The
ESP32 board was also connected to two Negative Temperature
Coefficient (NTC) thermistors (10 kQ, NTCG103]JX103DTDS,
TDK Corporation) which were placed in close proximity to the
thermoelectric unit to provide real-time temperature feedback.
Pieces of Delrin (6 mm x 46 mm x 20 mm) (McMaster-Carr, IL)
were placed on either end of the heating board to protect and
allow the user to move the board when it was hot. A magnet was
affixed in one of the two Delrin pieces and was used to align and
secure the board in place during operation.

Custom firmware was developed in C++ to allow the ESP32
board to communicate with and be controlled by the host
computer over USB. The firmware implemented a proportional-
integral-derivative (PID) algorithm for the fine control of the
heating unit using the temperature readings from the therm-
istors. The PID algorithm was modified from previous
versions*®* to output both positive and negative values to
facilitate heating and cooling respectively. The thermistor
closest to the thermoelectric unit was used for feedback while
the thermistor further away from the unit served as a monitor of
the heat distribution over the heating block. The proportional
term (K,), integral term (K;) and derivative term (Kg4) of the PID
controller were tuned to 70 °C, and the maximum temperature
was set by software to be 120 °C.

Custom software was developed in Python to communicate
with the ESP32 board and control the heating unit. Using this
software, a custom heat profile could be programmed where
desired temperatures and heating profiles could be specified.
The software also logged the temperature readings from both
thermistors on the heating board.

4.4 DMF-HPLC manifold fabrication

A DMF-HPLC manifold was fabricated from poly-lactic acid
filament (colorFabb B.V., Belfeld, NL) in two parts using an
Ultimaker 2 3D printer (Ultimaker B.V., Utrecht, NL). Steel
dowel pins (McMaster-Carr Supply Co, Elmhurst, IL) were used
to align the top and bottom components and to position the
device in the autosampler. The overall manifold dimensions are
144 mm L x 90 mm W x 33 mm H. An STL file for the design is
included in the ESL ¥

4.5 Surfactant concentration optimization

Aqueous solutions of TEAB (50 mM) were supplemented with
DDM to final concentrations ranging from 0.00125% to 0.005%
wt/wt. Using a modified version of a method described previ-
ously,*” force-velocity curves were generated to identify optimal
working conditions. Briefly, double-unit droplets were
dispensed onto the array and velocity was monitored as a func-
tion of driving force; each condition was repeated in triplicate.
In subsequent experiments, 100 Vgryg driving voltage was used
(corresponding to ~30 uN mm ™).

© 2023 The Author(s). Published by the Royal Society of Chemistry
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4.6 Protein standards

The proteins evaluated included a BSA standard and a protein
standard mixture (albumin, catalase, cadherin, haptoglobin,
and serotransferrin). The former was prepared by dissolving
1 mg of BSA in 1 mL of DI water, and then diluted to 1 ng pL." " in
0.0025% wt/wt DDM in 50 mM aqueous TEAB. The protein
mixture solution was prepared by dissolving 1 mg of each of the
proteins in 1 mL of DI water, and then diluting them to 1 or 10
ng pL ' (of each protein) in 0.0025% wt/wt DDM in 50 mM
aqueous TEAB.

4.7 All-in-One proteomic pipeline

Experiments were carried out in 9 steps, all at room temperature
with reagents dissolved in 0.0025% wt/wt DDM (in 50 mM
aqueous TEAB) unless specified otherwise. (1) Aliquots of
protein sample and TCEP (25 mM) were loaded into separate
reservoirs on the device. (2a) Three unit-droplets each of sample
and TCEP solution (six droplets total) were dispensed onto the
array, and each protein/TCEP droplet pair was merged and
mixed. (2b) The auxiliary heater (as shown in Fig. 3d) was
engaged at 70 °C for 5 min to denature the protein. (3) After
cooling, an aliquot of IAA (60 mM) was loaded into a reservoir,
and three unit-droplets of IAA were dispensed onto the array
and merged and mixed with the reduced protein droplets. The
system was incubated in the dark for 15 minutes. (4) An aliquot
of trypsin (10 ng uL~") was loaded into a reservoir, and three
unit-droplets were dispensed onto the array and merged with
the alkylated protein droplets at 37 °C (controlled by the built-in
resistive heater, as shown in Fig. 3e) for 30 min. During this
period, the droplets were continuously moved in a loop on the
array. (5) Aliquots of isotope-labeled formaldehyde (0.2% w/v),
comprising CH,O (light), CD,0 (medium), or **CD,0 (heavy),
were loaded into reservoirs, and one unit-droplet of each was
dispensed and mixed with one of the sample droplets. (6)
Aliquots (37.5 mM) of sodium cyanoborohydride (NaBH;CN)
and sodium cyanoborodeuteride (NaBD;CN) were loaded into
reservoirs, and unit droplets of the former were merged with the
light- and medium-labeled samples, while a unit droplet of the
latter was merged with the heavy-labeled sample. All samples
were incubated for 30 min. (7) An aliquot of ammonium
hydroxide (0.2% w/v) was loaded into a reservoir, and three unit-
droplets were dispensed and merged with the sample droplets.
(8) The three sample droplets were merged to form one pooled
droplet, and then an aliquot of FA (10% w/v) was loaded into
a reservoir, and one unit-droplet was dispensed and merged
with the pooled droplet. (9) Finally, the merged droplet was
moved to the micro-hole to be loaded onto the autosampler.
Briefly, the device was interfaced with the custom manifold,
which was loaded into the EASY-nLC 1200 ultra-high-pressure
system, where the sample was aspirated into the sample loop
at 3 pL, min~ " until (in most cases) the pooled 18 uL droplet was
injected. Protein mixtures evaluated in digestion efficiency
experiments were processed in an abbreviated version of the
pipeline comprising steps 1-4, after which samples were
collected by pipette for manual injection into the autosampler.
Manually processed samples were prepared using identical
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volumes and concentrations, but were manipulated by pipettes
and microcentrifuge tubes, heated in a thermocycler (Bio-Rad),
and finally transferred into conical-bottomed 96-well plates
(Eppendorf), prior to loading into the EASY-nLC 1200.

4.8 Cell culture and cell samples

MCF-7 and MDA-MB-231 cells were grown in Dulbecco's
Modified Eagle's Medium (DMEM) with 10% fetal bovine serum
(FBS), penicillin (100 U ml ™), and streptomycin (100 pg ml™*)
in T-25 culture flasks in a humidified incubator with 5% CO, at
37 °C. Cells were trypsinized, washed with phosphate-buffered
saline (PBS) three times (centrifuged at 300xg, 5 min), and
then suspended in PBS at densities ranging from 50 000 to 100
000 cells per ml (determined via hemacytometer). 1 pL samples
(about 50-100 cells) were aliquoted into tubes and stored at
—80 °C until analysis. For analysis, sample tubes were thawed at
room temperature and each sample was mixed (by pipette) with
1 uL of 25 mM TCEP in 0.005% wt/wt DDM. Each sample/TCEP
mixture was pipetted onto a DMF device (three at a time), after
which steps (2b)-(9) were carried out by DMF as above, except
the digestion in step (4) was performed with a mixture of 5 ng
UL Lys-C and 5 ng pL ™" trypsin.

4.9 Human breast tissue samples

Human breast tissue lysates (Cat. No. CP565563, CP531533, and
CP629057) were purchased from OriGene (Rockville, MD, USA).
Each sample was diluted to 30 ng uL~" total protein in 0.0025%
wt/wt DDM in 50 mM aqueous TEAB. Aliquots (1 pL) of each
diluted breast tissue lysate were processed according the stan-
dard nine-step All-in-One pipeline, except that the digestion in
step (4) was performed with a mixture of 5 ng uL " Lys-C and 5
ng uL " trypsin, and the volume loaded into the autosampler in
step (9) was approximately one third (~6 pL) of the pooled
droplet.

4.10 HPLC-MS/MS analysis

Experiments were performed on a Q Exactive HF-X mass spec-
trometer coupled with an EASY-nLC 1200 system (Thermo
Fisher Scientific). Each sample was automatically loaded onto
a C18 trap column (3 ¢cm, 100 pm i.d., Polymicro Technologies)
at a flow rate of 2 pL, min~". The sample was then eluted into
a fused silica microcapillary column (12 cm, 100 um i.d., Poly-
micro Technologies), packed in-house with 1.9 pm-diameter
reversed phase C18 particles (ReproSil-Pur 120 A, Dr Maisch
GmbH). Mobile phase A (water with 0.1% formic acid, v/v) and
mobile phase B (80/20/0.1% ACN/water/formic acid, v/v/v) were
used to generate a linear gradient of 3-30% B for 90 min, fol-
lowed by a linear increase from 30-45% B for 20 min, then
a linear increase from 45-95% B for 1 min and maintaining at
95% B for 14 min. The flow rate was set to 300 nL. min~". A full
mass scan collected by the Orbitrap mass analyzer was from m/z
375 to 1575 with a resolution of 120 000, while the automatic
gain control (AGC) target was 5 x 10°> and maximum injection
time was 50 ms. Precursor ions with charges of +2 to +6 were
fragmented by using high energy collision with 27% normalized
energy at a resolution of 60 000, AGC of 5 x 10*, and maximum
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injection time of 250 ms. Previously selected precursor ions
were excluded from further sequencing for 20 s.

4.11 Proteomic data analysis

Raw data files were evaluated by MaxQuant (version 1.6.4.0),
using methods similar to those described previously.*® Briefly,
a human protein database downloaded from UniProt (release
2018_09) was used to search the MS/MS spectra, with methio-
nine oxidation and N-terminal protein acetylation set as vari-
able modifications and cysteine carbamidomethylation set as
a fixed modification. Multiplicity was set to 3 with dimethLys0
and dimethNter0 as light labeling, dimethLys4 and
dimethNter4 as medium labeling, and dimethLys8 and
dimethNter8 as heavy labeling. Trypsin was set as specific
proteolytic enzyme with maximum 2 missed cleavages for each
peptide. The minimum peptide length was set as 6 amino acids
and maximum peptide mass was 4600 Da, and the ‘re-quantify’
option was selected. Both peptides and proteins were filtered
with a maximum FDR of 0.01. The default settings of MaxQuant
were used for all parameters not mentioned, and the resulting
protein intensities were used as proxies for the amount of each
identified protein.

Nine samples were evaluated in cell lysate experiments: six
MDA-MB-231 and three MCF-7; these data were subjected to two
analyses. In analysis one, MaxQuant output files were evaluated
using Perseus,®® to exclude proteins identified as decoys,
potential contaminants, or those identified exclusively by one-
site modification from analysis. Heat maps of proteins quanti-
tated in all nine samples were generated in Perseus, and
settings of FDR < 0.05 and sO = 0.1 were applied to generate
volcano plots comparing the cell lines' proteomes. In analysis
two, the set of proteins appearing in the MaxQuant output files
of at least three different samples was evaluated, and summed z-
scores (for each cell line's expression of that protein) with
a difference of at least 1.0 were identified as being differentially
expressed, visualized in heat maps generated in gplot.*>
Enrichr**** was used to interpret analysis two, applying an
adjusted p-value < 0.05 and drawing from the KEGG 2021
human database. Some of the Enrichr data (P-value < 0.05) was
visualized using REVIGO® and Cytoscape.®

Three replicate sub-samples were prepared from each of the
human tissue samples CP565563, CP531533, and CP629057,
and the nine sub-samples were treated and analyzed identically
to the cell lysate samples (above).

Data availability

All data from the cell lysate and human tissue sample experi-
ments were deposited in the ProteomeXchange Consortium
(https://proteomecentral.proteomexchange.org) via the PRIDE
partner repository®® with identifier PXD036982.
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