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application†
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Lauro A. Pradela-Filho, a Rodrigo A. A. Muñoz b and Thiago R. L. C. Paixão *a

3D printing has attracted the interest of researchers due to its creative freedom, low cost, and ease of

operation. Because of these features, this technology has produced different types of electroanalytical

platforms. Despite their popularity, the thermoplastic composites used for electrode fabrication typically

have high electrical resistance, resulting in devices with poor electrochemical performance. Herein, we

propose a new strategy to improve the electrochemical performance of 3D-printed electrodes and to

gain chemical selectivity towards glucose detection. The approach involves synthesising a nanostructured

gold film using an infrared laser source directly on the surface of low-contact resistance 3D-printed elec-

trodes. The laser parameters, such as power, focal distance, and beam scan rate, were carefully optimised

for the modification steps. Scanning electronic microscopy and energy-dispersive X-ray spectroscopy

confirmed the morphology and composition of the nanostructured gold film. After modification, the

resulting electrodes were able to selectively detect glucose, encouraging their use for sensing appli-

cations. When compared with a gold disc electrode, the gold-modified 3D-printed electrode provided a

44-fold current increase for glucose oxidation. As proof of concept, the devices were utilised for the

non-enzymatic catalytic determination of glucose in drink samples, demonstrating the gold film’s catalytic

nature and confirming the analytical applicability with more precise results than commercial glucometers.

1. Introduction

Additive manufacturing, or three-dimensional (3D) printing, is
a popular technology in industrial and academic areas due to
its fast ability to produce complex structures combined with
accessible and inexpensive machinery and materials.1,2 The
printing process involves a layer-by-layer deposition of material
over a printing platform to construct the desired part’s
design.3 The most common 3D printing techniques include
Fusion Deposition Modelling (FDM) and Stereolithography
(SLA).4 SLA printing consists of polymerising a light-sensitive
liquid resin using UV radiation. FDM involves the extrusion of
a thermoplastic filament by a heated moving nozzle.5 SLA typi-
cally produces insulating parts, while FDM can be used to

create conductive pieces due to the availability of commercial
conductive filaments.4 The resin or filament solidifies in both
processes, generating the desired structure. These techniques
can be used individually or combined for device fabrication,
generating new sensing platforms.6–8

3D-printed electrodes often possess slow electron transfer
kinetics and high contact resistance, affecting their electro-
chemical performance.9 The latter is directly associated with
the poor electrical conductivity of commercial filaments since
the ratio between the conductive material and thermoplastic
(electrical insulator) ranges from 10 to 20 wt%.10 Filaments
with higher amounts of conductive material can overcome this
issue, but the fabrication processes of custom-made filaments
are time-consuming as they involve many steps. In addition,
higher carbon percentages make the filament brittle, increas-
ing the susceptibility to clogging issues on longer prints. This
limits the printer’s capacity to produce devices with complex
geometries, restricting them to rectangles and circles.11,12 A
simpler way to overcome contact resistance is to design electro-
des with tailored geometry to reduce this ohmic drop loss.9,13

Post-printing surface treatments can increase the electron
transfer kinetics. These methods usually involve chemical and/
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or electrochemical procedures to remove the insulating ther-
moplastic from the electrode surface, exposing more conduc-
tive sites to the solution.14,15 Laser ablation16 and surface
modification17 have also been studied as alternative strategies
for surface treatment. Modifying the electrode surface with
metallic films promotes higher electron transfer kinetics, and
it can also lead to the selective sensing of chemical species in
solution if the surface chemistry is explored, such as the oxi-
dation of glucose, which is mediated by gold oxide in alkaline
solutions.18 This can be done using an infrared (IR) laser to
photothermally reduce metal ions on the electrode’s surface,
producing nanostructured film.16,19 Arantes et al. used this
approach to form gold nanostructures onto disposable paper-
based electrodes for sensing applications.20 Similarly,
Scroccarello et al. used an IR-laser to reduce graphene oxide
films, forming conductive reduced graphene oxide
electrodes.19

Herein, we propose the fabrication of a nanostructured
gold film directly on 3D-printed electrodes surface using IR-
laser photothermal treatment and its application for selective
glucose sensing. The electrodes were fabricated by combining
FDM and masked stereolithography (MSLA) 3D printing
technologies to create a geometry that minimises contact resis-
tance. The gold modifying film was characterised by scanning
electron microscopy and energy-dispersive X-ray spectroscopy,
confirming the gold film formation. The electrodes were
employed to quantify the glucose content in rehydration
drinks, confirming their potential for selective glucose
sensing.

2. Experimental section
2.1. Chemicals, materials, and samples

All chemicals were of analytical grade and used as received.
Stock solutions were prepared using high-purity deionized
water from a Direct-Q® 5 Ultrapure Water Systems (Millipore,
MA, USA). Potassium ferrocyanide (K4[Fe(CN)6], 99%), potass-
ium ferricyanide (K3[Fe(CN)6], 99%), potassium chloride (KCl,
≥99.5%), potassium hydroxide (KOH, ≥99%), sodium nitrite
(NaNO2, 99%), sodium sulphite (Na2SO3, 99%), sulfuric acid
(H2SO4, 99%), ethyl alcohol (C2H6O, 99.9%) were purchased
from Merk (Darmstadt, Germany). Hexaammineruthenium(III)
chloride ([Ru(NH3)6]Cl3, 99.9%), glucose (Glu, 99.9%), ascorbic
acid (AA, ≥99%), citric acid (CA, 99.5%), sucrose (Suc, 99.9%)
and maltose (Mal, ≥99%) were purchased from Sigma-Aldrich
Co. (St Louis, MO, USA).

Carbon black/polylactic acid (CB/PLA) conductive filament
was purchased from ProtoPasta (WA, USA), ABS-like resin from
Elogoo (China), and M3 hex key metal screws from Lutec (SP,
Brazil); these materials were used in the manufacturing of the
electrodes, which will be described below. Five rehydration
drink samples were purchased from a local pharmacy. Three
samples were acquired in solution form and diluted in the
supporting electrolyte (KOH) to the desired concentration,
based on the glucose concentration described on the label

(6.0 g per 500 mL, 10.0 g per 500 mL, and 11.2 g per 500 mL).
Two samples were purchased in powder form, dissolved in de-
ionized water, and then diluted in the supporting electrolyte
(KOH), considering the glucose concentration described in the
label (10.0 g per 500 mL and 12.0 g per 500 mL).

2.2. Apparatus

Electrochemical measurements, including cyclic voltammetry
(CV), linear sweep voltammetry (LSV), and electrochemical
impedance spectroscopy (EIS), were performed using an
Autolab PGSTAT128N potentiostat/galvanostat with the FRA
2 module (Eco Chemie, Utrecht, The Netherlands) controlled
with the NOVA 2.1.7 software. Surface modification with an IR-
laser was conducted in a cutting/engraving CO2 laser system
(WorkSpecial 9060C, São Paulo, Brazil), controlled with the RD
Works software (WorkSpecial, version 8.1.49). The working,
counter, and reference electrodes were 3D-printed CB/PLA,
platinum wire, and Ag/AgCl/KClsat, respectively. The 3D-
printed working electrode parts were printed using an
Adventurer 4 (FlashForge, 3D Technology, China) FDM 3D
printer and a Mars 3 (Elegoo, China) MSLA 3D printer. A com-
mercial gold disc electrode (diameter 3 mm) was used for com-
parison with the proposed electrode. The surface morphology
of the electrodes was characterized using scanning electron
microscopy (SEM – JEOL JSM-7401F). Elemental analysis was
carried out by energy-dispersive X-ray spectroscopy (EDS). A
commercial glucometer (FreeStyle Optium Neo, Abbott
Laboratories, USA) was used to measure the glucose concen-
tration in the diluted samples.

2.3. Fabrication of 3D-printed electrodes

The 3D-printed electrodes consisted of three parts, namely:
the CB/PLA electrodic surface, an electric contact (M3 screw),
and an insulating case serving as electrode housing, as shown
in detail in Fig. S1.† The CB/PLA part consists of a 3 mm
radius cylinder printed with a commercial filament (Fig. 1A).
This cylinder was printed with a 3 mm diameter hole in the
side face, used to insert the M3 screw, which serves as the elec-
trical connection with the potentiostat. The working electrode
area was defined by the electrode housing, consisting of a
casing printed with MSLA 3D printer using an ABS-based
resin. The printing parameters for the CB/PLA part and elec-
trode housing were based on previous work,9 and are
described in the ESI.†

2.4. Modification of 3D-printed electrodes with gold using an
IR-laser

The nanostructured gold film was formed directly on the
surface of the CB/PLA 3D-printed electrode using an IR-laser,
as shown in Fig. 1. This was made using a cutting/engraving
CO2 laser machine (WorkSpecial 9060C, São Paulo, Brazil)
with a 10.6 µm wavelength, a maximum power of 40 W, and a
pulse duration of 14 µs. The region scanned by the laser is a
6.0 mm diameter circle covering the upper face of the conduc-
tive cylinder, as illustrated in Fig. S1,† which corresponds to
the working electrode. The parameters related to the laser
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beam, such as laser power (W), focal distance (mm), and beam
scanning rate (mm s−1), were optimized for each stage of fabri-
cation. The working electrode was first subjected to a pre-treat-
ment step, where the surface was ablated by the IR-laser using
a laser power of 1.6 W, 7 mm focal distance, and a 20 mm s−1

beam scan rate (Fig. 1B), removing part of the insulating
material, exposing more conductive sites to the solution, and
making the surface more hydrophilic, helping in the next
modification step. Subsequently, 10 µL of a 30 mmol L−1

HAuCl4 solution (prepared in 0.5 mol L−1 H2SO4/ethanol 1 : 1)
were drop-casted onto the WE surface (Fig. 1C). The drop-
casting procedure was performed in two steps of 5 µL, after
which the electrode was left to dry under an IR light for
10 minutes. The IR-laser beam was then scanned over the elec-
trode surface, promoting the reduction of Au3+ to metallic gold
(Fig. 1D). This step was conducted at 1.0 W of laser power,
9 mm focal distance and 3 mm s−1 beam scan rate. Hereto, the
following nomenclatures will be used when referring to the as-
printed electrode, ablated by IR-laser, and modified with gold
nanostructured film via IR-laser irradiation: 3D-CB/PLA,
treated 3D-CB/PLA, and modified 3D-CB/PLA, respectively.

3. Results and discussion
3.1. IR-laser parameters influence

The surface electrical resistances were used to gauge the effec-
tiveness of the ablation step in removing the insulating PLA

material from the electrode surface.21,22 The measurement pro-
cedure is described in detail in the ESI,† and the findings are
summarised in Fig. 2. Among all the parameters, laser power
bears the most significant influence on surface resistance,
with a minimal value of around 1.6 W, which is almost
unchanged for increased laser powers (Fig. 2A). The resistance
value reached a maximum when a focal distance equal to the
laser lens focal distance (11 mm) was used, decreasing for
lower and higher values (Fig. 2B). The laser scan rate had
minimal impact on the measured resistance in the range
studied (Fig. 2C). However, a slight increase is seen at 30 mm
s−1, indicating that with a higher scan rate, the overall dissi-
pated power over the surface cannot effectively remove the PLA
from the electrode surface. Considering the resistance values,
a condition of 1.6 W laser power, 7 mm focal distance, and
20 mm s−1 beam scan rate was selected for this laser treatment
step. At this condition, the surface resistance decreased from
(1320 ± 120) Ω for the 3D-CB/PLA electrode to (273 ± 3.6) Ω for
the treated 3D-CB/PLA, consistent with the improvement pre-
viously reported for 3D-printed electrodes.16,23 This step also
improved the wettability of the electrode surface, favouring the
adhesion of the precursor gold solution.

The gold modification process was carried out by drop-
casting 10 µL of HAuCl4 solution onto the pre-treated electrode
surface, followed by additional IR-laser exposure to reduce the
metal ions. The laser parameters for gold reduction were evalu-
ated considering the voltammetric profile of the modified
resulting electrode using [Fe(CN)6]

3−/4− as a redox probe. The

Fig. 1 Scheme of the 3D-printed electrode fabrication and modification steps: (A) printing, (B) IR-laser ablation, (C) drop-casting, and (D) IR-laser
modification of 3D-CB/PLA.

Fig. 2 Effect of IR-laser parameters variation on the electrical resistance of treated 3D-CB/PLA electrodes: (A) IR-laser power (W), (B) focal distance
(mm), and (C) beam scan rate (mm s−1).
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changed parameters include laser power, focal distance, and
beam scan rate. In the studied range, it was observed that
higher laser powers improved the reversibility of the voltam-
metric profile. This was evidenced by an increase in peak
current (Ip) values and a decrease in peak-to-peak separation
(ΔEp) (Fig. S3†). These changes suggest that the electron trans-
fer kinetics at the surface were enhanced due to the presence
of metallic gold.24 Similar ΔEp values are recorded for 0.6 W
and 1.0 W, indicating that the gold film fully covered the elec-
trode surface under these conditions, supported by the peak
current, which is near the expected for a 6 mm flat disk (the
electrode geometry), using Randles–Sevcik equation
(148.7 µA).25 At 1.0 W, the lowest ΔEp deviation is seen, so this
value was adopted for the electrode modification. Above 1.0 W,
the electrode surface starts to become ablated, similar to what
is seen in the first treatment step. The focal distance was
studied between 7 and 13 mm (Fig. S4†), with 9 mm resulting
in higher Ip and smaller ΔEp values. Laser scan rate bears little

influence on the electrochemical response (Fig. S5†), and
3 mm s−1 was selected as a compromise between the marginal
increase in Ip and modification time.

After studying the IR-laser parameters, the volume
(Fig. S6†) and concentration (Fig. S7†) of the HAuCl4 solution
were also optimized in this study. ΔEp was practically the same
regardless of the solution volume. However, increasing the
drop-casting volume from 5 to 10 µL increased Ip to a
maximum value that remained constant for volumes greater
than 10 µL. This indicates that 10 µL is enough to cover the
entire electrode surface with a gold film. Consequently, 10 µL
was chosen for electrode modification. A 30 mmol L−1 HAuCl4
solution concentration was selected for electrode modification
since this value presented lower ΔEp and higher Ip values.
Table 1 summarizes the conditions evaluated for the modifi-
cation process.

3.2. Surface characterisation of 3D-printed electrodes

The surface morphology of 3D-printed electrodes was charac-
terised by SEM after each fabrication step. Fig. 3A shows the
3D-CB/PLA electrodes without surface modification, just after
polishing with sandpaper. Fig. 3B shows the surface after the
first laser treatment, where the laser scan lines are clearly
visible. After the IR-laser reduces the gold, the surface is effec-
tively covered with a gold film (Fig. 3C). Moreover, Fig. 3D
shows the presence of spherical structures of various dia-
meters, some of them in the order of nanometres.

EDS elemental mapping analyses were conducted to investi-
gate the composition of the electrode surface after the gold
modification. Fig. 4 shows the SEM image of the edge of a
modified (with gold) and unmodified region of the electrode
(Fig. 4A), and corresponding elemental maps for gold
(Fig. 4B), carbon (Fig. 4C), and oxygen (Fig. 4D). Fig. 4B shows

Table 1 Study of parameters for the fabrication of modified 3D-CB/
PLA

Step Parameters Range
Selected
value

Surface pre-treatment Power (W) 0.6–3.5 1.6
Focal distance (mm) 7–13 7
Beam scan rate (mm s−1) 5–30 20

Gold reduction Power (W) 0.3–1.0 1.0
Focal distance (mm) 7–13 9
Beam scan rate (mm s−1) 1–10 3

Drop-casting Volume (µL) 5–20 10
Concentration (mmol L−1) 5–40 30

Fig. 3 SEM images of (A) 3D-CB/PLA, (B) treated 3D-CB/PLA, and (C and D) modified 3D-CB/PLA electrodes.
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that gold is only present in the area where the IR-laser was
used to reduce the gold ion, forming a metallic gold film. A
clear contrast between the modified and unmodified regions
is visible. Carbon and oxygen are distributed in the entire
region (Fig. 4C and D), as they are present in large quantities
in the PLA conductive filament, either as part of the polymer
or, in the case of carbon, as carbon black, although the oxygen
signal is slightly shielded by the gold layer.26 The EDS spectra
(Fig. S8†) confirmed the presence of each element and their
respective weight percentage.

3.3. Electrochemical behaviour of the deposited film

The electrochemical behaviour was evaluated after each fabri-
cation step using CV and EIS. This was initially investigated by
comparing the voltammetric profile of the unmodified and
modified electrodes in aqueous 0.5 mol L−1 H2SO4 solution
(Fig. 5A). Modified 3D-CB/PLA electrode (red trace) provided a
voltammetric profile characteristic of gold electrodes in this
media. Anodic peaks observed from +0.8 V (vs. Ag/AgCl/KClsat)
are associated with the oxidation of the gold surface. The pres-
ence of multiple peaks at E > +1.0 V indicates the formation of
multiple crystallographic faces.27,28 As expected, no faradaic
process at this potential window was observed for the unmodi-
fied surface (blue trace), with the exception of solvent break-
down at the most anodic potential.

The voltammetric profiles of 3D-CB/PLA, treated 3D-CB/
PLA, and modified 3D-CB/PLA electrodes were also compared
using two redox probes, [Ru(NH3)6]

3+ and [Fe(CN)6]
3−/4−.

Fig. 5B shows the voltammograms recorded with [Ru(NH3)6]
3+,

a surface insensitive redox probe.29 After each fabrication step,
there is a significant increase in the surface area of the elec-

trode, evident by the larger capacitive contribution on the
entire potential window, better seen in Fig. S9.† Comparing
the capacitive current for the 3D-CB/PLA and modified 3D-CB/
PLA electrode the surface area increased by 1544 times after
the electrode treatment and modification.30 Regardless, the
peak current values for all electrodes are very similar after the
capacitive current is subtracted (Table 2), expected as the
surface area does not affect the faradaic currents for a revers-
ible electrochemical process.31 For [Fe(CN)6]

3−/4−, the voltam-
metric profile of the 3D-CB/PLA electrode shows no discernible
faradaic processes (Fig. 5C). Ferri/ferrocyanide is an inner
sphere redox probe, i.e., surface sensitive, and the absence of a
well-defined faradaic process might be caused by the electrode
surface charge, which is negative for the pH used (polylactic
acid pKa ∼ 3.8).32 Faradaic processes are seen for [Fe(CN)6]

3−/4−

after surface treatment with the IR-laser, which increases in
intensity after modification with gold thanks to the rapid elec-
tron transfer provided by the metal. All Ip and ΔEp values are
summarized in Table 2. Next, the batch-to-batch reproducibil-
ity was evaluated by comparing the electrochemical response
of twelve different modified electrodes in the presence of
5.0 mmol L−1 [Fe(CN)6]

3−/4− (Fig. 5D), which indicates that the
fabrication/modification process is reproducible (RSD ≤ 5.8%
for Ip and RSD ≤ 4.2% for ΔEp).

Fig. S10† displays the results obtained from the EIS analysis
conducted for each step of the electrode preparation process. A
typical Nyquist plot was obtained for each of the analyses. The
semi-circle obtained in the high-frequency region corresponds
to the charge transfer resistance (Rct), and the values were cal-
culated based on the equivalent Randles circuit (inserted in
Fig. S10†). 3D-CB/PLA electrode showed a high Rct value (1.45

Fig. 4 (A) SEM micrograph of the modified 3D-CB/PLA electrode and colour elemental mapping images of (B) gold, (C) carbon, and (D) oxygen.
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kΩ). This value was significantly reduced to 74.2 Ω after IR-
laser treatment. Rct values decreased even further after surface
modification with gold via IR-laser irradiation (1.82 Ω). This
enhancement in Rct values is attributed to the gold nano-
structures’ higher electron transfer kinetics. These results are
consistent with the cyclic voltammetry’s characterizations, par-
ticularly the decrease in ΔEp values, confirming the proposed
approach’s successful preparation of the modified 3D-CB/PLA
electrode.

3.4. Electrooxidation of glucose at the modified 3D-CB/PLA
electrode

The catalytic activity of gold electrodes towards the oxidation
of glucose has been explored,33,34 and this approach has been
widely used to develop electrocatalytic platforms for non-enzy-
matic glucose detection.35–38 As this is a surface-limited
process, relying on the reaction of gold oxides with glucose,39

we compared our electrode, which has a high surface area (see
above), to a commercial gold disk electrode for the voltam-
metric response of glucose (Fig. 6A). In the absence of glucose,
the modified 3D-CB/PLA electrode displayed an oxidation peak
at +0.15 V vs. Ag/AgCl/KClsat (dashed red trace). This peak
corresponds to the formation of gold hydroxide and oxide
species.40 A reduction peak is observed at around +0.06 V on
the reverse scan, corresponding to the reduction of the gold
oxide species. After adding 10 mmol L−1 glucose (solid red
trace), a couple of anodic peaks were observed in the forward
scan. These peaks correspond to the oxidation of the gold
surface and possibly of glucose or some of its
intermediates.18,41 In the reverse scan, an oxidation peak at
+0.045 V is seen, corresponding to glucose oxidation by the
partially reduced gold oxide in the electrode surface formed in
the forward scan.18 Compared to the flat commercial gold disc
electrode (blue trace), the nanostructured gold electrode (red

Fig. 5 CV curves of 3D-CB/PLA (black trace), treated 3D-CB/PLA (blue trace), and modified 3D-CB/PLA (red trace) in (A) 0.5 mol L−1 H2SO4, 1.0 mol
L−1 KCl containing (B) 5.0 mmol L−1 [Ru(NH3)6]

3+, and (C) 5.0 mmol L−1 [Fe(CN)6]
3−/4−. (D) Reproducibility study of modified 3D-CB/PLA in 1.0 mol

L−1 KCl containing 5.0 mmol L−1 [Fe(CN)6]
3−/4− using 12 different electrodes; scan rate = 20 mV s−1. The curves correspond to the average of three

measurements (n = 3).

Table 2 Anodic peak current (Ipa), cathodic peak current (Ipc) and ΔEp obtained with different redox probes and electrodes. Data extracted from
Fig. 5B and C subtracted from capacitive currents (n = 3)

Electrode

[Ru(NH3)6]
3+ [Fe(CN)6]

3−/4−

Ipa (µA) Ipc (µA) ΔEp (mV) Ipa (µA) Ipc (µA) ΔEp (mV)

3D-CB/PLA (85.1 ± 2.5) (−117.1 ± 2.3) (104 ± 5.0) (60.5 ± 6.0) (−67.0 ± 6.2) 650 ± 101
Treated 3D-CB/PLA (126.2 ± 6.3) (−136.9 ± 6.0) (95 ± 2.6) (167.5 ± 3.3) (−175.9 ± 3.8) 104 ± 4.3
Modified 3D-CB/PLA (128.6 ± 6.2) (−139.3 ± 5.8) (95 ± 3.2) (241.4 ± 7.4) (−238.3 ± 7.4) 82 ± 1.0
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trace) shows a more pronounced glucose oxidation peak,
expected due to the larger surface area and the fact that this
mechanism of glucose oxidation is surface-limited.

The analytical performance of the proposed electrode was
demonstrated by constructing a calibration curve for glucose
using LSV. Peak current corresponding to glucose oxidation
increased linearly with the glucose concentration from
39.4 µmol L−1 to 15.2 mmol L−1 (Fig. 6B), according to the
equation: Ip(mA) = 0.098 (±0.002) CGlu (mmol L−1) + 0.043
(±0.014); R2 = 0.996. This linear range is suitable for numerous
glucose-sensing applications since glucose concentration in
biological samples and beverages is around 5.0 mmol L−1.42

Limit of detection (LOD) and limit of quantification (LOQ)
were 10.6 and 35.0 µmol L−1, respectively. These were calcu-
lated as LOD = 3σ/m and LOQ = 10σ/m, where m represents the
slope of the calibration plot and σ is the standard deviation
obtained from ten measurements of the blank signal. Table 3
compares the analytical performance of the modified 3D-CB/
PLA sensor with other electrochemical nanostructured gold
sensors for non-enzymatic glucose quantification. A compati-
ble linear range was obtained with the proposed electrode. The
proposed electrode also presented LOD values that were in line
with other studies, and most important, well within the
glucose concentration range in biological and food samples.42

It should be noted that the detection of glucose intermediated
by gold surfaces is dependent on the electrode surface area,
rather than geometric area as this is a surface-controlled
phenomena. Something which is favoured in our electrode
due to the large electrode size (6 mm disk) and the highly
porous surface left by the treatment and fabrication steps.

3.5. Selectivity study

The analytical response for glucose of the proposed electrode
was studied in the presence of coexisting species commonly
found with glucose in food samples. The tests were performed
by recording LSV measurements in the presence of 1 mmol
L−1 glucose and potential interfering species at ratios of 10 : 1
and 2 : 1. They include ascorbic acid, citric acid, nitrite and

sulphite, and the carbohydrates sucrose and maltose. Peak
current variations of more than 10% were considered interfer-
ing.52 No significant change was observed in the presence of

Fig. 6 (A) CV curves of a commercial gold disc electrode (blue trace) and modified 3D-CB/PLA (red trace) electrode recorded in 0.5 mol L−1 KOH in
the absence (dashed trace) and in the presence (solid trace) of 10 mmol L−1 glucose. Inset: highlight the CV curve of the flat gold electrode. (B) LSV
measurements for modified 3D-CB/PLA electrodes were recorded with different glucose concentrations in 0.5 mol L−1 KOH. Inset: peak current vs.
glucose concentrations. Scan rate = 50 mV s−1. The curves correspond to the average of three measurements (n = 3).

Table 3 Analytical performance of sensors based on gold nano-
structures previously reported for non-enzymatic glucose sensing

Electrode Detection
Linear range
(mmol L−1)

LOD
(µmol
L−1) Ref.

AuNPs-PAuWEs LSV 0.01–5.0 6.0 43
LSGE/AuNP LSV 0.01–10.0 6.3 40
AuNPHEPES AMP 0.2–110 100 44
GCE/TiO2NW/
PAPBA-AuTNC

DPV 0.5–11.0 9.3 45

Au-TiO2NTs CV 0.05–3.0 50 46
N-GR-CNTs/AuNPs AMP 0.002–19.6 0.5 47
AuNPs-MWCNTs-
CS

AMP 0.001–1.0 0.5 42

D-gel@AuNPs CV 0.1–30.0 67 48
AuNPs/Ni(OH)2NS AMP 0.002–6.0 0.66 49
3DG/PB-AuNPs/
PDA-AuNPs/MPBA

DPV 0.005–0.065 1.5 50

GCE-GNP/GNF CV 0.5–9.0 55 51
Modified 3D-CB/
PLA

LSV 0.039–15.2 10.6 This
work

AuNPs-PAuWEs: paper-based gold-sputtered working electrode
modified with gold nanoparticles; LSGE/AuNP: laser-scribed graphene
electrode modified with gold nanoparticles; AuNPHEPES: gold nano-
particles prepared with 2-[4-(2-hydroxyethyl)piperazin-1-yl]ethanesulfo-
nic acid; AMP: amperometry; GCE/TiO2NW/PAPBA–AuTNC: glassy
carbon electrode modified with a new ternary nanocomposite com-
prised of titanium dioxide nanowire, poly(3-aminophenyl boronic
acid) and gold nanoparticles; Au-TiO2NTs: titanium dioxide nanotubes
covered with gold layers; N-GR-CNTs/AuNPs: nitrogen-doped graphene-
carbon nanotubes attaching with gold nanoparticles; AuNPs-
MWCNTs-CS: chitosan cryogel with embedded gold nanoparticles
decorated multiwalled carbon nanotubes; AuNPs-TiO2/PANI: gold
nanoparticles and titanium dioxide modified polyaniline composite;
D-gel@AuNPs: gold nanoparticles embedded D-sorbitol hydrogel;
AuNPs/Ni(OH)2NS: gold nanoparticles/nickel hydroxide nanosheet;
3DG/PB-AuNPs/PDA-AuNPs/MPBA: 3D graphene/Prussian blue/gold
nanoparticles/polydopamine/mercaptobenzoboric acid; DPV: differen-
tial pulse voltammetry; GCE-GNP/GNF: glassy carbon electrode deco-
rated with gold nanoparticles incorporated graphene nanofibers.
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0.1 mmol L−1 (10 : 1 ratio) of all components (Fig. 7). When
the interferents were at a concentration of 0.5 mmol L−1, only
sulphite interfered in the measurements, decreasing the
current by 30%. This behaviour is likely due to the strong
affinity between gold and species containing sulphur,53,54 par-
tially blocking the electrode surface. The interference of sul-
phite can be dealt by pre-treating the sample, converting sul-
phite to SO2(g),

55 or oxidized to SO4
2−.56

3.6. Drink sample analysis

The practical applicability of the modified 3D-CB/PLA sensor
was next evaluated by analysing the glucose content in com-
mercial rehydration drinks, including solution and powder.
After solubilizing the powder in deionised water, all the
samples were diluted in supporting electrolyte to reach a con-
centration within the linear range based on the labelled

glucose concentration. The real glucose concentration was cal-
culated using the analytical curve (Fig. 6B). The reliability of
the sensor was evaluated by comparing the results obtained
with a commercial glucometer. Table 4 shows that the pro-
posed sensor provided results comparable to the conventional
glucometer, with measurement errors within 5% of each other
for all samples (relative error, Table 4). It is worth noting that
the measurements with the modified 3D-CB/PLA electrode
were more precise (lower RSD) than the glucometer
measurements.

4. Conclusion

A gold film was formed directly onto 3D-printed electrode sur-
faces using a photothermal treatment with IR-laser. The elec-
trodes were produced by combining two 3D printing tech-
niques, FDM and MSLA. After printing and assembly, the
devices were subjected to a pre-treatment by an IR-laser to par-
tially remove the insulating polymeric material from the elec-
trode surface. Afterwards, the 3D-printed electrodes were
modified with a gold nanostructured film induced by IR-laser.
SEM images and elemental mapping of the electrode surface
confirmed the electrode’s modification and its morphological
characteristics. The electrochemical performance improved
due to increased electron transfer rates afforded by the gold
structures anchored on the carbon surface. The electrode was
employed for the non-enzymatic glucose detection. The modi-
fied 3D-CB/PLA provided a linear range from 39 μmol L−1 to
15.2 mmol L−1, with an LOD of 10.6 μmol L−1. As proof of
concept, the electrodes were applied to determine glucose in

Fig. 7 Interference study performed by LSV with 1.0 mmol L−1 glucose (Glu) in the presence of 0.1 mmol L−1 (green bars) and 0.5 mmol L−1 (blue
bars) of ascorbic acid (AA), citric acid (CA), nitrite (NO2

−), sulphite (SO3
2−), sucrose (Suc) and maltose (Mal). The values correspond to the average of

three measurements (n = 3).

Table 4 Determination of glucose in commercial samples of rehydra-
tion solution and powder for preparing rehydration solutions (n = 5a)

Samples

Nominal
concentration
(g per 500mL)

Measured by
modified
CB/PLA (g
per 500 mL)

Measured by
glucometer (g
per 500 mL)

Relative
errord

(%)

S1
b 6.00 (5.52 ± 0.1) (5.78 ± 0.5) 4.5

S2
b 10.0 (11.41 ± 0.1) (11.14 ± 0.4) 2.4

S3
b 11.2 (9.82 ± 0.1) (10.31 ± 0.3) 4.7

S4
c 10.0 (10.10 ± 0.1) (9.85 ± 0.5) 2.5

S5
c 12.0 (11.73 ± 0.2) (11.32 ± 0.1) 3.6

a This result is an average of five determinations. bOral rehydration
solution. c Powder for oral rehydration solution. d Relative error
between the proposed method and commercial glucometer.
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commercial beverage samples, providing results comparable
with those obtained with the commercial glucometer.
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