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al flow immunosensor for the
assay of carcinoembryonic antigen in low-resource
settings†

Ioanna Tsogka, Electra Mermiga, Varvara Pagkali, Christos Kokkinos
and Anastasios Economou *

Carcinoembryonic antigen (CEA) is a glycoprotein widely used as a tumor marker. In this work,

a colorimetric lateral flow immunosensor is developed for rapid and low-cost quantification of CEA in

human blood serum. The immunosensor consists of a glass fiber sample/conjugation pad,

a nitrocellulose detection pad and a cellulose absorption pad. The detection is based on a sandwich

immunoreaction: the sample/conjugation pad is modified with gold nanoparticles (GNPs)-labeled anti-

CEA conjugate probes which bind to the CEA target molecules in the sample and the complexes are

captured at capture anti-CEA immobilized at the test line. The color intensity of the test line, measured

from a scanned image of the strip, is related to the CEA concentration in the sample. The different assay

parameters are studied in detail. The linearity holds from 1.25 to 640 ng mL−1 of CEA, the instrumental

and visual limits of detection are 0.45 and 0.63 ng mL−1, respectively, and the total assay time is 15 min.

The specificity of the immunoassay versus other cancer biomarkers is satisfactory. The recovery in

samples of human serum spiked with CEA is in the range of 81–118% and the coefficient of variation of

the method is #10%. Results obtained with the lateral flow immunosensor correlated well with

a reference radioimmunoassay method (R2 = 0.99). This immunosensor can be readily applied to CEA

monitoring at the point-of-care (POC) or in resource-limited settings thanks to its low-cost and simplicity.
1 Introduction

Despite the signicant advances made in the medical eld in
recent years, cancer remains one of the world's biggest and
most pressing health problems. According to the World Health
Organization (WHO), cancer is the second leading cause of
death aer cardiovascular diseases, accounting for nearly 10
million deaths every year globally (or nearly one in six deaths).1

20.3 million new cancer cases and 13.2 million deaths due to
cancer are predicted for the year 2030 (ref. 2) while by the end of
2023, a grand total of 1 261 990 cancer deaths are predicted in
the European Union alone.3 The monitoring of tumor
biomarkers has been used for a long time in cancer diagnostics
as a tool for early clinical detection, prognosis, checking of
recurrence and evaluating the response to therapy.4–6 Carci-
noembryonic antigen (CEA) is a glycoprotein involved in cell
adhesion and is a universally acknowledged cancer marker
(mainly for colorectal, breast, lung and pancreatic cancer).7–9

The conventional cut-off value for CEA is set to 5 ng mL−1.10,11

Since CEA exists in many types of normal epithelial cells, it is
d Kapodistrian University of Athens,
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tion (ESI) available. See DOI:

f Chemistry 2024
present, albeit at low levels (<5 ng mL−1), in the blood of healthy
adults. However, high blood serum levels of CEA (>15–20 ng
mL−1) are associated with a plethora of carcinomas. Thus, the
quantication of CEA enables early diagnosis, assessment and
monitoring the recurrence the disease.

Among the methods used for CEA detection and quanti-
cation in human serum, those based on liquid chromatography-
mass spectrometry provide low limits of detection and excep-
tional selectivity but require expensive and bulky instrumenta-
tion as well as laboratory facilities.12 In addition, a variety of
immunoassays have been developed for detecting CEA in
serum, such as radioimmunoassays (RIAs), enzyme-linked
immunosorbent assays (ELISA), uorescence immunoassays,
chemiluminescence immunoassays, electrochemical immuno-
assays and surface-enhanced Raman scattering
immunoassays.13–23 However, these assays normally require
multiple reagents and several washing steps that increase the
complexity of the analytical procedure and the time of the
analysis while many of them demand trained personnel, labo-
ratory facilities and complex instrumentation.

On the other hand, lateral ow immunoassays operate on
a simplied protocol in which the sample migrates along a strip
and the target antigen undergoes an immunoreaction at
a narrow test zone modied with a capture antibody, resulting
in an analytical signal.24–28 This operational principle has many
Anal. Methods, 2024, 16, 2921–2929 | 2921
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advantages in terms of the operational characteristics and the
analytical features of the assay. Lateral ow immunoassays do
not require washing steps or addition of reagents, as they rely
on unidirectional spontaneous ow of the sample and on
reagents immobilized on the strip. The strips are cost-effective
because only minute quantities of expensive biorecognition
agents are used while the dry reagents are less prone to deac-
tivation so that these devices have relatively long shelf life in
ambient conditions. The assay robustness is usually further
ensured by incorporating an internal quality control in the form
of a control line. The tight spatial connement of the bio-
recognition elements at the narrow test zone on the strip
induces a high degree of aggregation of the target species at the
test zone leading to high detection sensitivity. On the other
hand, adequate selectivity is ensured by judicious choice of
target-specic antibodies. The timescale of these tests is
determined by the time it takes for the sample to migrate to the
test zone and is usually of the order of only a few minutes. In
addition, even non-trained personnel, including the end users,
can perform the test as only addition of a drop of sample in
required. Finally, the transduction of analytical signal can be
performed either visually for qualitative evaluation or using
simple readers and low-cost commercial devices (scanners and
smartphones) for quantitative measurements. Therefore, lateral
ow immunoassays are particularly suitable for PoC in
resource-limited environments being portable, affordable,
robust, user-friendly, simple, sensitive, specic and rapid.

In this study, a colorimetric sandwich-type lateral ow
immunoassay is developed for the detection of CEA in human
serum. The sample/conjugation pad of the lateral ow strip is
modied with gold nanoparticles (GNPs)-labeled anti-CEA
conjugates which serve as probes and bind to the CEA target
molecules in the sample; the complex is then captured at
capture anti-CEA immobilized at the test line. In this work, the
focus is on simplifying the construction, reducing the fabrica-
tion and operational cost of the biosensor and making it suit-
able for resource-limited POC settings. GNPS are used as
functional signal reporters since their fabrication and their
properties are extensively studied and well known.29,30 The
construction of the strip is greatly simplied as a single sample/
conjugate pad is used. The amount of capture antibodies
immobilized at the test line is reduced without compromising
the sensitivity. Finally, the prerequisite for low-cost detection is
fullled, since only a commercial inexpensive office scanner is
required for quantication. The lateral ow immunoassay is
validated in terms of linearity, limit of detection, matrix effects,
reproducibility, accuracy and specicity.

2 Experimental
2.1 Materials and apparatus

All reagents used in this work are of analytical reagent grade.
Ultrapure water (>18.2 MU cm−1) is obtained using a Water
Direct-Q® 3 UV Milli-Q water purication system (Merck Milli-
pore, Burlington, MA, USA). Sucrose, polyethylene glycol (PEG)
20 000, polysorbate 20 (Tween 20), Triton X-114, poly-
vinylpyrrolidone (PVP), sodium hydroxide, boric acid, sodium
2922 | Anal. Methods, 2024, 16, 2921–2929
borate decahydrate (Na2B4O7$10H2O), potassium carbonate,
carcinoembryonic antigen (CEA) (from human colon adeno-
carcinoma cell line), human blood serum (sterile & ltered) and
hydrogen tetrachloroaurate(III)trihydrate (HAuCl4$3H2O,
$99.9%) are purchased from Sigma Aldrich (St. Louis, MO,
USA). Ficoll F-400 (Mr 400 000) is from Sigma and Ficoll F-70
(Mr 70 000) is from Santa Cruz Biotechnology (Dallas, TX).
Nitric acid 65%, potassium chloride, sodium chloride, potas-
sium dihydrogen phosphate, disodium hydrogen phosphate
and sodium citrate dihydrate (Na3C6H5O7$2H2O) are obtained
from Chem-Lab (Zedelgem, Belgium). Bovine serum albumin
(BSA) is from Thermo Scientic (Waltham, MA, USA), hydro-
chloric acid 30% is from Merck (Darmstadt, Germany) and
sodium dodecyl sulfate (SDS) is from Honeywell Fluka (Char-
lotte, NC, USA). Cancer antigen 125 (from human ascites uid
adenocarcinoma) and cancer antigen 19-9 (from Human
Metastatic Liver Carcinoma) are purchased from Medix Bio-
chemica (Espoo, Finland).

The antibodies utilized as biorecognition elements are the
monoclonal anti-h CEA 5909 SP-5 (as reporter antibody conju-
gated to GNPs), the anti-h CEA 5910 SPTN-5 (as capture anti-
body immobilized at the test line) and are purchased from
Medix Biochemica (Espoo, Finland). The polyclonal goat anti-
Mouse IgG (IgG AP124 Gt X Ms) serves as the capture anti-
body at the control line and is purchased from Merck (Darm-
stadt, Germany). The stock antibody solutions are diluted with
a 20 mM phosphate buffer saline (PBS) (pH 7.4) before
dispensing at the detection and control lines.

Standard CEA solutions are prepared in running buffer
(50 mM PBS, 0.5% (w/v) Tween-20, 1% (w/v) BSA, 5% (w/v)
sucrose, 0.6% (w/v) PEG), obtaining different analyte concen-
trations: 0.625, 1.25, 2.5, 5, 10, 20, 40, 80, 160, 320, 640 and 1280
ng mL−1.

Syringe lters with a pore diameter of 0.20 mm are provided
by Macherey-Nagel (Dueren, Germany). All the materials used
for the fabrication of the immunosensor pad are purchased
from Whatman Cytiva (Little Chalfont, Buckinghamshire, UK):
nitrocellulose membranes Immunopore FP (5 mm, 25 mm × 50
m, 140–200 s/4 cm) and Immunopore RP (8 mm, 25 mm × 50 m,
90–150 s/4 cm) as the detection pads, STANDARD 17 bound
glass ber (34.5 s/4 cm, 22 mm × 50 m) as the sample/
conjugate pad and chromatography paper 3 mm CHR (as the
absorbent pad).

A Shimadzu UV-1800 (Kyoto, Japan) spectrophotometer is
used to obtain the UV-vis absorption spectra of GNPs. The
stirrer and the centrifuge are fromWiteg (Wertheim, Germany).
A semi-automatic sample dispenser (Camag Linomat 5, Mut-
tenz, Switzerland) is used to spray the antibody solutions onto
the nitrocellulose membrane in the form of bands to form the
test and control lines. A HP Deskjet 2720 all-in-one printer-
scanner (Palo Alto, CA, USA) is utilized to capture the images
of the strips and Inkscape Version 1.2 is employed for image
analysis. For RIA, a RIA kit (hCEA [I-125] IRMA, Institute of
Isotopes Co Ltd, Budapest, Hungary) and a g-counter (Genesys
Gamma 1, Lablogic Systems Ltd, Sheffield, UK) are used in
accordance with the manufacturers' instructions.
This journal is © The Royal Society of Chemistry 2024
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Fig. 1 (a) Schematic illustration of the construction of the lateral flow
immunosensor developed for CEA detection showing the compo-
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2.2 Methods

2.2.1 Synthesis of GNPs. GNPs are fabricated following
a modication of the Turkevich method (Scheme S1, ESI†),
which is based on the reduction of chloroauric acid (HAuCl4) at
100 °C with sodium citrate.31 140 mL of a 0.25 mM HAuCl4
aqueous solution is prepared in a 250 mL Erlenmeyer ask. The
ask is placed on amagnetic hotplate stirrer and is covered with
a watch glass to avoid contamination and evaporation of the
solvent during the preparation. The solution is brought to
a rolling boil while vigorously stirred, then 14 mL of 38.8 mM
sodium citrate aqueous solution is rapidly added. Gradually,
the color of the solution changes from pale yellow to deep wine
red, suggesting the formation of the colloidal GNPs. The
suspension is boiled under stirring for an additional 10 min,
with the synthesis being complete when no further color change
is observed. Thereaer, the solution is cooled down to room
temperature with continuous stirring for another 15 min. The
obtained colloid is passed through a 0.20 mm syringe lter and
stored in dark bottles at 4 °C until further use. The synthesized
GNPs are characterized by UV-Vis spectroscopy which reveals an
absorption maximum at 520 nm (Fig. S1, ESI†) indicating an
average particle size of 14 nm;31 the average GNPs size did not
differ by more than ±8% in three batches of GNPs synthesized
in the course of this work. The solution can be stored for at least
two months without precipitation. All glassware utilized in
these preparations is thoroughly cleaned using freshly prepared
aqua regia, rinsed with copious amounts of ultrapure H2O and
air-dried prior to use.

2.2.2 Preparation of the GNPs-labelled anti-CEA conjugate
probes. For the preparation of GNPs-labelled anti-CEA conju-
gates, the reporter anti-h CEA 5909 SP-5 is conjugated to the
GNPs through conventional passive adsorption following the
method of Baryeh with slight modications (Scheme S2, ESI†).32

First, 6 mL of the GNPs solution is centrifuged at 12.400 rpm for
15 min. The supernatant is removed and the GNPs are resus-
pended in Milli-Q water whose pH has been previously adjusted
to 9 with 0.2 M K2CO3 solution, resulting in 1.2 mL of 5-fold
concentrated GNPs. 48 mg of anti-h CEA 5909 SP-5 antibody is
pipetted into the GNPs solution (i.e. 40 mg of antibody per mL of
GNP solution) and the mixture is initially vortexed and then
gently shaken at 220 rpm at room temperature for 2 hours. The
solution is then incubated at 4 °C overnight. To block the
residual sites of the GNPs, 10% (w/v) BSA solution in 20 mM PBS
(pH 7.4) is added dropwise to a nal concentration of 1% (w/v)
and the gentle shaking at 220 rpm is continued for 1 hour at
room temperature. Next, the GNPs-labelled anti-CEA conjugates
are washed three times with 20 mM PBS (pH 7.4) to ensure that
unbound antibodies are removed; the conjugates are separated
from the solution via centrifugation at 12.400 rpm for 15 min
and re-suspended in the same volume of 1% (w/v) BSA solution
in 20 mM PBS. Finally, the conjugates are re-suspended in
1.2 mL of resolvation buffer (20 mM PBS (pH 7.4) containing 5%
BSA (w/v), 10% sucrose (w/v) and 0.25% (w/v) Tween-20). The
GNPs-labelled anti-CEA conjugate probes are incubated in the
refrigerator at 4 °C for 3 weeks before use.
This journal is © The Royal Society of Chemistry 2024
2.2.3 Immobilization of reagents on the strip. The sample/
conjugate pad is modied by pipetting 5 mL of the GNPs-
labelled anti-CEA conjugates solution on the pad and le to
air-dry.

The test and control lines of the strip are formed as follows.
First, the capture anti-h CEA 5910 SPTN-5 and the IgG AP124 Gt
X Ms antibodies are diluted in 20 mM PBS (pH 7.4) to nal
concentrations of 0.125 mg mL−1 and 0.25 mg mL−1, respec-
tively. Then, the capture anti-h CEA 5910 SPTN-5 solution is
dispensed onto the nitrocellulose membrane using the semi-
automatic sample dispenser at a ow rate of 2.86 mL cm−1 to
form the test line. The IgG AP124 Gt X Ms antibodies solution is
dispensed in the same manner at a distance of 0.6 cm down-
stream of the test line to form the control line. Therefore, 0.125
mg of anti-h-CEA 5910 and 0.25 mg of the IgG AP124 Gt X Ms
antibody are used for each strip. The detection pad is subse-
quently dried on a hotplate at 37 °C for 1 h.

2.2.4 Assembly of the immunosensor strip. The immuno-
sensor strip consists of three functional components mounted
on a thin and exible polyester card for support: a glass ber
sample/conjugation pad; a nitrocellulose membrane which
serves as the detection pad, and; a cellulose absorption pad for
enhancing the capillary ow. The conjugate, detection and
absorbent pads, with a length of 2.2 cm, 2.5 cm and 2.5 cm
respectively, are laminated onto the plastic baking card using
a non-porous double sided sticky tape, with an overlap of
around 0.2 cm between them. This ensures the continuous and
uninterrupted ow of liquid along the immunosensor. The
strips are then cut 0.35 cm wide and stored in dry conditions at
4 °C for up to a week. A schematic of the strip with components,
dimensions and immobilized reagents is illustrated in Fig. 1a.
nents, dimensions and immobilized reagents. (b) The principle of the
sandwich-type immunoassay.

Anal. Methods, 2024, 16, 2921–2929 | 2923
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Fig. 2 Effect of different parameters on the performance of the lateral
flow immunosensor for CEA detection (a) the type of the nitrocellulose
membrane, (b) the amount of the anti-CEA per mL of the GNPs
solution for the preparation of the GNPs-labelled anti-CEA conjugate
probes, (c) the concentration of the capture anti-CEA solution
immobilized at the test line, (d) the dispense cycles of the capture anti-
CEA solution at the test line.
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2.2.5 Lateral ow immunoassay and data evaluation. The
principle of the lateral ow immunoassay for the detection of
CEA is schematically illustrated in Fig. 1b. If the sample
contains CEA (Fig. 1b, top), the target molecules bind with the
immobilized GNPs-labelled anti-CEA conjugates at the sample/
conjugate PAD and the complex is transported by solution ow
to the nitrocellulose detection membrane. The complex is
retained at the test line due to binding with the immobilized
anti-CEA and the test line becomes red-colored (positive
sample). If the sample placed at the sample/conjugate PAD does
not contain CEA (Fig. 1b, bottom), the immobilized GNPs-
labelled anti-CEA conjugates are transported by solution ow
to the nitrocellulose detection membrane but are not retained
at the test line which remains uncolored (negative sample). The
intensity of the color at the test line can be further related to the
CEA concentration in the sample for quantitative analysis. In
both positive and negative samples, the excess immobilized
GNPs-labelled anti-CEA conjugates are retained at the control
line by the polyclonal goat anti-mouse IgG and the control line
becomes red-colored, thus verifying that the test is valid.

The assay procedure consists of dispensing 50 mL of a stan-
dard CEA solution, sample or blank solution (running buffer)
onto the sample/conjugate pad and allowing the liquid to ow.
Aer 15 min, visual detection is performed for qualitative
analysis. For quantitative analysis, the strips are scanned and
the scanned images are imported into the open-access appli-
cation Inkscape (https://inkscape.org/). The uorescence lter
is applied to enhance the contrast between the nitrocellulose
background coloration and the test and control lines, thus
increasing the signal-to-noise ratio. The color intensities of
the test and control lines are determined with the Inkscape's
Fill and Stroke tool using the Green component of the RGB color
palette. To calculate the net signal due to CEA alone, the color
intensity of the test line of each sample was subtracted from the
color intensity of the test line of the blank sample.

3 Results and discussion
3.1 Selection of the experimental conditions

The overall performance of the lateral ow strips depends on
the simultaneous interaction of several factors. The type of the
nitrocellulose membrane, the formation of the control and test
lines, the amount of antibody immobilized, the composition of
the running buffer, the amount of reported antibody conjugated
to the GNPs and the volume of GNPs-labelled-anti CEA conju-
gates solution used per test, were studied.

3.1.1 Nitrocellulose membrane type. The rst line of opti-
mization is choosing the type of nitrocellulose membrane
which serves as the detection pad. Two membranes, Immuno-
pore FP (5 mm pore diameter, 140–200 s/4 cm capillary ow rate)
and Immunopore RP (8 mm pore diameter, 90–150 s/4 cm
capillary ow rate) are assessed. In these membranes, the
capillary ow rate determines the time available for the
immunoreactions to occur at the test and control lines. The
Immunopore RPmembrane produces a lower intensity than the
Immunopore FP at the test line and this is attributed to the
larger pores of the Immunopore RP membrane, which allow for
2924 | Anal. Methods, 2024, 16, 2921–2929
a faster ow rate and a reduced interaction time between CEA
and the immobilized biorecognition elements (Fig. 2a). There-
fore, the Immunopore FP nitrocellulose membrane is used for
the following experiments.

3.1.2 Antibody amount for the preparation the GNPs-
labelled anti-CEA conjugated probes. The next parameter
examined is the amount of reporter anti-CEA 5909 SP-5 conju-
gated with the GNPs. Different amounts of anti-CEA 5909 SP-5
(10, 20, 30, 40 and 50 mg) are added per mL of the 5-fold
concentrated GNP solution for producing the GNPs-anti-CEA
5909 probe conjugates and the results are illustrated in Fig.
2b. The lowest signal intensity at the test line is observed using
10 mg of the reporter anti-CEA 5909 SP-5, since the amount of
the antibody is not sufficient to achieve effective coverage of
surface of the GNPs, leading to a decreased chance for
a successful immunorecognition. As the amount of reporter
anti-CEA 5909 SP-5 increases, so does the color intensity at the
test line, with the more intense signal observed when 40 mg of
the anti-CEA 5909 is used. At 50 mg of the reporter anti-CEA 5909
SP-5, a decrease in the color intensity is observed and this is
likely the result of steric hindrance effects due to excessive
loading of antibody moieties on the surface of the GNPs.
Therefore, 40 mg of the reporter anti-CEA 5909 is chosen for the
preparation of conjugates in the following experiments.

3.1.3 Volume of the GNPs-labelled anti-CEA conjugated
probes applied at the sample/conjugate pad. The volume of the
GNPs-anti CEA 5909 conjugate probes solution placed at the
sample/conjugate pad is studied in the range 4–10 mL. 4 mL of
the probes solution produces the weakest color intensity at the
test line. At higher volumes (8 and 10 mL), the immunosensor
produces a false positive result. The best results are observed at
5 and 6 mL with a satisfactory CEA signal at the test line
combined with the absence of false positives. Finally, 5 mL is
selected in the following experiments.

3.1.4 Effect of the concentration of the immobilized
capture anti-CEA. The next parameters studied are the amount
of the capture anti-CEA 5910 SPTN-5 es immobilized at the test
This journal is © The Royal Society of Chemistry 2024
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line. Two factors determined this amount: the concentration of
the antibody solution used and the solution dispense times.
Concentrations of 0.0625, 0.0938, 0.125, 0.25 and 0.5 mg mL−1

of anti-CEA 5910 SPTN-5 are tested (Fig. 2c). For lower
concentrations of capture anti-CEA (0.0625 and 0.0938 mg
mL−1), there is not sufficient amount of capture antibodies at
the test line, leading to a weaker signal. The strongest signal is
observed for 0.125 mg mL−1 while 0.25 and 0.5 mg mL−1 lead to
gradually weaker signal which is attributed to antibody over-
crowding at the test line which either causes steric interfer-
ences or induces conformational changes of the immobilized
antibodies. Then, the number of the dispense times of the
0.125 mg mL−1 anti-CEA 5910 Ab solution at the test line is
assessed. The solution is dispensed 1×, 2× and 3× times at the
test line of the nitrocellulose membrane allowing the lines to
dry between each application. The most intense color is
observed at 1× dispense times while multiple dispenses (2×, 3×
times) result in signal reduction, probably due to spreading of
the test line (Fig. 2d). Therefore, 1× dispense cycle and 0.125mg
mL−1 of the capture anti-CEA 5910 is selected.

3.1.5 Running buffer. The effect of the composition of the
running buffer used to assist the ow along the immunosensor
is studied next. The buffer is assessed with regard to the type of
pH-adjusting salt used, the type of additional solutes added, as
well as their concentrations. Initially, 50 mM (pH 7.4) PBS and
sodium borate buffer solutions are compared. All solutions
contain 5% (w/v) sucrose, 0.06% (w/v) Tween and 1% (w/v) BSA.
PBS gives slightly better results, due to its slower ow rate which
increased the time for the immunoreactions to occur and
possibly because of its ability to enhance antibody stability via
hydrogen bonding. Hence, PBS is chosen for the experiments
that followed.

Next, different concentrations of sucrose (1%, 3%, 5% (w/v))
are examined. In addition to sucrose, the running buffer also
contains 1% (w/v) BSA and 0.06% (w/v) Tween-20 in 50 mM PBS
(pH 7.4). As previously reported, the addition of carbohydrates
such as sucrose, lactose or trehalose, facilitates the release of
the GNPs-labelled antibody conjugates from the conjugate
pad.33 This is conrmed in our experiments, since the
Fig. 3 The effect of the running buffer composition on the perfor-
mance of the lateral flow immunosensor for CEA detection (a) content
of sucrose, (b) content of Tween 20, (c) content of BSA, (d) content of
PEG.

This journal is © The Royal Society of Chemistry 2024
immunosensor performs best with 5% (w/v) sucrose added,
exhibiting higher color intensity at the test line (Fig. 3a). Higher
concentrations of sucrose are not tested because they increase
the viscosity and affect the ow of the running buffer.

At the same time, the concentration of polysorbate 20
(Tween-20) is evaluated. The role of Tween-20 in LFIAs is triple;
it facilitates the re-solubilization of the GNPs–antibodies
conjugate probes, it limits nonspecic interactions and it
reduces the adsorption of the target analyte to the nitrocellulose
membrane.33 Solutions containing 0.1%, 0.25%, 0.5%, 0.75%
and 1% (w/v) of Tween-20, along with 1% BSA and 5% sucrose in
PBS 50 mM (pH 7.4) are compared and the best response is
achieved using the 0.5% (w/v) Tween solution (Fig. 3b).

The next buffer component to be studied is BSA. BSA is oen
used in immunoassays to address non-specic binding and
protein stability issues.34 Solutions containing 0.2%, 0.5%, 1%,
2% and 5% (w/v) BSA along with 5% sucrose and 0.5% Tween in
PBS 50 mM (pH 7.4) are compared. 1% (w/v) of BSA appears to
provide the best signal for CEA (Fig. 3c); in contrast, higher BSA
concentrations (2% and 5% (w/v)) result in false positive results.
Therefore, the running buffer selected for further optimization
contains 1% (w/v) BSA, 5% (w/v) sucrose and 0.5% (w/v) Tween
in 50 mM PBS (pH 7.4).

The next component to be assessed is polyethylene glycol
(PEG) 20 000. Macromolecular crowding agents such as PEG
20000 create a conning environment which enhances the
efficiency of a successful immunoreaction between the target
analyte and the biorecognition components. The agents can
also increase the viscosity of the running buffer, decreasing the
capillary ow rate and thus leading to improved sensitivity.35

Solutions containing 0%, 0.6%, 1% and 5% (w/v) PEG along
with 1% BSA, 5% (w/v) sucrose and 0.5% (w/v) Tween in PBS
50 mM (pH 7.4) are compared. The 0.6% (w/v) PEG concentra-
tion gives the highest signal at the test line and is thus chosen
for the next experiments (Fig. 3d).

The effect of ve more substances on the performance of the
immunosensor's is evaluated. Different concentrations of
Triton X-114, polyvinylpyrrolidone (PVP), sodium dodecyl
sulfate (SDS), Ficoll-70 and Ficoll-400 are added to the buffer
solution and the obtained results proved to be similar or worse
than the aforementioned running buffer alone. Therefore, the
buffer selected for further experiments contains 0.6% (w/v) PEG,
1% (w/v) BSA, 5% (w/v) sucrose and 0.5% (w/v) Tween-20 in
50 mM PBS (pH 7.4).
3.2 Metrological features of the immunosensor

3.2.1 Calibration of the immunosensor-limits of detection
and quantication. CEA standard solutions with concentrations
ranging from 0 to 1280 ng mL−1 (0, 1.25, 2.5, 5, 10, 20, 40, 80,
160, 320, 640, 1280 ng mL−1) are prepared in the running buffer
and are applied to the immunosensor under the selected
conditions. Fig. 4a illustrates photos of the strips taken aer the
assays at different CEA concentrations. In the absence of CEA
(blank sample), no color is observed in the test line indicating
minimal non-specic interactions. On the other hand, the color
intensity of the test line gradually increases with increasing
Anal. Methods, 2024, 16, 2921–2929 | 2925
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Fig. 5 Selectivity of the immunosensor. Blank and running buffer
spiked with CEA, CA 125 and CA 19-9.

Fig. 4 (a) Photographs of the lateral flow strips after assays of different
CEA concentrations (0–1280 ng mL−1), (b) calibration graph for CEA
determination (color intensity of the test line vs. CEA concentration),
insert is the logarithmic calibration curve in the concentration range
1.25–640 ng mL−1 CEA. Each data point corresponds to the average
color intensity of the test line from six replicate tests.
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concentration of CEA. The calibration plot (net color intensity of
the test line vs. the CEA concentration) is illustrated in Fig. 4b.
The logarithmic calibration plot (logarithm of the net color
intensity of the test line vs. the logarithm of the CEA concen-
tration) exhibits a linear correlation over a wide concentration
range (1.25 to 640 ng mL−1) (inset in Fig. 5b). The instrumental
limit of detection (LOD) is calculated as 0.45 ng mL−1 using the
IUPAC denition (LOD = 3 SDb/b, where SDb is the standard
deviation of the blank sample and b is the slope of the linear
calibration curve using the low concentrations of the CEA
standard solutions (1.25, 2.5, 5, 10 and 20 ng mL−1)). This value
is consistent with the ng mL−1 level predicted as approximate
instrumental LOD for conventional GNPs-based lateral ow
tests using typical assay conditions.36 The instrumental limit of
Table 1 The recovery and reproducibility for a serum sample spiked wit

Level
Spiking in the spiked
sample (ng mL−1)

Conce
(ng mL

1 2.5 2.36
2 10 10.05
3 40 44.74
4 160 166.99

2926 | Anal. Methods, 2024, 16, 2921–2929
quantication (LOQ) was set as the concentration of the more
dilute standard in the calibration plot, i.e. 1.25 ng mL−1

(Fig. 4a). The visual LOD, dened as the CEA concentration that
can be detected by the naked eye, is 0.63 ng mL−1. Given that
the threshold limit of CEA in clinical diagnosis is 5 ngmL−1, the
proposed is able to detect and quantify CEA in blood serum
samples.

3.2.2 Assay specicity. To investigate the specicity of the
developed immunosensor, two cancer specic markers which
can coexist with CEA in patients' blood serum, are selected as
potential interfering antigens. Running buffer is spiked with 80
ng mL−1 of CEA, 100 ng mL−1 of ovarian cancer-related tumor
marker CA 125 and 100 ng mL−1 of carbohydrate antigen 19-9
(CA 19-9), respectively (Fig. 5). The absence of color in the test
line in the presence of the CA125 or CA 19-9 antigens indicates
no cross-reactivity and excellent specicity of the
immunosensor.

3.2.3 Reproducibility-accuracy-matrix effects. Validation of
the lateral ow immunosensor for clinical screening of CEA
levels in serum samples involves study of the matrix effects,
reproducibility and accuracy. For this purpose, a commercial
human serum sample is used as the matrix. The sample is
analyzed by RIA and the CEA concentration is found to be 1.8 ng
mL−1; all the quantitative measurements are corrected for the
endogeneous CEA concentration. The blood serum sample is
diluted 1 : 1 with a solution containing 1.2% (w/v) PEG, 2% (w/v)
BSA, 10% (w/v) sucrose and 1% (w/v) Tween-20 in 100 mM PBS
(pH 7.4), aliquots of the diluted solution are spiked with CEA to
nal concentrations of 2.5, 10, 40 kai 160 ng mL−1 and the
samples are analyzed in triplicate using the lateral ow immu-
nosensor; scanned images of the assays are illustrated in Fig. S2
(ESI†).

To evaluate the matrix effect, the logarithmic calibration plot
in the spiked sample is plotted and compared to the respective
calibration plot using standards in running buffer (Fig. S3,
ESI†). Statistical t tests demonstrate that the slopes and inter-
cepts of the two calibration plots do not show statistically
signicant differences at the 95% condence level; this suggests
that the matrix effects are statistically insignicant and that the
calibration plot using standards in running buffer can be used
for the quantication of CEA in serum samples.

The recovery is calculated from the formula R% = Cc/CSp

(where Cc is the CEA concentration calculated from the cali-
bration curve in running buffer and Csp is the concentration in
the spiked sample). The results are summarized in Table 1
indicating recoveries between 87% and 115%. The reproduc-
ibility is expressed as the % relative standard deviation (% RSD)
h CEA using the lateral flow immunosensor

ntration detected
−1)

Recovery
(%)

RSD
(%)

� 0.18 87–102 7.63
� 1.01 90–111 10.05
� 2.65 105–118 5.92
� 16.66 94–115 9.98

This journal is © The Royal Society of Chemistry 2024
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Fig. 6 Correlation between the present lateral flow immunoassay and
RIA for CEA determination in spiked serum at 5 concentration levels.
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of the triplicate measurements at each concentration level
(Fig. S2, ESI†). As shown in Table 1, the % RSD values are
between 7 and 11%.

Finally, the lateral ow immunoassay is compared with
a radioimmunoassay (RIA) method which serves as a reference
method. Human blood serum sample is diluted 1 : 1 with
a solution containing 1.2% (w/v) PEG, 2% (w/v) BSA, 10% (w/v)
sucrose and 1% (w/v) Tween in 100mM PBS (pH 7.4), aliquots of
the solution are spiked with CEA to nal concentrations of 3, 15,
36, 72 kai 120 ng mL−1 and the samples are analyzed in tripli-
cate using the lateral ow immunosensor and RIA. As illus-
trated in Fig. 6, the two methods correlate well (R2 = 0.991).
3.3 Comparison with existing immunosensors for CEA

Table S1 (ESI†) summarizes some characteristics of different
lateral ow immunoassays for CEA reported in the
literature.37–46 The present lateral ow immunosensor is
economical as it requires low amounts of immobilized anti-
bodies, up to 6 times less compared to most of the existing
methods (Table S1, ESI†). In two reports using a smaller amount
of antibody at the test line, signal amplication techniques and
a more complex protocol are used.37,38

The detection limit for CEA of the present immunosensor is
0.45 ng mL−1. Some of the methods in Table S1 (ESI†) report
lower LODs;40,42 however, these methods use either uorescence
detection or reporter probes consisting of quantum dots (QDs),
magnetic nanoparticles or combination of nanoparticles.
However, uorescence detectors require more complex instru-
mentation (namely an excitation source) and are more expen-
sive while QDS and magnetic nanoparticles are more expensive
to purchase and more difficult to synthesize and functionalize
than GNPs. Therefore, these methods are more expensive and
complex and do not lend themselves to applications in low-
resource environments. On the other hand, considering that
the cut-off value for CEA is 5 ng mL−1,47,48 methods with LODs<
1 ng mL−1 are actually suitable for CEA detection within the
clinically accepted range. Most oen, the methods with
extremely low detection limits have limited narrow linear
dynamic range at higher concentrations necessitating dilution
of some samples.40,42 In contrast, the present immunosensor
This journal is © The Royal Society of Chemistry 2024
exhibits a wide linear dynamic range (1.25–640 ngmL−1), 2 to 12
times wider than most literature reports (Table S1, ESI†).

Some previous applications are based on capturing images
of the strips with smartphones;38 however, this approach has
some serious limitations as many unpredictable factors can
contribute to the nal coloration of the captured image.49 On
the other hand, optical readers commercially available39,41,42,46 or
made in-house37,40,44 have been used for signal transduction but
these are not suitable for low-resource settings as the former are
expensive while the latter require laborious fabrication steps. In
this work, we utilize a commercial-all-in one office printer-
scanner, a low-cost device (<50 V) widely available in office
and home settings which provides stable lighting conditions
leading to reproducible results.

Another advantage of the present immunosensor is that it
shows similar response to the running buffer and human serum
samples so that calibration using standards prepared in the
running buffer is sufficient for quantication purposes. Finally,
the fabrication of the present strip is simpler as it makes use of
only three pads as opposed to existing lateral ow assays that
make use of four or more pads in the strip.

To assess whether the developed immunosensor is
economically sustainable, the cost of the reagents per strip is
calculated. The components that mainly determine the total
cost of the device are the antibodies, the nitrocellulose
membrane and the bound glass ber pad. The total cost of
materials at retail prices required to prepare one immuno-
sensor for CEA detection amounts to ∼0.19 V (Fig. S4, ESI†).
4 Conclusions

In this study, a lateral ow assay is developed for the detection
of CEA in human serum. The lateral ow strip is low-cost (<0.20
V/per device), its fabrication is simplied compared to
conventional strips, it makes use of low amounts of expensive
reagents and a single drop of sample and offers a limit of
detection of 0.45 ng mL−1 (which is well below the 5 ng mL−1

cut-off value for CEA) using only a low-cost office scanner. The
assay is selective for CEA, is free from serum matrix effects, is
accurate and reproducible. Therefore, the operational, fabrica-
tion and analytical features suggest that the lateral ow
immunosensor is t-for purpose for the detection and quanti-
tation of CEA at the PoC or in low-resource environments.
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