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ElectrochemCap: an integrated detection for
loop-mediated isothermal amplification reactions†

P. Rioboó-Legaspi, E. Costa-Rama * and M. T. Fernández-Abedul *

Loop-mediated isothermal amplification (LAMP) of genetic materials has emerged as a powerful molecular

biology technique with great potential to be a standard point-of-care (POC) technique. This method has

found several applications, but it still presents challenges for its direct on-site application, particularly in

terms of integrated reaction and detection systems and the risk of carryover contamination. In this work,

we propose an innovative solution – an electrochemical microcentrifuge tube cap (ElectrochemCap) based

on a screen-printed electrode, a 3D printed adapter and an adhesive layer – which integrates the

amplification reaction and its subsequent electrochemical detection in a single device. The design,

fabrication, and electrochemical characterization of the ElectrochemCap are reported here, demonstrating

its suitability for LAMP detection. Rapidly emerging technologies, such as 3D printing or xurography, are

the basis of a prototype that has been validated for the detection of SARS-CoV-2 using reverse

transcription LAMP (RT-LAMP), achieving results comparable to those obtained by gold-standard RT-qPCR.

Moreover, we have explored the versatility of the ElectrochemCap presenting several additional designs

(for containers with different volumes, shapes and materials, as well as multiplexed approaches), expanding

its potential applications. Overall, the ElectrochemCap represents an affordable, versatile, and marketable

innovation for integrated quantitative electrochemical detection, with enormous possibilities in

bioelectroanalytical procedures and portable laboratory setups.

Introduction

Loop-mediated isothermal amplification or LAMP has
become a key molecular biology technique in the recent
years. This technique, first described in 2000,1 is performed

at ca. 65 °C and relies on the use of 4 or 6 primers and a
polymerase with strand-displacement activity for the
formation of loop-shaped secondary structures, resulting in
dumbbell-like amplicons. This produces a highly efficient
amplification, leading to fast results even with a low copy
number of the template,2 all of this without requiring
temperature cycling.

LAMP reactions have been widely used in the field of
diagnostics, e.g., infectious diseases (viral, fungal, or bacterial),
study of gene expression, mutation detection or transcript
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analysis, among others.3 Other fields where this technique has
become a keystone are food quality control, for detection of
pathogens4 and toxins,5 and others such as animal health,6

forensics7 or biosecurity.8 Regarding detection, optical
techniques, with mainly colorimetric (visual)9 or fluorimetric10

readout, have been widely used. However, when naked-eye
detection is employed, the sensitivity and limit of detection
cannot be compared to those obtained by using instrumental
methodologies. The use of equipment for reliable quantitative
optical measurements is still hard to implement for rapid and
low-cost approaches.11 Electrochemical techniques provide
cheap and simple detection setups, providing sensitive and
robust quantitative information.12

This isothermal amplification with electrochemical
detection (LAMP-ED), however, still presents a few limitations
for its direct application to on-site diagnosis. The first one is
the need of an integrated device, so that the amplification
reaction and the electrochemical detection can be easily
performed in a single step. The second one is the presence of
carryover contamination. LAMP reactions produce a very high
number of amplicons, and thus the manipulation of the
products of the reaction can easily contaminate materials
and reagents employed in further amplifications, reading all
the reactions as positive, independent of their initial copy
number.13

Both problems can be easily solved by integrating both
steps, reaction and detection, into a single all-in-one device.
Thus, once the sample and the initial reaction mix are added
to the reaction container, no further manipulation is
required. So far, most of the electrochemical LAMP-based
approaches perform the reaction in a microcentrifuge tube.
Later, the content is transferred to a screen-printed
electrochemical (SPE) cell where the electrochemical
measurement is performed.14–17 Some integrated devices
have been proposed in the literature, in many cases relying
on microfluidics to create a reaction chamber where LAMP
can take place.18,19 However, these examples, albeit
interesting, are either complex and expensive in their
manufacturing or have not achieved a full degree of
integration. Other interesting approaches combining both
steps still rely on centralized equipment20 or are based on
custom-made electrochemical cells.21

An easy, affordable solution is the development of an
integrated device where the cap of a microcentrifuge tube
would act as the electrochemical cell of the device. In this
sense, the reaction would take place far from the electrode,
in an airtight environment. Once completed, the reaction
solution would contact the electrode surface by simply
flipping the device. This kind of device would offer: i) the
integration of reaction and detection, with no transfer steps
needed; ii) an airtight reaction chamber, with little to no
volume loss; iii) the prevention of LAMP carryover
contamination, as no manipulation of the products is
required, and, iv) the availability of a simple tool that,
combined with portable potentiostats,22 can be easily used at
the point-of-care.

So far, research on cap-based integrated electrochemical
devices is still under development, with only a few examples
reported. Initial approaches of cap-based devices integrated
SPEs on caps of larger containers, such as screwcap glass vials,
for direct determination of heavy metals in water.23 Further
approaches have been tuned towards other current laboratory
materials, such as microcentrifuge tubes, where simpler and
cheaper electrochemical cells were included. The use of already
mass-produced elements, such as metallic pins,24 as electrodes
was proposed for the determination of stroke biomarkers.25

Regarding LAMP procedures, few approaches have been
described. A LAMP-based electrochemical sensor for genetically
modified organisms (GMOs) was based on a device where the
reaction tube was connected to a SPE via a detection cap.26

Here, the amplification product was mixed with the redox probe
Hoechst 33258 after breaking a valve and inverting the tube.
This would prevent the inhibition of the LAMP reaction by the
redox probe. More recently, an E-Tube, where the cap acted as
both a system for DNA extraction from the sample, with a
purification membrane incorporated, and a pH electrode to
measure the pH drop caused by the LAMP reaction, was
developed.27

However, these approaches are complex either in
fabrication or handling, or are made for a very specific goal,
thus hampering its widespread use. To fill this gap, we
propose a very simple, intuitive, and innovative approach
based on the incorporation of a flat and flexible commercial
SPE into a homemade 3D-printed microcentrifuge tube cap,
creating a device suitable for LAMP detection, but also for
several other (bio)electroanalytical applications. The device
is fabricated using 3D printing and xurography, techniques
that have arisen as powerful tools for simple, fast and
scalable fabrication of different electroanalytical devices.28

3D printing, in particular, fused deposition modelling, has
been widely used for the fabrication of electrochemical
biosensors. The popularity of this technique relies on rather
inexpensive equipment, very little to no post-processing
steps and a wide variety of commercially available
filaments, such as flexible, soluble or conductive
filaments.29

This electrochemical SPE-based microcentrifuge tube cap
(ElectrochemCap) could be very appropriate for real
implementation of low-cost diagnostics. This device has
been electrochemically characterized both for general
purposes and for direct LAMP applications, with outstanding
results.

Materials and methods
Reagents

Potassium ferrocyanide, PBS tablets, methylene blue, Trizma
base, EDTA, boric acid, phosphoric acid and acetic acid were
purchased from Sigma-Aldrich. All chemicals employed were
of analytical reagent grade. Water was purified using a
Direct-Q® 3 UV Milli-Q system (Merck).
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RT-LAMP assay

The RT-LAMP methodology used was based on a previous
work,30 adapting the procedure to a final volume of 50 μL.
The method and primers used can be found in the ESI†
(procedure 1 and Table S1). All reactions were performed in
0.2 mL low-retention microcentrifuge tubes provided with the
ElectrochemCap for further quantitative detection.

Design and fabrication of the ElectrochemCap

The ElectrochemCap is composed of a 3D-printed thermoplastic
polyurethane (TPU) casing adhered to a commercial screen-
printed electrochemical cell (SPE) using a pressure-sensitive
adhesive (PSA, Adhesives Research®). The 3D casing was
printed with clear TPU (Geeetech) using a Creator 3 Pro 3D
printer (FlashForge). The 3D-printed casing was designed with
Autodesk Tinkercad and sliced with the software Flash Print 5
(FlashForge). The adapter was printed with a layer height of
0.18 mm, a 15% hexagon infill, a printing speed of 60 mm s−1

(no retraction), and extruder and bed temperatures of 230 and
55 °C, respectively. The PSA layer was fabricated by xurography31

using Silhouette Studio software for designing the PSA layers
and cut with a cutter plotter (Silhouette Portrait 2, Silhouette
America). The containers used for the device were 0.2 mL low-
retention, nuclease-free PCR grade microcentrifuge tubes (PCR-
02-L-C, AxygenTM), 1.5 mL microcentrifuge tubes (PCRD-015-
500, astiKs), flat-bottomed 1.5 mL polymeric tubes (astiKs) and
2 mL screwcap glass vials (SVP2-A02-100, Metria).

Electrochemical detection (ED)

Electrochemical measurements of the amplifications were
performed connecting the ElectrochemCap to a μAUTOLAB
TYPE III potentiostat (Metrohm), which was controlled with
NOVA Software 2.1.5 (Metrohm), through a box connector
(ED-SPE-BOX, MicruX Technologies). The SPEs used (S1PE,
MicruX Technologies) were three-electrode screen-printed
cards (27.5 × 10.1 × 0.35 mm, 350 μm thick PET white
substrate) consisting of a 3 mm diameter circle-shaped (with
an area of 7.1 mm2) working electrode (WE) and a hook-
shaped counter electrode (CE), both made of carbon ink, and
a reference electrode (RE) made of silver ink. A design for
cells containing two carbon working electrodes (D2PE,
MicruX Technologies) was also proposed. In this case, the
card consisted of two parallel carbon slots (1.0 × 2.5 mm, i.e.,
an area of 2.3 mm2) acting as working electrodes, and a
hook-shaped carbon counter electrode that surrounds both
the 2 WEs and the reference electrode, a silver-ink slot
perpendicular to both WEs. To perform the electrochemical
measurements, the microcentrifuge tube closed with the
corresponding ElectrochemCap was inverted, depositing the
whole volume of the reaction over the electrodes of the SPE
cell. Measurements were performed at room temperature and
one electrochemical card, i.e., one ElectrochemCap, was used
for each measurement.

Sample collection

Nasopharyngeal (NP) samples were collected using flocked
nylon swabs (SW01E, Biocomma Ltd.) at the Central University
Hospital of Asturias (HUCA). NP swabs were deposited into
tubes containing 500 μL of 10 mM Tris-EDTA buffer (TE, pH
8.0). The samples were inactivated by heat (95 °C for 5 min)
prior to their transportation outside hospital facilities.32 This
study was carried out in accordance with the recommendations
of the Ethical Committee on Regional Clinical Research of the
Principality of Asturias (ref. 2024.016).

Statistics

Results in this study are represented as mean value ±
standard deviation (SD). Relative standard deviations (RSDs)
are calculated as the ratio between the SD value and its
corresponding mean, in percentage.

Results and discussion
Design and electrochemical characterization of the device

To create an integrated device where a screen-printed electrode-
based card could serve as both the cap of the microcentrifuge
tube and the electrochemical cell for the detection of a LAMP
reaction, a flexible plastic piece is needed as an interface. Thus,
the tube containing the master mix and the card would snap in
place creating an airtight sealing. When required, the tube
would be inverted and then the electrochemical cell could be
used for detection since the contents of the tube can flow down
to the screen-printed card without leaking. Therefore, an all-in-
one platform is obtained, where reaction and detection can
occur sequentially.

In general, the ElectrochemCap consisted of a simple,
flexible TPU piece with a cavity attached to the SPE
electrochemical cell via a PSA layer (Fig. 1A, left). In the initial
prototype (model 1 in Fig. 1A, right), a cylindrical cavity was
designed (volume of ∼150 μL). To evaluate the electrochemical
behaviour, 50 μL of 5 mM potassium ferrocyanide solution in
PBS was deposited on the tube, fitting the ElectrochemCap. If a
reaction occurs, the position of the tube is kept upwards until
detection. In this case, as there is no reaction, the device was
turned upside down, as shown in the schematics in
Fig. 1B (left), for electrochemical measurement. In the cyclic
voltammogram recorded (Fig. 1B, right), the oxidation of
ferrocyanide and the corresponding reduction of ferricyanide
were observed. However, this was an irreversible process with
an unusually high oxidation potential as well as a very
diminished reduction current. When performing these
measurements, it was observed that the tube was in contact
with the reference and counter electrodes.

To overcome this limitation, a second prototype (model 2
in Fig. 1A, right) was designed. This model, aside from the
initial cylindrical cavity, presented a lower conical feature to
create an overhang that would prevent the tube from
touching the SPE. In this case, there would be a conical
chamber between the SPE and the edge of the tube. When
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Fig. 1 Design and characterization of the ElectrochemCap. A) Specifications of the two models designed. Left: General overview of the
ElectrochemCap. Right: Dimensions and layout of the fabricated pieces, models 1 and 2. B) Left: Schematics of the procedure for a general
electrochemical determination using the ElectrochemCap. Right: CVs recorded with model 1 and model 2 in 50 μL of 5 mM K4[Fe (CN)6] in PBS
(pH 7.2). C) Pictures of the ElectrochemCap showing only the cap itself (left) and the flipped full device including the microcentrifuge tube
(center), connected to a portable potentiostat (right). D) CVs recorded using different volumes of 5 mM K4[Fe(CN)6] in PBS (pH 7.2). E) Schematic
representation (left) and pictures depositing in the cap 25 and 50 μL of 0.01% methylene blue solution in water (right). F) Successive CVs (n = 5) of
50 μL of 5 mM K4[Fe(CN)6] in PBS (pH 7.2) recorded with the ElectrochemCap. The scan rate for recording CVs was 0.1 V s−1.
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inverting the tube, this conical part would be filled up
with the solution, covering all the three SPEs. The
electrochemical behaviour obtained for this model is
shown in Fig. 1B (right), more convenient than this
observed for model 1. Thus, this model, now named
ElectrochemCap (Fig. 1C) was the one chosen to carry out
this work.

The possible influence of the volume added to the tube on
the electrochemical behaviour was evaluated. This is a crucial
parameter, as this tube was initially designed for LAMP
reactions, where the volume usually spans from 25 to 50 μL.
As it can be observed in Fig. 1D, the performance of the
ElectrochemCap heavily depends on the measurement
volumes, where 200 and 100 μL of 5 mM potassium
ferrocyanide solution present a quasi-reversible process (ΔEp
= 215 mV with Ipa/Ipc = 1.04 for 200 μL). The oxidation
current for 50 μL approaches those for 100 and 200 μL
although the electron transfer is not as fast, as demonstrated
by the difference in peak potentials and the ratio between
anodic and cathodic peak currents. When 25 μL is deposited,
a CV with a lower anodic current intensity is shown. This
volume seems not to be enough for the full coverage of the
electrodes of the SPE, as it tends to form a meniscus-like
shape with the TPU piece (Fig. 1E). This is not so notorious
in the case of 50 μL, where the volume of the truncated cone
(∼50 μL) could be filled with the sample solution and the
weight of the solution is higher, pushing the solution to the
electrode surface. Although 100 and 200 μL show a more
appropriate electrochemical behaviour, 50 μL was used for
the rest of the studies as required for the LAMP reactions, as
a compromise between electrochemical performance and
scale-up associated costs.

When evaluating the precision based on the volume used,
it can be clearly noted that 25 μL presents relative standard
deviations (RSDs) of 7% for Epa and 55% for Ipa (Fig. S1A†),
while 50 μL presents the best combined results, with RSDs as
low as 3% for both Epa and Ipa (n = 5, Fig. 1F). The excellent
precision in the potential for 50 μL is very important, since
the analytical signal employed for the quantitative analysis of
LAMP reactions is a peak potential. Signals corresponding to
volumes of 100 and 200 μL also present adequate precision
(RSDs ≤ 4%, n = 5, Fig. S1B and C†).

The integration of both steps in the same, now
multifunctional, container has several advantages over off-
line approaches: i) it largely simplifies the procedure, shifting
from liquid transfer steps that would need additional
materials (e.g., micropipettes, tips…) to easier operations.
This is important not only for reducing the time and the cost
of consumables but also to increase the precision of the
methodology by avoiding human operation. ii) Apart from
this, by using the same container, biological contamination
is avoided. Since LAMP is a very sensitive technique and
many copies are produced, this becomes of paramount
relevance. With the ElectrochemCap, opening the tube for
detection is not required and amplicons remain confined
inside. iii) Different parts of the container for different

operations are used. Thus, the material and volume of the
microcentrifuge tube are appropriate for LAMP reactions,
without interference from those materials required for
detection (conductive carbon and silver inks for electrodes
and dielectric materials for isolating the connections and
delimiting the cell) or those for adapting the tube to the cap
(either TPU or PSA). On the other hand, the reaction medium
can contain reagents that could be adsorbed on the electrode
surface decreasing the effective electroactive area. With this
cap, the surface of the electrode is maintained clean for
further detection, with no interaction between materials and
reaction solution. The storage stability of the components,
regarding e.g., possible oxidative or UV-degradation
processes of TPU,33 should be evaluated in case the device is
going to be stored for a long time. iv) The equipment and
conditions required for each operation (reaction or
detection) are compatible with one another. In this case,
applying 65 °C for 30 min is required in LAMP reactions.
Since an isothermal procedure is performed, it does not
require thermocycling and heat can be provided with a
laboratory heater or oven. On the other hand, the
electrochemical cap provides a tight sealing after placing the
integrated platform on the tube. Regarding the equipment
needed for electrochemical measurements, a potentiostat
can be easily connected, either directly or through an
interface, depending on the type of potentiostat is employed
(portable or benchtop, respectively).

The economic cost of the device itself, aside from the
instrumentation required for its fabrication, is ∼1.60 EUR/
1.80 USD. The individual costs are shown in Table S2,† where
the price itself is only ∼0.10 EUR or USD over the cost of the
SPE cell. This converts it into a very affordable and
marketable innovation, opening the door for less expensive
approaches if self-produced electrodes are used. It can also
be noted that the most expensive component, when
integrating a biological reaction such as LAMP, is the cost of
the reaction itself, as can be also seen in Table S2.†
Reduction of the volume would alleviate costs.

ElectrochemCap for LAMP reactions: application to SARS-
CoV-2 detection

Based on the previous results, the use of the device was
evaluated for LAMP reactions. The determination used here is
based on the pH-dependent electrochemical behavior of phenol
red (PR), a common visual indicator of LAMP reactions.34 This
molecule is already included in the master mix and changes
from red to yellow as the pH drops (pKa = 7.9, 0.1 M Britton–
Robinson buffer solution). This electroactive indicator presents
an irreversible process, anodic, with a peak potential that shifts
with pH. As amplification progresses, protons are liberated, and
a pH drop is expected. Thus, the difference between final and
initial potentials (ΔEp) is an adequate analytical signal that can
be correlated with the initial number of nucleic acid copies, as
it has been already demonstrated for the pneumolysin gene of
Streptococcus pneumoniae34 and the N1 fragment of SARS-CoV-
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2.30 To evaluate the signal obtained with the fully integrated
device, the peak potential (Ep) for the oxidation of PR, obtained
for different pH values, was represented against pH (Fig. 2A).
The characteristic peak shift, with lower pH values showing
higher Ep, can be observed. The device responds as expected in
the pH range of LAMP reactions using this colorimetric, also
electroactive, indicator. Furthermore, as the analytical signal is
the shift of the oxidation peak potential, linear sweep
voltammetry (LSV) could be employed instead of CV (inset of
Fig. 2A). The use of this electrochemical technique results in
faster analyses. In this way, after including the master mix and

sample, the reaction and detection would take place in the same
container, with the indicator (PR) already included in the
master mix and the detection element in the cap. Thus,
minimal intervention, without any additional step, is required.
Furthermore, the PR oxidation process recorded in more acidic
and alkaline conditions is presented in Fig. S2,† opening the
door for the use of this platform under conditions other than
those presented here.

With the ElectrochemCap tested for pH-based PR oxidation
peak shift, the device was used for LAMP amplification
quantification. For this purpose, a set of RT-LAMP reactions

Fig. 2 ElectrochemCap for LAMP application. A) Ep recorded by LSV for PR at different pH values, measured with the ElectrochemCap. Inset: LSVs
recorded with the ElectrochemCap in 100 μM PR in 10 mM PBS solutions of different pH (left to right, pH 8.0 to 6.5). B) Procedure for SARS-CoV-
2 detection performing RT-LAMP in 0.2 mL tubes with the ElectrochemCap. C) Top: Pictures of the tubes with the ElectrochemCap used for RT-
LAMP-ED, after the amplification. Copies per μL are indicated below each picture. Bottom: Calibration curve for SARS-CoV-2 standards obtained
by RT-LAMP performed with the ElectrochemCap. The horizontal red dashed line indicates 3 times the standard deviation of the blank (0 copies
per μL). The grey dataset represents the value for 10 copies per μL. Inset: LSV curves for each initial copy number (left to right, 10, 20, 50, 100,
200, 500, 1000 and 1500 copies per μL). D) Sample analysis using the ElectrochemCap for RT-LAMP-ED. NP samples are classified under a sample
number (1 to 4), and their respective RT-qPCR result (positive or negative) is indicated by a grey dashed box. The dashed red line indicates the
cutoff level, distinguishing between negative and positive samples. The dashed yellow line indicates 3 times the standard deviation of the upper
limit of the linear range (below the limit) obtained with the methodology proposed here. Dilutions of samples 3 and 4 are shown below their
undiluted results (black set) indicating the dilution performed. Error bars in all the cases represent the standard deviation for 3 replicates. The scan
rate for LSV was 0.1 V s−1.
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were performed using SARS-CoV-2 LAMP primers for a segment
of the N gene and SARS-CoV-2 RNA standard. The procedure is
shown in Fig. 2B for negative and positive samples. The sample
(or standard) solution would be added into a PCR
microcentrifuge tube containing the LAMP reaction mix
(including the reaction buffer, nucleotides, bst polymerase,
primers and PR). The tube is then closed using the
ElectrochemCap and the reaction is performed in a heater at 65
°C. After 30 min, the reaction is completed and can be first
observed visually. It is important to note that as the device is
fully closed and does not have to be opened after the reaction

takes place, addition of uracyl-DNA glycosylase (UDG) is not
needed. The use of this enzyme is, however, crucial in those
assays where the reaction products are manipulated as it can
lead to carryover contamination.29,31 For an electrochemical
quantification, the tube is inverted so that the content flows
towards the ElectrochemCap and, after connecting the device to
a potentiostat, an LSV curve is recorded, measuring the anodic
peak potential of PR. As the LAMP reaction progresses, protons
and pyrophosphate anions are released, decreasing the pH of
the reaction. Reactions with a higher initial copy number would
lead to a higher pH drop and thus a bigger shift in the oxidation

Fig. 3 Additional ElectrochemCap designs. A) Pictures of the models adapted to different 1.5 mL tubes. Left: Microcentrifuge tube; centre: flat-
bottomed; right: screwcap glass vial. A detail of the screwcap TPU piece is shown. B) Dual WE SPE model. Left: Picture of the model. Centre: CV
curves recorded with both WEs in 100 μL of 5 mM K4[Fe(CN)6] in PBS at a scan rate of 0.1 V s−1. Right: Chronoamperograms recorded in both WEs
applying +0.6 V for 30 s. C) Multiplexed designs. Left: 8-Tube ElectrochemCap model; right: 8× triple ElectrochemCap model. A lateral view of the
device is shown, as well as a three 8× row device connected to three pin header connectors.
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peak potential,34 which was evaluated for different initial
concentrations of SARS-CoV-2 RNA.

The results of the calibration curve using electrochemical
readout are shown in Fig. 2C. Pictures of the tubes coupled
to the ElectrochemCap after the RT-LAMP reaction are
presented at the top. This method presents a linear range
between 20 and 1500 copies per μL,30 with a determination
equation defined as ΔEp (mV) = 21 log[RNA] (copies per μL) −
18, with a determination coefficient of R2 = 0.993.
Furthermore, as the reaction is performed at 65 °C, the
device was also evaluated in terms of water loss. For this
purpose, LAMP reaction solutions were weighed before and
after the reaction, resulting in a weight loss lower than 2.5%
(n = 10).

We stablished a negative cutoff level for ΔEp of 5 mV (3
times the standard deviation of the blank, i.e., negative
control). Thus, a sample with a potential shift beyond this
value would be considered as positive. On the other hand, a
value of 52 mV is also considered a limit, based on the ΔEp
of the highest measured copy number plus 3 times its
standard deviation. Beyond this value, samples could be
considered positive but out of the linear range, with a copy
number over 1500 copies per μL. This method presents a
theoretical LOD of 2 copies per μL (obtained as 3 times the
standard deviation of the blank divided by the slope of the
calibration curve). However, we consider a practical LOD of
20 copies per μL, as amplifications with a lower copy number
(e.g., 10 copies per μL, the grey dataset in Fig. 3C) showed
the limit of the error bar for ΔEp below the cutoff. This
method presents an LOD very similar to the previous
reported method.30 Although some RT-qPCR procedures
show a LOD lower than the obtained with this method (0.1
vs. 2 copies per μL),35 both are appropriate, providing LAMP
methodology a faster, non-centralized alternative.

To validate this method, 4 nasopharyngeal (NP) swab
samples were collected and analyzed following this
methodology. The samples were initially analyzed undiluted,
where the RT-qPCR negative samples showed a ΔEp under the
cutoff, and RT-qPCR positive samples presented a ΔEp beyond
the linear range (Fig. 2D). To prove the linearity of the method
and quantify the positive samples, serial dilutions of said
samples were performed (1 : 5, 1 : 50 and 1 : 100) and then
analyzed via RT-LAMP-ED with the ElectrochemCap (Fig. 2D,
orange dataset). The results showed concentrations of 2.9 × 103

and 4.6 × 103 copies per μL for samples 3 and 4, correlating with
their PCR Ct (threshold cycle) values of 28 and 18, respectively.
Representations for the different dilutions of samples 3 and 4
showed determination coefficients of 0.992 and 0.9991,
respectively, with slopes very close to that of the calibration
curve, inferring that matrix effects were negligible (Fig. S3†).

Adaptations of the ElectrochemCap

Even though this work has focused on the application of the
ElectrochemCap to LAMP reaction detection, this device is not
limited only to this use. The ElectrochemCap is a versatile

platform for any (bio)electroanalytical purpose that could be
carried out in a microcentrifuge tube. Although the model
proposed here is limited to 200 μL PCR tubes, this innovative
device could pave the way to multiple applications by
introducing variations, not only in terms of volume, but also
material, shape, etc. Then, issues such as material compatibility,
reaction stirring or continuous monitoring, as well as the
possibility of performing multiplexed analysis could be
considered. For this purpose, several other models have been
designed to widen the possibilities of the ElectrochemCap.

The first adaptation of the design has considered the
possibility of using different volumes of the reaction solution
and thus, of the tubes used. The 1.5 mL microcentrifuge tube
is among the most used consumable materials in many
laboratories. Thus, a model adapted to it has been developed
(pictures in Fig. 3A left, adapted design in Fig. S4A†). This
provides a platform over 200 μL for reactions such as
enzymatic assays or immunoassays, among others, usually
performed in larger volumes. Furthermore, it could be also
extrapolated to other liquid containers, such as flat-bottomed
tubes (Fig. 3A center, adapted design in Fig. S4B†) or
screwcap glass vials (Fig. 3A right, adapted design in Fig.
S4C†). This provides a platform for i) tubes based on
different materials (e.g., polymers or glass) and ii) assays in
curve or flat-bottomed tubes, enabling the last ones magnetic
stirring with small bars included. In the case of the glass vial,
the snap cap has been modified into a screwcap, opening the
door for adaptations to any other screwcap container.

Regarding the electrochemical cell, this device can integrate
SPE cards containing not only different electrode materials
(gold, platinum, modified carbon…) but also cell designs.
Including two working electrodes is very advantageous for
different (bio)applications, such as the simultaneous detection
of different analytes by performing different modifications on
each working electrode,36,37 increasing the precision of the
measurements or reducing the interference from noise/drift or
other electroactive elements.38 In this case, we have also
incorporated a dual-working electrode (WE1 and WE2 in
Fig. 3B, adapted design in Fig. S4C†) screen-printed
electrochemical cell. This device has been evaluated using 100
μL of 5 mM K4[Fe(CN)6], both using cyclic voltammetry and
chronoamperometry (Fig. 3B). This last technique results very
convenient for decentralized analysis, since, instead of
performing a potential scan, a single potential is applied and an
i–t curve is recorded. This cell has shown a great
electrochemical performance regarding both current intensity
and potential measured for the two WEs (Epa of 260 and 269
mV; Ipa of 106.5 and 106.0 μA by cyclic voltammetry; current
intensity by chronoamperometry of 3.76 and 3.86 μA at 30 s).

In the field of multiplexed analysis, an 8-tube platform cap
has also been designed (Fig. 3C, adapted design in Fig. S4D†). It
could be coupled to an 8-channel potentiostat or to 8 USB-based
potentiostats, providing 8 simultaneous measurements in just
one flip. Cards with 8-channel SPE-cells have been widely used
for bioanalytical applications, where, with just one platform,
several samples could be analyzed for one analyte determination.
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Alternatively, several replicates of one sample can be measured
to evaluate the precision. Furthermore, several analytes could be
also analyzed in just one reaction, or calibration curves can be
obtained in just one batch. This has been applied in several
fields such as exosome profiling,39 detection of DNA point-
mutations40 or quantum-dot determination,41 amongst others.
Furthermore, this design could be expanded, generating a device
containing any tube quantity multiple of 8. To have fully
functional platforms, and thanks to the flexibility of the
substrate material (350 μm thick PET), the SPE connections can
be bent (Fig. 3C right top). Thus, electrochemical cells can be
adhered to the 8-tube caps and the connections from interior
cards can be accessed. With that, the 8-tube rows (3 in this case)
could be easily connected to the potentiostat through common
pin connectors for multiplexing options (Fig. 3C right bottom).

Conclusions

In this work, we have developed the ElectrochemCap, a
simple and marketable electrochemical platform based on a
microcentrifuge tube cap. The device is an affordable
innovation that can be used for any electroanalytical
approach combining a microcentrifuge tube, a SPE and
materials as simple as TPU and adhesive layers. This device
presents a robust and precise behaviour in a wide range of
microvolumes, with RSDs of the analytical signal under 4%
for volumes spanning from 50 to 200 μL.

Furthermore, we have applied it to the electrochemical
detection of SARS-CoV-2 by RT-LAMP reactions. A previous
method described by the group, where off-line detection was
employed, was successfully adapted to the use of the
ElectrochemCap. Integration of the electrochemical detection
allows on-line operation, showing, as in the previous case,
good analytical parameters such as linear range, sensitivity or
LOD, but avoiding the manipulation of the amplification and
consequently, carryover contamination. Furthermore, the
LAMP-ElectrochemCap has been validated with clinical
samples, showing 100% coincidence with RT-qPCR results,
and concurring with Ct results.

We have additionally designed several devices, increasing
the possibilities of the interface (regarding volume, material or
multiplexed analysis). Additionally, this design also allows any
modification of the SPE card or the containers, with e.g.,
nanomaterials or recognition elements, to create new integrated
platforms for bioanalysis. We are currently working on adapting
this device to other bioassays and generalizing its use into the
bioelectroanalytical practice, as well as combining it with fully
portable equipment (smartphone-powered heaters and
potentiostats) to obtain field-deployable integrated laboratory
procedures.
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