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1. Introduction

Eco-friendly synthesis of a porous reduced
graphene oxide—polypyrrole—gold nanoparticle
hybrid nanocomposite for electrochemical
detection of methotrexate using a strip sensorf

Reshmi A. Sukumaran,® Kavitha Lakavath,? V. V. N. Phani Kumar,®
Sampath Karingula,® Kuldeep Mahato 2 © and Yugender Goud Kotagiri (=) *?

Chemotherapy is a crucial cancer treatment, but its effectiveness requires precise monitoring of drug
concentrations in patients. This study introduces an innovative electrochemical strip sensor design to
detect and continuously monitor methotrexate (MTX), a key chemotherapeutic drug. The sensor is crafted
through an eco-friendly synthesis process that produces porous reduced graphene oxide (PrGO), which is
then integrated with gold nanocomposites and polypyrrole (PPy) to boost the performance of a screen-
printed carbon electrode (SPCE). Advanced techniques were employed for detailed characterization of
the nanocomposites such as X-ray diffraction (XRD), Raman spectroscopy, X-ray photoelectron spec-
troscopy (XPS), field emission scanning electron microscopy (FE-SEM), and BET analysis. The enhanced
sensor exhibited a notable increase in the electrochemical oxidation signals of MTX, attributed to the
improved electron transfer at the SPCE/PrGO-PPy—Au electrode interface. Superior electrochemical
interfacial properties were well characterized with the techniques of cyclic voltammetry, electrochemical
impedance spectroscopy, and square wave voltammetry. The sensor demonstrates an efficient electro-
chemical response toward the detection of MTX with a broad detection range from 130 nM to 1 pM, an
impressively low detection limit of 0.4 nM in human serum, and a sensitivity of 24.1 pA pM‘l. This combi-
nation highlights its exceptional performance in detecting analytes with high precision and sensitivity. The
sensor exhibited a long-term continuous monitoring stability response to monitor the MTX drug in
human serum for 4 hours. The sensor’s high sensitivity, selectivity, reproducibility, and stability over time
emphasize its potential as a valuable tool for the swift on-site testing of anticancer drugs in clinical and
environmental settings.

gression.> Methotrexate (MTX), an antifolate compound (2,4-
diamino-N10-methylpteroyl-glutamic acid), structurally mimics

In the fight against cancer, chemotherapy stands as a leading
treatment method. Often combined with surgery, radiation, or
hormonal therapies, it employs potent drugs in high doses to
target and eradicate fast-growing cancer cells."”” This aggres-
sive approach underscores its crucial role in modern cancer
care, offering a powerful tool against the disease’s pro-
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folic acid. In its structure, the hydroxyl group at the C4 posi-
tion of the pyrimidine ring is replaced by an amino group.
Highly effective as a chemotherapy drug, it is used to treat a
range of cancers, such as osteosarcoma, leukemia, breast
cancer and lymphoma.” Methotrexate is metabolized in the
liver and eliminated through the kidneys. MTX closely
resembles folic acid (FA) in structure, leading to the inhibition
of dihydrofolate reductase. While it effectively fights cancers, it
can cause side effects. Ensuring the right dosage is crucial to
avoid under-treatment or harmful side effects, making accu-
rate blood level tracking essential for patient safety.>® Beyond
healthcare, MTX’s environmental impact through pharma-
ceutical waste poses risks to ecosystems, especially aquatic
life.” Onsite rapid detection offers a compassionate solution to
monitor MTX in medical settings and for environmental pro-
tection.® These efforts aim to strike a balance between deliver-
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ing effective cancer treatment and safeguarding our environ-
ment from potential contamination. Analytical and electro-
analytical methods are essential in medical and environmental
analyses, providing accurate and sensitive means to detect
various substances.’ In medicine, these techniques are crucial
for monitoring therapeutic drugs, metabolites, and bio-
markers, enabling personalized medicine and disease diagno-
sis.’® Specifically, in therapeutic drug monitoring (TDM),
electroanalytical methods such as voltammetry and ampero-
metry offer rapid, cost-effective, and highly sensitive tools for
real-time drug quantification.'' These methods ensure
optimal drug dosages, reducing toxicity risks and enhancing
treatment efficacy.

Several methods, such as HPLC,'? fluorescence,’® UV-
visible spectrophotometry,’* enzymatic assays,'®> fluorimetric
assays'® and capillary electrophoresis,’” have been developed
to detect MTX with high sensitivity. However, these techniques
are problematic due to their time-consuming nature, complex
procedures requiring technical expertise, and expensive equip-
ment. Electroanalytical methods like pulse voltammetry and
electrochemical impedance analysis offer a promising solution
to address these challenges. Electrochemical sensors, in par-
ticular, offer high sensitivity, portability, and real-time ana-
lysis, making them ideal for detecting low concentrations in
complex samples.'®"’

In this study, we aim to detect methotrexate at much lower
concentrations than previously reported.>*>> Our approach
aims to push the detection limit from micromolar levels to
nanomolar, surpassing previously established benchmarks;
moreover, we also add a new methodology strategy for continu-
ous monitoring of MTX under real-time conditions.

Nanomaterials like nano graphite,” reduced graphene
oxide,> graphene,”® carbon nanotubes,>® metal nano-
particles,”” and core-shell nanoparticles*® have revolutionized
biosensor technology. These materials have been instrumental
in enhancing the sensor performance across various appli-
cations. Graphene, renowned for its impressive specific
surface area and high electrical conductivity, has become a
focal point for electrochemical applications. Yet, these ideal
properties are only seen in single-layer graphene with perfect
crystallinity.>® Graphene oxide (GO) offers better mass pro-
duction and dispersibility in polar solvents but suffers from
poor conductivity and numerous defects.>**' The reduction
process of GO partially restores the sp* carbon network, result-
ing in enhanced electron transport and thermal conductivity,
and improves GO’s electrical properties and solvent compat-
ibility, but still has limitations due to oxygen functional
groups and defects causing restacking.*” To overcome these
issues, active rGO was developed with a porous structure that
significantly enhances conductivity. Integrating graphene into
porous structures revolutionizes their electrochemical perform-
ance by creating highly conductive pathways.**** In this study,
we synthesized a porous reduced graphene oxide material
through an eco-friendly method.

Traditional methods to produce rGO often use hazardous
chemicals and energy-intensive processes, leading to environ-
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mental and health risks.>>®” To address these concerns, green
synthesis methods for rGO have gained significant attention.®
One promising approach uses ascorbic acid, a naturally occur-
ring and environmentally friendly reducing agent, to produce
porous rGO (PrGO). Notably, nanocomposites that integrate
two or more distinct components are engineered to amplify
the properties of each element, paving the way for the creation
of advanced electrochemical sensors. Conductive polymers,
like inorganic semiconductors and metals, exhibit distinctive
electrical and optical properties due to their conjugated
carbon chains containing alternating single and double
bonds, which create electron-dense © bonds.*® Notable con-
ductive polymers include polypyrrole (PPy), polyindole, poly-
thiophene (PTH), polyacetylene (PA), poly(para-phenylene)
(PPP), poly(3,4-ethylenedioxythiophene) (PEDOT), polyaniline
(PANI), poly(phenylenevinylene) (PPV) and polyfuran (PF).
With their significant technological potential, these materials
have become integral to various applications.*® Among them,
PPy is especially noteworthy for its remarkable stability and
conductivity, ease of forming homopolymers and composites,
fast charge/discharge processes, simple synthesis, flexibility,
high energy density, and low cost.*' The PrGO-PPy-Au hybrid
electrode boasts superior electrochemical properties due to its
smart design. Introducing polypyrrole to porous reduced gra-
phene oxide significantly enhances its properties, making it
ideal for conducting applications.*” PPy, known for its low
cost, flexibility, high conductivity, eco-friendliness, and excel-
lent redox stability, forms n—r stacking interactions with PrGO,
boosting its conductivity.*® This synergy improves electro-
chemical cycling stability and overall performance, making the
PPy-PrGO composite highly effective for various sensing appli-
cations.* In this study, PPy was employed both as a conductive
polymer and as an efficient linker to aid in the attachment of
rGO and nano Au to the electrode surface via electrostatic and
n-n interactions. This method improves mechanical stability
and ensures effective conjugation within the nanohybrid com-
posite. Incorporating gold nanoparticles on the surface of
PrGO has been found to further improve the conductivity of
the composite.”” A particularly exciting advancement lies in
the creation of a nanocomposite where gold nanoparticles are
intricately layered on the surface of rGO, which has a PPy
matrix. This innovative design not only improves conductivity,
but also renders it exceptionally effective for numerous sensor
applications.*®

In this study, we are utilizing a modified screen-printed
carbon electrode (SPCE). SPCEs are highly preferred in electro-
chemical sensors due to their large surface area, portability,
reproducibility, and ease of mass production.?” They allow for
experiments with small solution volumes (30-40 pL), which is
crucial for analyzing biological samples. SPCEs are well-suited
for point-of-care applications because they can be incorporated
into compact, portable devices, enhancing convenience and
accessibility in various environments.*® This research is dedi-
cated to developing a cutting-edge, portable wireless electro-
chemical sensor strip for continuous monitoring and smart-
phone-based point-of-care detection of methotrexate, a vital
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anticancer drug. By emphasizing an eco-friendly synthesis
method for the PrGO-PPy-Au biocomposite, this study aims to
innovate the way we track methotrexate levels. The novel com-
posite is employed as an advanced electroactive surface modi-
fier, enabling precise and real-time detection of methotrexate.
This continuous monitoring capability is crucial, as it ensures
timely and accurate drug level assessments, directly impacting
the effectiveness of cancer treatment and patient outcomes.
PrGO-PPy-Au ink was prepared by dissolving in a chitosan
solution and drop-casting onto a screen-printed electrode; this
approach streamlines characterization and testing of the com-
posite’s electrochemical sensing abilities. The modified sensor
underwent characterization using advanced electroanalytical
techniques. To assess the sensor’s analytical performance for
methotrexate detection, square-wave voltammetry (SWV) and
chronoamperometry  (CA) methods were employed.
Additionally, the sensor’s real-time application was demon-
strated through interference studies and the analysis of real
samples.

2. Experimental section

Chemicals and materials are listed in section 1 and details on
the preparation of graphene oxide are provided in section 2 of
the ESLt

2.1 Synthesis of the PrGO-PPy-Au nanocomposite

The process for preparing graphene oxide is covered in section
1 of the ESL.}

2.1.1. Preparation of PrGO. This process began with the
sonication of a 30 mL aqueous dispersion of GO (1 mg mL ™)
for 60 minutes. Afterwards, 0.1500 g of ascorbic acid was
added and sonication was continued for an additional
10 minutes. The mixture was then transferred to a round-
bottom flask and stirred continuously at 90 °C for 6 hours.
The precipitate was collected, washed with deionized water,
and dried at 80 °C.

2.1.2. Preparation of PrGO-PPy. First, 100 mg of PrGO was
uniformly dispersed in 100 mL of ultra-pure water by soni-
cation for 1 hour, and the pH was adjusted to 3 with an
aqueous hydrochloric acid solution. Pyrrole (0.5 mL) was then
added drop by drop while the mixture was vigorously stirred at
95 °C. The reaction was maintained at this temperature for
24 hours with continuous stirring and reflux. The resulting
solution was centrifuged to obtain black precipitates, which
were then washed several times with water and methanol.

2.1.3. Preparation of PrGO-PPy-Au. Initially, 10 mg of
PrGO-PPy was evenly dispersed in 40 mL of ultra-pure water.
Excessive tri sodium citrate Na;CqH50, (20 mg) in aqueous
solution was then added dropwise while stirring vigorously.
Next, 100 pL of HAuCl, (30 mM) aqueous solution was slowly
introduced into the suspension, which was stirred at room
temperature for 12 hours. After centrifugation, the mixture was
thoroughly washed with ultra-pure water and vacuum dried at
80 °C, resulting in the final PrGO-PPy-Au composite.

4474 | Nanoscale, 2025,17, 4472-4484
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3. Results and discussion

3.1. Design and approach for modified screen-printed
electrodes

The effectiveness of electrochemical sensing largely hinges on
the electrode surface. In this work, we devised a simple
method for synthesizing the PrGO-PPy-Au nanocomposite,
which was utilized as a coating for methotrexate detection.
The nanocomposite was applied to a clean SPCE and allowed
to dry overnight. To prevent interference, a Nafion layer was
subsequently added. As shown in Fig. 1A, the nanocomposite
was synthesized by mixing PrGO and PPy with HAuCl, solu-
tions, leading the formation of Au nanoparticles and PPy
chains on the rGO surface. In the preparation of the PrGO-
PPy-Au ink, a 1% chitosan solution was used. 1 mL of chito-
san solution was used to dissolve 1 mg of the PrGO-PPy-Au
composite.

The prepared ink was drop-cast onto a clean SPCE, followed
by electrochemical measurements conducted with a portable
potentiostat linked to a smartphone, as illustrated in Fig. 1B.
Methotrexate oxidation is a complex process governed by pH
and controlled by diffusion. It involves the transfer of two elec-
trons and two protons, leading to the formation of the electro-
active compound 7-hydroxymethotrexate, which participates in
a reversible redox reaction, as depicted in Fig. 1C. Fig. 1D
depicts the layered structure on the SPCE. After dissolving the
nanohybrid composite in chitosan, it was applied to the SPCE
and then covered with a Nafion protective layer.

3.2 Structural and morphological analysis of the PrGO-PPy-
Au nanocomposite

3.2.1 Structural characterization. The XRD peak at 24.4° is
attributed to the (002) plane of reduced graphene oxide (rGO),
which is broad and characteristic of the disordered stacking of
graphene layers. Both polypyrrole (PPy) and rGO exhibit the
(002) plane within the range of 26 = 23-26°. In the composite
of rGO and PPy, the same peak is observed. This overlap is
attributed to interactions such as hydrogen bonding or n-n
stacking between the RGO sheets and PPy chains, which help
align their structures and reinforce the (002) plane peak. So
the XRD spectrum of the PrGO-PPy composite exhibits a
broad diffraction peak with a 26 value spanning from 19° to
28°; however, the typical diffraction peaks of rGO (15°-29° and
43°).*>% The second peak corresponds to (100) plane dimin-
ishing in the PrGO-PPy composite, suggesting the n—r inter-
action of the PPy with rGO sheets.’® The formation of AuNPs
on rGO nanosheets was confirmed by XRD analysis, as shown
in Fig. 2A, which displays distinct peaks at 26 = 37.72, 44.26,
64.98, and 78.04, corresponding to the (111), (200), (220), and
(311) planes. The gold nanocrystals presented four distinct
peaks associated with the standard Bragg reflections of a face-
centered cubic (fcc) lattice. The intense diffraction peak at
38.1 indicates that the preferred growth orientation of the
zero-valent gold was along the (111) direction, signifying the
formation of molecular-sized solids with a repeating 3D
atomic or molecular pattern at equal distances. This XRD

This journal is © The Royal Society of Chemistry 2025
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Fig. 1 Diagrams showing the synthesis and sensing process. (A) The PrGO—-PPy—Au nanocomposite. (B) Recording voltammograms of methotrexate
using a bluetooth-enabled handheld potentiostat and a mobile device. (C) Electrochemical oxidation behaviour of methotrexate. (D) Diagram depict-
ing the modified SPCE sensor’s layered architecture incorporating a PrGO—-PPy—Au composite within a chitosan matrix and protected by a Nafion

layer.

pattern is characteristic of pure Au nanocrystals. The peak at
26 = 24.50 is attributed to a combination of reduced graphene
oxide and PPy.

The Raman spectra for the rGO, rGO-PPy, and rGO-PPy-Au
nanocomposites were recorded, with the results displayed in
Fig. 2B. Two characteristic peaks were observed in the Raman
spectra of the samples. The peak near 1352 cm™" (D-band) is
linked to defects and disorder in the hexagonal lattice, indicat-
ing the presence of vacancies or imperfections in the carbon
structure, as well as the presence of sp-hybridized carbons,
while the peak at 1582 cm™" (G-band) is associated with the
vibration of sp>-bonded carbon atoms in the 2D hexagonal
The D/G intensity ratios (Ip/l;) indicate the atomic
ratio of sp” to sp® carbons, reflecting the degree of disorder in
the graphite structure.”” For rGO, the calculated Ip/Ig ratio is
0.85. In the case of rGO-PPy, the D-band appears at around
1346 cm™" and the G-band appears at 1575 cm™'. In compari-
son to pure rGO, the minor blue shifts observed in the D-band
and G-band of the PPy nanosphere/rGO composites suggest
charge redistribution and interactions between the PPy nano-
spheres and rGO.> Furthermore, the Ip/Ig ratios of PPy nano-
sphere/rGO composites are lower than those of pure rGO, as

lattice.”*

the physical defects such as wrinkles in pure rGO contribute
to a higher Ip/Ig value.>
significant bending and aggregation into a partially graphitic
structure due to intense m-m re-stacking. This leads to high

As noted, rGO frequently experiences

conductivity and problematic impedance mismatching. The
D-band and G-band of are shifted to 1348 cm ™" and 1588 cm ™"
for PrGO-PPy-Au, indicating that the immobilized Au nano-

This journal is © The Royal Society of Chemistry 2025

particles effectively reduce defects on the rGO sheets.>® The
heightened relative intensity of the D-band signifies a strong
interaction between the PPy monomer, rGO, and Au. The
observed shifts are also attributed to n—r interactions between
PPy and rGO, along with significant interactions with AuNPs.”*>’

The composition of PrGO-PPy-Au was analyzed using X-ray
photoelectron spectroscopy (XPS). Fig. 2C presents the XPS
survey spectra of PrGO and PrGO-PPy-Au. In the PrGO
sample, the presence of C 1s and O 1s peaks is observed at
approximately 288 eV and 548 eV, respectively, with the O 1s
peak showing higher intensity than the C 1s peak. The PrGO-
PPy-Au composite, in addition to carbon and oxygen, exhibits
characteristic peaks corresponding to Au 4f and N 1s. In
Fig. 2D(a), the Au 4f peak is clearly observed, indicating the
reduction of Au®" to metallic Au® using tri sodium citrate
during the synthesis,”® confirming the formation of AuNPs on
the surface of PrGO-PPy nanocomposites. High-resolution XPS
analysis further confirms the nitrogen, carbon, and oxygen
binding energies of the PrGO-PPy-Au nanocomposites.
Fig. 2D(b) shows the N 1s spectrum with a characteristic peak
at 399.8 eV, corresponding to the graphitic N signal.® The
high-resolution C 1s spectra (Fig. 2D(c)) show three main com-
ponents: C-C and C-O at ~284.56 eV and ~286.61 €V, respect-
ively, and a minor component from C=O at 288.1 eV. The
peaks at 286.7 and 288.4 can be attributed to various C-O
bonding configurations resulting from the intense oxidation
and disruption of the sp® atomic structure of graphite.’*
Similarly, Fig. 2D(d) shows O 1s peaks at 535.2 eV and 532 eV,
corresponding to the O-O and O-N-C bonds.

Nanoscale, 2025,17, 4472-4484 | 4475
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Thermogravimetric analysis (TGA) was conducted to deter-
mine the degassing temperature of the PrGO material prior to
performing the BET analysis. The thermogravimetric analysis
(TGA) of the PrGO nanomaterial, illustrated in Fig. S1,T reveals
an initial 11% weight loss between 30 and 120 °C, primarily
due to adsorbed water and inherent moisture. As the tempera-
ture rises, PrGO undergoes two distinct degradation stages.

4476 | Nanoscale, 2025,17, 4472-4484

The first stage, occurring between 225 and 400 °C, results in a
significant 50% weight loss, driven by the decomposition of
epoxy, hydroxyl groups, and residual water molecules. The
second stage, a change in the slope is again observed from 450
to 600 °C, involves the breakdown of more stable oxygen-con-
taining functional groups and the carbon skeleton, marking
the complete pyrolysis process forming CO and CO,. Notably,

This journal is © The Royal Society of Chemistry 2025
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PrGO remains thermally stable up to approximately 200 °C,
beyond which significant decomposition and pyrolysis

occur.*9:60-61

3.3. Morphological characterization

The surface morphologies of the PrGO-, PrGO-PPy-, and
PrGO-PPy-Au-modified electrodes were analyzed using
FE-SEM, with the representative results depicted in Fig. 3A.
The FE-SEM images of the rGO composite reveal a highly
porous and wrinkled surface with mesopores distributed
across the surface, as illustrated in Fig. 3A(a and d). Ascorbic
acid helps in the reduction process of graphene oxide(GO)
functional groups while simultaneously and creating a porous
structure within the rGO sheets. During the reduction, func-
tional groups on the GO surface are removed, generating small
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molecules like CO, and H,O as by-products. The release of
these gases disrupts the stacking of rGO sheets, leading to the
formation of a unique porous structure. Fig. S2t presents the
SEM images of GO and PrGO at different resolutions. The
images clearly reveal that GO exhibits a non-porous, sheet-like
structure, while PrGO distinctly displays a porous morphology.

The porous and wrinkled structure of rGO aids in prevent-
ing the aggregation of GO and preserving a high surface area.
The observed imperfections and irregularities in rGO are due
to the presence of oxygen-containing functional groups on the
surfaces and edges of the rGO nanosheets.®® On the surface of
the porous rGO, a layer of PPy forms, with round-shaped PPy
particles penetrating into the pores, which is clearly visible in
the SEM images in Fig. 3A(b and e), while the rtGO-PPy compo-
site is wrapped on the surface of porous rGO. As shown in
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(A) FE-SEM images of PrGO at 1 ym (a) and 500 nm (d), PrGO—-PPy at 1 ym (b) and 500 nm (e), and PrGO—-PPy—Au at 1 pm (c) and 500 nm

(f). (B) Specific surface area and pore size characterization: (a) adsorption/desorption isotherm and (b) DFT pore distribution.
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Fig. S2,f PPy nanospheres have smooth spherical surfaces.
Some are loosely dispersed and hidden under rGO, while
others cluster on its surface. The PPy nanospheres are
wrapped in rGO, connecting through it as a medium. Unlike
pure rGO, which shows severe crimping and aggregation due
to strong m-m restacking after removing surface functional
groups, PrGO-PPy displays less crimping and aggregation.
This suggests that PPy nanospheres act as barriers, preventing
the restacking of rGO.”® FE-SEM images of the PrGO-PPy-
AuNPs nanocomposite are shown in Fig. 3A(c) and A(f). These
results suggest the uniform dispersion and formation of
AuNPs on the PrGO-PPy sheets, providing clear evidence of
their interaction. The FE-SEM images of the NCs show that
spherical AuNPs are homogeneously immobilized on the
surface of PrGO-PPy. Moreover, dense Au nanoparticles were
uniformly distributed across the PrGO-PPy networks.
Moreover, energy-dispersive X-ray spectroscopy (EDX) reveals
the presence of C, N, O, and Au elements on the modified elec-
trode, confirming the successful creation of PrGO-PPy-Au
nanocomposites (Fig. S37).

Conformational and compositional changes in rGO and
rGO-PPy are confirmed by UV-Vis spectroscopy. The n-n* tran-
sitions of the aromatic C=C bonds in rGO are observed at
252 nm.** The spectrum of PPy shows an absorption peak at
415 nm, corresponding to the n-n* transition in the conju-
gated polymer backbone or bipolaronic state. In contrast,
rGO-PPy exhibits a broad absorption band in the range of
300-500 nm,*® indicating noncovalent interactions between
PPy and the rGO sheets. This is evidenced by the shift of the
characteristic PPy peak from 415 nm to a longer wavelength,®®
suggesting the formation of the rGO-PPy composite®® Due to
noncovalent interactions within the composite, the character-
istic peak of PPy (415 nm) shifts to a longer wavelength
(Fig. S4t).

The FTIR spectrum of porous rGO reveals several character-
istic peaks: a broad, intense peak at 3400 cm™" corresponding
to O-H stretching, a peak at 1545 cm ™" for C=C stretching,
and another at 1190 cm™" for C-C stretching. Additionally, the
spectrum shows peaks at 1735 cm™" and 1092 cm™, attributed
to the C=0O stretching of carbonyl groups and the C-O stretch-
ing of epoxy groups, respectively. In the PrGO-PPy-Au nano-
composite, a notable peak at 1574 cm™" is observed, likely due
to the contribution from aromatic C=C stretching.®”” Weak
peaks at 1710 cm™" and 1385 cm™ in rGO are indicative of
red-shifted carbonyl (C=O) and carboxyl (C-O) stretching
vibrations resulting from n-r interactions between rGO sheets
and PPy nanoparticles® (Fig. S57).

The porous nature of the rGO materials was characterized
using the BET nitrogen adsorption-desorption isotherm, as
shown in Fig. 3B(a). The analysis revealed a BET surface area
of approximately 6.067 m”> g~'. Furthermore, the non-local
density functional theory (NLDFT) equilibrium model for N,
adsorption at 77 K, conducted over a relative pressure range of
0.0000-1.0000, demonstrated that the rGO materials exhibit a
significant degree of porosity (Fig. 3B(b)). The average pore
volume was found to be 0.018 cc g~' with the pore structure
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predominantly within the mesoporous range, having an
average pore width of 20.9 nm. Notably, around 90% of the
surface area comprises pores with widths <25 nm. These
results underscore the rGO’s well-defined mesoporous struc-
ture,®® enhancing its suitability for various applications due to
its uniform and controlled pore sizes.

From the DFT study, we concluded that most of the pores
are mesoporous. Therefore, we conducted a BJH study
(Fig. S671), which is specifically suited for analysing meso-
porous materials. The BJH results indicated that most pores
fall within the 0-20 nm range. In contrast, DFT analysis
revealed a broader pore size distribution, extending beyond
20 nm. This discrepancy suggests that the rGO material pos-
sesses a more complex pore structure, with a significant pro-
portion of larger mesopores that the BJH method may not fully
capture. The complementary use of both DFT and BJH ana-
lyses provides a complete view of the pore distribution, enhan-
cing our understanding of the material’s potential appli-
cations. The porous characteristics of the PrGO-PPy-Au com-
posite were analyzed using BET nitrogen adsorption-desorp-
tion isotherms, as illustrated in Fig. S7(a).t The material
exhibited a BET surface area of approximately 14.135 m”> g™,
confirming the significant porosity of the PrGO-PPy-Au com-
posite, as shown in Fig. S7(b).t The composite displayed an
average pore volume of 0.00258 cc g ' and predominantly
microporous characteristics with an average pore width of
3.19 nm. Notably, about 90% of the surface area comprised
pores with widths <15 nm. These findings highlight the com-
posite’s well-defined micro-mesoporous structure with
uniform and controlled pore sizes, enhancing its potential for
various advanced applications.

DFT analysis further revealed that most of the pores in the
final composite were in the microporous range. A comparison
of the porous rGO and the final PrGO-PPy-Au composite indi-
cated that the final composite exhibited a higher surface area
but a noticeable shift in pore distribution from mesoporous to
microporous. This transition suggests that the incorporation
of polypyrrole into the PrGO structure filled most of the meso-
pores, leading to reduced mesoporosity in the final material.

3.4. Optimization of parameters

Optimizing parameters such as the amount of the transducer
layer, solvents, and solution pH is crucial for developing a sen-
sitive sensing method. The transducer layer was refined by
applying different volumes of PrGO-PPy-Au to the working
electrode. 1 mg mL™" solution of PrGO-PPy-Au in chitosan
was drop-cast onto an SPCE, which had been pretreated with
acidic and basic solutions to eliminate impurities and intro-
duce functional groups on the carbon edges. The amino
groups in the PPy polymers and graphene layers interacted
with the electrode surface, enhancing stability. To create a
single layer, 1 pL of the composite solution was drop-cast onto
the working electrode. For comparison purposes, varying
numbers of layers double, triple, and quadruple of PrGO-PPy-
Au were applied. The triple layer showed the highest current
response for detecting MTX (Fig. S11Af). For solvent optimiz-
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ation, we used chitosan, ethanol, and water. The composite
showed high current in the chitosan solution (Fig. S11B¥).

Attaining the optimal pH is essential for effective analytical
performance. We assessed the sensor’s performance across a
range of pH levels from 3.0 to 9.0, with the resulting voltam-
mograms presented in Fig. S12Af and the peak current versus
PH data depicted in Fig. S12B.7 These results indicate that the
electrooxidation peaks of MTX were influenced by the buffer’s
pH. At higher pH values, MTX exhibited a slightly higher
current response at lower potential, whereas at lower pH
values, the oxidation peak potential shifted towards a more
positive potential. Specifically, pH levels 3, 4, 5, and 6 showed
slightly higher potential values compared to pH 7, 8, and 9.
Building on this, the dual potential shifts observed in the pH
study of methotrexate further highlight the role of protonation
and deprotonation in modulating its electrochemical behav-
iour. Under acidic conditions, the predominant protonation of
methotrexate increases its positive charge density, thereby
facilitating electron transfer at lower applied potential and
causing a shift in the reduction or oxidation peak towards
lower potential. In contrast, under basic conditions, deproto-
nation reduces the positive charge density, necessitating
higher energy for electron transfer, which shifts the peaks to
higher potential. This behavior aligns with the Nernst
equation, linking potential to the concentration of protonated
and deprotonated species, and may also depends on pH.
Notably, pH 7 exhibited a comparatively higher current
response at a lower oxidation potential than other pH
levels.®®®” Considering both the current and potential, pH 7 8
and 9 yielded the best results. Considering its physiological
significance and the lower potential required, pH 7.4 was
chosen as the optimal condition for subsequent electro-
chemical analysis.

3.5. Electrode and electrolyte interface characterization

Metal nanoparticle composites, especially those combining
polymers with carbon-based materials, are gaining attention
for their exceptional properties. Gold nanoparticle composites,
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mechanical strength, enhance electrochemical sensors by pro-
moting electron transfer and redox reactions.

The interfacial properties between the electrode and the
electrolyte were investigated using CV, SWV, and EIS tech-
niques. CV experiments were conducted on various transducer
electrodes in a K3[Fe(CN)q] solution at a scan rate of 100 mV
s~', with the resulting voltammograms presented in Fig. 4A.
The results indicated that anodic and cathodic peaks were
observed in both the modified and unmodified transducer
electrodes. Notably, the PrGO-PPy-Au-modified electrode
showed a stronger peak current response and a narrower peak
potential separation than the bare SPCE electrode. This
suggests that the integration of Au nanoparticles and PPy onto
the transducer surface enhances the electron transfer rate
between the electrode and the electrolyte. This behaviour was
additionally verified using EIS analysis of the electrode-elec-
trolyte interface. The modified electrode demonstrates a dis-
tinct advantage over the bare electrode, exhibiting an oxidation
peak at a significantly lower potential range in the CV analysis.

The experiments were conducted in a 2 mM Kj;[Fe(CN)g]
solution with 0.1 M KCI buffer at the open-circuit potential,
spanning a frequency range from 100 kHz to 10 MHz for both
the modified and unmodified transducer electrode surfaces.
The Nyquist plots obtained, as shown in Fig. 4B, reveal semi-
circular patterns for both electrodes and were analyzed using a
basic Randles equivalent circuit (Fig. S8t), with the R, values
listed in Table S1.f The data reveal that the modified sensor
(SPCE/PrGO-PPy-Au) exhibited a significantly lower R, value
(132 Q) compared to the unmodified electrode (bare SPCE)
with an R, value of 1133 Q. These findings emphasize the
excellent conductivity and catalytic properties of the hybrid
nanocomposite transducer made from graphene, gold nano-
particles, and a conducting polymer. Additionally, the PrGO
and PrGO-PPy electrodes showed R.; values of 650 Q and 244
Q, respectively, indicating less resistance compared to the bare
electrode. Fig. 4C illustrates the SWV responses of the modi-
fied electrode in comparison to different working electrodes
for detecting 25 uM methotrexate. The PrGO-PPy-Au electrode

with their superior conductivity, biocompatibility, and demonstrated efficient and higher current with a lower poten-
A
( ) 1004 (B) -3k{ = Bare . (C) 2004 2 Bare d
e PrGO . —PrGO
< = FIODEEY o’ o PrGO-PPy
3 . E -2k{ v PrGO-PPy-Au e . < 4— PrGO-Ppy-Au
— V1 g ... " S 100+
c— PrGO-PPy LS et -
PrGO o
-100{—+ ::B;re 0 y’ /:\—
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Fig. 4 (A) CV responses of different modified electrodes: (a) bare, (b) PrGO, (c) PrGO-PPy, and (d) PrGO—-PPy—Au obtained in a solution containing

2 mM Ks[Fe(CN)gl and 0.1 M KCL. The potential was applied between —0.1V and 0.8 V at a scan rate of 100 mV s™*. (B) Nyquist plots obtained for the
SPCE and various modified electrodes in an aqueous solution of 2 mM Ks[Fe(CN)e] and 0.1 M KCL. (C) SWV responses of various electrodes: (a) bare,
(b) PrGO, (c) PrGO—-PPy, and (d) PrGO—-PPy—Au recorded at a methotrexate (MTX) concentration of 25 pM.
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tial input, meaning that less potential was required for the oxi-
dation of methotrexate.

CV analysis was performed at various scan rates
(10-100 mV s™") for SPCE/PrGO-PPy-Au in a 2 mM ferri-ferro-
cyanide solution over a potential range of —0.2 to 0.9 V. The
results showed well-defined oxidation (7,,) and reduction (i)
peak currents, both of which increased proportionally with the
scan rate. The CV curve is depicted in Fig. S10A of the ESLt
The calibration graph displaying peak current against the
square root of the scan rate, shown in Fig. S10B,T exhibited a
linear correlation with an R* value of 0.9985 for ipa, indicating
that the electrochemical oxidation of ferricyanide is diffusion
controlled. The electroactive surface area of the modified elec-
trode was calculated using the Randles-Sevcik equation, as
described in the ESL}

3.6. Electroanalytical capabilities of the SPCE/PrGO-PPy-Au
sensor for MTX detection in PBS

The analytical performance of the developed SPCE/PrGO-PPy-
Au sensor for detecting MTX was assessed by recording cyclic
voltammetry (CA) and square wave voltammetry (SWV) in a
phosphate-buffered saline (PBS) solution at pH 7.4.

Fig. 5 illustrates the MTX measurements in the buffer at
this pH using SWV and CA across different MTX concentration
ranges. SWV (Fig. 5A) effectively detects MTX within a range of
165 nM-1.41 pM, achieving a strong correlation (R> = 0.994)
with a lowest detection limit of 1.8 nM. CA (Fig. 5B) detects

“ 4l /
< -_1 0.5 1.0
\3-2- MTX] / um
——
1
04 0.6 0.8
E /V vs (Ag/AgCl)
() 4 150,
32100
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MTX in the range of 130 nM-950 nM, with an R®> =
0.9761 having an LOD of 25 nM. These voltammograms clearly
show that the PrGO-PPy-Au film enhances the current
response to MTX. To demonstrate the sensor’s continuous
monitoring capability for industrial quality control appli-
cations, long-term stability studies were conducted for 1.3 pM
MTX detection using SWV (Fig. 5C) and 1.3 pM MTX using CA
(Fig. 5D) at room temperature over 4 hours, with readings
taken every 10 minutes. Throughout these stability studies, the
modified SPCE/PrGO-PPy-Au electrode maintained stable
current responses.

3.7. Determination of MTX in human serum

To evaluate the practicality of our electrochemical sensor, we
assessed the ability of the SPCE/PrGO-PPy-Au electrode to
detect MTX in human serum. In this experiment, the electro-
chemical sensor was evaluated using 98% human serum pur-
chased from Sigma-Aldrich, which was diluted with phos-
phate-buffered saline (PBS) in a 1:1 ratio. This dilution was
made to minimize potential interference from the serum’s
components while maintaining the physiological relevance of
the sample for testing the sensor’s performance. We con-
ducted chronoamperometry and square wave voltammetry
tests for MTX detection, and the results depicted in Fig. 6A & B
show MTX readings in human serum using SWV (R* = 0.991)
and CA (R*> = 0.995), respectively, achieving the lowest detec-
tion limit of 0.4 nM in SWV and 1 nM in CA. The sensitivity of

(B) B
0.4 A e
<1 M)/ P
T 0.21
0 20 40 60

t/s

40 60
t/s

Fig. 5 Electroanalytical performance of the SPCE/PrGO—-PPy—Au sensor in PBS. (A) SWV responses recorded in PBS (pH 7.4) for MTX detection
spanning a concentration range of 165 nM-1.41 uM. (B) Chronoamperometric measurements of MTX in PBS (pH 7.4) performed over a concen-
tration range of 130 nM-950 nM. (C) Stability of MTX with a concentration of 1.3 uM in PBS (pH 7.4) evaluated for 4 hours using SWV with measure-
ments taken at 10-minute intervals. (D) Additional stability test for 1.3 pyM MTX in PBS (pH 7.4) conducted for 4 hours with chronoamperometric
measurements recorded every 10 minutes (all inset graphs show the corresponding calibration curves).
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Fig. 6 Electroanalytical performance of the SPCE/PrGO—-PPy—Au sensor in serum. (A) SWV analysis of MTX in serum (pH 7.4) conducted over a
concentration range of 130 nM-1 pM. (B) Chronoamperometric measurements of MTX in serum (pH 7.4) recorded for a concentration range of 65
nM-565 nM. (C) Stability studies of MTX with a concentration of 1.3 uM in serum (pH 7.4) conducted for 4 hours with measurements taken every

10 minutes. (D) Stability studies of MTX with a concentration of 1.3 uM
corresponding calibration curves are displayed in all the inset graphs.)

the sensor was found to be 24.1 pA pM~" em™ for SWV and
11 pA pM " em 2 for CA, respectively (ESIt). The peak current
consistently increased with higher MTX concentrations, under-
scoring the potential of the graphene-Au-integrated conduct-
ing polymer screen-printed sensor strip for point-of-care MTX
analysis in healthcare settings. Long-term stability tests were
performed for detecting 1.3 pM MTX using chronoamperome-
try (CA) and square wave voltammetry (SWV) over a 4-hour
period at room temperature with measurements taken every
10 minutes (Fig. 6C and D). During these tests, the modified
SPCE/PrGO-PPy-Au electrode consistently delivered stable
current responses. When compared with recent studies (Table S2
in the ESIT), our sensor demonstrated a comparable electro-
analytical performance, featuring a lower detection limit than
other reported methods. Importantly, our sensor transducer
showed exceptional stability over 4 hours in real serum samples,
a characteristic not previously reported in the literature.

3.8. Selectivity, reproducibility, and long-term storage
stability of the sensor

Assessing the selectivity of an electrochemical sensor is crucial
for accurate target analyte detection without interference. To
evaluate the selectivity of the SPCE/PrGO-PPy-Au sensor for
MTX detection, SWV measurements were performed in the
presence of 5 pM dopamine (DA) (Fig. 7A). The findings
revealed that methotrexate exhibited a strong SWV response

This journal is © The Royal Society of Chemistry 2025

in serum (pH 7.4) for 4 hours with readings taken every 10 minutes. (The

across different concentrations (0, 1.0, 2.0, and 3.0 pM) even in
the presence of dopamine. Furthermore, CA (Fig. 7B) and SWV
(Fig. S131) measurements were conducted with common bio-
logical interferents, including uric acid (UA), ascorbic acid
(AA), folic acid (FA), fluorouracil (FU), and dopamine (DA),
each at a concentration of 10 uM. In this study, methotrexate,
a folic acid analogue, was tested for its potential as an interfer-
ing molecule. Fluorouracil, another anticancer drug, was also
included to assess its interference effects (Fig. 7B). The con-
centration of methotrexate used in this study was 2 uM.
Fig. 7C and D present the CA responses of the MTX sensor at
1 pM in the presence of 5 uM interfering molecules in serum,
along with the corresponding bar graph. The chronoampero-
metry analysis demonstrated that these substances did not
interfere with methotrexate detection. Reproducibility and
long-term storage stability are vital for enhancing electro-
chemical sensor performance. We evaluated the sensor’s
reproducibility by independent electrodes for MTX detection
at different concentrations (100 and 500 nM) using CA
(Fig. 7E). The results demonstrate that the sensors exhibited
consistent responses with a standard deviation of 1%. In
addition, the long-term stability of the sensor was evaluated by
storing it at room temperature (25 °C) for three weeks, followed
by testing its ability to detect 200 nM MTX. We have achieved
the regeneration capability after performing 20 scans of the
cyclic voltammograms in PBS buffer solution. This indicates

Nanoscale, 2025,17, 4472-4484 | 4481
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Fig. 7 (A) SWV analysis of human serum with varying concentrations of methotrexate (0, 1.0, 2.0, and 3.0 pM) in the presence of DA (5 pM)

measured against an Ag/AgCl reference electrode. (B) Chronoamperometric study of MTX (2 uM) and an interfering molecule with five times the
concentration of MTX (10 pM). (C) Chronoamperometric responses of the MTX (1 pM) sensor in serum containing 5 pM of each interfering molecule.
(D) Corresponding bar chart showing the results. (E) Chronoamperometric responses of seven independent SPCE/PrGO—-PPy—Au sensors for MTX
detection at concentrations of 100 nM and 500 nM. (F) Chronoamperometric responses of the MTX sensor for 25 days at room temperature for

detecting 200 nM MTX.

the good regeneration capability of the sensor interface.
Fig. 7F illustrates the long-term stability of the sensor,
showing that it maintained stable performance over a pro-
longed storage period of 4 weeks at 5 °C. The sensors exhibited
consistent responses throughout the evaluation, with only a
slight decrease observed in the CA signals, indicating minimal
performance degradation and reliable stability under refriger-
ated conditions.

4 Conclusions

Electrochemical methods for detecting methotrexate are
favoured due to its structure, which contains amino and car-
boxylic groups that can undergo oxidation or reduction.
Modifying the electrode with specialized materials can signifi-
cantly boost the sensor’s selectivity and sensitivity to metho-
trexate. In this study, we successfully improved disposable
SPCEs by incorporating PrGO-PPy-Au through a green syn-
thesis and chemical process. The modified electrode was then

4482 | Nanoscale, 2025,17, 4472-4484

assessed for its capability to electrochemically detect the anti-
cancer drug MTX. The PrGO-PPy-Au hybrid nanocomposite
ink was created by dispersing the synthesized black powder in
a freshly prepared chitosan solution. This mixture was then
drop-cast onto thoroughly cleaned SPCEs in varying volumes
(1, 2, 3, and 4 pL) to optimize the transducer surface. The
sensor’s interfacial properties were characterized using CV,
EIS, and SWV techniques. Additionally, the modified SPCE/
PrGO-PPy-Au sensor was evaluated for MTX detection using
SWV (covering a broad linear range from 165 nM to 1.41 pM)
and CA (covering a broad linear range from 130 nM to 950
nM), achieving an LOD of 1.8 nM in PBS solution via SWV. The
sensor’s performance was further validated using human
serum samples, achieving an LOD of 0.4 nM in SWV analysis
with a broad linear range from 130 nM to 1 uM. The sensor’s
sensitivity was determined using SWV and CA techniques,
yielding values of 24.1 pA uM™' for SWV and 11 pA uM~" for
CA in serum. Even in the presence of biological interfering
molecules, the modified sensor successfully detected MTX at
nanomolar concentrations, showing high sensitivity, excellent

This journal is © The Royal Society of Chemistry 2025
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reproducibility, and stability over the modified electrode. The
PrGO-PPy-Au sensor, with its straightforward design and
impressive electrochemical properties, holds significant
promise for continuous MTX monitoring.
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