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Highly stable SERS pH nanoprobes produced by
co-solvent controlled AUNP aggregationt

Haoran Wei,®< Marjorie R. Willner,>< Linsey C. Marr®*< and Peter J. Vikesland**"<

Production of gold nanoparticle (AuNP) surface-enhanced Raman spectroscopy (SERS) nanoprobes
requires replicable aggregation to produce multimers with high signal intensity. Herein, we illustrate a
novel, yet simple, approach to produce SERS nanoprobes through control of co-solvent composition.
AuNP multimers were produced by mixing AUNP monomers in water : ethanol co-solvent for variable
periods of time. By varying the water : ethanol ratio and the amount of 4-mercaptobenzoic acid (4-MBA)
present, the aggregation rate can be systematically controlled. Thiolated poly(ethylene glycol) was then
added to halt the aggregation process and provide steric stability. This approach was used to produce pH
nanoprobes with excellent colloidal stability in high ionic strength environments and in complex samples.
The pH probe exhibits broad pH sensitivity over the range 6—11 and we calculate that a single AUNP dimer
in a 35 fL volume is sufficient to generate a detectable SERS signal. As a proof-of-concept, the probes
were used to detect the intracellular pH of human prostate cancer cells (PC-3). The internalized probes
exhibit a strong 4-MBA signal without any interfering bands from either the cells or the culture media and
produce exceptionally detailed pH maps. pH maps obtained from 19 xy surface scans and 14 yz depth
scans exhibit highly consistent intracellular pH in the range of 5 to 7, thus indicating the greater reliability
and reproducibility of our pH probes compared with other probes previously reported in the literature.
Our water : ethanol co-solvent production process is fast, simple, and efficient. Adjustment of solvent
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Introduction

Gold nanoparticles (AuNPs) are widely used for surface-
enhanced Raman scattering (SERS) based sensing due to their
strong localized surface plasmon resonance (LSPR), low toxi-
city, and long-term stability."™ It is generally accepted that
the largest SERS signals or “hot spots” are generated in the
narrow gap between two AuNPs as a result of the strong
electromagnetic coupling in that region.*” Reproducible pro-
duction of SERS “hot spots” is non-trivial and requires that
AuNP aggregation be neither too minimal (leaving too many
monomers and a weak signal), nor too extensive (resulting in
an unstable colloid). Controlled aggregation as a mechanism
to produce “hot spots” has attracted extensive research atten-
tion and the use of small organic molecules as nanoparticle
linkers has been deemed to be one of the more efficient ways
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composition may become a powerful way to produce SERS tags or nanoprobes in the future.

to bridge nanoparticles.*'* For example, Taylor et al. used a

cucurbit [n]uril “glue” to produce reproducible and controlled
AUNP aggregates with a gap distance of 0.9 nm."® Aggregation
inducers occupy a portion of the “hot spot” volume and gene-
rate peaks in the SERS spectrum. For this reason, SERS nano-
probes (defined as an AuNP multimer containing two or more
AuNP monomers) are often produced using a Raman active
linker. We and others have illustrated that malachite green iso-
thiocyanate (MGITC), 2-aminothiolphenol (2-ATP), and 3,5-
dimercaptobenzoic acid linkers can produce nanoprobes with
intense, but reproducible SERS signals.®’'® One substantial
challenge, however, is that not all desired SERS applications
utilize organic molecules that induce aggregation and bridge
nanoparticles.

To date, a number of nanoparticles for SERS based determi-
nation of pH have been reported in the literature.®'*>*> The
PH sensing capacity of these nanoparticles is generally realized
via surface functionalization of the particle with a pH sensitive
molecule whose SERS spectrum changes as a function of pH.
For example, 4-aminothiolphenol, 2-aminothiolphenol,
3-amino-5-mercapto-1,2,4-triazole, and 4-mercaptobenzoic
acid (4-MBA) are often employed due to the pH sensitivity of
the SERS band of the amine or carboxyl groups of these mole-
cules. Amongst these, 4-MBA exhibits a broad pH sensitive
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range, simple structure, high photochemical stability, and
thiol mediated AuNP surface affinity.'®>'">* Arguably the most
common way to synthesize 4-MBA-AuNPs is to dilute a concen-
trated 4-MBA ethanol solution in an aqueous AuNP suspen-
sion.'®?**?> Unfortunately, 4-MBA does not effectively induce
AuNP aggregation and thus the SERS probes produced by this
approach exhibit a weak and irreproducible signal. Lawson
et al. improved probe reproducibility and signal intensity by
utilizing 3,5-dimercaptobenzoic acid as both the pH indicator
and aggregation inducer.® However, the three step organic
reaction required for the synthesis of 3,5-dimercaptobenzoic
acid is mechanistically challenging and thus not feasible for
widespread use. While there is substantial interest in the pro-
duction and potential application of SERS based pH sensors,
the syntheses reported to date have generally resulted in par-
ticles of only transient colloidal stability and weak signal due
to the limited ability for the aforementioned molecules to
induce nanoparticle aggregation and form stable nanoprobes.

Past studies have shown that AuNPs aggregate more rapidly
in the presence of ethanol than in water due to the lower
polarity of the alcohol.>® We hypothesized that addition of
ethanol to an aqueous suspension of AuNPs would reproduci-
bly change the solvent properties and thus enable controlled
AuNP aggregation. Such an approach has three potential
advantages: (1) coordinated changes in solvent properties
should enable control of the aggregation rate such that repro-
ducible aggregates can be produced both in the presence and
absence of a SERS active organic molecule; (2) once stable
aggregates are formed, excess ethanol can be removed by cen-
trifugation; and (3) because no complicated organic syntheses
are required, this method may be more sustainable and thus
more cost-efficient than many extant methods. With this
rationale, we set out to test whether a water : ethanol co-solvent
system could be used to control AuNP aggregation and
produce AuNP-based SERS nanoprobes.

Through the use of water : ethanol co-solvent mixtures we
can systematically produce AuNP multimers of controlled size
(Scheme 1). Multimers of size appropriate for SERS were formed
in 50:50 water:ethanol co-solvent and then following
functionalization with a protective HS-PEG layer a highly stable
SERS pH probe was produced. Compared with previously used
BSA and silica coatings, PEG has a long hydrophilic chain that
does not inhibit proton diffusion to the SERS hot spots.'>?
This pH nanoprobe illustrates high SERS activity, high pH
sensitivity, a broad pH sensitive range, and excellent stability
in high ionic strength environments. To our knowledge this is
the first time that co-solvents have been used for SERS pH
probe production. This approach can be easily extended to
produce numerous types of SERS probes through controlled
adjustment of co-solvent type and concentration.

Experimental section

Materials

Gold chloride trihydrate (HAuCl,;-3H,0), sodium citrate
tribasic dihydrate (NazCitrate-2H,0), 4-mercaptobenzoic acid
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(4-MBA), and phosphate buffer (PB) solution were purchased
from Sigma-Aldrich. Thiolated poly(ethylene glycol) (HS-PEG;
5 kDa) was purchased from Nanocs. Anhydrous ethanol was
purchased from Fisher Scientific.

AuNP synthesis

AuNPs were synthesized using the seed-mediated approach.
Briefly, 13 nm gold nanoparticle seeds were synthesized
according to Frens.”” NajCitrate-2H,O (final concentration
3.88 mM) was added to 100 mL of boiling 1 mM HAuCl,-3H,0
under vigorous mixing conditions. The reaction was allowed to
run until the solution color changed to wine red, indicating
completion. During seed synthesis the pH was controlled at
6.2-6.5 to improve their monodispersity.*® Following seed syn-
thesis, 35 nm AuNPs were synthesized by seed-mediated
growth.>® A 250 mL flask containing 100 mL of HAuCl,-3H,0
solution (0.254 mM) was heated to boil under vigorous
stirring. To this flask was added 2.02 mL seed suspension and
0.44 mL Na;Citrate-2H,O (final concentration 0.17 mM). After
a 40 min reaction time the flask was cooled to room
temperature.

AuNP aggregation in water : ethanol co-solvent

AuNPs suspended in water:ethanol mixtures of varying
ethanol content were prepared by adding 0.5 mL of a water :
ethanol mixture (ethanol content 0-100%) to 0.5 mL of
aqueous AuNP suspension. The mixture was then vortexed for
1 min to ensure complete mixing of the components. The
kinetics of AuNP aggregation in the water: ethanol mixtures
were investigated by monitoring the variation in the UV-VIS
extinction spectra and the DLS determined hydrodynamic dia-
meter over a two day period. 4-MBA-AuNPs in water : ethanol
co-solvent were prepared by adding 0.5 mL 4-MBA in ethanol
(100 pM) to 0.5 mL AuNP aqueous suspension. We emphasize
that the 4-MBA solution and the AuNP suspension were mixed
ata 1:1 volumetric ratio. Equal volume mixing of the two com-
ponents results in more homogeneous adsorption of 4-MBA
and more highly controlled AuNP aggregation.>® The aggrega-
tion kinetics of 4-MBA functionalized AuNPs in water : ethanol
co-solvent were investigated by both UV-VIS extinction spectra
and DLS. SERS spectra of 4-MBA-AuNPs in solutions with
different ethanol contents were collected at 100 min after
the mixing of 0.5 mL of the AuNP suspension and 0.5 mL of
4-MBA solutions with ethanol contents of 12.5-100%.

Production of colloidally stable SERS pH probes

The procedure for production of our SERS probe is shown in
Scheme 1. First, 0.5 mL of 100 pM 4-MBA in ethanol was
added to 0.5 mL of aqueous AuNP suspension and then fully
mixed by vortexing. After 10, 55, 100, or 140 min, 100 puL of
HS-PEG aqueous solution (500 uM) was added to the mixture.
The suspension was kept for 20 min at room temperature and
subsequently washed by centrifugation 3x to remove excess
4-MBA, HS-PEG, and ethanol. Following centrifugation, the
supernatant was discarded and the sediment was redispersed
in 1 mL water.

This journal is © The Royal Society of Chemistry 2016
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Scheme 1 Production of AuNP/4-MBA/PEG nanosensor.

Evaluation of the sensitivity and stability of the pH probe

To evaluate the pH sensitivity of our probe, 1 mL of probe was
added to 1 mL of PB solution (20 mM) with different pH. The
pHs of the mixtures were also measured by a commercial pH
meter (Accumet AB15 plus, Fisher Scientific) and their corres-
ponding SERS spectra were recorded. A pH calibration curve
was produced by plotting the change in the SERS spectra
versus pH. To evaluate the colloidal stability of the probe, 1 mL
probe was added to 1 mL PB solution (20 mM) and variations
in DLS determined hydrodynamic diameter, UV-VIS extinction
spectra, and pH indicator values were monitored for one hour.
To further test the capacity of the probe (200 pL) it was also
added to 800 pL of two different soft drinks (Fanta orange and
club soda) and tap water. SERS spectra were acquired and the
derived pH values were compared with those measured by the
commercial pH meter.

Intracellular pH monitoring

A human prostate cancer cell line, PC-3, was cultured in
F-12K Medium (Kaighn’s Modification of Ham’s F-12
Medium) (ATCC) supplemented with 10% fetal calf serum
and 1% penicillin/streptomycin. Cells were grown to conflu-
ence in an incubator at 37 °C with 5% CO, prior to harvest-

This journal is © The Royal Society of Chemistry 2016

ing using trypsin/EDTA. A cell concentration of 2.4 x 10*
cells per mL was then seeded into a 6-well plate. Cells were
then incubated overnight in an incubator at 37 °C with 5%
CO,. Each well was then inoculated with 20 pl of nanoprobes
and left in the incubator overnight. After approximately
24 hours the cells were washed three times with PBS before
being imaged.

Instrumentation

Pristine AuNP size (35 + 1 nm, n = 40) was measured by field-
emission scanning electron microscopy (FESEM, LEO (Zeiss)
1550) and transmission electron microscopy (TEM, JEOL
JEM-1400) with the assistance of Image J (Fig. S1}). Pristine
AuNP size (39 nm) was also measured by dynamic light scatter-
ing (DLS, Nano Zetasizer, Malvern). The LSPR of the AuNPs as
well as AuNP aggregates was characterized by UV-VIS spec-
troscopy (Cary 5000, Agilent). Raman spectra were acquired by
a Raman spectrometer (Alpha500R, WITec) with a 10x objec-
tive and 0.5 s integration time. The 785 nm laser light was dis-
persed by a 300 gr mm™" grating and detected by a Peltier
CCD. Each Raman spectrum reported (unless noted otherwise)
was an average of 400 single spectra acquired across a 1000 pm
% 1000 pm Raman map. The cells were directly imaged in the
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6-well plate using a 785 nm laser, 50x objective and a 0.05
second integration time.

SERS data processing

The SERS data for the calibration curve and cell experiments
was imported into MATLAB® 2015b (The Mathworks, USA).
The spectra were first baseline corrected using an asymmetric
least squares fitting,®" the intensities of the peaks of interest
(1084 em™, 1410 ecm ™" and 1710 cm™") were tracked and ulti-
mately ratios between the pH insensitive and pH sensitive
peaks were plotted (Fig. 3B and S-137). A calibration curve with
a Boltzmann fit was established using Origin 8.0 to describe
the relationship between the pH and SERS peak ratios. The pH
was then calculated at each of the points in the SERS maps
and a visual representation was rendered in Matlab (Fig. 4).
The data from all the cell experiments was further compiled
and analyzed in Matlab.

Results and discussion
Controlled AuNP aggregation in water : ethanol co-solvent

AuNPs synthesized by sodium citrate reduction are stable in
the absence of salt due to the negative charge imparted by
surface associated citrate and its degradation products.”®?
Ethanol, however, is known to induce AuNP aggregation due to
dipole-dipole attractive interactions.”® Herein, we observed
that changes in the ethanol co-solvent concentration greatly
affected AuNP size and colloidal stability. For ethanol co-
solvent concentrations of 0-25% the hydrodynamic diameter
proportionally increased with the ethanol content (Fig. S27).
AuNP multimers produced in water : ethanol co-solvent mix-
tures below 50:50 were stable over a two day period, while
those produced at a 50 : 50 water : ethanol ratio exhibited more
extensive aggregation. Because aggregate formation is vitally
important for “hot spot” formation and SERS nanoprobe pro-
duction, we focused on the 50:50 water:ethanol mixture
(referred to as a water : ethanol co-solvent hereafter).

An immediate increase in the AuNP hydrodynamic dia-
meter from 39 to 150 nm was observed in water : ethanol co-
solvent, while no change was observed in water alone (Fig. 1A).
In co-solvent, the AuNP hydrodynamic diameter increased
slowly from 150 to 188 nm during the first hour. After two days
the AuNP size ultimately reached 236 nm and the colloid was
colloidally stable (Fig. S21 and inset of Fig. 1A). We attribute
the rapid AuNP aggregation in water : ethanol co-solvent to the
systematic variation of the solvent dielectric constant. As
shown in eqn (1), the electrostatic repulsive force (Veiec) sup-
porting AuNP stability is proportional to the solvent dielectric
constant ¢ when other parameters (¢ is the surface potential,
h is the gap between two particles, and k is the inverse of
Debye length) remain constant.** Addition of ethanol (e = 24.4)
to water (¢ = 80.1) leads to a smaller dielectric constant in co-
solvent than in water alone, which in turn decreases the
electrostatic repulsive force between AuNPs.

5162 | Analyst, 2016, 141, 5159-5169
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4-MBA functionalized AuNPs exhibited completely different
aggregation kinetics compared with the pristine AuNPs. The
4-MBA-AuNP hydrodynamic diameter slightly decreased in the
initial ~40 min and then increased from 40 to 180 min, thus
indicating that aggregation is minimal for the first ~40 min
and then proceeded more rapidly until the colloids were no
longer colloidally stable. Control suspensions of AuNPs and
4-MBA-AuNPs in DI water exhibited no sign of aggregation
(Fig. 1A).

UV-VIS spectroscopy results are consistent with the DLS
data. The extinction spectra of AuNPs in water : ethanol co-
solvent exhibited a primary LSPR band at 535 nm and a
secondary LSPR band at ~650 nm, thus indicating AuNP aggre-
gation (Fig. 1C). As time increased from 0 to 60 min, the
primary LSPR band gradually decreased in magnitude, while
the secondary band simultaneously increased (Fig. 1C).
To quantitatively illustrate this change we plot the height
variation of the primary LSPR band as a function of time in
Fig. 1B. This figure demonstrates that AuNP aggregation in
water : ethanol co-solvent occurs rapidly at the beginning
and then occurs more slowly, thus resulting in the long-term
stability of the suspension.

Similar to the DLS results, the extinction spectra of
4-MBA-AuNPs in water : ethanol co-solvent exhibited different
time-dependent variation relative to pristine AuNPs (Fig. 1B & D).
Over the first 40 min, the spectra remained almost constant,
thus indicating no obvious aggregation. Following this short
delay, the LSPR band at 535 nm decreased at a rate comparable
to the increase in the intensity of the band at 650 nm
until 2 h. After 2 h, the bands at 535 nm and 650 nm
decreased, while a third band at 750 nm developed. Unlike
pristine AuNPs, the 4-MBA-AuNPs in water : ethanol co-solvent
were initially stable and then once aggregation was initiated it
proceeded until the colloidal stability was completely lost by
12 h (data not shown). We attribute the delay in aggregation to
the increase in solvent dielectric constant that occurs due to
addition of a high concentration of 4-MBA (100 pM), which in
turn results in an increase in Vg (eqn (1)). At extended reac-
tion times increasingly larger amounts of 4-MBA have
adsorbed onto the AuNPs and this leads to a decrease in the
local dielectric followed by the onset of aggregation. Such
speculation is supported by the fact that no delay in the onset
of aggregation was observed when the 4-MBA concentration
was decreased by 10x, 100%, or 1000x, thus suggesting that low
4-MBA concentrations are insufficient to change the local
dielectric (Fig. S31). For low 4-MBA concentrations, the initial
AuNP size is highly dynamic because of rapid initial aggrega-
tion (data not shown). Because of the delay in the onset of
aggregation that occurs in the presence of high 4-MBA concen-
trations, the point at which aggregation is initiated can be
easily pinpointed and the entire aggregation process can be
well controlled.

The extinction spectra of the AuNPs and 4-MBA-AuNPs in
water remain stable over a three-hour period (Fig. S47), thus

This journal is © The Royal Society of Chemistry 2016
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(A) Temporal variation of the DLS determined hydrodynamic diameter of AuNPs dispersed in water and 50 : 50 water : ethanol in the presence

and absence of 4-MBA; inset photos are of AuNPs in water and 50 : 50 water : ethanol after two days; (B) temporal variation in the extinction of the
primary LSPR band for AuNPs dispersed in water and 50 : 50 water : ethanol in the presence and absence of 4-MBA; (C) extinction spectra of AUNPs
in water : ethanol as a function of time, and (D) extinction spectra of AuNPs in water : ethanol : 4-MBA as a function of time.

demonstrating the important role of ethanol to accelerate
aggregation. The role of 4-MBA in AuNP aggregation in water :
ethanol co-solvent can thus be concluded: (1) to stabilize the
colloid in the first 40 min due to the increase in solvent dielec-
tric constant; (2) to promote aggregation after 40 min due to
the decreased stabilizing capacity of 4-MBA relative to the
citrate AuNP surface coating. The synergistic interplay between
the ethanol and 4-MBA concentrations in dictating AuNP
aggregation enables reproducible and stable pH probe pro-
duction, as shown in the following sections.

SERS of 4-MBA-AuNPs in water : ethanol co-solvent

The variation in the SERS spectra for 4-MBA-AuNPs in water :
ethanol co-solvent was monitored every 6 min for 3 h (Fig. 2).
At t = 0, only the ethanol spectrum was apparent with a promi-
nent band at 886 cm™'. The intensity of this band remained
constant over the 3 h reaction period because of the fixed
ethanol content. With time, the characteristic bands of 4-MBA

This journal is © The Royal Society of Chemistry 2016

(528, 698, 1084, 1286, and 1597 cm™') appeared and increased
in magnitude from 0 to 168 min (Fig. 2A). In comparison, the
Raman bands of 4-MBA-AuNPs in water alone were approxi-
mately 260x weaker than in water : ethanol co-solvent. Such a
result highlights the importance of producing multimers con-
taining “hot spots” to achieve an intense SERS signal and suc-
cinctly illustrates the important role that ethanol plays in
AuNP aggregation and in the generation of a strong 4-MBA
SERS signal.

To quantitatively show the time-dependent variation in
SERS signal, the intensities of the Raman band at 1084 cm™"
for 4-MBA-AuNPs in water and in water: ethanol co-solvent
were compared (Fig. 2B). In water:ethanol co-solvent, the
SERS intensity was constant for the initial 40 min, a period
that corresponds to the aggregation delay depicted in Fig. 1A & B.
This result demonstrates that AuNP aggregation is crucial
for the generation of a strong SERS signal. Between 40 and
160 min, the SERS intensity increased steadily, due to

Analyst, 2016, 141, 5159-5169 | 5163


http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/c6an00650g

Open Access Article. Published on 22 April 2016. Downloaded on 02/11/2025 22.53.40.

Thisarticleislicensed under a Creative Commons Attribution-NonCommercial 3.0 Unported Licence.

(cc)

View Article Online

Paper Analyst
1084
A ) B o%00
168 min ‘1’ oo
[ ]
Water:ethanol 1597 ®
o
- ® Water o®
- = ® \Water:ethanol l, P
= g o®
8 g °
3’ = ..
= i
c o= o
) ; 9 l )
- H
c | Water: < ™
- A e}
o
..
saeeffiEEEEEEEEEEEEEEEEEEEEEEEEN
T T T T T T T T T T T T T 1
300 600 900 1200 1500 1800 2100 2400 0 40 80 120 160 200
; 2 < .
Raman shift (cm ) Time (min)
0.5+
AN Z£ 1]
C " D 10min
3 - 04
F = ' 55min
~ £ - 100min M= — =
= n c 7 7
@ R T e
et Time (min) "5
> .
= ——10 min £ 021
(%2} . =
= ——55 min L>lj
-g —— 100 min ’
= —— 140 min 0.1 J
100min Without PEG
0.0
e
T T T T T T T T T 1 T T T 1
300 600 900 1200 1500 1800 2100 2400 2700 3000 400 500 600 700 800
. -1
Raman shift (cm ) Wavelength (nm)
Fig. 2 (A) Selected SERS spectra of 4-MBA-AuNPs in water and water : ethanol mixture over three hours; (B) SERS intensity variation of band at

1084 cm™ as a function of time; (C) SERS spectra of 4-MBA-AuNPs after PEG coating at different times; (D) UV-VIS extinction spectra of
4-MBA-AuNPs coated with HS-PEG at different times as well as without the HS-PEG coating; inset is the photo of (1) AuNP monomer colloid,
(2) 4-MBA-AuNPs without HS-PEG coating after centrifugation; and (3) 4-MBA-AuNPs with HS-PEG coating after centrifugation.

enhanced coupling between the developing LSPR band in the
NIR region and the 785 nm incident laser wavelength
(Fig. 1D)."* Between 160 and 180 min the SERS intensity pla-
teaued, a result that may be due to the depletion of sufficient
numbers of AuNP monomers to feed the growing multimer
population (Fig. 2B). We note that all the 4-MBA Raman bands
varied simultaneously with a change in aggregation state, thus
indicating aggregation state had no influence on the peak
ratios, a result that is consistent with the literature.

The SERS spectra of 4-MBA-AuNPs in suspensions with
different ethanol contents were also collected. As shown in
Fig. S5,1 the SERS signal generally decreased with a decrease
in ethanol content, which was attributed to the ineffective
aggregation of AuNPs in solutions with lower ethanol. There is
a substantial SERS signal enhancement when the ethanol
content increased from 25-50%. This result indicates that the

5164 | Analyst, 2016, 141, 5159-5169

ethanol content threshold that can effectively induce AuNP
aggregation lies in between 25-50%, a conclusion which is
supported by the results in Fig. S2.f Overall, these results
suggest that the change of solution dielectric constant induced
by ethanol can be effectively applied to control AuNP aggrega-
tion and thus enhance SERS signal development.

Production of colloidally stable SERS pH probe

Uncontrolled aggregation and flocculation limit the broad
application and use of most of the currently described SERS
pH probes.'>'®?* A stable pH probe with broad pH sensitivity
is desired to enhance reproducibility and enable real world
applications. HS-PEG is recognized for its capacity to sterically
stabilize AuNPs and thus we used it as a means to stabilize our
nanoprobes.*® We specifically investigated the addition of
HS-PEG to arrest nanoprobe aggregation. Accordingly, HS-PEG

This journal is © The Royal Society of Chemistry 2016
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was added to aliquots of the reacting system depicted in
Fig. 2B at the times denoted by the black arrows (10, 55, 100,
and 140 min). Each of these times corresponds to a different
extent of aggregation and thus variable SERS intensity. Two
days after adding HS-PEG, the 4-MBA-AuNP extinction spectra
remained virtually unchanged, thus indicating that HS-PEG
can effectively quench the aggregation of the 4-MBA-AuNPs in
water : ethanol (Fig. S67).

After addition of HS-PEG, the nanoprobes were washed by
centrifugation three times to remove excess 4-MBA, HS-PEG,
and ethanol. Following each centrifugation, the supernatant
was discarded and the solids were redispersed in water.
Assuming each 4-MBA molecule occupies a 0.2 nm” area on
the AuNP surface, the maximum number of 4-MBA molecules
each AuNP can hold is 24 000.*> Under our synthesis con-
ditions the concentration of 4-MBA exceeded 300 000 molecules
per AuNP and thus the AuNP surface should be saturated by
4-MBA. The added amount of HS-PEG was of similar concen-
tration to that of 4-MBA and there was some concern that
HS-PEG could replace 4-MBA on the AuNP surface and thus
lower the SERS intensity. However, as shown in Fig. S7,1 the
addition of HS-PEG had no detrimental effect on the measured
SERS intensity. This result suggests that HS-PEG either does
not replace surface associated 4-MBA or does so only on the
periphery of the AuNP clusters and not within the “hot spots”
responsible for the intense SERS signal. Of these two hypo-
theses, the latter is supported by SEM images that illustrate
4-MBA-AuNP clusters consistently wrapped by a ~5.6 nm thick
PEG layer (a thickness consistent with the 5k molecular
weight®®), but with interparticle junctions of only a few ang-
stroms that are consistent with the expected spacing for SERS
“hot spots” (Scheme 1). These results are corroborated by TEM
images that show small AuNP clusters with PEG coatings
(Fig. S1C & D).

The absence of a peak at 886 cm™" in the spectra for the
washed probes (Fig. 2C) indicates that a majority of the
ethanol initially present in the system was removed by cen-
trifugation. We note that it is highly advantageous that the
reagent used to induce AuNP aggregation can be easily
removed following probe synthesis since it then does not
occupy the SERS “hot spot” volume. The SERS intensity
increased almost linearly with the coating time (inset of
Fig. 2C), which is consistent with the trend observed in the
absence of the HS-PEG coating (Fig. 2B).

UV-VIS extinction spectra of HS-PEG coated 4-MBA-AuNPs
after centrifugation are shown in Fig. 2D. With an increase in
the HS-PEG coating time, the LSPR band at 535 nm gradually
decreased while the band in the NIR region gradually
increased, leading to the increase in SERS intensity (Fig. 2C).
As a negative control, 4-MBA-AuNPs without HS-PEG were also
washed by centrifugation. After washing, the extinction spec-
trum became almost flat (Fig. 2D) and the colloid color signifi-
cantly faded (inset of Fig. 2D), thus indicating that most of the
4-MBA-AuNPs were lost by the irreversible formation of large
aggregates during centrifugation. As a comparison, the colloid
with a HS-PEG coating showed dark purple color (inset of

1
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Fig. 2D), highlighting the important role of HS-PEG for colloid
stability. An ideal pH probe should be able to generate high
SERS intensity as well as stay suspended in water for an
extended period of time (i.e., the aggregates cannot be too
large). Balancing these two aspects, 4-MBA-AuNPs coated with
HS-PEG at 100 min were selected as the best pH probe and
further tested.

PH nanoprobe sensitivity and stability

The pH sensitivity of our nanoprobe was tested in phosphate
buffer (PB) solutions of different pH. As shown in Fig. 3A, the
SERS spectra varied with pH. The bands at 1410 (-COO™) and
1710 em™" (-COOH) increased or decreased in intensity,
respectively, as well as slightly shifted with an increase of solu-
tion pH, while the Raman band at 1084 cm™" (benzene ring)
remained constant. This result indicates that the protective
PEG layer is permeable to H' and does not detrimentally affect
the pH sensitivity of the probe. We note that this probe exhi-
bits high SERS intensity at both extremely acidic (pH = 1.2)
and basic (pH = 12.6) conditions. These high ionic strength
conditions normally result in colloidal instability, thus the
high signal intensities demonstrate the excellent stability con-
ferred by the PEG coating (Fig. S87).

Ratios of each of the pH-sensitive peaks (1410 ecm™' or
1710 ecm™') relative to the pH-insensitive peak (1084 cm™)
were plotted as a function of pH from 1 to 13 (Fig. 3B). In the
acidic pH range of 1-6 and the basic range of 11-13, the inten-
sity ratios (I1410/T1084 and I;710/l10g4) increase or decrease mini-
mally, while in the 6-11 pH range, the ratios change much
more dramatically, thus indicating that this is the most sensi-
tive pH range for this probe. The pH calibration curves could
be perfectly fitted using the Boltzmann expression (Fig. 3B)
that has been previously applied to fit sigmoid shaped pH
curves.”® The linear portion of the curve covers five pH units, a
range that is much broader than those reported in the litera-
ture for other 4-MBA based nanoprobes (Fig. 3D). This result
can be attributed to both the high SERS intensity of our
probes and their unique colloidal stability. We note that the
derived pK, value (8.75) is nearly 4 pH units higher than that
of bulk 4-MBA (4.79). Such a large pK, discrepancy between
nanostructure associated 4-MBA and its bulk value has been
previously reported and can be attributed to changes in
surface topography and electron density.>*?” pH measure-
ments obtained with this nanoprobe are highly reproducible
(STD < 5% for three parallel measurements) due to their well
controlled aggregation and stability (Fig. 3B).

Most recently, Zheng et al. utilized bovine serum albumin
(BSA) to stabilize their pH nanoprobes.'® However, due to the
nonspecific mechanism by which BSA associates with the
nanoprobes, the resulting nanoprobes were difficult to repro-
duce and had limited shelf stability. Importantly, Zheng et al.
attributed the majority of their SERS signal to the presence of
small numbers of dimer and trimer AuNP aggregates that
formed following BSA addition. Such a result supports our
focus on the systematic production of colloidally stable AuNP
aggregates of fixed size. Wang et al. developed silica shell-
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curves from both our study and the literature for 4-MBA functionalized pH probes. The curves are normalized to their maximum values.

coated AgNP pH probes and successfully prevented BSA from
contaminating the AgNP surface.>®> However, the reverse micro-
emulsion method utilized for this synthesis is chemical-
intensive and time-consuming. Also the silica shell limited the
diffusion of protons to the AgNP surface, making the pH
sensitive range very narrow (pH 3-6). We note that none of the
previously reported probes exhibit stability over the broad pH
range of 1-13 that we report here.

A significant advantage of nano-sized pH probes is their
capacity to provide high spatial resolution and their potential
to quantify pH within microenvironments. The laser spot
size of a Raman microscopy system limits the resolution
that can be achieved by a SERS probe. For our probe and our
microscope objective this spot size is described in the lateral
(Glaterar = 1.6 pm) and axial (vertical) dimensions (Saxjar =
17.4 pm) using eqn (2) and (3), where 2 is the laser wavelength,
and NA (numerical aperture) is the characteristic parameter of
an objective. Assuming a cylindrical laser spot, the minimum
volume that can be detected is 35 fL. This volume is much
smaller than that can be detected by commercial pH meter.

0.614

6Iateral - W (2)
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14,16,21,23,25

(3)

P 2.n
axial — (N A)Z

A 1000 pm x 1000 pm Raman map collected in PB solution
contains 400 pixels as shown in Fig. 3C. Using the pH cali-
bration curve in Fig. 3D, a pH map illustrates the pH value
within the 35 fL volume derived from a single Raman spec-
trum. As shown in Fig. S9,T such a single spectrum exhibits an
excellent signal-to-noise ratio. Because the concentration of
AuNPs used in this study is known (1.3 x 10" mL™") each
detection volume contained on average 2.3 NPs. This result
demonstrates that each multimer exhibits extremely high SERS
intensity. When all 400 pH values from the Raman map were
plotted (inset to Fig. 3C), an extremely flat line was obtained.
The small standard deviation (STD = 0.065 pH units) demon-
strated the high pixel-to-pixel reproducibility of the SERS
spectra. The pH sensitivity of our probe is defined as three
fold of the STD,*® i.e., about 0.2 pH units.

Probe stability is important for real world application of
AuNP-based pH probes. The HS-PEG coating is expected to
prevent AuNP aggregation and nonspecific chemical adsorp-
tion on the AuNP probes, thus improving both the spatial and
temporal reproducibility of the probe response. To evaluate

This journal is © The Royal Society of Chemistry 2016


http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/c6an00650g

Open Access Article. Published on 22 April 2016. Downloaded on 02/11/2025 22.53.40.

Thisarticleislicensed under a Creative Commons Attribution-NonCommercial 3.0 Unported Licence.

(cc)

Analyst

their stability, the probes were suspended in PB solution (0.01 M)
and the variation of their extinction spectra, size, and pH
indicator values (I1410/1084 and I1710/110s4) Were monitored for
one hour. As shown in Fig. S10A-C,7 the extinction spectra,
hydrodynamic diameter, and pH indicator values each
remained constant during one hour thus indicating that the
probes were highly stable in pH buffer. In addition, the stabi-
lity of the probe was tested in two soft drinks (Fanta orange
and club soda) and tap water. As shown in Fig. S10D,} the pH
values measured by our pH probe are consistent with those
measured by a commercial pH meter. Impressively, the probes
generated high quality and reproducible SERS spectra in each
of these matrices, thus indicating that they were very stable
in these complex matrices and that the other constituents
present exhibited no interferences to probe response

(Fig. S117).

Intracellular pH monitoring

As a proof-of-concept, we utilized our pH probes to detect the
intracellular pH of the clinically relevant PC-3 human prostate
cancer cell line. Nanoparticle uptake by PC-3 cells has been
demonstrated numerous times in the literature*® with endo-
cytosis, a broad term encompassing many distinct pathways,
considered the predominant method of AuNP uptake.'®*!
Briefly, our pH probes were incubated with PC-3 cells for
24 hours, washed, and then imaged using Raman spec-
troscopy. As shown in Fig. 4A, the sizes and shapes of the
cancer cells were heterogeneous, as expected for an adherent
cell-line incubated for nearly two days.** The most prominent
4-MBA Raman band (1084 cm™") was used to identify the inter-
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nalized nanoprobe locations and as shown in Fig. 4B, the
probe position was co-located with that of the cancer cells.
Intracellular localization of the nanoprobes was verified by
depth scanning (Fig. S1271). The nearly uniform SERS intensity
within the cell, ~25 pm in depth, provides evidence that the
probes were located inside the cell and not on the cell surface.
These results demonstrate that the cancer cells can easily take
up the pH sensitive PEG-4-MBA-AuNP probes described herein
and can be readily imaged.

To determine the intracellular pH of the cancer cells in
rapid and automated fashion, the collected SERS maps were
imported into Matlab and baseline corrected and analyzed
using in-house scripts. At each point in every SERS map, the
ratio between the pH insensitive peak (1084 cm™') and the pH
sensitive peak (1410 cm™") was determined. Using a calibration
curve established in cell culture media (Fig. S13t), the pH was
calculated at each point and then rendered into a XY map
(Fig. 4C). The SERS spectrum of the internalized pH probes
includes the 4-MBA Raman bands with good signal-to-noise
ratio with no interference from either the cell or the culture
medium, thus indicating the excellent stability and protection
capability of the PEG layer. A typical SERS spectrum is shown
in Fig. S14.1 Ultimately, 19 unique pH maps were collected.
The intracellular pH range calculated over the whole sample
set, Fig. 4F, agrees with the intracellular pH range reported in
the literature of pH 4 to 9.'#'%2%2* Additionally, fourteen
depth scans, YZ cross sections, were collected and demonstrate
the three-dimensional spatial consistency of our probes
(Fig. 4D & E). Again, for both single maps and depth scans
across the dataset (Fig. 4F) more than 95% of the pH points

07 All Maps F

o
[

@ Single Maps

o
S

@ Depth Scans

0.6
03
0.2
0.1
0 d_ _

12 3 4 5 6 7 8 9 1011 12 13 14
pH

% of Total Points

Fig. 4 (A) Optical 10x image of PC3 cancer cells; (B) SERS map of A based on intensity of the 1084~ cm peak; (C) pH map rendered in MATLAB of A
derived from the signal of B. (D) Optical 50x image of PC3 cancer cells with black line indicating position of YZ plane; (E) in-depth pH map indicated
by the black line in D and (F) summary of pH distribution for single maps and depth scans.
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fall between pH 5-7 and 99% of the points fall within the
expected range for intracellular pH.

We found it necessary to develop a pH calibration curve in
cell culture media. As shown in Fig. S13,T there is a substantial
difference in both the shape of the calibration curve and pH
sensitive range in cell culture media relative to PB. We attri-
bute this fact to the presence of proteins in the culture media
as we observed a similar phenomenon in milk (data not
shown). To our knowledge the observation that pH nanoprobes
should be calibrated in culture media has not been addressed
in a majority of the prior studies detailing their development.
In Fig. S15t we compare internal cell pH values measured
using a calibration curve obtained in cell culture media relative
to PB media alone. The lack of consideration of this effect may
be partially responsible for many of the extant reports of low
PH zones in cells mapped using nanoprobes.

Compared to previously reported intracellular pH probes,
our probe exhibits several advantages: (1) the Raman spectrum
exhibits higher signal-to-noise ratio than those produced by
uncontrolled aggregation (Fig. 2A and S141)'*>* due to our use
of co-solvents to control the extent of aggregation. (2) The
SERS spectra collected from probes internalized by PC3 cells
only contain Raman bands for 4-MBA (Fig. S147) because the
PEG protective layer prevents cellular components from reach-
ing the surface. In contrast, many reported probes that do not
have a protective layer exhibit potentially interferent Raman
bands due to the biomolecules inside the cells.'> (3) This
paper demonstrates clear evidence that the probes are interna-
lized by the PC3 cells by providing co-located optical and SERS
images and is the first to present depth scans (Fig. 4 and
S127), while none of extent literature provides this infor-
mation.'®*"?**> As a comparison, in a recently published
paper, 4-MBA-coated AuNPs produced without controlled
aggregation and PEG protection were applied for detecting pH
in EA.hy926 cells.”> However, due to the lack of SERS signal
optimization, through controlled aggregation and stability via
PEG protection, the probes exhibited a much lower signal-to-
noise ratio in cells compared to the probes reported herein.
Additionally, the reported intracellular pH SERS maps showed
that the localization of their probes was limited to select areas
inside the cells and included reports of several abnormally
high pH values. A result which could be attributed to the
severe aggregation of the unprotected probes or interference
from the biomolecules inside the cells or in the culture media.

Conclusions

Herein we have described a novel, highly reproducible
approach to control AuNP aggregation using water : ethanol co-
solvent and 4-MBA mixtures. By using this approach, and by
coating the resulting multimers with PEG to provide steric
stability we were able to produce highly stable pH nanoprobes.
Because of their colloidal stability these nanoprobes exhibit a
broader pH sensitive range of 6-11 than existing pH nano-
probes described in the literature. An individual dimer within
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a 3.5 fL volume generates high SERS intensity, which is ideal
for detecting pH changes within microenvironments. To
provide proof of concept, we utilized the pH nanoprobes to
detect the intracellular pH of PC-3 cancer cells. Using a Raman
mapping approach and data processing we establish that intra-
cellular pH is highly consistent across multiple cells and we
have produced the most robust database of intracellular pH
obtained by SERS to date. Because the protective PEG layer can
be replaced with bifunctional PEG (i.e., both thiol and carboxy
terminated) our nanoprobes can be further functionalized to
provide multiplex sensing capacity. In our ongoing studies we
seek to utilize this capacity to measure not only pH, but also
to detect and quantify cells.
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