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The origin of the band at around 730 cm−1 in
the SERS spectra of bacteria: a stable isotope
approach

Patrick Kubryk, Reinhard Niessner and Natalia P. Ivleva*

Raman microspectroscopy is an emerging tool to analyze the

molecular and isotopic composition of single microbial cells. It can

be used to achieve an in situ understanding of metabolic pro-

cesses. Due to the low sensitivity of the Raman effect, surface-

enhanced Raman scattering (SERS) is utilized to enhance the

Raman signal. The SERS spectra of bacteria are usually character-

ized by a pronounced band at around 730 cm−1, which is assigned

to glycosidic ring vibrations or to adenine or even to CH2 de-

formation in different studies. In order to clarify the origin of this

band, we employed a stable isotope approach and performed a

SERS analysis of Escherichia coli bacteria using in situ prepared

Ag nanoparticles. The cells were grown on unlabeled (12C, 14N) and

labeled (13C, 15N) carbon and nitrogen sources in different combi-

nations. The SERS band of the stable isotope labeled microorgan-

isms showed a characteristic red-shift in the SERS spectra, which

solely depends on the isotopic composition. It was therefore poss-

ible to confidently assign this band to adenine-related compounds.

Furthermore, by utilizing the fingerprint area of single-cell SERS

spectra as the input for the principal component analysis, one can

clearly differentiate between E. coli bacteria incorporating different

stable isotopes.

Introduction

Raman microspectroscopy (RM) offers fingerprint spectra with
a spatial resolution down to 1 µm and with minimal or no
water interference. This technique allows the analysis of single
bacterial cells in situ, and can be applied to discriminate
between microbial species or to monitor the physiological
state of a cell. On the other hand, the sensitivity of Raman
spectroscopy is quite limited. To overcome this shortcoming,
surface-enhanced Raman scattering (SERS) is applied to
enhance the Raman signal. When nanometer-sized metallic
structures (Ag or Au) are brought into direct contact with

target molecules, electromagnetic (“localized surface plasmon
resonance”) and chemical (“charge transfer”) enhancement
effects can increase the Raman signal by a factor of 103–1011.1

This improvement allows a rapid analysis and identification of
single cells.2,3 However, the interpretation of the vibrational
features of bacteria at the molecular level is a difficult task,
since various vibrational bands typical of proteins, phospho-
lipids, nucleic acids, and polysaccharides are anticipated to
contribute to the SERS spectra.4–8 As different vibrational
bands found in Raman spectra are often enhanced differently,
while new bands may appear due to the chemical enhance-
ment, the analysis of conventional Raman spectra can only
partially help in explaining the SERS results.

The main feature of the SERS spectra of bacteria is often
the sharp band in the region of 720–735 cm−1.9 Previous SERS
studies of bacteria proposed various assignments to this
region. Usually reference compounds were compared with the
SERS spectra and on this basis the conclusions and band
assignments were made. The outer bacterial cell layer sensi-
tivity of the SERS technique makes the assignment of this
band to the components of the cell membrane possible. This
band therefore may be assigned to the polysaccharide mode
since the cell walls of bacteria are made up of peptidoglycan,
which contains N-acetyl-D-glucosamine (NAG). It was therefore
suggested that this band can be assigned to the vibrational
glycosidic ring mode, since the SERS spectra of D-glucose and
NAG also exhibit an intense peak at around 730 cm−1.5 Sub-
stances, such as amino acids and phospholipids, also show
SERS bands in this region.5,10,11 Furthermore, in a normal
Raman analysis of bacteria the band at 725 cm−1 was assigned
to the CH2 rocking mode.12 Also the O–P–O vibrational mode
of a phosphate group was suggested.3 In addition, the strong
band at 735 cm−1 has been attributed to molecules possessing
the adenine moiety in their structure, located on or in the cell
wall structure, which is extremely sensitive to SERS enhance-
ment.6,11,13 The strong 735 cm−1 vibration is especially charac-
teristic of DNA and often serves as its marker.7,14–18 It is less
probable that DNA in its native form is responsible for these
adenine-based Raman bands, as bands derived from the other
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nucleic bases in addition to adenine would be expected.7

Therefore, the appearance of the strong band at 735 cm−1 can
indicate DNA denaturation.15 Other common adenine deriva-
tives or adenine-containing molecules include RNA, RF, FAD,
NAD, NADH, AMP, ADP, or ATP, which are critical molecules
for the biochemical processes in bacterial cells.6,14 Also the
purine derivative hypoxanthine is suggested.19,20 A study by
Guzelian et al. showed a comparison of molecules containing
the adenine functionality with the SERS spectra of bacteria.11

In a study by Kahraman et al. different bacterial species, their
isolated DNA and their isolated peptidoglycan layer were ana-
lyzed to obtain information about the interaction of the silver
nanoparticles with the bacteria. They concluded that the SERS
spectra of bacteria originate probably from adenine-containing
molecules situated in the bacterial cell wall with possible
contributions from molecular species detached from the cell
surface.6 However, the presence of adenine containing
compounds on the outermost surface of bacterial cells is not
obviously explained.11 It should also be noted that all the
proposed peak assignments at around 730 cm−1 on the SERS
spectra of bacteria could be correct and signals originating
from those various substances are overlapping.14

Nowadays this SERS marker band at around 730 cm−1 is
usually assigned to adenine, although no clear evidence is
available. Raman spectroscopy in combination with stable iso-
topes is an often used technique to assign Raman bands and
to understand spectral features.21 Therefore, in this study we
applied a stable isotope surface-enhanced Raman scattering
approach to obtain more information about this band and to
understand its origin. Polysaccharides, phospholipids and
adenine-related substances have a vastly different molecular
structure. Hence, the position of this band in the SERS spectra
of stable isotope labeled microorganisms will help us to differ-
entiate between the different compounds and determine
the origin of this band. Since the feasibility of 15N labeling of
E. coli cells was previously demonstrated for normal Raman
studies,22,23 labeled nitrogen alone or in combination with
labeled carbon will also be used here, for the first time, for the
SERS analysis of E. coli. Furthermore, in this study we compare
the red-shift of the SERS spectra of microorganisms for
different isotopic compositions (12C–14N, 13C–14N, 12C–15N and
13C–15N). We demonstrate the possibilities of discriminating
stable isotope labeled cells by means of SERS with the help of
principal component analysis (PCA) of the fingerprint region
of E. coli strain 1116 at the single cell level.

Experimental section
Cultivation of E. coli and in situ silver nanoparticle synthesis

Shock frozen E. coli DSM 1116 strains were purchased from
DSM Nutritional Products GmbH (Grenzach, Germany). The
cells were transferred into 250 mL shake flasks containing
25 mL M9 minimal medium without addition of trace
metals.24,25 For 15N labeling NH4Cl was replaced with 15NH4Cl
(3.42 mM; Sigma-Aldrich, Steinheim, Germany). The flasks

were incubated overnight at 100 rpm and 37 °C with 0.4%
(w/v) 12C- or 13C-glucose (Sigma-Aldrich, Steinheim, Germany)
as the single carbon source. The technique of coating cells
with silver colloid follows the work of Efrima and Zeiri, which
consists of adding the different precursor substances (silver
nitrate and reduction agents, e.g. sodium borohydride or
hydroxylammonium chloride) successively to the bacterial
sample.26–28 The so called in situ Ag nanoparticles were
prepared according to a literature procedure.29 Briefly, 1 mL of
washed bacteria was pelleted and resuspended in 180 μL of
hydroxylammonium chloride solution (1.67 mM; Merck,
Hohenbrunn, Germany) containing NaOH (3.3 mM; Carl Roth
GmbH & Co. KG, Karlsruhe, Germany). After addition of 20 μL
of silver nitrate solution (10 mM; Merck, Hohenbrunn,
Germany) and incubation for 1 hour at 4 °C, 5 µL of the
bacterial sample were transferred onto a glass slide (26 mm ×
76 mm × 1 mm; Carl Roth GmbH & Co. KG, Karlsruhe,
Germany) and dried for 1 hour at room temperature.

Surface-enhanced Raman microspectroscopic analysis

A Lab-RAM HR Raman microscope (Horiba Scientific, Japan)
was used for Raman analysis. The system was equipped with
an integrated Olympus BXFM microscope, a He–Ne-Laser
(633 nm, 4 mW at the sample) and a Peltier-cooled CCD detec-
tor. A 100× objective (Olympus MPlan N, NA = 0.9) was used to
focus the laser beam onto the sample and to collect the scat-
tered light. The light then passes a diffraction grating (600
lines per mm) and a confocal pinhole (100 µm). A laser power
of 0.4 mW at the sample and an acquisition time of 1 s were
applied for the SERS analysis of E. coli cells. The spectral range
of the recorded Raman spectra was set to 50 cm−1–3750 cm−1.
A silicon wafer with its first-order phonon band at 520.7 cm−1

was used for wavelength calibration.

Results and discussion

A stable isotope surface-enhanced Raman scattering approach
was applied here to clarify the origin of the SERS marker band
at around 730 cm−1. Four samples of E. coli, each grown on
unlabeled (12C, 14N) and labeled (13C, 15N) carbon and nitro-
gen sources in different combinations, were cultivated and
analyzed. The spectral changes for different labeled E. coli
cells can be seen in Fig. 1a. Particularly the SERS band at
733 cm−1 for 12C–14N-E. coli shows a red-shift to 720 cm−1 for
13C–14N-E. coli, to 717 cm−1 for 12C–15N-E. coli and even to
707 cm−1 for 13C–15N-E. coli in the baseline-corrected SERS
spectra (see Fig. 1b). Another relatively strong band at
1330 cm−1 of 12C–14N-E. coli is red-shifted to 1317 cm−1 for
12C–15N-E. coli, to 1309 cm−1 for 13C–14N-E. coli, and to
1293 cm−1 for 13C–15N-E. coli.

The characteristic band at 733 cm−1 is sharp and shows a
complete red-shift without any residual intensity at the orig-
inal position for all of the different stable isotope labels. Also
no peak broadening or peak splitting, which would indicate
the presence of different substances or isotopologues, could
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be detected. For example, a broadening of this specific peak
was reported for 50% 13C labeled E. coli cells in an earlier
study.29 In that study it was also stated that the red-shift of
these SERS bands is caused only by the incorporation of the
stable isotope. This band can therefore be attributed to only
one vibrational mode. In addition, due to the red-shift when
using 15N labeling, only vibrational modes containing nitrogen
are possible. Therefore, compounds without nitrogen cannot
contribute to this band. Hence, C–H, C–C and O–P–O modes
and many polysaccharides (glycosidic ring breathing) and
carbohydrates can be excluded. The high red-shift of 16 cm−1

also requires a vibrational mode where nitrogen is directly
involved. The nitrogen in N-acetyl-D-glucosamine is not located
in the ring structure and therefore the influence of the 15N
labeling and thus the red-shift of the glycosidic ring breathing
mode would only be very small. Hence, the band cannot be
assigned to the glycosidic ring breathing mode of NAG. Phospho-
lipids and amino acids on the other hand would only show
a C–N stretching vibration in this area. This mode should
follow the simple rule that the exact value of the red-shift is
dependent on the relative mass change of the involved atoms.
The relative mass change when substituting 12C with 13C is
slightly higher than substituting 14N with 15N. Therefore, the
position of the 13C–14N band in the spectra should be at a
lower wavenumber than the band of 12C–14N. But actually, the
band of 13C–14N-E. coli can be found at 720 cm−1, whereas the
band of 12C–15N-E. coli can be found at 717 cm−1. This leads to
the conclusion that a simple C–N stretching vibration cannot
be attributed to this obviously more complex spectral feature
in the spectra. In the SERS spectra of adenine or adenine
related substances like adenosine or ATP a very strong band in
the area of 730–735 cm−1 and a second relatively strong band
at around 1330 cm−1 can be found.7,8 The exact match of these
modes to the bands in the SERS spectra of E. coli is remark-
able. The band around 730 cm−1 is assigned to the in-plane
pyrimidine and imidazole ring breathing modes.30,31 It is

known that ring breathing modes are preferentially highly
enhanced in the SERS analysis of organic compounds. Further-
more, the molecular structure possesses four nitrogen atoms
situated in the ring structure and one nitrogen atom in the
side chain, which perfectly explains the high red-shift from
733 cm−1 for 12C–14N-E. coli to 717 cm−1 for 12C–15N-E. coli in
the SERS spectra of 15N labeled E. coli. Additionally, the band
at around 1330 cm−1 shows a red-shift to 1293 cm−1 in 15N
labeled E. coli cells, therefore it is safe to assume that nitrogen
is also involved in this vibration mode. It can therefore be con-
cluded that the band at around 730 cm−1 can be assigned to
adenine and more precisely to the in-plane ring breathing
mode of adenine. It should be noted that a range of adenine-
containing compounds (FAD, NAD, etc.) as well as different
products of the purine degradation pathway (e.g. hypo-
xanthine19) contain a purine moiety and may contribute to
this band. Therefore, a further detailed analysis of unlabeled
and stable isotope labeled reference compounds with a purine
moiety is required for the unambiguous band assignment.
This will be the subject of our subsequent study.

In order to confirm the observed band shifts and to demon-
strate the reproducibility of the single cell signatures of the
different labeled E. coli samples, the obtained spectra were
subjected to a principal component analysis (PCA) using
MATLAB R2013b. The spectra were denoised with the inte-
grated denoising method of LabSpec 6.3 to improve the spec-
tral quality for PCA. The first derivatives were generated to
eliminate the contribution of background signals and were
then utilized as the input for PCA.

For the first PCA the wavenumber range from 600–800 cm−1

was used to evaluate the observed red-shift of the band at
733 cm−1. Fig. 2a shows that both the principal components
PC1 and PC2 have a nearly similar total explained variance
(TEV) with 46.57% and 41.61%, respectively. The first four
principal components explained 94.3% of the total data var-
iance. PC1 reflects the shift of the 12C–14N and 13C–15N

Fig. 1 (a) Overlay of the SERS spectra of single E. coli cells grown with either 12C-glucose/14N-ammonium chloride, 13C-glucose/14N-ammonium
chloride, 12C-glucose/15N-ammonium chloride or 13C-glucose/15N-ammonium chloride; (b) a red-shift of the SERS marker band at 733 cm−1 for
12C–14N-E. coli to 720 cm−1 for 13C–14N-E. coli, to 717 cm−1 for 12C–15N-E. coli, and to 707 cm−1 for 13C–15N-E. coli could be found in the SERS
spectra. The band at 1330 cm−1 of 12C–14N-E. coli is red-shifted to 1317 cm−1 for 12C–15N-E. coli, to 1309 cm−1 for 13C–14N-E. coli, and to
1293 cm−1 for 13C–15N-E. coli.
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samples from a combined 13C–14N and 12C–15N cluster. This
clustering perfectly separates the non-(12C–14N), partly-
(13C–14N, 12C–15N) and fully-labeled (13C–15N) samples, but
fails to separate the partly labeled samples from each other.
Whereas the clustering based on PC2 reflects directly the red-
shift of the band of different samples and therefore succeeds
in separating each sample from each other. Both the principal
components in combination therefore show a proper cluster-
ing of the different labeled E. coli cells.

The second PCA plot (see Fig. 2b) targeted the fingerprint
region from 600–1500 cm−1 to demonstrate the overall dis-
crimination of the different labeled E. coli samples. The first
four principal components explained 80% of the total data var-
iance. The score plot for PC1 versus PC3 yields the best dis-
crimination for all the different labeled E. coli samples.
PC1 mostly reflects the changes in the spectra due to 15N
incorporation and therefore separates the 12C–14N/15N labeled
samples, but is not able to discriminate the samples labeled
with 13C regardless of the nitrogen label. In contrast PC3 per-
fectly separates the 13C labeled and unlabeled samples, but
only when no 15N is incorporated. The combination of PC1
and PC3 therefore shows proper clustering of the different
labeled E. coli cells directly correlated with the incorporation
of the different isotopes.

Conclusions

This study demonstrates the unique ability of the stable
isotope labeling approach to understand certain spectral fea-
tures of the SERS spectra of microorganisms. With the help of
15N labeling the pronounced SERS band at around 730 cm−1

could successfully be assigned to adenine-related compounds.
Furthermore, the discrimination of E. coli bacteria with
different isotopic compositions of 12C/13C/14N/15N based on

single-cell SERS spectra could be shown for the first time. The
results were confirmed by a principal component analysis of
the fingerprint area of the SERS-spectra, which clearly proves
that the SERS fingerprint spectra of stable isotope labeled bac-
teria can help in identifying and characterizing specific bac-
teria at the single cell level. To our knowledge these are the
first reproducible SERS data of 15N and 15N–13C stable isotope
labeled microorganisms. Although this study mainly focused
on the band at around 730 cm−1 in the SERS spectra of E. coli,
this technique should also be usable to study more complex
spectral features in other microorganisms and thus can be
used as a microbiological tool to ultimately understand meta-
bolic pathways and track the carbon and nitrogen flows in
microbial communities.
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