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Dynamic measurement of airway surface liquid
volume with an ex vivo trachea-chip†

Michael Scott,‡a Lei Lei, ‡b Kaleb C. Bierstedt, a

Paul B. McCray Jr.b and Yuliang Xie *a

The volume and composition of airway surface liquid (ASL) is regulated by liquid secretion and absorption

across airway epithelia, controlling the pH, solute concentration, and biophysical properties of ASL in health

and disease. Here, we developed a method integrating explanted tracheal tissue with a micro-machined

device (referred to as “ex vivo trachea-chip”) to study the dynamic properties of ASL volume regulation.

The ex vivo trachea-chip allows real-time measurement of ASL transport (Jv) with intact airway anatomic

structures, environmental control, high-resolution, and enhanced experimental throughput. Applying this

technology to freshly excised tissue we observed ASL absorption under basal conditions. The apical appli-

cation of amiloride, an inhibitor of airway epithelial sodium channels (ENaC), reduced airway liquid absorp-

tion. Furthermore, the basolateral addition of NPPB, a Cl− channel inhibitor, reduced the basal rate of ASL

absorption, implicating a role for basolateral Cl− channels in ASL volume regulation. When tissues were

treated with apical amiloride and basolateral methacholine, a cholinergic agonist that stimulates secretion

from airway submucosal glands, the net airway surface liquid production shifted from absorption to secre-

tion. This ex vivo trachea-chip provides a new tool to investigate ASL transport dynamics in pulmonary dis-

ease states and may aid the development of new therapies targeting ASL regulation.

Introduction

Regulating the volume and composition airway surface liquid
(ASL) is critical for pulmonary defense functions.1 As a thin
layer of fluid covering the airway lumen, ASL comprises a
mucus-rich layer to trap inhaled pathogens and particulates2,3

and a periciliary liquid layer that provides a low viscosity envi-
ronment for ciliary beating.4 The ASL also contains hundreds
of antimicrobial proteins and peptides.5,6 Alterations in ASL
volume caused by environmental (e.g., viral infection,7

smoking and alcohol8,9) or genetic factors (e.g., asthma,7 cys-
tic fibrosis,10 and Liddle syndrome11,12) impair airway func-
tions. For example, in cystic fibrosis lung disease,13 abnormal
ASL volume14 changes the biophysical properties of secreted
mucins,15,16 inhibits mucociliary transport,17 and results in
chronic infection and inflammation.18,19

In cartilaginous airways (e.g., trachea and bronchi), both
airway surface epithelia and submucosal glands contribute to

ASL volume regulation through epithelial liquid secretion/
absorption.1,20–22 In ASL secretion, Cl− enters airway epithe-
lial cells through the basolateral Na+/K+/2Cl− co-transporter
(NKCC1)23 and exits apically via CFTR channels.24 Cl− secre-
tion drives the movement of water paracellularly25 or trans-
cellularly,26 increasing the ASL volume. ASL absorption is a
consequence of Na+ absorption through apical epithelial Na+

channels (ENaC),27 followed by the exit of Na+ via the basolat-
eral Na+/K+-ATPase.28 This process drives the movement of
Cl− and water paracellularly27 or transcellularly,10 reducing
ASL volume. Changes in functions of either airway surface ep-
ithelia or submucosal glands impact ASL secretion/absorp-
tion, and thereby defense functions.3 For example, a recent
study using genetically modified pigs revealed that a lack of
submucosal glands results in changes in ASL composition,
reduced ability to kill bacteria, and disrupted mucociliary
transport.29 Given the contributions of epithelia and submu-
cosal glands in ASL secretion/absorption, efforts were made
in developing methods to study ASL on intact tissues. For ex-
ample, Wu et al. used flash frozen and fixed bovine airway
tissues to study ASL depth.30 Martens et al. weighed ASL col-
lected from bronchial explants stimulated by secretagogues.31

Welsh et al. measured capacitance on the airway surface with
an electrode to observe ASL depth.32 These methods over-
came intrinsic limitations of airway cell cultures by
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maintaining airway structures (e.g., submucosal glands and
epithelia), cell types, and physiological ASL layer; however,
the challenges in measuring dynamic changes in ASL volume
hinder our understanding ASL physiology.

Integrating a tracheal explant with a micro-machined de-
vice as a micro-physiological system (i.e., “ex vivo trachea-
chip”) can be a promising solution to study ASL secretion/ab-
sorption. Employing the micro-machined device overcomes
technical limitations when using tissue explants. First, the
trachea-chip device isolates basolateral and apical surfaces of
the airway explants, allowing measurements of secretion- and
absorption-dependent liquid transport. The device also en-
ables separate interventions from either the apical or basolat-
eral airway surface. Second, the trachea-chip device exposes
and flattens the airway lumen for high resolution micro-
scopic measurement of ASL volume. Third, the micro-
physiological system enables not only ASL volume studies
but also studies of other physiological processes. In previous
studies, we successfully applied the ex vivo trachea-chip in
studies of mucociliary clearance on the airway surface.15 In
addition to studies of airways, micro-physiological systems33,34

have been applied to physiological, pharmacological, and
toxicological brain research,35,36 gastrointestinal tract
studies,37–39 and liver investigations.40,41

In this work, we employ an ex vivo trachea-chip strategy to
study the dynamic changes in ASL volume on the surface of
newborn pig trachea. We investigate the effects of 5-nitro-2(3-
phenylpropylamino) benzoic acid (NPPB, applied basolaterally
to inhibit Cl− channels), amiloride (an inhibitor of apical Na+

channels), and methacholine (a submucosal gland secreta-
gogue). We also analyze factors that impact ASL homeostasis,
discuss the technical advantages and limitations of ex vivo tra-
chea-chip, and provide our perspectives on future directions.

Methods
Chemicals

Fluorescent saline (containing 137.8 mM NaCl, 4 mM KCl, 29
mM NaHCO3, 1.2 mM CaCl2, 0.6 mM MgCl2, 1 mM NaH2PO4,
17.5 mM fluorescein, pH 7.4) was used to study the ASL secre-
tion and absorption.42 Krebs-Ringer buffer (containing 118.9
mM NaCl, 25 mM NaHCO3, 10 mM dextrose, 2.4 mM K2HPO4,
0.6 mM KH2PO4, 1.2 mM CaCl2, 1.2 mM MgCl2, pH = 7.4 with
5% CO2) was used for basolateral perfusion. In some experi-
ments, 5-nitro-2(3-phenylpropylamino) benzoic acid (Sigma
Aldrich, USA), methacholine (Sigma Aldrich, USA), or
amiloride (Sigma Aldrich, USA) were used as interventions.

Animals

The University of Iowa Animal Care and Use Committee
(IACUC) approved all animal studies. Wildtype pigs were ob-
tained from Exemplar Genetics and Premier BioSource. Tra-
cheal tissues were harvested within 24 hours after birth. Ani-
mals were anesthetized with ketamine (20 mg kg−1, I.M.)
(Phoenix Pharmaceutical, Inc., USA) and xylazine (2 mg kg−1,
I.M.) (Lloyd, USA). Euthanasia was conducted with Euthasol

(Virbac, France) intravenously. To harvest tissue, a tracheal
segment between the opening of the right cranial lobe and
the larynx was transected with a surgical blade between carti-
lage rings and removed. The tracheal segments were immedi-
ately placed in a sealed centrifuge tube, on a PBS-soaked sur-
gical gauze, and stored at 4 °C for less than 24 hours before
experiments.

Design of ex vivo trachea-chip

A tracheal segment (length of ∼1 cm) was opened with a lon-
gitudinal incision on the ventral aspect (Fig. 1A and B). The
thickness of tracheal tissue is about 1 mm (Fig. S1†). The op-
ened tracheal explant was mounted onto a device that sepa-
rates the apical and basolateral surfaces of the trachea (i.e.,
trachea-chip) (Fig. 1C). The device is made of aluminum, de-
signed using Cero software (PTC, MA, USA), and manufac-
tured through computer numerical controlled machining
(Protolabs, MN, USA). The trachea-chip device consists of
three parts (Fig. 1D), i.e., a top part that features an apical
chamber with dimensions of 8 mm (length) by 5 mm (width)
by 3 mm (depth) to accommodate ASL; a bottom part con-
taining a basolateral perfusion chamber with dimensions of
8 mm (length) by 5 mm (width) by 3 mm (depth); and a metal
mesh inserted into the bottom part to prevent tracheal tissue
deformation. The top and bottom parts were aligned onto an
optical breadboard with screws (Thorlabs, NJ, USA). After
sandwiching a tracheal explant between the apical and baso-
lateral chambers (Fig. 1D), the trachea-chip assembly was
mounted in an environmental chamber with 5% CO2 and
100% saturated humidity at 37 °C (Fig. 1E and F). 50 μL of
fluorescent saline was added to the apical chamber, followed
by the apical addition of ∼50 μL mineral oil to fill the apical
chamber. The basolateral side of trachea was perfused with
Krebs-Ringer buffer through the built-in channels (Fig. 1D).
The Krebs-Ringer perfusion buffer was continuously oxygen-
ated by bubbling with air with 5% CO2. The perfusion flow
rate was maintained at 60 μL min−1 with syringe pumps
(neMESYS, Cetoni GmbH, Germany). At this perfusion rate,
the basolateral solution turns over every 2 min.

Visualization of ASL volume

The images of fluorescent ASL were obtained using an up-
right confocal microscope (A1R, Nikon, USA) using a 10× ob-
jective (NA = 0.45). In the XY-direction, the area of ASL ana-
lyzed is 1.62 mm2 (i.e., 1.27 mm by 1.27 mm). To study the
volume of ASL, a Z-direction scanning (with a Z-step of 5 μm)
was applied, starting from below the airway surface until
above the mineral oil. The ASL volume was calculated using
Imaris software (Oxford Instruments, UK). To capture
changes in ASL across the entire explant, we imaged the tra-
cheal surface at 3 different positions using an automated
stage controller (MS-2000-500, Applied Scientific Instrumenta-
tion, OR, USA). To measure dynamic changes in ASL volume
the imaging procedure was conducted at multiple time points
with a minimum interval of 15 min.
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Volumetric flow rate of ASL secretion/absorption ( Jv)

The volumetric flow rate of ASL secretion/absorption ( Jv)
43 is

calculated by eqn (1),

Jv (μL cm−2 h−1) = (Vt − V0)/A/t (1)

where V0 and Vt are ASL volume measured at time 0 and t
hours, respectively. A is the area of ASL that was scanned; in
this study A = 1.62 mm2. A positive Jv indicates ASL secretion
and a negative Jv indicates ASL absorption. Three positions
on each tracheal surface were averaged, 5–6 biological repli-
cates were used in the experiments.

The experimental results were analyzed with Prism soft-
ware (GraphPad Software, MA, USA). Most data were repre-
sented as mean ± standard error of mean (SEM) unless other-
wise stated. Paired or un-paired t-tests were used to compare
the results. p < 0.05 was considered statistically significant.

Results
The volume of ASL is assessed on the surface of a trachea
explant

Computational reconstruction of stacked images, captured
using a confocal microscope, was used to assess the volume
of ASL (Fig. 2A). At Z-positions from the closest to the most

Fig. 1 The ex vivo trachea-chip device to measure ASL secretion/absorption is demonstrated schematically. (A–C) Procedures to dissect tracheal
tissue and mount it in the device to study ASL volume. (D) 3D drawing of the ex vivo trachea-chip device comprised of a top plate, a tracheal ex-
plant, a metal mesh, and a bottom plate with perfusion ports. (E and F) Photos of assembled ex vivo trachea-chip device on a confocal microscope
stage. Scale bar is 2 mm.

Fig. 2 Quantification of dynamic changes in ASL volume using confocal microscopy. (A) Stacked images along Z-direction at the apical surface of
trachea explant. (B–G) Representative images at different Z positions, from the closest to most distal from the airway surface, including the airway
surface (B, red arrows point to submucosal gland ducts), fluorescent ASL (C), aqueous–oil interface (D), oil (E), oil–air interface (F), and air (G), where
(B, D, and E) are bright field images, and (C, E and G) are fluorescent images. (H–K) Computational reconstruction of ASL volume at indicated time
points. Scale bar is 1 mm.
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distant from the airway surface, we progressively observed
the trachea surface with ducts of submucosal glands (arrows
in Fig. 2B), fluorescent ASL (Fig. 2C), ASL-oil interface
(Fig. 2D), non-fluorescent oil (Fig. 2E), oil-air interface
(Fig. 2F), and air (Fig. 2G). Clear boundaries between trachea
surface, fluorescent ASL, mineral oil was observed to identify
the volume of ASL. Imaris software were used to reconstruct
the ASL volume (Fig. 2H–K). The changes in ASL volume were
measured at multiple time points. For example, with basolat-
eral perfusion of Krebs buffer over a period of 3 hours, we
found that the ASL volume decreased (Fig. 2H–K), indicating
that airways are absorbing ASL at baseline.

Apical application of amiloride reduces the rate of ASL
absorption

We first studied the changes in ASL volume under basal condi-
tions and following the apical addition of amiloride (10 μM),
an inhibitor of epithelial sodium channels (ENaC).44 The baso-
lateral surface was continuously perfused with Krebs buffer
during the experiment. We observed that the apical addition of
amiloride inhibited ASL absorption during a 30 min period
(Fig. 3A). The rate of ASL secretion and absorption ( Jv) was fur-
ther calculated using eqn (1). The Jv became less negative com-
pared with donor matched untreated pig trachea (p = 0.0788)
(Fig. 3B), revealing a reduced rate of ASL absorption. Of note,
the measured Jv was greater than, but in the same order of pre-

vious measurements made using cultured airway epithelial
cells, suggesting a similar basal absorptive function in both cul-
tured airway epithelial cells and tissue explants. For example,
Zabner et al. reported an ASL absorption rate of approximately
5 μL cm−2 h−1 using primary cultures of well differentiated hu-
man airway epithelial cells.42

Basolateral perfusion with methacholine does not
significantly alter ASL absorption

In previous studies, we showed that basolateral perfusion of
methacholine stimulates liquid secretion from submucosal
glands.15 To evaluate the impact of methacholine on ASL ho-
meostasis, we added methacholine to the basolateral perfus-
ate. Perfusion with methacholine (2.5 μg mL−1) began 15 min
before the first recording of ASL volume and continued until
the end of experiment, and volumes of ASL were recorded ev-
ery 15 min (Fig. 3C). We found that methacholine perfusion
did not significantly change the Jv (p = 0.2608) when compar-
ing to the no methacholine group over a 30 min period
(Fig. 3D). This result is consistent with previous ASL depth
measurement on frozen bovine airways, where methacholine
only increases the ASL height transiently.30 However, in our
previous study, we showed that methacholine stimulates sub-
mucosal glands secretion.15 We speculate that when submu-
cosal gland secretion is stimulated by methacholine, in-
creased ASL absorption by surface epithelia occurred

Fig. 3 Addition of apical amiloride and/or basolateral methacholine impacts ASL absorption and secretion. (A) Changes in ASL volume in response
to apical amiloride (Amil, 10 μM) over a 30 min observation. (B) The effect of apical amiloride on volumetric rate of ASL secretion or absorption
(Jv), where “S” means secretion and “A” means absorption. (C) Changes in ASL volume in response to the addition of basolateral methacholine
(Mch, 2.5 μg mL−1) and apical amiloride (Amil, 10 μM) over a 75 min observation period. (D) The effect of basolateral methacholine on volumetric
rate of ASL secretion/absorption (Jv). (E) The effect of apical amiloride combined with basolateral methacholine on the volumetric rate of ASL
secretion/absorption (Jv). Positive Jv numbers represent ASL secretion and negative Jv numbers represent ASL absorption. Data are presented as
mean and SEM, compared using paired t-tests, n = tracheal tissues from 5 pigs.
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simultaneously to maintain a balance between ASL secretion
and absorption.

The combined addition of apical amiloride and basolateral
methacholine shifts Jv from absorption to secretion

To further modify the balance between ASL secretion and ab-
sorption, we added amiloride (10 μM) to the apical surface in
combination with basolateral methacholine (2.5 μg mL−1) per-
fusion. This combination increased the volume of ASL on the
trachea surface (red in Fig. 3C), confirmed by a positive Jv value
(Fig. 3E). We speculate that this shift from ASL absorption to
secretion is mediated by inhibition of ENaC in surface epithelia
by apical amiloride and methacholine stimulation of submuco-
sal gland liquid secretion. Together, this increases the ASL vol-
ume. However, if apical amiloride enters submucosal glands, it
may also inhibit liquid absorption and increase ASL volume.
Previous studies showed that small molecules with molecular
weights similar to amiloride can reach submucosal glands
when applied to the airway surface.45

Basolateral perfusion with NPPB reduces the rate of ASL
absorption

Previous studies provided evidence of basolateral Cl− channels
in airway epithelia that may contribute to transepithelial elec-
trolyte and liquid transport.46–49 For example, using cultured
bovine tracheal epithelia Uyekubo et al. found that basolateral
Cl− conductance and transepithelial liquid absorption was
inhibited by 5-nitro-2(3-phenylpropylamino) benzoic acid
(NPPB).50 To understand the role of basolateral Cl− channels
on airway organ explants, we perfused NPPB (100 μM) through
the basolateral chamber. During the 3-hour experimental time,
the cilia beating frequency does not change significantly, sug-
gesting that tissue remains viable (Fig. S2†). The basolateral
perfusion of NPPB resulted a greater ASL volume remaining on
the airway surface over a 3-hour time course (Fig. 4A). The cal-
culation of Jv revealed that NPPB induced a significant (p =
0.003) decrease in the rate of ASL absorption compared to con-
trols (Fig. 4B). This result in intact tissue is consistent with a re-
cent report in cultured epithelial cells demonstrating the pres-
ence of basolateral barttin/Cl− channels that help mediate
liquid absorption.10 NPPB has been previously demonstrated to
inhibit barttin/Cl− channels.46–49

Discussion
Advantages of ex vivo trachea-chip in studying ASL dynamics

The ex vivo organ explant maintains tracheal anatomic struc-
tures and cell types, which closely recapitulates in vivo physi-
ology. For example, submucosal glands in cartilaginous air-
ways (e.g., trachea and major bronchi) are a major source of
ASL secretion;51,52 however, previous ASL studies with cul-
tured epithelial cells lack the contributions from submucosal
glands. The use of a tracheal explant allows us to study the
contributions from both surface epithelia and submucosal
glands to ASL secretion and absorption.

The trachea explant from pigs used in this work shares
many similarities to human airways and are applicable to fu-
ture studies on pig models with airway diseases. Studies in pig
models of airway diseases, e.g., cystic fibrosis,53,54 and
ectodysplasin null pigs lacking submucosal glands,29 have con-
tributed to knowledge of airway defenses and disease patho-
genesis. The ex vivo trachea-chip strategy can be readily applied
to tissues from other species, including human samples.

The on-chip strategy simplifies dynamic observation, inter-
vention, and reduces tissue consumption. The ex vivo
trachea-chip design allows direct observation of ASL volume
with a standard confocal microscope (Fig. 2) and a temporal
resolution in minutes and spatial resolution in <10 μm. Di-
rect observation of ASL volume does not require use of flash
frozen tissue,30 capacitance measurements,32,55 or collection
and weighing of ASL.31 The on-chip strategy also enables in-
terventions to modify airway physiology. The top and bottom
chambers allow separate interventions to the apical and baso-
lateral tracheal surfaces, exemplified by the methacholine
and amiloride experiments (Fig. 3). In addition, the ex vivo
trachea-chip approach requires a piece of trachea tissue ∼1
cm in length (Fig. 1). Owing to the reduced tissue consump-
tion, multiple samples can be derived from a single animal
or human donor, providing the opportunity to compare drug
effects with the most accurate background.

Factors that impact ASL volume and Jv

Our studies confirm earlier work using cultured airway epithe-
lia indicating that airway epithelia are a major site for liquid
absorption.10,24,42 We found a baseline absorption rate of ∼10
μL cm−2 h−1 (Fig. 3B); in comparison, the ASL absorption rate
measured using cultured human airway epithelial cells was ∼5
μL cm−2 h−1.42 Despite several experimental differences in the
models (e.g., species, media used in basolateral perfusion, and
methods of ASL volume measurement), the Jv results are within
the same order of magnitude. In contrast, earlier studies

Fig. 4 Basolateral perfusion of 5-nitro-2(3-phenylpropylamino) benzoic
acid (NPPB) reduces the rate of ASL absorption. (A) Changes in ASL vol-
ume in response to basolateral addition of NPPB (10 μM) over a 3-hour
period. (B) Effect of basolateral NPPB perfusion on Jv over a 3-hours in-
terval. Positive Jv numbers represent ASL secretion and negative numbers
represent ASL absorption. Data are presented as mean and SEM, com-
pared using paired t-tests, n = tracheal tissues from 6 pigs.
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demonstrated that submucosal glands are a major site of liquid
secretion in the cartilaginous airways.15,56–58 We also observed
that addition of the cholinergic agonist methacholine15,17

failed to significantly change the rate of absorption (Fig. 3D).
However, the combination of submucosal gland stimulation
with methacholine and inhibition of surface epithelia with
amiloride shifted Jv from net absorption to secretion (Fig. 3E).
This result may have therapeutic implications for airway dis-
eases associated with impaired liquid secretion, such as cystic
fibrosis.14 To further identify contributions from submucosal
glands and epithelia in ASL regulation a pig model lacking sub-
mucosal glands was recently reported.29

The observed effect of the basolateral addition of NPPB
suggests that basolateral Cl− channels contribute to trans-
epithelial liquid transport across the airways. In bovine tra-
cheal epithelia, Uyekubo et al. identified a NPPB inhibited
basolateral Cl− conductance involved in transepithelial liquid
absorption.50 Using well-differentiated human airway epithe-
lia, Itani et al. discovered a basolateral 4,4-diisothio-
cyanostilbene-2,2-disulfonic acid (DIDS)-sensitive Cl− channel
that was activated by cyclic adenosine monophosphate
(cAMP), protein kinase C, and a reduction in pH.46 In Calu-3
cells, Linsdell et al. described the expression of Cl− voltage-
gated channels (ClC-Ka and ClC-Kb), and barttin CLCNK-
Type Cl− channel accessory beta subunit (BSND) protein.59

We recently reported that pulmonary ionocytes express baso-
lateral CLCNKB/BSND channels that mediate Cl− transport
and liquid absorption.10 In this study, the ex vivo trachea-
chip device allowed basolateral perfusion with NPPB to in-
hibit basolateral Cl− channels, including CLCNKB/BSND
channels, revealing their physiological role in maintaining
ASL volume in intact tracheal tissue. We acknowledge that
NPPB can inhibit other channels, including CFTR, and other
intracellular targets.

Current limitations and future directions

As a first-of-the-kind study, the current work also has limita-
tions. First, current study of ASL absorption/secretion is lim-
ited by its temporal and spatial resolution. We measured the
secretion and absorption of external liquid added onto the
airway surfaces. Adding liquid facilitates observation of
changes in ASL volume and simplifies the procedure for
adding apical interventions (e.g., amiloride); however, it may
perturb the regulation of native ASL. In future studies, the
use of an objective with a larger numerical aperture could be
employed to study changes in the volume of native ASL (with
a depth of 10–15 μm).60,61 The temporal resolution of ASL dy-
namics can also be improved. In this work, we used a 15 min
interval between measurements. These time intervals could
miss transient events in ASL secretion or absorption. For ex-
ample, previous studies using flash freezing of bovine trachea
suggested a transient increase in ASL volume within 2 min of
methacholine treatment, and a return to baseline within 5
min.30 In the future, a microscope with faster scanning rate
could be used to improve temporal resolution.

In this work we used newborn, wildtype pig airway ex-
plants, and did not employ organ explants from disease ani-
mal models or human donors. Experiments using neonatal
tissues from disease models allows studies at the time of
onset of airway disease, while tissues from human donors
may allow us to study ASL dynamics in more advanced air-
way diseases (e.g., severe viral/bacterial infection, fatal
asthma). Using cultures airway epithelial cells, previous
studies found that bacterial infection changes ASL composi-
tion,62 and exposure to inflammatory cytokines (e.g., TNF-α/
IL-17) changes both ASL height and pH;18 genetic factors,
such as CFTR mutations, change ASL height, pH, and vis-
cosity.63,64 Future studies with tissues from other animal
models of diseases (e.g., pig and ferret model of cystic fibro-
sis65,66) and human airway explants could address questions
regarding how disease states impact ASL secretion and ab-
sorption at the organ level.

Future studies would also benefit from further device in-
novation. We believe that with device miniaturization, the
system could be adapted to study smaller caliber airways
(such as from mice), or from dissected small airways from
large animal models and human lung tissues. In addition,
the current trachea-chip is low throughput (i.e., approximated
5 pieces of tissue can be obtained from a newborn pig tra-
chea). We expect that a micro-fluidic channel design and pre-
cise tissue segments would enable airway tissue-chips with
enhanced throughput.

Conclusion

In this work, we developed an ex vivo trachea-chip strategy to
study the dynamics of ASL secretion and absorption. This
ex vivo trachea-chip allows use of whole organ with intact an-
atomic structures, visualization with high resolution, facile
intervention of airway physiology, and improved throughput.
The trachea-chip device sandwiches a piece of organ explant
that was opened and flattened; the volume of ASL is assessed
through confocal images of fluorescent liquid under the
cover of mineral oil. Chemicals (e.g., amiloride,
methacholine, and NPPB) were applied either basolaterally or
apically to impact the ASL dynamics. On newborn pig tra-
cheal tissue, we observed that apical addition of amiloride
and basolateral addition of NPPB decreased the ASL absorp-
tion rate while the combined application of apical amiloride
and basolateral methacholine shifted Jv from absorption to
secretion. These results demonstrate the utility of the ex vivo
trachea-chip strategy as a new tool to investigate ASL trans-
port in pulmonary physiology and may aid the development
of new therapies targeting ASL regulation.
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