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Glycosylation is a complex and common post-translational modification of proteins. To study glycosylation,

liquid chromatography-mass spectrometry (LC-MS) is often used to profile and structurally characterize the

glycans in biological systems. While bed packed reverse phase columns are frequently utilized for the separ-

ation of permethylated glycans, the use of newly commercialized micro array pillar nanoLC columns (µPAC)

have not been demonstrated previously. Owing to its advantages such as low back pressure, reproducibility,

and durability, we have investigated the viability of the µPAC for the analysis of permethylated glycans. In

this work, we demonstrate the online purification ability of µPAC trapping column compared against

PepMap trapping column. We also found that the 50 cm µPAC can be used for the analysis of both per-

methylated N- and O-glycans. The use of 50 cm µPAC was compared against the previous method. The

use of 200 cm µPAC was also investigated for the permethylated glycan analysis. 200 cm µPAC demon-

strated efficient separation of oligomannose glycan isomers as well as other complex glycans.

Introduction

Glycans have been investigated extensively due to their roles in
various biological processes, including cell signaling,1,2 cell–
cell interaction,3,4 immune response,4,5 and protein stability.6,7

Roles in numerous vital biological processes make glycosyla-
tion a crucial post-translational modification.8,9 Various
branched and isomeric linkage forms introduce the complexity
and structural heterogeneity in glycan molecules,10,11 which
renders glycomics a challenging avenue.8,12 Alterations in the
expression of glycans and their isomers have been observed
in various diseases including Alzheimer’s disease,13–15

cardiovascular diseases,16,17 immune disorders,18,19 and
cancers.18,20,21 Thus, glycans and their isomers are considered
important candidates for disease biomarker studies.22–24 Most
recently, glycans in coronavirus spike proteins have been
extensively investigated both for their role in facilitating viral
membrane protein interaction with the host cell membrane, as
well as to develop targeted therapies against the virus.25,26

For decades, mass spectrometry (MS) has been predomi-
nantly employed for profound glycan structural studies.8

Liquid chromatography in conjunction with MS (LC-MS) is the
most popular technique. It combines efficient glycan separ-

ation obtained from LC with the highly sensitive and abundant
structural information from MS.27–29 Several LC separation
techniques have been used for glycans, such as hydrophilic
interaction liquid chromatography (HILIC),30,31 porous graphi-
tized carbon (PGC) chromatography,27–29 and reverse-phase
liquid chromatography (RPLC).15,32 The choice of LC tech-
nique typically depends on the type of chemical derivatization
used for the glycans.

Several derivatization strategies have been used to chemi-
cally modify the glycans to improve sensitivity and enhance
stability.33 Permethylation is one such derivatization method,
where hydrogens on the hydroxyl groups within the glycan
molecule are converted to methyl groups using iodomethane.
This chemical modification renders stability to glycan mole-
cules by preventing sialic acid loss and fucose rearrangement,
especially with MS analysis. Additionally, it enhances the
ionization capabilities of glycans in the gas phase, thus
improving sensitivity.28 Permethylation also enhances the
hydrophobicity of the molecules, thereby making them ideal
for RPLC-based separation.33

Packed C18 columns are the most widely used column for
RPLC-based separation of glycans. These columns comprise
octadecyl chains (C18) bonded to silica as stationary phase.27

Although these columns have been commonly used for the
separation of permethylated as well as reducing end labeled
glycans, they have demonstrated limited glycan isomeric separ-
ation efficiencies27 which prompted the use of PGC columns
to facilitate efficient isomeric separation of permethylated
glycans.34,35
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Besides bed packed C18 and PGC columns, the recent com-
mercialization of a microchip-based chromatography column
has demonstrated its use in proteomics. Its reproducibility
and chromatographic performance have been well-documen-
ted by Muller et al.36 and Stadlmann et al.37 The absence of a
packed bed configuration in the column provides uniformity
which in turn eliminates peak dispersion resulting from Eddy
diffusion,38,39 while maintaining uniformly placed micro-
pillars coated with C18 to facilitate RPLC. This micropillar
array column (µPAC, Pharmafluidics) also benefits from its bi-
directional flow and its resistance to clogging due to its lack of
particles or frits. Because of this, µPAC nanoLC columns can
operate at a much higher flowrate enabled by the low back
pressure of the column, which can be useful to perform high-
throughput analyses.

While it has been established for use in bottom-up proteo-
mics experiments, its utilization has not been shown in glycan
analysis. In this work, the use of both 50 and 200 cm µPAC
nanoLC columns for the analysis of both permethylated N-
and O-glycan analysis is demonstrated. Also, the performance
of the µPAC is compared to our previously established per-
methylated glycan LC-MS methodology.29 The ability to use a
200 cm µPAC nanoLC column to attain an efficient isomeric
glycan separation is also shown. Our results show that µPAC
nanoLC columns can be utilized in glycan analysis and offer
an alternative to traditional C18 bed packed columns.

Experimental
Materials

Two model glycoproteins, bovine ribonuclease B (RNase B)
and bovine fetuin as well as pooled human blood serum (HBS)
were purchased from Sigma Aldrich (St Louis, MO). Other
chemicals acquired from Sigma Aldrich included ammonium
bicarbonate (ABC), sodium hydroxide beads (20–40 mesh,
97%), dimethyl sulfoxide (DMSO, 99.9%), iodomethane, tri-
fluoracetic acid, and borane-ammonia complex (97% purity).
Glycan standards were purchased from Chemily Glycoscience
(Atlanta, GA). HPLC-grade solvents including acetonitrile
(MeCN), methanol, formic acid, and HPLC water were
obtained from Fisher Scientific (Pittsburgh, PA). Dextran MW
20 000 was also purchased from Fisher Scientific (Pittsburgh,
PA). Intact monoclonal antibody mass check standard (mouse
IgG1 protein) was acquired from Waters (Milford, MA). PNGase
F (glycerol-free, 500 000 units ml−1) was purchased from New
England Biolabs (Ipswich, MA). Empty micro spin columns
and activated charcoal micro spin columns were obtained
from Harvard Apparatus (Cambridge, MA).

N-Glycan release

N-Glycans were released from model glycoproteins and HBS as
previously reported.40 Briefly, 20 μg of fetuin, RNase B, and
IgG1 were dissolved in 50 mM ABC buffer and denatured at
90 °C water bath for 30 min. For HBS, 10 μL of HBS was
diluted to 100 μL with 50 mM ABC buffer then incubated at

90 °C water bath for 30 min. After cooling down the sample to
room temperature, 1 μL of PNGase F stock solution (500 000
units mL−1) was added to each sample and incubated at 37 °C
for 18 hours. After PNGase F digestion, de-N-glycosylated pro-
teins were removed by adding 900 μL of ice-cold ethanol and
keeping it at −20 °C for 1 hour for precipitation. By centrifu-
gation, the supernatant was collected and then dried.

Reduction and permethylation

Dried released N-glycans from 20 μg glycoproteins were
reduced by adding 10 μL of 10 μg μL−1 borane-ammonia
complex and incubated at 60 °C for 1 hour. A washing step
with methanol was repeated 3–4 times to remove excess
borane. A solid-phase permethylation method was applied to
reduced N-glycans as previously reported.41 Briefly, reduced
glycan samples were resuspended in 30 μL DMSO and 1.2 μL
water. DMSO-soaked sodium hydroxide beads were packed in
empty micro spin columns and washed with 200 μL DMSO by
centrifuging the column at 1800 rpm for 2 min. After adding
20 μL iodomethane to the sample solution, samples were
loaded to the prepared sodium hydroxide columns and incu-
bated at room temperature for 25 min. Then, another 20 μL
iodomethane was added to those samples and incubated for
an additional 15 min. After this, permethylated glycans were
eluted by centrifuging the columns at 1800 rpm for 2 min.
Another 30 μL ACN was added and centrifuged to elute per-
methylated glycans off the column. The final elution was dried
overnight in a speed vacuum and resuspended in 20% ACN
and 0.1% formic acid, ready for LC-MS analysis.

Dextran ladder preparation

The dextran ladder was prepared by first performing partial
acid hydrolysis of dextran using trifluoroacetic acid (TFA) as
described by Ashwood et al.42 Partially hydrolyzed dextran was
then extracted using activated charcoal micro spin columns as
previously described by Benktander et al.43 Extracted partially
hydrolyzed dextran was then reduced and permethylated as
described above.

LC-MS analysis

The separation was achieved with an Ultimate 3000 nanoLC
system (Thermo Scientific, Sunnyvale, CA). A bed packed
column, a C18 Acclaim PepMap column (75 μm i.d. ×
15 cm, 2 μm particle sizes, 100 Å pore sizes, Thermo
Scientific, San Jose, CA), was used in conjunction with an
online trapping column, a C18 Acclaim PepMap 100 trapping
column (75 μm i.d. × 2 cm, 3 μm particle sizes, 100 Å pore
sizes, Thermo Scientific, San Jose, CA). Loading was per-
formed with 0.1% formic acid in 98% water and 2% aceto-
nitrile at a flowrate of 3 μL min−1. The mobile phase A was
98% water, 2% acetonitrile, and 0.1% formic acid and B was
100% acetonitrile and 0.1% formic acid. Separation was
achieved with a nano pump flowrate of 0.35 μL min−1 with a
gradient elution of 20% mobile phase B over 10 min, then
increased to 42% B (10–11 min), 42% to 55% B (11–48 min),
55% to 90% B (48–49 min), 90% B (49–54 min), 90% to 20%

Analyst Paper

This journal is © The Royal Society of Chemistry 2021 Analyst, 2021, 146, 4374–4383 | 4375

Pu
bl

is
he

d 
on

 0
9 

6 
20

21
. D

ow
nl

oa
de

d 
on

 2
02

5-
10

-1
8 

 1
2:

13
:2

1.
 

View Article Online

https://doi.org/10.1039/d1an00643f


B (54–55 min), then 20% B (55–60 min) as previously
described.40

For μPAC, a C18 trapping column (5 μm pillar diameter,
2.5 µm inter pillar distance, 18 µm pillar height,10 mm bed
length, 100–200 Å pore sizes, PharmaFluidics) was used for
online purification with the same loading solution as the
bed packed trapping column a with flowrate of either 3 or
10 μL min−1. For 50 cm μPAC (5 μm pillar diameter, 2.5 µm
inter pillar distance, 18 µm pillar height, 50 cm bed length,
100–200 Å pore sizes, PharmaFluidics), three different gradi-
ents were used. One used the gradient from the bed packed
column described previously, with 0.1% formic acid in 100%
acetonitrile as a mobile phase B. The other two gradients,
with 0.1% formic acid in 80% acetonitrile and 20% water for
N-glycan analysis, began with 40% B for the first 4 min, then
increased to 70% B (4–64 min), 70% to 97.5% B (64–69 min),
97.5% B (69–89 min), 97.5% to 40% B (89–94 min) then,
40% B (94–114 min). For O-glycan analysis, the gradient
began with 25% B for the first 9 min, then increased to 70%
B (9–99 min), 70% to 97.5% B (99–104 min), 97.5% B
(104–114 min), 97.5% to 40% B (114–119 min), then 25% B
(119–129 min).

For the 200 cm μPAC (5 μm pillar diameter, 2.5 µm inter
pillar distance, 18 µm pillar height, 200 cm bed length,
100–200 Å pore sizes, PharmaFluidics), two different gradients
were used based on the mobile phase B; 0.1% formic acid in
100% acetonitrile and 0.1% formic acid in 80% acetonitrile.
For 0.1% formic acid in 100% acetonitrile, the gradient started
at 20% B for the first 4 min. Then it was increased to 42% in

5 min, to 55% in 130 min, and to 95% in 5 min. It was kept at
95% for 25 min then decreased to 20% in 5 min and kept con-
stant for 16 min. For 0.1% formic acid in 80% acetonitrile, the
gradient started at 40% B for the first 4 min. Then it was
increased to 64% in 240 min and to 97.5% in 5 min. It was
kept at 97.5% for 34 min then decreased to 40% in 5 min and
kept constant for 34 min.

For the analysis of permethylated glycans from model glyco-
proteins, an Exactive (Thermo Scientific, Sunnyvale CA) mass
spectrometer was used. It was operated in positive mode and
set to a resolution of 50 000 and a scan range of 700–2000 m/z.
ESI voltage was 1.6 kV, and the capillary temperature was
300 °C. For permethylated glycans from human blood serum,
an LTQ Orbitrap Velos instrument was used with spray voltage
of 1.6 kV. Mass resolution was set at 60 000 with data depen-
dent acquisition (DDA) for MS2 scans where the top 8 precur-
sor ions were subjected for collision induced dissociation
(CID). A normalized collision energy of 35% with 3 m/z iso-
lation window was selected. The experimental scheme is sum-
marized in Fig. S1†

Data processing

Chromatograms and mass spectra were made with Xcalibur
4.3 software. The same software was used to analyze
LC-MS/MS data. A mass tolerance of 10 ppm was used
for EICs. Glycoworkbench was utilized for depiction of
glycan structures. Tables were made with Microsoft Excel.
Bar graphs and X–Y plots were made with GraphPad
Prism 9.

Fig. 1 Chromatograms of permethylated dextran ladder and their correlation against the retention time with different mobile phase B conditions.
(a) Permethylated dextran ladder with µPAC 50 cm and 100% MeCN as mobile phase B. (b) Permethylated dextran ladder with µPAC 50 cm and 80%
MeCN as mobile phase B. (c) Permethylated dextran ladder with µPAC 200 cm and 100% MeCN as mobile phase B. (d) Permethylated dextran ladder
with µPAC 200 cm and 80% MeCN as mobile phase B.
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Results and discussion
Evaluation of µPAC trapping column for permethylated glycans

The use of trapping columns for permethylated glycan online
enrichment on the liquid chromatography unit was previously

performed by Desantos-Garcia et al.,44 where online purifi-
cation was demonstrated to be more sensitive than either
liquid–liquid extraction or offline C18 solid phase extraction
protocols. Trapping capabilities of permethylated glycans by
µPAC trapping columns were assessed similarly to evaluate the

Fig. 2 Analysis of permethylated N-glycans derived from model glycoproteins using bed backed column and 50 cm µPAC. EIC of permethylated
N-glycans derived from ribonuclease B using 15 cm PepMap and 50 cm µPAC. Insets in (a) depict zoomed in EIC of Man7. (b–d) show extracted ion
chromatograms of permethylated N-glycans derived from bovine fetuin using 15 cm PepMap and 50 cm µPAC.
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optimal trapping conditions. Unlike the bed packed trapping
columns, µPAC offers a unique bi-directional flow mode as
well as the ability to enrich at a much higher flowrate up to
20 µL min−1 which allows faster enrichment, reducing the ana-
lysis time. Moreover, the bi-directional flow mode permits
loading the analytes in one direction but eluting them in the
other direction, unlike the bed packed columns where the ana-
lytes are loaded in the same direction as the elution. This can
be advantageous because eluting the analytes in the same
direction as the loading may prompt the trap columns to affect
the separation. Eluting the analytes in the opposite direction
to the loading eliminates this possibility, since the different
loading directions minimize the time, the analytes spend on
the trapping column with organic solvents. Due to these func-
tionalities, different flow rates and enrichment times were
compared against the bed packed C18 trapping column using
permethylated N-glycans derived from human blood serum
with a bed packed C18 separation column. As shown in
Fig. S2a,† a µPAC trapping column with reverse elution at
4 minutes, 10 µL min−1 loading flow rate, demonstrated com-
parable or higher abundances compared to the benchmark
method (bed packed trapping column) among the ten various
glycan structures while, other methods showed diminishing
abundances except for the case of Man9. Reverse elution at
4 min with a 10 µL min−1 loading flow rate was chosen for the

evaluation from among other methods since it was the opti-
mized method provided by Pharmafluidics for proteomics
experiments. Injection to injection variability were also
measured by plotting % relative standard deviation (%RSD)
against the same methods with the same glycans shown in
Fig. S2b.† Reverse elution at 4 minutes, 10 µL min−1 loading
flow rate and forward elution at 10 minutes, 10 µL min−1

loading flow rate showed less than 15% %RSD for all ten
glycans, while other methods including the benchmark
method showed higher than 15% %RSD for at least one glycan
composition (Fig. S2b†). Because reverse elution at 4 minutes,
10 µL min−1 loading flow rate showed higher intensity with
consistency across the ten glycans, this method was chosen for
other experiments.

Dextran ladder

The use of dextran ladder was first demonstrated by Guile
et al.45 to normalize the retention time by the elution order of
glucose units (GU). We recently investigated the use of GU to
predict and normalize the retention time of permethylated
glycans using permethylated dextrin on both C18 and porous
graphitized carbon columns.40 Permethylated partially hydro-
lyzed dextran was separated using both 50 cm and 200 cm
µPAC columns to examine the possibility of using the glucose
unit index (GUI) (Fig. 1). For both columns, two different

Fig. 3 Effects of higher flow rate for the permethylated glycan analysis using 50 cm µPAC. EIC of permethylated N-glycans derived from human
blood serum using µPAC 50 cm at (a) 300 nL min−1

flow rate and (b) 600 nL min−1. There are noticeable changes in retention time due to the
increase in flow rate. Zoom factors such as “10×” indicate zoom in y-axis.
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organic mobile phases were explored; 100% acetonitrile and
80% acetonitrile, both with 0.1% formic acid as an acid modi-
fier. The former was used to directly compare against the
benchmark method (Bed packed C18, 15 cm) while the latter
was investigated since it was utilized in several proteomics
experiments.36,46,47 Interestingly, using the 50 cm µPAC with
100% acetonitrile (Fig. 1a) demonstrated less linearity than
with 80% acetonitrile (Fig. 1b) as shown by R2 (0.9986 vs.
0.9828). The 200 cm µPAC also indicated a similar pattern, as
the use of 80% acetonitrile as mobile phase B (Fig. 1d) resulted
in more linearity than 100% acetonitrile (Fig. 1c), R2 (0.9993
vs. 0.9887). It is important to note that GU 11 for 200 cm
column was excluded in the retention time vs. GU plot due to
the elution during the washing step of the programmed gradi-
ent. This result is contrary to the recent work by Gautam
et al.40 where permethylated GU plots from a C18 bed packed
column were non-linear and therefore 3rd order polynomial
fitting was used instead of linear. However, another recent
work by Kurz et al.48 also demonstrated a linear relationship
between retention time and GU using 80% MeCN as the
organic mobile phase. A linear plot of GU allows the prediction
of glycan elution by a simple linear equation rather than poly-
nomial equations.

Permethylated N-glycan analysis using 50 cm µPAC

To assess the use of 50 cm µPAC for analysis of permethylated
N-glycans, glycans derived from standard glycoproteins were
analyzed with the same gradient as for the dextran ladder,
using either 100% or 80% MeCN with 0.1% formic acid as an
acid modifier. These two approaches were then directly com-
pared with a routine glycomics method from our group using
a C18 bed packed column (75 µm, 2 µm, 15 cm).49 Fig. 2a
demonstrated extracted ion chromatograms (EICs) of per-
methylated oligomannose glycans derived from ribonuclease B
using three different techniques, with a table describing the
performance of each technique using three glycans: Man5, 6,
and 9. Man7 and Man8 were excluded from this list due to the
observation of partial isomeric separation, as demonstrated by
the insets showing Man7 partial isomeric separation from
each technique. As shown in the Table S1,† the use of 50 cm
µPAC column generally exhibited higher theoretical plate (N)
value for high mannose type glycans and sialylated glycans.
The use of 80% MeCN as mobile phase B with 50 cm µPAC
also showed some improvement over the use of 100% MeCN
as mobile phase B in terms of theoretical plate numbers. The
same experiment was conducted using acidic glycans derived

Fig. 4 Isomeric separation of permethylated two N-glycan standards (a) and N-glycans derived from model glycoproteins using 200 cm µPAC. EIC
of permethylated N-glycans derived from mouse immunoglobin G (b), ribonuclease B (c–e) and bovine fetuin (f–j) using µPAC 200 cm column.
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from bovine fetuin as shown in Fig. 2b–d. Similarly, several
glycans with three antennas and multiple sialic acids showed
partial isomeric separations, though this was observed more
frequently with bed packed column (Fig. 2b) compared to the
50 cm µPAC (Fig. 2c and d). This experiment demonstrated the
viability of using 50 cm µPAC as a separation column for the
analysis of permethylated glycans, even though not much iso-
meric separation was observed. Also, 50 cm µPAC has generally
outperformed 15 cm PepMap column significantly in terms of
theoretical plate numbers although there were some cases
where PepMap column performed better than the µPAC. In
terms of FWHM, the results shown in this work largely agree
with the previous work on peptides by Stadlmann et al.37

which demonstrated general improvement in FWHM from
µPAC compared to the PepMap column.

An advantage of using 50 cm µPAC is the ability to adjust
column flowrate, which can be used up to 2 µL min−1, whereas
the flowrate of the bed packed column used in this work is
limited by the backpressure. The use of a higher flowrate
decreases the LC run time, facilitating higher throughput ana-
lysis. Fig. 3a are the EICs of permethylated N-glycans derived
from human blood serum with 50 cm µPAC at 0.3 µL min−1

while Fig. 3b are the EICs of the same glycans with the same
column at 0.6 µL min−1. As expected, there was a noticeable
shift in retention time due to the higher flowrate. Although
operating at a higher flowrate also showed a visible gain in
peak sharpness, there was no improvement in isomeric separ-
ation. While there are advantages of performing separation at
a higher flowrate, the disadvantage was the loss of sensitivity
as shown in Fig. S3† where the substantial loss of signal was
observed for complex glycans. Interestingly, however, Man5
and 6 showed a slight gain in sensitivity.

Isomeric separation of permethylated N-glycans using
200 cm µPAC

While only partial isomeric separation was observed with 50 cm
µPAC, an attempt to achieve better isomeric separation using
200 cm µPAC was performed. Similar experiments were per-
formed as previously described for the 50 cm µPAC, where per-
methylated N-glycans derived from model glycoproteins as well
as glycan standards were analyzed. EICs of permethylated
N-glycans were shown in Fig. 4a (GlcNAc4Man3Gal1deoxyHex1
isomer standards), Fig. 4b (Mouse Immunoglobin G), Fig. 4c–e
(Ribonuclease B), and Fig. 4f–j (Bovine Fetuin) using 200 cm
µPAC. There was a baseline resolved separation of
GlcNAc4Man3Gal1deoxyHex1 fucose positional isomers
(Fig. 4a), with branched fucosylated isomer eluting later than
core fucosylated isomer. Isomeric separation of non-sialylated
complex glycan (biantennary with terminal galactose structure)
derived from mouse immunoglobin G was also separated
(Fig. 4b). However, Glc4Man3Gal1Fuc1 (Fig. S4d†) only dis-
played shouldering between the two isomers of terminal galac-
tose linked to different branches. Isomeric separation of oligo-
mannose glycans was distinct, especially in the cases of Man7,
8 and 9 shown in Fig. 4c–e. Extensive isomeric separation of
permethylated N-glycans were observed for complex sialylated

triantennary N-glycans derived from bovine fetuin (Fig. 4f–j).
However, only partial separation of biantennary disialylated
glycans was achieved (Fig. 4g) using this method although pre-
vious PGC-based separation of permethylated glycans have
demonstrated baseline resolution separation of biantennary dis-
ialylated glycan isomers.34 This result suggested that more work
is needed to achieve baseline separation of permethylated
glycan isomers using 200 cm µPAC, since the previous work by
Zhou et al.34 has demonstrated baseline separation of biantenn-
ary disialylated glycan isomers using PGC at high temperature.

To examine the broad spectrum of glycan isomers, per-
methylated glycans derived from human blood serum were
analyzed using 200 cm µPAC. Isomeric separation of glycans
were observed especially in the cases of oligomannose struc-
tures such as Man7 (Fig. 5a) and 8 (Fig. 5b) at 0.3 µL min−1.

Fig. 5 Separation of isomeric permethylated N-glycans derived from
human blood serum using 200 cm µPAC. EICs of various permethylated
N-glycans derived from human blood serum using µPAC are shown. (a) Man7,
(b) Man8, (c) GlcNAc3Man3Gal1deoxyHex1, (d) GlcNAc5Man3Hex3NeuAc3,
(e) GlcNAc5Man3Hex3deoxyHex1NeuAc3, (f ) GlcNAc6Man3Hex4NeuAc3,
(g) GlcNAc6Man3Hex4NeuAc4 and (h) GlcNAc6Man3Hex4deoxyHex1NeuAc4.
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Interestingly, 4 peaks of permethylated Man 8 were displayed.
Although MS2 spectra for these peaks were examined to deter-
mine the structures (Fig. S5†), and to investigate whether
Man8 isomers previously determined by Prien et al.50 would
match the isomers found in this study, no diagnostic ions
were found in the spectra. Even though the existence of these
Man8 isomers can be confirmed by both MS1 and MS2
spectra, precise structural determination of these isomers was
not achieved. Unlike the EICs shown with a 50 cm µPAC, the
200 cm µPAC was able to show extensive isomeric separation
of complex N-glycans with multiple terminal sialic acids as
depicted in Fig. 5d–h. This suggests that 200 cm µPAC is
capable of separating permethylated glycan isomers, although
improvements to peak resolution are needed as well as the
determination of complex glycan isomers including sialic acid
linkage isomers.

Analysis of permethylated O-glycans using µPAC columns

Similarly, analysis of permethylated O-glycans derived from
model glycoproteins such as bovine fetuin and κ-casein with
µPAC columns was performed as shown in Fig. 6 with (a)
showing the chromatogram for permethylated O-glycans from
κ-casein (top) and from fetuin (bottom) using 50 cm µPAC and
(b) using 200 cm µPAC. In both cases, two isomers,
GalNAc1Gal1NeuAc1 and GalNAc1(Gal1)NeuAc1, were baseline
resolved while 200 cm µPAC provided substantially more separ-
ation than the 50 cm µPAC, as expected. However, it must be
noted that even though 200 cm µPAC demonstrated much

more separation than 50 cm, the run time was substantially
higher which reduced the throughput. The first O-glycan
eluted, GalNAc1(Gal1)NeuAc1 from 200 cm µPAC, took more
than 100 minutes to elute. This was due to the column’s void
volume (10 µL) which caused a significant amount of time for
the analyte to pass through with a flowrate of 0.3 µL min−1.
This perhaps could be addressed by increasing the flowrate in
the beginning of the run, then lowering to the intended flow-
rate as previously demonstrated by Muller et al.36 with proteo-
mics experiments.

Conclusion

In this work, we demonstrated the use of µPAC to perform
glycomics analysis for the first time. Since µPAC is a RPLC
column, glycans were permethylated in order to facilitate the
separation of both N- and O-glycans. The use of µPAC trap-
ping column was accessed to determine the optimal condition
for online purification of the permethylated glycans. Using
both 50 and 200 cm µPAC, dextran ladders were established
with linear correlation which was contrary to the previous
work by Gautam et al.40 Then, using the established mobile
phases and the gradients, N- and O-glycans were derived from
various model glycoproteins as well as human blood serum as
a biological matrix. Our results showed that 50 cm µPAC was
able to perform glycomics analysis through permethylation.
The results from 50 cm µPAC were compared against the
conventional bed packed column and found that 50 cm µPAC
outperformed bed packed column in terms of column per-
formance. We also tested the analysis at a higher flowrate
to examine higher throughput. However, a decrease in signal
intensity was observed which was an expected result.
Although 50 cm µPAC was not able to separate isomers,
200 cm µPAC was able to resolve some permethylated glycan
isomers. However, both columns have a large internal volume
relative to the optimal flow rate. To perform high-throughput
analysis, increasing the flow rate at the beginning of the run
to reduce void time as well as the washing step would be a
viable solution.
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