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The amino acid profile obtained from a fingerprint may provide valuable information on its donor. For for-

ensic scientists, recovering evidence relating to the amino acid profile of a suspect can potentially be

valuable for identification and exclusion purposes. Herein we detail the use of cross-linkable solutions of

dextran-methacrylate to form hydrogels capable of collecting amino acids from surfaces followed by
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Introduction

The amino acid profile of an individual may provide infor-
mation such as the sex, health and age of a donor."”> Common
methods of amino acid profile analysis require access to either
the blood, urine, saliva, faeces or cerebrospinal fluid to gene-
rate a donor profile.® Interest in methods using sweat deposits
in fingerprints for the analysis of amino acid levels has
increased in recent years as analytical methods have been
developed that allow for the rapid and accurate quantification
of amino acid concentrations using GC, CE and (U)
HPLC-MS." Sweat as a diagnostic biofluid has several advan-
tages as it can be easily collected from patients without the
need for invasive procedures and is safer for diagnosticians to
handle as saliva or blood may contain viruses and must be
treated with extra care.'*""

Previous studies, where sweat has been analysed for amino
acid profiling, have relied on the use of sweat collection
devices that need to be attached to an individual’s skin in
order to collect adequate quantities of sweat for analysis, or via
fingerprints by completely dissolving the fingerprint.">** For
the sweat collection studies large volumes of sweat are
required alongside specialist equipment to produce an amino
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extraction and quantification with UPLC-MS. This method allows for the amino acid profile analysis of
fingerprints while allowing for their increased visualisation at a later stage using the standard method of
cyanoacrylation. We will demonstrate this method to also be capable of collecting DNA from fingerprints
with a 20-60% yield in comparison to using a conventional cotton swab.

acid profile. In the case of fingerprint analysis there are issues
relating to the complex matrix of the fingerprints that limit the
amount of amino acids that can be successfully extracted from
fingerprints.”*

In the field of forensic science, an investigator will primar-
ily use swabs or lifting tape to collect evidence from a crime
scene. Swabs are a destructive method of analyte collection
and while they excel at absorbing analytes they show poor
release of the trapped analytes that are intended for analysis."*
Lifting tape or gel lifters are a common way to recover finger-
prints from surfaces, but these techniques do not facilitate the
extraction of chemical components without destruction of the
ridge detail. Ideally a collection material is non-marking (i.e. it
does not physically mark the evidence although chemical com-
ponents are extracted) to the surface it is applied on and
shows rapid adsorption and release of collected analytes.

A method which collects amino acids from a surface or
complex matrix like a fingerprint could be of interest for foren-
sic investigators, but also for diagnostic clinical purposes.
While methods exist for the direct chemical analysis of finger-
print residues, they rely on the introduction of the entire fin-
gerprint into either a solvent or an analytical instrument in
order to detect the presence of certain analytes on a finger-
print."® This is not ideal for forensic investigators as it requires
destruction of the fingerprint ridge detail, or specialised
equipment to perform surface analysis at a crime scene.
Hydrogels would provide a flexible solution to sample collec-
tion as they can be applied to non-porous surfaces. Hydrogels
are 3D networks of hydrophilic polymers in which water is the
dispersion medium."® They have been found to be useful in a
variety of areas from drug delivery and tissue engineering to
cell culturing.””™® Their capacity to absorb and hold water
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potentially makes them suitable as extraction media for water-
soluble analytes from a surface.

In this paper, we demonstrate the possibility of using
hydrogels as a means of collecting amino acids from finger-
prints and their comparative performance for the use of direct
extraction with a solvent for amino acid analysis. Both the col-
lection of amino acid deposits on a glass surface and from fin-
gerprints using hydrogels will be described. Additionally, since
the collection of DNA from fingerprints is increasingly adapted
in forensic casework, we investigated the use of hydrogels to
collect DNA from fingerprints.

Experimental
Pre-hydrogel and amino acid solutions

Dextran-methacrylate was chosen as a hydrophilic polymer as
it is conveniently cross-linked by photo-initiated radical
polymerization forming a hydrogel. The method described by
De Smedt et al. was followed to prepare dextran-methacrylate
with a substitution degree of 2.5.>° The structure of the
material was confirmed using 'H-NMR. The photo-initiator
used, lithium phenyl-2,4,6-trimethylbenzoylphosphinate (LAP),
was prepared according to the method described by Fairbanks
et al.>" The structure of the material was confirmed using 'H-,
3C-, and *'P-NMR. Pre-hydrogel solutions were prepared by
dissolving 1% w/v LAP and 10% w/v dextran-methacrylate in
distilled water (1 mL, pH 6.5) under sonication for 20 minutes
at room temperature. Amino acid and isotopically labelled
internal standard (IS) solutions of glycine, r-alanine, i-serine,
t-proline, r-valine, r-threonine, r-cysteine, hydroxy-L-proline,
L-isoleucine, i-leucine, 1-asparagine, r-ornithine, r-aspartic
acid, t-glutamine, 1-lysine, r-glutamic acid, r-methionine,
t-histidine, t-phenylalanine, L-arginine, L-tyrosine,
rtryptophan and i-cystine of 2.0 mg L™' were prepared as
described previously.’

Glass cover slip functionalization

Borosilicate microscope cover slips of dimensions 25 x 25 mm
were purchased from Fisher Scientific. The slides were acti-
vated prior to functionalization using a Harrick’s plasma
cleaner for 240 seconds. They were transferred to a vacuum
chamber containing 100 pL of 3-(trichlorosilyl)-propyl-meth-
acrylate and left under dynamic vacuum for 4 hours to functio-
nalize the surface.

Fingerprint deposition

Fingerprints were deposited using a custom made fingerprint-
ing device (Fig. 1) based on a similar device reported by
Fieldhouse.** This device maximizes a uniform application of
force on the fingerprint and only allows a certain area of the
fingerprint to be exposed to the substrate surface. Fingerprints
were produced on glass slides. The hands of three males and
two females, all ranging between 20 and 26 years old, were
washed before returning to normal work activities. After one
hour the fingerprints were deposited on the glass slides. After
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Fig. 1 Custom made fingerprinting device applied to maximize repro-
ducibility in fingerprint deposition.

drying in air for one hour, the fingerprints were extracted
either by hydrogel extraction or direct solvent extraction.
Fingerprints for DNA extraction and quantification were pro-
duced as follows: 3 donors (2 male and 1 female, aged 21 to
28) were asked to rub their fingers against their forehead and
hair for 3 seconds to generate more shed skin cells and sub-
sequently deposit their fingerprints on glass slides.

Amino acid standard samples

To determine the hydrogel extraction efficiency, amino acid
working solution (25 pL) was deposited on a glass slide and
then dried in air for 30 minutes. The amino acids were then
extracted using hydrogels, or were extracted directly with a
solvent.

Analyte absorption experiments

In a typical extraction experiment, a freshly prepared solution
(20 pL) of dextran-methacrylate (10% w/v) and LAP (1% w/v) is
applied to a surface containing analytes of interest (Fig. 2A
and B). Thereafter, a methacrylate-functionalized glass cover
slip is placed over the solution to be able to collect the hydro-
gel (Fig. 2C). After 3 minutes, the sample is irradiated for 30
seconds, using a simple 405 nm laser pen (1 mW), generating
the hydrogel (Fig. 2D). During cross-linking the methacrylate
groups of the dextran-methacrylate and the cover slide will
react, hereby covalently binding the hydrogel to the glass
cover. By careful removal of the cover slide, the hydrogel con-
taining the available hydrophilic analytes is taken away,
leaving nonabsorbed components behind (Fig. 2E).

Amino acid extraction

Hydrogels were applied onto a surface of interest as described
above and subsequently transferred to a beaker and the ana-
lytes were extracted with MeOH/H,O (3 mL, 1:1) under soni-
cation for 30 min. IS solution (10 pL) was added and the
extract was then transferred to a 15 mL polypropylene conical
tube. The sample solution was then evaporated under nitrogen
flow, and the material was dissolved in MeOH containing 5%
v/v formic acid (50 pL) and transferred into an injection vial.
Solvent extracted samples, which were prepared for compari-
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Fig. 2 Schematic representation of water-soluble analyte extraction from a fingerprint by hydrogel formation, including, fingerprint deposition on a
glass slide (A), deposition of the dextran-methacrylate solution on the fingerprint (B), deposition of a functionalized cover slip on the fingerprint with
solution (C), irradiation of the fingerprint sample (D) and lastly the removal of the cover slip and hydrogel from the glass slide (E).

son, were processed similarly, except that the glass slides con-
taining the amino acids were transferred to a beaker directly.

Amino acid analysis by UPLC-MS

Amino acids were quantified using UPLC-MS, as described pre-
viously.” In brief, for each amino acid a calibration curve
ranging from 0.10 to 1.60 mg L™ was produced, corresponding
to 5-80 ng of a single amino acid in the sample volume (50 pL)
for a fingerprint. These solutions were prepared by adding
respectively 2.5, 5.0, 10, 15, 30, and 40 pL of 2.0 mg L™ amino
acid working solution into a vial. IS solution (10 pL), composed
of isotopically labelled amino acids, was added to each vial,
and MeOH containing 5% v/v formic acid was added to make
a total volume of 50 pL. The samples were then analysed using
UPLC-MS using a 150 mm UPLC amide BEH column (Waters,
Milford, MA, USA). A Waters Acquity I-class UPLC autosampler
and a binary solvent pump were used to inject and separate
the sample solution. The effluent of the column was analysed
by means of electrospray ionisation time-of-flight MS
(ESI-TOF-MS) using an accurate mass TOF with a dual electro-
spray source (6220 Agilent, Santa Clara, CA, USA). Data were
processed and quantified using Agilent Mass Hunter
Qualitative Analysis software (version B.05.00) and Quantitative
Analysis software (version B.05.00).

DNA extraction and quantification

DNA was collected from fingerprints using either a cotton
swab or via our hydrogel method. When using the cotton
swab, the complete fingerprint was swabbed with a dry cotton
swab and subsequently the cotton swab was transferred to a
1.5 mL aliquot containing 300 pL ATL buffer (Qiagen, Inc.).
Hydrogel lifting of the fingerprints was performed as
described above. After lifting, the hydrogels were transferred to
a 1.5 mL aliquot containing 300 pL ATL buffer. The concen-
tration of human DNA in the samples was determined using
real-time PCR as described by Nicklas and Buel.*®

902 | Analyst, 2018, 143, 900-905

Results
Amino acid standard solution

Initial experiments were performed using the standard amino
acid solution containing 22 amino acids. After absorption
and subsequent extraction from the hydrogel, 19 amino acids
out of 22 (all but r-cysteine, 1-lysine and -methionine) were
successfully detected and quantified while 20 were found in
the samples directly extracted with solvent (all but r-cysteine
and r-methionine). Fig. 3 shows the extraction efficiency (IS
corrected) of each amino acid for both methods. The extrac-
tion efficiency varied between amino acids and extraction
methods and, as expected, was in general below 100%. For all
the detected and quantified amino acids, the extraction
efficiency was similar using either extraction method, except
for i-lysine, r-histidine, r-tryptophan and t-cystine. From
Fig. 3 we can see that r-methionine and r-cysteine are not
found in any samples collected using either extraction
method. The lack of r-cysteine may be caused by the for-
mation of cysteic acid, which is indicated by the detection of
a mass at 170.012 m/z, the theoretical mass (M + H]") of
cysteic acid. 1-Methionine may undergo oxidation to yield
methionine sulfoxide, as a mass of 166.052 m/z is detected,
which corresponds to the theoretical mass (M + H]").
t-Tryptophan is extracted with 50% efficiency when solvent
extraction is used while it is extracted with 10% efficiency
when the hydrogel is applied. As we have reported earlier, the
analysis of i-tryptophan, when extracted from fingerprints, is
problematic.'” It is possible that the radical photoinitiator,
used in the gel, attacks the conjugated ring system of
L-tryptophan reducing its concentration, making the analysis
after gel extraction more complicated. However, it is clear
from Fig. 3 that the hydrogel is not only capable of collecting
the amino acids from a surface, but that subsequent extrac-
tion and detection from the hydrogel is also possible. While
values are relatively similar across both methods it must be

This journal is © The Royal Society of Chemistry 2018
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Fig. 3 Comparison of extraction efficiencies (IS corrected) of amino acids extracted with hydrogel (red) compared to solvent (blue) (N = 6).
Extraction efficiency is calculated for every amino acid as the detected amount relative to the amount deposited on the glass slide.

noted that the hydrogel includes the extra step of collecting
the analytes from the surface.

Amino acids recovered from fingerprints

After successfully applying our hydrogel system in amino acid
absorption from a glass surface, we investigated its ability to
absorb amino acids from fingerprints in a non-marking way,
see Fig. 4 (amino acids reported in relative abundances to
serine). We found that the application of the hydrogel to an
actual fingerprint led to the positive identification of 15
different amino acids. This indicates that at least 15 amino
acids were absorbed into the hydrogel, and could subsequently
be identified and quantified, see Fig. 4 (red bars). Importantly,
visualization of the fingerprints after hydrogel treatment was
still successful, as can be seen in Fig. 5. In comparison, 17
amino acids were detected from fingerprints that were
extracted with a solvent and completely dissolved for analysis,
see Fig. 4 (blue bars). As can be seen in Fig. 4, the hydrogel
extracted fingerprints yielded largely similar amino acid pro-
files to the solvent extracted fingerprints, except for r-histidine
and r-tryptophan abundances. r-Histidine and r-tryptophan
were not detected using the hydrogel, which can be explained
by the lower extraction efficiency of these amino acids using
the hydrogels, as described above.

120

The large variance in the recovered amino acid profiles
likely originates from the natural variation of amino acid con-
centration in fingerprints and the relatively low amount of fin-
gerprints included in this proof of principle. While a large
effort was made to create reproducible fingerprints, variation
between donors (inter-variability) cannot be avoided.** In
terms of absolute amino acid extraction, the hydrogel lifted
fingerprints on average yielded 532 ng of amino acid compared
to 807 ng in the solvent extracted fingerprints. Despite this,
the relative amino acid concentrations obtained with the
hydrogels coincided with the relative concentrations collected
via direct solvent extraction. L-Tryptophan is not detected likely
due to its low abundances in fingerprints,' and/or the poten-
tial radical degradation. 1-Cysteine and r-methionine are not
detected, which concurs with the results obtained when
extracted from amino acid standard samples as described
above. To the best of our knowledge our method is the first
that allows the extraction of amino acids from a fingerprint
while retaining the ability for subsequent visualisation of the
fingerprint.

Visualisation of lifted fingerprints

Central to this method is its non-marking nature. As the
primary solvent is water the hydrophilic constituents of the fin-
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Fig. 4 Comparison of amino acid profiles (i.e. the relative abundance to serine) extracted from hydrogel (red) compared to solvent (blue) collected
from fingerprints (N = 5). Amino acid profiles per extraction method are calculated as an average of the amino acid profiles from the different

donors.
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Fig. 5 Comparison of ridge detail from a split fingerprint which was partially extracted using a hydrogel. Left: Treated with cyanoacrylate and basic
yellow. Right: Hydrogel extracted and subsequently treated using cyanoacrylate and basic yellow dyeing.

gerprint are collected selectively, leaving enough hydrophobic
material to visualise the fingerprint using cyanoacrylation fol-
lowed by dyeing with basic yellow. Fig. 5 is a split fingerprint
example of the comparison in quality between a standard
cyanoacrylate and basic yellow treatment and lifting using the
hydrogel prior to cyanoacrylate and basic yellow treatment. It is
clear that after lifting the hydrogel, including the absorbed
hydrophilic solutes, there is sufficient material for further devel-
opment using standard fingerprint visualization techniques.
The majority of the ridge detail is still present with slight
degradation of the fine details. The likely cause of the
“smudges” is localised variances in the absorption of analytes.
As fingerprints vary in their composition the likelihood for
one area to be slightly more hydrophobic and therefore repel
the penetration effects of the hydrogel is higher. However, the
method presented here is unique in that it can successfully
collect analytes of a hydrophilic nature of interest from a fin-
gerprint surface in similar quantities as traditional methods
and allow for the subsequent visualisation of the fingerprint.

DNA recovered from fingerprints

After applying the hydrogel to extract amino acids from finger-
prints, we investigated the ability of the hydrogels to absorb
DNA from fingerprints. Compared to conventional DNA
sampling using a cotton swab, the hydrogels roughly yielded
between 20-60% of the DNA quantity, see Fig. 6. Although this
is significantly lower than the swab, we still believe hydrogels
to be an addition to the current workflow, for instance when
sampling unequal surfaces such as gun grips. Moreover, DNA
could be recovered from fingerprints while leaving sufficient
material behind for visualization. The larger variation in DNA
yielded by the hydrogels is most likely due to the extra steps in
the sample preparation, especially the transfer of the lifted

904 | Analyst, 2018, 143, 900-905
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Fig. 6 Comparison of DNA quantified using hydrogel (red) relative to
cotton swab (blue) collected from fingerprints (N = 3) from three
donors. As the DNA quantity in fingerprints varies between donors,
results are reported as extraction efficiency relative to cotton swab per
donor (i.e. the average DNA quantity recovered with the hydrogel rela-
tive to the average DNA quantity recovered with a cotton swab for each
donor).

hydrogel to an aliquot, indicating that further optimization of
the sample preparation is necessary.

Conclusion

We have shown that cross-linked hydrogels can be applied to
absorb amino acids from both fingerprints and amino acid
solution deposits on glass, and extracted the amino acids from
the hydrogel for their qualitative and quantitative detection
using UPLC-MS. These results show the selective uptake of the

This journal is © The Royal Society of Chemistry 2018
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water solubles, leaving sufficient material for further investi-
gations of the fingerprint. Post-collection visualisation of the
fingerprints is also shown to be possible using cyanoacrylate
and immersion in a basic yellow dye. Moreover, the hydrogels
were able to collect DNA from fingerprints with a 20-60% yield
compared to the conventional cotton swab. Together these
results show that hydrogels are promising materials for evi-
dence collection as they combine both the dissolving power of a
solution with the physical lifting capacity of a gel. Combined
with the rapid release of analytes when immersed in common
solvents they present themselves as a possible replacement or
complementary method for analyte collection.
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