ROYAL SOCIETY
OF CHEMISTRY

Chemical
Science

View Article Online
View Journal | View Issue,

EDGE ARTICLE

CrossMark
& click for updates

Cite this: Chem. Sci., 2015, 6, 6213

Lab on a single microbead: an ultrasensitive
detection strategy enabling microRNA analysis at
the single-molecule levelt

Xiaobo Zhang, Chenghui Liu,* Lingbo Sun, Xinrui Duan and Zhengping Li*

Detection of a single nucleic acid molecule is of great significance for both fundamental biochemistry
studies and clinical diagnostics. By using microRNA (miRNA) as a model target, herein, we have
developed a single-microbead-based sensing (SMBS) platform, which simply enables the detection of
miRNA at the single-molecule level. In this strategy, an isothermal exponential amplification reaction
(EXPAR) is rationally designed towards specific miRNAs and all products of the EXPAR are integrated onto
a single microbead for signal amplification and fluorescence enrichment. This pushes the detection of
miRNAs down to 1 aM in a 5 pL sample, corresponding to 3 copies of the miRNA molecule. This new
strategy also affords high selectivity and it is capable of distinguishing among homologous miRNA family
members even with a single-base difference. Due to its ultrahigh sensitivity and selectivity, the proposed
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Introduction

Gene expression, that is, genetic information encoded in DNA is
transcribed to messenger RNA (mRNA) and then mRNA is
translated to protein, is the central dogma of molecular biology
in a living cell. Meanwhile, microRNA (miRNA) plays critical
regulatory roles in the translation process. Since most genes
and many RNA molecules of interest exist singly or in extremely
low copy numbers in a cell, only by accurate detection of these
single molecules can we fully understand their exact bio-
function and behaviour.' In this regard, the ultrasensitive
detection of nucleic acid molecules at the single-molecule level
is extremely important for both fundamental biochemistry
studies and clinical diagnostics.

Over the past two decades, the rapid advances in single-
molecule detection (SMD) techniques by the use of total
internal reflection fluorescence microscopy (TIRFM), fluores-
cence correlation spectroscopy as well as some other compli-
catedly-modified fluorescence microscopes, have provided
powerful tools for the fluorescence detection of individual,
fluorescently-labeled macromolecules, including nucleic
acids.*® However, these so-called SMD techniques do not mean
that if there is only one target molecule in the sample it can be
exactly detected because the SMD methods are generally limited
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SMBS platform has been successfully applied to the detection of miRNA extracted from a single cell.

by the extremely low interrogation volume allowed for laser
scanning. So, at very low concentrations of the target, it is
difficult to detect the individual fluorophores unless we know
exactly where the individual molecules are and where to look
under the microscope.* As such, in fluorescence correlation
spectroscopy or TIRFM experiments, individual molecules in
the samples must be in the concentration range of pM to nM for
them to be detected easily.*

Alternatively, homogeneous exponential nucleic acid ampli-
fication techniques (e.g. PCR and some isothermal exponential
amplification protocols), which can replicate the target nucleic
acid molecules in an exponential manner, may theoretically
have potential for single nucleic acid molecule analysis.
However, nonspecific amplification background in these
homogeneous reactions, that is, undesired nucleic acid ampli-
fication in the absence of the target molecule, significantly
limits the sensitivity and capability of these exponential
amplification methods for the detection of the nucleic acid
target with low copy numbers. Therefore, up to now, despite the
impressive advancement regarding ultrasensitive nucleic acid
detection, the development of reliable assays that enable single-
molecule nucleic acid analysis remains a big challenge.

In this contribution, by taking miRNA as a proof-of-concept
nucleic acid target, we wish to report for the first time a single-
microbead-based sensing (SMBS) platform, which enables the
detection of miRNA at the single-molecule level by using a
common fluorescence microscope. As the miRNA field
continues to evolve, miRNAs have been regarded as promising
diagnostic biomarkers as well as potential targets for the
discovery of new anti-cancer drugs.'**? In particular, due to the
extremely low absolute number of many important miRNAs (as
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low as a few molecules per cell), a single-molecule miRNA assay
is urgently desired in order to accurately understand the bio-
function of miRNAs, miRNA-related tumor initiation and
progression as well as therapeutic responses. Although the
existing miRNA assays, including the methods using SMD
techniques*** and various homogeneous nucleic acid amplifi-
cation strategies,">* have significantly advanced the sensitivity
for miRNA analysis (detection limit down to the fM to pM
range), such sensitivities cannot meet the demand for
single-molecule miRNA analysis in complex biosamples. In this
regard, we mainly focus the application of our SMBS strategy
towards the goal of single-molecule miRNA analysis in this
work.

Results and discussion

Fig. 1 illustrates the work principle of the SMBS-based miRNA
assay, where a generic isothermal exponential amplification
reaction (EXPAR) is rationally designed towards specific
miRNAs and the EXPAR is conducted on the surface of a single
microbead for signal amplification and fluorescence enrich-
ment. In this newly designed EXPAR-SMBS system, a single
magnetic agarose microbead, which is decorated with the
EXPAR template, is used to capture the miRNA and then initiate
the EXPAR on the bead surface. The X portion of the template is
the anti-sense sequence of the target miRNAs, and the Y domain
is designed to be a well-performing template sequence for
EXPAR amplification. The sequence between the two Y
sequences is a specific recognition site for the Nt.BstNBI
nicking endonuclease. The oligo(dT20) at the 3’ terminus of the
template is introduced as a spacer to ensure high accessibility
for the target molecules and enzymes to the template anchored
on the microbead surface.

In this design, the target miRNA will hybridize with its anti-
sense sequence (X) at the 3’-terminus of the template and then
extend along the template in the presence of Vent (exo-) DNA
polymerase, dNTPs and biotinylated dATP (biotin-dATP).
Afterwards, the nicking site in the middle of the two Y
sequences will be specifically recognized by the nicking endo-
nuclease Nt.BstNBI, which causes single-strand DNA nicking in
the newly extended strand. The cleaved DNA strand containing
the recognition site will extend again and the short single-
stranded DNA (Y') will be displaced and released due to the
strand-displacement activity of Vent (exo-) DNA polymerase. In
turn, the released Y’ could trigger a new extension reaction by
hybridizing with the Y section of another amplification
template. Thus, extension, cleavage, and strand displacement
can be repeated continuously and this results in the exponential
amplification under isothermal conditions. During the EXPAR,
numerous biotin-dATPs will be incorporated into the EXPAR
products on the microbead along with other dNTPs. As a
consequence, the biotin-accumulated bead will bind with Alexa
Fluor 546-labeled streptavidin (STV), which will in turn fluo-
resce. As such, the target miRNAs can be detected and quanti-
fied by reading the fluorescence on the microbead with a
common fluorescence microscope. According to the recent
study by the Niemz group,® the efficiency of the EXPAR will be
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sequence-dependent using the traditional X-X model template.
The elegantly designed X-Y-Y model template in this study will
efficiently avoid the sequence-dependent amplification bias.
Once the miRNAs initiate the first-step extension reaction, the
subsequent enzyme-catalytic reaction would be transformed to
the amplification of Y’ irrespective of the miRNA sequences,
making this strategy generally applicable for assaying different
miRNA species.

Although microbeads coupled with fluorescence enrichment
have been previously employed for the detection of nucleic acid
targets,”?° these assays are generally performed by using
thousands or even millions of small-sized beads in one reaction
and accomplished by measuring the average fluorescence
intensity from all the beads. When the number of copies of the
nucleic acid molecules is ultralow, such as a few copies, only a
few beads can generate the target-dependent fluorescence
signal, which will be hidden in the average of the bulk
measurement. Therefore, it is impossible to achieve detection
sensitivity at the single-molecule level with these bead-based
nucleic acid assays. In this work, the novel EXPAR-SMBS system
utilizes a single microbead (80 + 5 pm) as the platform to
perform the miRNA amplification with the EXPAR, so all fluo-
rescence generated from the miRNA target is enriched on only
one microbead. More importantly, anchoring the EXPAR
templates on a single microbead will create a micro-
amplification zone. By pre-enriching the miRNA targets on the
microbead, the unprimed amplification background*"** can be
greatly suppressed in such a small reaction zone. Therefore, it
will be demonstrated that the fluorescence signal on the
microbead produced by as low as 3 copies of the miRNA target
can clearly be distinguished from the background because not
only is the fluorescence enriched on a single microbead to
greatly enhance its brightness, but also the EXPAR on the
microbead surface is efficient and has a low-background signal.
Moreover, monitoring the fluorescence signal of a single
microbead instead of detecting the average value of a large
number of microbeads should be more reliable and accurate for
determining miRNA targets, especially for ultralow copy
numbers of the targets.

The effect of various parameters, such as the amount of
Vent (exo-) DNA polymerase and Nt.BstNBI nicking enzyme, on
the performance of the EXPAR-SMBS platform has been
investigated (Fig. S3 and S4, ESI{). Under the optimized
conditions, the analytical performance of the EXPAR-SMBS
system for let-7a miRNA detection was investigated by fluo-
rescence imaging of the microbead upon the addition of
varying concentrations of let-7a. As shown in Fig. 2, since the
templates are only immobilized on the surface of the
microbead, a bright halo around the bead surface is observed
in the fluorescence images, the brightness of which increases
gradually as the concentration of let-7a increases from 1 aM to
1 pM. If a pseudocolor bar is used to display the fluorescence
image of the microbead, where different fluorescence inten-
sities are indicated by different colors, the gradual increase of
the bead brightness can be more clearly discriminated by the
naked eye (bottom panel in Fig. 2). One can see from the
fluorescence imaging results that a concentration as low as
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Fig. 1 Schematic illustration of the EXPAR-SMBS system for miRNA analysis.

1 aM (~3 molecules in a 5 pL system) of let-7a can be clearly
discerned from the blank control, demonstrating that this
strategy enables let-7a analysis at the single-molecule level. To
acquire the quantitative values of the fluorescent microbeads,
we made a z-stack scan to cut the depth of a single microbead
into 10 slices, and then the integrated fluorescence intensities
of these slices were counted together to avoid possible errors
from manual focusing (Fig. S2, ESIf). As shown in Fig. S5
(ESIt), let-7a can be quantitatively detected and the microbead
fluorescence intensities (FI) are linearly dependent on the
logarithm of the let-7a concentration in the range from 1 aM
to 1 pM (0.005 zmol to 5 amol). The correlation equation is:

4096i .......

100 aM

blank 10 aM

FI = 2.68 x 10° + 1.26 x 10° Ig Cpmirna (aM) with a correlation
coefficient (R) of 0.9996.

High specificity is another important aspect to evaluate a
practical miRNA assay. To interrogate the specificity of the
proposed assay, the let-7a specific EXPAR-SMBS system was
tested using different let-7 family members (let-7a-g and i),
which have high homologous sequences with only 1-4 nucleo-
tide differences. As can be seen from Fig. 3, only let-7a causes
intense bead brightness and the other let-7 family members can
be clearly discriminated from let-7a even on the basis of only
one-nucleotide difference. Furthermore, other non-homologous
miRNA targets only generate negligible responses. Therefore,

C

1 pM

Fig. 2 Microbead brightness as a function of let-7a concentration. Top panel: fluorescence images of the microbeads treated with ascending
let-7a concentrations (under PMT HV of 450 V); bottom panel: visualization of the increasing brightness of the corresponding microbeads by
using pseudocolor bars where different colors represent different fluorescence intensities.

This journal is © The Royal Society of Chemistry 2015

Chem. Sci,, 2015, 6, 6213-6218 | 6215


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c5sc02641e

Open Access Article. Published on 20 August 2015. Downloaded on 14.02.26 11:52:17.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

(cc)

Chemical Science

the EXPAR-SMBS platform can be characterized with high
specificity to discriminate a single-nucleotide difference among
miRNA targets.

We have also testified the generality of this EXPAR-SMBS
system for the detection of other miRNAs by randomly choosing
mir-155 and mir-122 as model targets. The design of the
EXPAR-SMBS system for mir-155 and mir-122 is the same as
that for the detection of let-7a except that the sequence of the X
domain in the EXPAR template is changed to be complementary
to the miRNA target. As can be seen from Fig. S6 (ESI),T similar
to the results from the let-7a analysis, both mir-155 and mir-122
induce a dose-responsive increase in the microbead brightness.
In particular, even at a concentration as low as 1 aM, an obvious
increase in the bead brightness relative to the blank control can
be unequivocally detected by the naked eye for both mir-155
and mir-122, suggesting that the sequence-dependent amplifi-
cation bias of EXPAR is indeed avoided by using the rationally
designed X-Y-Y-type template. These results demonstrate that
the EXPAR-SMBS platform is a versatile technology that could

143

155

blank
7a: UGAGGUAGUAGGUUGUAUAGUU
7b: UGAGGUAGUAGGUUGUGUGGUU
0.8 7c: UGAGGUAGUAGGUUGUAUGGUU
7d: AGAGGUAGUAGGUUGCAUAGUU
© 7e: UGAGGUAGGAGGUUGUAUAGUU
@ 7f: UGAGGUAGUAGAUUGUAUAGUU
S 7g: UGAGGUAGUAGUUUGUACAGUU
o 0.6+ 7i: UGAGGUAGUAGUUUGUGCUGUU
7 143: UGAGAUGAAGCACUGUAGCUC
Q 155: UUAAUGCUAAUCGUGAUAGGGGU
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Fig. 3 Specificity evaluation of the EXPAR-SMBS system. (a) Fluores-
cence images of the EXPAR-SMBS system with different miRNA targets
(PMT HV for the imaging: 550 V); (b) relative responses of other
miRNAs compared with that of let-7a. The concentrations of all of
these miRNA targets were 10 fM.
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be easily extended for the detection of other miRNAs by only
changing the X sequence in the EXPAR template according to
the target sequence.

Further studies have been performed to test whether the
EXPAR-SMBS system is feasible for the detection of let-7a in

(@) Single cells

b)

~

HCT-116 cell

4.0x10°

2.0x10°

Integrated Fluorescence/a.u.

Fig.4 Detection of let-7a in individual HCT-116 cells. (a) Fluorescence
images of the EXPAR-SMBS system with 9 single HCT-116 cells. Three
blank controls (without HCT-116 cells) were also carried out
simultaneously for comparison. (b) Relative responses of let-7a in
these single cells.

This journal is © The Royal Society of Chemistry 2015
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complex biological samples. The amount of let-7a in a total RNA
sample extracted from HCT-116 cells was detected by this assay.
As demonstrated in Fig. S7 (ESI),t with a simultaneously con-
structed calibration curve, the amount of let-7a in a rather low
amount of total RNA (20 pg) is estimated to be 10.6 aM (ina 5 pL
system). To verify the accuracy of this result, 100 aM of synthetic
miRNA was spiked into the 20 pg of total RNA, and the
concentration of let-7a in such a sample was determined to be
105.1 aM with a recovery of 95.5%. Therefore, this EXPAR-SMBS
platform is reliable for the quantitative determination of atto-
molar miRNAs in complex biological matrices.

Since many human diseases, especially cancers, often begin
with cellular abnormalities in a small minority of cells within an
organism, the miRNA expression can be stochastic and distinct
between normal and cancer cells, and even in the same type of
cells because individual cells may be at different stages.**~*®
Therefore, detection of cell-to-cell variations of miRNA levels at
the single-cell level is extremely important in order to provide a
deep insight regarding the miRNA function as well as the exact
correlation between miRNA expression and cell function, which
may be masked in ensemble measurements.***® Due to its
ultrahigh sensitivity and high tolerant capability for complex
matrices, the EXPAR-SMBS system was also successfully applied
for the direct detection of miRNAs in a single cell. For this
study, individual HCT-116 cells were first lysed using simple
heat treatment and then directly used as the sample to initiate
the EXPAR on a single microbead. As illustrated in Fig. 4, even
in the presence of only one cell, the increase in the fluorescence
intensity of the microbead can be clearly observed relative to the
blank control. The amount of let-7a determined in 9 individual
cells varied from 30 copies to 350 copies. Similar variations in
the number of miRNAs per cell were also observed by several
other groups because individual cells may be at different
stages.**** Furthermore, according to previous reports, the
number of an individual miRNA species is roughly estimated to
be in the range from dozens to several hundred per cell.®
Therefore, our results are reasonable and consistent with
previous literature.

Conclusions

In conclusion, we have demonstrated that the integration of the
highly efficient EXPAR with fluorescence enrichment on a single
microbead provides an ultrasensitive and generic miRNA assay.
This protocol works with a 5 uL sample volume and requires a
total assay time of only ~40 min to accumulate enough fluo-
rescence signals on the surface of only one microbead to allow
for the unequivocal detection of the target miRNA at the single-
molecule level. Due to its ultrahigh sensitivity and selectivity,
this strategy is also feasible for miRNA analysis in complex
biosamples even in the single cell lysate. Therefore, this robust
single-molecule EXPAR-SMBS strategy may act as a powerful
tool to allow for deep insight into how miRNAs influence the
central signalling pathways and the cell functions at the single-
cell level, which are of great significance for miRNA-related
clinical studies. Furthermore, it is conceivable that the SMBS
platform can also facilitate the single-molecule detection of
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other types of nucleic acids (e.g. DNA and mRNA) by combining
it with appropriate nucleic acid amplification techniques.

Acknowledgements

This work was supported by the National Natural Science
Foundation of China (21335005, 21472120, 21575086), the
Natural Science Basic Research Plan of Shaanxi Province
(2015KJXX-22), the Fundamental Research Funds for the
Central Universities (GK201501003, GK201303003), the 111
Project (B14041) and the Program for Innovative Research Team
in Shaanxi Province (2014KCT-28).

Notes and references

1 G. W. Li and X. S. Xie, Nature, 2011, 475, 308-315.

2 J. Yy, J. Xiao, X. J. Ren, K. Q. Lao and X. S. Xie, Science, 2006,
311, 1600-1603.

3 C. H. Zong, S. J. Lu, A. R. Chapman and X. S. Xie, Science,
2012, 338, 1622-1626.

4 D. R. Walt, Anal. Chem., 2013, 85, 1258-1263.

5 R. Roy, S. Hohng and T. Ha, Nat. Methods, 2008, 5, 507-516.

6 A. Jain, R. J. Liu, B. Ramani, E. Arauz, Y. Ishitsuka,
K. Ragunathan, J. Park, J. Chen, Y. K. Xiang and T. Ha,
Nature, 2011, 473, 484-488.

7 A. B. Loveland, S. Habuchi, J. C. Walter and A. M. van Oijen,
Nat. Methods, 2012, 9, 987-992.

8 H. T. Li, L. M. Ying, J. J. Green, S. Balasubramanian and
D. Klenerman, Anal. Chem., 2003, 75, 1664-1670.

9 P. Schwille, S. Kummer, A. A. Heikal, W. E. Moerner and
W. W. Webb, Proc. Natl. Acad. Sci. U. S. A., 2000, 97, 151-156.

10 D. P. Bartel, Cell, 2009, 136, 215-233.

11 H. L. Suzuki and K. Miyazono, J. Biochem., 2011, 149, 15-25.

12 J. Lu, G. Getz, E. A. Miska, E. Alvarez-Saavedra, J. Lamb,
D. Peck, A. Sweet-Cordero, B. L. Ebert, R. H. Mak and
A. A. Ferrando, Nature, 2005, 435, 834-838.

13 L. A. Neely, S. Patel, J. Garver, M. Gallo, M. Hackett,
S. McLaughlin, M. Nadel, J. Harris, S. Gullans and
J. Rooke, Nat. Methods, 2006, 3, 41-46.

14 S. L. Ho, H. M. Chan, A. W. Ha, R. N. Wong and H. W. Li,
Anal. Chem., 2014, 86, 9880-9886.

15 H. F. Dong, J. P. Lei, L. Ding, Y. Q. Wen, H. X. Ju and
X. J. Zhang, Chem. Rev., 2013, 113, 6207-6233.

16 A. W. Wark, H. J. Lee and R. C. Corn, Angew. Chem., Int. Ed.,
2008, 47, 644-652; Angew. Chem., 2008, 120, 654-663.

17 Y. Q. Cheng, X. Zhang, Z. P. Li, X. X. Jiao, Y. C. Wang and
Y. L. Zhang, Angew. Chem., Int. Ed., 2009, 48, 3268-3272;
Angew. Chem., 2009, 121, 3318-3322.

18 H. X. Jia, Z. P. Li, C. H. Liu and Y. Q. Cheng, Angew. Chem.,
Int. Ed., 2010, 49, 5498-5501; Angew. Chem., 2010, 122,
5630-5633.

19 R. X. Duan, X. L. Zuo, S. T. Wang, X. Y. Quan, D. L. Chen,
Z. F. Chen, L. Jiang, C. H. Fan and F. Xia, J. Am. Chem.
Soc., 2013, 135, 4604-4607.

20 F. Degliangeli, P. Kshirsagar, V. Brunetti, P. P. Pompa and
R. Fiammengo, J. Am. Chem. Soc., 2014, 136, 2264-2267.

Chem. Sci,, 2015, 6, 6213-6218 | 6217


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c5sc02641e

Open Access Article. Published on 20 August 2015. Downloaded on 14.02.26 11:52:17.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

(cc)

Chemical Science

21 B. C.Yin, Y. Q. Liu and B. C. Ye, J. Am. Chem. Soc., 2012, 134,
5064-5067.

22 P. B. Zhang, J. Y. Zhang, C. L. Wang, C. H. Liu, H. Wang and
Z. P. Li, Anal. Chem., 2014, 86, 1076-1082.

23 L.R.Zhang, G. Z. Zhu and C. Y. Zhang, Anal. Chem., 2014, 86,
6703-6709.

24 G.Wang and C. Y. Zhang, Anal. Chem., 2012, 84, 7037-7042.

25 J. F. Qian, T. M. Ferguson, D. N. Shinde, A. J. Ramirez-
Borrero, A. Hintze, C. Adami and A. Niemz, Nucleic Acids
Res., 2012, 10, €87.

26 T. Klamp, M. Camps, B. Nieto, F. Guasch, R. T. Ranasinghe,
J. Wiedemann, Z. Petrasek, P. Schwille, D. Klenerman and
M. Sauer, Sci. Rep., 2013, 3, 1852.

27 Y. G. Li, Y. T. H. Cu and D. Luo, Nat. Biotechnol., 2005, 23,
885-889.

28 W. Ren, H. M. Liu, W. X. Yang, Y. L. Fan, L. Yang, Y. C. Wang,
C. H. Liu and Z. P. Li, Biosens. Bioelectron., 2013, 49, 380-386.

6218 | Chem. Sci., 2015, 6, 6213-6218

View Article Online

Edge Article

29 R. Riahi, K. E. Mach, R. Mohan, J. C. Liao and P. K. Wong,
Anal. Chem., 2011, 83, 6349-6354.

30 D. Horejsh, F. Martini, F. Poccia, G. Ippolito, A. D. Caro and
M. R. Capobianchi, Nucleic Acids Res., 2005, 2, e13.

31 J. V. Ness, L. K. van Ness and D. J. Galas, Proc. Natl. Acad. Sci.
U. S. A, 2003, 100, 4504-4509.

32 X. G. Liang, K. Jensen and M. D. Frank-Kamenetskii,
Biochemistry, 2004, 43, 13459-13466.

33 J. Lu and A. Tsourkas, Nucleic Acids Res., 2009, 14, €100.

34 R. J. Deng, L. H. Tang, Q. Q. Tian, Y. Wang, L. Lin and
J. H. Li, Angew. Chem., Int. Ed., 2014, 53, 2389-2393; Angew.
Chem., 2014, 126, 2421-2425.

35 F. C. Tang, P. Hajkova, S. C. Barton, D. O'Carroll, C. Lee,
K. Q. Lao and M. A. Surani, Nat. Protoc., 2006, 1, 1154-1159.

36 D.]J. Wang and S. Bodovitz, Trends Biotechnol., 2010, 28, 281-
290.

This journal is © The Royal Society of Chemistry 2015


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/c5sc02641e

	Lab on a single microbead: an ultrasensitive detection strategy enabling microRNA analysis at the single-molecule levelElectronic supplementary information (ESI) available. See DOI: 10.1039/c5sc02641e
	Lab on a single microbead: an ultrasensitive detection strategy enabling microRNA analysis at the single-molecule levelElectronic supplementary information (ESI) available. See DOI: 10.1039/c5sc02641e
	Lab on a single microbead: an ultrasensitive detection strategy enabling microRNA analysis at the single-molecule levelElectronic supplementary information (ESI) available. See DOI: 10.1039/c5sc02641e
	Lab on a single microbead: an ultrasensitive detection strategy enabling microRNA analysis at the single-molecule levelElectronic supplementary information (ESI) available. See DOI: 10.1039/c5sc02641e
	Lab on a single microbead: an ultrasensitive detection strategy enabling microRNA analysis at the single-molecule levelElectronic supplementary information (ESI) available. See DOI: 10.1039/c5sc02641e


