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Disulfide bond reduction within antibody mass spectrometry workflows is typically carried out using
chemical reducing agents to produce antibody subunits for middle-down and middle-up analysis. In this
contribution we offer an online electrochemical reduction method for the reduction of antibodies
coupled with liquid chromatography (LC) and mass spectrometry (MS), reducing the disulfide bonds
present in the antibody without the need for chemical reducing agents. An electrochemical cell placed
before the analytical column and mass spectrometer facilitated complete reduction of NISTmADb inter-
and intrachain disulfide bonds. Reduction and analysis were carried out under optimal solvent conditions
using a trapping column and switching valve to facilitate solvent exchange during analysis. The level of
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reduction was shown to be affected by electrochemical potential, temperature and solvent organic
content, but with optimization, complete disulfide bond cleavage was achieved. The use of an inline
electrochemical cell offers a simple, rapid, workflow solution for liquid chromatography mass spec-

Open Access Article. Published on 29 September 2021. Downloaded on 14.03.26 05:06:22.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

[{ec

rsc.li/analyst

Introduction

Monoclonal antibodies (mAb) and their variants make up an
increasingly large field within biotherapeutics. Due to their
size (~150 kDa) and heterogeneity deriving from expression
and process related post-translational modifications (PTMs),
analytical methods are being continuously developed for their
characterization.”” MAD analysis is commonly broken down
further into native, intact, subunits, top- and middle-down,
and bottom-up workflows.**

Intact mAb workflows are affective at confirming protein
mass and possible PTMs via direct mass measurement mass
spectrometry.”” Middle-down and middle-up techniques
evaluate antibodies at the subunit level (e.g. light chain - Lc,
heavy chain - Hc, crystallizable fragment - Fc, and antigen
binding region - Fab). Modified subunits are more easily sep-
arated by chromatography than intact mAbs due to the
reduction in molecular size, and high-resolution mass spec-
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trometry analysis of antibody subunits.

trometry methods can be utilized more effectively on smaller
analytes. Localization of PTMs to an individual subunit is also
beneficial for the assessment of critical quality attributes.®™°
Subunit production is often carried out by non-biological
chemical reaction and/or enzyme digestion.'™"" Consistent
subunit production is essential in middle-up and middle-
down mass spectrometry workflows requiring effective
reduction steps.

Both inter- and intra-chain disulfide bonds are common
and important features of antibodies. Disulfide bonds create
the 3D structure required for bioactivity and in antibodies,
hold the light and heavy chains together.'* Mispairing of di-
sulfide bonds may affect function and stability of the final
drug, especially for mAbs with more complex disulfide bonds
patterns, like IgG2, leading to the need for a thorough charac-
terization. The presence of extensive intrachain disulfide bond
formation within antibodies makes sequencing by tandem
mass spectrometry (MS/MS) for top- and middle-down tech-
niques much more challenging."*™*

Reduction of disulfide bonds is often carried out
chemically by dithiothreitol (DTT)'® or tris(2-carboxyethyl)
phosphine (TCEP)'” producing light chain (Lc) and heavy
chain (Hc) units or further coupled with IdeS/IdeZ enzymes to
produce Le, Fe/2, and Fd subunits."®?° Denaturing agents,
such as guanidine hydrochloride, are often used to relax the
tertiary structure of the antibody to allow for more complete
reduction.”'
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Online chemical reduction has been successfully performed
with the use of a trap column and DTT being introduced to
the flow path to reduce the antibody.>”> Online reduction
methods with the use of DTT require the reaction to be per-
formed under basic conditions which are not hydrogen-deu-
terium exchange (HDX) compatible. Disulfide bond reduction
has also been carried out with the use of 254 nm radiation.*?

Electrochemical reduction of disulfide bonds in proteins
using a flow-through reactor cell prior to mass spectrometry
analysis has been successfully applied as an alternative
method previously. Disulfide bond cleavage using such an
approach is achieved by inline electrochemical reduction
using a titanium working electrode under acidic conditions
with formic acid as an additive in the sample solution.>* It was
postulated that the presence of formic acid under these con-
ditions will result in the formation of carboxylic radical anions
which act as mediator for disulfide reduction.>®

Accessible disulfide bonds present during the reduction
will be reduced to free thiol groups. Complete and partial
electrochemical reduction of multiple proteins and peptides
prior to mass spectrometry has been carried out by direct infu-
sion through the electrochemical cell.>****° Reduction of an
intact antibody was also carried out through a direct infusion
method, successfully producing Lc and Hc subunits but not
completely reducing the intrachain disulfide bonds.*" A down-
side of the direct infusion methods are that the reduced pro-
ducts are not separated prior to analysis. The use of electro-
chemical reduction for HDX workflows has also been investi-
gated with success as normal reductive conditions are not
compatible with HDX workflows.*>?

This contribution presents an inline electrochemical
reduction workflow that reduces both inter- and intra-chain di-
sulfide bonds of NISTmAb. The fully reduced subunits pro-
duced were analyzed by reverse-phase separation. The method
does not need the addition of chemical reducing agents or
denaturing agents to produce complete reduction. A trapping
column setup also allows the hyphenation with mass spec-
trometry using compatible solvents for liquid chromatography-
mass spectrometry analysis. The system setup also allows
switching between intact and middle up/down analysis with a
single step.

Experimental
Antibody preparation

NISTmAD Reference Material 8671 acquired from The National
Institute of Standards and Testing (NIST, Gaithersburg,
Maryland) which contains high levels of lysine clipping and
pyroglutamine modification was buffer exchanged into 1%
formic acid (FA) and ultrapure water using centrifuge 10 kDa
molecular weight cutoff filters (BioRad, Hercules, CA, USA)
final concentration of NISTmAb was 1 mg mL™~"'. Experiments
carried out under denaturing conditions were buffer
exchanged into 1% FA and concentration adjusted to 20%
acetonitrile 1% FA (v/v) at a concentration of 1 mg mL™" of
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NISTmab. For FabRICATOR digestion product reduction:
100 pg of NISTmAb was digested with 100 units of
FabRICATOR (Genovis AB) for 2 hours at 37 °C. Following
digestion samples were reduced to dryness via vacuum cen-
trifugation before being resuspended in 1% FA in water.

Analytical instrumentation

All liquid chromatography-mass spectrometry (LC-MS) ana-
lyses were performed using a Vanquish™ Flex Duo UHPLC
system (Thermo Scientific, Germering, Germany) and
Q-Exactive™ Plus Hybrid Quadrupole Orbitrap MS with
extended mass BioPharma Option utilising intact protein
mode, equipped with an Ion Max source with HESI-II probe
(Thermo Scientific, Bremen, Germany). All data was acquired
using Thermo Scientific™ Chromeleon™ software 7.2.10.

Mass spectrometry

The Q-Exactive orbitrap mass spectrometer remained in intact
protein mode for the duration of the experiment. Full mass
spectrometry conditions are contained within ESI Table S3.t
The mass spectrometer was set to full positive polarity MS
scans at 140 000 resolving power (at m/z 200, 512 ms transient
length) for the Lc analysis before switching to 35 000 resolving
power (at m/z 200, 128 ms transient length) for the heavy chain
analysis, at 14 minutes. The mass spectrometer was held at
140 000 resolving power for the duration of the FabRICATOR
sample experiment. The detected mass range was from m/z
600-4000, the AGC target value was 3 x 10°. Tandem mass
spectrometry was carried out at 140 000 resolving power using
higher energy collisional dissociation (HCD) with a collision
energy of 12-18 V in 2 V steps, and the fragmentation coverage
collated in the results. All mass spectrometry analysis was
carried out using Thermo Scientific™ BioPharmaFinder™ 3.2.
Hc deconvolution was carried out using the ReSpect algorithm
and Lc, FabRICATOR and tandem mass spectrometry deconvo-
lution was carried out with the Xtract algorithm.

Electrochemical cell

A p-PrepCell™ SS reactor cell in combination with the ROXY™
Exceed potentiostat (Antec Scientific, Leiden, Netherlands)
was used for the online electrochemical reduction of
NISTmAD. The potentiostat with integrated oven compartment
was operated by instrument control in the Thermo Scientific™
Chromeleon™ Software, version 7.2.10. The p-PrepCell SS is a
dual electrode flow-through cell consisting of a replaceable
platinum counter electrode (CE) and the titanium surface of
the inlet block acting as the working electrode (WE) at which
reduction takes place. PEEK tubing was used to connect the
electrochemical cell into the flow path. The flow rate through
the electrochemical cell was held at 50 pL min™" for the dur-
ation of the experiment.

The EC setup allows the control of both temperature and
electrode potential within the EC using Thermo Scientific™
Chromeleon™ Software 7.2.10. The temperature was held at
room temperature for the partially reduced experiments and
60 °C for the full reduced experiments. Solvent flow was fed

This journal is © The Royal Society of Chemistry 2021
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directly from the autosampler switching valve through the
electrochemical cell, where reduction occurred, and onto the
trapping column. The electrochemical cell was operated in a
pulse mode using a 2-step square-wave pulse with the follow-
ing settings: E; = 0-1 V (reduction), E, = 0 volt, with a¢; =1's
and t, = 0.1 s. E, is a short cleaning step with a duration of
100 ms. The electrode potential, (E;) was varied between 0 V to
1 V for comparison of reduction conditions in 0.2 V incre-
ments. All the experiments comparing reduction at different
temperatures and organic solvent content used 1 V in the
electrochemical cell.

Intact electrochemical reduction analysis

With the switching valve initially held in the 1:6 position for
intact mAb analysis 5 pg of mAb sample was injected through
the electrochemical cell at a flow rate of 50 uL, min™" fed from
pump 1 and trapped onto a MAbPac™ RP column, 4 pm,
2.1 mm x 50 mm. Conditions were isocratic at 20% (v/v) aceto-
nitrile, 1% (v/v) FA, in water, 1% (v/v) FA in water was used for
the partial reduction experiments. After 5 minutes the switch-
ing valve moved to the 1:2 position. The mobile phases for
the right pump consist of 0.1% FA in water (A) and 0.1% FA in
acetonitrile (B). The flow was held for 5 minutes at 25% B at
0.3 mL min~" to allow back flushing from the trap column
onto the analytical column MAbPac™ RP column, 4 pm,
2.1 mm x 150 mm, at 10 minutes the gradient was immedi-
ately increased to 30% B and then increased to 40% over
10 minutes. At 20 minutes the mobile phase was adjusted to
80% B and held for 6 minutes before being dropped to 20% B
from minutes 26-28 before being held at 20% B for a further
2 minutes for a total analytical analysis time of 30 minutes.

IdeS FabRICATOR® samples

With the switching valve in the 1:6 position IdeS digested
NISTmADb samples were loaded onto the trapping column
using 20% acetonitrile and 1% FA in water. After five minutes
the switching valve was moved to position 1:2 at 25% B and
held isocratically for a further 5 minutes. The mobile phase
was increased to 32% B over 6 minutes and then up to 80% for
a further 10 minutes, held at 80% B for 3 minutes before drop-
ping the mobile phase down to 20% B for 2 minutes for a total
length of 30 minutes.

Results and discussion
Trapping column and solvent switching

The key module of the Vanquish Flex Duo system is the dual
pump that produced two discrete flows. One pump which
feeds the electrochemical cell onto the trapping column. The
second pump backflushed the trapping column and through
the analytical column into the mass spectrometer. A switching
valve setup (Fig. 1) is placed after the electrochemical cell and
before the trapping and analytical columns. Fig. 1 presents the
electrode and switching column used in the experimentation.

This journal is © The Royal Society of Chemistry 2021
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Fig. 1 Experimental setup using an electrochemical cell, switching
valve and dual pump system. Pump 1 contains a 1% FA/H,O solution
with optional organic additive for denaturing purposes. Pump 2 carries
out the analytical gradient. Intact antibody is injected through the
electrochemical cell where reduction occurs, the products are collected
on the trap column, the valve switches backflushing the reduced anti-
body from the trap through the analytical column.

Reduction potential testing

Initial testing of different electrode potentials within the
reduction step showed an increase in disulfide bond reduction
at higher electrode potentials. The antibody was exposed to
the reduction potentials in 0.2 V increments from 0 V to 1 V.
Fig. 2(A)-(D) presents four total ion chromatograms (TICs)
corresponding to the reduction of NISTmAb under the
different electrode potential conditions.

At 0V, Fig. 2A, completely intact NISTmAb was observed, as
expected, increasing the electrode potential to 0.2 V, Fig. 2B,
showed formation of light chain (Lc) with both intrachain di-
sulfide bonds still intact at 13.8 min, a Lc with one intrachain
disulfide bond reduced at 14.1 min. A peak at 15.7 min was
detected corresponding to a Lc/He pairing as well as signifi-
cant intact antibody still detected. At 0.4 V, Fig. 2C, potential
shifted the distribution significantly, the majority of Lc
became partially reduced, only containing one intrachain di-
sulfide bond, a series of Hc products were detected between 16
and 17 minutes each with different levels of intrachain di-
sulfide bond reduction. At 0.6 V, Fig. 2D, two main products
were seen, the partially reduced Lc and partially reduced Hc
both containing one intrachain disulfide bond.

Reduction of the disulfide bonds increased the retention
times of both the Lc and He subunits. The increase in reten-
tion time is not unexpected, the loss of native structure with
disulfide bond reduction increased the antibody hydrodyn-
amic volume and hydrophobicity.

The reduction of disulfide bonds resulted in two significant
changes in the mass spectrum, firstly, the mass increased by 2
Da for each intrachain disulfide bond reduced. The increase in
exposed surface area caused by the reduction of the disulfide
bonds increased the net charge during electrospray ionization.
At high resolving powers isotopically resolved Lc was observed
and compared to theoretical isotopic envelopes. The two Lc
distributions, Fig. 2E and F, show clearly the change caused by
an increased reduction potential.

Fig. 2E presents the mass spectrum of the chromatographic
peak eluting at 13.8 min. The distribution of charge states is
bimodal, having maxima at +11 (m/z 2103.22) and +18 (m/z
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Fig. 2 Testing of different electrode potentials and corresponding intact NISTmAb reduction into light and heavy chain subunits at room tempera-
ture. (A)—(D) show four different total ion chromatograms (TICs) for electrode potentials ranging from 0.0 V to 0.6 V. At 0.0 V completely intact anti-
body was observed, as expected, at 0.6 V where only Lc and Hc were observed but both in partially unreduced states. Increasing the electrode
potential higher saw no increase in total reduction. (E) and (F) show the corresponding Lc mass spectra for the 13.8 min peak, from (B), and 14.1 min
peak, from 2D, respectively. Lc isotope distributions are shown in (G) and (H). (G) Zoomed +11 charge state from (E), and (H) zoomed +21 charge
state zoomed from (F). Both (G) and (H) are compared to the theoretical isotopic distribution of unreduced (5-point stars) and fully reduced (7 point
stars) Lc. The peak at 13.8 min has both intrachain disulfide bonds intact, the peak at 14.1 min has a single intrachain disulfide bond intact. () pres-
ence of still intact interchain disulfide bond between the Lc and Hc at 15.6 min, from 0.2 V (B), (J) Hc chromatogram from 0.4 V 16.3 minutes, (C),
and the deconvoluted values using the ReSpect algorithm, there are three intact disulfide bonds within detected Hc structure, and (K) mass spec-
trum of 16.7 min peak in (D) showing single intrachain disulfide bond, zoomed figure between m/z 1080-1170, GOF, G1F, and G2F are labelled with
blue upright, pink downward, and red sideways triangles respectively, the deconvolution results are shown, calculated using the ReSpect algorithm.

1285.58) charges. The detectable charge state range was from
+24 (m/z 964.69) to +8 (m/z 2891.68). Deconvoluting the spec-
trum gave a total mass of 23 109.294 Da accurately matching
the predicted mass of the Lc with a single interchain disulfide
bond reduced but with both intrachain disulfide bonds intact.

The isotopic envelope, Fig. 2G, was shifted from the +11
charge state by m/z 0.091 producing a 1 Da shift after deconvo-
lution. The shift after deconvolution of 1 Da is due to the
addition of a single hydrogen after reduction of the interchain
disulfide bond, producing the free Lc.

Fig. 2F presents the mass spectrum of the chromatographic
peak eluting at 14.1 min. The distribution of Lc charge states
for the peak at 14.1 min ranged from +28 (m/z 826.84), to +9
(m/z 2570.49) with the most abundant charge state +21 (m/z
1157.22). The charge state distribution was shifted signifi-
cantly to higher charge states, demonstrating a relaxation of
the 3D structure caused by increased reduction. Fig. 2H shows
the isotopic shift corresponding to 3 Da due to reduction of

6550 | Analyst, 2021, 146, 6547-6555

the interchain disulfide bond and one of the intrachain di-
sulfide bonds. The mass difference between the measured and
theoretical masses aligns closely (—1 ppm). Only a single peak
is observed for the partially reduced Lc species, eluting at
14.1 minutes, Fig. 2D. Partial reduction could have produced
two products, intrachain disulfide bond reduction of the C**-
C¥ or C'*-C'” disulfide bond positions. A single detected
peak within the chromatogram for the partially reduced Lc
suggests that either the chromatographic characteristics of the
resultant Lc after either single intrachain disulfide bond
reduction are the same, or that only a single position of intra-
chain disulfide bond is being reduced, and not a mixture of
both reduced states.

Fig. 2I shows intact light- and heavy chain still bound, but
with the hinge region disulfide bonds reduced. The intrachain
disulfide bonds are still intact within the antibody structure.
The partially reduced structure is only observed at low elec-
trode potentials. Consistently across the experiments, the loss

This journal is © The Royal Society of Chemistry 2021
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of interchain disulfide bonds occurs more readily than the
intrachain disulfide bonds.

The Hc mass spectrum shown in Fig. 2] presents the chro-
matographic peak at 16.3 minutes from Fig. 2C. The deconvo-
luted mass spectrum gives a mass at 50 900 Da for the GOF Hc,
6 Da less than a completely reduced Hc, Table S41 contains
comparisons of masses. The mass difference aligns with three
internal disulfide bonds still being intact. The charge distri-
bution of the Hc had a maximum at +40 (m/z 1273.49) and the
highest detected charge was +51 (m/z 999.06) and minimum
detected charge was +23 (m/z 2213.97). Further reduction at
higher electrode potentials, Fig. 2K, showed a shift to higher
charge states with the highest detected charge state +57 (m/z
893.99), the maximum intensity charge state was +47 (m/z
1084.01) with a minimum charge state of +28 (m/z 1819.07).

Lack of complete intrachain disulfide bond reduction but
complete reduction of the interchain disulfide bond is evi-
dence that, although the electrode potential is high enough
for disulfide bond reduction to occur, an external factor was
limiting further reduction. Higher electrode potentials above
0.6 V did not increase reduction further, evidence for the con-
strained intrachain disulfide bonds limiting the progress of
the reaction. As the intrachain disulfide bonds were restricted
it is likely this is an effect of the electrochemical reaction kine-
tics. Fig. 3 shows the increased reduction that occurs when the
antibody is further denatured. By increasing the temperature
inside the electrochemical cell to 60 °C the presence of a fully
reduced Lc was observed in the subsequent chromatographic
separation. At 60 °C the ratio of partially reduced to fully
reduced Lc was approximately 2:1. The increase in tempera-
ture to 60 °C will have increased the flexibility of the structure
allowing reduction to occur.

Adjusting the solvent used for electrochemical reduction to
20% acetonitrile, but maintaining the cell at room tempera-
ture, resulted in approximately 50% of the Lc reducing fully.
The current within the electrochemical cell was reduced
slightly by the increase in organic content (by approximately
5%) although reduction increased in total. The addition of
acetonitrile and increase in reduction is strong evidence to the
loss of 3D structure causing the increase in reduction, as aceto-
nitrile will not be an effective charge carrier for the reduction
to occur but acted as a denaturing agent at these
concentrations.

By coupling both an increase in temperature and increased
organic portion of the mobile phase the Lc was completely
reduced, as shown in Fig. 3D. Similar results were observed for
the Hc reduction but were harder to quantitate due to a lack of
separation of the partially reduced species. At the highest
denaturing conditions, the majority of the Hc product was
fully reduced.

Fig. 4 shows the corresponding mass spectrum to both the
Lc, Fig. 4B, and Hc, Fig. 4D, from the completely reduced
sample where the Lc charge distribution has shifted further to
higher charge states. Above them, Fig. 4A, and C, from Fig. 2F
and K, are the corresponding partially reduced states for refer-
ence. The corresponding isotopic distribution now aligns with

This journal is © The Royal Society of Chemistry 2021
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Fig. 3 Comparison of TICs for (A) 1 V at room temperature and 1% FA,
(B) 1% FA with electrochemical cell at 60 °C, (C) 20% acetonitrile, 1% FA
at room temperature, and (D) combination of higher temperature and
20% acetonitrile, combined showing how the increase in temperature
and organic solvent denaturation removes kinetic barrier to reduction.

that of a fully reduced Lc. The deconvoluted mass now align-
ing to the addition of 5 hydrogen atoms in total represented
the reduction of the interchain and two intrachain disulfide
bonds.

The Lc charge distribution significantly shifted from the
partially reduced Lc again. Shifting to higher charge states is
indicative of further denaturing and structure loss. The
detected charge state range was +32 (m/z 723.67) to +10 (m/z
2313.54), with a peak maximum at +24 (m/z 964.65).

The Hc charge state shift from +63 (m/z 808.75) to +30 (m/z
1697.80) with a charge state maximum at +51 (m/z 1043.24).
The Hc mass aligns with that of fully reduced Hc, Table S4.}
Overall, complete reduction of the Hc and Lc was achieved
under increased denaturing conditions from the intact anti-

Analyst, 2021, 146, 6547-6555 | 6551


http://creativecommons.org/licenses/by/3.0/
http://creativecommons.org/licenses/by/3.0/
https://doi.org/10.1039/d1an01184g

Open Access Article. Published on 29 September 2021. Downloaded on 14.03.26 05:06:22.

Thisarticleislicensed under a Creative Commons Attribution 3.0 Unported Licence.

(cc)

Paper
+ 14.1 minutes
A) 21 1 intact disulphide bond
lll { l | Y NS VU P SR S
+
B) 24 14.3 minutes  Lc complete reduction mass
23113.3042 Da
Measured mass
23113.333 Da
Error = -1.2 ppm
*_ Fully reduced
isotopic envelope
32* AVUUUULTTTUU T AAA
.11\ [ Lo | !

800 1000 1200 1400 1600 1800 2000 2200 2400 26/'00
m/z

©) 47+

51* GOFA GI1FV G2FbP
D) v AV AY
A
> > > >
™ A
; : T : ; Y
960 970 980 990 1000 1010 1020 1030
+ 51068.68
62 50906.59
51230 43
51200

1500 '20b0
m/z

Fig. 4 (A) Mass spectrum of partially reduced Lc from Fig. 2F compared
to (B) mass spectrum of fully reduced Lc showing charge state shift as
well as accurate alignment of mass and isotopic envelope of the +22
charge state with the theoretical isotope distribution of the fully
reduced Lc. (C) Partially reduced Hc distribution from Fig. 2K compared
to (D) fully reduced Hc showing mass agreement with the fully reduced
species of the three main glycoforms, as well as significant charge state
shift of the fully reduced Hc.

body. The electrochemical reduction is effective without the
use of specific denaturing agents or reducing agents. The
reduction of the antibody just prior to analysis allows
reduction of the disulfide bonds without evidence of disulfide
bond reformation on the analysis timescale. The electro-
chemical reduction also showed no evidence of antibody modi-
fication further than disulfide bond reduction.

Electrochemical reduction of IdeS digested products

NISTmAD was treated with IdeS enzyme to produce Fc and Fab
subunits. Completely reduced Fc/2, Fd and Lc subunits were
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View Article Online

Analyst

present after exposure of the IdeS generated Fab and Fc sub-
units to the same electrochemical conditions used for intact
NISTmAD. The resulting subunits, the chromatogram of which
is shown in Fig. 5A, Fc/2, Fd and Lc have highly abundant
completely reduced forms. Fc/2 had a retention time of
15.2 minutes, partially reduced Lc at 16.8 minutes, fully
reduced Lc at 17.3 minutes and the Fd peak at 20.1 minutes.
Comparing the abundances of partially reduced to fully
reduced Lc gives a ratio of 1: 5.

The Fc/2, Fig. 5B, is completely reduced and has a charge
state maximum at +27. The mass agreements between the
measured deconvoluted masses and theoretical masses are
less than 2 ppm for the three main glycoforms.

The Fd, Fig. 5C, was completely reduced with a +24 charge
maximum. The isotopic envelope closely aligns with that of a
completely reduced theoretical isotopic distribution.

The chromatography conditions for the separation of the
IdeS produced subunits separated the partially reduced Lc
from the fully reduced Lc. The presence of a single peak for
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Fig. 5 (A) TIC of IdeS digested NISTmAb after inline electrochemical
reduction. Fully reduced and partially reduced Lc and fully reduced Fc/2
and Fd chains are observed. (B) Mass spectrum of the Fc/2 peak
showing reduction across each glycoform and (C) fully reduced Fd peak
aligning closely in mass and isotopic envelope to the theoretical
distribution.
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the partially reduced Lc indicates either a single intrachain di-
sulfide bond was selectively reduced across the ensemble or
that chromatographic properties are not significantly
affected by reduction of one disulfide bond compared to the
other.

Tandem mass spectrometry analysis

Tandem mass spectrometry analysis of the fully reduced and
partially reduced Lc gave insights into the selectivity of the
intrachain disulfide bond reduction that was occurring.
Evenly distributed disulfide bond reduction would have pro-
duced fragments across the Lc, even in the partially reduced
species, as the ensemble average of partially reduced Lc
should give fragmentation from both intrachain disulfide
bonds. 2 Da shifted fragments were also used to ascertain
the position of intact intrachain disulfide bonds. By chrom-
atography, the partially reduced peak was intact, leading to
two potential conclusions; that the reduction of one di-
sulfide bond compared to the other did not affect chromato-
graphic behavior significantly, or that only a single intra-
chain disulfide bond was being reduced in the NISTmAb
sample.

HCD fragmentation was carried out at low energies as to
not maximize fragmentation coverage, but to minimize the
chance of internal or secondary fragmentation to accurately
compare the reduction of intrachain disulfide bonds across
the partially and fully reduced Lc.

At the low fragmentation energies used, although exhibiting
low coverage, significant differences between the fragmenta-
tion coverage were observed.

Fig. 6A shows the fragmentation coverage of the partially
reduced Lc, detected at 14.1 minutes in the chromatogram,
Fig. 3A. Within the partially reduced structure no fragmenta-
tion occurs in the Lc from C** to C¥ suggesting that, even
across the ensemble average, the disulfide bond within this
region is still intact. Fragmentation within the second intra-
chain disulfide bond, C'?*-C'®® with y-fragments present
from ys1-ys¢ and from y,g-yg,. Detected fragments outside of
the C**-C¥ intrachain disulfide bond region but offset by 2 Da
is further evidence of selective disulfide bond reduction occur-
ring. Fragments b,,4-b;,, are all offset by 2 Da, as well as b3,
and by;. The lack of any 2 Da shifted y fragments gives
further evidence that, even across the ensemble average, most
of the reduction has occurred to the C***~C'** disulfide bond.
Overall, the tandem mass spectrometry data of the partially
reduced species gives evidence that for NISTmAb reduction of
the intrachain disulfide bonds has not occurred equally under
partial reduction conditions.

Within the fully reduced sample, fragments yi41 to Y120
show that fragmentation has occurred in the C**~C* disulfide
bond region. Fragments ys;-ys; show the second, C'**-C'**, di-
sulfide bond region has also been reduced. There are no frag-
ment peaks that correspond to the difference of 2 Da caused
by an intact disulfide bond showing again that reduction has
occurred to the disulfide bonds exclusively.

This journal is © The Royal Society of Chemistry 2021
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Fig. 6 Low energy HCD fragmentation of partially and fully reduced Lc
disulfide bonded areas are heighted in red (A) fragmentation coverage of
partially reduced Lc, (B) deconvoluted fragmentation spectrum, peaks
marked with an “*" are fragments which are 2 Da larger than the theore-
tical value for a fully reduced Lc. (C) Fragmentation coverage of fully
reduced Lc showing fragmentation occurring in both intrachain disulfide
bond regions. (D) Deconvoluted fragmentation spectrum of the fully
reduced Lc.

Conclusions

Electrochemical reduction is an effective method for the
reduction of protein disulfide bonds. Complete electro-
chemical reduction of an antibody can be carried out inline
with LC-MS analysis without the need for reducing agents and
denaturing agents, save for common organic solvents. The use
of a trapping column enabling solvent switching from electro-
chemical compatible solvents to mass spectrometry compati-
ble solvents and produced fully reduced light and heavy chain
subunits from an intact antibody without the need for prior
sample workup.
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A kinetic limit was reached for the electrochemical
reduction of the antibody requiring higher temperatures and
addition of organic solvent to increase denaturation of the
antibody. Selectivity of the disulfide bond electrochemical
reduction was also shown, further investigation into the
control of electrochemical reduction of antibodies via top-
down analysis, could yield useful information into the for-
mation of non-uniform disulfide bonding structures within
antibodies.

The electrochemical cell flowing into a trapping column
presented here could be used for a wide range of samples by
simply adjusting the trapping column stationary phase.
Consistent acidic conditions allow the use of HDX with electro-
chemical reduction as well as minimizing possible analytical
artefacts. The introduction of an effective means of reducing
proteins without the need for chemical reducing agents, while
still allowing standard LC-MS methods to be used, will hope-
fully prove beneficial to the wider community.
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