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Quantitative single-particle profiling of
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tracking analysis
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Extracellular vesicles (EVs) have drawn rapidly increasing attention as the next-generation diagnostic

biomarkers and therapeutic agents. However, the heterogeneous nature of EVs necessitates advanced

methods for profiling EVs at the single-particle level. While nanoparticle tracking analysis (NTA) is a widely

used technique for quantifying particle size and concentration, conventional scattering-based systems are

non-specific. In this study, we present an optimised protocol for quantitative profiling of EVs at the single-

particle level by fluorescent NTA (F-NTA). The protocol integrates fluorescent immunolabeling of EVs with

size-exclusion chromatography (SEC) to efficiently remove unbound labels, enabling the precise

quantification of EV concentration, size distribution, and surface immunophenotype. We first validated this

approach using biotinylated liposomes and EVs from cultured human cell lines, confirming effective removal

of unbound labels and assessing labelling efficiency. We then demonstrated that F-NTA can distinguish EV

subpopulations with distinct surface marker expression, exemplified by the differentiation of EpCAM-positive

(EpCAM+) EVs derived from HT29 and HEK293 cells. Finally, we applied dual labelling to human plasma

isolates to simultaneously profile EVs and lipoproteins, providing a quantitative quality assessment of EV purity

at the single-particle level. The robustness of this method was further supported by comparative analysis with

total internal reflection fluorescence microscopy. This validated workflow enables robust, quantitative profiling

of EV subpopulations, providing a critical tool for diverse EV applications, including biomarker discovery,

therapeutic monitoring, and quality control for engineered vesicles.

Introduction

Extracellular vesicles (EVs) are lipid bilayer-encapsulated micro-
to nanoscale particles secreted by all cell types. EVs have drawn
rapidly increasing attention as the next-generation diagnostic
biomarkers and therapeutic agents, due to their critical roles in
intercellular communication.1–3 Their molecular cargo and
surface markers, comprising proteins, lipids, and nucleic acids,
can reflect the physiological or pathological state of the
originating cells, making them especially valuable for non-
invasive diagnostics. However, EVs are inherently
heterogeneous, owing to diverse biogenesis pathways and

cellular origins.4 EVs derived from the same parent cell type can
encompass multiple, distinct subpopulations. This complexity
presents a major challenge for conventional bulk analytical
methods such as Western blotting and enzyme-linked
immunosorbent assay (ELISA), which lack the resolution to
distinguish individual vesicle subtypes. Consequently, there is a
critical need for single-EV analysis technologies capable of
probing vesicles at the individual level, enabling more precise
molecular characterisation and offering deeper insights into EV
biology, function, and clinical potential.

The growing need for single-particle analysis of EVs has
driven the development of a wide array of detection techniques
and technologies.5,6 Among the numerous single-EV analysis
techniques, nanoparticle tracking analysis (NTA) remains the
most widely adopted, due to its ability to simultaneously
quantify size distribution and particle concentration, while also
being widely accessible and easy to use through commercially
available platforms. NTA employs optical tracking of Brownian
motion to estimate hydrodynamic diameter via the Stokes–
Einstein equation, while particle concentration is determined
from scattering events detected at the single-particle level.
Conventional NTA systems rely primarily on total light
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scattering, rendering the measurements non-specific. This
limitation compromises molecular discrimination and
introduces ambiguity regarding the identity of detected
particles, which may include co-isolated contaminants.

To overcome limitations in molecular discrimination,
fluorescent NTA (F-NTA) has emerged as a key enhancement
to conventional NTA. F-NTA builds on conventional
scattering-based NTA by incorporating optical bandpass
filters, enabling selective detection of fluorescently labelled
particles. This advancement enables fluorescence-based
phenotyping of EVs at the single-particle level, providing an
approach to assess labelling strategies and molecular
markers with enhanced specificity. Using F-NTA, Fortunato
et al. systematically evaluated fluorescent labelling strategies
for EVs, comparing lipid- and antibody-based dyes as well as
washing protocols to minimize background signal from
unbound dye.7 In a comparative study of fluorescence
quantification, Mladenović et al. found that F-NTA could
detect as few as ∼21 Alexa Fluor molecules, relative to nano-
flow cytometry.8 Moreover, Dlugolecka et al. provided one of
the first demonstrations of F-NTA applied to patient-derived
EVs, analysing bronchopulmonary lavage fluid and
highlighting the challenges of measuring complex biofluids.
This study underscores the technique's potential for clinical
translation, while also revealing limitations in signal
specificity and sample complexity.9

In this study, we present an optimised F-NTA protocol for
profiling EVs with distinct surface phenotypes using
fluorescent antibody labelling. While some studies have used
ultracentrifugation to pellet EVs along with unbound
fluorescent labels, this approach has been reported to
exacerbate micelle formation, potentially confounding
downstream fluorescence measurements.10 To avoid micelle
formation, we opted for size-exclusion chromatography (SEC),
which has been reported to have the highest efficiency to
remove unbound fluorescent labels compared with other
washing methods.11 Our previous work also showed that SEC
achieves a good balance between EV yield and purity for
plasma EV isolation.12 F-NTA for measuring fluorescently
labelled nanoparticles was first validated with biotinylated
liposomes labelled with Alexa Fluor 488 (AF488) streptavidin,
as well as EVs labelled with AF488 anti-CD63. Both F-NTA
measurements yielded the expected labelling efficiency,
determined by the proportion of fluorescent particles relative
to the total particle count. We further applied F-NTA to
differentiate between EVs carrying different levels of surface
markers, demonstrated by measuring AF488 anti-EpCAM
labelled EVs derived from HT29 and HEK293, which exhibit
well-characterized differences in EpCAM expression from our
previous work.13 Finally, we demonstrated that F-NTA can
profile distinct extracellular particle types within human
plasma isolates by selectively labelling EVs with Alexa Fluor 647
(AF647) anti-CD63 and lipoproteins with AF488 anti-ApoB. This
dual labelling strategy enabled single-particle assessment of EV
isolation quality, which we further validated using total
internal reflection fluorescence (TIRF) microscopy imaging.

Experimental
Materials

SEC qEV1 70 nm column and automatic fraction collector (AFC)
V2 were purchased from Izon Science (USA). Non-PEGylated
biotinylated liposomes (CDEIMS-1523), DiO-labelled liposomes
(CDL6001F-DO) and DiD-labelled liposomes (CDL6001F-DD)
were purchased from CD Bioparticles (USA). Lyophilised
exosomes from HT29 (HBM-HT29-100/2) and HEK293 (HBM-
HEK293-100/2) cell culture supernatant were purchased from
HansaBiomed Life Sciences (Estonia). Very low-density
lipoprotein (437647-5MG) was purchased from Merck Life
Science (Germany). BD Vacutainer K2E EDTA tube (367525) was
purchased from Becton Dickinson (UK). AF488 streptavidin
conjugate (S11223) and AF488 anti-CD63 (MA5-18149) were
purchased from Thermo Fisher Scientific (USA). AF488 anti-
ApoB (sc-393636 AF488) was purchased from Santa Cruz (USA).
Both AF488 anti-EpCAM (ab237395) and AF647 anti-CD63
(ab309976) were purchased from Abcam (UK). Phosphate-
buffered saline (1× PBS) tablets, pH 7.2–7.6 (P4417) and poly-L-
lysine (PLL) solution (P8920) were purchased from Sigma-
Aldrich (USA). The Thermo-Shaker (TS-100C) was from Biosan
(Latvia). Bottle-top vacuum 0.22 μm cellulose acetate filter
system (CLS430517) was purchased from Corning (USA). Particle
Metrix ZetaView PMX-420 QUATT and polystyrene (PS) 100 nm
standard calibration beads were from Particle Metrix (Germany).
High-precision coverslips no. 1.5, 25 × 75 mm (GVD7247) and
sticky-Slide VI 0.4 (80608) for TIRF imaging were purchased
from Knittel Glasbearbeitungs (Germany) and ibidi (Germany),
respectively. The Nikon super-resolution microscope N-STORM
was from Nikon (Japan). All antibody information used in this
study is summarized in Table S1, and the reagents used are
listed in Table S2.

Human blood collection and plasma extraction

Human blood samples were collected in accordance with the
National Statement on Ethical Conduct in Human Research
2023, under the University of Technology Sydney Human
Research Ethics Committees Approval ETH21-5782. Informed
consent was obtained from the human participants in this
study. 10 mL of human blood was collected from the
Australian Red Cross (Life Blood Sydney, NSW, Australia)
using ethylenediaminetetraacetic acid (EDTA) tubes. Plasma was
extracted by a two-step centrifugation according to a previous
methodological guideline to reduce platelet-derived EVs.14

Briefly, the whole blood was first centrifuged at 2500 × g for 15
minutes at room temperature. The supernatant was gently
transferred to a new 15 mL tube and centrifuged again at 2500 ×
g for 15 minutes at room temperature. The collected plasma was
aliquoted into 1 mL and stored at −80 °C before use.

Size-exclusion chromatography (SEC) for unbound label
removal and plasma EV isolation

The qEV1 70 column was loaded in AFC to isolate EV and
used based on the manufacturer's instructions. All the runs
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were performed at room temperature. In general, the column
was first washed with 27 mL particle-free 1× PBS before
sample loading. The sample was topped up to 1 mL particle-
free 1× PBS for column loading if the original volume was
below 1 mL. A total volume of 2.8 mL was collected after the
buffer volume for each SEC run. All fractions were obtained
in elution with particle-free 1× PBS. After every SEC round,
the column was washed with 13.5 mL 0.5 M NaOH, followed
by washing with 27 mL of 1× PBS. For future use, the column
was stored in 20% ethanol until the next run.

Following isolation, the EVs were fluorescently labelled to
enable downstream detection, and the same qEV1 70 nm
column was used for both purposes of unbound label
removal and plasma EV isolation, with slightly different
buffer volumes based on the manufacturer's user manual
and recommendations. For unbound label removal, the
buffer volume was set to 4 mL, so that the sample was
collected from 4.0–6.8 mL to maximise the EV recovery. For
plasma EV isolation, the default buffer volume of 4.7 mL was
used, and the samples were collected from 4.7–7.5 mL to
maximise the EV purity.

Fluorescence labelling of EVs, lipoproteins and liposomes

EVs, lipoproteins and liposomes were labelled with fluorescent
antibodies or proteins according to the conditions in Table 1.
Specifically, the sample and fluorescence label were mixed
according to the concentrations and volumes listed in Table 1
and incubated for 2 hours at room temperature in the dark on
the thermo-shaker at a constant low speed (250 rpm). All
necessary dilutions were performed with 0.22 μm filtered
particle-free 1× PBS. To quantify both the total and fluorescently
labelled particle populations, we next performed NTA.

Nanoparticle tracking analysis (NTA)

Particle concentration and size distribution were measured by
ZetaView PMX-420 QUATT in scatter and fluorescence modes
with software version 8.05.16_SP3. The instrument was auto-
aligned with the 100 nm PS standard beads before sample
measurement. Before each sample injection, the flow cell was
flushed with fresh Milli-Q water and then primed with fresh
PBS to avoid turbulent drift. Samples were diluted with particle-
free 1× PBS to reach the optimal particle concentration within

the manufacturer-recommended measurement range
(approximately 5 × 106 to 1 × 108 particles per mL).

The detailed parameters for scattering and fluorescent NTA
measurements are listed in Table 2. The default laser wavelength
for scattering measurement was 488 nm. For fluorescence
measurement, laser/filter wavelength combinations 488/500 nm
and 640/660 nm were used for AF488 and AF647 antibodies,
respectively. All fluorescence measurements were conducted
under the “low bleach”mode to minimise photobleaching during
data acquisition. In case of multiple measurements of a single
sample, the “Multiple Acquisitions” and “dose sub volume”
modes were used to enhance the statistics of the replicate
measurements. For each measurement, 11 different positions
across different focal planes of the flow cells were measured,
generating 11 replicates for the particle concentration and size
distribution data, including median and mode sizes. For size
distribution, a bin size of 10 nm was used for the histogram
display.

For each fluorescent measurement, commercial fluorescent
liposomes that matched the specific laser/filter wavelengths
were used as the fluorescence standards to obtain the
concentration correction factor. DiO liposomes were used for
488/500 nm, and DiD liposomes were used for 640/660 nm.
Briefly, the fluorescence standards were measured first in both
scattering and fluorescence modes. A number of particles vs.
sensitivity (NvS) graph was generated to plot the relationship
between sensitivity and the number of particles detected in the
field of view. The concentration correction factor (Kf) was
determined by the following equation:

Kf ¼ ndet S; sens ¼ 80ð Þ
ndet F; sens ¼ 95ð Þ

where ndet(S, sens = 80) is the number of particles detected in

scatter mode at a sensitivity of 80, and ndet(F, sens = 95) is the
number of particles detected in fluorescent mode at a sensitivity
of 95. All fluorescence concentrations were then multiplied by
the Kf to obtain the corrected concentration values.

Total internal reflection fluorescence (TIRF) microscopy
imaging and data processing

The fluorescently labelled human plasma isolation sample
was immobilised onto a coverslip for TIRF microscopy

Table 1 Summary of fluorescence labelling conditions for liposomes, lipoproteins and EVs

Sample Sample vol. (μL) Particle concentrationa (/mL) Fluorescence label Label vol. (μL) Label vol. (mg mL−1)

Biotin-liposome 100 1.6 × 109 AF488 streptavidin 5 0.5
Lipoprotein 100 2.2 × 1010 AF488 anti-ApoB 10 0.2
HT29 100 6.6 × 1010 AF488 anti-CD63 10 0.26
HT29 100 6.6 × 1010 AF647 anti-CD63 10 0.25
HT29 100 6.6 × 1010 AF488 anti-EpCAM 10 0.25
HEK293 100 1.8 × 1010 AF488 anti-EpCAM 10 0.25
Human plasma isolate 200 6.2 × 1010 AF647 anti-CD63 20 0.25

AF488 anti-ApoB 20 0.2

a The particle concentration was measured by scattering NTA measurement.
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imaging. A coverslip was cleaned with O2 plasma for 1
minute, incubated with 1 mg mL−1 poly-L-lysine (PLL), rinsed
with Milli-Q water, and blow-dried. The PLL-coated coverslip
was assembled with a 6-channel sticky slide cartridge (sticky-
Slide VI 0.4, ibidi). A 30 μL sample was introduced to the
cartridge channel and incubated in the dark for 1 hour,
which allows the electrostatic adsorption of the negatively
charged particles (EVs and lipoproteins) to the positively
charged coverslip. Then, the channel was rinsed with 120 μL
of 1× PBS. After washing, 60 μL of 1× PBS was added to each
reservoir, and the cartridge was transferred to the microscope
for imaging.

Fluorescence images were acquired on a Nikon TiE2
N-STORM microscopy equipped with a sCMOS camera and a
CFI HP Plan Apochromat VC 100× oil immersion objective,
operated in TIRF mode. Low laser power of 5% and an
exposure time of 400 ms were used for both 488 nm and 647
nm laser filter settings. The Perfect Focus System (PFS) was
activated to maintain the samples in focus throughout the
image acquisition time. The region of interest (ROI) was set
to 1024 × 1024 pixels (0.065 μm per pixel). To ensure
representative sampling while minimising photobleaching,
images were captured at eight distinct locations spaced from
one side of the channel to the other.

The fluorescence images were subsequently analysed
using Fiji ImageJ. The open-source plugin, EVAnalyzer, was
used for automatic quantification of EV numbers in each
image.15 The EVAnalyzer processes all images in the chosen
input folder with the same settings and saves the results in a
default, automatically created output folder. For a single
experiment, all samples and controls were analysed with
consistent settings. The specific parameter settings are as
follows: Series to import: Series_1 (488 nm channel) and
Series_2 (647 nm channel); function: EV counts, type: EV_GPF
and EV_CY5; threshold algorithm: manual; manual
threshold: 100; min circularity: 0. The image analysis results
consist of a report file in .xlsx format, output images, and a
.json file, which includes all settings and can be used to
reload the configuration.

Data analysis

All data were analysed and visualised using GraphPad Prism
(version 10.4.2). Bar charts were presented as mean (solid
bar) ± standard deviation (vertical error bar). The violin plots
were presented with medium smoothing. The median value
of each group is indicated by a dashed line within the plot.

Statistical comparisons between two groups were performed
using an unpaired two-tailed t-test. P values were considered
statistically significant as follows: ≤0.05 (*), ≤0.01 (**),
≤0.001 (***), ≤0.0001 (****).

For the initial validation experiments (Fig. 2 and 3), the
SEC eluate (4.0–6.8 mL) was collected as four separate 0.7 mL
fractions. Each fraction was measured once, generating data
from 11 positions within the NTA flow cell. As no consistent
trend was observed between the individual fractions, the data
from all four fractions were pooled for analysis, resulting in a
total of n = 44 technical replicates. For subsequent
experiments (Fig. 4 and 5), the entire 4.0–6.8 mL eluate was
pooled first, and this single sample was measured in
triplicate. With each measurement comprising 11 positions,
this resulted in a total of n = 33 technical replicates.

Results and discussion

Our F-NTA workflow enables efficient fluorescent profiling of
EVs through a streamlined process integrating plasma-derived
EV isolation, antibody-based labelling, removal of unbound
fluorophores, and single-particle quantification (Fig. 1). After
isolation, EVs or other investigated particles, such as
lipoproteins and liposomes, were first fluorescently labelled and
then purified by SEC. In this step, the flow of smaller particles
along the column is slower than that of larger particles, as they
tend to be trapped by the porous resin, resulting in size-based
particle separation. Labelled EVs or other particles were
collected during the earlier stages of elution, leaving the
unbound antibody or protein labels in the later stages. The early
elution fractions (4.0–6.8 mL) were collected according to the
manufacturer's guidelines to maximise EV recovery (see
experimental for details). This workflow provided a consistent
source of labelled EVs for downstream quantification and
ensured that subsequent analyses reflected the EV population
rather than free fluorescent labels.

After removing unbound labels, purified EVs were measured
using NTA on the ZetaView PMX-420 system (Particle Metrix),
which detects total particle counts via scattered light and
fluorescently labelled particles via fluorescence emission. In
samples with 100% fluorescent particles, the particle count
measured in scattering NTA (S-NTA) is typically higher than that
measured in F-NTA. This discrepancy arises because weakly
fluorescent particles may fall below the detection threshold, as
the emitted light must pass through a filter before reaching the
camera. To compensate for this loss, we used a higher
sensitivity (95) in fluorescence mode compared to scattering

Table 2 The detailed parameters for scattering and fluorescent NTA measurements

Type

Pre-acquisition parameter Post-acquisition parameter

Camera
sensitivity

Camera
shutter

Number of
frames

Frame
rate

Minimum
brightness

Min
area

Max
area

Trace
length

Scattering (S-NTA) 80 100 High 30 30 10 1000 15
Fluorescent (F-NTA) 95 100 Low 30 30 10 1000 7
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mode (80) and applied a Kf to correct the fluorescent particle
count (see experimental for details). The Kf was obtained by
measuring fluorescent liposomes, which have a similar lipid
bilayer structure and refractive index (RI ∼1.36–1.39) to EVs
(RI ∼1.37–1.39) and thus serve as a more accurate reference
material compared to solid nanoparticles, such as fluorescent
polystyrene beads.16 The fluorescent liposomes were formed by
incorporating lipophilic dyes (DiO, DiD etc.) into the lipid
bilayers during production, and thus can be considered 100%
fluorescent particles.

SEC effectively removes unbound fluorescence labels

A key challenge in F-NTA measurements is the interference
from unbound fluorescent labels, which can generate false-
positive signals and elevate background noise, thereby
obscuring weakly fluorescent particles. This issue is
exacerbated for EVs due to their low density, which makes it
difficult to separate them from excess fluorescence labels. To
address this, we investigated the efficacy of SEC to remove
excess unbound dye. As shown in Fig. 2, SEC effectively
removes unbound fluorescence labels, demonstrated by
comparing antibody solutions of equal concentration before
and after SEC label removal. Fig. 2A depicts a representative
field of view image of AF488 anti-ApoB, before and after SEC
label removal. A dramatic reduction in fluorescent intensity
was observed after the label removal process. This
background suppression enabled the reliable measurement of

fluorescently labelled EVs and other investigated particles,
which would otherwise be undetectable due to high
background signal from unbound fluorophores.

To evaluate the influence of elevated background signals
from unbound labels, we quantified fluorescent particle counts
in both SEC-removed and unremoved samples, using EVs
derived from the human colon adenocarcinoma cell line HT29
(HT29 EVs) as a representative model. Fig. 2B shows the results
from HT29 EVs labelled with AF488 anti-CD63, compared with
the same volume of solution of anti-CD63. The unremoved
labels accounted for only 4.22% of the total fluorescent
particles, which were considered negligible for our subsequent
investigations. We also investigated very low-density lipoprotein
(VLDL) from human plasma, which is a predominant type of
particle from human plasma that co-isolates with EVs.12 The
VLDL was labelled with AF488 anti-ApoB and was investigated
with the same comparison as HT29 EVs. Fig. 2C shows
comparable results to Fig. 2B, in which the unremoved labels
account for only 8.66% of the total fluorescent particles,
demonstrating the versatility of the SEC process in removing
different fluorescence antibody labels.

Validate particle labelling efficiency with fluorescent proteins
and antibodies

Next, we validated the fluorescent labelling efficiency of our
proposed F-NTA workflow using liposomes and EVs after SEC
unbound label removal. The labelling efficiency was calculated

Fig. 1 Schematic diagram of the whole F-NTA workflow. A) Plasma EVs are isolated using the SEC column. The elute volume of 4.7–7.5 mL is
collected to maximise the EV purity. B) EVs and other investigated particles, like lipoproteins and liposomes, are labelled in solution with
fluorescent antibodies or proteins. Different fluorescent dyes, including AF488 (green) and AF647 (pink), are used for multiplexed detection. To
remove excess unbound labels, the labelled samples were further processed through the same SEC column but collected at a different elution
volume of 4.0–6.8 mL to maximise the EV recovery. C) F-NTA is then used to measure fluorescently labelled particles.
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as the ratio of the corrected fluorescent particle concentration
(CF-NTA) to the total scatter particle concentration (CS-NTA), using
the following equation:

Labelling efficiency %ð Þ ¼ CF‐NTA ×Kf

CS‐NTA
× 100

We initially utilise biotinylated liposomes labelled with AF488

streptavidin, leveraging the high affinity and stability of the
biotin–streptavidin interaction. Fig. 3A demonstrates a labelling
efficiency as high as 63.2%. Size comparison revealed no
significant difference between the scatter and fluorescent
modes. However, the size distribution obtained from F-NTA
appears broader than that for S-NTA (Fig. 3B). The broader size
distribution observed in F-NTA may be attributed to
heterogeneous labelling efficiency among EV subpopulations,
which leads to variations in fluorescence intensity and
consequently, in the calculated particle size distribution.
Furthermore, a shorter minimum trace length, defined as the
minimum number of consecutive frames in which a particle
must be tracked for inclusion in the analysis, was implemented
for F-NTA measurements to reduce photobleaching. This
adjustment introduced greater statistical uncertainty in particle
size estimation. Labelling HT29-derived EVs with AF488-
conjugated anti-CD63 antibodies resulted in 8.09% of the total
particles exhibiting detectable fluorescence, reflecting the

effective labelling efficiency under the given experimental
conditions (Fig. 3C). This proportion is considered acceptable
given that only CD63 was targeted, and not all EVs within the
heterogeneous population are expected to express this single
marker.17 Furthermore, this percentage is comparable to that
reported previously in similar work undertaken by Mladenović
et al., which was approximately 2%.8 Notably, cryo-electron
microscopy of the commercially sourced HT29 EVs revealed the
presence of non-vesicular extracellular particles (NVEPs)
alongside vesicular structures (Fig. S1). This indicates that the
fluorescent particle percentage measured by F-NTA is an
underestimation of the labelling efficiency between anti-CD63
and CD63+ EVs, as the total particle number by S-NTA also
contains NVEPs. Size comparison revealed a modest increase in
average particle diameter from 114.9 nm to 133.1 nm (Fig. 3D).
This shift reflects the added hydrodynamic size from antibody
labelling, which typically contributes 10–15 nm and thus
increases the apparent particle size measured by NTA. This
conclusion is consistent with previous observations by
Fortunato et al. and Bao et al.7,18

F-NTA can differentiate between EVs carrying different levels
of surface markers

To evaluate the biomarker profiling capability of F-NTA, we
examined its ability to distinguish EV subpopulations based on

Fig. 2 Performance of the SEC label removal. A) Representative screenshots from the ZetaView PMX-420 QUATT, equipped with a high-sensitivity
CMOS camera (1920 × 1080 pixels), show recorded videos before (top) and after (bottom) SEC label removal using AF488 anti-ApoB for
demonstration. High background noise is observed in the original fluorescence antibody solution, which drops dramatically after the SEC label
removal. B and C) Comparison of the particle concentrations of labelled HT29 EV (B) and VLDL (C) and their corresponding free labels after SEC
label removal. The proportion of unremoved labels out of the total fluorescent particles is 4.22% for HT29 EVs and 8.66% for VLDL, which are
considered negligible ( p < 0.0001). The data are from n = 44, which includes a sum of four fractions (0.7 mL each) that were collected from the
elute volume 4.0–6.8 mL and measured separately. Each sample was measured at 11 positions (see experimental section for details). The median
value of each group is represented as a dashed line.
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surface marker expression. Our previous study demonstrated
that HT29 EVs contain a significantly higher proportion of
EpCAM-positive (EpCAM+) EVs compared to the human
embryonic kidney cell line HEK293 (HEK293 EVs), providing
well-defined comparison samples for validating F-NTA's
capability for biomarker profiling.13 HT29 and HEK293 EVs
were labelled with AF488 anti-EpCAM and measured by F-NTA
after SEC label removal. Fig. 4A presents the particle
concentrations from S-NTA and F-NTA for both EVs, and Fig. 4B
shows the corresponding fluorescent particle proportion
comparison. The results clearly show that HT29 EVs carry a
significantly higher proportion of EpCAM+ EVs (61.63%)
compared to HEK293 EVs (19.43%). This result also highlights
that, unlike bulk analysis methods such as Western blotting or
ELISA, single EV analysis techniques like F-NTA do not require
sample loading normalization or calibration curves. Biomarker
differences can be quantified directly from the ratio of
fluorescent to total particles. Size distribution measurements
indicate that both EV populations retain a normal distribution
after fluorescence labelling. While no significant change in size
distribution was observed for HT29 EVs before and after

labelling (Fig. 4C), HEK293 EVs exhibited a shift toward smaller
particle sizes following labelling (Fig. 4D). This shift may be
attributed to the low abundance of fluorescently labelled
HEK293 EVs, which limits the ability to obtain a statistically
robust size distribution.

F-NTA can be used to assess the purity of EVs isolated from
complex samples

EV purity is a critical parameter in evaluating the quality of EV
isolation. Achieving high EV purity is particularly challenging in
complex biological matrices such as human plasma. In our
previous study, we established a bulk method to assess EV
quality using immunomagnetic beads for EV capturing,
followed by flow cytometry analysis.12 In contrast, this study
investigates whether F-NTA can be applied for quality
assessment of plasma-derived EVs at the single-particle level.
For plasma EV isolation, the same SEC column used for
unbound label removal was employed, but with an adjusted
elution volume of 4.7–7.5 mL to maximise EV purity (see
experimental section for details). Cryo-electron microscopy
images confirmed the presence of EVs in the isolates (Fig. S2).
Lipoproteins were used to assess impurity in plasma EV
isolation, as they are the predominant contaminants and vastly
outnumber EVs in human plasma.19 While SEC is effective in
removing the majority of high-density lipoproteins (HDL), it
cannot remove other types, such as VLDL and chylomicrons,
sufficiently, which have similar densities and sizes to EVs.20

ApoB marker has been reported to reliably recognise
lipoproteins, including VLDL and chylomicrons.21 Therefore, in
this study, the isolates were labelled with two fluorescent
antibodies with different fluorescent dyes, AF647 anti-CD63 for
EV labelling, and AF488 anti-ApoB for lipoprotein labelling.
F-NTA measurements revealed the presence of both EVs and
lipoproteins. As shown in Fig. 5A, lipoproteins exhibited
significantly higher concentrations than EVs across the
interrogated size range. Based on F-NTA quantification, the EV-
to-lipoprotein ratio was 7.44% (Fig. 5C). We compared the
results obtained by F-NTA with another single EV technique,
using TIRF microscopy imaging. The same sample, measured
by F-NTA, was introduced onto a PLL-coated microscopy
coverslip through the electrostatic absorption of EVs and
lipoproteins, and then imaged by a fluorescence microscope
using TIRF illumination. Fig. 5B shows the presence of anti-
CD63 labelled EVs (pink dots) and anti-ApoB labelled
lipoproteins (green dots) in the same field of view. A
quantitative analysis of the image shows an EV : lipoprotein
ratio of 27.92%. This difference in quantification can be
attributed to the distinct detection principles of the two
methods. F-NTA is a dynamic technique that analyses particles
freely diffusing in solution. For a particle to be counted, it must
produce a fluorescent signal bright enough to exceed the
detection threshold within the short exposure time of a single
video frame. This makes F-NTA a powerful tool for
characterising particle size and concentration in solution, but
sets a stringent requirement for signal intensity. In contrast,

Fig. 3 Particle labelling efficiency. A) Concentration and B) size
analysis of AF488 streptavidin labelled liposomes measured in scatter
(red) and fluorescent (green) modes. The proportion of fluorescent
particles in total particles is 63.2%. A size comparison reveals no
significant difference ( p = 0.0859) between the scatter and
fluorescent modes. C) Concentration and D) size analysis of AF488
anti-CD63 labelled HT29 EVs measured in scatter (red) and fluorescent
(blue) modes. The proportion of fluorescent particles in total particles
is 8.09%. Size comparison shows a slight increase in the average size
from 114.9 nm to 133.1 nm ( p = 0.0002). The data are from n = 44,
which includes a sum of four fractions (0.7 mL each) collected from
the elute volume of 4.0–6.8 mL and measured separately. Each sample
was measured at 11 positions (see experimental section for details).
The median value of each group is represented as a dashed line.
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TIRF microscopy is a static method that analyses particles
immobilised on a surface. This allows for the use of longer
exposure times, enabling the accumulation of photons from
even dimly labelled particles. While this approach offers high
sensitivity for enumerating surface-captured fluorophores, it
does not provide the in-solution hydrodynamic size and
concentration data that F-NTA does. These fundamental
differences in particle state (dynamic vs. static) and signal
acquisition logically result in the observed quantitative
discrepancies.

Conclusions

In this study, we established an optimised protocol for
quantitative single-particle profiling that integrates fluorescent
antibody labelling, SEC label removal and F-NTA. This robust
workflow enables reliable quantification of surface marker
expression and the accurate assessment of EV purity in a single,
integrated approach. Looking forward, the capabilities of F-NTA
can be further expanded. Future advancements, such as
improving camera sensitivity, using next-generation ultra-bright
fluorophores and nanoprobes, and implementing advanced
analytical software, will continue to improve the detection limit

for dimly labelled and rare EV populations. Furthermore, this
workflow provides a foundation for multiplexed co-localisation
analysis using next-generation NTA instruments. Ultimately, this
work provides the research community with a critical and
accessible tool for developing EV-based diagnostics, monitoring
therapeutic efficacy, and performing quality control on
engineered vesicles for drug delivery.
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Fig. 4 Comparison of EpCAM+ EVs between HT29 and HEK293 EVs. A) Total particle concentrations from S-NTA (scatter) and fluorescent particle
concentration from F-NTA (488 nm). B) Comparison of EpCAM+ EVs, as shown by the proportion of fluorescent particles. HT29 EVs (61.63%) showed a
significantly higher proportion ( p < 0.0001) compared to HEK293 EVs (19.43%), consistent with the different EpCAM expression of the EVs from the two
cell lines. The data are from n = 33, which includes three measurements of a sample at 11 positions from the total collected volume 4.0–6.8 mL (see
experimental section for details). (C and D) Corresponding size distributions from (C) HT29 EVs and (D) HEK293 EVs in scatter (red) and fluorescent (blue)
modes. The size distribution histograms are presented as mean (solid bar) ± standard deviation (vertical error bar).
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