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A method to uniquely identify signals originating from probes with
different emission decay times in luminescence imaging has been
developed. By using scanning confocal microscopy in combination
with time-correlated single photon counting (TCSPC), Photon Arrival
Time Imaging (PArTI) has been realised through off-line plotting of
images using the photon arrival times. PArTI is the time-equivalent to
spectrally resolved imaging, replacing the energy axis with a photon
arrival time axis. Here, lanthanide probes were used to demonstrate
the key advantages of the method. PArTl uses TCSPC data, involves no
fitting, uses a single pulsed laser line for multicolour imaging, and can
be used with a 100 millisecond dwell time per pixel.

In cells and tissue, autofluorescence and scattering remain an
issue that can limit the sensitivity of imaging microscopy."*
Time-resolved microscopy and time-gated microscopy are
ideally suited to remove these contributions.*** Fluorescence/
phosphorescence lifetime imaging (FLIM/PLIM) measures and
creates an image of the luminescence decay time of a given
molecular probe by fitting the emission decay profile for each
pixel,>*#1318 while time-gated microscopy exploits molecular
probes with a decay time significantly longer than the back-
ground in order to electronically or mechanically gate the light
and thus completely remove background emission without
fitting the emission decay curve.>>"” In some applications,
multiple hardware time-gates in combination with a fitting
routine have been used previously.*® With lanthanide based
probes, time-gated microscopy has been used extensively,**%->*
and examples of FLIM/PLIM images have also been published.**
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Lanthanide luminescence is unique as it is well-defined in
energy, when compared to transition metals or organic emit-
ters.*** Lanthanide centred luminescence is structured in
narrow emission bands and a lanthanide complex will have a
characteristic, although medium specific, luminescence decay
time (7).***” We have recently shown that it is possible to resolve
lanthanide luminescence spectrally in order to achieve back-
ground free energy-resolved images.>

We now demonstrate a variation on the two time-resolved
imaging methods mentioned above, which we have named
photon arrival time imaging or PArTI. The method allows us to
obtain resolved images by using the differences in emission
decay time by applying a procedure where photons in specific
arrival time intervals are assigned a colour and then integrated
to provide a probe specific contrast. In the example presented
here, lanthanide centred luminescence with two different decay
times and emission in the near-IR (NIR) was used, though
further multiplexing of the technique is readily achievable.

PArTI is explained in detail in Fig. 1, which shows how
signals from different probes can be separated on the basis of
their emissive lifetimes, since the contribution from each probe
will vary depending on the time at which the intensity of
emission in measured. Sampling at three time intervals will be
sufficient to resolve the nature of the emissive species present.
When considering the theoretical example in Fig. 1, it is clear
that the long decay time emitter always will have a contribution
in all three channels, and pixels where this emitter dominates
will never be pure red. If two emitters are present in the same
pixel the colour will be close to yellow (depending on the
selected arrival time intervals), and with all three emitters the
pixel will be shown as white (the arrival time intervals must be
optimised accordingly). The amount of light emitted at a given
pixel is shown on a percentage scale (Fig. 1). That is every pixel
will not only have a specific colour (related only to the arrival
times detected in the pixel), but also an intensity, which ranges
from the specific colour (100%) to black (0%, no emission).

Lanthanide centred emission offers unique possibilities in
both spectrally resolved imaging and PArTI. Narrow and
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Fig. 1 Graphical overview of the Photon Arrival Time Imaging (PArTI)
method. (A) Intensity image, time-gated and photon arrival time resolved
image showing four areas: probe | (blue), probe Il (red), probe IIl (green);
the yellow area is stained with equal amounts of probe Il and IIl. (B) Time
resolved emission profile showing the photon arrival time intervals
selected for the PArTI analysis resulting in the image in A. (C) Detailed
description of the origin of the PArTI RGB scale. The intensity is nor-
malised on a 0-100% scale using the maximum count of one channelin
the most intense pixel in the image, here, green = 90.000. (D) Cartoon of
showing examples of the spectral signatures of probes |, Il, and Ill.

distinct emission bands in a wide range of the visible and NIR
spectrum enable the former, while distinct luminescence decay
times (from 0.1 to 4000 ps) of the many emission bands
resulting from the numerous and widely tunable radiative
transitions in the excited state manifold of the trivalent
lanthanide ions enable the latter.*”

Here, PArTI is demonstrated using silica particle dyed with
the neodymium and the ytterbium complex of 1 (Scheme 1), a
DO3A ligand with a 4-azidophenacyl antenna chromophore.?*®
While 1 is a good choice for sensitizing terbium and europium,
both Eu, Tb and in particular the NIR emitting lanthanides can
be sensitised by much more brightly emissive dyes.>»*”*>-** The
scope of the PArTI method for time-resolved imaging, as pre-
sented below, is readily expanded using stronger chromophores
and other emissive lanthanide ions.
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Scheme 1 Lanthanide dyes used in this study.
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Using PArTI has multiple implications: the procedure
generates multicolour images without involved fitting protocols,
it can be performed with just one pulsed laser source, and the
image acquisition is significantly faster than other techniques
such as spectrally resolving lanthanide centred emission.*
However, the procedure has one key requirement; the probes
must have constant yet significantly different decay times. Here,
we chose neodymium and ytterbium based probes. The intrinsic
luminescence decay times for these are 0.2 ps and 2.2 ps,
respectively, while the background emission from the silica
particles and antenna chromophore has a decay time of less than
10 ns. Depending on the TCSPC electronics used, probes with
significantly longer lifetimes may be added. The hardware used
in this work limits the detection to maximum 5 ps.

To test the PArTi methodology as outlined in Fig. 1, we dyed
silica particles with Yb.1 and Nd.1 (see ESI for detailst).*?*
Fig. 2 shows an optical transmission image and a fluorescence
intensity image of a random mixture of silica particles dyed with
either Yb.1 or Nd.1. The luminescence decay and spectra of the
complexes on silica particles are shown in the ESI (Fig. S7 and
S871). The luminescence decay time of the neodymium complex
was determined to be tng = 0.203 ps originating in the 880 nm
*F;,, - Loy, transition, while that of the ytterbium complex was
Typ = 2.24 ps for the 980 nm *Fs, - °F-, transition. These decay
times are sufficiently different that the ratios of the photons
detected in specific arrival time intervals can be used to identify
the specific species used to label each particle (Fig. 1).

The samples investigated here all exhibited significant
fluorescent background coming from the silica particles and
the organic chromophore in the lanthanide complexes.”® The
background emission has a nanosecond luminescence decay
time and can be imaged and removed using simple time gating.
Fig. 3 shows two silica particles imaged using either photons
primarily originating from the fluorescent background (Fig. 3A
and C blue interval) or the photons arriving in a time interval
corresponding to lanthanide centered emission from
neodymium and ytterbium (Fig. 3B and C red interval). The
images show a strong contribution from background in the
total intensity image, and that only approximately 20% of the
photons recorded in the image arise from probe emission. If a
time gate is applied such that only photons from probe lumi-
nescence are detected, the background emission can be
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Fig.2 (A) 100 x 100 pixel total intensity image of a random mixture of
silica particles dyed with either Yb.1 or Nd.1. Total integrations time
1000 s. (B) Optical transmission image of the same sample, the white
square marks the 60 x 60 pum scanning area. The intensity image
displays the number of photons that were detected in each pixel.

RSC Adv., 2015, 5, 70282-70286 | 70283


http://creativecommons.org/licenses/by-nc/3.0/
http://creativecommons.org/licenses/by-nc/3.0/
https://doi.org/10.1039/c5ra15759e

Open Access Article. Published on 17 avgust 2015. Downloaded on 10. 02. 2026 22:22:32.

Thisarticleislicensed under a Creative Commons Attribution-NonCommercial 3.0 Unported Licence.

(cc)

RSC Advances

removed (Fig. 3B). The remaining background in the image is
defined by the dark counts of the detector. In the set-up used
here, the background amounts to 20 counts per pixel in the total
intensity image (for a 100 ms dwell time). Since these dark
counts are distributed over 4096 time-channels, the background
is thus limited to about 0.25 counts per pixel for an arrival time
interval of 100 channels. This is the strength of time-gated
imaging and also the PArTI method.

In order to perform PArTI, images are recorded as a TCSPC
photon stream using the FIFO mode.*> The TCSPC photon
stream contains the information related to the photon arrival
time with respect to the start of the experiment (macrotime) and
the arrival time of each photon to the next excitation pulse
(microtime).** The macrotime is used to allocate to which pixel
in the image each photon belongs (Fig. S4f). The microtime
information is commonly used to generate and fit a fluores-
cence decay curve at each pixel (FLIM), and it can be used to
display photons that arrive after a specific time only as in time-
gating. The PArTI approach uses specific arrival time intervals
to resolve the image using microtime. The procedure operates
just like spectrally resolved imaging, where wavelength intervals
are selected directly in the experiment using filters or using
software in the data when a spectrometer is used (Fig. 1). Fig. 3
was made using the PArTI method to emulate time-gated
imaging by choosing the photon arrival time intervals on the
full time-resolved emission profile that correspond to back-
ground (Fig. 3C blue interval) and probe emission (Fig. 3C red
interval). Going from simple time-gating to PArTI allows the
images to be resolved (Fig. 1). By selecting specific arrival time
intervals we can identify which particle is dyed with which
probe, and emission originating from probes such as Yb.1 and
Nd.1 is readily separated and identified by using the RGB color
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Fig.3 (A) Background emission: intensity image based on the photons

with arrival times corresponding to the blue interval in C. (B) Time-
gated image: intensity image based on the photons with arrival times
corresponding to the red interval in C. (C) Time-resolved emission
profile from the whole image (Fig. 2A, total integrations time 1000 s).
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scale that is applied to each pixel (Fig. 1). Fig. 4A demonstrates
that PArTI can generate multicolour images using lanthanide
based probes following excitation by a single laser line.

Fig. 4 shows the PArTI images corresponding to the intensity
image in Fig. 2. The figure includes the time-resolved emission
profiles from particles dyed with either neodymium or ytter-
bium containing dyes. Although FLIM may produce lifetime
maps that would allow separating the two lanthanides based on
their specific decay time, a good fit requires a certain number of
photons to be detected in each pixel. With PArTI very few
photon are required to obtain resolved images (see Fig. S157),
the total photon count in the brightest pixels is in this example
in the range of 2000-3000. In the investigated system this
corresponds to ~150 photons in the selected arrival time
intervals used to generate the PArTI image. It may be chal-
lenging to use FLIM to create reliable images with such a
limited number of detected photons. Rather than a fitting
procedure, PArTI relies on the fact that the ratio of photons
arriving in given time intervals, following excitation with a
specific laser line, is constant. The premise is that the identified
photons are very likely to arise from emission from a given
probe.i Additionally, PArTI has the flexibility to change the
specific width of the arrival time intervals to modulate the
contrast, this can be done at will from the experimental data.
Furthermore, PArTI can, with probes based on lanthanide
centred emission, fully suppress the nanosecond background in
the sample. Thus the signal to noise is here only defined by the
detector dark counts. Here, we have used a single example to
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Fig. 4 (A) 100 x 100 pixels photon arrival time image (PArTI) of silica

particles dyed with either Nd.1 (green) or Yb.1 (red). Total integrations
time 1000 s. (B) Time resolved emission profiles of Nd.1 (green) and
Yb.1 (red) extracted from the photon stream. (C) Full time-resolved
emission profile recorded by TCSPC while imaging. The red, blue, and
green arrival time intervals are selected to generate the best photon
arrival time resolved image.
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demonstrate PArTI in Fig. 4, four additional examples have
been included in the ESL.{

To conclude, a method for Photon Arrival Time Imaging
(PArTI) has been presented. PArTI can be used to resolve
microscopy images using the arrival time of the individual
photon, and is different from FLIM and time-gated imaging.
The method requires TCSPC and probes with constant but
significantly different luminescence decay times, but allows for
multicolour auto-fluorescence free images to be recorded and
displayed using a RGB colour scale for up to three co-localising
probes in a single image. Probes based on kinetically stable
lanthanide complexes readily fulfil the PArTI requirements and
the next step is to make probes with relevant vectors that allow
for the method to be tested in biological systems. Furthermore,
the microscopy set-up may be expanded to allow for two-photon
excitation of the probes, so that excitation and emission both
occur in the biological transparent NIR window.
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